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PREFACE. 


The rapid advances which have been made in modern 
timesf towards a correct knowledge of the intimate structure 
of animate and inanimate beings, by the employment of the 
Microscope, have given % to this instrument an importance 
second only to that of the Telescope. By its agency alone 
have crude notions and theories been swept away, and 
science in civilized countries made to stand on a firmer basis. 
In this land of machinery and manufactures, artists have not 
been found wanting to devote their time aijd talents to the 
conversion of what might once have? been an amusing instru- 
ment or a toy, into one of the most powerful auxiliaries that 
can beVmploycd in scientific research. In proportion 4x> its 
use, so has been the demand for improvement in its construc- 
tion, and both amateur and optician have laboured together to 
bring it to its present state of perfection, the former, in many 
eases, furnishing the means to enable the latter to carry out 
their designs. In the presen^ day, so urgent* has been the 
call for Achromatic Microscopes in England, tliat the demand 
has far exceeded the supply of information on # m«?tters con- 
nected with their construction £,nd use ; since the works of 
Sir D. Brewster, Dr. Goring, and Mr. Pritchard, no treatises 
of a practical nature have been published in this country. 
The writings of Mr. Pritchard, although very excellent, are 
chiefly confined to the instruments and apparatus of his own 
manufacture, consequently, persons who are in possession of 
microscopes constructed by others (and these by far the most 
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numerous class) are still without a guide to their management; 
to remedy this deficiency, the present work has been under- 
taken. The principal aim the Author has had in view has 
been to furnish the uninitiated with a concise and practical 
account, firstly, of the Microscope as known in former 
years ; secondly, of the different forms of instruments now 
generally employed ; thirdly, of the methods of applying the 
same to scientific inquiry ; and, lastly, of the variOas^pllms of 
preparing, mounting, and examining animal, vegetable, and 
mineral substances, together with classification of a few 
characteristic and interesting specimens that may be selected 
from the great volume of Nature. 

It was, at first, the intention of the writer to have included 
in the present Treatise the methods of* dissecting and injecting, 
as well as many yery important matters, purely of an anato- 
mical nature ; but he has found it advisable to defer these and 

all others relating exclusively to physiological science to a 
• \ • 
separate work, which he hopes at a subsequent period to lay 

before the medical profession, to whom the Microscope has 

now become indispensable as an educational instrument. 

The .different modes of preparing and examining Micro- 
scopic objects are chiefly the result of the Author’s own expe- 
rience, but as fit would be next impossible for one individual 
to be fully conversant with all these subjects, he begs to state 
that he witl always be glad to receive from fellow-labourers 
any hints bearing on matters* relating to the Microscope, 
and ready to acknowledge the source from whence such 
information may have been derived. In order to render 
the matters treated of clear and intelligible to the general 
reader, as many technicalities as possible have been avoided, 
and the simplest language made use of; which will account 
for the plainness of style and composition. 
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IX 


It may be remarked that the name of Mr. Ross occurs more 
frequently than that of any other optician ; this has arisen 
from the very valuable papers published by him, from which 
the Author has made copious extracts ; he embraces this op- 
portunity of acknowledging the kind assistance afforded him 
on all occasions by Messrs. Powelk and Lealand, Mr. Ross, 
and Messrs. Smith and Beck. Pie would here, also, beg* to 
tender his* l^st thanks to Dr^ Pereira, Mr. Bowerbank, Mr. 
Jackson, and other gentlemen who have obligingly aided him 
with much useful information during the progress of the book, 
as well as to the artists, Messrs. Leonard and Aldous, and 
the wood engravers, Messrs. Vasey and Joyce, for the able 
manner in which their part of the work has been executed. 

In conclusion, the Author trusts that his endeavours may 
not be unavailing in affording assistance to J:hose who are 
engaged in Microscopic investigations*; and should his efforts 
be conducive, in the slightest degree, to the promotion of 
scientific research, the end for which he has laboured will be 
fully accomplished. 


15, Dorchester Place, 

Blandforl Square, 

Nov . 11 th , 1848. 
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MECHANICAL ARRANGEMENTS. 




A 


PRACTICAL TREATISE 

ON THE USE OK 

THE MICROSCOPE. 


HISTORY OF THE MICROSCOPE. 

The term microscope, derive*! from the two Greek words 
fM*po$ small, and o-xottsw to view, and said to have been 
first suggested by Dcmisianus, is applied to 4 n instrument 
which enables us to see distinctly and* to investigate objects 
placed at a short distance from the eye, or to see such 
minute objects as, without its aid, would be invisible. The 
early history of tliis instrument, like that of many others 
of a scientific nature, is involved in considerable obscurity, so 
that not even the time of its discovery, nor the name of the 
^discoverer, can be fixed on with any degree of certainty ;^Jbut 
as, in its most simple form, the microscope consisted of f little 
or nothing else than the magnifying power or lens, which 
must of necessity have been made of glass or ^somc other 
transparent and highly refracting material, it is eydejit ijaat 
its invention may be referred to a period anterior to the 
Christian cera. Aristophanes, wiio* lived five centuries before 
Christ, speak^ in his Clouds of a burning sphere. Seneca, 
who was born during the first year of the Christian a?ra, and 
died a.d. 65, writes that small and indistinct objects become 
larger and more distinct in form when seen through a globe 
of glass filled jvith water.* Pliny, who died in a.d. 79, 

* u Literse quamvis minutae et obscurse, per vitream pilam aqua plenam, 
in aj ores clarioresque cernuntur.” Nat. Quaest, lib. i., cap. 7. 

1 
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mentions the burning property of lenses made of glass. 
Ptolemy, the celebrated astronomer of Alexandria, who 
flourished in the latter part of the first century, was evidently 
cognizant of the existence of magnifying glasses, and 
makes use of the word refraction in his work on optics. 
The testimony of these ancient writers, however, is only im- 
portant as proving the existence of the microscope in its most 
simple and rudimentary form, viz., as an instrument composed 
of a single magnifying glass or sphere, whose elyef application 
appears to have been that of concentrating the heating power 
of the sun’s nays. To our countryman, Roger Bacon, who 
was born at the commencement 6i the third century, is attri- 
buted the invention of the telescope, the camera obscura, the 
reading glass, and gunpowder, and, by some, the discovery of 
the microscope ; as lie speaks, in his Opus Maju.% of principles 
applicable to it, and Record, in his work entitled Chernin de 
la Science , published in 1551, relates that Bacon, whilst at 
Oxford, made a glass which exhibited such curious things, 
that its effect was generally attributed to some diabolical 
power. It is, however, certain that the simple microscope, if 
wc apply this term to every instrument used for magnifying 
objects, first consisted of a sphere of glass or of a globe, of 
the same material, filled with water, these, no doubt, were 
soon superseded by lenses of a bi-convex figure, for, according^ 
to Dr. Francis Redi, these latter were in use early in the 
fV.v trtn century. Some hundreds of years were suffered to 
elapse before the microscojfw was again noticed, and then 
we read of it in its improved or compound form, as being 
supplied with two or more magnifying powers. Several 
authors, especially Tluyghens, assign the invention of the 
compound microscope to Cornelius Drebbel, a Dutchman, in 
the year 1621, whilst Fontana, a Xeapolitan, claims the dis- 
covery for himself in 1618. According to Borcllus, it was 
invented by Zachariaa Jansen tr Zansz, or his father Hans 
Zansz, spectacle-makers at Middleburg, in Holland, about 
the year 1590. They are said to have presented the first 
microscope to Charles Albert, Archduke of Austria. “ One 
of their microscopes,” says Sir 1). Brewster, in his Treatise 
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on Microscopes , page 2, “ wliieh they presented to Prince 
Maurice, was in the year 1617 in the possession of Cornelius 
Drebbel of Alkmaar, who then resided in London as mathe- 
matician to King James L, in which place he made micro- 
scopes, and passed them off as being of liis own invention.” 
These instruments were said to be six feet in length, and 
consisted of a tube of gilt copper, oie inch in diameter, sup- 
ported by thin brass pillars, in the shape of dolphins, on a 
base of # cl*>ify, which was adapted to hold tl^e object to be 
examined; nothing, however, is known of their internal con- 
struction, they were, probably, nothing more than telescopes 
converted into compound microscopes, and there is no doubt 
but that they were similar to the one which TEpiims has 
described in a letter addressed to the Academy of Sciences 
of St. Petersburg. We are 4 ilso told by Viviani, an Italian 
mathematician, in his Lift? of Galileo , fs that this great man 
was led to the discovery of the microscope frqm that of the 
telescope, and that, in 1612, he sent one to Sigismund, King 
of Poland he adds, “ that this philosopher worked twenty 
years at his apparatus in order to perfect it. But, notwith- 
standing all the above conflicting statements, the credit* of 
the invention of the compound microscope is given (in this 
country at least) to Zacharias Jansen, in 1590.” 

* Leaving then the region of uncertainty, let us now direct 
our attention to matters of a more tangible nature. fWith 
the foundation of the Royal Society, in 1660, may be said 1 co 
have commenced a new a3ra in optical science, fonnot only do 
we now find new microscopes described, but the early yolujnes 
of the transactions literally teem with improvements in the 
construction of these instruments* and with discoveries made 
through their medium. One of the first contributors appears 
to have been* the celebrated Robert Hooke, who, as early as 
the year 1667, published a work on Some physiological de- 
scriptions minute bodies made t)y magnifying glasses, 
entitled Micrographia , which may be fairly styled one of the 
wonders of the day; it is illustrated with 38 plates, and was 
ordered for publication November 23rd, 1664, but did not 
appear until three years afterwards. 

1 * 
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The microscope used by Hooke was a compound one 

with three lenses, and is 
shown at fig. 1, and also 
in the sixth figure of the 
first plate of his work, in 
which figure it will be 
perceived that he likewise 
represents a method of illu- 
minating opaqiie w objects, 
which is even practised at 
+ the present day, the plan 
being to place a globe of 
glass filled with salt water or 
brine immediately in front 
1# * of the lamp, the pencil of 

rays from the globe are received by a small planoconvex lens, 
placed with it§ convex side nearest the globe, which condenses 
them upon the object. Hooke also informs us of an accurate 
method of finding the magnifying power of a compound 
microscope, than which a better plan has not been suggested 
in modern times, and as it would be difficult to make his de- 
scription shorter or more intelligible than it is, I shall here 
transcribe his own words : — a Having rectified the microscope 
to see the desired object through it very distinctly, at the 
sameitime that I look upon the object through the glass with 
one eye, I look upon other objects at the same distance with 
my other bare eye; by which means I am able, by the help 
of u, rultfr (jivided into inches and small parts, and laid on the 
pedestal of the microscope, to cast, as it were, the magnified 
appearance of the object upon the ruler, and thereby exactly 
to measure the diameter it appears of through the glass, 
which beipg compared with the diameter it appears of to the 
naked eye, will easily afford the quantity of its magnifying.” 
To Hooke also belongs the merit of having first made globule 
lenses of high power, an invention which Hartsoeker has 
also claimed; but if the dates of the works of these respective 
authors be consulted, it will be seen that the Micrographia 
of Hooke was published in the same year that Hartsoeker 
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was born. Hooke describes exceedingly well the process of 
making globule lenses, which is as follows : — ■“ If you take a 
clear piece of Venice glass, and, in a lamp, draw it out into 
Ifine threads, and then holding the ends of these threads in 
the flame, until they melt, they will run into a small round 
globule o^ drop, which will hang to the end of the thread ; 
having made a number of these, they are all to be stuck upon 
the end of a stick with a little sealing-wax, with the threads 
standing up^rmost, these end%are to be ground off" first on a 
whetstone and then polished on a metal plate with tripoli. 
The lenses thus finished, if placed against a small hole made 
in a thin piece of met&l, and fixed there with wax, will both 
magnify and make some objects more distinct than any of the 
great microscopes can do.” 

The optical part of the microscope of* Ilookc consisted of a 
small object-glass, a field'-glass, and an eye-glass; when he 
wished to examine the parts of an object more # accurately, he 
removed the middle or field-glass, and by that means lie 
states he obtained more light and better definition. The, 
compound body was of the shape represented by fig. 1, and 
when shut up was seven inches in length, and three inches in 
diameter, but was capable of being drawn out like a telescope, 
it being supplied with four tubes or slides; it was also capable 
of being inclined at any angle by means of a ball and socket 
joint, as represented by fig. 1. Coeval with I looked were 
Eustachio Divini, of Rome, and S. Campani, of ISologna, the 
former of whom, in the year 1668, published, in the Philo- 
sophical Transactions , an account of his microscopy, wliich 
consisted of an object-glass and field-glass, like that of Hooke, 
but, instead of a double convex* eye-glass, he substituted two 
planoconvex lenses, which touched each other in the middle 
of their convex surfaces ; by this arrangement a flat field of 
view was obtained, at the same tinib with a considerable 
amount of magnifying power. It is said,* that the compound 
body of this instrument, when shut up, was sixteen inches 
long, and as large in circumference as a man’s thigh, and that 
the eye-glass was equal in size to the palm of the hand; its 
* Chevalier des Microscopes et de lenr usage, p. 15. 
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power was increased by draw tubes from 40 to 140 times. 
The latter, or S. Campani, of Bologna, was also a maker of tele- 
scopes and microscopes, and a successful rival of the former^ 
his instrument was somewhat similar to that made by Divini, 
being on the principle of an inverted telescope, Campani’s 
lenses are said to have been, worked on 
a^tum-tool, and not moulded. In 1672 
we find that S. P. Salvetti made micro- 
scopes in imitation of those of Divini 
and Campani, but which were found to 
far exceed those of the above-mentioned 
artists in their magnifying and defining 
powers; but we are not told in what 
points of construction these instru- 
ments differed from those of his prede- 
cessors. 

In the year 1673, the name of the 
immortal Leeuwenhoek first appears 
in the Philosophical Transactions of 
this country, as a discoverer of nu- 
merous wonders by aid of the micro- 
scope; his instruments, which were composed of single lenses, 
are said to have been greatly superior to all that had been pre- 
viously made. According to Baker, 
they were also remarkable for their 
simplicity, each one consisting of a 
singlelens set between two plates of 
silver, perforated with a small hole, 
with a moveable pin before it, to 
plaqe the object on and adjust it to 
the eye of the beholder. “ It has 
been stated by many authors,” says 
Baker, ( On Microscopes , vol. ii.,) “ that 
the magnifiers used by Leeuwenhoek 
were globules or spheres of glass, like 
those invented by Hooke, but such 
Fig. 3. is not the case ; he assures us that in 

the cabinet of the twenty-six micro- 
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scopes, left by that famous man at his death to the Royal 
Society as a legacy, each instrument has a double convex 
lens, and not a sphere or globule.” 

An account of these microscopes was drawn up by Baker, 
in 1740, and published in the Philosophical Transactions for 
that year. # Fig. 2 represents a front view of the instrument, 
and fig. 3 a back view, both being t)f the exact size of tjie 
original : a fig. 2 represents a flat plate of silver, which is ri- 
vetted tt> fig! 3 by rivets h h h * between these plates a small 
double convex lens is let into a socket, and a hole drilled in 
each plate for the eye to look through the Jens at c 9 fig. 2 ; a 
limb of silver d is fastened to the plate a by a screw e 9 this 
has another piece of silver joined to it at right angles f 9 fig. 3, 
through this a long fine-threaded screw g runs, which turns in 
and raises or lowers the stage; A, whereon is fastened a pin i, 
for tlie object to be attached to, this pin can be turned about 
by the little handle k , and the stage itself is adjusted to or 
from the lens by the screw /, which passes through the stage 
in a horizontal position, and when the screw is turned, the 
stage is forced from or brought nearer to the lens at c. 

66 All the parts of these microscopes,” says Baker, “ are *of 
silver, and fashioned by Mr. Leeuwenhoek’s own hand, and 
the glasses, which are excellent, were all ground and set by 
himself, each instrument being devoted to one or two objects 
only, and could be applied to nothing else. This method 
induced him to make a microscope with a glass adapted «to 
almost every object, till he half got some hundreds of them. 
The highest magnifying power was 160 diameters, and the 
lowest 40. 

In the year 1698, Philip Bonpani, in his worl^ entitled 
Observations circa viventia , quee in Rebus non viventibus repe- 
riuntur , describes a compound microscope in use by him. 
This microscope, which is represented*by fig. 4, was placed 
on a stanc^ in the horizontal position, and was provided 
with a stage for the objects; and, with "a coarse and 
fine adjustment to the compound body, the former was 
obtained by means of a rack and pinion, which moved the 
entire frame-work, supporting the compound body, whilst 
the latter was effected by a screw in the end of the body 
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itself near to the object glass ; and to steady the opposite end 
of the body, a triangular support was provided, on which the 



Fig. 4. 


body was readily turned. In order to make the light of a 
lamp, or even daylight, more efficient, this instrument was 
supplied with a short tube, in which were two double convex 
lenses, as in a magic lanthorn, which served to condense the 
light upon the object. 

From the time of Bonnani until the commencement of the 

V 


\ 



Fig. 5 , 



eighteenth century, little was 
done towards the improvement of 
tfie microscope. During this in- 
terval, a work entitled Oculus 
Artificialis Teledioptricus , &c., was 
is published at Nuremberg, in 1702, 
by Jean Zahn, in which were 
contained numerous curious apho- 
risms, and a description of many 
compound microscopes, and, 
amongst others, two binocular 
ones, and also a figure of the 
microscope of Francis Grindelius, 
which is represented by fig. 5. It 
will be seen that this instrument 
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was used for opaque objects, and that its optical part consisted 
of six planoconvex lenses, but of its size we have no record. 

About this time, the end of the 17th century, Sir Isaac 
Newton was in the zenith of his glory ; having discovered, in 
1672, the theory of light and colours, he was led to the im- 
provement of the telescope, by substituting mirrors for lenses, 
and he commences his memorable paper in the Philosophical 
Transactions with these words : — u When I had found that 
light cdhskH of rays differen^y # refrangible, I left off* my 
glass works, for I saw that the perfection of telescopes was 
hitherto limited not so much for want of glasses truly figured, 
as because that light itfeelf is a heterogeneous mixture of dif- 
ferently refrangible rays. Having constructed a telescope on 
the reflecting principle, Newton was soon led to apply the 
same principles to the microscope, and we find that in the 
year 1672 he discovered the first compound reflecting micro- 
scope, which has since been so greatly improved by Amici, 
Tullcy, Cuthbert, and Dr. Goring. JMewton also suggested 
that the compound refracting microscope would be greatly 
improved “ if the object to be Viewed were illuminated in a 
darkened room by light of any convenient colour not •too 
much compounded;” in fact, monochromatic light. 

About this period, 1696, we find that Mr. Stephen Gray, 
of the Charterhouse (. Philosophical Transactions , No. 221, 
p. 280), suggests that globule lenses should be forty cd of 
small pieces of glass melted into a globule on charcoal by 
means of a blowpipe ; but finedng that he could not always 
succeed, and that on the side on which they rested on the 
charcoal they were more or less flattened or opacfde, he was 
led to the construction of hia \^ater microscope, jvhich was 
nothing more than a drop of that fluid lifted up with a pin 
and deposited in a small hole in a piece of brass. The drop 
retained nearly a spherical form, aixl showed objects with 
some degree of distinctness.* * 

He subsequently contrived the apparatus represented by fig.6, 
to be used as a water microscope : a b is called the frame of the 
microscope, and was made of brass one-sixteenth of an inch 
thick ; at a is a small hole one-thirtieth of an inch in diameter, 
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Fig. 6. 


which contains the water, which can be dropped into it by a pin 
or large needle, and there forms a double convex lens of water : 

c d e 9 is another piece of brass, well ham- 

? mered, so as to be springy, and called the 
object supporter ; it is attached to the plate 
a b, by the screw e; it has a point for 
opaque objects at f, and a hole for fluids 
at c, both of which can be brought oppo- 
site to the lens «, and can* be made to 
approach or recede from the lens by turning 
the screw g in the round plate. This screw 
is attached to the object supporter c, d, e> and 
passes through it to the plate a, b, against 
which it works. The supporter, being made 
Fig- 6. springy, obeys readily the turns of the screw g. 

Mr. Stephen Gray was also the inventor of a simple reflecting 
microscope, represented by fig. 7. A represents a brass ring, 
r one-thirtieth of an inch thick, whose inner 

J diameter is about two-fifths of an inch. 

Having cHtesolved a globule of quicksilver in 
one part nitric acid and ten parts water, he 
p rubbed with it the inner surface of the 
ring, which became silvered : having wiped 
it dry, he put a drop of quicksilver within 
it, which, when pressed with the finger, 
adhered to the ring, and formed a convex 
speculum. TV 7 lien the ring was taken up 

carefully and laid on the margin of the 
\ cylinder B, the mercury sank down 
J and formed a concave reflecting speculum. 
The cylinder B is supported by a pillar, 
which is attached to the foot I), C C, F, G, 

© represents a stage, which is capable of being 
raised or depressed by the screw on the 
pillar. The object is placed on the ring G, 
and is adjusted to the focus of the speculum 
F, g- 7 by the abovementioned screw. 

This ingenious gentleman also in May, 1697, suggested the 
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making of lenses of water let fall on pieces of plane glass, 
which form themselves into planoconvex lenses: he found 
that they magnified greatly, but as the fluidity of the water 
obliged him to keep the glass horizontal, he was led to try 
isinglass dissolved in hot water, whereby the drops, when 
cold, although less transparent than the pure water, neverthe- 
less allowed of these lenses being used in any position, a plan 
which many years after was followed up and greatly improved 
by Sir David«Brewster, who used minute drops of varnish or 
other viscid fluids placed on the thin pieces* of flat glass. 
When the lens so formed was required to be very convex, the 
glass was held so that *the *drop was downward ; but when 
less convex, then the drop was allowed to dry with the 
plate of glass downwards. 

In the year 1702, we find in the Philosophical Transactions 
a description of the pocket microscope of Mr. J. ‘Wilson, 
who, following the opinion of Hooke, that single magnifying 
glasses, when they can be used, are preferable tb microscopes 

composed of two or more 
magnifying glasses, was led to 
the construction of tliis in- 
strument, which, from its fre- 
quent mention by Baker and 
other authors, appears to 
have had a far-famed cele- 
brity, and, indeed, mayy 
Specimens of it are still to 
be met with ; one of the ear- 
liest forms of this kisfrum&nt 
is represented by fig. 8. The 
boefy A A A A, wfiicli was 
made either of ivory, brass, or 
silver, was of a Cylindrical 
figure, -and about two inches 
in length, and one inch in 
diameter; into the lower end 
the magnifiers are screwed, 
whilst into the upper screws, a piece of tube 1), having 
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at the end C a convex glass, and on its outside \ male 
screw. Three thin plates of brass E are made to slide easily 
in the inside of the body to form the stage, one of these plates 
F is bent scmi-circularly in the middle, for the reception of 
a tube of glass, for viewing the circulation of the blood in 
small fish, whilst the other two are flat, and between these 
last all the object sliders are introduced ; between the stage 
and that end of the body into which the magnifier screws is 
a bent spring of wire M, ( which answers th* ^purposes of 
keeping the objects firmly between the plates of the stage, 
and also of pressing the stage firmly against the screw-tube. 
The magnifiers supplied with this microscope were eight in 
number, and the objects were adjusted to the focus of them 
by the screw-tube 1), for which purpose the screw was made 
of nearly the same length as the body. This instrument 
was held in the hand in such a position that the direct light 
from a candle or lamp may pass directly into the condensing 
glass; and it was subsequently much improved upon 

by the addition of a spiral 
spring, instead of fhe curved 
one, and by a handle which 
screwed into the body at 
right angles to its length, 
and served the purpose of 
keeping the body in tin? 
horizontal position. 

Mr. Wilson was also the 
inventor of a microscope for 
opaque objects, represented 
by fig. 9, which consisted of' 
a thin piece of flat brass B 
about six inches long and 
half-an-inch wide, one end 
•of which served as a handle, 
and to the other A the mag- 
nifier was screwed ; con- 
nected with the middle of 
tliis piece of brass by a hinge was a jointed arm PP, 
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which carried at its free extremity a sliding wire G, to one 
end of which was attached a pair of forceps I I, and to 
the other a small disc of ivory H, blackened on one side 
and white on the other; the arm was capable of being 
adjusted to or from the lens by means of a screw C, having 
a nut with j milled head D, the Spring E served to keep the 
lens holder A B in contact with tbs nut ; this form of in- 
strument is in u Be at the present day, and a modification of 
it was adopted by the celebrated* Lieberkuhn about forty 
years afterwards. 

The wonderful discoveries made by Leeuwenhoek by the 
single microscope gave tt> this kind of instrument an universal 
reputation, and we find, accordingly, that the compound 

form was laid aside 
for a time, and the 
pocket microscope 
of Mr. Wilson was 
in great demand. 
Upwards of thirty 
years were suffered 
to elapse before we 
again find (in this 
country, at least) 
any step towards 
the improvement 
of this instrument; 
but the compound 
microscope, then in 
use, wa# the contri- 
vance of Mr. John 
• 

Marshall, and, 
from its unwieldy 
nature, # was very 
little employed. It 
wa6, however, the 
first of the com- 
Fig* la pound kind which 

was made for sale in this country, and is represented by 
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fig. 10. It consists of an octagonal base of wood z , which 
supports a square pillar of brass Ik, having a ball and 
socket joint at rn. On the pillar Ik an arm d, carrying 
the compound body a 1 a 2 , is made to slide up and down, 
and above it another smaller arm g , which has a screw 
for tightening it, at h ; f is a long screw whicfy is attached 
to the arm d which carries the compound body, and when 
tlie arm g is fixed by the screw h , the nut i will raise or 
depress the compound body, ; p is the stage, *.vhich is fixed 
to the pillar l)y the arm n n and the nut o ; and a fish is laid 
on the stage for examination; r is a convex lens, for con- 
centrating on the stage the rays of light from the candle s, 
which was placed on a stool, or on the ground, whilst the 
microscope stood on the edge of a table ; v is termed a 
leaden coffin, for putting over the fish to keep it from moving. 
The optical part of this microscope consisted of two convex 
lenses, forming the eye-piece in the compound body, and of 
six magnifiers, which could be screwed on to the tube c. 
The pillar Ik was marked with the numbers 1, 2, 3, &c., to 
show the respective distances of the magnifiers- from the 
object. There was no mirror to this microscope, but direct 
light could be used when the body, by means of the ball and 
socket-joint, was turned horizontally. A drawer t in the 
stand z served to contain the magnifiers and - other appa- 
ratus^ This instrument was subsequently much improved 
upon by Mr. Culpeper and Mr. Scarlet, and will be pre- 
sently described. 

In 1738, a new sera in microscopic science presented' itself 
in the discovery, by Lieberkuhn,* of the solar microscope, 
and of a concave silver speculum for viewing opaque objects, 
which still bears his name, both of which instruments were 
subsequently greatly improved upon by our* countryman, 
Mr. ( biff. The solar microscope, as invented by Lieberkuhn, 
could not be employed unless th6 sun’s rays fell directly upon 
a condensing lens, therefore its use was limited to a short 
portion of the day. Cuff, however, applied a moveable 
mirror to it, and made it more available for general use. 

* Dr. Nathaniel Lieberkuhn of Berlin. 
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Lieberkuhn himself exhibited his microscopes to some 
Fellows of the Royal Society of London in 1739. 

The solar microscope, as improved by Mr. Cuff, for a 
length of time created great wonder and astonishment; it 
was principally used for the exhibition of animalcules, and 
the circulation of the blood in the newt, frog or eel ; and was 
also recommended for getting the exact figure of objects on a 
large scale, the image being received upon a screen of paper, 
on which tl\e#outline was traced either with a pen or pencil ; 
when the paper was sufficiently thin, the artist, standing 
behind the screen, was enabled to draw the image much 
better than when standing ill front of it, and with this great 
advantage, that the shadow of the hand did not interfere 
with, or obstruct, any portion of the light. 

But by far the most useful of Lieberkuhn’s microscopes 
was the one for viewing opaque objects, by means of which 
he made so many important discoveries in 
the minute structure of the mucous mcm- 
brane of the alimentary canal, as to im- 
mortalize his name. The most simple 
form of this instrument is represented by 
fig. 11; it is not unlike the pocket instru- 
ment of Wilson, represented by fig. 9, 
and, like it, was held in the hand by the 
handle p ; a is a flat piece of brass? at- 
tached to the handle p 9 it supports the 
lens holder* i, and through it passes the 
screw l ) , which is connected to the back- 
plate c; a spring e keeps the plates a, c 9 
apart, and the nut d adjusts the lens to 
the focus of tfie object, either on g or h. 
But the chief point of merit in its* con- 
struction consists i». a concave* speculum 
of silver highly polished, to the centre 
of which the magnifying glass l is adapted ; 
this being screwed into the ring i, and 
the object being fixed upon the point g 9 or 
Fig. ll. held in the forceps A, the instrument is 
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placed in such a position, that the light from^the sun, or bright 
cloud, being received upon the speculum, the rays are con- 
centrated upon it, and it becomes brightly illuminated, 
and is adjusted to the focus of the lens by turning the 
nut d ; all loss of time in the screw being prevented by the 
spring e. The Lieberkuhn, is that part of the ^instrument 
__ which is the most important, and is 

i in general use even in the present 

day. Lieberkuhn was afep celebrated 
for his beautiful injections of the 
B minute tissues and organs of verte- 
brate anitnata; many specimens of 
which are still extant. 

In the museum of the Royal College 
of Surgeons of England there is a 
small cabinet of two drawers, con- 
p taining twelve 

0 f these valua- 
ble relics, each 
injection being 
J A provided with 
jl a separate mi- 

I croscope, of the 

form shown by 

I Fig. 13. %• 12 ' A > » 

represents a 

• piece 4 of brass tube, about an inch 
long, and an inch in diameter, which 
is provided with a cap at each extre- 
mity, the one at A carries a small 
double convex lens of half an inch in 
focal length, whilst the 6ne at B car- 
o ries a condensing lens three-quarters 
*of an inch in diameter. 

u A vertical section of one of these 

instruments is seen at fig. 13. A re- 
Fig. 12. presents the magnifier, which is 

lodged in a cavity, formed partly by 
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the cap A and by the silver cup or speculum l In 
front of the len? is the speculum /, which is a quarter 
of an inch thick at its edge, and whose focus is about 
half an inch, and in front of this there is a disc of metal c 
three-eighths in diameter, which is connected by a wire 
with the small knob D ; upon this disc the injected portion 
is fastened, # and is covered over with some kind of varnish 
which has dried of a hemispherical figure. Between tltis 
knob an^ thg inside and outside of the tube there are two 
slips of thin brass, which act Ss springs to keep the wire 
and disc steady. When the knob is moved, the injected 
object is carried to or from the lens, so as to be in its focus, 
and to be seen distinctly, whilst the condensing lens B serves 
to concentrate the light on the speculum. To the lower part 
of the tube a handle of ebony, about three inches in length, is 
attached by a brass ferrule, and two screws. The use of this 
instrument is obvious ; it is held in the hand in such a 
position, that the rays of light, from a lamp oi* white cloud, 
may fall on the condenser B, and are l>y it concentrated on 
the speculum /, which again further condenses them on the 
object c.i the disc C, which object, when so illuminated, can 
readily be adjusted by the little knob D, so as to be in 
the locus of the small magnifier at A. 

The injected preparations in these twelve microscopes, now 
nearly a century old, arc remarkably beautiful, and the ftnly 
injury which they have sustained, is that of the varnish, which, 
from age, has cracked in some places. Lieberkuhn’s principal 
researches were confined to the minute structure of the mucous 
membrane of the alimentary canal ; and for the ir^ estigafliori 
of these opaque parts, he is said to have invented the silver 
speculum which bears his name, ‘although, from a descrip- 
tion and figufe in the works of Leeuwenhoek,* one would be 
inclined to suppose that that illustrious, man was cognizant of 
its principles and use. 

The microscope which Lieberkuhn used fo* the examina- 
tion of the mucous membranes, and the circulation of the 
blood and chyle in the mesentery of small animals, is repre- 
* Yol. ii. p. 280 , Works by Iloole. 


2 
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scnted by figs. 14 and 15, and will be foun^l to be accurately 
described in a work entitled, Dissertationes quatuor Johannis 

N Lieberhuhn , col- 
looted and revised by 
John Sheldon, sur- 
geon, 1782. It con- 
sists of a plate of cop- 
per or brass, about 
one -eighth of an inch 
thick, and twelve 
inches long by eight 
broad, and fashioned 
into the shape repre- 
sented by the figures. 
It is supported, in a 
vertical position, on 
a tripod stand, the 
back of the instru- 
ment is represented 
by fig. 14, ( and the 
front by 15. At each 
corner there is a 
small sliding wire 
II II, with a hook at. 
one 'end, and opposite to the three holes in the plate marked 
A* 11 and C are lour smaller hooks h //, the former are for the 
purpose of fixing into the legs of any small animal, the cir- 
culation in whose mesentery, either of the blood or of the 
chyle, is about to be examined; and the latter, or the small 
hooks, arc used for bringing successive portions of the 
mesentery opposite the holes. 

The part of the microscope which carries thfc magnifying 
powers is attached to *the plate by pegs; it consists of a thin 
plate of brass 1, fig. 1 &, to which plate is attached another 
one 2 by a rivet 3, this last plate is a little curved, and 
is also made elastic ; in its centre is a screw 4, and at its free 
end is a hole 5, into which the magnifier screws ; a section of 
this part of the microscope is seen in fig. 16, where A re- 
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presents the connection of the two plates by a rivet, and E 
the bend in the top or lens holder, C the screw for adjust- 
ment, and D the hole into which the lens E screws. The 




animal being properly securer? by the large hooks, and the 
portion of it to be examined being brought before the hole E 
by the small hooks, the instrument is so placed, thUt the light 
from a window or lamp may pass through the hole 4 the arm 
provided with the lens being brought opposite the hole, 
and over the*piece of brass 1 the lens can be adjusted to or 
from the object by the screw 4, and*the plate being curved 
and elastic* will always obeJr the turlis of the screw. This 
form of instrument was not constructed for sale in this 
country, as far as I can learn, and was never improved upon 
like the solar, or the •microscope for opaque objects. It, no 
doubt, was -entirely superseded by others more generally 
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useful; and at this time, 1740, we find many makers of 
eminence residing in this metropolis, amongst whom, the 
names of Cuf£ Benjamin Martin, Adams, and Marshall re- 
quire especial notice. 

Mr. Cuff has already been noticed as the improver of the 
solar microscope and of that for opaque objects, both of which 
were of Lieberkuhn’s invention, and we find that in the year 
1747 he improved for Martin Folkcs the pocket microscope of 
Wilson, by fixing it to a stand, and by adding a 1 mirror to it; 

he subsequently improved the 
sf^nd by mounting the lens on a 
moveable arm, and making the 
stage to slide up and down on a 
square stem; the instrument in 
this improved form was used by 
Ellis in his examinations of coral- 
lines, and a figure and description 
of the same is given in his work 
on Zoophytes, published in 1756. 
The cumbrous compourd instru- 
ment of Mr. Marshall was, in 
1750, improved by Mr. Culpeper 
and Mr. Scarlet: they first em- 
ployed a concave mirror for re- 
flecting the light through the 
object and the compound body. 
Their instrument is represented 
by fig. 17, it was composed of 
two tubes a b, either of wood or 
paper, sliding one within the other; 
to the tube a were attached the 
pillars cd,cd \ which rose from the 
base e> and supported the round 
stag# ff, in which was a large 
circular hole for a spring object 
Fi ff# i 7 . holder to be fixed, and some 

smaller holes for the reception of 
the forceps, small condensing lens and fish-pan. -To the inner 
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tube b all the optical apparatus was adapted, the magnifiers, 
which were from four to six in number, being screwed to the 
end of the small tube i, and the eye-piece, which consisted of 
two convex lenses, being fitted into the wooden top of the 
compound body b. A concave mirror k was used for reflecting 
the light, and a drawer f in the base e served to contain all 
the magnifiers and other parts of the apparatus. The oijly 
adjustment for focus with which this miflhoscope was pro- 
vided, was* fhat accomplished by sliding the tube b up and 
down in the outer tube «, the tube b being marked with lines 
at //, to denote the distances through which the tube should 
be moved for the different magnifying powers. This instru- 
ment was subsequently much improved in shape, and was 
made either of brass or silver, and a rack and pinion were 
used for the adjustment. It was in great demand at one 
time, and, with its pyramidal case and drawer with apparatus, 
may even now be frequently seen for sale in pawnbrokers 
shops. This microscope was styled the double reflecting one, 
and was the first instrument to which the concave mirror was 
applied •or illuminating transparent objects, . the mode of* 
mounting which is similar to that now adopted. 

In the year 1744, we arc told by Baker,* — u That the micro- 
scopes of Hooke and Marshall having been reduced to a manage- 
able size, improved in their structure, and supplied with an f easy 
way of. enlightening objects by a speculum underneath, and, 
in many other respects, rendered agreeable to the curious , *by 
Mr. Culpeper and Mr, Scarlet. Some further alterations were, 
however, wanted to make this instrument of more ger^iral 
use, as I fully experienced in 1743, when examining daily the 
configurations of saline substaneos, the legs were* continual 
impediments to my turning about the slips of glass, besides 
pulling the body of the instrmnent up and down, was likewise 
subject to jerks, which caused a difficulty in fixing it exactly 
at the foci*3: there was also no good contrivance for viewing 
opaque objects. Complaining of these inconveniences, Mr. 
Cuff, the optician, applied his thoughts to fashion a micros- 
cope in another manner, leaving the stage entirely free and 
* Vol. ii., Employment for the Microscope, p. 422. 
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open by taking awaj the legs, applying a fine threaded screw 
to regulate and adjust its motions, and adding a concave 
speculum for objects that are opaque.” This microscope was 
made entirely of brass, and was fastened to the top of a box, 
by a scroll or bracket, from which rose two flattened pillars, 
one of which, carrying a horizontal arm, was made (to slide up 
anjl down against the other, this arm carried the compound 
body, the coarse Adjustment of the body was effected by this 
movement, but the fine l>y a screw two inches” in length, 
which was fixed to the back of one of the pillars, and when 
its nut was secured by a screw, which clamped the sliding 
pillar, then the body could be moved slowly up and 
down. The stage, which was somewhat of the shape of a 
cross, had several holes in it, for the reception of the con- 
densing lens, forceps, and fish-pan. The lower part of the 
compound body was cylindrical foi the space of two or more 
inches, and marked with numbers corresponding to those of 
the lenses; upon this a Liebcrkuhn, with a long tube, was 
made to slide, and when set to the figures there marked, an 
object placed on the stage would be in the focus of the specu- 
lum. In the year 1747, Mr. Cuff invented a micrometer for 
this instrument, it was made of a lattice of fine silver wires, 
distant from each other one-fiftieth part of an inch, intersecting 
at right angles, and so placed in the focus of the eye-glass as 
to divide the whole visible area of the microscope into squares, 
whose sides are each one -fiftieth of an inch. The microscope of 
Benjamin Martin, described in a work published at Heading 
in 1*746, was of the compound form, and adapted for being 
carried in tJie pocket; it was of a cylindrical shape, like the 
body ol* Oulpepor’s, and, like ft, the adjustment was made by 
sliding one tube within the other, the mirror was placed in 
the bottom of the tube in an inclined position, and was not 
eta] »able of being moved. It was also supplied with a screw 
micrometer of a peculiar construction, wliich had, on the 
outside of the body, a dial-plate and hand resembling the face 
of a, watch. To this ingenious optician we are indebted for 
the invention «>f the hand magnifier, witfi one or more lenses, 
which has undergone little or no change since his time. Wc 
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are told that Benjamin Martin greatly improved the micro- 
scope of Cuff before described, by the addition of a joint, so 
that the compound body might be inclined to any angle, and 
also by the setting of all the lenses in a circular disc of brass, 
which was capable of being revolved in such a manner, that 
each lens in succession might be brought under the com- 
pound body; this did away with the necessity of screwing 
and unscrewing when the powers were required to be 
changed* *fce compound bodj^ c fluid be removed from the 
lenses, and the lenses themselves then constituted it a single 
microscope, the arm which supported them was capable of 
being moved backwards' an<f forwards by means of* a rack and 
pinion, a plan now in use. 

About this time, 1740, there lived in this metropolis a phi- 
losophical instrument maker o£ some eminence, named George 
Adams, who published, in 1p746, a quarto work, entitled 
Micrographia Illustrata ; or , the Knowledge of the Microscope 
Explained. * In this work were contained a description of the 
nature, uses, and magnifying powers of microscopes in general, 
together with full . directions how to prepare, apply, and ex- 
amine, as well as preserve, all sorts of minute objects. This 
work was the first of the kind published in this country, and 
contributed not a little to the advancement of microscopic 
science. The microscopes made by Adams, were of two 
kinds, the single and the compound; their chief peculiarity 
consisted in the arrangement of the lenses, which were sixain 
number, and were all set in a large plate of brass, capable of 
being turned upon the central pillar of the instrument, and 
each lens in succession could be brought undernoatlf a hollowed 
plate or cup, which served as an qy e-piece. For Uie coarse 
adjustment the plate was made to slide up and down the pillar, 
whilst for tlfe fine a screw was. used, which slowly raised or 
depressed that portion of the pillar to* which the stage was 
attached. dJesides these microscopes of his own invention, wc 
find that he was in the habit of making those of Wilson, 
Lieberkuhn, and Culpeper, all of which are fully described in 
the work above-named. 

We now approach a period, fertile both in the improve- 
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incuts of the microscope, and in discoveries made by its 
agency; we have amongst the former, the results of the labours 
of Adams, Martin, Baker, and Dellcbarre; and amongst the 
latter, the works of Trembley, Ellis, Baker, Adams, Hill, 
Swammerdam, Lyonet, Needham, and Withering. Every 
optician, says Adams,* now exercised his talents ii* improving 
(aj* he called it) the microscope ; in other words, in varying 
its construction, and rendering it different from that sold by 
his neighbour.^ The principal object seemed t!> # be* only to 
subdivide it and make it He in as small a compass as possible, 
by which means they not only # rendered it complex and 
troublesome to manage, but lost sigKt also of the extensive 
field, great light, and other excellent properties of the more 
ancient instruments. In 1770, Dr. Hill published a treatise 
on the Construction of Timber, • explained by the microscope, 
which pointed out the nature aftd office of its several parts, and 
the way of judging from the structure the uses to which they 
can be best applied. • This work created a great sensation 
at the time, and revived the ardour for microscopic pursuits. 
Adams at this time invented a machine for cutting transverse 
sections of wood so thin, that they might readily be examined 
bv the microscope. This instrument was subsequently im- 
proved on by Mr. Camming, and with it; such beautiful sections 
werp made by Mr. I nstance, that they stand unrivalled even 
at tlm present day. In 1771, a new edition of the Micro - 
(jfttphia 111 ustrata of Adams appeared, in which he described 
a lueernal microscope of his own invention; this .was sub- 
sequently improved by his son, George Adams, in 1774, and 
was made capable of exhibiting opaque as well as transparent 
objects. •The solar microscope, too, at this time had been 
greatly improved by Benjamin Martin, and was made capable 
of showing on a screen a magnified image of the surfaces of 
opaque objects. * 

In 1787 the # Microscopical Essays of the younger Adams 
were published, in which were described all the instruments 
at that time in use. Of the single form, we have Wilson’s, 
shown at fig. 8: those of Ellis, and Lyonet; also that of Dr. 

* Microscopical Essays, p. 19 , 
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Withering, represented by fig. 18, which even now is 
manufactured for sale; it consists of 
three brass plates a b e, parallel with 
each other, to the upper and lower 
of which three stout wires d e f 
are ri vetted; the middle plate b, which 
forms the stage, is made to slide up 
l and down on these three wires. The 
upper ph*te * a carries tlje lenses /, the 
lower one c the mirror. Into the stage 
a dissecting knife /?, a pointed instru- 
ment f, and a pair of forceps g, are 
made to fit, and can be readily taken 
out for use by sliding the stage down 
nearly to the mirror; tliis instrument was recommended by 
I)r. Withering, and was* first described in his Botanical 
Arrangements , its chief merit being its simplicity. 

The compound microscopes described by Adams, are merely 
modifications of that <^* his father, of Culpeper, of Cuff, and 
of Benjatnin Martin. The first, or that of the elder Adams, 
\vas improved by the addition of a rack and pinion movement, 
and by having all the lenses set in a brass slider, so that they 
may be placed one after the other under the compound body. 
The second, or that of Culpeper, was made of brass, an<J w r as 
improved in its optical part. Cuff’s compound instrument 
was much the same as that described at page 22; whilst tluit 
of Benjamin Martin was improved by Adams himself, and 
was made capable of receiving a single lens as well as a com- 
pound body, and was furnished with a cradle joint, by which 
the compound body could be inclined at any angle ;«the mirror 
was double, both plane and concave; the legs, for convenience 
of package, were made to slide one w ithin the other. With 
the work of Adams, in 1787^, we may close our history of the 
single and* compound microscopes in their unacliromatiscd 
state, the discoveries at this time were few and comparatively 
unimportant, and little or nothing more was exhibited by them 
than the objects contained in the ivory sliders, with which all the 
above described microscopes w r ere supplied ; and he who could 
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exhibit these objects well, was considered a proficient in the 
art. These instruments, as described by Adams, without any 
material alteration in the optical part, continued in use up to 
the time of the invention of the achromatic form, in 1824, 
when a new and most important tera in microscopic science 
commenced with the improvement by Dr. Goring and Mr. 
Cuthbert in the reflecting microscope, discovered by Amici 
in 1815, and with the manufacture of lenses of the precious 
stones by Sir David Brejvster, Dr. Goring,* aChd Mr. 
Pritchard. At this period it will be necessary to divide our 
history into two parts. The first to include the improve- 
ments made in the single, and the second those in the com- 
pound microscope. In consequence of the great loss of light, 
and the presence of the prismatic halo which enveloped every 
object seen through the uncollected compound microscope, 
the single microscope was generally used by all scientific 
investigators; but when high powers were wanted, the glass 
of which they were made being of such low refractive power, 
it became necessary to use lenses very short foci, which 
were of very small diameters, and allowed only* a small 
ambunt of light to enter the eye; to remedy these incon- 
veniences, Sir David Brewster first suggested the value of 
using other materials of a more highly refracting nature for 
the construction of lenses; and he remarked,* “ that no 
essential improvement could be expected in the single 
microscope, unless from the discovery of some transparent 
substance, which, like the diamond, combines a high re- 
fractive with a low dispersive power. Having experienced 
the greatest difficulty in getting a small diamond cut into 
a prism in London, lie did *not conceive it practicable to 
grind and polish a diamond lens; and, therefore^ he did not 
put his opinion to the test of experiment, but he got two 
lenses, one made of ruby, the other of garnet, which he found 
to be greatly superior to any lenses that had previously Tieen 
used.” Dr. Goring, in the summer of 1824, having directed 
the attention of Mr. Pritchard to certain passages in Sir 
David Brewster’s admirable Treatise on New Philosophical 
* Treatise on the Microscope , ]>. IS. 
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Instruments respecting the value of the precious stones for 
single microscopes; and having seen their full force, it was 
agreed that they should undertake to grind a diamond into 
a magnifier. The first diamond operated on was a small 
brilliant, and it was proposed to give it the curves that in 
glass woulct produce a lens of a twentieth of an inch focus. 
“This stone, when nearly finished,” says Mr. Pritchard, “fate 
decreed that J should lose,* but having proved the possibility 
of working kiises of adamant, I s|pt flbout another, and selected 
a rose diamond, in order to form a planoconvex lens.” After 
great labour and expense, this Mr. Pritchard accomplished, 
and, on the 1st of December, 1824, he states, “ that he had 
the pleasure of first looking through a diamond microscope.” 
I)r. Goring, who tried its performance on various objects, 
both as a single microscope «'ind as an objective of a com- 
pound, was well satisfied with its superiority over other forms 
of lenses. But here Mr. Pritchard’s labours did not end, he 
subsequently found that this stone h#d many flaws in it, 
wliich led him to abandon the idea of finishing it. Having 
been presented from resuming his operations on this refractory 
material for about a y ear, Mr. Pritchard, in his third attempt, 
met with another unexpected defect; he found that some 
lenses, unlike the first, gave a double or triple image, instead 
of a single one, in consequence of some of thjpr parts b^ing 
either harder or softer than others. These defects were *after- 
wards found to be due to polarisation. Mr. Pritchard havifig 
learnt how to decide whether a diamond is fit for a magnifier 
or not, subsequently succeeded in 1 uiking two planoconvex 
lenses of adamant, whose structure was quite perfect for 
microscopic puiposes. “ One of tjiese,” he tells us, # “ of one- 
twentieth of an inch in focal length, is now in the possession of 
his Grace the # Duke of Buckingham; the other, of one-thirtieth 
of an inch focus, is in his own hands.” 

“ In consequence of the high refracting power of a diamond 
lens over that of glass, a lens of the former material may be 
at least me- third as thin as that of the latter, and if the focal 

* 'Those A ho would wish to enter more in detail into this matter, I 
must refer to Pritchard’s Microscopic Cabinet , p. 108 . 
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length of both be equal, say,” says Sir D. Brewster,* w one- 
eightieth of an inch, the magnifying power of the diamond lens 
will be 21*33 diameters, whereas that of glass would be only 
800.” Mr. Pritchard, in later times, succeeded, with much 
less difficulty, in making lenses of other precious stones, viz., 
the sapphire, ruby, and garnet, all these substance,**, although 
coloured to a certain extent, nevertheless were not unfitted 
for magnifying powers; and Sir David Brewster, whose 
authority is indisputable in these matters, staffer: f— u That 
they all exhibit minute objects with admirable accuracy and 
precision, and that the colour of the garnet, which diminishes 
with its thickness, disappears almost Vholly in very minute 
lenses.” The durability of lenses made of the diamond and 
other precious stones, is, however, an exceedingly valuable 
property, but the vast expense incurred in their manufacture, 
and the great superiority of the compound instrument, as now 
constructed, will ever be a barrier to their introduction into 
general use. 

The microscope, with a single lens, having been brought 
to the greatest state of perfection by the labours of Sir David 
Brewster, Dr. Goring, and Mr. Pritchard, we must here leave 
it and direct our attention to certain combinations of lenses 
termed doublets and triplets, by means of which microscopic 
science has Ijfcn considerably advanced, and, with the ex- 
ception of the achromatic compound microscope, no more 
important improvement in the optical part of the microscope 
has ever yet been accomplished. As long ago as the year 1668, 
a doublet was described in the Philosophical Transactions , as 
macie by Bustachio Diving in which a large and flat field was 
obtained }>y placing two pjanoeonvex lenses so as to touch 
each other in the middle of their convex surface. “ This 
instrument,” it is there stated, “ hath this peculiar, that it 
shews the objects flat hn d not crooked, and although it takes 
in much, yet nevertheless magnifieth extraordinarily.” In the 
year 1812, a periscopic doublet lens was proposed by Dr. 
Wollaston, || which was composed of two planoconvex lenses 

* Treatise on the Microscope, p. 21. f Op. Cit p. 24. 

| No. 4*2, p. 842. || Philosophical Transactions , 1812, p. 37 5. 
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ground to the same radius, and applied by their plane sur- 
faces to a flat piece of metal, haying an aperture of the same 
size as that which would be suitable for a lens ofi%qual size 
but composed of one piece *of glass; and the size of the 
aperture which, on experiment, was found always to give the 
best definition, was that about one-fifth part of the focal 
length in diameter. This form of doublet was subsequently 
improved on by Sir David Brewster, who, instead of using 
the flat jrieonof metal and two planoconvex lenses, employed 
two hemispherical lenses, cemented to the end of a tube of 
brass, and filled all the interspace with a fluid of the same 
refractive power as the glass. This ]ed Sir David to the idea 
of the grooved sphere, which is nothing more than a spherical 
lens having a deep groove cut round it in a plane per- 
pendicular to the axis of vi^on; a plan analogous to that 
of the Coddington lens. . Experiments on doublets were 
now carried on by Sir John Herschell, Sir David Brewster, 
Mr. Coddington, and others, and we have various forms 
recommended for use by each of these gentlemen; by the 
former have three, viz., tlie pertscopic doublet, which 
consists of a double convex lens of the best form, but placed 
in its worst position (radii as 6 to 1) for the lens next the 
eye, and a planoconcave, whose focal length is to that of the 
other, as 2, 6 to 1, or as 13 to 5, placed in contact with its 
flatter surface, and having its concavity towards the object. 
The second consisted of the planoconvex doublet, which* is 
made with two convex lenses of* equal focal lengths, the convex 
sides being placed in contact, and the eye and object opposite 
the plane sides; and the third, the doublet of no aberration, 
which consists of a planoconvex lens, and a meniscus placed 
in such a manner, as that the convex sides of both were in 
contact. 

This form of doublet Sir John preposes as the best for 
obtaining perfect distinctness*in microscopical observations, and 
Mr. Pritchard states:* — “ That doublets of this form answer 
remarkably well, but their angle of aperture is small as com- 
pared with combinations of double achromatics.” But by far 
* Microscopic Cabinet , p. 163. 
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the most important contribution to microscopical science at 
this period, was the microscopic doublet, the invention of Dr. 
W ollastoi? which is described in the Philosophical Transactions 
for 1829,* and with the. mode of illumination therein recom- 
mended, gave to the single microscope an importance and 
degree of usefulness which it had never yet received in this 
or any other country. The doublet of Wollaston consisted of 
two planoconvex lenses, having their focal lengths in the propor- 
tion of 1 to 3, and placed a*t such a distance from^oacll other as 
was ascertained to be best by experiment. It is said that he 
was led to this invention by a knowledge of the construction of 
the achromatic Huyghean eye-piece, AVhich, if reversed, would 
make a microscope; but impaired health caused him to com- 
municate his paper to the Royal Society earlier than he at first 
intended, and his premature death deprived him of the satis- 
faction of ever witnessing the great* improvement subsequently 
made in his doublet, by the introduction of a stop or diaphragm 
between the two lenses. The microscope stand, with which 
the doublet was used, was as simple and as elegant in its 
m construction as the doublet itself ; and is shown 
[f="U in section^ by figure 19, where AB represents a 
brass tube, about six inches long and an inch 
or more in diameter, capable of being screwed 
into the cover of a box or stand, by the screw 

D. At C a circular perforation is made for 
the purpose of admitting the light to the mirror 

E. Above the mirror at F is«a diaphragm or 
stop, for cutting off the outer rays of light 
reflected from the mirror. At the upper end 
of the tube i$ a •planoconvex lens of about three 
quarters of an inch focal length, set in a 
metal frame at Gr, with its plaid side upper- 
most; ifs use being to bring the rays of light to 
a focus bn an object placed across the top of 
tube at P, which acts as a stage. At I is 
fixed a small rack, upon which an arm H, 

Fig. 19. carrying the doublet M JfO, can be moved up 
* Philosophical Transactions, JJS’29, p.4). 
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or down by the pinion K, which is turned by the milled 
head L. The doublet, which has been before alluded to, con- 
sists of two planoconvex lenses, set each in a separate cell M N. 
The cell which carries the upper lens # screws into that which 
carries the lower lens, so that the distance between the indi- 
vidual lensgs may be regulated for perfect definition; when 
in use, the doublet is placed in a hole in the arm II. Since 
Wollaston’s tune, the stand has been much improved, it lias 
been fitted upgv\ ith an adjustable £$age, and with fine and coarse 
adjustments, and otherwise much altered in appearance; but the 
one we have described is copied from his paper in the Philoso- 
phical Transactions. A* modification of this form of instru- 
ment is at 'present in use, as an illuminator with many micro- 
scopes, both simple and compound, and will be again referred 
to in the chapter on u Illumination of Transparent Objects.” 
“ With tliis microscope,” Dr. Wollaston says “ that he was 
able to see distinctly the finest markings upon the scales of 
the Lepisma and Podura , and upon tho^e of the gnat’s wing.” 
•The doublet itself is, at the present time much employed, and 
is preferred by many’ to the compound microscope for the 
examination of such objects are perfectly flat, and by 
reason of its portability its value is much enhanced. It is 
infinitely superior to a single lens, and is capable of trans- 
mitting a pencil of an angle of 35° to 50° without gny 
sensible errors, and exhibits most of the test objects in a 
very beautiful manner. 

The next gre§jt improvement in the single microscope^ and 
the last we shall here notice, was effected by Mr. Holland in 
1832, and described by him in the forty-ninth voliftne of the 
Transactions of the Society of Avts. 9 It consists, as shewn in 
fig. 20, of three planoconvex lenses a b c 9 the first 

£ ^ 9 two a h being placed close together, and the dia- 

* —£—3= 3 phragm or stop betweeh them and* the third 


Fig. 20. 


lens c. “ Thfi first bending,” says Mr. Ross,* 
“ being effected by two lenses instead of one, 
is accompanied by smaller aberrations, which 


are, therefore, more Completely balanced or corrected at the 


+ m jpenny Cyclopedia , Art., Microscope. 
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second bending, in the opposite direction, by the third lens.” 
This combination, though called by Mr. Holland a triplet, is 
essentially a doublet, in which the anterior lens is divided 
into two, and is capable of transmitting a pencil of 65°. Here 
we must take our leave of the history of the single micro- 
scope, and commence that of the achromatic compound 
instrument. # 

Notwithstanding the great improvements which had taken 
place in the compound microscope during a pegiod *of nearly 
two centuries, we find, says Mr. Ross,* that it was “a com- 
paratively feeble and inefficient instrument, owing to the 
increase in the chromatic and spherical aberrations occasioned 
by the great distance through which the light had to pass. 
The image formed by the object-glass was not a simple one, 
but made up of an infinite number of variously coloured and 
variously sized images. Those nearest the object-glass would 
be blue, and those nearest the eye-glass would be red. The 
effect of this 1 being the production of so much confusion, that 
the instrument was reduced to a mere toy, although these 
errors were diminished to the utmost possible Q extent by 
limiting the ’aperture of tlm object-glass, and thus restricting 
the angle of the pencil of light from each point of the object. 
But this proceeding made the picture so obscure, that, on the 
whole, the best compound instruments were inferior to the 
simple microscopes having a single lens, with which, indeed, 
almost all, the more important observations of the preceding 
century were made.” The? compound n^croscope, in its 
chromatic condition, having been found to be incapable of 
fifrther advancing in a right way scientific research, many 
artists of eminence applied themselves to the work of im- 
provement, and we are told that achromatism was discovered 
in 1729 by a private gentleman in Essex, named Chester 
More Hall, who, in#1733, constructed and applied to a teles- 
cope an achromatic ofcject-glas®, having been led to its dis- 
covery by thtf study of the human eye, and by" finding that 
two kinds of glasses combined, refracted light without decom- 
posing it. Tyro of his achromatic telescopes were for a long 
* Op. at p. 6. 
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time in the hands of persons who were not aware of their full 
value, and Mr. Hall himself paid the debt of nature without 
revealing the secret of their construction. 

In 1747 we are told that Euler was led by his experiments 
to the construction of achromatic object glasses, a problem 
which for a long time had agitated the learned in England, 
Holland, ftaly, and France; and iy 1774 he proposed the 
application of an achromatic combination for the object 
glasses of jnj’croscopes. Our countryman, Dollond, “ on the 
faith of Sir Isaac Newton’s conclusions, zealously denied the 
possibility of doing what Euler proposed, but, nevertheless, 
commenced a series of experiments, beginning with that which 
had led Sir Isaac Newton to his unfavourable opinions, and 
which ended in accomplishing all that Euler had declared and 
Newton had hoped to be possible. These experiments, which 
included the spherical as well as the chromatic correction, 
were completed in the year 1757, and the glory of achieving 
this most valuable result is in no respect lessened by the fact, 
of which there is now no doubt, that a chromatic correction 
had been^to some extent, produced in the year 1733, by Mr. 
Chester More Hall.”* Although Dollond constructed many 
Achromatic telescopes, he did not apply the same principle to 
microscopes ; but those which he sold were only modifications 
of the compound instrument of Cuff. Chevalier tells usf 
that there exists a very rare work, published at St. Petersburg 
in 1774, under the following title: — Detailed instruction for 
carrying lenses of all differ ent m kinds to a greater degree of per- 
fection, with the description of a microscope which may pass for 
the most perfect of its kind , taken from the dioptric theory of 
Leonard Euler , and made comprehensible to workmen by Nicholas 
Fuss. It contains a description* of the object-grass of the 
microscope, #f which the following is the substance : — “ The 
object-glass will be composed of three glasses; the first and 
third of which will be of crown-glass^ and the second of flint. 
The focal distance will be half-an-inch, and -the aperture of 

* A. Ross. Practical Illustrations of the Achromatic Telescope , 
Part I., p. 11. 
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the lens one-eighth of an inch. The least thickness possible 
should be given to the glass composing the lens; the two 
lenses of crown glass will be bi-convex, and the middle one 
bi-concave, &c. 

In 1784, .ZEpinus made many fruitless trials to achromatize 
the microscope, and, although he was successful to a certain 
extent in destroying CQlour, he diminished rather than in- 
crbased the magnifying power of the instrument, and he made 
it, says Adams, rather more like “a microscopic telescope than 
a microscope.”* A blank now occurs in the pages of micro- 
scopic history, from 1784 until 1800, and the microscopes 
in use in those days were more remarkable for the improve- 
ment in the mechanical construction of their stages and 
adjustments, than for that of the optical part; “and at 
this period,” says Chevalier, “ it is to be remarked, with a 
sentiment of regret, that England was more laborious than 
France, and appeared to have the monopoly of the manufac- 
ture of the beat instruments,”* 

From the year 1800 to 1810, we are told by Chevalier that 
experiments were carried on by M. Charles, of the Institute, 
to achromatize small lenses; but the numerous imperfections 
of these lenses were such, as to render their application to the 
microscope completely impossible, as they were not so ar- 
ranged as to be cemented or superposed, and their centering 
and curves, so full of imperfections, rendered them unfit for 
microscopic purposes. 

In the year 1812, a very simple method was employed by 
Sir David Brewster f to render both single and compound 
microscopes achromatic, which was as follows : — Starting with 
the principle that all objects, however delicate, are best seen 
when immersed in fluid, he placed an object on a piece of 
glass, and put above it a drop of some kind of* oil, having a 
greater dispersive pQwer than the single or concave lens, 
which formed the object-glass of the microscope. The lens 
was then made to touch the fluid, so that the surface of the 
fluid was, as it were, formed into a concave lens, and if the 

* Op Cit , p. 85 * 

t Treatise on the Microscope , p. 73, et seg. 
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radius of the outward surface was such as to correct the dis- 
persion, we should have a perfect achromatic microscope, both 
simple and compound. This method, however ingenious, was 
attended with considerable inconvenience, and our eminent 
and time-honoured philosopher was led to the construction of 
a permanent achromatic object-glass, by placing some butter 
of antimony between a meniscus and a planoconvex lens of 
crown-glass, the antimony was retained between the glasses 
by capillar jvttraction, and could# be removed as often as its 
properties w r erc deranged. 

About this period, 1812, we find that numerous experi- 
ments were carried on bj* Professor Amici, of Modena, to 
improve the achromatic object-glass, and during his investiga- 
tions he invented a reflecting microscope, far superior to 
those of Kcwton, Baker, or Smith, which had been made as 
early as the year 1738, apd had been abandoned for many 
years ; this discovery, which so far excelled any microscope 
previously made, induced Amici, in 1815, td lay aside his 
experiments on the refracting instrument for a considerable 
period. t An account of this microscope having soon reached 
England, Dr. Goring, in 1824, with the assistance of Mr. 
Cuthbert, succeeded in greatly improving it, and for a few 
years this was the most perfect form of microscope manu- 
factured in this country ; but., owing to the difficulty in 
constructing the reflectors, and the great trouble in 1 ma- 
naging them, this instrument, like the reflecting telescqpe, 
fell into disuse ; and even iftnici himself entirely abandoned 
it, and returned to his former experiments on the refracting 
achromatic object-glasses. 

In .the year 1816, Frauenhofer, a celebrated optician of 
Munich, constructed object-glasses for the microscope of a 
single achromatic lens, in which the two glasses, although in 
juxta position, were not cemented together ; these glasses were 
very thick and of long fo«us. Although such considerable 
improvements had taken place in the making of achromatic 
object-glasses since their first discovery by Euler in 1776, we 
find that even at so late a period as 1821, M. Biot wrote, "that 
opticians regarded as impossible the construction of a good 
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achromatic microscope.” Dr. Wollaston, too, was of the 
same opinion that the compound would never rival the single 
microscope. 

In the year 1823 experiments were commenced in France 
by M. Selligues, which were followed up by Frauenhofer, in 
Munich, by Amici, in Modena, by M. Chevalier, in Paris, 
and by the late Dr. Goring and Mr. Tulley, in London. To 
M? Selligues we are indebted for the first plan of making an 
object-glass composed of four achromatic compound lenses, 
each consisting of two lenses. The focal length of each 
^object-glass was eighteen lines, its diameter six lines, and its 
thickness in the centre six lines,' the' aperture only one line. 
They could be used combined or separate. A microscope, 
constructed on this principle by M. Chevalier, was presented 
by M. Selligues to the Academic des Sciences , on the 5th of 
April, 1824. In the same year, and without a knowledge of 
what had been done on the Continent, the late Mr. Tulley, at 
the instigation of Dr. Gpring, constructed an achromatic object- 
glass for a compound microscope of nine-tenths of an inch, 
focal length, composed of three lenses, and transmitting a 
pencil of eighteen degrees : this was the first that had been 
made in England, and it is due to Mr. Tulley to say, that as 
regards accurate correction throughout the field, that glass 
has not been excelled by any subsequent combination of three 
single lenses. Mr. Tulley afterwards made a combination to 
be(.placed in front of the first mentioned, which increased the 
angle of the transmitted pencil to thirty-eight degrees, and 
bore a power of three hundred diameters. Mr. Lister, who 
was engaged with Mr. Tulley in the perfecting of the achro- 
matic objget-glass, finding^ that all the microscope stands 
hitherto made were not sufficiently steady for the use of high 
powers, directed his attention to the improvement of this part 
of the instrument ; and, in order to carry out his views, he 
employed Mr. James Stnith, now* one of our first opticians, to 
execute a stand on the plan represented by fig. 21. This 
instrument was finished by Mr. Smith, on the 30th of May, 
1826, and was the first of the kind constructed in this country 
with a double stage movement, a diaphragm, and a disc or 
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milled head g , this formed the coarse adjustment, the lower 
end of this tube e was conical, and to it the object-glasses f 
were screwed. The third or outer tube was firmly fixed to 
the arm a by a curved plate of brass and by the screw c. 
When the compound body was placed in the inclined position, 
as represented by the figure, the tubular rods d d ‘were used 
to«steady it, the nuts d d serving to fix them when the proper 
inclination had been obtained ; these rods were attached to the 
two hindmost fact, and when the draw tube was "not in use, 
£hey were fixed to the compound body in the manner repre- 
sented by the figure ; but when the draw tube was out, they 
could be applied to a moveable band which surrounded the 
body, and were clamped to it by the screwy. To the stage x 
was attached the tube n , for carrying the mirror o, and the ring 
p , for holding the forceps, the coiidenser, and other things. The 
stage was moved from side to side by the milled head m\ and 
up and down by that at m. A condensing lens q was attached 
by a moveable arm to the ring p. This form of instrument 
jvas adopted by the Tulleys (father and son), and by these 
eminent opticians some of the first microscopists of the day 
were supplied with it, amongst whom the names of Mr. 
Lister, the late Mr. Loddiges, and Mr. Bowerbank 
require especial notice, as these gentlemen are intimately 
associated with the rise of microscopic science in this 
metropolis. 

While these experiments w^re in progress, Dr. Goring is 
said* to have discovered that the structure of certain bodies 
could be readily seen in some microscopes and not in others. 
These bodies he named test objects, he then examined these 
tests with* the achromatic combination before noticed, and was 
led to the discovery that “the penetrating j>ower of the 
microscope depends ujion its angle of aperture.” 

On the 30th of March, 1825, f M. Chevalier presented to 
the Society o£ Encouragement an achromatic l€ns of four 
lines focus, two lines in diameter, and one line in thickness in 
the centre : this lens was greatly superior to fhe one before 
noticed, which had been made by him for M. Selligues. 

In 1826, Professor Amici, who, from the year 18L5 to 
* Microscopic Objects , p. 21. 
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1824, had abandoned his experiments on the achromatic 
object-glass, was induced, after the report of Fresnel to the 
Academy of Sciences, to resume them, and in 1827 he brought 
to this country and to Paris a horizontal microscope, in which 
the object-glass was composed of three lenses superposed, each 
having a focus of six lines and a large aperture. This micro- 
scope had also extra eye-picces, by which the magnifyipg 
power could be increased. A microscope constructed on 
Amici’s f)lan? by Chevalier, during # the stay of that physician 
in Paris, was exhibited at the Louvre, and a silver medal was 
awarded to its maker. 

“ Whilst these practical investigations were in progress,” 
says Mr. Ross,* “ the subject of achromatism engaged the 
attention of some of the most profound mathematicians in 
England.” Sir John Hcrschell, Professors Airy and Barlow, 
Mr. Coddington, and others, contributed largely to the theo- 
retical examination of the Subject, and, though the results of 
their labours were not immediately applicable to the micro- 
scope, they essentially promoted its improvement. 

For scleral years prior to 1829, the subject had occupied 
the mind of a gentleman who, not entirely practical like the 
first, nor purely mathematical like the last-mentioned class of 
observers, was led to the discovery of certain properties in a 
chromatic combination, which had been before unobserved. 
These were afterwards experimentally verified ; and in the 
year 1829, a paper on the subject, by the discoverer, Joseph 
Jackson Lister, Esq., was read to and published by the Royal 
Society. The principles and results thus obtained enabled 
Mr. Lister to form a combination of lenses, which transmitted 
a pencil of fifty degrees with a large field correct in every 
part. This paper, which was the ground-work of all the 
great improvements which hav e been effected in this country 
in the achromatic object-glasses, has tended to raise the com- 
pound microscope from its primitive and almost useless con- 
dition to that of being the most important instrument ever 
yet bestowecWby art upon the investigator of nature, and has 
gained for the discoverer a lasting reputation. As the results 
* Art., Microscope, Penny Cyclopaedia . 
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arrived at by Mr. Lister are indispensible to all who would 
make or understand the instrument, I would refer them to 
the paper itself, which is contained in the 121st volume of the 
Philosophical Transactions. One of the greatest improve- 
ments which Mr. Lister introduced into the manufacture of 
his object-glasses was the joining together of the planoconcave 
fli^t lens and the convex by means of some transparent 
cement, such as Canada balsam; “ this, ” he says, “ is desirable to 
be taken as a tyasis for the microscopic object-gfcics, 'it dimi- 
nishes very nearly half the loss of light from reflection, which 
is considerable at the numerous # surfaces of a combination. 

I have thought,” he says, "the clearness of the field and bright- 
ness of the picture evidently increased by doing this; it 
prevents any dewiness or vegetation from forming on the 
inner surfaces, and I see no disadvantage to be anticipated 
from it, if they are of identical curves and pressed closely to- 
gether, and .the cementing medium permanently homoge- 
neous.” From this disoovery of Mr. Lister’s, in 1829, we may 
fairly date the rise and continued progress towards perfection 
of the achromatic compound microscope in England, and all 
cultivators of natural science, as well as the makers of the 
instruments themselves, arc largely indebted to Mr. Lister for 
publishing to the world the valuable results of those labours, 
whiejh certainly have formed the groundwork of the plan on 
which all our first-rate opticians now work, for whose success 
he*' has always most zealously exerted himself, even to the 
examination, from time to time, of their wonderful produc- 
tions; and it is but common justice here to state, that we 
have now # in this metropolis three most eminent manufac- 
turers of die compound achromatic microscope, viz., Messrs. 
Powell, Ross, and Smith, whose instruments are without 
equal in this or any other country. On consulting the dates 
at which these opticidns respectively commenced the manu- 
facture of achromatic object-glasses, we find that „as early as 
March, 1831, Mr. Andrew Ross had completed for Mr. Wm. 
Valentine a dissecting microscope on an entity new plan, 
being provided with coarse and fine adjustments, and stage 
movements, and with a Wollaston condenser. This instru- 
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ment, first described in the forty-eighth volume of the 
Transactions of the Society of Arts, will be more fully men- 
tioned in the chapter devoted to the single microscope; 
although generally employed for dissecting, it was neverthe- 
less made capable of receiving a compound body. The first 
microscopoi of this kind made by Mr. Boss is now in the pos- 
session of R. II. Solly, Esq., for which, in 1832, Mr. Ryss 
was also employed to construct a triple object-glass, he, pre- 
vious to* the? year 1831, having lfiade lenses qf the precious 
stones and acquired his knowledge of achromatism in connec- 
tion with Professor Barlow, having operated for the professor 
during the construction of his fluid object-glass, and also in 
the arrangement of his formula for computing the radii of 
curvature of an achromatic one. Since the period above- 
mentioned, Mr. Ross has been constantly and actively em- 
ployed in bringing these instruments to perfection, and during 
the manufacture of the object-glasses, he effected a most im- 
poiiant improvement in their construction, which he thus 
describes :* — “ Having applied Mr. Lister’s principles with a 
degree oftsuccess never anticipated, so perfect were the cor- 
rections given to the achromatic object-glass — so completely 
were the errors of sphericity and dispersion balanced or de- 
stroyed, that the circumstance of covering the object with a 
plate of the thinnest glass or talc disturbed the corrections, if 
they had been adapted to an uncovered object, and rendered 
an object-glass which was perfect under one condition sensibly 
defective under the other.” this defect, if that be called a 
defect which arose out of an improvement, he (Mr. Rqss) 
first detected, and immediately suggested the meins of cor- 
recting, and in 1837 communicated his discovery to the 
Society of Arts in a paper which is published in the fifty-first 
volume of tlfeir Transactions , to which paper I would refer 
those of my readers who would wish tef enter more fully into 
the subject* the desired objSct being effected by separating 
the anterior lens in the combination from the "other two; and 
figure 22, which is a section of an achromatic object-glass, will 
explain how the principles established by Mr. Ross were put 
* Op. Cit. p. 8. 
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into practice. A represents a tube, in the end of which the 

anterior lens is set; this 
slides on the cylinder B, 
containing the remainder of 
the combination; the tube A, 
holding the lens nearest the 
object, may then be moved 
) upon the cylinder B, for the 
purpose of vatyingf the dis- 
[ tance, according to the thick- 
ness of the glass covering 
the object, by turning the 
screwed ring C, or more 
simply by sliding the one on 
b the other, and clamping them 
together. When adjusted, an 
aperture is made in the tube 
A, within which is seen a mark engraved on the cylinder, %nd 
on the edge of which are two marks, a longer and a shorter, 
engraved upon the tube; when the mark on thd cylinder 
coincides with the longer mark on the tube, the adjustment is 
perfect for an uncovered object, and when the coincidence is 
with the short mark, the proper distance is obtained to balance 
the aberrations produced by glass one-hundredth of an inch 
thick, and such glass can readily be obtained. When Mr. 
Boss first effected this improvement, he made the adjustment 
by sliding the outer tube A upon the cylinder B ; but Mr. 
Pcjwell, we are told, was the first to apply the screw collar C, 
by which iho correction can be performed with greater nicety. 

The method of using this improved achromatic object-glass 
will be again alluded to in the chapter devoted to the com- 
pound microscope. From the peculiar construction of Mr. 
Ross’s higher powers, he is enabled to transmit extraordinary 
large angular pencils of light:' on several occasions he has 
obtained the enormous aperture of 135°. 

Mr. Powell, in early life, was engaged in the manufacture 
of philosophical instruments, but not of microscopes, and it 
was only in the year 1834 that he devoted his attention to the 
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last mentioned instruments. In the same year we find a con- 
tribution of his to the fiftieth volume of the Transactions of 
the Society of Arts , entitled, “ On a fine adjustment for the 
Stage of a Microscope.” This ingenious contrivance was 
applicable to any instrument, but Mr. Powell used it with the 
adjustable stage made by Mr. Turrell, and described by him 
in the forty-ninth volume of the ssfme transactions. The 
slow movement was obtained by making the stage stand on 
three feet,* finder which three tinSlined planeg were moved 
simultaneously by one screw, a single turrf of which raised or 
lowered the stage only the three-hundredth part of an inch, 
and twenty divisions nlarked on the screw-head gave mea- 
sures of the one six-thousandth part of an inch, and hence its 
use as a micrometer as well as a fine adjustment. In the 
year 1841, Mr. Powell made* another communication to the 
Transactions of the same society “On a new way of mounting 
the compound body of a microscope,” a plan which will be 
again alluded to under the head Compound Microscope ; and 
in the year 1840 he succeeded in making an achromatic ob- 
ject-glass ^>f one-sixteenth of an inch in focal length, the first 
that had been seen in this country, it is in itself a wonderful 
production, both for delicacy of workmanship and correctness 
of definition. About this period, his brother-in-law, Mr. 
P. H. Lealand, who had for some time assisted him ir^ the 
manufacture of object-glasses, became a partner with Mr. 
Powell, and from that time up to the present, these opti- 
cians have given their undivided attention to the manufac- 
turing, as well as to the improving and perfecting, of the 
optical and mechanical parts of the achromatic •compound 
microscope. 

Mr. Smith, who had been for many years engaged in the 
manufacture hf microscopes of all the ordinary kinds, was in 
1826 employed by Mr. Lister to construct the instrument 
represented by fig. 21 ; but he did not turn his attention to 
those of the achromatic form on his own account until 1839, 
at which time he likewise made object-glasses on Mr, Lister’s 
principles ; these, which are of large aperture, are constructed 
on a plan rather different from those of Messrs. Powell and 
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Ross, the lowest of them are composed of single triples, and, 
in order to increase their magnifying power, it is necessary to 
slide another triple combination over them; by this arrange- 
ment, object-glasses of large apertures are obtained, and at a 
much cheaper rate than those having three pairs of lenses 
combined to constitute a single magnifying power.* 

4 In the year 1841, Mf. Smith was applied to by the council 
of the microscopical society to furnish them with one of his 
newly constructed achromatic compound microsfopes, and on 
the 24th of NoveiUber in the same year, the instrument, of 
which a figure is given in the second volume of the Micros- 
copic Journal , was delivered to the society. This microscope 
had the compound body mounted on a strong grooved bell- 
metal ann, the contrivance of Mr. George Jackson, which 
plan is now adopted by Mr. Smith in all his large instru- 
ments; the object-glasses were four in number, the highest 
being the fourth of an inch, which, with the deepest eye- 
piece, was capable of magnifying 510 diameters. During the 
last seven years, Mr. Smith has made many and rapid ad- 
vances in the manufacture of microscopes, and, in conjunction 
with his partner, Mr. Beck, has successfully endeavoured to 
reduce the cost of his instruments by simplifying the form of 
stand, by which they are brought more within the compass of 
thope whose means are limited. 

Amongst those in this country by whose agency the micro- 
scope has been much improved, may be mentioned the names 
of Mr. Yarley and Mr. Pritchard, both of whom are well 
kqown to the microscopic world by their valuable publica- 
tions. T6 the former, in 1831, we are indebted, first, for a 
microscope with a lever stage movement, for following ani- 
malcules, together with capillary cages for containing the 
same, fishing tubes and other apparatus equally ingenious 
and useful, and for c his lathe for grinding and polishing 
lenses; secondly, for his vial * microscope, for viewing the 
circulation in cliara; tliirdly, for his graphic telescope and 
microscope ; fourthly, for liis valuable instructions and hints * 
concerning the best forms of eye-pieces for telescopes and 
microscopes ; and, lastly, for hie improved lever microscope, 
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all of which inventions have been fully described in the 
Transactions of the Society of Arts, to which interesting 
papers I would refer my readers. To the latter, Mr. Prit- 
chard, we are indebted for three valuable works on the 
microscope, viz: — The Microscopic Cabinet, The Microscopic 
Illustration $, and The Micrographia, in which are admirably 
explained the construction of the instruments made and im- 
proved upon by Dr. Goring and himself, together with the 
history of tU<* doublet, jewel, reflecting, and achromatic micro- 
scopes, the methods of testing and usii^| the same, with 
the descriptions of many interesting objects observed by 
them. These works, which were the first of the kind pub- 
lished in England, have long since obtained a well-deserved 
reputation. The names of Chevalier, Frauenliofer, Ober- 
hauser, Schick, and many other continental opticians, here 
deserve honourable mention for their various productions, and 
I should be wanting in justice and candour were I not to 
acknowledge the valuable information which has been derived 
in this History of the Microscope from the excellent work of 
M. Chevaiier, entitled, Des Microscopes et de leur usage. 

The rapid progress of improvement in the manufacture of the 
achromatic compound microscope in this country is conside- 
rably indebted to the spirit of liberality evinced by the late Dr. 
Goring and R. II. Solly, Esq., to the patronage of the former 
wc owe the construction, by Tulley, of the first triplet achro- 
matic object-glass, that of the diamond lens, by Varley and 
Pritchard, and of the improved reflecting instrument of 
Amici by Cuthbert. To Mr. Solly is due the credit of 
bringing before the public the improved microscope of hfr. 
Valentine, the exquisite workmanship of Mr. Ros^ and by 
his intimate connection with the Society of Arts, and his 
well-known liberality, he has been the means of making its 
Transactions, since 1831, the vehicle through which nearly 
all the improvements in the* constructions of telescopes and 
microscopes, by Mr. Varley especially, have been made known 
to the world. 

The late Dr. Goring, at whose instigation Tulley, in 
1824, constructed the first achromatic object-glass in this 
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country, said/ in 1829, “ that microscopes are now placed 
completely on a level with telescopes, and, like them, must 
remain stationary in their construction.” “ Happily for us,” 
says, Mr. Bowcrbank,f “ this prediction has not been fulfilled. 
Admirable as were the combinations alluded to by Dr. 
Goring, they were very far inferior to those wlvcli we now 
possess, and which we, . like the worthy doctor, are, perhaps, 
inclined to believe are scarcely capable of being surpassed; 
but however beautiful the combinations around n$, let us hope 
that the same ski%and talent which have wrought these great 
and valuable improvements in the instrument will continue to 
aid and assist the scientific world, by* aiming at and achieving 
a still further degree of perfection.” 

The great advances which have been made in microscopic 
science within the last few yeays, and the immense number of 
valuable contributions to animal and vegetable physiology 
alone, with which the scientific journals of this and other 
countries are more or g less filled, all tend to show with what 
rapid strides accurate knowledge is being advanced, and the 
great demand for achromatic microscopes has beei\. such, that 
since the year 1836, in this metropolis alone, no less than 835 
first-rate instruments have been manufactured by our three 
great makers, Messrs. Powell, Boss, and Smith, to whom 
with Mr. Lister should be awarded no small share of the 
honour reaped by those who, through their instrumentality, 
have successfully laboured in the field of microscopic investi- 
gation. 

* Exordium to Microscopic Illustrations, 1829. 
t AcU’ress to the Microscopical Society, February 10th, 1847. 
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CHAPTER I 

THE SIMPLE MICROSCOPE. 

The simple microscopes in general use may be divided into 
two classes ^ first, into those which are used in the hand; and, 
secondly, into those which are provided with a stand or appa- 
ratus for supporting the object to be viewed, together with 
an adjustment of the magnifying pbwer to and from that ob- 
ject, with a mirror or speculum for reflecting the light through 
such objects as are transparent, and a condenser for such as 
are opaque. 

To the first class, or those microscopes which are used in 
the hand, belong the various kinds of pocket lenses, or magni- 
fying glasses so commonly uged ; they consist for the most 
part of double convex or planoconvex lenses of glass, varying 
in focal length from the quarter of an inch to two inches ; one 
or more of these is set in a frame of ir^etal, horn, or tortoise- 
shell, and is made to shut up between two other plates of the 
same material, which, besides forming a handle for it, serve to 
keep it free from dust and scratches; the shutting up is similar 
to that of a knife-blade into its handle. Sometimes these 
lenses are set in pairs, with a thin piece of horn or tortoise- 
shell between them, which has a hole in its centre corre- 
sponding to the centre or axis of the two lenses ; this serves 
as a stop to cut oft 1 all the outer rays of light, so that when an 
object is viewed by the combined power of the two lenses, it 
is not only more magnified, but the defining power of the 
instrument is increased in a like proportion, so that we 
might almost call it a doublet. # ^ 

These magnifying glasses are extremely useful for all pur- 
poses where a4iigh power is not required ; to the anatomist 
they are essential for examining preparations either In or out 
of bottles, ^id for dissections*and injections. For the latter 
purpose, a lens of half-an-inch focus will magnify sufficiently 
to enable an observer to pronounce whether the vessels qf most 
tissues be perfectly filled, or whether extravasations have taken 
place. In short, no person in the pursuit of any branch of 
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natural history should be without one: its aid is hourly re- 
quired. There arc two forms of these pocket magnifiers in 
general use ; the most common form is represented by fig. 23, 

which carries only one or two 
magnifiers, whilst a much larger 
and more convenient- form is re- 
presented by fig. 24, in which 
there are two sets of lenses, vary- 
ing in their focal le&gtlrfrom two 
inches to a quarter of an inch ; 

23 between the sets of lenses may be 

seen in' both figures the dia- 
pliragm or stop, which enables us to use the two lenses as a 




Fig. 24. 


dopblet. A square hole is made in the end of the handle of 
fig. 23, and a round one in the middle of that of fig. 24, which 
Serves the purpose of attaching them to a stand, as will be 
subsequently shown. Mr. Smith generally puts threq lenses 
into one handle, the highest power is a planoconvex, the next 
a crossed 1 ' lens, and the lowest a double convex Iona, which, 
when copibined, perform uncommonly well. 

When a higher magnifying power is required, the form 
generally used is that known as the Coddington lens, which 
consists of a sphere ‘of glass, around the equator of which a 
triangular groove has been cut,* and the groove, itself subse- 
quently filled up with opaque matter, as represented in section 
by fig, 25. The great advantage of this form of lens is that, 
however obliquely pencils of light B A‘ may fall upon it, they, 
like the central ones, pass at right angles with the surface, 
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and, consequently, the aberration is trifling. This lens gives 
a large field of view, which is equally good in all directions, 
B a and.it little matters in what position it is held, 

\ i hence it is peculiarly applicable as a hand mag- 

V | nifier. The lens is generally set in silver or 

|\ | • German silver, as represented by fig. 26, and 

v\ / the handle is so contrived that 

\\\ / it occupies but little room in 

\\\ / ' •the waistcoat pocket.” It is as J 
\\\l well here to mention that many 

\\|\ of the lenses sold as Coddington 
Arr\ lenses are*not constructed after 
Jk \ jJM this manner, but are made up 
Sr \ \ yl of two convex lenses, which are 
- -'-'{"V not portions of# spheres, hence 
\ M they are destitute of many of 

V the advantages of the true Coddington lens. 

35 A Another lens, somewhat of the same descrip- 
Fig. 25. tion as the last, is much boasted of by its manu- 
facturers, £ftid is puffed off at every toy-shop as the Stanhope 
lens : it consists of nothing more than a double convex lens of 
great thickness, on one side of which the convex surface is 
greater than on the other; and when the least convex or 
flattest side is turned towards the eye, an object placed uppn 
the other convex surface is in the proper focus of the lens ; it 
is, in consequence, generally used more as a toy than as a philo-* 
sophical instrument, for viewing the scales of butterflies’ wings 
and other flat objects which can readily be attached to it, or for 
showing the eels in paste, and the wonders in a drop*)f water. 

When any of these lenses hav*e to be held for a lftng time 
in the hand, much inconvenience will be felt, hence various 
stands or supports have been contrived by which the magnify- 
ing power may be kept in a fixed position over the desired 
object. The#engraver, the watchmaker, the jeweller, and the 
artist, all require some form of lens, and each has some appa- 
ratus by means of which it may be supported and adjusted, 
making it, in fact, a siilgle microscope ; and as it would be 
foreign to our purpose here to enter into the details of the 
4 
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various contrivances which have been adopted, from time to 
time, we shall merely make mention of those which are use- 
ful in microscopical investigations. 

The most simple, but not the least useful of the simple 
microscopes, is represented by fig. 27. It is principally 

used by yratchmakers 
and wood-engravers, and 
consists of a loaded 
stand, of inetai or wood, 
from which rises a 
circular stem of stout 
wire or tube ; upon 
this slides another piece 
of tube, carrying an 
arm also of stout wire, 
having at its end a 
ball and socket joint, 
and to the ball of this 
joint is attached a se- 
cond smaller arm, to 
the end of which last is fitted either a spring or else a 
ring, serving the purpose of carrying the lens; when the 
spring is used, the magnifier generally employed is the one 
which the watchmaker adapts to liis eye, it is represented by 
fig. 28, and is nothing more than a lens of an inch focus, set 




Fig. 28 . 


in a long cell of horn, enlarged at one 
end like a trumpet, and this enables it 
to be grasped firmly by the muscles around 
the orbit, or if the ring be used, the lens 
may drop into it. The coarse adjustment 
is made by sliding the tube up or down 
the stem, whilst a fine*, adjustment is 
secured by means of the small arm and the 


ball and socket joint ; but it will be seen that if this last be 
used, and the arm be moved into any other position than a 
horizontal one, the lens will not be in a plane at right angles 
to the object. To remedy this inconvenience, I have found 
the following contrivance extremely useful, and a section of 
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the lens and the cell in which it is contained is represented by 
fig. 29. I have retained the semicircular spring, whose ends 

are seen in section at b b, and 
entire in fig. 30 at d, and have 
adapted a ring to it a a , 
which is rather less in diame- 
ter than the spring, and ^s 
three-eighths of an inch in 
ilcf)th ; it has a shoulder or 
rim at one end, and also two steel pins, c c, screwed in near 
the top edge, exactly opposite each other; these pins are 
received by two holes nftide in the semicircular spring, so that 
the cell may turn or swing upon the pins just as a compass 
on its gimbals. The lenses are made to drop into this cell, 
and it will be readily seen by fig. 30, which is a representation 




Fig.£0. 

of the arm and cell, just one-half its real size, that in whatever 
position the arm is placed, the cell carrying the ldhs will be 
always horizontal : — a exhibits the piece of brass wl^h forms 
the connection between the two parts of the arm, it has a 
socket at one ttoid, in which the ball b works ; c is the small 
wire arm which supports the spring dfe is the cell which 
carries the lenses ; 2 represents the situation of the cell when 
the arm c is horizontal ; 1 the same when the arm is elevated ; 
and 3 when depressed, in both of which places the cell main- 
tains its horizontal position. 

The lenses are set in brass frames, which easily fall into the 
4 * 
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cell, as seen in section in fig. 29, where e represents the lens, 
and d the frame in which it is set ; and when it is required to 
change the power, we have merely to turn* the cell upside 
down, the lens will drop out and another can be substituted. 
It may be as well here to state, that the form of the low 
power lenses employed for the purpose of dissecting should 
bp double-convex, a planoconvex, with its convex side towards 
the eye, gives a large and flat field, which is perfect in the 
centre, but not at the’ margins. This fortft <j£ micro- 
scope is exceedingly useful for minute dissections of nerves 
that are carried on under water in troughs or other vessels, 
and will be found sufficiently steady for the purpose, 
the length of the arm allowing the lens to be brought over 
any part of the trough or vessel in which the dissection is 
contained, so that restriction, ar to the size of the subject to 
be examined, need not be considered. 

When a much more steady instrument is required for the 
purposes above described, Messrs. Powell and Lealand have 
contrived a form which is represented by fig. 31; it consists 

of a brase, foot, or 
base b 9 about five 
inches in diameter, 
and an inch and a 
half thick; to make 
it more steady, itmay 
be loaded with lead ; 
from this foot rises 
a triangular stem a, 
about twelve inches 
in length, having a 
rack d on one of its 
sides ;*upon this stem, 
a square box c, car- 
rying a, pinion and 
two milled heads, 
is made to move 
31 * up and down by the 

rack. To the box is attached a strong tubular, but conical, 
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arm/, nine inches long, which is provided, at its free end a , 
with a stout ring g } into which either a compound body may 
be screwed, as iSien in fig. 32, or a lens l set in a large cell 

may drop. The com- 
pound body, it will 
be seen, has also a 
rack and pinion mo- 
tion of one inch in 
extent #f‘or a fine ad- 
justment, and the 
body itself may be in- 
clined at any angle by 
means of a swivel 
joint to the ring. 
This instrument is 
particularly useful for 
minute . dissections 
carried on in large 
troughs under water ; 
and when the opera- 
tor wishes to view 
his dissection with a 
high power, he may remove the single lens under which 
lie has been at work, and substitute in its stead the com- 
pound body, which is provided with three eye-pieces, and 
an inch and two inch object-glass ; but in no case is 
he required to move his dissection, as the compound body 
can be applied to the same objects as the single lens. To 
make this instrument available for the general purposes of a 
compound microscope, it is provided with an oblongiframe or 
box, open at the sides, and in the bottom of which is contained 
a mirror ; the 9op of the box having a hole in it about an inch 
and a half in diameter, answers the purpose of a stage, and 
into it a pair of forceps, a frog plate, and other apparatus 
may be fitted, as into the stage of an ordinary compound 
microscope. Into the ring, also, may be fitted a small 
arm, capable of carrying a Coddington or other lens of high 
power. 
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When portability is studied, a very convenient and useful 
microscope, for many purposes, can be readily made with one 
or both of the pocket magnifiers, before desSibed at page 48, 
if either of the two forms, as there represented, have a hole 
in the handle, say at the end in fig. 23, and in the middle in 
fig. 24, then being provided with a stand, as represented by 

fig. 33, of any con- 
venient size, from 
which "a small square 
or round stem rises, 
the pocket lens may 
be made to slide up and 
down this stem, and 
if required to be fixed 
at any given point, a 
small screw will suf- 
fice for the purpose. 

This method of 
mounting the pocket 
lens on a stand was 
first suggested by 
Mr. Lister, and is 
now manufactured by 
Messrs. Smith and 
Fig. 33. Beck; but as the plan 

adopted by them, 
which is represented by fig. 33, is rather different from what 
t'as just been described, it will be requisite here to give an 
account Ilf their improvements. Their pocket magnifiers have 
a square hole in the end, and they use a circular stand, and 
on the stem, which is round, a piece of brass is made to slide 
up and down, carrying a binding screw on 6ne side, and a 
small arm on the other; this arm is straight for about a fourth 
of an inch, and then is bent at a right angle for about the 
same length, the last part is square, and upon the square the 
magnifier is made to fit, this is a much better plan than the 
first described, where the screw for tightening is in the end 
of the handle of the magnifier, as less trouble is required in 
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fixing, and the magnifier itself can be taken off or put on with 
the greatest facility. 

Mr. Ross has contrived a small but exceedingly useful in- 
strument, which answers the same purposes as the preceding ; 
it is represented by fig. 34, and consists of a circular foot 



Fig. 34. 

e, about an inch and a half in diameter, from which rise^ a 
short tubular stem d, into which slides another short tube c, 
carrying at its top a joint// to this joint is fixeef a square 
tube a, through which a square rod b slides ; this rod has at 
one end another but smaller joint g, to which is attached a lens 
holder li. By means of the joint at/ the square nod can be 
moved up and down, so as to bring the lens close to gin object, 
or remove it from it, and by the rod sliding through the square 
tube a , the d : $tance between the stand and the lens may 
either be increased or diminished ; the jaint g, at tHe end of 
the rod, is fyr the purpose of •allowing the lens to be brought 
cither perfectly horizontal, or to be inclined at afcy angle with 
the subject to be investigated. By means of the sliding tube 
c, the distance betweeir the table and the jointed arm can be 
increased or diminished. This microscope is provided with 



56 PRACTICAL TREATISE ON THE MICROSCOPE. 

lenses of one inch and one half-inch focal length for &e dis- 
section and examination of opaque objects ; but by means of a 
dissecting table or platform, with a mirror underneath, as 
described with Mr. Powell’s instrument, page 53, it will answer 
equally well for transparent objects, especially if the dissecting 
rests, subsequently to be described, be used at the« same time ; 
the joint at f allows of the lens being adjusted with very great 
nicety. 

This apparatus is also Readily taken to pieced, • by' unscrew- 
ing the pillar d from the stand, and, with the lenses, dissecting 
instruments, and forceps, is packed in a small case, and can be 
carried in the pocket without difficulty. 

These little instruments I have found extremely useful for 
the examination and selection from sand of many of the 
smaller kinds of foraminiferous shells. A small quantity of 
the sand supposed to contain thorn may be spread on a piece 
of black paper on the table, arid by means of this simple 
microscope, and a sable or other pencil brush capable of being 
brought to a fine point, used by a steady hand, a great deal of 
very important work may be performed in a shoik space of 
time, and with much more ease than with a compound instru- 
ment, in which all the objects are reversed; and as the cost of 
these microscopes is comparatively trifling, and the uses to 
wlpch they are applicable so extremely various and im- 
portant, no one in the pursuit of natural history should be 
without one. 

The instrument best suited for dissection is one which was 
described in the forty-ninth volume of the Transactions of the 
Society of Arts, by Mr. Slack. It consists of* a box or case, 
seven inches high and four inches broad, which is represented 
open in fig. 35. The upper surfaces r r are sloped off* to four 
inches square to form arm rests, and the top is*] eft six inches 
by four. 1 The front ‘of the case is provided with a flap or 
door, which has hinges at the 'bottom and a lock at the top ; 
the mirror is ’situated in the bottom of the case, and is of 
large size, and directly over it, in the top, is an opening g, an 
inch and a quarter in diameter, which may be closed, if re- 
quired, by a brass cap. 
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Fi«r. 35 . 


Fig. 36 is a back view of the instrument, arranged for use. 
The stage li is screwed into the top of the box, and is raised 
one inch above it, by means of a tube, in which it is made to 



revolve, so that an object placed on it may be turned into any 
convenient position. The apparatus for carrying the lenses 
and for the* adjustment of the same, is represented as it is 
attached to the back of the case. A vertical stem, six inches 
long and four-tenths square, with a rack on one side, carries 
the lens holder m n, "which may be moved backwards and 
forwards by a rack and pinion at nu and is made to turn hori- 
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zontally upon a steel pin at the top of the square steiriP The 
stem is lowered and raised by a pinion with a large milled 
head /, two inches in diameter, by which tolerably fine adjust- 
ments may be made, but finer still may be effected by the 
lever o , which fits into a scries of holes drilled in the circum- 
ference of the same milled head /. The whole of this adjusting 
apparatus is attached to a plate of brass j j, and is made to 
slide into another plate i i, which is fixed to the back of the 
case by screws. When nothin use, the entire apparatus on 
the top of the case may be removed and placed in a box or 
drawer in its interior. When transparent objects are being 
dissected, the screen q, made of black cloth, may be attached 
in front of the stage by two brass pins p p ; this screen or 
curtain has a two-fold use, the one to intercept all extraneous 
light save that reflected from the* mirror below, the other to keep 
the light of the lamp or candle employed in the illumination 
from the eyes of the observer. The pins pp are bent a little 
forwards, that the curtain may not be in the way of the head. 
The microscope is thus arranged for the dissection of trans- 
parent bodies, such as the vessels or other tissues r of plants, 
for which the inventor, Mr. Slack, was so celebrated; but 
when opaque objects are under examination, the condensing 
lens must be employed ; this may either be fixed on a separate 
stapd, or to some part of the top of the case. An improve- 
ment has been made by Mr. Goadby in this dissecting micro- 
scope of Mr. Slack : he places the stem for the adjustment in 
the interior of the case, and tlie milled head only projects on 
the outside ; this can be put on or taken off' at will, as the 
end of thft pinion is made square to receive it. The case is 
onrather^a larger scale thap Mr. Slack’s, but in shape is 
precisely similar. As most of Mr. Goadby’s dissections are 
carried on under water, square tin troughs are used for the 
purpose, each of wlifch has a circular ring fastened to the 
bottom, which fits into the aperture g of the sfage, and by 
this means is prevented from shifting its position. 

A very useful single microscope is that made by Mr. Boss, 
and described by him in the Penny Cydopcedia, article, “ Micro- 
scope.” It is represented by fig. 37, and consists of a brass pillar, 
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about fix inches long, screwed into a tripod base ; to the upper 
part of the pillar is attached, by screws with milled heads, a 



large flat stage, provided with a spring clip, and other appa- 
ratus for holding the objects. By means of the large milled 
head, a triangular bar, having a rack, is raised out of the 
pillar; this bar carries a lens-holder, having a horizontal move- 
ment in one direction, by means of a rack and pinidn, and in 
the other direction, by turning on a circular pin. %J.t is also 
provided with a concave mirror, for reflecting the light 
through the hofc in the stage ; a condensing lens, for the pur- 
pose of illuminating opaque objects, ancf a pair of forceps for 
holding small objects, may be applied to either of the holes in 
the stage. This microscope is usually supplied with lenses 
of one inch and one half-inch in focal length for dissecting ; 
but the higher powers generally employed are either doublets 
or triplets ; or this instrument may be converted into a com- 
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pound one by taking away the lens-holder and substituting 
for it the compound body represented on the right of the 
stand, and when provided with a cradle joint, either at the 
top or bottom of the pillar, may be inclined after the manner 
of the larger compound instruments, which are to be presently 
described. 

, This microscope, with its broad stage, is well adapted for 
minute dissections, and is rendered more convenient for the 
purpose if placed between tk*e two inclined plants, t6 be here- 
after mentioned, which form what is called the dissecting 
rest. This apparatus gives support to the arms, and brings 
the wrists on a level with the stagk, whereby small cutting 
instruments can be managed with the greatest nicety. 

Another highly useful, but far more complete stand of a 
simple microscope, for the dissection of minute botanical and 
other objects, was contrived by Mr. Wm. Valentine, and 
constructed for him by Mr. Andrew Ross, in 1831 ; it is fully 
described in the forty-eighth volume of the Transactions of 
the Society of Arts , and was one of the first simple microscopes 
provided with a moveable stage, and with coarse and fine 
adjustments, as represented by fig. 38. It is supported on 
a firm tripod, made of bell-metal, the feet of which a a a, are 
made to close up together. A strong pillar b rises from the 
tripod, and carries the stage c, tliis is further strengthened by 
two brackets r r. From the tube or pillar a triangular bar d, 
afiid a triangular tube c, slide ; the one within the other ; the 
outer or triangular tube c is moved up and down by a 
scjrew, having fifty threads in the inch, turned by a large 
milled head v, which is situated at the base of the pillar, this 
is the fipe adjustment. The small triangular bar d is moved 
up and down within the triangular tube c just described, by 
means of a rack and pinion, turned by the* milled head t 9 
forming the coarse '’adjustment : this bar carries the lens- 
holder mnop . The stage e consists of three plates, the lowest 
one is firmly attached to the pillar, and upon this the other 
two work. The upper one carries a small elevated stage g> on 
which the objects are placed ; this stage H is mounted on a tube/; 
and has a spring clip A, for holding, if necessary, the objects 
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under examination. By means of two screws, placed diago- 
nally, one of which is seen at *, this elevated stage can 
be moved in two directions, at right angles to one another. 



Fig. 3 &. 


and the different parts of any object can be brought succes- 
sively into the field of view. § 

The arm n /;, which carries the lenses, is attache*] to the 
triangular bar d by a conical pin, on which it can turn hori- 
zontally, and the arm itself can be made longer or shorter 
by. means of a rack and pinion m o attached to it, hence the 
lens q may fye applied to al? parts of an object without 
interfering in any way with the stage. 

The mirror l is placed upon the largest of the three legs 
forming the tripod, ancf consists of a concave and plane glass 
reflector. To the under side of the stage is fitted a Wol- 
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laston’s condenser k, and the lens is made to slide up and 
down by means of two small handles projecting from the 
cell in which the lens is set. Two small tubes i, into which 
either a condensing lens or a pair of forceps may be fitted, 
are attached to the under side of the stage. 

The magnifiers employed in this instrument .were either 
jingle lenses or doublets, and Mr. Valentine, who is so well 
known as a most skilful vegetable anatomist, has managed 
to dissect u^der a lens bfwone-twentieth of ak inch focus. 

To make it a compound microscope, the arm carrying the 
lenses can be removed, and a compound body, supported on 
a bent arm and provided with a conical: pin, at its end, 
can be substituted, and the coarse and fine adjustments in 
the pillar will answer the purpose of focussing the object 
glasses of the compound body, as well as the simple mag- 
nifiers. 

This microscope, the first of ' the kind ever made by Mr. 
Boss, was remarkable for the excellence of its workmansliip, 
and may be said to have paved the way for a new era in 
the forms of these instruments. * 

r A very useful microscope for dissecting is that made by 
Messrs. Smith and Beck, and is represented by fig. 39; it 
may be supported upon a heavy circular brass foot, or be 
shewed to the cover of a box, or block of hard wood. 
The central pillar is circular, about six inches long and 
‘three-fourths of an inch in diameter, and from it may be 
raised a triangular bar, by a rack and pinion, turned by 
two large milled heads. The lens-holder has two move- 
ments like that of Mr. Boss, the one horizontally by a pin 
fitting pi to the top of the triangular bar, the other by a 
rack and pinion. The mirror is of the usual construction. 
The stage is of a circular figure, three inches in diameter; 
into it may be fitteti dissecting troughs, composed of a ring 
of brass, with a glass bottoift, or a similar ring with an 
ebony bottom, and others equally useful, which are covered 
or lined with cork. This instrument is supplied with single 
lenses and with doublets, and has proved a very useful work- 
ing tool in the hands of Mr. Darwin, who suggested many 
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ingenious pieces of apparatus to fit into the hole in the 
stage for holding subjects under examination. Besides this 



Fig. 39. 

• 

single microscope* of Messrs. Smith and Beck, and those 
previously described, there are many very useful forms so|d 
by some of our other opticians in this metropolis, ifrul in the 
provinces, and those of Mr. Pritchard, which are described in 
his works, require especial menti^p. The author of a little 
tract, entitled *The Wonders of the Microscope , recommends 
strongly an instrument invented by R&spail, which can be 
* bought in Baris for thirty francs, or about twenty-five shil- 
lings English: it is provided with four lenses, varying in 
magnifying power from fifty to three hundred diameters. The 
author was lately shown one of these instruments, by his 
friend, Mr. H. W. Diamond, and can speak very favourably 
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of its performance. As the single microscope is principally 
used for dissection, the most essential part next to good 
glasses is a large firm stage for supporting the objects under 
examination ; and as it is found, that after a little practice, 
an object can be moved about on the stage with very great 
nicety, the stage movements may be dispensed with where 
I 9 W powers only are entployed ; but with doublets and trip- 
lets some more delicate adjustment than that of the hand 
becomes necqssary, and sftch an instrument as that •described 
by fig. 38 should be had recourse to, where both fine and 
coarse movements for the magnifiers are provided, and all 
parts of the object can be carried ufider thS lens by the ad- 
justable stage. 

The magnifying powers generally employed with the single 
microscopes, before described, may be divided into those con- 
sisting of one lens only, and into those of two or three lenses 
combined, from which circumstance they are termed doublets 
or triplets. In the first class are included all the powers, 
from two inches up to one quarter, and sometimes one-tenth 
of an inch ; these should be set in flat cells, like that seen in 
fig. 31, and be made to drop easily into the lense-holder. 
Some persons use planoconvex lenses for the very low 
powers ; but in * these the centre of the field will be per- 
fev# and well defined, but the margins not so; hence, both 
theoretically and practically, it will be found that double 
(tonvex lenses are certainly the best for low powers, especially 
for dissecting; but those who are in possession of a two-inch 
achromatic object-glass, will soon learn that where very 
careful w«rk is required, a glass of that description will be 
by far t\\e most pleasant to use. Mr. Powell supplies, with 
his dissecting microscope, jepresented by fig. 31, sometimes 
as many as seven lenses, the four lowest range in focal 
length from two inches to half-an-inch, and the fifth, a Cod- 
dington lens, of a quarter of an'inch focus, the remaining two • 
being doublets, one of one-tenth, the other of one-twen- 
tieth of an inch focus. Two of these largest lenses are double 
convex, the other two either crossed 1 or else planoconvex, 
after the ordinary lens of half-an-inch in focus, the next 
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increase in the magnifying power should be supplied by the 
Coddington lens, represented by figs. 25 and 26 ; this affords 
a large field, which is equally good in all directions, and its 
value is intermediate between that of a double convex lens of 
the best form and a doublet or achromatic lens. The doublet 
in general ^se is that which has been before alluded to as the 
invention of Dr. Wollaston, and is represented in section hy 
fig. 40. It consists of two planoconvex lenses, having their 
focal lengths in* the proportion of one to 
three, or nearly so ; these are set in two 
separate cells a c, the upper one a is capa- 
ble of being moved up and down in c, by 
means of the screw, as represented by the 
figure; this enables the optician to adjust them to perform 
accurately. The lenses are placed with their flat sides to- 
wards the object, and the one of longest focus, which is also 
the largest, is placed nearest the eye. Between the two 
lenses there is a stop or diaphragm \ which, for accurate 
definition, should also be carefully adjusted. This instrument, 
as described by Wollaston, in the Philosophical Transactions , 
was not provided with a stop, nor does he even allude to the 
introduction of one ; it is not certain, therefore, whether he 
was at all aware of its value, and his bright career having 
terminated in so short a time after the publication of Jiis 
paper, the omission may, in some measure, be accounted for. 

Another form of doublet sometimes employed is that which 
has been described, at page 29, as the invention of Sir John 
Herscliell, it consists of a planoconvex lens and a meniscus, 
placed in such a manner as that the cqnvex sides of both are 
in contact. This kind of doublet is not so much f used as 
Wollaston’s, in consequence of its focus being rather a mathe- 
matical one than otherwise, it does not, therefore, answer so 
well in practice. * 

When a triplet is required, it should be constructed on 
the plan of that of Mr. Holland, first describecl in the forty- 
ninth volume of the Transactions of the Society of Arts , and 
before alluded to at pa£e 31 ; it consists, as is shown in sec- 
tion by fig. 41, of three planoconvex lenses a h c, the first two, 
5 


• .• 



Fig. 40. 
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a b , being placed close together, and the stop or diaphragm 
between them and the third lens c ; this combination of three 
lenses was used by Mr. Holland, either as a single microscope, 
or, if required, it could be applied as an object- 

£ ^ glass to a compound one ; and, although termed 

a triplet, it is essentially a doublet, ©having its 
# o' front lens •made up of two. A glass of this 
form is capable of transmitting as large an angu- 
Fig. 41. j ar pencil as 05 °« with perfect distinoiness. 

This combination of three lenses approaches so very closely 
to the objects to be examined, that they require to be covered 
with the very tliinnest mica, which is objectionable, and no 
more than three lenses can possibly be employed to form a 
single microscope, hence the limit to the improvement of this 
instrument. Mr. Holland states, that for a triplet to be effi- 
cient for the podura, &c., it should be equivalent in power to 
a single lens of one-twenty-fifth of an inch focus; and in 
answer to those who object to the use of the triplet, on account 
of its approaching so closely to the object, he states that some 
of his preparations are covered with mica so thin, that they can 
be examined by a spherule of one-three-hundredth of an inch 
focus. “ It was at one time hoped,” says Mr. Ross, “ as the 
precious stones are more refractive than glass, and as the in- 
closed refractive power is unaccompanied by a correspondent 
increase in chromatic dispersion, that they would furnish 
Valuable materials for lenses, inasmuch as the refractions 
would be accomplished by shallower curves, and, conse- 
quently, with diminished spherical aberration.”* But these 
hopes we*c disappointed : everything that ingenuity and per- 
severance could accomplish was*tried by Mr. Varlcy and Mr. 
Pritchard, under the patronage of Dr. Goring. It appeared, 
however, that the great reflective power, the doubly-refracting 
property,* the colour,* and the heterogeneous structure of the 
jewels which were tried, much fhore than counterbalanced the 
benefits arising from their greater refractive power, and left 
no doubt of the superiority of s kilfully made glass doublets 
and triplets. The idea is now, in fax5t, abandoned ; and the 
* Art., Microscope, Penny Cyclopedia. 
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same remark is applicable to the attempts at constructing 
fluid lenses, and to the projects for giving to glass other than 
spherical surfaces, — none of which have come into exten- 
sive use. 


CHAPTER II. 

COMPOUND MICROSCOPE. 

A compound microscope differs from a simple one in having 
the image of an object formed by an object-glass further 
magnified by one or more lenses forming an eye-glass, or*, in 
other words, the rays of light from an object being brought 
into a new focus, there form* an image, which image being 
treated as an original object by the eye-piece, is magnified in 
the same way as the simpler microscope magnified the object 
itself. For a microscope to be a compound one, it is, there- 
fore, necessary that it should have an object-glass and an eye- 
glass ; in %ome of the old microscopes there were only two 
lenses to answer both these purposes ; but it has been stated 
that in the simple microscope as many as three are employed 
to form a triplet, and yet, with this number of lenses, the 
microscope is still a simple one. This is easily explained: 
the first two lenses of the triplet only effect what might have 
been accomplished, but not so well, by one ; and the thiill 
lens is only useful for modifying the light before it enters 
the eye. 

As the object of this work is entirely practical, Itshall omit 
all mention of those compound microscopes that have been 
heretofore, or are even now manufactured in this country, 
that are not achromatic, and which, therefore, are unfitted 
for scientific investigation, and shall coilfinc my observations 
principally to those made b^ our three first-rate opticians, 
viz., Messrs. Powell, Ross, and Smith, all of whose object- 
glasses will stand the severe tests hereafter to be described ; 
and, as far as we can* judge at present, have approached the 
limits of conceivable perfection, and whose stands or supports 
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for the same are constructed on the most approved mechanical 
principles, to prevent tremor and to afford the greatest facility 
for using the various movements, and, in point of workman- 
ship, are also unequalled. 

Every compound microscope may be said to consist, like 
the simple one, of two essential parts, viz., the stand and the 
optical apparatus, both 'of which are very much more com- 
plicated than they are in the former instrument. The stand 
is made up of the compofimi body (or tube for c earrying the 
optical apparatus), and the stage with the supports and ad- 
justments for each; whilst the optical part consists of the 
object-glasses or magnifying powers, c the eye-pieces, and the 
mirror. It little matters what the shape or size of the instru- 
ment may be ; for whatever plan is adopted, or in whatever 
country it may be made, the pants above described are strictly 
essential, and must be present in each. The compound body 
is generally a tube of brass, from eight to ten inches in length, 
and from an inch to an inch and a half in diameter ; to its 
upper end the eye-pieces are adapted, to its lower the object- 
glasses; as these latter are of different magnifying powers, 
and as no two subjects under examination are of the same 
thickness, it is highly requisite that there should be some 
mode of focal adjustment applicable to every condition. This 
is ejected in two ways, one of which is termed the coarse, 
the other the fine adjustment; the first is generally accom- 
plished by rack and pinion, by which the whole of the tube 
carrying the eye-piece and object-glass is made to approach 
or^ recede from the object by turning a large milled head 
connected *«vith the pinion ; whilst in the second or fine ad- 
justment^ the object-glass only is moved, and that by means 
of a very delicate screw, acting either on the long end of a 
lever or in some of the modes hereafter to be noticed, 
whereby the same resiilt is obtained. In the best constructed 
stands, the entire compound bodjr containing the magnifiers is 
moved up and 1 down by the coarse adjustment; but in many 
of the older microscopes, as represented by fig. 21, there were 
two or more tubes to make up the coihpound body. When 
this was the case, the outer tube was firmly attached to the 
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other part of the stand, and formed the guide for the inner 
one carrying the optical apparatus to slide through ; under 
these circumstances the rack-work was placed in the com- 
pound body itself ; but much greater stability is ensured by 
the adoption of the former method. In some instruments 
there is a* third tube connected with the compound body, 
capable of being drawn out to the extent of five or six inches: 
this is termed the draw-tube, into jne end the eye-pieces fit, 
and into the other an erecting-gfass is made to* screw. This 
draw-tube has a scale of inches and parts engraved on its 
outer side, as represented by fig. 42, where a is the eye- 
piece, h the upper end of the com- 
pound body, and c the draw-tube, 
with the scale of inches and parts 
on it. The many uses of this tube, 
and of the erecting-glass also, will 
be fully described hereafter. The 
inner side of the tube carrying the 
magnifiers is, in all cases, provided 
with one or more stops or dia- 
phragms for cutting off the extra- 
neous pencils of light. 

The next part of the stand in 
importance is the stage or appara- 
tus on which the objects are to tje 
placed for examination; this, in the 
^ most complete microscopes, consists 

lg * * of two or ixa 're plates of ^brass, otie 

of which, termed the stage-plate, is capable of being moved in 
two directions, at right angles to each other, either \Jy screws, 
racks and pinions, by a combination of the two, or, more 
simply, by a lever. Upon the stage-pjate another plate is 
adapted, termed the object-plitfe ; this last, for the more ready 
adjustment 5f the object to be examined, is made to slide up 




and down upon the stage-plate, and is generally supplied with 
a raised edge at its lower part, against which the objects 
themselves may rest when th^ stage is in an inclined position ; 
and sometimes another piece of brass, termed a clip, with a 
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weak spring in its front part, is made to slide upon it, so that 
any object, if necessary, may be firmly secured between the 
clip and the raised edge. The object-plate, besides the move- 
ment up and down on the stage-plate, and that in two direc- 
tions at right angles to each other, effected by the screws or 
rack-work, has also a circular one in a horizontal plane, which 
is* accomplished by mounting it upon a short piece of tube, 
capable of fitting into another tube in the stage-plate; on 
this tube it turns, and by it the object-plate is* also raised 
above the working parts of the stage-plate itself. 

The stage movements are generally limited from half-an- 
inch to two inches, so that by the sliding jap and down of the 
object-plate, and the distance the same plate is capable of 
being traversed over by the rack-work, all parts of an object 
of considerable size can be brought in succession into the 
field of view. The different methods of effecting these stage 
movements will be described with the instruments to which 
they are severally adapted. To the under side of the stage a 
number of other instruments can be fitted, viz., the diaphragm 
plate, the achromatic condenser, the lower prism of the 
polarizing apparatus, and the dark stops or wells, all of which 
will hereafter be described. To the object-plate also may be 
fitted the forceps for holding opaque objects, a small con- 
dcnsing-glass, and one of Mr. Ross’s side reflectors. 
t The methods of mounting the compound body and the 
stage are exceedingly various^ the most improved plans are 
represented in the following figures, and for our present 
purpose it will be merely necessary to divide them into tw o 
classes ; first into those in which the compound body is sup- 
ported aV its lower end, on an arm capable of being moved 
up or down by a rack and pinion ; and, secondly, into those 
in which the compound body is supported, efther by an arm 
firmly attached to the back of it, as seen in fig. 21, when it is 
necessary that the body should be composed of more than one 
tube, or where its whole length is supported, after the plan of 
Mr. George Jackson. , 

The remaining portion of the«stand of the compound micro- 
scope consists of the foot or basis, and of one or more pillars 
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or supports rising from it, to which the compound body and 
stage are attached. The foot is generally a stout tripod of 
brass, cast in one piece, or, for convenience of package, it may 
be composed of three flat feet, capable of being slid one within 
the other, as in fig. 21, or as in two of Mr. Powell’s instru- 
ments of tfiree longer legs, standing in an inclined position, 
like those in a three-legged stool. Some makers even use .a 
heavy circular foot instead of a tripod, but this, although 
steady when* llie instrument is upright, is not so when it is 
inclined. From a foot of one of the above forms a stout pillar 
rises, having at its upper part a cradle-joint, to which both 
compound body and stage are firmly attached, so that when 
the joint is used, both these parts move together. Mr. George 
Jackson, having found some difficulty in making a good cradle- 
joint, was induced to use two pillars instead of one, by which 
a greater degree of steadihess was obtained : his compound 
body and stage were connected to both pillars Jby trunnions, 
on which they were made to turn. Mr.* Jackson also mounted 
his compound body on a grooved bell-metal arm, having two 
slides, by which the body, when moved up and down by a 
rack and pinion, was kept steady, a plan somewhat similar ’to 
that adopted by Mr. Ross, in one of his early microscopes,* 
and which will be more fully described in the instruments of 
Messrs. Smith and Beck, who have adopted it. Mr. K*3ss 
uses the tripod foot, and two flat; supports, not pillars, by 
which the same end is accomplished as by pillars; but the 
supports, he considers, are much more free from vibration. 
In some of the recently constructed portable instruments, the 
stage is mounted on a strong pivot, on which it can f be turned 
in a direction at right angles to the compound body « for con- 
venience of package, the smallest instruments of Messrs. 
Powell and Ro^s are constructed on tliis # principle. t 

The optical part of the compound microscope consists of 
the object-gl&sses, the eye-pieces, and the mirror^ The object- 
glasses supplied with the best instruments are generally either 
five, six, or seven in number, and vary in their magnifying 
power from 20 to 2,500 diameters ; they are called two-inch, 
* Art., Microscope, Penny Cyclopaedia. 
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one-inch, half-inch, one-quarter, one-eighth, one-twelfth, and 
one-sixteenth ; but it must be understood that these names 
are not derived from the distance the bottom-glass of each 
combination is from the object, but from a fact found in 
practice, that a thin single lens, to magnify the same number 
of diameters as any of the preceding achromatic combinations, 
would be required to he of the same focal distance as that 
given to the others by name. In other words, if a single 
lens were made the object-glass of a compound' microscope, 
and if it were necessary to employ a power equal to that of 
the one-fourth achromatic combination, with the same com- 
pound body, it would be found that a thin single lens of one- 
quarter of an inch focus would be required to give that 
power. It would be more useful in practice if the name 
given to each of the object-glasses were expressive of the 
magnifying power instead of being derived in the manner above 
described ; apd if we take, for instance, the glasses called the 
half-inch, as constructed by each of our three eminent makers, 
and compare them together, we shall find that all three will 
differ, more or less, in their magnifying power, and still they 
all bear the name of half-inch ; nor do two glasses, similar in 
name and even of the same maker, often agree exactly; hence 
it would be very desirable in practice to apply a term to them 
which should express their magnifying power, but such a 
nomenclature could not at this advanced period be easily 
carried out. , 

The eye-pieces supplied with the compound achromatic 
n^croscopes are generally three in number, and the form 
employed 1 is that known by the name of the Huyghenian, it 
having been first employed by Huyghens for his telescopes. 
Each one consists of two planoconvex lenses placed at a dis- 
tance frojn each other equal to half the sun! of their focal 
lengths, the plane surfaces of the lenses are towards the eye, 
and that nearest the eye is termed the eye-glasi, whilst that 
most distant is termed the field-glass. A stop^or diaphragm, 
is placed about half-way between the t\yo lenses ; this arrange- 
ment was adopted by Huyghens for the purpose of dimintflhfag 
the spherical aberration by producing the refractions at two 
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glasses instead of one, and of materially increasing the field of 
view; but it was reserved for Boscovich to point out that 
another valuable property of this eye-piece was the correction 
of a great part of the chromatic aberration as well. This 
subject has been since critically examined by Mr. Yarley, 
and to his Jrnper, in the fifty-first volume of the Transactions 
of the Society of Arts , I would refer those of my readers who 
would wish to gain more information upon the matter. An- 
other eye-piece sometimes employ eil is one the invention of 
Kamsden ; it consists of two planoconvex lenses as in that by 
Huyghens ; but the field-glass is reversed, or its plane surface 
is placed farthest from the eye-glass ; this instrument, which 
will be again alluded to in the chapter on micrometers, is 
chiefly used when it is required to measure the magnified 
image of any object, hence i£ has been frequently called the 
micrometer eye-piece, the 'divided glass being placed imme- 
diately in front of the field-lens. When tlii^ eye-piece is 
used, the image of an object is seen ifi its natural situation ; 
but in the Huyghenian form it is reversed, hence the former 
has been called a positive eyc-piece, and the latter a negative 
one. 

The mirror generally consists of a frame of brass, in which 
are set two silvered glasses, one concave the other plane, 
which should not be less than two inches in diameter ; *<116 
former reflects the light in converging the latter in parallel 
rays. For facility in adjus^nent, the frame carrying t£e 
glasses is made to turn in every direction, by means of joints, 
and in the best microscopes it is adapt ed to a tube on whicl>it 
can be slid eithei* up or down, and so be approximated to the 
under surface of the stage, in order that the rays* reflected 
from the concave surface may be brought into a focus or not 
upon any giv&n object on the stage. In some nycroscopes 
the plane mirror is replaced by one made of plaster of Paris, 
which reflects a soft white light. Mr. Y arley # has suggested 
a plan of covering the plane mirror with pounded glass, or 
carbonate of soda, by^widch means the light of a bright cloud 
opposite the sun may bo artificially imitated, and even the 
rays of the sun itself may be reflected, and so produce a soft 
white light. The different modes of using the mirror will be 
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alluded to in the chapter devoted to the illumination of micro- 
scopic objects, where, also, will be described several other 
instruments, whereby the quality of the light may be mate- 
rially modified. 

Having now described all the parts essential to a compound 
achromatic microscope, let us direct our attentiorf to the dif- 
ferent arrangements adopted by our three principal makers to 
render the mechanical part the most effective, and, in doing so, 
we will, as in all other cales, take the names of the manu- 
facturers in alphabetical order, not giving any preference to 
the workmanship of one over that of another, but giving 
always credit where it may be due. 

MESSRS. POWELL AND LEALAND’S ACHROMATIC COMPOUND 
MICROSCOPE. 

This instrument, first described in the Microscopical Journal, 
Vol. L, page 177, is represented by fig. 43, and stands on a 
firm tripod base of brass, on which is a circular plate, to this 
two stout pillars are attached, bearing at their upper extremi- 
ties the ends of the trunnions, on which a strong piece of 
metal, giving attachment to the compound body and the 
stage, is supported ; by means of the circular plate, the pillars 
caii* be turned upon the tripod, and the weight of the com- 
pound body and stage brought over one or more of the feet of 
the tripod, and the instrument, therefore, rendered more 
steady. This plan of using the double pillar was first applied 
1>34, Mr. George Jackson, in 1838, and possesses the advantage 
of being li^lit and of distributing the weight oT the superincum- 
bent parts more equally on the tripod than where only one 
pillar is employed. The compound body is supported nearly 
the whole of its length on a strong arm, having^ hollow frame 
at its top, after a plan first described by Mr. Powell, in the 
fifty-third volqme of the Transactions of the Satiety of Arts . 
The coarse adjustment is made by a rack and pinion contained 
within the frame above noticed, and the latter turned by 
the large milled head A; in order that the compound body 
may be moved easily and still be very steady, it is attached 
to a cradle resting upon two rollers, one inch-and-a-quarter 
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wide, and three-and-a-half inches apart, this being equivalent 
to a triangular bar of the same size. The fine adjustment is 
made by a screw with a cone, against which the cradle, or 
portion of brass attached to the body, is firmly pressed by 
means of a spring ; one of the milled heads of the fine adjust- 
ment is seen at B. By this method of mounting the com- 
pound body, all tendency to run down by its own weight is 
prevented, in consequence of its motion being that of a 
sliding combined with a rolling one. The lowe'r part of the 
arm carrying the compound body at I is provided with a 
conical pin fitting into the piece of metal supporting the 
stage ; by this a circular motion is obtained, and the body 
can be turned away from the stage, so that an object placed 
upon it can be properly adjusted before the body is brought 
over it. The stage is of the • form first constructed by Mr. 
Turrell, and described by him in the forty-ninth volume of 
the Transactions of the Society of Arts . It has a motion each 
way of three-quarters- of an inch in extent, that from side to 
side being effected by a screw turned by the milled head C, 
whilst the up and down motion is performed by a 4 rack and 
pinion in connection with the milled head D. The stage- 
plate has a circular motion, and on it is a spring clip II, for 
securing the objects when the instrument is inclined. A 
src/ill arm E is seen underneath the stage; this carries the 
dark wells, to be used when small opaque objects are ex- 
amined by the Lieberkuhn. The mirror is mounted rather 
differently to those supplied with other microscopes ; instead 
of a semicircle of brass, with two pins, on which the frame 
containing* the reflectors may turn, there is a quadrant of 
brass, haying at one end a strong pin on which the frame is 
turned up or down, and at the other end a still stronger one, 
on which the quadrant and the frame together 1 are capable of 
being revolved; this last fits into a short piece of tube, 
made to slide either up or down the long tube* attached to 
the bottom of the stage, by which the mirror is connected 
with the other part of the stand; the reflectors themselves 
are both plane and concave, as in other instruments. With 
this microscope are supplied an achromatic condenser, a 
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micrometer, frog-plate, vial-holder, small and large condensing 
lens, steel disc, a substitute for the camera lucida, polarizing 
prisms, and many other important pieces of apparatus ; and 
the price varies from forty to seventy guineas, depending 
upon the number of the powers and the apparatus at- 
tached thereto; the powers themselves range from the two 
ipoli to the one-sixte£nth, and magnify from 20 to 2,500 
diameters. 

A second microscope, 'constructed by Messrs.* Pdwell and 
Lealand, and known by its being mounted on three legs, is 
described in the London Physiological Journal , page 63, and is 
represented by fig. 44. The three legs inclined, as seen in 
the figure, support, at their upper part, the trunnions to 
which the tube *J and the stage are attached. From out the 
tube J a triangular bar is raised by a rack and pinion con- 
nected with the large milled head' A. To the upper part of 
the triangular bar a broad arm is fixed, bearing the compound 
body ; this arm is hollow and contains the mechanism for the 
fine adjustment, which is effected by turning the milled head 
13. The arm is connected to the triangular bar by a strong 
c6nical pin, on which it turns, so that the compound body 
may be moved aside from the stage when necessary. The 
stage is similar to that described in the preceding instrument, 
and is capable of being moved from side to side by the milled 
head C, and up and down by that at D. When both arc 
furned together, a diagonal movement is produced, the axis of 
D is carried through to the opposite side of the stage, where 
there is another milled head, so that, if necessary, both hands 
may be employed at the same time. The achromatic con- 
denser is represented as fixed into its place at the bottom of 
the stage, where also may be seen the arm E for the stops or 
dark wells. The mirror Gr, and the spring clip to the stage 
H, are all similar to those described in the former instrument. 
In order to render the compound body exceedingly steady, 
two small rods, springing from the arm, are attached to the 
back part of the body a little above the centre. To this 
microscope, as well as to the preceding, all the apparatus 
there mentioned can be fitted. The stand itself is not so 
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costly as the first described ; and, although much lighter and 
more portable than it, is nevertheless uncommonly steady, 
from all the parts being accurately balanced. 

MESSRS. POWELL AND LEALAND’S PORTABLE MICROSCOPE. 

• 

One of the most portable and convenient forms of compound 
microscope is that made by Messrs. Powell and Lealand, and 
represented by fig. 45, about one^hird of its actual size. It 
is supported on three legs ABC, capable of being folded one 
upon the other, and when so folded can be brought in a line 
with the tube D E supporting the stage G and the mirror F, 
and through which slides the triangular bar II, having at- 
tached to it the arm I, carrying the compound body L K, 
which last, for convenience of package, is made to unscrew at 
K, and the eye-piece L being removed, the folded legs can be 
passed through the tubular part of the body, and both together 
laid parallel with the tube D E. The legs are connected to the 
tube D E by a strong curved piece of brass M, which winds 
round to the opposite sidt of the tube, and a stout pin, with a 
screw nut, serves as an axis upon which the tube I) E, and all 
that is attached to it, can be turned from a vertical to a hori- 
zontal position. The stage G, which presents a box-like 
appearance, is also capable of being turned into a position 
parallel with the folded legs, by drawing back the sliding- 
piece P, which, when in use, keeps it in a horizontal position? 
The apparatus for moving the stage is contained witliin the 
box G, and is similar to that employed by Messrs. Powell an(J 
Lealand in their other larger instruments, the up rjnd down 
movement being performed by turning the milled head N, 
and that from side to side by the larger milled head O. The 
slide Q is for tl^ purpose of supporting the object when the 
microscope is inclined, and in it are two Sockets for receiving 
the forceps fqr’ holding opaque •objects. To the under-side of 
the stage are attached a diaphragm and a small arm for carry- 
ing the dark stops or w 11s; and, should it be required, an 
achromatic condenser, t>r polarizing prism, may be fitted into 
the place occupied by the diaphragm. The coarse adjustment 
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of the instrument is effected by rack and pinion, by which the 
triangular bar H, and with it the arm I, carrying the com- 



pound body K L, are moved up or down, the rack bteing situated 
at the back of the triangular bar and the pinion connected with 
the large milled head R, and the fine adjustment is made 
by turning the screw S, this acts on the end of a lever 
contained in the hollow arm I, by which the short tube T, to 
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which the object-glasses are attached, is slowly raised or de- 
pressed. The mirror F is made to slide up and down the 
tube D E, and being mounted on a semi-circular arm, can be 
turned in every possible direction. 

One great value of this microscope is its extreme portability, 
as the whole apparatus, consisting of the above described 
instrument, together with four object-glasses, two eye-pieces, 
animalcule cage, dark stops, forceps, & c., can be packed in a 
box, the internal measurement oS which is nine inches long, 
five broad, and two inches deep. 

Besides the three preceding microscopes of Messrs. Powell 
and Lealand, there are 1 two others made by them which re- 
quire especial mention. The first of these is of large size, and 
consists of a heavy tripod base, from which rises a short stout 
pillar, having a cradle joint at«its summit, to which is attached 
a triangular bar, fifteen inches in length, and each of whose sides 
is one-inch-and-a-quarter broad. To the middle of this bar 
a stage, seven inches square, is fixed ; it has the same kind of 
adjustments as those of the smaller instruments, being made 
also on Mr. Turrell’s plan ; the convenience of the large 
stage being that the hands do not interfere with the object 
when adjusting it. The milled heads for effecting the adjust- 
ment are placed in a line, so that one hand only is required to 
move the stage in two directions. The compound body is 
firmly supported on the upper half of the triangular bar by a 
frame which fits the bar accurately, and is made to mewe 
smoothly up or down by rack and pinion, turned by two milled 
heads; the compound body is also capable of being turned 
away from over the stage by means of a joint in » the frame 
supporting it. The fine adjustment is made by an endless 
screw and two inclined planes ; it has also two milled heads, 
only two inches apart from the coarse, but both horizontal 
and parallel with them; by this rrteans, the hand may 
be passed# from one to tlfe other very readily. To the 
lower part of the triangular bar is adapted th'e mirror, which 
is of the same construction as that previously described, but is 
capable of being indved up and down on the triangular bar 
by rack and pinion; the achromatic condenser is attached 
6 



82 PRACTICAL TREATISE ON THE MICROSCOPE. 

to the mirror, and is moved with it on the bar, so that 
the axes of its lenses may coincide with those of the object- 
glasses. To the stage may be fixed all the usual apparatus, 
and even a frame of large size for holding such objects as are 
three or four inches broad. The weight of this instrument is 
very great, and it is remarkable for its steadiness i,nd for the 
excellence of the workmanship: its price, with all the appara- 
tus complete, approaches nearly to one hundred pounds. In 
consequence of the great* amount of labour expended in its 
construction, and its necessarily high price, the demand for 
this microscope has not been great for the last few years, the 
three previously described having in a measure superseded it. 
Another very useful microscope for general purposes, made by 
Messrs. Powell and Lealand, is much less costly than any of 
the others, the tripod and supports for the compound body 
and stage being made of cast-iron ; the stage is of large size, 
and they have lately effected a great improvement in it by 
making it adjustable by a lever; in the stages hereafter to be 
described with the lever movement ; two or more plates are 
employed, but in this instrument one only is used, afid it per- 
forins uncommonly well, being very steady even with the 
highest powers. The compound body is supported on an arm 
fixed to the back of it, and the coarse adjustment is made by 
rack and pinion, the fine by a screw acting on the end of a 
lever. This microscope is available for all the purposes to 
which the more costly ones are applied, and is particularly 
useful to the medical student, to whom its low price is also a 
great rccommendath >u. 

MR. ROSS’S COMPOUND AND SIMPLE MICROSCOPE. 

This instrument, first described by Mr. Eoss* in the London 
Physiological Journal, in 1843, is represented by Plate 1 ; and 
as no language of mine could convey so good an ,idea of its 
construction as that given by Mr. Eoss himself, I will here 
take advantage of it, and quote his own words : — 

“ The mechanical construction represented in Plate 1, is 
derived from a practical acquaintance with the various im- 
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provements made in the microscope for the last twelve years. 
The general arrangement, which is properly the province of 
the mechanic, has been contrived to obtain the utmost freedom 
from tremor, and to afford the greatest facility in using the 
various movements, while the extent, direction, and number 
of these have been collected from the experience of the most 
indefatigable observers in all the various branches of micro- 
scopic inquiry. Nearly three hundred instruments have been 
made or? th<? plan here represented, and as no alteration or 
addition has been found necessary for the accomplishment of all 
the modes of microscopic investigation at present employed, 
the mechanical structure of the microscope stand may be con- 
sidered thus far established. 

“ The optical part also has arrived at such perfection, that 
points or lines, whose distance is such that their separation is 
bordering on interfering .with the physical constitution of 
light, can be distinctly separated ; thus ensuring a reality in 
the appearance of objects, where the minuteness of their 
detail approaches the natural limit of microscopic vision. 

64 Description of the Instrument , (Plate 1.) 

“A A are two uprights, strengthened by internal but- 
tresses, mounted on a strong tripod B, at the upper part, and 
between the uprights is an axis C, upon which the whole, of 
the upper part of the instrument turns, so as to enable it to 
take a horizontal or vertical position, or any intermediate 
inclination, such, for instance* as that shown in the plate. 
This moveable part is fixed to the axis near its centre of 
gravity, and consists of the stage I)D, the triangular bar 
and its socket E and F, the arm Gr, which carries the 
microscope tube H, and the mirror I. The stage *D D has 
rectangular movements, one inch in extent, on the racked 
cylinders a a , and are moved by pinions connected* with the 
milled head$ h V ; it also has the usual appendages of forceps 
to hold minute objects, and lens to condense the light upon 
them. The triangular bar, together with the arm and micro- 
scope tube, is moved by the milled heads ee, and a more 
delicate adjustment of this optical part is effected by the 
6 * 
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milled head f. The other milled head g fixes the arm G to 
the triangular bar. 

“ The outline of the structure, as before observed, has been 
arranged to obtain, first, the utmost freedom from tremor; 
and, secondly, to afford the greatest facility in using the 
various movements. t 

** In experimenting ta» obtain the first of these conditions, I 
suspended the moveable part of the instrument near the centre 
of gravity, and employed* the inverted pendulum (mi instru- 
ment contrived to indicate otherwise insensible vibrations) to 
arrange the form and quantity of material, so as to produce, 
as nearly as possible, an equality of vibration throughout the 
whole instrument; lienee the object upon the stage and the 
optical part vibrating equally, no visible vibration is caused. 
The .arrangement for accomplishing the second condition is, 
first, that the whole movements should be as near the 
base of the instrument as is consistent with the greatest 
proximity among therpsclves ; then the milled heads e and f 
for moving the triangular bar, and the fine adjustment for the 
optical part, should be moved by the left hand, while the 
heads b //, for the movement of the stage, should be worked 
by the right hand. The other milled head e is convenient 
when the right hand may be unemployed with the stage 
movements. The positions of the milled heads b b' are ex- 
tremely convenient, as the middle finger may be placed under 
bf and the fore-finger under b\ and the thumb passed from the 
one to the other in the most natural and easy manner. The 
left hand is also readily shifted from the milled head c, to 
employ tl\p fore or middle finger to move the screw head f. 
This head is connected with a screw and lever, which makes 
one revolution of it move the optical part one-three-hundredth 
of an inch. This arrangement affords an elastic movement to 
the end of the tube, as a guard against injuring the glasses or 
the object under examination.” 
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MR. ROSS’S PORTABLE ACHROMATIC COMPOUND 
MICllOBCOPE. 

This instrument is represented by fig. 46, and, like the 
larger one 4 is supported on a firm tripod base a, from which 
rise two strong uprights b, supporting at their upper parts the 
trunnions to which the square frame c, carrying the stage and 
the tube* d, ?^rc attached. Within ^he tube d a smaller tube 
is made to slide up and down by rack and pinion, the former 
is seen at n, the latter being turned by the milled head o ; 
this forms the coarse adjustment. To the upper part of the 
inner tube a very stout arm e is attached by the screw f, on 
which the arm may be turned ; into the opposite end of the 
arm the compound body g is screwed. The fine adjustment 
consists of a conical-pointed steel screw pressing against the 
top of a slit in an inner tube, to the end of which the adapter 
for receiving the object-glasses is fixed. The 'stage has the 
usual rectangular motions, that from the side being performed 
by a scre^ and nut, by turning the milled head /, whilst the up 
and down movement is performed by rack and pinion, by 
turning the milled head L The stage-plate is provided with 
a sliding-rest Z, by which the distance of an object from the 
central hole in the plate may be regulated before focussing ; 
this answers the purpose of the complicated sliding frame in 
the more expensive instruments. At the upper part of tlys 
stage-plate there are two holes* for the reception of the forceps 
and side reflector. To the under part of the stage the achro- 
matic condenser, the diaphragm-plate, the dark wells, afld 
polarizing prism, may all be adapted as in the larger instru- 
ments; and, for convenience of package, the stage itself may 
be turned on a pivot, so as to be at right angles with the 
tube d. The mirror m is mounted in tfie usual manner, and 
is capable of being raised up*or down the tube d 9 on which it 
is supported. 

This stand, like the preceding, is constructed on a plan 
ascertained by Mr. Ryss, after a lengthened scries of investi- 
gations, to be the most steady, and is particularly to be 
recommended to those whose means arc limited, in conse- 
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Fig. 46, 
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quence of its low price, it being of a form which may be 
added to from time to time according to the wants of the 
employer ; thus, for instance, a vertical stand, with two eye- 
pieces, exclusive of the object-glasses, may be procured with- 
out the sta<^e movements or the fine adjustment, at the small 
cost of £4 10.?.; and as both the stjigc and the compound/ 
body are of the same size in the vertical as in the perfect 
instrument, Ijhc fine adjustment and, stage movements may be 
added to the former at any time, and render it As complete as 
that represented by fig. 46. 

For convenience of package, the compound body may be 
unscrewed from the arm e, and the entire instrument, together 
with condensing lens, forceps, animalcule cages, &c., be fitted 
into a case seven-and-a-half inches high, six-and-a-half-inches 
broad, and five-and-a-half-inchcs deep; or, if preferred, the 
foot a may be removed from the uprights b 9 and the stage 
being turned parallel with the axis of th^Jatbfc d, the whole 
will pack in a flat box seven-and-a-half-mches long, fivc-and-a- 
half-inehqs broad, and two-and-a-half-inches deep. 

Besides the two preceding instruments* Mr. Boss has inn/le 
many other forms. One of the best of these is described and 
figured in the article “ Microscope,” in the Penny Cyclopedia ; 
this was the instrument having the middle-third of the com- 
pound body supported by a triangular cradle on a bell-metal 
arm, which suggested to Mr. Jackson the plan of attaching 
the entire length of the body to an arm somewhat of the 
same kind, but with dove-tailed slides, for it to move up and 
down on. 0 

The stage which Mr. Boss adapts to his microscopes differs 
in some few respects from those employed oithef by Mr. 
Powell or Mr. Smith: the movements are effected by two 
racks and pinions placed at right angles to each other, and 
either worked by milled head$ placed underneath the stage at 
right angleS to the movements, or else as seen in Plate 1, 
where they are both in the same plane with them; in the 
portable instrument there is, however, a screw introduced 
instead of a rack, by which the movement from side to side is 
effected ; but the screw is a fixture, and the stage-plate, with 
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#he milled head attached, is moved backwards and forwards on 
the screw. 

To all Mr. Ross’s instruments the achromatic condenser, 
the polarizing prism, and other apparatus, are capable of being' 
adapted, but there is no a raw-tube to the compound body in 
any of them to be used with the erecting-glass or micrometer 
c^ e-piece, as in those of Messrs. Smith and Beck, as the form 
of eye-piece employed by Mr. Ross does not require such an 
addition. 

MESSRS. SMITH AND BECK’S T ARGE CHROMATIC COMPOUND 
MICROSCOPE. 

This instrument is represented by Plate 2, and consists of a 
firm tripod base A, upon the centre of which the stout circular 
plate B is capable of being revolved; into this plate two strong 
pillars, C, are* screwed; these at their upper parts support the 
trunnions to which the bell-metal arm 1), and the stage E, arc 
attached, and by means of which this part of the instrument 
can be inclined at apy angle. The arm supports the entire 
length, of the compound body F on its inner edge, which it: 
ploughed out in such a manne 7 ' as to receive two brass rods 
or guides attached to tlic compound body ; one of these, which 
is gfoldered to the whole length of the body, is of a triangular 
figure, and to its apex is screwed a thin flat piece of metal of 
corresponding length, about fiv^-eigliths of an inch broad, and 
one-eighth of an inch thick, having a rack, or, sometimes, two 
racks, cut on its outer or unattached side ; the former guide 
fits into a* triangular channel ploughed out of the arm, and 
the latter slides into a chann 1 of the same shape as itself 
immediately at the back of the triangular or ° ; the triangular 
guide forips a firm support for the body to upon, and the 
flat guide answers the purpose t of keeping the first in (dose 
opposition witji the channel, whilst by the rack* at its back 
the movement of the body up and down the arm is effected 
by the pinion connected with the milled head G, which 
forms the coarse adjustment. There is a draw-tube at the 
upper end of the body, into which the eye-pieces and erecting- 






THE COMPOUND MICROSCOPE. 


89 


glass fit, and to the lower end there is fitted a short tube* 
carrying the object-glasses ; this is moved up and down 
slowly by the screw H, acting on the end of a lever, and so 
forms the fine adjustment. The stage adapted to this instru- 
ment may be one of two forms, either one whose movements 
are effected by a lever, or else another constructed on th^ 
plan of Mr. Turrell’s, in which the up and down motion^ is 
produced by a rack and pinion, and that from side to side by 
a screw Vhose axis is carried across to the opposite side of 
the stage, and there can be turned by the left hand. The 
lever stage is represented as attached to the instrument : this 
is constructed after the plan of that of Mr. Alfred White, 
and described by him in Vol. I. of the Transactions of the 
Microscopical Society . It consists of tliree plates of brass, 
the lower one of which is fixed, and the other two provided 
with certain dove-tailed guides and slides, so that the upper 
one may be moved by a lever, either independently of the 
middle one, or else be carried along witif it. The lever is 
seen at H, it is about five inches long, and is loaded with 
metal at* its upper part, so as to balance the weight of the 
stage-plate, and at its lower end is provided with a ball fork- 
ing in a socket connected with the upper plate ; about an 
inch higher up is another ball working in a socket P in a 
small arm connected with the support of the compound lady 
CC. The dove-tail guides of the middle stage-plate are 
arranged horizontally, whilst those of the upper plate are 
placed vertically; when, therefore, the lever o is moved 
either to or from the support of the compound body, both 
stage-plates will move horizontally in the opposite* direction, 
but when the lever is moved in a line parallel with the side of 
the same support, then only the upper one is moved ; and as 
the end of the*lever to which the hand is applied moves in all 
cases in an opposite direction to that oi the ball a, and as the 
compound microscope always inverts the image of the object 
under examination, the object will appear to move in the 
direction of the hand. The object-plate is provided with a 
spring clip N, capable of being slid up and down, and of being 
turned upon the upper plate of the stage, and is always moved 
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with it. To the under side of the stage the diaphragm R is' 
seen attached. Mr. White’s lever stage, of which the above 
described is a modllbation, is represented by fig. 47, as fixed 
for use to the lower end of the arm supporting the compound 

body. The mirror S is of 
large size, and is mounted on 
a tube W ; it has a plane and 
a concave reflecting surface, 
the frame is supported t>y a 
semicircular piece of brass T, 
with two pins for it to turn 
on, at tJ is a joint on which it 
can be moved horizontally, and 
at V< another joint for turning 
it away from the axis of the 
instrument, so that very ob- 
lique light maybe sent through 
the hole in the stage, and by 
means of the short tube it may 
be slid up and down on the 
support W. In the arm C C 
may be seen two square holes 
d d y into these the supports of the side reflector and of the 
small condensing lens are made to fit, and are kept firmly 
fi^ed by the screws D D. 

To this instrument, if preferred, another stage may be 
fitted, as exhibited in Plate 2, fig. 2, where A represents part 
o&the large arm for supporting the compound body, B one of 
the pillars, 4 C the joint, and D the tube for the mirror. The 
stage-plate E, carrying the object-plate F, is moved from side 
to side by the milled head G connected with a screw whose 
axis passes through tj> the opposite side of the stage, where 
there is another milled head, anjl up and down by a rack and 
pinion connected with the milled head H. TMs stage is a 
very steady one, it being a modification of that of Mr. Turrell 
before alluded to. 



Fig. 47. 
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MESSRS. SMITH AND BECK’S SMALLER ACHROMATIC 
COMPOUND MICROSCOPE, 

This instrument Js represented in Plate 3, fig. 1 ; it is 
mounted on three feet A, capable of being slid one within the 
other; into 'a circular plate attached to these feet is screwed a 
pillar B, having a cradle joint C at its upper part ; to thy" 
joint is attached a bent arm D, grooved like that of the larger 
instrument, and supporting in a siiAilar manner the compound 
body Gr, the triangular guide and rack being seen at E. The 
milled heads F are for the coarse adjustment. At the bottom 
of the compound body thfcre is attached a small tube, into the 
lower end of which the olXect-glasses are screwed, and to its 
upper end a lever, the shorn extremity of whose long end I is 
capable of being moved u» add down by the fine screw K 
working in the nut H, and S^o forming the fine adjustment ; 
the tube is kept tight against the screw by a sjjring, which, 
when the object-glass is accidentally brought in contact with 
any object on the stage, allows of its retreating for a short 
distance, and, in most cases, prevents either the object or 
the object-glass itself from being fractured, hence it has ob- 
tained the name of the safety-tube. To the lower end of the 
arm D the stage K is screwed ; this consists of two plates, 
which are capable of being moved in two directions at rigj*t 
angles to each other by racks and pinions connected with the 
milled heads M M. The object jfiate L is precisely similar to* 
that in the presiding instrument, and to the under side of the 
stage all the usual apparatus may be fixed. The njirror N i^ 
mounted in the ordinary way upon a semicircular frame 0, 
having a pin passing through a piece of cork in the end of the 
tube P, on this it can be turned horizontally. To render this 
a cheaper installment, the stage shown at fig. 2 may^be sub- 
stituted for the adjustable one. A represents part of the arm 
supporting thfe compound body, B a plate of brass attached by 
screws to the lower end of the same arm, C the joint at the 
upper part of the pillar. Upon the Plate B is supported the 
object-plate D, capable only of being moved by the fingers in 
two directions, the one vertically and the other circularly. 
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On account of the feet folding one within the other* this 
microscope can be packed in a flat box, the thickness of which 
is regulated by the breadth of the stage. When more porta- 
ble and less expensive stands are required* the two following 
deserve especial notice. 

c 

MESSES. SMITH AND BECK’S ACHEOMATTC COMPOUND 
MICEOSCpPES FOE STUDENTS. 

P 

Fig. 1, Plate 4, represents the largest of these instruments. 
The base is composed of brass, cast in one piece ; it stands on 
three feet AAA, from which proceed the two flat, upright 
cheeks B B, having a trunnion joint at C, on which the stage 
and the compound body arc capable of being turned. Into 
the plate H is screwed a stout rube L, within which slides 
another tube supporting the straight arm M. This last is 
ploughed oijt. in the same manner as the arm in the larger 
instruments, and the compound body N, resting on the guides 
O, is moved up and down it by turning the milled head P. 
The tube within that at L, to which also the arm M is 
attached, is provided with a spiral spring, that keeps the arm 
M always firmly in contact with the plate I ; against this last 
the fine screw K, with a graduated milled head, presses ; when 
the screw is turned, both the arm M and the compound body 
are moved slowly up or down, forming the fine adjustment. 
The spring is prevented from forcing the arm M out of the 
tube L by a stop situated just above the milleS head K, which 
js not represented in the figure. The stage is a plate of 
brass, about four inches long and two inches wide, having 
dove-tail grooves, in which the frame G, for holding the ob- 
jects, slides up or down, it being readily moved by two small 
handles projecting from it: one of the ends of the frame is 
provided with a socket F for the reception of the forceps and 
other instruments. The mirror D is mounted in the usual 
manner on the semicircle of brass E, and is capable of being 
turned on a large pin fitting into the end of the tube which is 
attached to the under surface of the stage. 

The second microscope is constructed much on the same plan 
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I, forms a very good coarse adjustment, whilst, after the 
object-glass has been brought sufficiently near the object, 
by this means, the fine will answer for the remainder. The 
height of this instrument, when the compound body and draw- 
tube are shut down, is not more than eight inches, and it is 
not much too large to be carried in the coat pohket. With 
S^all these microscopes tiic usual accessary instruments are sup- 
plied, if required ; many of them differ in some points of con- 
struction from those both of* Messrs. Powell and' Ross, and 
* . . 

with them will be fully described in the chapter devoted 
especially to the consideration of these subjects. 

Before concluding this chapter, the author would direct the 
attention of his readers to the compound microscopes of Mr. 
Pritchard, fully described in the Ic/st edition of his Microscopic 
Illustrations , where will also he found full directions for the 
construction of proper stands, am the methods of using the 
various microscopes and the pieces of apparatus supplied with 
them, with numerous illustrations to explain the same, all of 
which subjects will repay an attentive perusal. 

A compound microscope constructed by Mr. Parley, and 
described by him ' in the fifty-fil th volume of the Trans- 
actions of the Society of Arts , as the Singh Lever Microscope , 
here also requires especial notice. This instrument is repre- 
sented by fig. 48, one-third of the real size, and consists of a 
hollow foot, somewhat like that of a bird’s in shape, from 
\vhicli a stout pillar rises, having at its top a thick, flat disc 
of brass a* with a central hole; to this the microscope is 
joined by means of a strong block b, whose face is turned to 
fit against it, a central screw passes through the hole, and all 
the important parts of the instrument are kept fast to the 
block by the screw nut c. Through the block b slides the 
long rod d, against which a saddle is placed fir the screw e to 
bind it Vast at any height. To the same block b the back 
plate of the stage g is fastened* from this is given off the arm 
r, which, in connection with the shorter arms q q, supports the 
fulcrum of the lever s , having attached to it two balls, the 
lower one of which works between fwo plates at p, and the 
upper one between two others at t; to the upper of these last 



THE COMPOUND MICROSCOPE. 


95 


the stage-plate h 9 carrying the object-plate y 9 is joined. The 
lever descends sufficiently near to the table, to enable the hand, 



. Fig- 48. 


whilst resting thereon, to pull or push it in any direction, and 
move the stage Ithe reduced quantity, which, in this case, is 
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as one to six. To enable both sides of the stage-plate h to 
move simultaneously, a parallel motion is added, one of the 
rods of which is seen at w. Whichever way the balls and 
sockets move, the stage-plate h obeys their motions, and an 
observer, with the lever in his hand, may follow the motion of 
any living object. By an error on the part Of the artist, 
Jig. 48 is reversed, the' lever should be on the right hand. 

To the lower part of the stage is fitted cither one of Mr. 
Varley’s dark chambers* <?r else a Wollaston condenser: Mr. 
Yarley prefers the former, as it is more free from colour. To 
the lower part of the tube z 9 into which the rod d slides, is 
seen the mirror; this, as in Mr.^ Powell’s microscopes, is 
mounted on a bent arm, and, if /inecessary, by means of a 
sliding tube, may be moved up or down the tube z. The 
tube of the compound body 1 ?»s i counted by means of a hollow 
case or trough 2, having two arms 7 upon the rod d, and is 
kept firmly fixed in any position by means of a screw with a 
milled head and a* bent spring. To the back of the tube is 
soldered a rack, this is connected by two saddle-pieces 3 with 
a bar 4. A pinion held in a spring, made of plftte-brass, as 
wide as the trough, is attached by a screw to its inner side, 
and the milled heads which turn the pinion are seen on either 
side of the same trough ; by either of these the coarse adjust- 
ment is effected. Through the upper part of the tube 1 slides 
that part of the compound body which supports the eye-piece, 
‘and to the lower end is attached a bent arm, through which 
works the milled liead-screw 12 ; above this is another bent 
arm connected to a smaller sliding tube bearing the object- 
glasses within tills tube is a spiral spring, the action of which 
causes the tube to be pushed out ; but this is prevented by 
the long arm of a lever 11, against which the screw presses. 
When the screw, therefore, is turned, the *arm 11 is either 
raised or depressed slowly, and by this the fine adjustment is 
accomplished. A condensing lens 27 is most conveniently 
held by a moveable arm, the curve 29 and joint 30 allow it to 
be moved to or from the stage, either vertically or horizontally, 
so as to suit every purpose. For convenience of package, or 
for applying Mr. Yarley’s graphic eye-piece to this instru- 
ment, the compound body and its supports 7 may be 
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removed from the rod d, and the rod itself may be drawn out 
of the tube z, so as to allow of any object not more than three 
inches thick to be examined under a lens of two inches focus. 
Amongst other advantages in this microscope, there is added 
to it a small piece of apparatus, by which a phial having 
chara growihg in it, or animalcules adhering to its inner sur- 
face, may be examined in a vertical position : many of thes$/ 
last would, in all probability, be shaken off if the phial were 
turned about Vlien inclined. Akoj by the addition of the 
graphic eye-piece, the tracing of all kinds of objects, whether 
magnified much or little, can be readily accomplished. The 
price of this microscope, exclusive of the object-glasses, varies 
from £20 to £30. Another very excellent form of micro- 
scope is that constructed by, Mr. Dancer, of 43, Cross-street, 
Manchester ; it consists of a firm tripod of brass, from which 
rise two stout pillars, bearing at their upper extremities the 
trunnions that support a slightly curved arm, to which the 
stage and compound body are attached* somewhat after the 
plan of that of Mr. George Jackson. The compound body 
itself consiSts of two tubes, the outer one being attached to 
the arm by two saddle-pieces with screws this tube is sprung 
at either end, and within it a smaller one can be moved up and 
down by rack and pinion, turned by a large milled head ; this 
forms the coarse adjustment, whereas the fine is effected in ji 
similar manner to that in Mr. Smith’s and Mr. Varley’s instru- 
ments ; viz. by a lever attached to the small tube carrying* 
the object-glasses, which is moved either up or down by a fine- 
threaded screw. The stage is about four inches long, and two- # 
and-a-half broad, and on it slides an object-plate longer than 
the stage-plate, but about half its breadth. To the front of 
the stage may be fixed the forceps and a large condensing 
lens, if necessary* The mirror is of the usual form, and is 
capable of being moved up or down the ttibe that connects it 
to the under surface of the stage, and can also be inclined at 
any angle. With this microscope Mr. Dancer supplies the 
usual amount of object-glasses and other apparatus, and to the 
correct performance of * the former I am happy to add my 
willing testimony ; and although they do not surpass those of 
7 
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the three principal makers in this metropolis in their defining 
and penetrating power, they are, nevertheless, capable of 
exhibiting remarkably well the usual test objects, and are, 
on account of their cheapness, highly to be recommended. 
The stand itself is very well planned, and the manner in which 
the workmanship is executed, reflects very great credit on the 
* manufacturer; and, both for its utility and for the comparatively 
low price at which this instrument can be furnished, viz. from 
£10 to £20, complete, it ms well worthy the attention of those 
whose means are limited. Report speaks well of the stand of 
a compound achromatic microscope constructed by Mr. King, 
of Bristol, but I have never yet had an opportunity of examin- 
ing an instrument of his manufacture. 

Having now described all the important points in the con- 
struction of our English microscope stands, whereby great steadi- 
ness, accuracy of adjustment, portability, and other valuable 
requisites have been so successfully carried out, we will now 
direct our attention to the apparatus that may be added to any 
instrument to render it complete for all the purposes of scientific 
investigation. 


CHAPTER III. 

ACCESSORY INSTRUMENTS. 

Besides the object-glasses, the eye-pieces, and the mirror, 
together with the parts constituting the stand of a microscope, 
such as c the compound body and the stage, with the supports 
and adjustments for each, it has been found in practice highly 
essential that certain other instruments of great utility should 
be supplied with the best microscopes. These may be divided 
into twb classes ; first, into those which are subservient to the 
illumination of objects, and, secondly, into those for the pur- 
pose of keeping objects in whilst they are being examined, or 
for preparing the same for examination. Amongst the former 
may be mentioned all the various kiiids of diaphragms, con- 
densers, polarizing apparatus, dark wells, &c. ; and amongst 
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the latter, the live boxes, animalcule cages, fishing tubes, &c., 
all of which require special mention. 

The Diaphragm . — A very useful piece of apparatus applied 
to the under surface of the stage in most microscopes is the 
diaphragm, represented by fig. 49 : it consists of two or more 
plates of brass, one of which is perfo- 
rated with four*or five holes of differed 
sizes ; this plate is of a circular figure, 
and is made? to revolve ppon another 
plate by a central pin or axis ; this last 
plate is also provided with a hole as 
large as the largest in the diaphragm- 
plate, and corresponds in situation to 
the, axis of the compound body. To 
ascertain when either of the holes in 
the diaphragm-plate is in the centre, a 
bent spring is fitted int 9 the second 
plate, and rubs against the edge of the 
diaphragm-plate, which is provided 
with notches, so that when either of 
the holes is brought into its proper 
position, the end of the spring drops 
into the notch. The space between 
Fig. 49. the largest and smallest hole is greater 

than that between any other two, this answers the purpose of 
stopping off all the light if necessary. This instrument i*s 
attached to the under surface of the stage, either by a sliding- 
plate, as seen in the figure, or else by a short piece of tubq 
fitting into the hole of the stage, and securely fixed in the 
proper position by a bayonet-joint. The former method is 
adopted by Mr. Ross and Mr. Smith, and the latter by Mr. 
Powell; every 4>art of this instrument through which the 
light passes should be made black, so that no other rays than 
those from the mirror should interfere with the illumination. 

The use of the diaphragm is to modify the rays reflected 
from the mirror, and to limit the angle of the pencil of light 
which shall be allowed to fall on the object under examination. 
When a very bright light is employed for some time, the eye 
7* 
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will often suffer greatly from fatigue, and when taken awajr 
from the instrument, a dark spot will be seen upon any object 
that is white ; to remedy this inconvenience, that part of the 
diaphragm-plate where no hole is may be supplied with a 
piece of grey or neutral tint glass, and when the light is passed 
through either of these, it is so very much softenecl, that the 
1 "'lief afforded to the e/e is truly astonishing. 

Dark Chamber . — This instrument, like the diaphragm, is 
fitted to the under surfacd 6f the stage, and is represented by 
fig. 50 ; it consists of a plate of brass c, into which is soldered 

a short piece of tube, having a dia- 
phragm or "stop a, in which is an 
aperture equal to what can be viewed 
through the lens, and no larger; 
below"' this is a sliding tube b , with 
an aperture rather larger than that 
at a ; this last can be moved up and 
down until the light at a is of the greatest intensity, the aper- 
ture at a being always in proportion to the size of the lens 
employed; this instrument is the contrivance of Mr. Varlcy, 
and is described by liim in the forty-eighth vol. of the Trans- 
actions of the Society of Arts. lie applies it always to his 
instruments, and on account of there being no lens in its con- 
struction, the light is not decomposed ; he, therefore, prefers 
it to the Wollaston light for a condenser. It is always em- 
ployed with his phial-holder, and will be again alluded to. 

Wollaston Condenser . — This instrument, like the preceding, 
ip also fitted to the under surface of the stage ; it consists of a 
short tube, in which a planoconvex lens of about three-quar- 
ters of an inch focal length, is made to slide up and down ; 
this apparatus is represented in section by fig. 19, or as 
applied to a microscope in fig. 38, where the lens, set in a 
frame, is moved up or down by two small handles. For cor- 
rect definition, Dr. Wollaston employed a stop 'immediately 
above the mirror, between the mirror and the lens, whereas 
it has been found much better in practice to apply the stop 
between the lens and the object : this ^improvement was the 
invention of Dr. Groring, and is very convenient to use, as the 
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length of tube employed is much shorter than what Wollaston 
suggested, and the definition is greatly improved by the 
arrangement. Dr. Wollaston states that “the intensity of 
illumination will depend upon the diameter of the illuminating 
lens and the proportion of the image to the perforation, and 
may be regulated according to the wish of the observer.” « 
Achromatic Condenser . — The condehser of Wollaston, jua£ 
described, although a very great improvement over the ordi- 
nary methocffi of illuminating, is? Nevertheless,* to ascertain 
extent, faulty, in consequence of not being supplied with an 
achromatic lens ; to remedy this inconvenience,* M. Dujardin, 
in 1840, contrived an instrument which he termed an eclairage, 
for the purpose of illuminating objects with achromatic light, 
a modification of this apparatus is now supplied with all the 
best microscopes, and is knowta as the achromatic condenser ; 
and although it is applied in different ways to the microscopes 
of our three eminent makers, it, nevertheless, consists of three 
essential parts ; viz. an achromatic combination, an adjustment 
of focus for the same, and a means of making the axes of the 
object-glass and of the condenser coincide exactly. When 
the compound body is made to turn away from the stage, the 
apparatus for adjusting the axes is very simple, and the plan 
adopted by Mr. Ross and Mr. Powell is represented by fig. 51 ; 

it consists of two tubes, 
sliding one within the other, 
to the outer one b , is at- 
tached a flat plate a , which 
slides underneath the stag**, 
and is adjusted fot* distance 
by the screw f; at c is seen 
a milled head, which is con- 
nected to a pinion^ and by 
means *of a rack attached, 
the inner tube, carrying the 
achromatic combination d, is 
raised or depressed ; the 
upper part of the outer tube 
is larger than that where the 



Fig. 51. f 
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milled head is seen ; this is for the purpose of allowing the 
milled ridge of the achromatic combination to pass up and 
down freely. For the low powers, such as the half and 
quarter of an inch, the combination d only is used ; but with 
the higher powers the second part e may be slipped over d, 
whereby the focal point of the illuminating rays will be 
Materially lessened in “diameter, although it is increased in 
brilliancy. The flat mirror is generally used as the reflector 
or the ^rism to be presently described. # " 

When the compound body can be turned away from the 
stage, the adjustment of the axes of the illuminator and ob- 
ject-glass is a very simple matter, the’' only movement required 
in the condenser is that of either increasing or diminishing the 
distance the flat plate a has to slide through ; this is done 
either by screwing or unscrewing the screw f 9 until the spot of 
light formed on the object by the illuminator is in the centre 
of the field of* the object-glass. But when the compound body 
is a fixture, then it is necessary that the condenser should have 

two or more adjustments; 
a section of such a con- 
denser is represented by 
fig. 52, as constructed by 
Mr. Boss, a exhibits the 
plate by which it is attached 
to the stage, b a portion of 
large tube, having attached 
to it a ring of brass, into 
which is soldered a smaller 
tube carrying the pinion 
with a milled head f; within 
this tube a still smaller 
tube d 9 with a screw at the 
top to carry the illumina- 
tor < 7 , and a diaphragm at 
the bottom, to cut off all 
extraneous light, is moved 
up and down by a rack, in 
which works the pinion e. 



Fig. 52. 
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The vertical adjustment of this instrument is made by the 
small screw attached to the plate a, whilst all the other move- 
ments are effected by turning three or more screws in the 
ring of brass, by which the inner tube carrying the illuminator, 
can be moved in various directions, so as to bring the axis of 
this glass fco coincide with that of the object-glass. Two of 
these screws are seen at c and c'. This plan was first sug* 
gested by Mr. Ross, and is adapted to all his instruments in 
which the* ariflL carrying the compound body is a fixture. The 
several parts of the illuminator g unscrew, so that they may 
be used either combined together or separate. . 

The achromatic condenser supplied with the largest micro- 
scropcs of Messrs. Smith and Beck, is represented by figs. 
53 and 54 ; and for the better exhibition of its several parts. 



Fig. 53. 

the drawings* have been mad<? of the actual size, but in an 
inverted position. In fig. 53, c represents a tube of brass, within 
which a smaller tube 5, carrying the illuminator d, is moved 
up and down by turniifg the milled heads a a . The tube c is 
screwed into a plate of brass, which turns upon another larger 
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plate ; by this last the entire condenser is adapted to the under 
surface of the stage, it being provided with a screw f at its 

front part, to regu- 
late the distance 
that it should be 
slid irf under the 
stage, so as to bring 
the illuminator d 
into* the'axis of the 
object-glass ; but 
as the arm sup- 
porting the com- 
pound body does 
not move from side to side ; the adjustment, to remedy this, is 
rather more complicated. The brass plate into which the 
tube c screws is made to turn upon a large pin, fixed to the 
bottofri plate, and by means of a spring and a small raised 
block of brass, the former is always firmly pressed against the 
screw e 9 as seen in fig. 54 ; when, therefore, this screw is 
turned, the plate, and with it the tube c, together with the 
illuminator, are carried slowly from side to side, and when the 
exact position is found, the plate may be fixed by the screw g . 
Full directions for the use of these instruments will be given 
irj, the chapter on the illumination of objects, but it may be as 
well here to state, that if an illuminating lens be not supplied 
with the instrument, the general practice is to adapt to it the 
object-glass next lowest in power to that which is employed 
with the compound body; but where economy is not studied, 
a system of three achromatic combinations is supplied, as 
represented in fig. 54, the whole three being employed with 
the highest powers, or two, or even one, with the lowest. 

Polarizing Apparatus . — This consists of tw£> prisms of cal- 
careous &par, constructed after the plan of Mr. Nicol, of Edin- 
burgh, and composed each of ' two pieces of the same spar, 
cemented together so as to transmit only one image. One of 
these is mounted in a tube, and adapted to a flat plate of 
brass, as represented by fig. 55, by which it can be applied to 
the under surface of the stage-plate, like the achromatic con- 
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denser; upon this plate the tube carrying the prism is made to 
revolve by turning the large circular plate at the bottom with 



• Fig. 55. 



a milled edge; this lower prism is termed the polarizer, in 
contradistinction to another fitted to the top of one of the 
eye-pieces, and termed the analyzer. An end view of one of 
the prisms is seen at fig. 5 6,. and a vertical section at fig. 57 ; 

when applied to the mi- 
croscope it is as necessary 
that the axes of both crys- 
tals coincide with each 
other and with the other 
optical parts of the mi- 
croscope, as was men- 
tioned for the achromatic 
condenser; this may be 
known by revolving eithel' 
of the prisms after the light 
has been sent through 
them by the mirror. If 
they are properly ad- 
justed, it will be found that there are two positions in which 
no light will pass through the prisms at all ; if this does not 
take place, and only part of the field <5f view is darkened, 
then, either by turning the arm which carries the compound 
body or the screw in the plate that bears the polarizer, the 
two can be made to obscure each other ; they are then in a 
condition to be used. 9 If now a crystalline plate of sulphate 
of lime be placed in the focus of the object-glass, it will be 
seen that this crystal, in common with many others, has the 


Fig. 56. 


Fig. 57. 
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property of bending the rays of light that have traversed the 
polarizer, and of causing them to pass through the analyzer ; 
according to the thickness of the crystalline plate, so will 
either a green or red colour prevail. The cause of these 
appearances, and the various applications of the polarizing 
apparatus, will be further alluded to in the chapter devoted 
vto this subject. Some*microscopists employ a bundle of thin 
glass plates for a polarizer, and a tourmaline for an analyzer ; 
but the colour of the latter«ioften renders its use^obj ectionable . 

Condensing Lens . — An indispensable instrument for the 

illumination of opaque ob- 
jects, or of the mirror when a 
great quantity of light is re- 
quired, is the condensing lens 
• or bull’s-eye. This is gene- 
rally a planoconvex lens of 
great thickness, from two to 
three or more inches in di- 
ameter, mounted in the man- 
ner represented by fig. 58, on 
a stem of brass attached to a 
heavy circular foot. Up and 
down this stem a short tube, 
having another piece of simi- 
lar tube fastened into it at 
right angles, is made to slide; 
into this last fits a short rod 
or tube, which supports the 
lens and allows its being in- 



Fig. 58. 



Fig. 59. 


dined at any angle. This 
method of mounting the lens 
is adopted by Messrs. Ross 
and Powell ; but Mr. Smith, 
following Mr. pulley, em- 
ploys the same kind of stem 
and foot; and, in addition 
to beiiig inclined at any angle, 
the lens is provided with 


a swivel-joint, as seen in fig. 59, so that it can be brought 
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near to the lamp or candle used as the illuminating body with- 
out moving the other parts of the stand. 

Another very convenient way of mounting the condensing 
lens is represented by fig. 60, as adopted by Messrs. Smith 

and Beck; the foot a 
is the same as in the 
► other instrument; but 
instead of a solid stem, 
it is provided with a 
short tube b; into this 
slides a §maller one c 9 
having at its upper 
extremity a cradle- 
joint d connected with 
a small tube e, through 
which slides a wire 
arm /, supportftig a 
^mall condenser g. 
This plan of mount- 
ing a condensing lens 
very convenient.: 
it has all the motions 
of the preceding in- 
struments, and, with 
this greater advan- 
tage besides, that they 
can all be effected with 
one hand applied to 
the arm /. t 

A smaller lens is supplied with some microscopes for the 
purpose of further condensing the rays of the larger condenser, 
or of rendering tjie converging rays of the larger one parallel, 
whereby a greater field of view is illuminated, a pfem very 
useful where t dissections are bfeing carried on under a lens. 
One of these instruments is represented by fig. 61. The 
method of mounting the small lens is somewhat similar to that 
last described, and it *may be fixed into some part of the 
microscope stand, as seen in Plate 2 at dd, or else it may be 
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provided with a support of its own, as adopted by Messrs. 
Powell and Lealand. If necessary both the large and small 



« *Fig. 61. 

condenser may be mounted on the same stem and foot as 
represented in fig. 62, a plan adopted by Mr. Leonard, by 
which means the two may be used’ either separately or com- 



Fig. 62 . 

bined. All the different methods of employing the two forms 
of [condensers will be fully explained in the chapters devoted 
to the illumination of opaque and transparent objects. 
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Messrs. Powell and Lealand supply, with some of their 
instruments, a diaphragm of the form represented by fig. 63, 

which, when used, 
is adapted to the 
stand of the large 
condensing lens, 
and is placed ii\ * 
front of the lamp at 
about eight inches 
distant from the 
mirrov : it consists 
of two plates of 
thin sheet iron, 
Pig, ( 53 , blackened; one of 

these is of a circu- 



lar figure, and being provided with five holes of different 
sizes, is besides capable of being revolved upon a larger plate 
in the same way as the smaller instrument before described, 
as being adapted to the under side of the stage. When this 
diaphragm is used, an image of the size of the aperture em- 
ployed should be shown on the mirror, by # this only a part of 
the field of view will be illuminated ; the centre will be light, 



but around the margin there will be 
darkness; this oftentimes is very 
useful in rendering very delicate 
markings more distinct. The size of* 
the illuminated spot will depend 
upon that of the aperture employed, 
and also upon the relative distances 
of the mirror from the object, and 
of the diaphragm from the mirror. 

Erector . — Those microscopes sup- 
plied with a drdw-tube, befbre de- 
scribed in Plates 2 and 3, are capable 
of having adapted to them the erector 
or erecting eye-piece ; this is repre- 
1 sented by fig. 64, as being screwed 


into the lower end of the draw-tube ; 


Fig. 64. 
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it consists of a piece of brass tube, tliree inches in length, and 
five-eighths of an inch in diameter, as seen in fig. 65 ; into the 
opposite ends of which are screwed two 
planoconvex lenses a 5, having their convex 
surfaces towards the eye-piece situated in 
the upper part of the draw-ttfoe, and be- 
tween them is placed a diaphragm or stop 5, 
with a small hole in it. The use of this 
instrument is similar to tfott of the same 
arrangement of lenses in the eye-piece of a 
telescope, viz., to cause the image of any 
object to be seen in the erect or natural 
position. The field of view is also greatly 
increased, and an object as long as the three- 
fourths of a in. inch can be taken in at once 
with the crectqr and a two-inch object-glass ; 
by pulling out the draw-tube, and therefore 
increasing the distance between the erector 
itself and the object-glass, the magnifying 
power of the instrument is increased, and by 
pushing it in again the power is diminished ; 
so that a microscope with a two inch object- 
glass and the erector can be made to take 
in as much of a rule as three-fourths of an inch in length 
when the draw-tube is only slightly pulled out; and when 
"the tube is pulled out to its fullest extent, it will magnify the 
divisions on the rule so much,* that one-sixth of the same object 
alone will fill the whole field of view. 

The ^rector was first applied to the compound microscope, 
represented by fig. 21, by Mr. Lister; it is extremely useful 
for taking in large objects, but more particularly for dissect- 
ing, as heretofore the inversion of the object r by the compound 
microscope, entirely prevented any dissection being carried on 
under any of the low magnifying powers; ,but, with the 
erector, it can be done very readily. 

Lieberkuhns . — These are concave silvered specula, so named 
from their illustrious inventor ; they are attached to all the 
object-glasses, from the two inch to the one-fourth, in the 
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manner represented by fig. 66, where a exhibits the lower 
part of the compound body, b the object-glass, over which is 

slid a tube having the Lieberkuhn c 
attached to it ; the rays of light re- 
flected from the mirror, either in 
parallel or converging lines, are 
brought into a^focus upon an object d, , 
placed between it and the mirror! 
The objeqf ^nay either be mounted 
on glass in the usual manner, or else 
held in the forceps f; and when too 
§mall to fill up the entire field of 
view, or when transparent, it is ne- 
cessary. to place behind it the dark 
well Each Lieberkuhn being 
mounted on a short piece of tube, can be slid up and down on 
the outside of the object-glass, so that the maximum of illu- 
mination may be readily obtained. In all the higher powers 
the end of each object-glass is turned small, and passes 
through the aperture in the centre of the Lieberkuhn ; but m 
the lower powers, where a great amount of reflecting surface 
would be lost on account of the large size of the glasses em- 
ployed if this plan were adopted, the aperture in the centre of 
the Lieberkuhn is just large enough to admit as many rays as 
will fill the field of view, and no more. 

Side Reflector . — As a substitute for the Lieberkuhn, Mr. 
Ross supplies with his microscopes what he terms a side-illu- 
minator or reflector : it consists of a concave speculum of a 
rectangular figure, highly polished and mounted on a jointec? 
arm, as represented by fig. 67 : it, like the small condensing 
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lens, is attached to some immovable part of the instrument, 
and parallel rays of light from the lamp are thrown upon it 
by the bull’s-eye placed close to the lamp ; and by means of 
the jointed arm, the light may be reflected from it upon any 
object, however large, on the stage. This is much better 
than a Lieberkuhn for most purposes ; for, with the latter, the 
objects cannot exceed 'a certain size, else the greater portion 
of light from the mirror will be intercepted in its passage ; it 
has also this^ advantage woe the Lieberkuhn, thttt not only is a 
greater amount of light condensed upon any object, but being 
thrown obliquely, many minute markings can be seen, which 
the vertically reflected light is unable to show. 

Dark Stops or Wells . — These consist of small cup-like 
pieces of brass, mounted on wire stems or supports; the shapes 
generally employed are represented by fig. 68. They are 
used with the Liqberkuhns, and three different 
sizes are usually supplied with the best micro- 
scopes, the largest being always employed with 
the lowest power object-glasses. Tlieir use is 
to cut off all the rays of light that wOuld other- 
wise pass into the object-glass, hence they are 
required in all cases where the object to be 
viewed is transparent. The long stem fits 
into a small arm attached to the under surface 
of the stage, and capable of being moved into 
the centre of the aperture therein, and by it 
the well at the top can be raised up so high, as 
nearly to touch the object itself; the cup- 
shaped form is used, in order that the bottom 
and edges may not be within the focus of the 
Fig. 68 . object-glass at the same time as the object- 
itself, wliich would sometimes, happen if a disc 

were employed. 

Forceps . — For the purpose df holding minute,- objects, such 
as parts of plants, or insects, to be examined either as tran- 
sparent or opaque objects, various forms of forceps have been 
contrived. The most useful of these is’ represented by fig. 69. 
It consists of a piece of steel wire, about three inches long, 
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which slides through a small tube, connected to a stout pin by 
means of a cradle-joint ; to one end of the wire is attached a 



Fig. 69,» 9 

pair of blades, fitting closely together by their own elasticity, 
but which, for the reception of any object, may be separated 
by pressing the two projecting studs; to the opposite end of 
the wire is adapted a small brass cup, filled with cork, into 
which pins, passed through discs of cork, cardboard, or other 
material having objects mounted on them, may be stuck ; or, 
if preferred, instead of the cork, a pair of blades, fitting accu- 
rately. together, may be employed, with small notches in each 
to receive the pins. With all the old microscopes, one end of 
the wire carrying the forceps was made pointed, and to it ^s 
adapted a small cylindrical piece of ivory, having one of its 
ends white and the other black, on these surfaces the objects 
for examination were laid. Mr. Ross and Mr. Smith some- 
times supply a pair of three-pronged forceps ; the prongs are 
made of steel wire, they are curved and pointed at one entl, 
and by means of a sliding ring can be opened or closed. Ap 
instrument of this kind was in mse as long ago as 1787, and is 
figured in the work of the younger Adams, published in that 
year. The method of using these different forms of forceps is 
extremely simple : the object-plate of the stage of ttie micro- 
scope is supplied with one or more holes, into which the pin of 
the forceps may fit ; on this pin they may be turned in a hori- 
zontal direction, *and by the joint above tjie pin they may also 
be inclined at any angle ; anc^ when once adjusted, the stage 
movements will suffice to bring all the parts of the object 
which they hold into the field of view in succession. With 
some of the foreign npcroscopes are supplied other forms of 
forceps, constructed after the plan of our spring pliers or 
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scissors; one of these, with flat lips for holding objects, being 
secured to the object-plate of the stage, and another, either 
held in the hand, or else similarly attached to the opposite side 
of the same plate, but provided with cutting edges like the 
pair of scissors said to have been invented by Smammerdam, 
are employed together ; the former of these retains the sub- 
ject firmly whilst it is b^ing cut by the latter. These forceps 
will be again alluded to in the chapter devoted to dissecting 
instruments. 

Animalcule Cages . — Instruments known by the name of 
“ live boxes” have been in use for many years, and were sup- 
plied with all the old microscopes ; tjiey consisted of a brass 
cell, from three-quarters to one-incli-and-a-quarter in diameter, 
into which a planoconcave glass was made to drop ; upon the 
concave side the insect was placed for examination, and a flat 
piece of glass of the same size, but fastened into the bottom of 
another cell, could be screwed down upon the insect, so as to 
prevent its movement this instrument has now been entirely 
simerseded by more convenient forms, and amongst them may 
bu mentioned the animalcule cage of Mr. Tulle J, and the 
capillary tablets of Mr. Yarley. The animalcule cage sup- 
plied with the compound achromatic microscope of the late 
Mr. Tulley, is represented by fig. 70: it consists of a plate 

of brass, from three to four 
inches in length; to the middle 
of this was attached a piece of 
brass tube, about three-quarters 
of an inch in diameter ; into the 
Fig .70. top of which was fastened a plate 

of thick glass, over this tube an- 
other short one, having a cover of thin glass cemented to a 
rim at its top, is made to slide ; this last tube is sufficiently 
short to ‘allow the thm glass cover and the plate in the fixed 
tube to be brought into contact. The drop of yrater contain- 
ing the animalcules to be examined, is put upon the piece of 
plate-glass, which may be termed the object-plate; and the 
tube containing the thin glass cover is then to be slid down 
carefully, so that the drop may be flattened out; in order to 



ACCESSORY INSTRUMENTS. 


115 


allow the contained air to escape in the sliding down of the 
cover, a small hole is drilled in the top; this may be subse- 
quently closed with sealing-wax, if it be required to preserve 
the fluid for future examination. 

Mr. Varley, in the year 1831, greatly improved this form 
of instrument, and gave to it the name of capillary tablet or 
cage, in a paper published in the forty-eighth volume of the 
Transactions of the Society of Arts, This great improvement 
consisted.in making a channel all rpiyid the object-plate, so that 
the fluid and the animalcules in it were retained at the top of 
the object-plate only by capillary attraction, and will bear turn- 
ing about in all directions without leaving the top, provided it 
be not suddenly shaken. The cover also was made to screw 
down upon the object-plate, and not to slide as in the pre- 
viously described instrument; but in practice it has been 
found most convenient to adopt the sliding tube, as the act of 
screwing sometimes deranges the objects. The plate of brass 
to which the tube supporting the tablet and eovhr is attached, 
was of a circular figure, slightly flattened on two opposite 
sides, for ^convenience of package, as several of them couldPbe 
contained in a small cylindrical case. The improvement made 
by Mr. Varley, in the object-plate or tablet, is now adopted 
by all our first-rate microscope makers, but with some few 
slight modifications ; one of these instruments, as constructed 
at the present time, is represented by fig. 71 in elevation, and 

in section by fig. 7j2. 
A B in both figures ex- 
hibits the flat plate of 
brass to which the shefrt 
tube, carrying the object- 
plate, or tablet, is fixed ; 
d 9 fig. 72, exhibits the 
pi^se of brass into which 
the tablet c is fastened, 
b the tubular part of the 
cover, into the rim of 
which the thin plate of 
glass a is cementjfd. This thin glass cover is often either 
8 * 
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broken or becomes uncemented ; to remedy the inconvenience 
of re-cementing, Mr. Powell adopts a very excellent plan, by 
which a new cover can be adapted with little trouble : the 
tubular top is provided with a screw, upon the edge of which 
the cover of thin glass or mica is laid ; over this a cap screws 
which keeps the cover firm. Fig. 73 represents the tubular 
top, with its screw cap, and fig. 74 a section of the entire 



Fig. 73. 

instrument, A B being the flat support, c the object-plate or 
tablet, d the channel around the same, b the tubular top with 
its screw-cap e, holding down the thin glass cover a. When 
the glass cover is of tolerably stout glass, these cages, besides 
being only employed for animalcules, may be used for com- 
pressing such objects as are soft, but still too opaque to be 
seen through. When these are moderately compressed, their 
structure is readily made out; but an instrument constructed 
for this purpose especially, and known as the compressorium, 
will be presently described. 

To use these animalcule cages, all that is necessary is to 
place a small quantity of the fluid containing the animalcules 
upon the pbject-plate or tablet, and to slide the cover carefully 
until the drop is flattened out to the required degree of thin- 
ness; this should never exceed the size of the tablet itself. 
When the drop of fluid is made flat, the objects it contains 
may not only be viewed with great ease and convenience, but 
they may be carried about and kept for some considerable 
time under observation ; the capillary attraction will preserve 
the fluid between the two glasses, and no shaking or turning 
that is not sudden will injure them in the least. When more 
fluid than is necessary is placed upon the. bottom glass, the 
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excess will escape into the channel, and, in all probability, 
most of the animalcules with it ; in this case it is by far the 
best plan to wipe away all the fluid from the bottom-plate 
and the channel, and make the latter and the under surface of 
the thin glass cover perfectly dry before another drop is put 
upon the bottom glass, otherwise the channel, when once 
made wet, will attract the fluid again. In the animalcule 
cages, or liye boxes, manufactured by Mr. Pritchard, the 
bottom plate of glass is ruled witfi fine lines, »the one-hun- 
dredth part of an inch or less apart: this serves as a micrometer. 
When used dry the lines are visible, but when* fluid is inter- 
posed, they can not only hardly be seen, but all measurements 
made by such micrometers are manifestly incorrect with 
objects of any degree of thickness, as their true outline is not 
in focus at the same time as tfie lines of the micrometer ; this 
point will be particularly dwelt upon in the chapter devoted 
to the measurement of objects, but in this place it merely 
requires to be noticed in connection with the instrument to 
which it applied. 

Fishing Tubes for Animalcules . — These consist of tubes of 
glass, about nine inches in length, open at both ends, and from 
one-eighth to one-fourth of an inch in diameter; the ends 
should be nicely rounded off* in the flame of the blow-jape ; 
some of them may be straight, as in A, fig. 75, whilst others 
should be drawn out to a fine point as C, or curved as in B D; 
in short they may be made of dither of the shapes represented 
in fig. 75, all of , which have been found equally desirable. 
Mr. Varley, to whom we are indebted for this valuable inven- 
tion, describes the method of using them in vol. forty-eight of 
the Transactions of the Society of Arts . Supposing the ani- 
malcules that are about to be examined to be contained in a 
phial or glass jar, as in fig. 76 ; having observed wjiere they 
are most numerous, either \yith the naked eye, if they are 
large, or with a pocket magnifier or the watchmaker’s lens, 
described at page 50 ; if they are small, either of the glass 
tubes, having one end,previously closed by the thumb or fore- 
finger wetted for the purpose, is introduced into the phial in 
the manner represented by the figure ; this prevents the water 
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from entering the tube, and when the end is near to the 
object which it is wished to obtain, the finger is to be quickly 

ABC D 



removed and as quickly replaced ; the moment the finger is 
taken off, the atmospheric pressure will force the water, and 
with it, in all probability, the desired objects up the tube; 
when thfc finger has-been replaced, the tube containing the 
fluid may be withdrawn from the phial, and as, the tube is 
almost certain to contain much more fluid than is requisite, 
Mr. Yarley adopts the following plan for getting rid of the 
excess. 

Being provided with some watch glasses and some pieces of 
plane glass, if the tube should contain more fluid than is neces- 
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sary, the entire quantity must be dropped into a watch glass, 
which spreads it, and the insect may be again caught by 
putting the tube over it, when a small quantity of fluid is 
sure to run in by capillary attraction; 
this small quantity is to be placed upon 
the tablet ; but should there be still too 
much for the tablet, if it be touched 
with the tube again, it will be diminished; 
and should flu* object be .wanting, the 
fluid must be wiped off, and the opera- 
tion repeated until we are>satisfied of its 
presence. 

If we wish to place several individuals 
together on the tablet, it is necessary that 
Fig. 77. each should be taken up with the smallest 

amount of water; to effect this Mr. Yarley 
suggests that the tube should be emptied on a slip of glass, in 
separate drops, as in fig. 77, and with one* of the capillary tubes, 
but little larger than enough to catch them, they may be 
lifted out one by one, and be placed on the tablet. Generally 
speaking, it is necessary to add a small quantity of vegetable 
matter to animalcules to keep them alive; and as many 
species of them are found on conferva} and duck-weed, some 
instrument is required to take small portions of these plants 
out of the jar in which they arc growing ; for this purpose 
Mr. Yarley has contrived the fpreeps represented by fig. 78*: 


Fig. 78. 

• 

they are made of brass, and the points are a little curved ; to 
keep them accurately together, they are provided with a hole 
and steady pin. This instrument, being thin and easily closed, 
serves very well to put into a phial and take out small portions 
of vegetable matter ; fcut when jars, such as those in which 
chara or vallisneria are kept, are deep, then the long forceps, 
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the invention of my late brother, Mr. Edwin Quekett, and 
represented by fig. 79, will be found extremely useful. They 

ehould be made either of brass or 
German silver, and may be of any 
length, from nine inches upwards. 
The central part is a piece of wire 
about one-eiglith of an inch in 
diameter; its upper end is fas- 
f tened to a flat piece of metal, bent 
round into two loops, as repre- 
sented by fig. 79, for the first and 
second finger of the right hand to 
be placed in. The lower part of 
the wire is split, and having been 
well hammered to make it springy, 
is bent into the form of a pair of 
forceps. On the outside of the 
wire is a piece of tube about one- 
fourth of an inch in diameter, and 
shorter than the wire ; to its upper 
part is soldered a piece of smaller 
wire, bent into the form of a ring. 
The use of this instrument must 
be obvious from the figure; the 
first and second finger of the right 
ha.nd being placed in the two 
loops, the thumb is put into the 
ring at the top, the wire by the 
fingers is kept steady, and by the 
motion of the thumb the tube is 
raised or depressed; when the 
tube is raised, tta blades of the 
forceps being springy, open readily, 
and when the thumb 'is depressed, 
the blades are as easily closed. 

This pair of forceps will be found 
very useful for taking hold of small 

pieces of valisneria and chant, and 
Fig. 79. 1 





ACCESSORY INSTRUMENTS. 


121 


a pair of blades may be applied to them for the purpose of 
cutting off portions of these plants close down to the roots, 
even in tall jars that are far too small to admit of the intro- 
duction of the hand. 


COMPRESSORIUltf. 

The compressorium is an instrument by which objects may 
be gradually compressed between Iwo parallel plates of glass. 
The pressure may be applied whilst the object is being ex- 
amined with the microscope, and may be kepf up at will, so 
that the alteration whicli it assumes, as the pressure is being 
applied, can be observed with facility; it is extremely useful 
for crushing or compressing such objects as are so thick that 
the light cannot readily be transmitted through them, or for 
making flat others whose elasticity is sufficient to raise up the 
thin cover when they are placed between glasses* to be viewed 
in the ordinary way. There are many* kinds in use, some of 
foreign, osiers of home invention. The most simple, and the 
one in which the power employed cannot # exceed the force of 
two spiral springs, is made by Mr. Smith, after a plan of Mr. 
Lister’s, and is represented by fig. 80 . It consists of a bottom 



plate of brass which has rising from its centre a piece of tube 
having on its outside a short screw, on which works a large 
circular nut, with a milled head ; to the inside of the tube a 
circular piece of plate-glass is fixed, projecting slightly above 
its edges; this may be called tjie object-plate: two small up- 
right rods, fastened into the bottom plate, are provided with 
spiral springs, their tops being surmounted by small nuts, 
which keep the springs in place. A plate of brass, with a 
hole in it larger than the object-plate, is made to slide up and 
down the rods in a state of parallelism, by means of the large 
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circular nut ; and two wedge-shaped tongues of watch spring 
are placed between the spiral springs and this plate. These 
tongue-shaped springs are capable of being moved round upon 
the rods, and are for the purpose of communicating pressure 
to a thin plate of glass resting upon the plate, which is pre- 
vented from sliding off* by a raised edge. The plate carrying 
the thin glass cover is capable of being raised or depressed at 
will, by means of the circular nut. It will be seen, that 
when the plate carrying tne thin glass cover is raised up as 
high as it will go by the milled nut, the cover will not touch 
the lower plate of glass ; when this is the case, the instrument 
is ready for the reception of an object. The ends of the little 
steel springs must be lifted up by the finger-nail or some 
other thin instrument, and then rotated so far outwards as to 
get them clear of the cover. The cover being lifted off, the 
object is to be placed upon the bottom plate with as much 
fluid as necessary, and the cover being replaced, the springs 
may be lifted up and turned back to their original position. 
If now the nut be screwed down, the spiral springs^will cause 
the plate to follow the nut, and when the nut has been turned 
far enough to allow the cover to come in contact either with 
the object or the fluid, it will be noticed that as the screwing 
is being proceeded with, both the fluid and the object will 
bb more and more flattened, until it arrives at a maximum. 
If the screwing be continued further, the nut will leave the 
plate carrying the thin glags cover, and the cover itself 
will remain pressed down upon the object-plate with all the 
force exerted by the spiral and by the tongue-shaped 
springs. 

Mr. Koss has improved upon the compressorium of Mr. 
Lister, by making the plate carrying the thin glass cover, 
square, ^nd by adding to it two other pillars^ making four in 
all; upon two of these, situated at opposite comers, strong 
spiral steel springs are wound, and to the tWo others are 
applied finger-shaped pieces of German silver, to keep down 
the thin glass cover. The action of the large nut is the same 
as in Mr. Lister’s instrument, but the pressure exerted by the 
springs is more powerful than in it. The finger-shaped pieces 
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of German silver yielding but slightly, and the steel springs 
being much stronger than the brass ones, the power of com- 
pression is greatly increased.. 

When a more powerful compressorium is required, the form 
represented by fig. 81 is highly useful. It consists of a 



* Fig. 81 . 


plate of brass, three or more inches long and one-and-a-half 
broad, having in its middle a circular piece of plate-glass for 
an object-holder ; this is slightfy raised above the metal plate, 
at one end of the latter is a circular piece of brass, having 
attached to it another piece of brass, carrying arc arm capable 
of being moved up and down by means of a screw at one end, 
whilst at Jhe other is a semicircle supporting by screws a 
ring of metal, to the under side of which p piece of thin glass 
is cemented ; the semicircle is made to turn upon the arm, and 
the arm and all that is attached to it is capable of being 
turned upon the bottom plate. 

The use of this instrument is obvious : if we wish to coni- 
press any substance, we must first, by means of the screw^ 
elevate the opposite end of the arm from the object-plate ; the 
arm, with all its appurtenances, is then to be turned away 
from the object-plate, and the object being placed on the plat® 
with a requisite quantity of fluid, the arnl is then to be 
brought into its proper place again, and by means of the 
screw, the metal ring with the thin glass cover can be made 
to exert as mufth* pressure as the thin gjass cover wjll stand 
without breaking. Messrs. IJowell and Lealand have lately 
constructed a much stronger instrument than that represented 
by fig. 81, and have made their object-platc of a thick piece 
of parallel glass, raised as much as the one-eighth of an inch 
above the bottom plate, so that it can be cleaned without 
much trouble ; and the ring containing the glass cover is made 
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much stouter, and fits accurately upon the raised object- 
plate* 

Troughs for Chara and Polyps . — These consist of two 
plates of glass, cemented together with strips of the same 
material, or of metal between them, to form the fides of the 
trough ; one of these, as described by Mr. Yarley, in the 
forty-eighth vol. of the Transactions of the Society of Arts , is 
represented by fig. 82. c is a bottom-plate of stput ^lass, upon 

which is cemented with pitch 
and bee’s-wax a thin cover d 9 
with slips of glass between it 
and the bottom-plate, to form 
the sides. The cover d is not 
so broad as the plate c, in order 
that a slip of chara may be 
m6re readily placed in the 
trough, as it can be first laid upon c, and then gradually be 
slid down between it and the cover d. In order to render 
the trough more manageable, it may be cemented t to a larger 
bottpm-plate a b 9 by Canada balsam ; but it will be found far 
more advantageous if the bottom-plate itself be as large and 
as broad as a b, and if the cover d be cemented to it and not 
to another plate, as then two extra surfaces will be dispensed 
ifeitli. Mr. Yarley informs me that a piece of wire bent into 
the shape of the slips of glass represented in the figure, and 
covered thickly with a cement composed of bee’s-wax and 
pitch, will form an excellent substitute for the slips, and look 
every neat ; the cements of Canada balsam or sealing wax are 
much too brittle to last long, as a sudden jar will cause them 
to give way. Messrs. Smith and Beck supply with their 
microscopes a larger and much thicker trough for chara and 
polyps, ,as represented by fig. 83 ; the front is composed of 
much thinner glass than the bgck, and the method adopted of 
confining objects near to the front varies according to circum- 
stances. One of the most convenient plans, is to place in the 
trough a piece of glass that will stand across it diagonally, as 
represented by fig. 83, and if the object be heavier than 
water it will sink, until it is stopped by the diagonal plate. 
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At other times, when chara is feeing observed, the diagonal 
plate may be made to press it close to the front by means of 
thin strips of glass, a wedge of glass or cork, or 
even a folded spring. When either of these 
instruments is used, it may perhaps be necessary 
•to remind the reader that the microscope must 
a be so far inclined as to ♦be nearly horizontal. 
Messrs. Smith and Beck adapt to the object- 
plate of their large njiQroscopes a strong steel 
pin, upon which a spring-holder is made to fit ; 
this serves to keep the trough firm and to prevent 
its falling off* even when the microscope is per- 
fectly horizontal. This fonn of trough proved 
d very serviceable to Mr. Lister, in 1834, during 
Fig. 83. his investigations into the structure of some of 
the higher orders of polyps, and will be found of 
very great value to those who devote some attention to this 
most interesting branch of scientific inquiry. 

Frog-Plate . — This consists of a plate of brass a a , about six 
inches in ldtagth, and two-and-a-half in breadth, and either of 
the shape represented by fig. 84, or of* the same breadth 



(c 


[o “ol-< 

a 


9 

0 



C 

a 


a 



is ?.Jh 


<D © 

©0 


Fig. 84. 

throughout; the former plan is adopted by Mr. Boss, the 
latter by Mr. Powell. At one end it is provided with a plate 
of glass to cover either a square or round ‘aperture b y made in 
the brass, which serves for layiifg the frog’s foot on. Around 
this aperture are placed four or more studs c c, for the pur- 
pose of securing the threads by which the web of the foot is 
kept open; in Mr. Ptfwell’s plate, a series of small holes 
answer the same purpodb. Mr. Powell also secures his plate 
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to a large stage by means of' a spring clip, whilst that repre- 
sented by fig. 84 is provided with a slightly conical brass pin, 
which is made to fit into one of the holes of the object-plate, 
and on which it is capable of being revolved. At the base of 
the pin there is a small strip of brass for securing either the 
tape or string attached to the bag containing the frog. Some 
persons employ a piece of cork or soft wood in preference to 
the brass plate ; this has many advantages, and will be again 
alluded to in the chapter devoted to the most approved methods 
of exhibiting the circulation of the blood in the lower animals. 

Fish Troughs . — From the time of Leeuwenhoek to within 
the last few years, all microscopes, of any importance were 
supplied either with a glass tube or a fish-pan for holding 
small eels or minnows, in order that the circulation in their 
transparent fins might be seen : these have all given place to 
the frog-plate just described; but when it is required to 
exhibit the circulation in the tail of a small fish, a glass cell or 
trough will be found .very convenient. This should be a little 
deeper and longer than the fish itself, and the fish should be 
secured in it by a broad tape or bandage, wound lobsely round 
the middle third of the body, or even carried down to within 
a very short distance of the commencement of the tail. In 
order to keep the fish alive, the bandage should be wetted or 
the trough filled with water ; and to prevent the flapping of 
the tail against the object-glass, or the condensation of the 
aqueous vapour upon it, the end of the cell where the tail is 
may be covered with a piece °of thin glass. I have found a 
cell constructed after the plan represented by fig. 85 to answer 
* , e uncommonly well, a 

l - represents a plate of 

a ^ glass about three inches 

"" 1 c in length, h a glass cell 

c Fig/ 85. cemented to it, c d two 

r pieces of glass to raise 

the bottom-plate above the level of the stage, in order that 
the bandage may lie in a cavity and not prevent the trough 
from resting perfectly horizontal. Some other advantages in 
this little apparatus will be again alluded to. 
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Phial Holder . — This instrument, the contrivance of Mr. 
Varley, is represented in elevation by fig. 86, and in section 
by fig. 87. It consists of a tube of brass about an inch-and- 



Fig. 86. Fig. 87. 

a-half in diameter, and two or more inches in length, having 
an oval hofe cut out at the top, and a smaller tube attached to 
the lower side, immediately opposite the hole ; within this last 
slides a still smaller tube, provided in its interior with stops 
like those in the dark chamber, fig. 50, and a curved plate of 
brass at its top ; it is capable of being moved up and dowi^ 
but a spiral spring always presses it towards the hole in the 
large tube. The use of this apparatus is obvious : a smooth 
wide mouth phial, having chara or other water plants growing 
in it, is to be introduced into the large tube^in the manner* 
represented by fig. 86, the small spring tube having been first 
pushed down, the phial is then kept firmly in contact with the 
upper surface of the outer tube, but not so firm but that it 
may be either turned round or slid in or out. The small 
outer ttfbe, besides* containing the dark chamber, serves the 
purpose of attaching the whole of the apparatus to the stage 
of the microscope. In order that the phial may move very 
smoothly, all the parts fitting against it should be lined with 
black cloth, and all the "parts of this apparatus, as well as of 
all others through which light has to pass, should be covered 
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with some black pigment to absorb those rays of light which 
if reflected would materially interfere with correct definition. 

Camera Lucida . — This instrument, invented by Dr. Wol- 
laston in 1807, is a most valuable addition to a microscope, 
both for delineating minute structures, and for obtaining with ;ik 
a micrometer very accurate measurements. It consists of a 
fpur-sided prism of glass, set in a brass frame or case, as 
represented by fig. 88, and by means of a short tube capable 

of being dpplfcd to the 
front part of hither of 
the eye-pieces, its cap 
having been previously 
taken off. Mr. Boss, 
from one of whose in- 
struments fig.^8 is copied, 
attaches the prism, by two 
short supports, to a circu- 
lar piece of brass at the 
end of the tube ; on this 
it can be slightly rotated, 
whilst the prism itself can 
also be turned up or down ; 
by means of two screws 
with milled heads; so ar- 
ranged, the . camera may 
be adapted to the eye- 
piece, the microscope hav- 
ing been previously placed 
in a horizontal position, if 
the light be then reflected up through the compound body, an 
eye placed over the square hole in the frame of the prism will 
see the image of any object on the stage upon a sheet of white 
paper placed on the table immediately belofa it. Bui should 
it happen that the whole of the field of* view is not well 
illuminated, then, either by revolving the circular plate or 
turning the prism upon the screws* the desired object will 
be ejected. The chief difficulty in the use of this instru- 
ment is for the artist to be able tb see at one and the 
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same time the pencil and the image ; to facilitate this in some 
measure, Mr. Boss places either one or two lenses below the 
prism, in order that the rays from the paper and pencil may 
diverge at the same angle as those received from the prism, 
whereby both object and pencil may be seen with the same 
degree of distinctness. 

Messrs. Powell and Lealand supply .with their microscopes 
a small highly polished steel mirror, fixed at an angle of forty- 
five degress, atid placed in the focys, of the eye-piece, where 
it is heltfcby a spring clip, as represented by fig. 89. This 

mirror, being smaller than the 
pupil of the eye, alfows the rays 
of light from the paper to enter 
the eye around it, so that both 
the# paper and the image reflected 
on it by the mirror may be seen 
at the same time and under the 
same angle this instrument has 
some few advantages over the 
89 * camera of Dr. Wollaston, and with 

it will be more especially described in the chapter devoted 
to the uses of the camera in drawing and in micrometry. 

Prism* — M. Dujardin, to whom we are indebted for the 
achromatic condenser, found that to produce the best effects 
a prism of glass of the form represented by fig. 90 should be 
used with it, instead of a mirror, a re » 
presents a short piece of brass tube, b a 
glass prism connected by screws to the 
tube a by two supports 0 Th$ tube if 
made to slide upon the end of the con- 
denser, and to turn upon it in such a man- 
ner that, in whatever position the lamp or 
* white cloud may be*, the prism*may be 
adjusted to* it ; the revolution of the prism 
being performed upon the screws, whose 
extremities are conical and fit into corre- 
spohding depressions in the side of the 
instrument has some few advantages over the 
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plane mirror: the quantity ©f light is greater, and all test 
objects in which delicate markings exist may be shown to 
the best advantage ; in consequence of some of the rays being 
transmitted whilst others are reflected, the shadow of the 
markings will be more strongly exhibited. 

Indicator . — For the purpose of pointing out tot those who 
are uninitiated in microscopic research any particular part of 
an object that may be in the field of view, various contnvances 
have been had recourse # tp; but the author, vho c has often 
found the want of some kind of indicator, first employed a 
slip of glass, on which were ruled two or more lines at right 
angles to each other. This slip of glass was mounted in a 
frame of brass, and like the micrometers of Mr. Jackson, here- 
after to be described, was slid in through an oblong opening 
in one of the eye-pieces in the, focus of the eye-glass; by the 
ruled glass the field of view was divided into four compart- 
ments, and any object therein could be so arranged®by the 
adjustable stage, that it might be in the first, second, or any 
other compartment, or even might be so placed, that the lines 
at their intersection may pass through it ; this pk (a was very 
convenient and answered uncommonly well with the lower 
powers ; but with the higher, the definition was not good, in 
consequence of the introduction of the ruled glass between 
the eye and field lens, the author was, therefore, led to the 
construction of the indicator, represented by fig. 91, which is 
a very simple apparatus, and can 
be applied very readily to any of the 
eye-pieces, the lowest of these is re- 
presented in section by fig. 91, the 
eye-glass and field-glass being both 
♦shown to be planoconvex, with their 
plane surfaces towards the eye. Im- 
mediately above the field-glass is seen 
the stop or diaphragm,, with an open- 
ing in it about half-an-inch in diame- 
ter ; between the diaphragm and the 
upper plate of the eye-piece, a thin 
spindle of wire is placed, having a 



Fig. 91. 
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very delicate hand, like that of a watch, attached to it in the 
focus of the eye-glass. The spindle is provided at its upper 
part with a small handle, for the purpose of turning it and the 
hand just one-fourth part of a circle. When the indicator is 
not required, the hand is obscured from the field of view by 
being turned against the side of the tube, away from the aper- 
ture in the stop ; but Ivhen required for use, it is turned over 
the aperture, and then the field of view appears as is sho\tfn 
by fig. 92* The hand may be turned into the centre of the 

field, and any object in particular 
that is required to be indicated can 
be brought by the stage movements 
immediately opposite to the end of 
the hand. The form of hand first 
employed was one with a hole near 
its free extremity ; but it was found 
that the light was decomposed around 
the inner margins of *the ring, this 
Fig. 92. led to the adoption of the form repre- 

sented by fig. 92, as being less liable 
to interfere with direct definition, and $lso readily made out 
of a piece of small flat steel wire. 

Bonnet or Hood for the Compound Body . — For the purposes 
of drawing, or when an object has to be carefully examined 
for a long time by lamp-light, in order to screen the eye *as 
tnuch as possible from all extra illumination, an apparatus, 
termed the hood or bonnet, has? been contrived by Mr. Lister. 
It consists of a shade made of four or more pieces, either of 
cardboard or pasteboard, painted black, or#se covered witfi 
black cloth or velvet : it is of an oblong figure, and die centre- 
piece fits upon the eye-piece or upon the end of the compound 
body close to it, whilst the remaining three pieces turn up to 
form the sides sometimes there is a place cut out for the 
nose to fit into. When this, instrument is used, no light or 
heat can come near the eyes but that reflected through the 
compound body by the mirror; all glare, consequently, is taken 
away. Mr. Lister’s hood is very portable, the sides fold down 
upon the centre-piece, and then it occupies a very small 
9* 
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compass. Mr. Leonard has constructed a much more sub- 
stantial hood of millboard, covered with leather ; a front view 
of this apparatus is represented as applied to the microscope 
in fig. 93, and a back view in fig. 94. The forehead is sur- 
rounded by the cir- 



cular top/ and two 
depressions are made 
ill it for the nose, one 
on either side of the 
compound body, in 
order that the ob- 
server may uSI either 
his right or his left 
eye. The back of the 
recesses for the nose 
must be made of black 
silk or stuff, Ifet .not 
closed at the bottom 



Fig. 94 


to confine the breath, 
which would make the 
eye-glass dim. 

Goniometer . — A 
very valuable instru- 
ment for measuring 
the angles of minute 
crystals, known as thfe 
goniometer, the in- 
vention of Dr. Lee- 
son, is capable of being 
applied to the micro- 


scope, andis furnished 
by Messrs. Smith and Beck for this purpose. As some little 
time is required before an observer can get into the way of using 
it with facility, it has been deemed best to give a lengthened 
description of it in a chapter devoted to the subject. 

The various modes of employing the kmyes, forceps, dis- 
secting and all other instruments, supplied with the best micro- 


scopes, will be considered in full in other parts of the work. 
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CHAPTER IV. 

THE LAMP. 

The lamp generally used for microscopic purposes is of the 
kind called the Cambridge or University Reading Lamp, As 
shown by # fig.,95 ; it is made of various shapes and sizes) and 
consists of a circular reservoir about four or five inches in 
diameter, and two or more inches in depth, having the tube 
which conveys the oil to the wick inserted info one side of 
the lower part of the reservoir ; the tubular part containing 
the wick and supporting the gallery or chimney holder, termed 
the burner, is a little higher than the top of the reservoir ; 

this last is mounted on a small 
square stem, about eighteen inches 
high, rising from a heavy metal 
stand or base, and passing through 
the middle of the reservoir, which 
is made to slip up and down upon 
the stem, and is fixed at any height 
by means of a tightening screw ; 
the burner is an $rgand one, and 
the diameter of the wick aboiA 
three-quarters of an inch ; at the 
bottom of the burner is screwed a 
little cup for catching the super- 
fluous oil. Upon4he same square# 
stem supporting the reservoir may 
be adapted a hood or shade of a 
conical figure ; this, like the reser- 
voir, slides up and down the stem, 
anc| may be fixed at any required 
Fig! 95, height; it is generally made of 

metal, and is of a dark colour on 
the outside, and in the # inside is painted white, to throw the 
light upon the table. Some shades cut out of paper that is 
green on the outside and white in the inside, and fitted upon 
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a conical frame-work in wire, are exceedingly useful, and 
perhaps more so than those of metal. The shades answer 
two purposes, the one to keep away superfluous heat and 
light from the eyes, and the other to throw a good light 
on the table. The heat is not entirely prevented by the 
metal shade, and is very anribying when the head is kept for 
some time in the neighbourhood of it; but by the paper one 
this Is obviated, which renders it certainly the best for all 
purposes. The method bf making these shades is described 
by Mr. Gwilt.* He takes half a sheet of good foolscap paper 
and strikes thereon two simicircles, as in fig. 96, the longest 
diameter being thirteen inches, and the 



shorter one four inches, fitting and adapt- 
ing it to a skeleton-sliding frame as the 
case may lequire, and then glueing or 


Fig. 96 * pasting the superfluous edges together. 
• When once properly fitted, another pattern 
may (previously to the glueing of the edges) be traced out 


and kept at hand, from which any number may any time 
be drawn, and a new shade made when wanted, in less than 


ten minutes. 


The head and eyes are more effectually protected from the 
heat by a contrivance of Mr. Nasmyth, by using two shades 
ifistead of one. The outer one is made about a quarter of an 
inch in diameter larger than the inner one, and both have 
tubes proceeding from them, which are raised so high as to 
cover the upper part of the chimney of the lamp. By this con- 
trivance a current of cola air is continually passing between 
the two fehades, and the outer one is consequently kept cool. 

When it is wished to illuminate the room, and at the same 
time not to have the light in the eyes, one half of the shade 
may be .dispensed wijh, the remaining part Ipeing supported by 
a ring of wire at the top and Jbottom, as in the frame which 
supports the paper shade. * 

By far the best lamps for burning are those on the bird- 
fountain principle, in which the oil js always presented to 
the wick at a certain level, and whether the reservoir be 


* Microscopic Journal , vol. i. p. 58. 
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quite full or nearly empty, the light is perfectly uniform, 
which is not the case with the Cambridge lamp before de- 
scribed ; the author for many years has used a small French 

lamp. Fig. 97, constructed on this 
principle, it has an exceedingly small 
wick, Mways burns well, and gives 
an excellent iight ; and the consump- 
tion ^f oil being small, in consequence 
of the minute size of the burner, it 
is highly advantageous in an econo- 
mical point of view. There are many 
• other little contrivances in this French 
lamp, which here deserve a separate 
description. The stem does not pass 
through the reservoir, as in the Cam- 
bridge lamp, but through a square 
piece of brass having ,two holes, one 
on either side* of that through which 
the stem passes ; these holes commu- 
nicate with the reservoir, and the oil 
flows through* them into the tube 
supporting the burner. By this ar- 
rangement the reservoir is placed on one side of the stem and 
the burner on the other, and the two balance each other' 
The gallery supporting the chimney is provided with ten 
fin-like pieces of soft brass, about three-quarters of an inch •in 
length ; these stand up in a circle and press against the sides 
of the chimney and keep it steady, they can be bent either 
inwards or outwards to fit any chimney that will 550 into the 
lower part of the gallery. The cup at the bottom of the 
burner, to hold the superfluous oil, is ingeniously furnished with 
a funnel-shaped mouth just above the screw, by which it is 
attached to the burner; the funnel receives all the oil that runs 
down the mitside of the burner, and in it are two holes by 
which the oil may escape into the cup. This contrivance pre- 
vents the oil from flowing over the outside of the cup, which 
by these means is kept clean. 

Some French lamps have a rack and pinion for raising the 
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wick, instead of a coarse screw. The pinion is attached near 
to the lower end of the burner, and is turned by a milled 
head, but from the circumstance of the pinion working in the 
oil, it is found that after a little use the oil *will escape be- 
tween the pinion and the collar in which it works, and will 
be continually dripping, fhese lamps are provided also 
with very long chimneys, and the gallery which supports the 
chimney is made to slide up aid down the burner, so as to 
diminish or increase the intensity of the light ; but by having 
a lamp of the form represented in the fig. 97, the long chim- 
ney and the risk of leakage are done away with. The only 
inconvenience in the use of the fountain lamp is that the 
reservoir may, by mistake or accident, he pulled up when 
nearly full of oil, and it sometimes happens, on returning it to 
its place, that some considerable quantity of oil will escape ; 
this will, therefore, raise the level of it, and the'wick receiving 
more than it can consume, the excess will escape by the 
interior and exterior tube of the burner, and the cup at the 
bottom to receive this excess will speedily fill and overflow. 
The first indication of this occurrence will be givin by the 
elongation of the flame, and by its smoking, in consequence of 
the holes in the cup, which admit the air into the interior of 
the flame, being stopped up. 

*To ensure a good light from a lamp, many things must of 
necessity be attended to. The lamp should be perfectly 
cl'ean, and the wick so long as r to be at least one inch above 
the brass to which it is attached. The tube through which 
tfye air passes to supply the interior of tl^ flame should be free 
from portions of charred wick, whichoften lodge in it, and the 
holes in the cup at the bottom of the burner must not be 
covered with oil. The oil itself ought to be the best sperm, 
and no lamp of the Cambridge kind should, be put aside 
for a long time, but* should be occasionally burnt. Those 
on the fountain principle will bum well even after having 
been out of use for some months, as the oil is kept con- 
tinually on a level with the top of the wick, but in the 
other form, when the reservoir is not full, the oil has to find 
its way to the top of the wick by capillary attraction. 
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Particular attention ought to be paid to size and shape 
of the chimney. In passing a chimney over the flame into its 
place, it may be seen that there is one point where the flame 
is at the brightest, this point should be noticed, and if the 
glass when in its place does not keep the light at the same 
intensity, tlien the contracted part or shoulder of the chimney 
is either too high or too low for the surface of the wick; a few 
experiments will soon settle this point. If the maximum of 
light be obtained before the chimney comes into its proper 
place, then the contracted part or shoulder of the glass is not 
high enough ; if, on the cdhtrary, the maximum of light be not 
obtained, then the shoulder of the chimney is too high, hence 
the necessity of having a gallery that can be adjusted to 
chimneys of different heights, as recommended by Mr. 
Gwilt.* Generally speaking, ’the shoulder of the chimney 
should be on a level with the top of the wick, and its diameter 
at that part should not be more than two-third^ of an inch 
greater than that of the outside of the wick. Those chimneys, 
provided either with a disc of metal or talc, or which«are con- 
tracted juSt above the wick, as seen in fig. 95, appear to 
answer the best, as with them the most intense light is pro- 
duced. Chimneys have lately been made of a light blue or 
neutral tint glass, which answer their purpose uncommonly 
well, as they destroy completely the yellow colour of the 
flame, and render it beautifully bright. If a lamp having one 
of these chimneys be placed by the side of another having d 
chimney of the ordinary kind, the difference between the two 
will be very striking. , 

Chimney Shade . — This apiece of apparatus is described by 
Mr. Holland, in the 49th vol. of the Transactions of the 
Society of Arts. It consists of a tube of brass, a little longer 
and broader thaiv the chimney of the lamp, having on one side 
a brass plate with an aperture three-quarters of an # inch in 
diameter, that can be moved up or down in front of the flame 
of tiie lamp by * rack and pinion. The tube cuts off* all the 
lightrfrom the room, except that which can pass through the 
aperture above described, and its use is that of preventing any 
* Microscopical Journal, vol. i., p. 56. 
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light from falling upon an opaque object, except that froin 
the hole in the shade, in order that the light on it may be 
contrasted strongly with the surrounding dark medium. The 
author has used a shade of tinned iron, made black on the 
outside with size and lampblack, that answers the same pur- 
pose as the shade of Mr. Holland ; but the plan of* raising or 
depressing the hole for * the light to pass through he did not 
adopt. 

Oil — The best oil for « burning in lamps is tfiat *known as 
sperm. That obtained from the cocoa-nut is very cheap, and 
gives a good e light, but it has rather a disagreeable smell, 
which is objectionable ; besides it is*very acid in its nature, 
and lamps in which it is used should be either entirely made 
of tinned iron, or, if of brass, they should be tinned in the 
inside. Any lamp which burn^ 1 this oil will be noticed to have 
all brass work in contact with the oil speedily coated with 
verdigris. The common solar oil will bum very well in the 
fountain lamps, especially if the chimney be constructed like 
that in fig. 95, but in all those with the flat reservoir it is far 
too cloggy. Some persons are in the habit of burning a com- 
mon kind of Florence or olive oil, but it does not answer so 
well as sperm, as, like the solar, it succeeds better in the 
fountain lamps than in those with a flat reservoir. 

• Jatropha Oil — The author has lately been informed by his 
friend, J. B. Estlin, Esq., of Bristol, that an oil, extracted from 
the berries of a shrub of the gqnus Jatropha, found in the Cape 
de Verd Islands, is used by all the microscopists in that city ; it 
Jbums well, gives a very bright light, and is perfectly free from 
smell; itfdoes not clog, but will keep pure in lamps for a very 
long time, the only thing requiring attention is that *the 
lamp be warmed after it is trimmed before being lighted. 
Messrs. Visger.and Miller, of Bristol, are the« sole importers of 
these berries and manufacturers of the oil, and the price, which 
also is a recommendation, varies from 4 s, 6d. to 5s. per gallon. 

Cleaning Lamps . — Lamps may be cleaned by nearly filling 
the reservoir with a solution of caustic potash, and allowing it 
to stand for a day or two, wheii all the old oil will be con- 
verted into soap. The potash can then be thrown out*4fed 
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the lamp repeatedly rinsed with warm water until it is suffi- 
ciently clean, which is known by the water coining out quite 
pure ; some boiling water j^y now be poured in and be allowed 
to remain for a few minutes to thoroughly warm every part ; 
it must then be poured out, and the lamp turned upside down 
and kept near a fire until it is dry; when it is fit for use again. 
Care must, however, be taken not to -allow the potash to rqn 
over on the outside of any part of the lamp, as it will destroy 
whatever* brdhze or paint it comes* in contact with. 

When the tamp is required to be used immediately after 
cleaning, turpentine or camphine may be employed with great 
advantage, it readily dissolves the old oil, and even if a small 
quantity has been left in, it will mix readily with new oil, and 
all the trouble of the potash and hot water will be avoided. 

Portable Candle Lamp . — Mr. Jackson, to whom we are in- 
debted for so many improvements in the mechanical arrange- 
ments of the microscope, employs as a substitute for a lamp a 
candle lamp of the following construction : — a, fig. 98, repre- 
sents a brass foot about three inches in 
diameter, into which is screwed a tube b , 
about six inches long &nd one in diameter. 
Within this slides a smaller tube, that is 
provided with a cylinder of wax, which is 
pressed on by a spiral spring, like a Pal- 
mer’s candle ; the upper part of this inner 

tube is seen at d, it has fastened to it a difcc 
» 

of brass, having a rim on its outer edge to 
support the chimney c, which is kept firmly 
in its place by a thin circular ring of brass 
having three notches in its outer margin; 
these fit under three wedged-shaped pieces 
of metal on the edge of the disc, and pre- 
vent the chimney from falling ’off. The 
cylinder of* wax is not provided with a wick. 
Fig. 98. but a short piece of twisted cotton, to answer 
the purpose of a wick, is placed upon a sharp point of wire, as 
seen at e'. A condensing lens /, provided with all the usual 
^movements for adjustment, can be attached to a small fin- 
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like process connected with the disc of metal carrying 
the chimney, and by it both opaque and transparent objects 
can be illuminated. 

For convenience of carriage, the tube, and the chimney c 9 
can be removed, and the inner tube d having been pulled out 
of by the chimney, with a cylinder of wood covered 1 with cloth, 
cpn be slid over the trJbe b, and the whole will then pack in 
a small compass. The cylinders of wax are similar to those 
constructed by Molynevx* but the first mentioif of their 
application as an illuminator for the microscope was made by 
Mr. Jackson /to the Microscopical Society in 1841. # 

A wax candle will be found to give a very pure white light, 
and may be used as a substitute for the lamp ; but unless the 
flame is covered with a chimney, the constant flickering from 
currents of air, occasioned by 'persons moving about in the 
room, becomes an annoyance. The level of the flame is also 
constantly varying as the candle is being consumed, hence it 
is necessary to employ such a candlestick as that represented 
by fig. 99 ; by means of which either a long or a short piece 
of candle c may be brought io the re- 
quired height by raising the socket into 
which the candle fits either up or down 
the stem b that supports it, and fixing it 
by a screw. A foot a, loaded with lead, 
will be required to keep the candlestick 
perfectly steady. Mr. Pritchard sorile- 
times employs a candlestick that is con- 
nected by a jointed arm to the main pillar 
of the microscope, this forms a steady sup- 
port for it, and allows of its being mooted 
with the microscope wherever it may be 
required. 

Those Who may haVe their houses supplied with gas will find 
that by means of a flexible tube connected with an argand or 
other burner, mounted on a moveable stand, they will get a 
very convenient light for all purposes. If, for instance, in 
the centre of the room there* be a chandelier, then a flexible 
tube may be screwed to one of the pipes, and being attached 
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by its opposite end to a burner, the tube will allow of its being 
moved about to all parts of the table where it may be re- 
quired. If the table be a fixture, a large gas pipe, having a 
number of screws at the top to receive union joints, may be 
brought up through its centre, and as many burners as may 
be required attached to the central pipe by means of flexible 
tubes. In all cases the argand burner should be mounted 
on a stand similar to that on which the oil lamps, figs. 95 and 97 
are mounted, %o that the flame may t>e raised or depressed to 
suit every kind of microscope. 

Many persons are now in the habit of burning camphine 
lamps ; these are most frequently too high for the microscope, 
and the reservoir being large and immediately under the light, 
prevents their us% unless the microscope is placed at some 
considerable distance from the lamp. Mr. Gillett, whose im- 
proved method of illumination of transparent objects I shall 
have presently to describe, employs a small camphine lamp, 
mounted on an adjustable stand, for the purpose. The method 
of applying his important^principles to the illumination of test 
objects will need a separate description. 

To Clean Chimneys of Lamps , — In all cases where a chim- 
ney is used with a lamp, it is liable at times to become dull 
and smoky ; this cannot be washed off by water alone, a small 
quantity of hydrochloric acid added to the water will at once 
remove it. When this is not at hand, a mixture of common 
salt and vinegar will answer the same purpose. A piece of* 
flannel fastened to the end of a stick and dipped into either of 
these liquids will serve to convey it to all parts of the glass. # 
Care must be taken to have the chimney wiped perfectly dry 
before it is put over the flame, otherwise it is liable to crack ; 
and when the lamp is first lighted, it is advisable to have the 
entire circle of the wick lighted before the chimney is put on : 
some persons put fhe chimney on when ohly a portiod of the 
wick is lighted, this is always Attended with risk. 
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CHAPTER V. 

ON THE MAGNIFYING POWERS USED WITH SIMPLE AND 
ACHROMATIC COMPOUND MICROSCOPES. 

It has been previoiiSfy stated, at page 64, that the magnifying 
powers employed with the simple microscopes may be divided 
into those consisting of one lens only, or into thosq of two or 
three lenses combined, and termed, in consequence, either 
doublets or triplets. The former was stated to answer un- 
commonly well for all the lowest powers,* ahd the latter for 
the highest. It would be foreign to our purpose to enter in 
detail into all the different methods of coaptrhcting the mag- 
nifying powers or lenses that fyom time to time have occupied 
the attention of the learned in this and other countries, nor 
will it be necessary to trace the* alteration in course that the 
rays of light undergo in their passage through lenses of the 
various figures employed in optical instruments, as these will 
be found fully described in the works exclusively devoted to 
$iis subject; but in order to understand in what an achro- 
matic object-glass differs from one of the ordinary construction, 
it will be requisite, in the first place, that certain terms, such 
as spherical and chromatic aberration, and angle of aperture, 
he fully understood. Most persons are familiar with the fact 
that when parallel rays of light fall upon a piano or double 
convex lens, they are brought to a point at a certain distance 
from the lens, which point is termed their focus. Thus sup- 
pose in^ fig. 100 that the rays LL, &c., which are drawn 
parallel, are, after passing through the planoconvex lens, 
brought to a focus at F, this would take place if the lens were 
perfect; but it is found in practice, that instead of meeth^ in 
a single point F, the rays are subject to two different- causes 
of error or aberration: the first is called the t spherical, $he 
second the chromatic aberration ; and as no lens can be made 
except that seen in section in figs, 100 and 101, viz., the plano- 
convex, without both its surfaces being portions of spheres; 
and it has been abundantly proved, by experiment, that no 
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lens with a spherical surface can bring the rays of light issu- 
ing from one point into the focus at another point, all must 

be subject to what is 
termed spherical aberra- 
tion, as shown in fig. 101, 
where LL, &c., repre- 
sent five parallel rays of 
light, the two outer of- 
, these will be brought 
Fig. 100 . into a focus at F, whilst 

the three 9 central ones 
will be refracted to a 
more distant point at f, 
the distance from F to 
f being called the longi- 
tudinal spherical aberra- 
tion. If the lens were 
placed witt its convex 
* side towards the parallel 

rays, the ^aberration would then be but trifling: the same 
result would be obtained even if the* lens were equally 
convex on both sides. A second difficulty now arises, 
termed chromatic aberration ; whatever be the form of the 
surface of the lens opposed to the light, the material itsejf 
will act upon different portions of each ray with different 
forces, and separate the white light into a variety of colours* 
this effect is represented by fig. 102, L L, &c., are parallel rays 

of light falling upon a plano- 
convex lens; two, of these, 
one from the margin, the 
other from nearer the centre, 
are shown as dispersed and 
coloured, as in fhe spec- 
trum formed by a prism; 

102. these coloured rays will 


Fig. 101. 



Fig. 102. 


cross each other at S S, the violet, being more refrangible than 
the red, will be brougfit to a focus the nearest to the lens ; so 
that, besides the spherical, there is the chromatic aberration. 
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The lenticular form of the glass does not of itself decompose 
the light, but whenever a ray passes from one medium into 
another more or less refractive, the dispersion is certain to 
take place. As every lens, according to its figure, is more or 
less subject to these two kinds of aberrations, it becomes 
necessary to ascertain how such sources of eitOr may be 
remedied : this, as wilj presently be shown, can be accom- 
plished by the employment of two* or more lenses, whereby 
the light that has travers^4 the centre of the first lens maybe 
made in the second to pass through near the margin; the 
defect may also, in some measure, be counteracted by dimin- 
ishing the aperture of the lens, by placing a stop or diaphragm 
behind it, to cut oft" the peripheral rays ; but this, in all cases, 
is attended with loss of light ; and although fne lens defines 
better, its penetrating power is reduced in a like proportion. 
For all lenses of very low power that are employed with 
simple microscopes for dissecting, the spherical and chromatic 
aberration need hardly be considered; it is only when the 
higher powers are required either to be used singly or as 
object-glasses for the compound instrument, thak the two 
kinds of aberration must of necessity be done away with, or, 
in other words, that the aperture be increased without inter- 
fering with definition. The spherical aberration may be con- 
siderably diminished by attending to the figure of the lens 
employed ; thus,* if it be a planoconvex, the convex side should 
be placed towards the eye ; if a double convex, it has been 
found in practice that one whose radii are in the proportion of 
one to six is the form in which the aberration is the least ; but 
it can be, entirely got rid of by combinations of lenses so dis- 
posed, that their opposite aberrations may correct each other ; 
this was first accomplished in a satisfactory manner by the 
doublet of Dr. Wollaston, before described in pages 30 and 
65, as consisting of ttVo planoconvex lenses vfrhose focal lengths 
are in the proportion of one to three, the lens of shortest focus 
being placed next the object, and the convex surfaces of both 
directed towards the eye, with a stop or diaphragm between 
them. Wollaston did not employ the slop, as his doublets were 
•of such high power, that the lenses nearly touched each other. 
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The action of the doublet wilf be best understood by the 
diagram, fig. 103, copied from Mr. Hoss’s article “ Microscope,’’ 

before alluded to, where 

P represents a. portion of 
the pupil, D D the dia- 
phragm or stop, and L () 
L'*the object. Each of thtf 
pencils of light from the 
extremities of the object 
L Ij is rendered eccentric, 
by the stop? and the ray 
that passed through the 
first lens near to the cen- 
tre is made to pass through 
the periphery of the se- 
cond lens, and even on the 
opposite side# of the oom- 
mon'axis P () ; thus each 
affected by opposite 

_ errors which, in some 

Fig. 103. . x r > 

measure, neutralise each 

other, and the rays. It B, K B emanating from L, being 
bent to the right in the lower lens, and to the left in 
the upper, and, as the most refrangible of the coloured 
rays the blue, is altered in its course at each bending, and 
falls near the margin of the second lens, where the refrac-' 
tion is more powerful than in the centre, the blue and red 
rays, will emerge very nearly parallel, and, consequently, • 
colourless to the eye; thus the chromatic aberration is 
almost, if not entirely destroyed, whilst the spherical has 
been considerably diminished by the circumstance that the 
side of the pencil # which passes one lens nearest the axis, 
passes the other nearest the margin. But however carefully 
a doublet of *this form may be constructed, there must of 
"necessity be some small amount of error; the central pencil 
will occupy the same relative position in both lenses, the cor- 
rection of this, consequently, will be imperfect, and all those 
rays intermediate between the centre and the margin will 
10 



146 PRACTICAL TREATISE ON THE MICROSCOPE. 

vary according to their distance from one or the other; but 
allowing this, the doublet is nevertheless vastly superior to 
any single lens of the same power, and may be made to 
transmit a pencil of an angle from 35° to 50°, without any 
very sensible errors, and to exhibit most of the usual test 
objects. 

Another most important improvement in the magnifying 
power of the simple microscope is the triplet of Mr. Holland, 
before described in pages 31 and 65 ; in this instrument three 
lenses are employed, the two lowest being placed close to- 
gether, and the stop between them and the third. The first 
bending of the rays being accomplished by two lenses instead 
of one, the aberrations are so much diminished, that the 
second bending neutralizes them entirely. The triplet, 
though composed of three lenses, is, nevertheless, a doublet in 
its action, and is capable of transmitting a pencil of sixty-five 
degrees with distinctness and correctness of definition. With 
the triplet we arrive at the highest stage of perfection that 
the single microscope has ever yet attained, as the errors of 
spherical and chromatic aberration, to which all single lenses 
are more or less subject, are entirely destroyed ; but however 
well either the triplet or the doublet may perform separately, 
they will not answer well as object-glasses to the compound 
‘microscope, where any error, however slight, in the object- 
„ glass, is further magnified by the eye-piece ; the construction 
of a magnifying power for the compound microscope is, there- 
fore, a more complicated matter than that either of a doublet 
or triplet, for not only must several lenses be employed to 
form one magnifyer, but even two different kinds of glass must 
be used for one lens of such magnifier ; and throughout the 
whole range of optical science, perhaps there is no single 
problem that has e^yer yet engaged so much of the attention 
of the learned, in all countries, as that of achromatism; mid of 
all the triumphs in science that have been achieved by a 
combination of the labours of the mathematician and the 
workman, no one can outvie in delicacy of construction and 
in importance a well made achromatic combination. 

In order to understand the different parts entering into the 
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composition of a perfect object-glass for the compound micro- 
scope, it must be first shown how the rays of light comport 
themselves in their passage through a compound microscope, 
one of the ordinary kind that is not achromatic. Fig. 104 
represents a compound microscope of 
two lenses, A B being an object, C D 
the object-glass, *and L M the eye-glass. 
The rays proceeding from the object 
A B are actdd on by the lens C D, 
and are brought to a focus at BA'; but 
not being intercepted thfcre, they cross 
and pass on till they reach the eye- 
glass L M, by which they are rendered 
nearly parallel, and as such reach the 
eye, the image B' A' answering as an 
object to the single lens LM. The 
magnifying power of tlie compound 
microscope depends on two circum- 
stances; first, the focus of the lens, that 
is the distance of C A or I) B, and, 
secondly, the posterior focus C B' or 1) 
A', the power may be increased by sub- 
stituting a lens of shorter focal length 
than C D, or by making the distance 
between C T> and L M greater, and 
by the addition of a second lens at th£ 
eye end, the field of view is by this 
much increased, and we have formed wlia* 
is termed an eye-piece; but by this 
arrangement nothing has been done to 
diminish either the spherical or the 
chromatic aberration. One vQry great 
.advantage which the compound has over 
the simple microscope, besides the 
greater magnifying power, is that the 
Fig. 104 . field of view is large and equally good 

m all directions, whereas, in the simple, the field is small 
and only good in the centre. However well an instru- 
10 * 
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ment of this kind be constructed, it will fail to exhibit even 
many of the ordinary test objects ; it is, therefore, unfit for 
the purposes of scientific investigation, for in the diagram 
given at fig. 104, it must not be supposed that the image of the 
object formed by B' A' is a correct one ; on the contrary, all 
the space between that arrow and the one drawn immediately 
rfbove it, is occupied by an infinite number of variously 
coloured images of different sizes, those nearest CD being 
blue, and those most distant red, the effect of which is to 
destroy definition and to render the image obscure. To over- 
come all the&e difficulties has been a labour of years, and for 
an account of the various steps towards improvement which 
have taken place, the reader must consult the latter part of 
the History of the Microscope , beginning at page 32, where 
these points are described in chronological order. 

The first attempts to achromatise the object-glass were not 
very successful ; and we find that within the last twenty years 
such philosophers as Biot and Wollaston predicted that the 
compound microscope would never excel the simple when 
supplied with doublets. Happily for us such opinions have been 
since found to be groundless, ts and the compound microscope,” 
says Mr. Ross,* “ within the last fifteen years, has been elevated 
from the condition previously described, to that of being the 
most important,., instrument ever yet bestowed by art upon 
^he investigator of nature.” 

In the year 1824, without knowing what had been done on 
the Continent by Amici, Frauenhofer, Selligues, and Cheva- 
lier, the late Mr. Tulley, of London, succeeded in making the 
first English achromatic object-glass for a compound micro- 
scope; it was composed of three lenses, and was capable of 
transmitting a pencil of 18°; he soon after constructed 
another combination to be placed in front of the first 
mentioned, which increased the angle of the pencil to 
38°, thus was the difficulty overcome. Mr. Tulley’s object- 
glass exhibited a flat field, and was perfectly corrected; 
to it also was applied an eye-piece, by which the magnifying 
power produced was one hundred and twenty diameters ; but 
* Penny Cyclopedia , Art., Microscope. 
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when the second combination was added, the power was 
increased to three hundred. Mr. Tulley was encouraged and 
greatly aided in his researches by Dr. Goring and Mr. Joseph 
Jackson Lister, but still he never obtained, by his own com- 
binations, ^an angular aperture beyond thirty-eight or forty 
degrees: it was left for Mr. Lister, in 1829, to point out 
how lenses could be combined so *as to give a perfectly 
flat field, and at the same time to transmit a pencil of 50°. 
Mr. Lister’s paper, as before • stated, at page 40, was 
published in the Philosophical Transactions of the Royal So- 
ciety, and so valuable was the information afforded by it, that 
from the time of its publication up to the present, it has been 
the foundation of all the improvements in the achromatic 
microscopes made in England. In the doublet of Wollaston, 
and in the triplet of Mr. Holland, before described, the lenses 
were all made of the same 'kind of material; but in order to 
render an object-glass for a compound microscope achromatic, 
glass of two different densities must be employed, as in the 
telescope # inventcd by Dollond, and still in use. To form a 
planoconvex lens of these materials flint glass was used as the 
planoconcave and crown for the double convex; one ’of 
the surfaces of the latter being accurately ground to fit into 
the concavity of the former, as shown by fig. 105, so that when 
the two were thus combined, a planoconvex lens was formed. 
Previous to Mr. Lister’s discoveries, the two lenses were, 
in most cases, accurately fitted Jto each other, but he suggested 
that the flint glass should be planoconcave, and that it should be 
joined to the convex by some highly refracting cement, such 
as Canada balsam. The first condition, he states, obviates the 
risk of error in centring the two curves, and the second 
diminishes by nearly one-half the loss of light from reflection, 
which is very gne^t at the numerous surfaces of a combination, 
and besides the making of tlje field more clear, all dewiness 
and vegetation are prevented from growing between the 
glasses. These two conditions, then, that the flint lens shall 
be planoconcave, and that it shall be joined by some cement 
to the convex, are taken as the basis for the microscopic 
object-glass, provided they can be reconciled with the destruc- 
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tion of the spherical and chromatic aberration of a large 
pencil. For all the detail connected with this important sub- 
ject, the reader is referred to the paper itself in the Philoso- 
phical Transactions , where will be found the various steps by 
which Mr. Lister was led to such valuable resists. The 
achromatic object-glasses made by our three most eminent 
opticians, Messrs. Powell, Ross, and Smith, consist of two or 
three compound lenses, which cannot be used separately, but 
are fixed into a long txibe or case, as shown by fig. 22, 
page 42, or else in section in fig. 105, where A repre- 
sents the anterior pair of lenses, M 
the middle, and P the posterior, the 
three sets combined form the achro- 
matic object-glass ; and all the first rate 
instruments are supplied with as many 
as five or six of these objectives of 
different powers from 20 up to 2000 dia- 
meters : but the great expense, of their 
manufacture has been always aJt>ar to the 
more general employment of the achro- 
Fig. 105. matic microscope ; and in order to 

remedy the evil, other combinations have been constructed 
in which the last lens, or that nearest the object, may be 
removed; by this proceeding the magnifying power is very 
much diminished, but the remainder of the combination is so 
adjusted, that with the addition of a dark stop drawn over the 
last lens, it will answer very well for the lower powers. 
Messrs. Smith and Beck supply with their microscopes two 
sets of object-glasses, the front lenses of which slip on or off, 
so that four different powers may be formed, varying in their 
focal length from one-inch-and-a-half to one-eighth of an 
inch; Messrs. Powell and Ross, on the * contrary, always 
supply distinct combinations. The object-glasses made on the 
Continent consist of sets of three or more, screwed one upon 
the other ; of these, the first, second, or third may be used 
separately or combined, by this means* three different powers 
may be obtained, but as no single objective of two lenses can 
be perfectly corrected, these object-glasses can only act well 
when all three sets are combined. A section of a modern 
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compound achromatic microscope, as manufactured by our 
best makers, is represented by fig. 106, where o is an object. 



o 


Fi<r infi 


and above it is seen the triple achro- 
matic object-glass, in connection with 
the eye-piece E E, FF, the planoconvex 
lens E E being the eye-glass, and F F 
the field-glass, add between them at B 1$ 
a dark stop or diaphragm. The course 
of the light* is shown by three rays, 
drawn from the centre, and three from 
each end of the object o ; •these rays, if 
not prevented by the lens F F, or the 
diaphragm at B B, would form an image 
at A A ; but as they meet with the lens 
F F in their passage, they are converged 
by it and meet at B B, where the dia- 
phragm is placed to intercept all the 
light except that required for the forma- 
tion of a perfect image, the image at 
BB is further magnified by the lens 
E E, as if it were an original object in 
the manner described at pages 67 and 
138. The triple achromatic combination 
constructed on Mr. Lister’s improved 
plan, although capable of transmitting 
large angular pencils, and corrected as* 
to its own errors of spherical and chro- 
matic aberration, would, nevertheless^ 
be of little service without an eye- 
piece of peculiar construction. As 
this subject has been so admirably 
treated by Mr. ]Joss, in th<j Penny 
Cyclopaedia, it has been thought most 
desirable to quote his own words, as 
follows: — 

.“If we stopped here,” says Mr. 
Boss, “ we should convey a very 
imperfect idea of the beautiful series 


of corrections effected by the eye- 
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piece, and which were first pointed out in detail in a 
paper on the subject, published by Mr. Varley, in the 
fifty-first volume of the Transactims of the Society of Arts . 
The eye-piece in question was invented by Huyghens for 
telescopes, with no other view than that of diminishing the 
spherical aberration by ^producing the refractions at two 
glasses instead of one, hnd of increasing the field of view. It 
consists of two planoconvex lenses, with their plane sides 
towards the eye, and placed at a distance apart equal to half 
the sum of their focal lengths, with a stop or diaphragm 
placed midway between the lenses. Huyghens was not aware 
of the value of his eye-piece, it was reserved for Boscovich to 
point out that he had by this important arrangement acci- 
dentally corrected a great part of the chromatic aberration. Let 

fig. 107 represent the Huy- 
ghenian eye-piece of a mi- 
croscope, F F being the field- 
glass and E E the eye-glass, 
and L M N the two extreme 
rays of each of the three 
pencils, emanating from the 
centre and ends of the object, 
of which, but for the field- 
glass, a series of coloured 
images would be formed from 
Rlito BB; those near R R 
being red, those near B B 
blue, and the intermediate 
ones green, yellow, and so 
on, corresponding with the 
cplours of the prismatic 
spectrum. - This order of 
colours, it will be observed, 
is the reverse of that de- 
scribed in treating of the 
common compound microscope (fig. 104), in which the single 
object-glass projected the red image beyond the blue. The 
effect just described, of pr<gecting the blue image beyond the 
red, is purposely produced for reasons presently to be given, 




MAGNIFYING POWERS. 


153 


and is called over-correcting the object-glass as to colour. It 
is to be observed also, that the images B B and R R are curved 
in the wrong direction, to be distinctly seen by a convex eye- 
lens, and this is a further defect of the compound microscope 
of two leases. But the field-glass, at the same time tljpt it 
bends the rays and converges them to foci at B / B 7 and R 7 R 7 , 
also reverses the curvature of the images as there shown, aad 
gives them the form best adapted for distinct vision by the 
eye-glass *E E. The field-glass luts*at the same time brought 
the blue and red images closer together, so that they are 
adapted to pass uncoloured through the eye-glass. To render 
this important point more intelligible, let it be supposed that 
the object-glass ha^ not been over-corrected, that it had 
been perfectly achromatic; the rays would then have become 
coloured as soon as they had passed the field-glass ; the blue 
rays, to take the central pencil for example, would converge 
at 5, and the red rays at r, which is just the reverse of what 
the eye-lens requires; for as its blue focus is also shorter than 
its red, it ^vould demand rather that the blue image should be 
at r, and the red at b. This effect we have shown to be pro- 
duced by the over-correction of the object-glass, which pro- 
trudes the blue foci B B as much beyond the red foci R R as 
the sum of the distances between the red and blue foci of the 
field-lens and eye-lens ; so that the separation B R is exactly 
taken up in passing through those two lenses, and the whole 
of the colours coincide as to fooal distance as soon as the ray! 
have passed the eye-lens. But while they coincide as to dis- 
tance, they differ in another respect ; the blue images are ren* 
dered smaller than the red by the superior refractive power of 
the field-glass upon the blue rays. In tracing the pencil L 
for instance, it vftll be npticed that after passing the field- 
glass, two sets cJf Jines are drawn, one wjiole, and onjg dotted, 
the former representing the red, and the latter the blue rays. 
This is the accidental effect in the Huyghenian eye-piece 
pointed out by Boscovich. The separation into colours of 
the field-glass is like the over-correction of the object-glass; 
it leads to a subsequent complete correction. For if the dif- 
ferently coloured rays were kept together till they reached 
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the eye-glass, they would then become coloured, and present 
coloured images to the eye ; but, fortunately, and most beauti- 
fully, the separation effected by the field-glass causes the blue 
rays to fall so much nearer the centre of the eye-glass, where, 
owing to the spherical figure, the refractive power is less than 
at the margin, that the spherical error of the eye-lens consti- 
tutes a nearly perfect balance to the chromatic dispersion of 
the field-lens, and the red and blue rays L' and L" emerge 
sensibly parallel, presenting, in consequence, the perfect defi- 
nition of a single point to the eye. The same reasoning is 
true of the intermediate colours and of the other pencils.” 

From what has been stated, it is obvious that we mean, by 
an achromatic object-glass, one in which the usual order of 
dispersion is so far reversed, that the lignt, after undergoing 
the singularly beautiful series of changes effected by the eye- 
piece, shall come uncoloured to the eye. We can give no 
specific rules for producing these results. Close study of the 
formulae for achromatism, given by the celebrated mathema- 
ticians we have quoted, will do much, but the principles must 
be brought to the test of repeated experiment. Nor will the 
experiments be worth anything, unless the curves be most 
accurately measured and worked, and the lenses centred and 
adjusted with a degree of precision which, to those who are 
familiar only with telescopes, will be quite unprecedented. 
When object-glasses of high power, constructed upon the 
iftiproved plan of Mr. Lister, # came to be accurately tested, 
Mr. Ross found out that if they exhibited well objects that 
were uncovered, they did not show so beautifully those that 
were covered with thin glass or mica, with or without being 
immersed in fluid. He speedily found a remedy, which, in 
order to be fully understood, must be described in his own 
words, taken either from the original paper in the Transac- 
tions of the Society of Arts , or ifom the article <( Microscope,” 
in the Penny Cyclopeedia y which has been already so often 
quoted. 

“ Mr. Lister’s new principles were . applied and exhibited 
by Mr. Hugh Powell and Mr. Andrew Ross, with a degree 
of success that had never been anticipated; so perfect, indeed. 



MAGNIFYING POWERS. 


1 55 


were the corrections given to tfie achromatic object-glass — 
so completely were the errors of sphericity and dispersion 
balanced or destroyed — that the circumstance of covering the 
object with a plate of the thinnest glass or miea disturbed the 
corrections, # if they had been adapted to an uncovered object, 
and rendered an object-glass, which was perfect under one 
condition, sensibly defective under thd other. This defect* 
if that should be called a defect which arose out of improve- 
ment, was first discovered by Mf. •Koss, who immediately 
suggested the means of correcting it, and presented to the 
Society of Arts, in 1837, a paper on the subject, which was 
published in the fifty-first volume of their Transactions , and 
which, as it is, like Mr. Lister’s, essential to a full under- 
standing of the ultimate refinements of the instrument, we 
shall extract nearly in full : — 

“ In the course of a practical investigation,” says Mr. Boss, 
“ with a view of constructing a combination of lenses for the 
object-glass of a compound microscope, which should be free 
from the effects of aberration, both for central and oblique 
pencils of great angle, I combined the condition of the greatest 
possible distance between the object and object-glass ; for in 
object-glasses of short focal length, their closeness to the 
object has been an obstacle in many cases to the use of high 
magnifying powers, and is a constant source of inconve J 
nience. 

“ In the improved combination, the diameter is only suffi- 
cient to admit the proper pencil; the convex lenses are 
wrought to an edge, and the concave have only sufficient 
thickness to support their figure ; consequently, the combina- 
tion is the thinnest possible ; and it follows that there will be 
the greatest distance between the object and the object-glass. 
The focal length ♦is one-eighth of an incfy, having an # angular 
aperture of 60°, with a distance of one-twenty-fifth of an 
inch and a magnifying power of 970 times linear, with perfect 
definition on the most difficult Podura scales. I have made 
object-glasses of one-sixteenth of an inch focal length ; but as 
the angular aperture cannot be advantageously increased, if 
the greatest distance between the object and the object-glass 
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is preserved, their use will be very limited. The quality of 
the definition produced by an achromatic compound micro- 
scope will depend upon the accuracy with which the aberra- 
tions, both chromatic and spherical, are balanced, together 
with the general perfection of the workmanship. Now, in 
Wollaston’s doublets and Holland’s triplets, there are no 
means of producing a balance of the aberrations, as they 
are composed of convex lenses only ; therefore the best that 
can be done, is to make * the aberrations a minimum; the 
remaining positive aberration in these forms produces its 
peculiar effect upon objects (particularly the detail of the thin 
transparent class) which may lead to misapprehension of their 
true structure ; but with the achromatic object-glass, where 
the aberrations are correctly balanced, the most minute parts 
of an object are accurately displayed, so that a satisfactory 
judgment of their character may- be formed. It will be seen 
by fig. 108, that when a certain angular pencil A O A' proceeds 
from the object O, and is incident on the plape side of the 
first lens, if the combination is removed from the object, as in 
fig. 109, the extreme rays of the pencil impinge on the more 



Fig- 108. Fig. 109. 

.. i 

marginal parts of tlie glass, anil as the refractions are greater 
here, the aberrations will be greater also. ‘Now, if two 
compound object-glasses have their aberrations balanced, 
one being situated as in fig. 108, and„the other as in fig. 109, 
and the same disturbing power applied to both, that in which 
the angles of incidence and the aberrations are small will not 
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be so much disturbed as where the angles are great, and 
where, consequently, the aberrations increase rapidly. 

“ When an object-glass has its aberrations balanced for 
viewing an opaque object, and it is required to examine that 
object by transmitted light, the correction will remain ; but 
if it is necessary to immerse the object in a fluid, or to cover it 
with glass or mica, an aberration will aftse from these circular 
stances which will disturb the previous correction, and, con- 
sequently* deteriorate the definitidht and this effect will be 
more obvious with the increase of the distance between the 
object and the object-glass. The aberration produced with 
diverging rays by a pieefc of flat and parallel glass, such as 
would be used for covering an object, is represented at fig. 1 10, 



Fig. 110. 


where G G G G is the refracting medium, or a piece of glass 
covering the object O and 0 P, the axis of the pencil, perpen- 
dicular to the flat surfaces ; O T a ray near the axis ; and 
O T' the extreme* ray of the pencil incident on tl^e under 
surface of the glass : then T R T' R' will be the directions of 
the rays in the medium, and R E R E' those of the emergent 
rays. Now, if the course of these rays is continued as by the 
dotted lines, they will be found to intersect the axis at dif- 
ferent distances X &nd Y from the surface of the glass ; and 
the distance XX is the aberration produced by the medium 



158 PRACTICAL TREATISE ON THE MICROSCOPE. 


which, as before stated, interferes with the previously balanced 
aberrations of the several lenses composing the object-glass. 
, There are many cases of this, but the one here selected serves 
best to illustrate the principle. If an object-glass is con- 
structed as represented by fig. 109, where the posterior combi- 
nation P and the middle M have together an excess of 
negative aberration ; and if this be corrected by the anterior 
combination A, having an excess of positive aberration, then 
this latter combination can be made to act more or iess power- 
fully upon P and M, by making it approach to or recede 
from them ; for when the three are in close contact, the 
distance of the object from the object-glass is greatest; and, 
consequently, the rays from the object are diverging from a 
point at a greater distance than when the combinations arfc 
separated, and as a lens bends the rays more, or acts with 
greater effect, the more distant the object is from which the 
rays diverge, the effect of the anterior combination A upon 
the other two, P and M, will vary with its distance from 
thence. When, therefore, the correction of the whole is 
effected for an opaque object, with a certain distance between 
the anterior and middle combination, if they are then put in 
contact, the distance between the object and the object-glass 
will be increased ; consequently the anterior combination will 
act more powerfully, and the whole will have an excess of 
positive aberration. Now, the effect of th£ aberration pro- 
duced by a piece of flat and parallel glass being of the nega- 
tive character, it is obvious that the above considerations 
* suggest the means of correction by moving the lenses nearer 
together, till the positive aberration thereby produced balances 
the negative aberration caused by the medium. The pre- 
ceding refers only to the spherical aberration, but the effect 
of the chromatic is also seen when an object* is covered with a 
piece of glass; for in the course of/hy experiments, I observed 
that it produced a chromatic thickening of the ’butline of the 
Podura and other delicate scales ; and if diverging rays near 
the axis and at the margin are projected through a piece of 
flat parallel glass, with the various indiaes of refraction for 
the different colours, it will be seen that each ray will emerge 
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separated into a beam consisting of the component colours of* 
the ray, and that each beam is widely different in form. This 
difference being magnified by the power of the microscopy 
readily accounts for the chromatic thickening of the outline 
just mentioned. Therefore, to obtain the finest definition 
of extremely delicate and minute objects, they should be 
viewed without a covering; if it be desirable to immerse tliqjn 
in fluid, they should be covered with the thinnest, possible 
film of miba or glass, as from the •character of the chromatic, 
aberration, it will be seen that varying the distances of the 
combinations will not sensibly affect the corruption; though 
object-lenses may be made to include a given fluid or solid 
medium in their correction for colour. 

The mechanism for applying these principles to the correc- 
tion of an object-glass under "the various circumstances, has 
been already described at page 42, where also was shown, by 
fig. 22, a vertical section of an achromatic object-jglass, of one- 
eighth of an inch focus, the mode of making the adjustments 
will be fully described in the chapter denoted to test objects. 

“ It isliardly necessary to observe,’' says Mr. I\oss, “that 
the necessity for this correction is wholly independent of any 
particular construction of the object-glass; as in all eases 
where the object-glass is corrected for an object uncovered, 
any covering of glass will create a different value of abcrrati<«u 
to the first lens which previously balance tl the aberration 
resulting from the rest of the Reuses ; and as this disturbance 
is effected at the first refraction, it is independent of the other 
part of the combination. The visibility of the effect depend^ 
on the distance of the object from the object-glass, the angle 
of the pencil transmitted, the focal length of the combination, 
the thickness of the glass covering the object, and the general 
perfection of tl ^ corrections for chromatism and the oblique 
pencils. 

The objedt-glasses that arc supplied with the adjustment, 
for thickness of glass, are the highest powers, viz., the one- 
sixteenth of an inch in focal length, the one-eighth, the one- 
fourth, and, in some cases, the one-lialf; in all tin; powers 
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lower than these, the adjustment is not required, as the thick- 
ness of the glass cover does not materially interfere with their 
definition. 

The eye-pieces supplied with the compound microscopes 
are of the Huyghenian principle before described, and are 
generally three in number; they maybe designated by the 
letters A, B, and C, tlib first being the lowest in power, the 
last the highest. Those of* Messrs. v .well and Smith an* so 
constructed, that with thd one-inch object-glass the magni- 
fying power with A will be about .**0, with B 60, and C 100, 
or in the proportion of 1, 2, 3; but Mr. Ross varie* 'lie power 
of the second or B, and his proportion is about l.I| and 2{. 
The lowest, or that marked A, is the one more commonly 
employed, the others, especially C, is not so frequently used, 
in consequence of the loss of light, and, in some cases, of defi- 
nition as well ; but all arc extremely necessary when we wish 
to gain an increase in tnc magnifying power without the 
employment of a higher object-glass. Two other forms of 
eye-piece are sometimes employed ; one of these was invented 
by Ramsden ; it consists of two planoconvex lenses with the 
field-lens reversed; that is, in the Huyghenian form both the 
lenses are placed with their flat surfaces towards the eye, but 
in this, by Ramsden. the convex surface of the field-lens only 
Occupies that position; this arrangement involves no correction 
for colour or spficrical aberration, in all other respects it is 
superior to the Huyghenian. It is u>ed always as a micro- 
meter. If a divided glass scale or fine wires be placed exactly 
tv here the image formed by the object-glass is situated, the 
scale and the image will be magnified together, and every 
part of the image will be, as it wore, brought in contact with 
a scale, the value of each of the divisions of which can be 
accurately ascertained, even to the onc-twenty-thousandth of 
an inch. The image formed by this eye-piece is not reversed 
as in the Huyghenian form, lienee it has received the name of 
a positive eye-pieee. in contradistinction to that of Iiuyghons, 
which is termed a negative one ; but how ever accurately such 
an eye-piece be made, its defining power jg’not so good as that 
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oi‘ Iluyghens, but Mr. lloss States, that it* the glasses were* 
ma.de up of two achromatic combinations, this cyc-pieee would 
be by tar the most .perfect -of all, both for telescopes and micro- 
scopes. Some persons employ either two plano-convex or 
double convex lenses as a substitute for the single lens of the 
eye-glass* in order that the field of view may be greatly 
increased without anv great regard t*> the correctness of the 
details. For this purpose. Dr. Carpenter states; *■ — ‘‘That lie 
has beei>in the habit of using :w % eye-piece consisting of a 
meniscus, having the -oucave side* next tht* eve, and a convex 
lens, having the form of least aberration wit limits Uattest side 
next tin* object; tins thru' nearly resembles IlersehellV apla- 
nati" d.mnlet. Tile field-glass also is a double convex lens 
of the form of least aberration. With this eye-piece he was 
enabled to obtain a field »f fourteen inches in diameter 
(measured at the usual distance — ten inches), equally distinct 
and well illuminated over every pai M and admirably adapted 
for the display of sections of wood, wings of insects, and 
objects of a similar description, and also for opaque objects. 
When employing it for these purposes, he prefers using a 
single lens as an object-glass instead of !m achromatic oiks as 
the latter are adjusted for a much smaller field of view, and 
produce an image which is distinct, only in the centre. 

The ] lower of the microscope may he greatly increased, »jot 
only .by using different eye-pieces and objcH -glares, but :d<o 
by increasing the distance between tbun by the draw-tube, 
described in page 6t). For instance, sunpose that the one 
inch object-glass and the lowest eye-piece are employed, ami 
that without the draw-tube the magnifying power was thirty- 
five, and with the second eye-piece forty-live, and with the 
third eighty -five, by the draw-tube these powers may not 
only be made cyen numbers, as forty, fifty, and ninety, but all 
intermediate numbers, if required, may be obtained without 
changing either the eye-piece or the object-glass. Besides 
this, it is often required to make a particular object fill tin* 
whole o -u*ly the whole of the field of* view, this is readily 
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done by employing the eye- piece and object-glass that most 
nearly effect it, and then to accomplish the remainder by 
drawing out the tube. In the use of the micrometer eye- 
piece, the. draw-tube will also be found of essential service to 
make the divisions come out whole numbers, a point that will 
again be more particularly dwelt on. 
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CHAPTER*!. 

PRELIMINARY DIRECTIONS. 

All the most complete forms, both of simple and compound 
microscopes, constructed by our principal makers, together 
with the optical and other apparatus supplied with them, 
having now been fully described in the first part of the work, 
it becomes necessary to enter in detail into the different modes 
of using the same. And as the compound instrument is of 
more general importance and more difficult to use than the 
simple form, it must first claim our attention. But for the 
better understanding of the different steps in the proceeding, 
it has been deemed advisable to describe them under separate 
heads. 

Position . — If day-light is to be employed as the illuminating 
agent, the spot selected for planting the microscope Qn should 
be in all cases a firm steady table, near a window that is not 
at the time exposed to the direct rays of the sun, a white 
cloud immediately opposite to the sun is the point from which 
the most intense light is given off, and a dark cloud or blue 
sky in the same situation is that from which the fewest rays 
proceed. If the instrument is to be used at night, it matters 
not where the tifMe is placed, but the chpice of an illuminator 
then becomes necessary. This most commonly is an Argand 
oil lamp, but a wax light or that of gas or camphine may 
supply its place. The microscope having the mirror and the 
rest of the optical part, free from dust, being placed upon the 
table, and an eye-piece having been slid into one end of the 
compound body, and an object-glass screwed into the other. 
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must now have the compound body inclined to such an angle 
as will bring the top of the eye-piece opposite the eye of the 
(Observer when sitting in the most easy posture. The next 
step is the adjustment of the light. 

Adjustment of the Light — If it be required to examine a 
transparent object by day, the light must be taken from a 
window as free from bars as possible ; but if at night, then 
one of the illuminators, previously described, must be brought 
within a moderate distance of the mirror, this last is to 
be turned about in any direction, until the light reflected 
from its surface be seen to pass through the hole in the stage, 
and to fall in the direction of the axis of the instrument upon 
the end of the object-glass ; then, by applying the eye to the 
eye-piece, and moving the mirror very slightly one way or 
the other, the maximum of light will be obtained ; but if the 
object to be examined be opaque, and if the Lieberkuhn, fig. 
66, is to be employed, the lamp may be placed in the same 
p6sition as for a transparent object, but if required to be illu- 
minated by either of the condensing lenses represented at 
page 106, then the lamp must be brought nearer to the ob- 
server, and the light thrown upon the object by placing the 
condenser between it and the lamp, in the manner presently 
to be shown by diagrams. As a general rule, i$ is best to use 
the low powers first, as a good light and greater clearness of 
definition, together with a large and flat field of view, will be 
obtained; the higher powerr may be employed when the 
observer has a good general idea of the arrangement of the 
ceveral parts. 

Transparent Objects . — These, previous to being examined, 
are to be placed either with or without water upon a slip of 
glass, and covered with a piece of thin glass or mica, or, if re- 
quired, either of the animalcule cages or compressors, described 
at page 116, maybe employed for the same purpose. Between 
which ever of these pieces of apparatus the object^ is" con- 
tained, die next proceeding is to place it upon the object-plate 
of the stage, and having so adjusted, the latter, either by 
sliding it up or down, or by acting on it by the stage move- 
ments, that the object, if visible to the naked eye, may be 
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brought as near to the axis of the object-glass as possible. 
We now come to the adjustment of the focus. 

Adjustment of the Focus . — If the focal distance of the object* 
glass be known, then, without looking through the compound 
body, it may be brought down as near to the focus as possible, 
by turning the large milled head of the coarse adjustment, and 
the eye being applied to the eye-piece, the proper focus may 
be obtained, Jby carefully noticing when either the object or 
some of tie extraneous bodies generally found either upon the 
glass or in the fluid nome into view. If the power employed 
be a high one, it is always best to bring the object-glass as near 
as possible to the focus with the coarse adjustment, and to use 
the fine afterwards when the eye is applied to the eye-piece. 
If the object be not in the field of view, then the glass or 
other apparatus on which the object is placed is to be moved 
about by the stage adjustments until it appears there, or, in 
the absence of stage movements, the fingers themselves must 
be employed. When the object is of any thickness, it will be 
readily found that by the use of the fine adjustment, any part, 
whether of the upper or *)f the under surface, may be brought 
into focus ; and if it should be transparent and cylindrical, like 
some of the vascular tissues of plants, the markings on the 
vessels may bo traced all round the cylinder, and if the milled 
head of the adjustment be graduated, as in the instruments bf 
Messrs. Smith and Beck, then one revolution of the milled 
head will either raise or depress the object-glass about the 
x£o °f an inch, and if the divisions amount to ten, then the 
value of one division will be the T ^ 0 of an inch, so that the 
thickness of any object of this minute size can be very well 
ascertained ; a plan of measuring that was first adopted by 
Mr. Valentine in the microscope, described at page 61. By 
this contrivance? «lso, certain pits or depressions in a» ny object 
can be accurately measured, by bringing first the upper or 
plane surface into focus, and then noting how many revolu- 
tions or parts of a revolution are gone through before the 
bottom surface is also eorrcctly defined; the graduation of the 
milled head will also be found of great service for properly 
adjusting the front lens of the higher power object-glasses, as 
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the thickness of the thin glass cover can be accurately mea- 
sured, and the object-glass corrected by certain rules presently 
to be laid down. When any object has been under examina- 
tion, and it has become necessary either to remove it from the 
stage for some alteration, or to substitute another ip its stead, 
it will be found by far the best plan, if the object-glass be of 
sh©rt focus, to turn it back from the object before removing 
it, by this means all contact between it and t}ie object will 
be necessarily prevented ; r as often, either by the removing of 
the object or the substitution of another, when the object- 
glass is of shbrt focus, all risk of injury will be avoided. 
After a few trials the custom of turning back the object-glass 
by the coarse adjustment will become habitual. 

Various re-agents, such as the acids or alkalies, may be 
applied to objects when they are being viewed, by touch- 
ing the edges of the glass cover with a small glass rod or tube 
that has been r dipped into the required fluid. A small quan- 
tity will gradually insinuate itself between the glasses, and its 
effects can be easily watched. When a large quantity of a 
corrosive fluid is required, or if the object in fluid be not 
firmly secured between the two glasses, it is advisable to 
place the microscope upright, as then all danger of losing the 
object, or of having the fluid escape about the stage, will be in a 
gfreat. measure avoided. The glasses between which objects are 
placed should be perfectly free from grease, if not so, when the 
water or other fluid is added, it will not run equally between 
the glasses, and large air bubbles will be formed, all of 
which should be got rid of, especially if they are in the neigh- 
bourhood of the object, as they act like so many lenses, and 
occasion a disturbance in the rays of light that are passing 
either through or about them. 

Small living insects may be viewed in ther'live box or the 
animalcule cages by transmitted light, and those that are 
large, such as flies, may even be held in the forceps, and* the 
circulation in their legs readily seen, no glass being placed 
beneath them. * 

When the highest powers arc required, the light of the day 
or of a lamp may be greatly increased by the use of the achro- 
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matic condenser, described at page 100, especially if the light 
be first thrown on the mirror by the bull’s-eye condensing 
lens, full directions for the use of which will be given in the 
following chapter. 

Opaque Objects . — These are illuminated either by the bull’s- 
eye condensing lens, the Lieberkuhn, or the side reflector, and 
the object-glasses employed cannot exceed the one-fourth 
an inch, as nc^higher magnifier is provided with a Lieberkuhn, 
and the light from the condensing fern or side reflector cannot 
be thrown upon any opaque object that has the object-glass 
nearly approaching it. Opaque objects are generally mounted, 
either on slips of glass or on discs of card or other material, 
having a pin passed through them ; these require to be held 
in the forceps, described at page 113, and if the Lifeberkuhn be 
employed, the diaphragm plate under the stage must be 
removed, and the light thrcfwn upon the Lieberkuhn by the 
concave mirror in the same manner as was described for a 
transparent object, the lamp or other illuminating agent being 
placed either in front or on one side of the mirror. If the 
microscope be inclined, and it be required to illuminate an 
opaque object by the condensing lens, the lamp must then be 
brought near to the eye of the observer, and the condenser 
placed between it and the object; the distance between 
the lamp and the condenser being in all cases greater than 
that between the condenser and the object, otherwise the 
rays of light will not be made to converge upon the object. 
If the disc or glass on which the object is mounted, or even 
if the object itself be not large enough to cut off* the liglrt 
from entering the object-glass, then a dark stop or well, 
represented by fig. 68, must be employed to form a back 
ground to it. The method of using the stops and all the 
other illuminatii% apparatus must now be more fully entered 
into, but it will be necessary for those who are about to use 
the microscope for the first time, to pay particular attention 
to the directions just now given, as their future progress in 
manipulation will be much facilitated by so doing. 
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CHAPTER IL 

ON THE ILLUMINATION OF OBJECTS. 

» 

All the objects required to be examined by the microscope 
belong to one of two' classes, either the transparent or the 
opaque. The methods of illumination differ fof each class, in 
the former the light is generally reflected upon them by means 
of a plane or convex mirror, whilst in the latter it is either 
condensed upon them by a lens or else by some modification 
of the silvered cup, termed, from its inventor, the Lieberkuhn. 
As the perfect illumination of objects is of the utmost import- 
ance, nay, almost as essential as a good glass to examine them 
with, it will be necessary to enter somewhat in detail into the 
various plans that must be adopted, in order that all the true 
characters present, in any given subject under investigation, 
may be brought out and rendered perfectly distinct. In order 
to effect this, it is requisite that it be viewed alternately under 
every description of light, whether strong or faint, oblique or 
direct ; or whether the light be reflected through it from a 
mirror, as in the case of a transparent object, or be condensed 
upon it by a lens as for an opaque ; in short, every new sub- 
ject should be viewed under all the various conditions which 
will subsequentfy be enumerated. 

Transparent Objects . — Where a great amount of light is 
required, the plan generally adopted is to use the concave 
jnirTor, winch should be so contrived as to slide up and down 
upon a stem, so that it may be brought close to the stage or be 
slid aw&y from it, and by means of a universal joint be made 
capable of being turned in every direction; when rays of 
light from a lamp or x candle fall upon a coxCave mirror, they 
are rendered convergent, and the distance of the mirror from 
the stage should, therefore, be so regulated that, if required, 
the whole of the light reflected from the mirror may be 
brought to a focus upon the object, or if a weaker light be 
necessary, .then by sliding the mirror either nearer the stage 
or farther away from it, the desired light will be obtained. In 
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both these cases there will be a larger field of view illumi- 
nated, but with a great diminution of its brightness, hence the 
use of the mirror being made to slide. For all objects of 
large size, such as sections of wood, mosses, the wings of 
insects, &c 4 , where low powers only are required, the illumi- 
nation may be effected by the concave mirror, which, for the 
purpose, should not be less than ttfo inches in diameter. 
Nothing is more simple than to illuminate a large object, but 
it will be Tound, when high powers are used, that considerable 
difficulties will prevail, and it is important that all the light 
possible should be made available for the purpose, it becomes 
necessary therefore to hdve recourse to the other optical con- 
trivances presently to be described. 

To cut off all superfluous light, an apparatu# termed the 
diaphragm, described at page ^99, fig 49, is generally fitted to 
the under side of the stage ; it is supplied with a moveable 
plate, in which there are three or more holes of different 
sizes, each of these in succession may be brought between 
the mirror and the object, and it will be found advisable 
to try l5y which of the apertures the best definition is 
effected. 

Some persons recommend the interposition of a plate of 
ground-glass between the mirror and the object, to diffuse the 
light equally over the field, and to destroy all the glare occa- 
sioned by the reflection of a large body of* light, but this is 
only applicable to objects of lajrge size, where low powers arc 
used. When applied to the higher powers, and to objects 
which require to be well defined, the field of view is the^ 
rendered so misty, that all sharpness of outline is destroyed. 
In this case a very great improvement is effected if the ground 
surface of the glass be made greasy, which allows more light 
to be transmitted- Another way of softening the glare is to 
supply the place of the ground-glass with glass of a neutral 
or blue colotir, this is recommended to destroy the reddish- 
yellow colour given off from all luminous bodies,.and to make the 
artificial light as pleasant to use as that of the natural or day- 
light ; but none of these appliances should be used with high 
poweite, or where accurate definition is necessary, as in the 
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case of test objects. It will be found useful to have a piece 
of neutral tint glass fastened into the diaphragm-plate, as 
described at page 100. That it may be always at hand when 
required. 

The plane mirror, with some form of condensing ( apparatus, 
is required with all powers above that of a hundred linear, 
when it is wished to examine very delicate objects by arti- 
ficial light; for this purpose the form of condenser first 
recommended by Dr. Wellaston for his doublet microscopes, 
and described in pages 30 and 100, will be found very ad- 
vantageous ; it consists of a tube, in which a plano-convex 
lens, of three-quarters of an inch focus, is made to slide up 
and down within certain limits. This tube is fitted to the 
under part of the stage, and at its lower end is provided with 
a plate of metal, perforated with a hole of a requisite size, 
termed a stop ; the rays of light reflected from the mirror, if 
taken from a white cloud, being parallel, will be thrown upon 
the lens as such, and by it be brought into a focus upon the 
object ; this is effected by sliding the lens either up or down. 
Most objects are best seen when the image of the aperture 
or stop is also best seen. When artificial light from a lamp 
or candle is employed, the rays which fall on the mirror may 
be rendered parallel by placing the bull’s-eye or condenser 
irf front of the flame with its flat surface nearest to it, the 
lamp itself being placed at least a foot distant from the 
mirror. « 

Dr. Goring effected an improvement on Dr. Wollaston’s 
condenser, by putting the stop above the lens, so that it 
might be near to the object ; by these means the rays of light 
are brought to a focus on the object, and all the superfluous 
ones are cut off by the stop, but if the original tube be pre- 
served, tlje stop abovp the mirror may still bfe used, the one 
immediately above the lens being in no way interfered with 
by it. Mr. Yarley has recommended* a very excellent plan 
for imitating artificially the light reflected from a white cloud 
opposite the sun ; this is by covering the surface of the mirror 
under the stage with carbonate of soda or any other white 
* Vol. xlix., page 353, of Transactions of the Society of ArB. 
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material. On the surface of this the light of the sun is to be 
concentrated by means of a large condensing lens. The light 
so reflected is very intense, and forms an excellent substitute 
for the white cloud, which, as Mr. Ross states/ when oppo- 
site the sup, and of considerable size, is the best day-light, as 
the pure blue sky, in the same situation, is the worst. 

Sir David Brewster, to whom we afe indebted for so mar>y 
valuable suggestions and discoveries in optical science, statesf 
that, for perfect definition, the fochs of the illuminating lens 
for transparent objects should fall exactly upon the object, so 
that there shall not be two sets of rays at different angles, 
one proceeding from th6 luminous body, and the other from 
the object to be magnified ; and adds, — u That the illuminating 
lens should be perfectly free from chromatic and spherical 
aberration, and that the greatest care should be taken to ex- 
clude all extraneous light, both from the object and from the 
eye of the observer.” All this implies that the condenser 
employed should be in itself achromatic, for an ordinary lens 
acting more or less as a prism to decompose the light, it 
follows tlfat in most cases we shall have the object illuminated 
with the prismatic colours, and all sharpness of outline at once 
destroyed. Hence the necessity of employing a doublet or 
some kind of achromatic lens for a condenser. 

Achromatic Condenser or Eclairage . — This instrument, the 
invention of M. Dujardin, an eminent French microscopist, 
has been previously alluded to ; *the different forms of it, sup- 
plied with our best microscopes, are represented by figs. 51, 
52, 53, and although differing slightly from each other in then 
construction, they all, nevertheless, are capable of being so 
adjusted for use, that the axes of the illuminating lens and 
object-glass may accurately coincide with each other. The 
means provided f&r effecting these adjustments are represented 
by the figures, but in order to facilitate their use, Mr. Ross 
has drawn ujf a series of directions, which being applicable to 
other microscopes, as well as his own, I venture here to quote 
in full : — 

* Penny Cyclopaedia, Art. Microscope. 

* f Treatise on Microscope, p. 146. 
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“ When employing this apparatus, the general practice is 
to insert in it, as an illuminating lens, the object-glass next 
lowest in power to that which is intended to be attached to 
the microscope ; so that when the one-eighth is used oh the 
microscope, the one-fdtirth is screwed into the Ruminating 
apparatus, and so, in like manner, with the rest. But when 
economy is not regarded, a system of three achromatic com- 
binations is . supplied, adapted for the illumination of the 
whole range of the powers of the microscope, the whole 
system being employed for the highest powers, two of such 
combinations with the middle powers, and the largest combi- 
nation by itself, for the lowest powers. This illumination is 
not required for objects when viewed with object-glasses 
transmitting small pencils of rays, or whose angular aperture 
is less than thirty degrees — that is, where the object-glass is 
of greater focal length than half an inch. 

“ The apparatus is fixed to the underside of the stage of the 
microscope, in the place of the diaphragm plate ; and before 
fixing, the proper object-glass, as an illuminating, lens, must 
be screwed on to it. Place the object to be viewed upon the 
stage of the microscope; and when the instrument is not 
directed at once (as after noticed) to the source of light, such 
as the flame of a lamp or a white cloud, arrange the reflector 
(having the plane mirror upwards) so as to throw the light up 
the tube of the apparatus; which may be ascertained by 
turning aside the microscope tube, and observing when the 
spot of light appears on the object placed on the stage. The 
microscope tube is then to be replaced, as nearly over the 
spot of light as possible, and vision of the object obtained, 
disregarding the precise quality of the light." 

“ The two following important adjustments must next be 
effected : t — fir^/ make the image of the source of light (as 
flame of lamp or light cloud) distinctly seen at the same time 
that the object on the stage is seen ; and, secondly, make 
the axis of the tube of the illuminating apparatus coincide 
with that of the tube of the microscope. The first adjustment 
is accomplished by turning the milled-head screw on the side 
of the tube of the apparatus, until the brightest illumination 
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is seen through the microscope;* then move the microscope 
tube from its central position sideways across the spot of 
light and back again, to ascertain if the spot of light passes 
across the centre of the field of vision; if not, it may be 
corrected bjr turning the milled-head screw of the illuminating 
apparatus which presses against the front edge of the stage, 
and when, by adjustment, it is found that the spot of light* 
passes centrally across the field, then, having adjusted the 
microscope tube so as to bring the spot of light to the centre 
of the field of vision, screw the microscope tube fast in its 
place. To effect the second adjustment mentioned above, the 
mirror must be moved about until an image, more or less 
distinct, of some adjacent object— such as a window-bar or 
chimney-pot — crosses the field of the microscope ; the most 
distinct vision of this object is tlien to be obtained by turning 
the milled-head screw on the side of the illuminating appa- 
ratus, the microscope tube remaining stationary with the object 
in its focus. When these general adjustments are accom- 
plished, the whole may require correction, which must be 
effected by*a repetition of the process. The mirror may then 
be turned up to the sky, that being the source of light, and 
its best state for illuminating microscopic objects is by means 
of white clouds opposite the sun. The utmost perfection of 
vision is generally obtained by tliis adjustment for day-light * 
illumination upon delicate objects; but by lamp-light these 
objects are sometimes seen best, by placing the achromatic 
illuminating lens a little nearer the object than the distance 
which produces a distinct image of the source of light, at the 3 
sarfie time that the object is in focus. Objects having some 
little thickness are best seen when the lens is a little farther 
off than the distance just mentioned. Tliis last position of 
the illuminating leas diffuses the light mojre eqifilly oyer the 
field. 

“ When laidp-light is used, an object-glass of lower power 
than that which it is intended to employ for observation, 
should be&pfied to the paicroscoptf tube, and the adjustment 
performed as before directed. Attention must be paid to this 
additional circumstance, namely, that Jthe image of the lamp 
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be placed in the middle of the illuminated disc of light* by 
means of the mirror ; the mirror and lamp are then to remain 
stationary. But if the mirror should not be employed* and 
the light obtained direct from the lamp, then* in order to 
throw the image of the lamp in the middle of th^ illuminated 
disc* the adjustment must be made by a lateral movement 
<of the whole microscope, and by varying its inclination ; the 
image being thus found, the lamp and microscope must remain 
stationary. The objecteglass used in this prenmiiiary adjust- 
ment is to be removed, and the object-glass to be employed 
for observation is then to be screwed on to the microscope 
tube in its place* and the object brought into focus, which 
will also bring the image of the flame of the lamp distinct ; 
but the distinctness, as also the centricity of the image of the 
flame, may have been in a degree deranged by slight differ- 
ences in the screws of the object-glass and other minute 
circumstances. This deviation is to be rectified by moving the 
microscope tube sideways and back again across the image of the 
flame* and, if adjustment be necessary, by turning the milled- 
head screw which presses against the front edge ot the stage* 
as before described, while the mirror and lamp remain sta- 
tionary. Slight obliquity of the illumination subdues the 
glare attendant upon perfectly central and full illumination by 
"lamp-light; and this obliquity may be obtained by slightly 
altering the position of the mirror ; or if the mirror is not 
employed, but light is obtained by pointing the microscope 
tube directly to the lamp, then the obliquity required may be 
t obtained by a small variation of the inclination of the micro- 
scope.” 

Some achromatic condensers are provided with a prism of 
the form represented by fig. 90, as a substitute for the plane 
mirror.* M. Dujardin employed it with his.condenser, and the 
first of these instruments brought to this country was supplied 
with one. The method of using it differs so little from that 
of the ordinary mirror* that no especial directions need be given. 
The prism certainly has some advantages over a mirror in 
bringing out minute markings, and also in being a better 
illuminator. 
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Mr, Varley’s dark chamber has been already described at 
page 100, it is very useful where an achromatic condenser is 
not supplied, as the light, having no lens to pass through, 
is not decomposed, in this consists its value; the method of 
using it being similar to that of the achromatic or Wol- 
laston’s cofidenser, a separate description is not required in 
this place. a 

Direct Light — Many very delicate objects may be seen to 
the greatest advantage by what is germed direct light which 
is obtained readily by the removal of the mirror, and by 
placing a lamp or candle behind the stage in its stead ; for this 
purpose it will be necessary to incline the microscope, so that 
the rays may pass through the stage; and in order that the 
posture in which the observer must be placed be not ren- 
dered fatiguing, it is the best plan at first so to raise the 
instrument from the table, that the eye-piece may be on a 
level with the eye. In the day time, the light taken directly 
from a white cloud opposite the sun will serve to bring out 
some objects very beautifully, but it is impossible to give 
a list of .tjfbse that are best shown by direct light, this can 
only be known after very extensive practice, as the effects 
wilWary with each different magnifying power. 



Fig. 111. 


Fig. Ill represents the method of illuminating by direct 
light, a is the compound body, placed in a horizontal 
position, having the sta^e b at right angles to it ; the mirror 
m is turned on one side, so that the diverging rays r r' 
12 
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emanating from the lamp Z, may pass through the hole in the 
stage in nearly straight lines; the same position of the instru- 
ment will sometimes answer for daylight, but it will be gene- 
rally found that, to get the brightest light, the compound 
body must be more depressed. If the lamp employed as the 
illuminator can be slid down so far, that the end of the burner 
nearly touches the taWe, or if a short piece of wax candle be 
used, the compound body may be inclined at an angle the 
most easy for the observer to work at ; the inclination in all 
cases must, of course, depend upon the height of the illumi- 
nating body from the table on which the microscope is placed. 

Oblique Light — For the perfect definition of the markings 
of certain fossil animalcules of the genus Navicula, very 
oblique light must be employed, this is effected by placing the 
microscope in the inclined pooition, and taking away all the 
apparatus from the under surface of the stage, such as the 
diaphragm-plate, or achromatic condenser, and by turning the 
mirror so far on one side, that the rays of light may be thrown, 
as it were, obliquely across the object, and not perpendicularly 
through it. When the mirror cannot be turned veiy.far away 
from the centre of the stage, the desired effect may be ob- 
tained by mounting the object upon something that will raise 
it some distance above the general level of the stage. Mr. 
k Anthony employed two of the boxes which contain the object 
glasses for this purpose. 

Background Illumination . — The attention of microscopists 
was first drawn to a method of illumination by the Rev. J. 
B. Reade, in the year 1838, who called it by this name. The 
method consists in illuminating the object by a very powerful 
light, placed at such an angle with the axis of the microscope 
that none of the rays can enter it, except those which fell 
directly upon the object, and are so far bent as to pass through 
it into ‘the compound body. For the better understanding 
of the mode of effecting th\$ illumination, fig 0 112 has been 
drawn to give a general idea how the microscope and the 
other apparatus are to be placed for the purpose b re- 
presents the stage of the microscope* in an inclined position ; 
c a condensing lens placed below and on one side of the 



ON THE ILLUMINATION OF OBJECTS. 179 

stage ; d a lamp also placed below the stage and at some dis- 
tance from it ; the rays of light r r r' r' emanating from the lamp, 



Fig. 112. 


are thrown obliquely upon the object*, and only those that are 
refracted by the glass, or by the object under examination, will 
pass through the compound body to the eye : some objects, 
when viewed in this way, will appear beautifully illuminated 
on a field of view that is nearly, if not quit$, dark. This is a 
most valuable method of illumination for some preparations, 
but not for others ; hence, in all newly investigated struc- 
tures, it should be employed to see what effect it produces on 
them. It is also capable of being accomplished by daylight by 
elevating the condenser c above the stage, and then allowing 
the rays from a white cloud, if possible, to pass through it ; 
but the effect^is not quite so striking as when a lamp is 
employed, unless the eyes be shielded by the hood*or bonnet, 
described at page 132, from &11 the surrounding light. These 
different modes of illuminating transparent objects will be 
again alhdjpd to in the chapter devoted to test objects. 


12 * 
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CHAPTER II. 

OPAQUE OBJECTS. 

Opaque objects may be illuminated in, at least, t^o different 
ways ; either by light thrown upon them obliquely by a con- 
densing lens or a side reflector, or else by the silvered cup or 
Lieberkuhn; in the latter ^ase, the rays fall upOn them more 
or less perpendicularly. In the first method, and when the 
object is large, we employ simply the condensing lens or 
bull’s-eye, as it is sometimes called, which has been fully 
described at pages 106-7-8. The illuminating body, which 
may be either a candle or an argand lamp, should be situated 
about a foot or eighteen inches distant from the stage of the 
microscope, and the condensing lens, with its convex side 
towards the lamp, placed so near the stage, that all the light 
falling on it may be brought into a focus upon the object. By 
turning the convex side of the lens towards the lamp, as 
shown in fig. 113, in which A B represents the stags; C the 



glass plate supporting the object a; D E the condensing lens; 
L the lamp ; and rfrr y diverging rays of light falling upon 


OPAQUE OBJECTS. 


181 


the lens D E 5 these rays, as also those shown by fig. 100, will 
be brought into a focus F, when the lens is placed as there 
represented; but if the flat side occupy the same position, 
then, according to fig. 101, it will be in the worst possible 
condition, # as its spherical aberration will be the greatest. 
Fig. 114 represents this arrangement, the same letters being 
used as in the preceding figure ; here It will be seen that tlje 



Fig. 114. 

rays nearest the margin of the lens D E will be brought te 
a focus upon the object a, but those nearer* the centre will 
pass on to F, so that a will be cpily illuminated to about one- 
half the extent of a in the preceding figure. When, however, 
it is required to procure either parallel or diverging rays, t 
so as to illuminate a large surface, such as the mirror or 
side reflector, the lens must then be placed very near the 
lamp with its flat side towards the light, as shown in 
fig. 115 , and, acceding to the distance of the one from the 
other, so will the rays either^ be convergent, divergent, or 
even parallel.* Should it be required to illuminate a large 
portion of an object for dissection or for other purposes, then 
we may have recourse^ to the following plan; the large 
condenser must be placed near to the lamp, so that diverging 
rays given off from it may be so converged as to fill the entire 
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circle of the small condenser, before described at page 108 ; 
this, generally speaking, is a double convex lens of twoor 



three inches focus, and either supported on a separate foot, 
or else attached to the stage, 'or some other immoveable part 
of the stand of the microscope ; and should be so placed that 
the rays of light from the large condenser be thrown upon it. 
These rays being slightly convergent, and falling upon a 
double convex lens, may either be rendered parallel or con- 
vergent ; in the former case, a spot, equal in size to the lens, 
may therefore be illuminated, or the light may be brought to 
a focus F upon the object C, as seen in fig. 115, where L 
represents the lamp ; D E the large condenser ; and A B the 
smaller. The small condenser answers uncommonly well for 
daylight, for, in this case, the rays being parallel, they will be 
made to converge and be brought into focus upon the object. 
This mode of illuminating an opaque object appears to have 
t been first contrived by Hooke, in 1675, for, in his Microgra- 
phics plate 1, the same arrangement is represented as the one 
above described; but, instead of a large condenser, a globe of 
glass full of water was used by him. 

The other mode of illuminating an opaque object by oblique 
light is that by the side reflector, the invention of Mr. Boss, 
it consists of a hemispherical oblong silver tup, described 
at page 104, which is attached to some immovable part 
of the stage or the stand of the instrument, and is sup- 
plied with a sliding arm and a ball and socket joint for ad- 
justment, so that it may be used for an opaque object either 
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placed on the stage, or held by* the forceps; the mode is as 
follows : — 

The condensing lens, being placed near to the flame of the 
lamp, must be arranged to tlirow parallel rays upon the re- 
flector, which should be so adjusted as to condense them upon 
an object placed in its focus. The manner of doing this is 
shown by fig. 116, where AB represents the reflector; C^a 



Fig. 116. 

glass slide, supposed to be on the stage-plate of the microscope, 
with an object a upon it ; L the lamp, the burner of which 
should be on a lower level than the reflector ; and D E the 
condensing lens placed at a short distance from the flame .of 
the lamp, the diverging rays given off from it are rendered 
nearly parallel by the lens, and the five rays r r, &c., falling 
on the reflector, become convergent as seen rV, and, as such, 
meet in a focal point on the object a. The reflector being 
attached to some immoveable part of the microscope stanS, 
and the lamp and condensing lens being also fixtures, it 
follows that the object, if large and flat, may be moved by the 
stage adjustments into any position that may be required 
without the least alteration of the reflector; but should the 
object have *an uneven surface, the reflector may then be so 
turned on its ball and socket joint, as to suit every inequality 
; the object may present. 

Lieberkuhru — The mode of illuminating by perpendicular 
light is effected by the Lieberkuhn, before described at 
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page 111 ; this consists, as thfere stated, of a concave silvered 
cup, adapted to a short tube that slides over the outer part of 
the setting of the object-glass with which it is intended to be 
used; and is so contrived that, when converging rays of light 
are thrown on it by the concave mirror, they will be brought 
to a focus on an object placed in the focus of the object-glasa 
iyi the object-glasses, from the two inch to the one-fourth, are 
provided with Lieberkuhns, but the one-eighth and one-six- 
teenth approach so close to the object, that it would be useless 
to apply one to them. The older microscopes were sometimes 
fitted with only one Lieberkuhn for all the magnifying powers, 
and this was made to slide up and down upon the end of the 
compound body, as described at page 22, so as to condense 
the light upon any object placed in the focus of either of 
the magnifiers, but it will be found far preferable to have a 
Lieberkuhn adapted to each object-glass, the old way was 
economical, bpt, as microscopes are now constructed, the plan 
cannot well be adopted. 

When it is required to use a Lieberkuhn, the diaphragm 
plate should be removed from the under surface of the 
stage, and an object-glass, with its accompanying Lieberkuhn, 
having been screwed to the compound body, the object in- 
tended to be viewed must either be placed on the stage-plate 
or held in the forceps ; the light must then be thrown upon 
the Lieberkuhn by the concave mirror, as shown in figs. 117 
and 118, where A represents t^he end of the compound body, 
B the object-glass, C the Lieberkuhn in section, D the 
concave mirror, and E an object in the focus of the object- 
glass. The converging rays r r, &c., reflected from the mirror, 
will be condensed upon the object E, which, if perfectly flat, 
will be well exhibited ; but if the surface is uneven, no part Of 
it will be correctly defined, Mn consequence qf there being no 
shadows. The method of illuminating then to be employed is 
shown by fig. 118, where it will be seen that the Vays r r, &c., 
from the mirror, are only thrown on one side of the lie* 
berkuha C ; these are reflected obliquely upon the object E, 
and no part of it being illuminated perpendicularly^a shadow 
is therefore produced, and a correct figure obtained If the 
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object be a transparent one, it fs necessary that some kind 0 f 
dark ground be placed at the back of it, to prevent the central 



A 



rays of light from passing to the object-glass : this may be 
effected by the employment of one or other ftf the dark stops 
or chambers, represented by fig. *119, which should be brought 
into the axis of the instrument, so as to cut off all the rays 
that otherwise would pass to the object-glass, and so inters 
fere with the definition, as it is highly necessary that no rays 
should pass to the magnifier, save those from the object itself. 
These stops are made of different sizes for the different 
magnifying powers ; the lower tht power the larger the stop 
required. When the stops aj*e not fitted to a microscope, 
their place rftay be supplied by a disc of black paper laid 
behind the object; or if the preparation be mounted either on 
the discs d* eork or in qells, as hereafter to be described, the 
use of th| dark stop may be dispensed with. Many persons 
prefer* mounting their opaque objects on papers of different 
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colours, such as green, red, and even white $ but it will be 
found by far the best plan to use a dead black, as then there 
* s no danger of the definition being interfered 
with by light reflected from other parts than 
^|||^ from the object itself. When the, subject of 
I investigation is in fluid, and of a white colour, 

I a portion of black paper may be placed be- 
ll neath it, to form a back-ground ; if the paper 

I be madeMth lampblack, there is ho fear of 

I the colouring matter coming off*; or even a 

I , piece of glass which has been blackened on 
I one side with sealing-wax, dissolved in spirits 

I of wine, will form an excellent back-ground, 

I and such a thing should be always at hand; 

I it will often Be found convenient, and will 

II answer the purpose of the black circular disc 

* with which all the old microscopes were sup- 

Fig. 119. plied. The method of using the dark stops 

is shown in fig. 120, where a represents the 
end of the compound body ; b the 
object-glass; c the Lieberkuhn; e the 
® dark stop, which is to be placed in 

, | ■ J the hole of a small arm, that is capa- 

1 — p hie of being turned under the stage 

1 * j after the diaphragm has been re- 

mo^ed ; f a pair of forceps, in which 
^ £ is held the object cL The rays re- 

I • fleeted in nearly parallel lines from 
^f \ j j II ! M I mirror are by the Lieberkuhn 

y ‘ I ! II ! 1 I * concentrated on the object, and those 
Fi 120 wliich are near the centre are pre- 

vented from passing into the object- 
glass by the dark stop e : it little matters how small the 
object is, or whether it be transparent or notfc as the dark 
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Fig. 120. 


stop will entirely prevent any light passing either through or 
around xt. .1 

When the side-reflector and the Lieberkuhn are compared 
together, it will be |pen that, with the latter, all opaque 
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objects must be under a certain size, otherwise no light will 
pass around them to reach the Lieberkuhn ; but, with the 
former, it matters not how large they may be, as the light is 
thrown down obliquely upon them, in the same manner as if 
the condensing lens were employed. As a general rule it 
may be stated, that the side-reflector is most useful with 
powers up to the half-inch, the Lieberimhn with the higher. 

It must b^ borne in mind that those objects in which rich 
tints of cblour prevail, or others ^hose surfaces in any way 
decompose the light, must be mounted in such a manner, that 
they may be turned in every possible direction, in order that 
the rays of light may fall on them at very oblique angles ; a 
disc of card or cork, with a pin through it, will be the best 
plan to adopt, as then they may be inclined at any angle, 
either by turning the pin or shifting the forceps in which the 
pin is held. The mounting on flat slips of glass, as shown in 
figs. 113-14-15, cannot be advantageously employed with any 
of such objects. 

Before # leaving the subject of the illumination of micro- 
scopic objects, it may be as well here to lay down certain 
rules, which, for the accurate display of minute structures, 
should be fully carried out. Sir David Brewster,* the greatest 
living authority in these matters, has insisted on the follow- 
ing ; these, with some few alterations suitable to our modern 
microscopes, we will adopt: — 

1. The eye should be protected from all extraneous light, 

except that which is transmitted through or reflected from the 
object. * 

2. Delicate microscopical observations should not be made 
when the fluid which lubricates the cornea of the observer’s 
eye happens to be in a viscid state, which is frequently 
the case. 

» , 

3. The figure of the compa will be leasts injured by the 
lubricating lluid, either by collecting over any part of the 
cornea, or moving over it, when the observer is lying on his 
back or tanding vertically. When looking downwards, as 
into the compound microscope arranged vertically, the fluid 

* Treatise on the Microscope, p. 138. 
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has a tendency to flow towards the pupil, and injure the dis- 
tinctness of the vision. 

4. If the microscopic object is longitudinal, like a fine hair, 
or consists of longitudinal stripes, the direction of the lines or 
stripes should be towards the observer’s body, ii^ order that 
their form may be the least injured by the descent of the 
lubricating fluid over the cornea. 

5. The fieljl of view should be contracted, so as to exclude 
every part of the object, excepting that which is under imme- 
diate examination. 

6. The lighjt which is employed for the purpose of illumi- 
nating the object should have as small a diameter as possible. 
In the day time it should be a single hole in the window 
shutter of a darkened room, and at night it should be an 
aperture placed before an argalid lamp. To effect this last 
desirable object, either the diaphragm represented by fig. 63, 
or the chimney shade described at page 137, may be employed. 

7. In all cases, and particularly when very high powers are 
requisite, the natural diameter of the light employed should 
be diminished, and its intensity increased by optical con- 
trivances. 

8. When a strong light can be obtained, and, indeed, in 
almost every case, homogeneotis light should be thrown upon 
tbe object; this may be done either by decomposing the 
light with a prism, or by transmitting it through a coloured 
glass, which has the property t of admitting only homogeneous 
rays. Sir David himself obtained homogeneous light by the 
employment of a lamp, in which diluted alcohol Vas burnt ; 
but the cost of the spirit, and the trouble of adjusting the 
proper colour of the flame, have been a complete bar to its 
general use. 

The two last rules may now be carried q»t to the fullest 
extent in all our modern microscopes, by the application to 
them of the achromatic condenser, and by thd use of the 
peutral v *tint, or "blue glass, under the stage, to destroy the 
yellow colour of the ifluminating rays. The chimneys of 
lamps also that Are now made of glass of a light blue tint, as 
described at page 137, render essential service to the illumi- 
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nation by the nearly complete destruction of the yellow colour 
of the flame, and by the substitution for it of a bright white 
light. 


CHAPTER IH 

MICROMETER. 

One of the most valuable adjuncts to a good microscope is 
an instrument termed the micrometer , which, % as its name 
implies, is for the purpose of ascertaining the measurement of 
small objects; for not only is it highly desirable in micro- 
scopical investigations to have a means of estimating the exact 
size of any object under examination, but, in the present 
advanced state of science, # accurate measurements alone 
oftentimes form the most valuable points of t distinction, 
and from the earliest period of microscopical science, the 
want of some common standard for comparison has been 
greatly fel# Leeuwenhoek selected minute grains of sand, as 
nearly alike as possible, and arranging them in a line, counted 
the number which occupied the space of an inch : by com- 
paring the subjects of his examination with these, he was 
enabled to form a rough estimate of their bulk. More, 
modem microscopists have employed for the same purpose the 
sporules of the Lycoperdon bovista, or puff-ball These, 
which are said to be so small as t&e part of an inch, will 
only answer for the most minute structures ; but for those 
that are larger, the sporules of the Lycopodium may be used, 
their mean diameter being about of an ineh. Dr. Jurin* 
introduced into the field of view small pieces of silver or 
brass wire, whose diameter he had previously ascertained by 
coiling it round a cylinder, and observing Row many bheadths 
of the wire weye contained in a given number of inches, or 
parts of an inch. Other substances, whose dimensions have 
previous|| b* en made known, such as&air silk and human 
blood, have all been suggested as applicable to the same pur- 
* Physico Mathematical Dissertations , p. 45. 
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pose. As long ago as 1750;* Martin Folkes, then President 
6f the Royal Society, described a plan of Cuffs* of placing 
a lattice of fine silver, or other wires, in the focus of the eye- 
glass of the compound body, the individual wires being dis- 
tant from each other -fa of an inch ; these were crossed at 
right angles by others at the same distance apart, and so 
contrived as to divide die whole area of the field of view into 
squares, whgse sides were just fa of an inch in length ; and 
as the image of any object under examination ifc foamed where 
the micrometer is placed, it follows that such image may be 
readily measured : this appears to have been the first applica- 
tion of a scale to a magnified image. 

Benjamin Martin, also, about the same time f contrived a 
micrometer for his compound microscopes : this consisted of 
a screw having fifty threads in the inch, and made to revolve 
in the focus of the eye-glass ; 4 one end of the screw was 
pointed, and the other was provided with a hand, or index, 
which could be turned upon a dial, like that of a watch, 
whose circumference was divided into twenty parts; the 
value of each division, therefore, was of aif inch. The 
object to be measured was placed on the stage in the usual 
manner, and was so adjusted that the image of one of its sides 
should be, as it were, applied to the point of the screw when 
* the hand of the index was at zero ; the number of revolutions 
and parts of the same that may be made during the passage 
of the point of the screw to the opposite side of the object 
will give itfy dimensions. 

The elder Adams employed an instrument of the same 

kind, which was clamped by a screw to the outside of the 

compound body, and a needle, acted on by a screw with fifty 

threads to the inch, was passed through a small hole in the 

side of the body, so as to be in the focus of the eye-glass ; 

the value of each tarn of the screw was known by an index, 

which pointed to a series of ‘divisions on a circular plate fixed 

at right angles to the axis of the screw. To ascertain faith. 

ease a small part <# an inch, a sectoral scale was contrived ; 

« 

* Baker — On Microscope, vol. fi., p. 

f Micrographia Nova, p. 10. 
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this consisted of two lines, which formed with each other an 
isosceles jangle, each of whose sides was two inches long 
and the base one-tenth of an inch; one side was divided into 
ten parts, and the transverse measure was such a part of the 
tenth of an inch as was expressed by the divisions, so that 
the transverse measure of the first division would be the 
tenth part of a tenth of an inch, or, ip other words, the 
If the divisions were twenty in number, then the value of tfie 
same meaguro would be of ^n inch. Adams also con- 
trived a micrometer for placing on llie stage ; it consisted of 
a few small silver wires, in the form of a lattice, the distance 
of one from the other being exactly equal to that of the 
diameter of the wire itself; the lattice was placed between 
two pieces of mica, and the object was placed upon the mica, 
and both it and the lattice weve magnified equally. Various 
other contrivances have been had recourse to for effecting the 
same object, but they may all be classed under two heads : — 
first, into those micrometers that are applied to the magnified 
image of an object ; and second, into those that are magnified 
at the sajAe time as the object itself. It would, however, be 
useless to enter further in detail into the subject, as only a few 
of the old forms are now adopted, these being the stage micro- 
meter, consisting of a number of lines accurately ruled on 
glass, metal, ivory, or mother-of-pearl, after the plan of those of 
the late Mr. Coventry, and the cobweb mierpmeter eye-piece 
of Bamsden ; the divided object-jflass micrometer, and many 
others equally good, being n <fw but rarely employed with 
the achromatic compound microscope. The micrometers in 
general use at the present day are of three kinds, and may bb 
designated as follows : — first, the stage micrometer ; second, 
the micrometer eye-piece; and third, the cobweb or wire 
micrometer. The first, or stage micrometer, is placed in 
immediate contact with the object, and both it and the object 
are magnified together ; whef eas the two last are applied to 
the magnified image of the object, which, in practice, has been 
found the most available plan. 

Stage Micrometer , indented by the late Mr. Coventry, con- 
sists of a piece or slip of glass, metal, ivory, or mother-of- 
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pearl, ruled with fine lines, by means of a diamond point, at 
some known distance apart, say from to -r^^f an inch, 
as shpwn by %. 121 ; on this the object is placed, and it is 



Fig. 121. 

C 

necessary that both it and the lines be seen at one and the 
same time: the number of lines which the object occupies 
will give the exact measurement. This method, however, is 
very inconvenient, and can only be effected with a single 
lens, or with a compound microscope of low power; for 
with higher powers the foca! point is so precise, that the 
plane in which objects can be distinctly defined is almost a 
mathematical one, and the lines and the object, therefore, 
cannot be in focus, or be distinctly seen together ; besides, if 
the object be immersed in a fluid, the lines will become indis- 
tinct from being filled with it, and thus the operation of 
measuring will be rendered almost, if not quite, impracticable. 
It is also inapplicable to opaque objects of any thickness, and 
even to transparent ones after they are mounted ; but is of 
great use for other purposes, and will be again alluded to. 

Eye-piece Micrometer . — This consists either of a positive or 
negative eye-piece, having a divided glass placed in the focus 
of the eye-lens : if the positive eye-piece is used, the divided 
glass is placed below the field-lens ; but if the negative, then 
the point selected is between the two lenses. The positive 
eye-piece is the invention of Ramsden, and has been before 

alluded to in pages 73 and 
160. Mr. Ross, who em- 
ploys it for his microme- 
ters, adopts (; the form re- 
sented by the figs. 122 and 
1 23. Fig. 122 exhibits the 
external appearance, and 
fig. 123asectionofthesame: 
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the focus of the eye-gls 
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it consists ot two tubes, sliding* one within the other; the 
external on# has the divided glass screwed into its lower end, 
and the internal carries the two lenses, as shown in fig. 123. 
When this figure is compared with fig. 9i, it will be seen 
that the fi^Jd-lens is reversed ; that is, its convex surface is 
towards the eye. The divided glasses are shown by fig. 124 ; 

the lines ruled on thenv 
may vary from the ^ to 
to V of an inch apart; 
they are set in brass cells, 
by which tlmy may be 
Pig 124 . screwed into the lower end 

of the outei* tube, so as to 
be in the focus of the eye-glass. The value of the squares, 
with the different eye-pieces, is obtained by a stage micro- 
meter. Mr. Ross now employs only one divided glass, and 
the values of the squares, with the different object-glasses, 
having been determined, are set down in a tabular form. 
Mr. Powell^ and Mr. Smith, following Mr. Tulley, place the 
micrometer, in the negative eye-piece, in the situation of the 
stop. Each of these plans has its peculiar advantages. The 
positive eye-piece gives the best view of the micrometer, the 
negative of the object. The former is quite free from distor- 
tion, even to the edges of the field ; but the object is slightly* 
coloured. The latter is free from colour, but* is slightly dis- 
torted at the edges ; in the centre of the field, however, to 
the extent of half its diameter, there is no perceptible distor- 
tion, and the clearness of the definition gives a precision to 
the measurement which is very satisfactory. The plan now 
generally adopted is that which was first recommended by 
Mr. George Jackson, in a paper read before the Microscopical 
Society, in 1840 ; dfince that time, he has ^improved upon the 
method of mounting the divided glass, and has furnished to 
the society a nSore lengthened communication, from which; by 
his permission, I have* taken my description. 

Short bold lines are juled on a piece of glass; and, to 
facilitate counting, the fifth is drawn longer, and the tenth 
still longer, as in the common rule. Very finely levigated 
13 
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plumbago is rubbed into the lines to render them viable; and 
they are covered with a piece of thin glass, oemented by 



Fig. 125. 


Canada balsam, to secure the plumbago from being wiped out. 
The slip of glass thus prepared is placed in a thin brass frame, 
as shown in fig. 125, so that it may slide freely ; and is acted 



Fig. 126. Fig. 127. 


on at one end by a pushing screw, and at the other by a slight 
spring. Slits are cut in the negative eye-piece on each side, as 
r shown in figs. 126 and 127, so that the brass frame m maybe 
passed across the field in the focus of the eye-glass, the cell 
of which should have a longer screw than usual, to admit of 
adjustment for different eyes. The brass frame is retained in 
its place by a spring within the tube of the^ eye-piece. When 
the fraine is not employed, an inner piece of tube a may be 
drawn across the slits, bo as to prevent du& from getting 
between the glasses. The method of using this micrometer 
is as follows : — the object is brought to the centre of the field 
by the stage movement, and the coincidence between one code 
of it and one of the long lines is maim with great accuracy. 
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by means of the small pushing 'screw that moves the slip of 
glass ; the divisions [are then, read off as easily as the inches 
and tenths on a common rule. The operation, indeed, is 
nothing more than laying a rule across the body to be 
measured ;^nd it matters not whether the object be trans- 
parent or opaque, mounted or not mounted ; if its edges can 
be distinctly seen, its diameter can be taken. Previously 
however, to using"tfoe micrometer, the value of the divisions 
should be Ascertained with each abject-glass, the mode of 
doing which will be subsequently explained more fully. 
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The cobweb micrometer, 4 " the invention of Ramsden, is 
represented by fig. 128 ; it is composed of a positive eye- 
piece (fig. 91), in the focus of the upper or eye-glass of 
which two very fine parallel wires, or cobwebs, are stretched 
across the field ; one of these wires can be separated from the 
other by a screw, commonly provided with a hundred threads 
to the inch, and the head of which, as shown by fig. 128, is 
also divided into a hundred parts. The field of view, which is 
represented by fig. 129, is made flat on its lower border, by 
means of a comb, made of a thin piece of brass, whose edge 
is indented with notches, made by the threads of the same 
screw; every fifth notch is longer than the others, to facili- 
tate counting, and each notch corresponds to one turn of the 
milled head ; so that the number of turns can be read off in 
the field of the instrument, arid the fraction of a turn on the 
divided head. 

Thus, by .this simple contrivance, the distance of the wires 
can be ascertained to the hundredth of the turn of the screw ; 
and, as it has been stated that the screw has a hundred 
threads to the inch, it follows that the magnified infhge of an 
object may be measured to the ten-thousandth of an inch ; 
but, with an object-glass of one-eiglith of an inch focus, the 
image will at least be magnified eighty times, without the 
•power of the eye-piece ; it follows, therefore, that a quantity 
as small as the kight-hundred-thousandth of an inch should be 
appreciable by such gn instrument ; but in practice this has 
been found impossible, as no achromatic power has yet been 
t made, capable of separating lines that are closer together than 
the one-hundred-thousandth of an inch. This micrometer, 
when well made, is rather expensive, and requires some con- 
siderable care in using ; and as its accuracy depends entirely 
on that of the glass micrometer used in finding the value of its 
divisions, the measurements inade by it are by no means so 
delicate as they appear to be. 
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ON THE MEASUREMENT OF MICROSCOPIC OBJECTS. 

First, — With the stage Micrometer . — To effect this* it is 
necessary be provided with a strip of glass, mother-of- 
pearl, or ivory, on which lines are accurately ruled at a 
certain fraction of an inch apart, sa/ from the to the 
-j-gU ~ of an inch, as was done by the late Mr. Coventry and 
Sir J ohn Barton. The most convenient form of micrometer, 
for all purposes, will be one divided into hundreds, and one of 
these divisions into ten parts, or thousands ; eatery fifth line 
should be drawn longer, and every tenth still longer than the 
others, in order that the number of the lines may be the more 
easily read off. Those of glass are the best for transparent 
objects, and the mother-of-pearl, or ivory, for opaques ; and, 
to make the lines more evident, finely levigated blacklead 
should be rubbed in to fill them up. The subject to be 
measured is to be laid on the glass, or mother-of-pearl, and 
both it an£ the lines must be viewed at one and the same 
time, with* the lowest power that can conveniently be used; 
the number of the divisions occupied by the object will giVe 
the measurement required. Example : — Thus, suppose an 

object occupied ten of the large divisions, its linear measure- 
ment would then be To°(5? which, if reduced to its lowest 
terms, would be the ~^ V) of an inch ; if fifty/ then it would 
measure half an inch ; if fifteen* divisions, then it would be 
or nearly \ of an inch. It follows, therefore, that 
an object to be measured in this way must be very thin* 
and the power low, in order that it and the lines may be in 
focus at the same time. This micrometer answers better for 
the simple microscope than for the compound achromatic 
instrument, as in^he latter the focus evpn of a low power 
object-glass is so exact, that but very few objects are so thin 
as to be seen at the same time as the lines. Most of the 
objects requiring measurement are those which must of 
necessity be examined in fluid; this will render the lines 
on the glass micrometer all but invisible, unless they are 
very boldly ruled and filled up with some opaque matter. 
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Mr. Pritchard supplies with his microscopes animalcule cages, 
on the upper surface of the bottom glass of which, lines are 
ruled from the to the $} ) 0 of andnch apart ; these can 
hardly be seen when the fluid containing animalcules is 
present, although they are very coarsely ruled*; and, with 
objects of any thickness, all measurements are incorrect, in 
consequence of the rays of light from the object and the 
micrometer not being given off at the same,, angle; so that 
the object is referred to»a°point of the micrometer* larger than 
it really is. 

Second . — By the Micrometer Eye-piece. — In the description 
of this instrument, given previously in pp. 192-3, it was stated 
to consist of a positive or negative eye-piece in the focus of 
the eye-glass, of which a piece of glass, having short bold 
lines ruled upon its upper surface, was placed generally 
of an inch apart, with every fifth longer, and every tenth 
longer still/ to facilitate counting; but it is not necessary 
that the number of lines in an inch be known, as long as 
they are equidistant ; and let us take, in the fir^t place, the 
negative eye-piece., as supplied with Mr. Powell or Mr. 
Smith’s microscopes. 

To find the Value of the Lines in the Negative Eye-piece 
Micrometer. — The micrometer set in its brass frame, as seen 
in fig. 125, is passed so far through the slits in the eye-piece, 
as that the lines may be seen to occupy the centre of the field 
of view, and to be in the focus of the eye-glass. The eye- 
piece having been placed in the end of the compound body, 

• as far as it will go, the next step is to determine the value of 
the divisions of this eye-piece micrometer with each of the 
object-glasses. This is done by laying on the stage of the 
microscope a glass micrometer, divided, say into and T -^xo 
of an inch, and the lowest object-glass being screwed to the 
compound body, the lines on «the stage micrometer are to be 
brought into focus; and either the eye-piece* or the stage 
micrometer having been so turned as to bring the lines in 
both micrometers parallel, we must <then observe how far the 
lines in each coincide, whether every third, fourth, fifth, and 
so on ; and, for the sake of simplicity, let us suppose the one- 
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Inch object-glass to be employed,* and it having been noticed 
that every division of a hundredth of an inch in the stage 
micrometer coincides^ with ten in that of the eye-piece, it 
follows that the divisions or lines, in the eye-piece micro- 
meter, wer<j of an inch apart ; the stage micrometer may 
now be removed, and every object viewed witli the micro- 
meter eye-piece and the one-inch object-glass can be mcasurejl 
to the -fo (To an inch. Should, therefore, one of the - r7) , 0 0 of 
the eye-piece micrometer be dividedriijto four parts, then tn ery 
one of these divisions would be the 4 r ( fo 0 . Again, if with an- 
other power it was found that 1 ^ 0() of an inclj on the stage 
micrometer coincided with ten of the spaces on the eye-piece 
micrometer, then the value of each of the vy e-piece 
micrometer divisions would be the xo^tto au inch. It 
will be found in practice, wlien liigli numbers are being 
observed, that the stage movements are rather too coarse 
to bring the lines in the two micrometers accurately over 
each other ; the small screw at the end of the brass, as shown 
in fig. 125, must then be employed. We have hitherto 
spoken oflfy of the numbers in the eye-piece micrometer 
coming out even, but such is rarely tin? ease; the chances 
are, that there will be a very minute variation between any 
two or more of both sets of lines. If it be not a matter of 
much moment to determine the value the divisions aeon* 
rately, and if no two lines coincide, the meftn of a number 
of observations may be taken an approximation 1o the 
truth : but by far the most desirable way to remedy the evil 
is to employ the draw-tube, before described at page 69 ; 
this, which must be graduated on one side, as shown in fig. 42, 
into inches and tenths, having been pulled out or pushed in, 
will be certain of making some of the lines in each micrometer 
agree. 

The value of the divisions in the eye-piece micrometer 
should be fotmd with all the object-glasses, and be put 
down in a tabular form, as follows; and, if the instru- 
ment be provided widi a draw-tube, the table should 
include the extent to which it ought to be drawn out, 
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in order to make the value of the micrometer divisions 
even numbers : — 


Object-glass. 

Dr aw -tube. 

Value of small divi- 
sions in par ( ts of 
an inch. 

1 inch. 

1 inch. 

1,000 of an inch. 

i * 

*close. 

2,500 ,* 

I 

4 5* 

1 inch. 

! 5,000 „ 


TO 55 

10,000 „ 

• 


It should be borne in mind that, when it is required to 
ascertain the value of the divisions in the eye-piece micro- 
meter with the highest powers, the division into hundreds 
will occupy too much of the field of view, some smaller parts 
of an inch, such as the two-hundredth or five-hundredth, 
should then be used, and the number of the divisions corre- 
sponding to that quantity be multiplied by two irandred or 
fi v,e hundred, as the case may be. 

To find the Value of the Divisions in the Positive Eye-piece 
Micrometer . — This instrument, before described at page 192, is 
used in the same manner as the above-mentioned. Mr. Ross, 
who always adopts this form in preference to the negative, does 
not employ the draw-tube with his microscopes. The micro- 
meters, as shown in fig. 124/ are ruled in squares, and one or 
more of them, of different degrees of minuteness in their 
Ruling, may be employed; but it has been found in practice that 
divisions ruled about of an inch apart will suit nearly all 
the powers. The method of finding the value of the divi- 
sions, with each of the object-glasses, is performed by means 
of a stage micrometer, in the manner previously described. 
The positive eye-piece gives a much better view of the micro- 
meter than the negative one ; but the definition of an object to 
be measured is not quite so good. Mr. Ross generally rules 
his micrometers in squares; but Mr. tfackson prefers lines, on 
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account of the greater facility afforded for counting. As with 
the negative eye-piece micrometer, so with this, it becomes 
necessary to put down in a tabular form the value of each of 
the sides of the squares, with the different objects. The plan 
adopted bjfc Mr. Boss is here shown. The upper line indi- 
cating the value of the divisions in fractions of an inch, the 
lower line the same value in a decimal? notation. 


• 



• 




2-in. 

1-in. 

l-u». 

1-in. 

i-in. 

Value of each 




• 


space in the 
Micrometer Eye 
Glass, with the 

To 6 

TT(T 

tsVtt 

Ta'oo 

Wo<5 

various Object 
Glasses. 

•0025 

•001031. 

• 

•000526 

•0002325 

•0001111 

! 


To find the Value of each Revolution of the Screw , or parts 
of a Revolution of the same , in the Cobweb Micrometer. — When 
about to* be used, the cylindrical portion containing the eye 
and field lens is to be placed in the end of the compound 
body, in the same manner as an ordinary eye-piece, and a 
micrometer divided into hundreds and thousands, as employed 
with the other instruments, being placed on the stage, aiyl 
its lines brought into the focus of the object-glass. The 
graduated head of the micrometer being set at zero, and the 
cobwebs exactly coinciding witli each other, the milled head 
is now to be turned, and notice taken, how many revolutions, 
or parts of a revolution, are made before the cobwebs are 
opened sufficiently wide, so as to cover a certain number of 
the divisions of the image of the stage micrometer. It having 
been previously stated, that the screw employed to separate the 
cobwebs is provided with a hundred threads in an inch, and 
that the graduated circle in connexion with it is divided into 
a hundred parts, should it, therefore, be found that five revo- 
lutions of the screw cause the cobwebs to open, so as to cover 
ten divisions in that part of the stage micrometer divided into 
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thousands, it follows that one v revolution of the screw would 
be equal to the of an inch, and one division of the 
graduated head would be of or 40,1)00 of an inch. 
The comb at the bottom of the field of view, as shown by 
fig. 129 , will indicate the number of the revolutions, as the 
teeth commence from the fixed cobweb. In those micro- 
scopes provided with L draw-tube, the divisions may always 
be brought out even numbers ; but such will not be the case 
with all the object-glassc? in a microscope not so* provided, 
and the determination of the value of each revolution will then 
become a rather more complicated matter, as will presently 
be shown. The value of each revolution of the screw, with the 
different object-glasses, should be set down in a tabular form, 
as was shown in the case of the eye-piece micrometers. 

Directions for the Use of the My e-piece Micrometer . — If there 
be a draw-tube to the compound- body, it should be adjusted 
according to .the table shown at page 200, the object having 
been brought into the centre of the field, and the micrometer 
properly adjusted, so that the horizontal line be in the direc- 
tion of the diameter to be measured. Read the measurement 
in the small divisions,* and suppose that, with the half-inch object- 
glass, an object occupies seventeen of these; and it having been 
shown by the table at page 200, that the value of each division 
of the eye-piece micrometer, with the half-inch object-glass, was 
the -rrjVcr an foch, this number must, therefore, be divided 
by seventeen, and the result vv;ill be the T £ T of an inch, or the 
diameter required to be found ; or, should it be preferred to 
is^et down the diameter in decimals, then, by adding ciphers to 
the seventeen, and making it the dividend, and 2,500 the 
divisor, it may be shown that the diameter is . 0068 . The 
positive eye-piece micrometer supplied by Mr. Ross is used 
precisely in the same way as the above-mentigned instrument; 
but, there being no draw-tube. f the value of the numbers of 
the glass micrometer cannot be altered in any wdy from those 
mentioned in the table ; the squares must be counted as the 
straight lines are in Mr. Jackson’s fqrrn, and the dimensions 
of any object ascertained precisely in the same manner as 
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before described, — viz., by dividing the value of each square, 
as given in the table, by the number of squares occupied 
by the object : or, if the decimal notation be preferred, by 
adding ciphers to the number of the squares, and dividing 
it by the value of one square, and the quotient will be the 
dimensions required. 

To Use the Cobweb Micrometer. — Bdfore an object is mea- 
sured, it mus^ be brought to the middle of the field ; and, 
after the fable has been consulted; which shows the value of 
each revolution of the screw, and of each division of the 
wheel affixed to it, the cobwebs must be examined, in order 
to see whether they both accurately coincide when the zero 
point of the graduated wheel is opposite the index. The 
screw being now turned, until the image of the object is, as it 
were, enclosed between the cobwebs, the number of turns 
and parts of a turn are both shown by the indices; the 
former by the Somb at the lower part of the field of view, 
the latter by the division opposite to which the index points. 
It must, jiowever, be borne in mind, that both with this 
micrometer and with those of the eye-piece form, several 
measurements of the same object ought 'to be made ; and if 
there should be any difference between them, the mean of the 
two extremes should be taken as the correct one. The mea- 
surements made with the cobweb micrometer are said to 
exceed those of all the other forms of instruments ; and that, 
with an object-glass of one-eighth of an inch focus, even a 
quantity as small as the eight-hundred-thousandth of an inch 
can be appreciated. This is, at least, ten times as delicate a% 
is required ; for Mr. Boss, in his experiments, preliminary to 
the constructing of his beautiful dividing-engine, found that, 
with the highest magnifying powers, it was impossible to 
ascertain the position of a line nearer thap to the eighty-thou- 
sandth of an inch. * * 

Measurements of an Object made by means of a Stage Micro- 
meter and a Camera Lucida. — For this very valuable plan, we 
are indebted to Mr. Liefer. By means of the camera lucida, 
a sketch of the object is first made ; the microscope being 
fixed in the horizontal position, the object is then removed, 
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and a stage micrometer placed in the focus of the object-glass 
instead ; a sketch of its divisions is also to be made on the 
same paper as the object itself was sketched on, and all the 
optical arrangements of the microscope unaltered. The object, 
therefore, and the micrometer being both magnified to the 
same extent, their images will consequently bear the same 
relation to each other as the bodies themselves. The 
method of effecting this operation is exhibited by the fol- 
lowing figure : — In fig. 130 is shown how the rays of light 
coming from the eye-piece, or from any distant object, are 
reflected by the prism, in such a manner as to enter the eye, 
at right angles to their original 
direction; and as the image of 
an object is always referred by 
the eye to a situation in the 
same direction as that from 
which the rays entering the 
eye proceed, the magnified 
image of the object will be 
seen on a paper laid on a table 
beneath the camera, and can 
there be readily sketched. Sup- 
posing, in the present case, that 
the objects under examination 
be granules of Sstarcli, or even 130 - * 

blood discs, these can easily <be sketched in outline ; when, 
therefore, the micrometer is substituted for the starch, its divi- 
sions or squares can be drawn over the starch granules, as 
shown by figs. 131 and 132, the former being squares of of 
an inch, the latter ; and, as the value of the squares, or 
divisions of the micrometer, is known, the objects over which 
the line are drawn can also be readily ascertained by the 
application of a pair of compasses; and, if necessary, the 
squares, as shown in figs. 131 and 132, can be Vr further sub- 
divided into four, so that the diameter of an object can be 
measured even to the fourth part of the quantity given by 
the lines on the micrometer. The whole field of view need 
not be covered with lines, as shown by the figures ; but a 
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single square, or even the exact distance of any two or more 
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of the lines of the micrometer, together with a pair of com- 
passes, will be all that is required. It must, however, be 
borne in mind, that when the size of an object is ascertained 
by the above * method, the distance between # the camera 
and the table must be always the same ; if the end of the 
compound body carrying the camera were ever so slightly 
raised or* depressed, there* would be either an increase or 
diminution of the value of the squares of* the micrometer. • 


CHAPTER IY. 

ON THE METHODS OF OBTAINING THE MAGNIFYING POWER, 
OF SINGLE AND COMPOUND MICROSCOPES. 

The method of estimating the magnifying power, either of 
simple or compound lenses, is to compare an object of known 
size, such as a micrometer, seen through them with the 
nearest distance that another object, also of known size, can 
be distinctly seen ; this latter distance is termed the standard 
of distinct vision, and with it all the magnifying powers must 
be compared. All opticians of the present day adopt ten 
inches as a standard. Sir David Brewster adopts five inches. 
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in the old optical works, eight inches was generally em- 
ployed as the standard; but, the number ten being a decimal, 
will be found most suitable for all purposes. With this 
decimal standard, the magnifying power of lenses, of any 
focal length, can be readily determined. Thus, fflr instance, 
if the lens under examination be of one inch focus, we have 
merely to add a ciphbr to the denominator of the fraction, 
which expresses the focal length of the lens, and the result 
will be the magnifying $o\ver. Tin «, if the lens’ be half an 
incli in focal length, the magnifying power will be twenty 
diameters; if «one quarter, then forty diameters; and if one 
inch, then ten diameters, and so on. When, however, the 
focal length of a lens is very small, it becomes a difficult 
task to measure accurately its distance of focus. In such 
cases, says Mr. Ross/ “the ’best plan to obtain the focal 
length for parallel, or nearly parallel, rays, is to view the image 
of some distant object, formed by the lens in question, through 
another lens of one inch solar focal length, keeping both eyes 
open, and comparing the image presented through the two 
lenses with that of the naked eye. The proportion between 
the two images so seen will be the focal length required. 
Thus, if the image seen by the naked eye is ten times as 
large as that shown by the lenses, the focal length of the lens 
in question is one-tenth of inch. The panes of glass in a 
window, or courses of bricks in a wall, are convenient objects 
for this purpose. In which £ver way the focal length of the 
lens is ascertained, the rules given for deducing its magnifying 
power are not rigorously correct, though they are sufficiently 
so for all practical purposes, particularly as the whole rests on 
an assumption, in regard to the focal length of the eye, and 
as it does not in any way affect the actual measurement of the 
object.” , 

In the preceding account, we have estimated the magni- 
fying power in diameters, or according to the mfeasure termed 
linear; but as every object is magnified in breadth as well 
as in length, it follows that, if it wei;e drawn as broad as it 
is long, a very different idea of its measure would result : — 

* Article “ Microscope,” Penny Cyclopedia. 



DETERMINATION OF THE MAGNIFYING POWER, 207 


thus, suppose a 9 in fig. 133, tb represent an object of its 
natural size, and that it be required to 
^ represent the same when magnified four 
times in length and four times in breadth, 
the square b c d e will give such view; and 
if this be compared with the original ob- 
ject#, it will be seeti that there are sixteen 
such squares contained in it. This mea- 
surement, whiefy is rarely used, except to 


d 


Fig. 133 . 


e astonish the public, is called the super - 
Jicial magnifying power, $nd is always 
found by squaring tho linear, or, in other words, by mul- 
tiplying the linear by itself. The magnifying power of 
single lenses, like the value of the di isions in the different 
kinds of micrometer, may b<? set down in a tabular form, 
thus : — 


Focal lengths 

Linear 

Superficial 

in iij^choo. 

Me 'i tying Power. 

Magnifying Power 

2 

5 

t 

25 

n 

6.6 

43.5 

1 

10 

100 

s 

4 

13.3 

176.8 

* 

20 

400 

i 

40 

1600 

A 

80 

6400 

TO 

100 

10000 


To ascertain the magnifying power of the compound micro- 
scope, the method employed is the same # as that proposed by 
Hooke, in his Micrographia , og long ago as 1667, and before 
described at £age 4, it is thus accomplished : — Place on the 
stage of the microscope a micrometer either of glass, ivory, or 
mother-of-pearl, divided* to some fraction of an inch ( T J v will 
answer the purpose for all the lower powers), and, at ten inches 
distant from the eye, hold a rule, divided into tenths of an inch, 
in a line parallel with the micrometer ; a magnifier and eye- 
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piece being adapted to the compound body, the lines on the 
stage micrometer are to be brought into focus ; if now the 
eye not employed in looking through the eye-piece be cast, 
as it were, down on the rule, the micrometer divisions, and 
those on the rule, will be seen at one and the same time ; 
and, after a little practice, it will be found a very easy matter 
to count how many divisions of the rule are covered by two 
or more of the micrometer. Thus, for example^ suppose that 
each division of T J 0 ofyato inch occupies just otfe inch of 
the rule, the magnifying power will then be one hundred 
times, as r J 0 of an inch is made as large as one inch; if the 
same divisions, either with another object-glass or eye-piece, 
correspond to onc-and-a-half inch of the rule, then the power 
will be one hundred and fifty diameters; should, however, 
the divisions of the micrometer not correspond with even 
divisions on the rule, the magnifying power will not come 
out a whole number, and we must then set it down as such, 
or, if a draw-tube is present, then the number can easily 
be made even ; thus, suppose that the of an inch of the 
micrometer coincides with nine-tenths-and-a-half of the rule, 
the* magnifying powpr then will be ninety-five diameters ; if 
nine-tenths and three-quarters of a tenth, then the power will 
be in fractions 97 or in decimals 97.5. The magnifying 
powers of thejdiffercnt object-glasses, with each of the eye- 
pieces, should, also, for convenience of reference, be set down 
in a tabular form. Mr. Boss supplies with his microscopes 
a table of the following construction, but having appended to 


| Magnifying Tower of the Object-glasses with the vari 

Eye-glasses. 

ous 

Eye-glasses. 

If 

OBJECT-GLASSES. 

r 

2 In. 

20 

30 

40 



l In. 

4 In. 

£ In. 

1 , la- 

420 

670 

900 

A In- 

-A t 
B * 

- C 

n 

80 

100 

100 

130 

480 

220 
' 850 
500 

600 

870 

1400 
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it, that described at page 201, With the value of the divisions 
of the eye-piece micrometer with each of the object-glasses. 
For the use of those who have draw-tubes applied to their 
microscopes, another column might be added to denote the 
distances i| must be drawn out, in order that the value of the 
micrometer divisions and the magnifying power may be set 
down in even numbers. 

Several other methods, besides those now described, have 
been from* time to time adopted to |scertain the magnifying 
power of the compound microscope ; but as none are so accurate 
as that of Hooke, it has been thought unnecessary to describe 
them. The value of the divisions in the micrometer scale 
and the magnifying powers of the dilierent object-glasses are, 
in most cases, supplied by the maker of the instrument — they 
should be always so ; but for those who are anxious to work 
the subjects out for themselyes, it is hoped that the preceding 
methods will not be deemed out of place. 

The late Mr. Coventry and Sir John Barton were cele- 
brated for ruling micrometers of extreme delicacy, some of 
these, st&Textant, have as many as ten thousand lines in an 
inch 5 Mr. George Jackson, a gentleman Whose name has been 
so frequently mentioned in connection with the improvements 
in the mechanical arrangements of the microscope, has also 
paid considerable attention to this subject, and has succeeded 
in ruling ten thousand lines in an inch, and in crossing these 
at right angles with others precisely the same distance apart, 
so that a series of squares are formed, each having a super- 
ficial area of the one hundred millionth of an inch. These 
are very remarkable as specimens of skill, but are far too 
minute for all practical purposes. 

In England, microscopists are in the habit of setting down 
the measurements made by micrometers either in inches, or 
in fractional or (Jecimal parts of an inch “but in Frafiace, and 
some other parts of the continent, either a line or millimetre, 
and fractional divisions of the same, are employed for a like 
purpose* For the convenience of 4 those who may wish to 
compare foreign measures of length with our owU^thfc follow- 
ing tables have been drawn up, together with directions for 
14 
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converting either English inches, or parts of an inch, into 
lines, or millimetres, or these last into English measures. 

Parts of an English Inch. 

A Paris line =* .088815 or $ of an English inch. 

A metre 39.37100 inches English, or 3.281 feet. 

A centimetre*® .39371 „ or a little more than ^ of an inch. 

A millimetre — .039371 „ or a little more than of an inch. 

To convert Paris Lines into English Measm<e . 

Multiply the numerator ’of the fraction by the number 
of Paris lines 'Stated, or divide the denominator of the fraction 
by the same number, or multiply the number .088815 by the 
number of lines and parts of the same. 

To convert Millimetre# into English Measure. 

Multiply the number .039371 by the number of millimetres 
and parts of the same, the quotient will be the equivalent 
measure in decimal parts of the English inch. 

The line is often made use of in scientific wo**ks in this 
country; but as no two persons are agreed as to whether its 
value is the one-tenth or one-twelfth of an inch, it follows 
that, in all measures in which it is employed, the value 
attached to it should be stated ; if the Paris line is the one 
adopted, neither the one-tenth or onc-twelth of an inch is its 
correct value, although the latter number comes nearest the 
truth. 


CHAPTER V. 

CAMERA LUCIDA. 

The camera lucida, before described at page* 128, was in- 
vented by Wollaston in \807. It consists of a four-sided 
prism of glass, as represented in section, by fig. 134, the 
sides and angles being similar to those shown by A B C D. 
The rays of light proceeding from an object M N, after being 
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reflected by the faces DC; fc B to the eye E will be 

referred by an observer to 
m n, and an image of the 
object will be there seen, if 
a piece of white paper be 
placed for the rays to be 
projected on. The prism is 
generally set in a frame of 
bAss, in the manner exhi- 
bited by fig. 88, all parts of it 
being covered ewer except the 
side next the eye-piece and a small portion of the edge to which 
the eye is to be applied ; the frame is capable of being adapted 
to either of the eye-pieces by a short tube. The prism itself 
has two slight adjustments, one to bring its upper face hori- 
zontal, and the other to make the image of the object fell flat 
on the paper on which it is to be drawn. A lens is generally 
placed under the camera, in order that the rays of light from 
the pencil ^employed in sketching and the object itself may 
be seen under the same angle. Several contrivances have 
been had recourse to, in order to simplify certain difficulties 
that arise in the use of this instrument ; one of these plans is 
shewn in section by fig. 135, and consists of a mirror M, 
composed of a thin piece of dark coloured 
glass cemented to a piece of plate glass, in- 
clined at an angle of 45°, in front of the 
first lens of the eye-piece E. The light 
escaping from the object, through the lens E,. 
is assisted in its reflection upwards to the 
eye by the dark glass; and this, says Mr. 
Ross/ “ effects a further useful purpose of 
Fig. 135 . rendering the paper less # brilliant ; and thus 
enabling the e^ye better to see the reflected 
image.” If Required, a double convex lens L may be 
placed beneath the mirror, as in the case of the prism. The 
polished steel disc, th^ invention of Soemmering, before 

* Article “ Microscope.” 
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described at page 129 , may be employed as a substitute 
for the camera, over •which it is said to have some few 
advantages. 

Method of using the Camera Lucida with the Microscope . — 
The first step to be taken after the object about to be drawn 
has been properly illuminated, adjusted, and brought into the 
centre of the field of view, is to place the compound body of 
the microscope in a horizontal position, and to fix it there. 
The cap of the eye-piece having been removed, the* camera is 
to be slid on in its stead ; if the prism is properly adjusted, a 
circle of white, light, with the object within it, will be seen on 
a piece of white paper placed on the table immediately under 
the camera, when the eye of the observer is placed over the 
uncovered edge of the prism, and its axis directed towards 
the paper on the table. Should, however, the field of view 
be only in part illuminated, the prism must either be turned 
round on the eye-piece, or be revolved on its axis, by the 
screws affixed to its frame work, until the entire field is illu- 
minated. The next step is to procure a hard, sharp-pointed 
pencil, which, in order to be well seen, may be blackened 
with ink round the point, the observer is then to bring his 
eye so near the edge of the prism that he may be able to see 
on the paper, at one and the same time, the pencil point 
and the image of the object ; r when he has accomplished this, 
the pencil may be moved along the outline of the image so as 
to trace it on the paper ; however easy this may appear in 
description, it will be found very difficult in practice, and 
the observer must not be foiled in his first attempts, but must 
persevere until he accomplishes his purpose. Sometimes he 
will find that he can see the pencil point, and all at once it 
disappears ; this happens from the movement of the axis of 
the eye ; the plan then is to keep the pencil <upon the paper, 
and to move about the eye until the pencil is again seen, 
when the eye is to be kept steadfastly fixed in the same 
position until the entire outline is traced. It will be found 
the best plan for the beginner to employ, at first, an inch 
object-glass, and some object, such as* a piece of moss, that 
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has a well defined outline, and* to make many tracings, and 
examine how nearly they agree with each other, and, when 
he has succeeded to his liking, he may then take a more 
complicated subject. If the operation is conducted by lamp- 
light, it viill be found very advantageous not to illuminate 
the object too much, but rather to illuminate the paper on 
which the sketch is to be made, eithel by means of the laiyp 
with the condensing lens, or a small taper placed near it. 
When tin? object is so complicated* £hat too much time would 
be required for it to be completed at one sitting, the paper 
should be fixed to the table by a weight or on a board by 
drawing-pins. An excellent plan to adopt is to fix the 
microscope on a piece of deal about two feet * in length and 
one foot in breadth, and to pin the paper to the same, there 
will then be no risk of the shifting of the paper, as when the 
wood is moved, both microscope and paper will move with it. 

In all sketches made by the camera, certain things must 
be borne in mind; the eye, when once applied to it, 
should b^ kept steadily fixed in one position, and il* the 
sketches* arc to be reserved for comparison with others, the 
distance between the paper and the camera should be always 
the same. A short rule or a piece of wood may be placed 
between the paper and the under surface either of the com- 
pound body or the arm supporting it, in order to regulate the 
distance, as the size of the drawing made by the camera will 
depend upon the distance between it and the paper. It is 
also very desirable, before the camera is removed, to make a 
tracing in some part of the^aper of two or more of thp 
divisions of the stage micrometer, in order that they may form 
a guide to the measurement of all parts of the object. Some 
persons cover the whole of the drawing over with squares, to 
facilitate not onty the measurement, but # in order that a larger 
or smaller drawing may be mq,de from it than that* given by 
the camera. * It must be recollected that an accurate outline 
is the only thing the camera will give, the finishing of the 
picture will depend qntirely upon the skill of the artist 
himself. 

Uses to which the Camera Lucida may he applied . — Besides 
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the valuable assistance rendered to the draughtsman by this 
instrument, its application to micrometry is also of no small 
utility ; the method before described at page 203 will answer 
for all purposes. If it be required to make a very large but 
accurate diagram of any microscopic object, a truft outline of 
it may be drawn by following these directions. A large sheet 
of paper, attached by pins to a drawing-board, having been 
laid on the floor, and the microscope placed horizontally, with 
its compound body projecting as far over the table u s possible, 
and the object and camera having been properly adjusted. 
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a pencil fastened into a long piece of light but hollow cane 
must then be provided, and the artist, either standing or 
sitting, and looking down through the camera, will see the image 
on the paper, and after a little practice will be able to trace 
its outline as easily as when the paper was placed on the 
table only a few inches below it. Another way of effecting 
the same end is shown in fig. 136, wlifch is that of placing tjie 
tracing M N made from the microscope by the camera as an 
object foi* another camera C, of th$ kind employed by artists 
for making sketches of landscapes, this being fastened to the 
table D by the screw b, and the object M N set up in front of 
it, an accurate outline on a larger scale M / N' can then be 
made on the floor, as in the preceding method; the pencil P, 
with a long handle F, being held by the hand II, the artist 
standing either in front or c5n one side of the camera, and 
applying his eye to it as at - 15 . The size of the picture will, 
like all others made by the camera, depend entirely on the 
distance between it and the paper. It will, however, be 
found in practice, that about four feet will be the utmost 
limit of \ne space between G and P to allow of the pencil 
being used with any advantage. 


CHAPTER VI. 

» 

ON THE POLARIZATION OF LIGHT. 

Origin of the Term . — “ If,” says Sir D. Brewster,* “ we trans- 
mit a beam of sun’s light through a circular aperture into a 
dark room, and if we reflect it from any crystallized or 
uncrystallized bpdy, or transmit it through a thin plate of 
either of them, it will be reflected and transmitted in* the very 
same manned and with the same intensity, whether the surface 
of the body is held above or below the beam, or on the right 
side or left, or on any other side of it, provided that in all 
these cases it falls upon the surface in the same manner, or, 
* Treatise on Optics , page 157. 
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what amounts to the same thing, the beam of solar light has 
the same properties on all its sides, and this is true of light 
emitted from candles or any luminous bodies, and all such 
light is called common light? But if the same light be allowed 
either to fall upon a rhomb of Iceland spar, or upon a plate of 
glass at the angle of incidence of 56°, as was first discovered 
by Malus in 1808, it will become separated into two rays or 
beams, each having different properties on different sides; 
that is, in the case of the? glass, supposing we hold another 
plate of glass over the first, it will be found that the reflected 
ray will pass through it when held in some positions and not 
in others ; if the glass be turned round a quarter of a circle 
without altering its angle to the horizon, the light will be 
reflected in one quarter, transmitted in a second quarter, 
reflected again in the third, and’ so on until the circle is com- 
pleted, when it will be again transmitted ; that is, a beam of 
light has acquired the property of sides, on two of which it 
can, and two of which it cannot, be reflected ; and as these 
properties bear some analogy to the poles of a magnet, a ray 
of light so modified is said to be polarized . In th& case of 
the Iceland spar, the polarization is effected by refraction, but 
in the glass by reflection. In order to explain the polariza- 
tion by reflection from glass, the apparatus represented by 
fig. 137 has been contrived; t it consists of two tubes of wood 



Fig. 137. 


D C, having at one end a plate of glass A capable of being 
turned round an axis, so that it may form different angles with 
the axis of the tube ; another tube, C a little smaller than D, 
carrying a similar piece of glass B, is made to fit into it, 
so that by turning either of the tubes, the two plates may be 
placed in any position in relation to one another. 
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If a beam of light r $ be a/lowed to fall upon A at the 
polarizing angle of 56°, it will be reflected through the tubes 
and will fall upon the second plate B ; if this plate be also 
placed at the angle of 56 °, and the tube to which it is attached 
be turned round, so that when it occupies the position repre- 
sented by the figure, the ray r s will be reflected toE; if the tube 
be again turned slowly round, the light will be found to po*ss 
through the ^late, when it has arrived at a distance of 90° 
from the starting point; if the tube* fye turned again, the light 
will get more and more faint until another 90° are arrived at, 
when the ray will undergo total reflection, axjd so will the 
changes take place every quadrant until the starting point is 
again reached, the ray rs being alternately ^reflected and 
transmitted. For the purpose of polarizing light, various 
substances have, from time to time, been employed ; amongst 
the most useful for the micr^bope will be found either glass, 
blackened on one side, or a bundle of thin glass plates, a 
crystal of Iceland spar, or a crystalline mineral termed tour- 
maline. It would be foreign to our purpose here to enter 
into any of the numerous theories that have been broached, 
to account for the above described phenomena, for these ‘the 
reader is referred to the works that are specially devoted to 
the subject ; but as one of the principal objects of this treatise 
is to teach those who arc uninitiated in microscopic science, tlie 
use of the various kinds of apparatus supplied with the best 
achromatic microscopes, we w$L only take notice of those 
polarizing instruments which, when applied to the microscope, 
have been found necessary, in^lrdcr to aid the observer in his 
investigations into the structure of organic and inorganic 
substances. 

The polarizing apparatus most useful to the microscopist 
has been already ^escribed at page 104; it consists, as shown 
in figs. 56 and 57, of two ppsms of calcareous spar, con- 
structed after*the plan of the late Mr. Nicol, of Edinburgh, 
who employed for the purpose a rhomb of the spar divided 
into two equal portions, in a plane passing through the acute 
lateral angles, and nehrly touching the obtuse solid angles. 
The cut surfaces having been carefully polished were then 
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cemented together with Canada balsam, so as to form a rhomb 
of nearly the same size and shape as it was before the cutting ; 
by this arrangement the two rays into which a beam of ordi- 
nary light passing through a rhomb of this spar would be 
separated, only one is transmitted, the other being rendered 
too divergent, hence it has received the name of the single 
image prism . Two of these must be provided, one to be 
adapted to the under surface of the stage, and termed the 
polarizer , as shown by fig. 55, whilst the other, ‘Called the 
analyzer , is placed above the eye-glass. To effect the same 
purpose, but not in so good a manner, some persons employ a 
bundle of glass plates as a polarizer, and a tourmaline as an 
analyzer; butrthe colour of the latter is often objectionable in 
the compound microscope, where everything that will diminish 
the brightness of the light and brilliancy of the colours should 
be avoided. It will be found tlBit a tourmaline of a neutral 
tint forms an excellent analyzer, having one great advantage, 
viz., that when placed over the eye-piece, the field of view is not 
contracted as it is when a Nicol’s prism is employed. “ The 
best tourmaline to choose,” says Mr. Woodward/ “is the one 
that stops the most light when its axis is at right angles to 
that of the polarizer, and yet admits the most when in the 
same plane.” 

c In order to illustrate some of the most striking phenomena 
in polarized light in a very simple way, by the achromatic 
compound microscope, the apparatus consisting of two prisms 
and a film of selenite, as described at page 104, will be nearly 
pll that will be required for tile purpose, as well as for the 
examination of minute animal, vegetable, and mineral struc- 
tures ; we will, therefore, proceed at once to the application 
of the same. 

Method of using the Polarizing Apparatus — The polarizing 
prism represented by figs. 55, 5|S, and 57, having been adapted 
to the under surface of the stage, either another prism or a 
plate of tourmaline is to be placed over the eye-piece, or in 
the end of the draw -tube, as shown by fig. 64, and the light 
having been reflected through them by the mirror, the step 

* Familiar Introduction to the Study of Polarized Lights page 31. 
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that next becomes necessary is to make the axes of the two 
prisms coincide; this is done by revolving either the upper or 
lower one, and noticing whether, in some positions, the light is 
completely cut oft 1 , and in others wholly transmitted; if the field 
of view is not entirely darkened twice during one revolution 
of the prism, the axes do not correspond; to remedy this, the 
compound body (if capable of being turned away from the 
stage, as in Mr. Ross and Mr. Powell’s instruments,) must 
be shifted* either to the right or § tjie left, until this point 
is attained. If now a thin plate of selenite, or other doubly 
refracting crystal, be placed on the stage, and be brought 
into the focus of the object-glass, it will cause the light 
to pass through the prisms, and the selenite, * according to 
its thickness, will present either a red or a green colour ; if one 
of the prisms be now revolved Slowly, we shall find that more 
and more light will be transmitted, but the intensity of the 
colours will be lost, and when a quarter of a revolution has 
been accomplished, the brilliancy of the colours will re-appear; 
but what was originally red will become green, and the green 
red. If <he selenite be removed, and some very thin crystals 
of sulphate of copper, tartaric acid, of one of the other 
substances presently to be enumerated, be substituted for 
it, a most gorgeous set of colours will be seen ; and as the 
prism is being revolved, the saipe alternations of reds and 
greens will take place as with the selenite. • If, however, a 
piece of glass, with some perfect crystals of iodide of potassium 
or common salt upon it, be placed under the same conditions, 
neither the light or the colotfrs will be seen; hence bodies f 
may be divided into those that polarize and those that do not 
polarize: to the latter class belong the iodide of potassium 
and common salt just named. The primitive form of crystal 
of these substances is the cube, and it jjas been found, by 
experiment, that no perfect crystal of this system ever exhibits 
colour when placed between the prisips, and a pencil of light 
incident upon them is refracted always into a single pencil on its 
emergence; but by far t^e greater number of other crystalline 
bodies will divide the pencil into two, or, in other words, will 
doubly refract it ; one of these last must, therefore, be chosen 
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to exhibit colours ; but it happens that there is one part or 
axis of the crystal in which the property of double refraction 
does not exist, this is called the axis of [no] double refraction. 
In other crystals there are two such axes, and in some bodies 
there are certain planes along which, if the refracted ray 
passes, it experiences no double refraction : this is termed the 
neutral axis, and no cdlour will be produced around it when 
polarized light passes through the crystal in the direction of 
this axis; but whenever polarized light passes through the 
crystal, in the direction of the axis of double refraction, a 
series of beautifully coloured rings will be seen. In large 
crystals, such as rhombs of Iceland spar, certain angles must 
be ground doWn to a plane surface and be polished, in order 
to exhibit the rings ; when this is accomplished, there will be 
found in some positions of the" analyzing prism a black cross, 
with a series of rings around it, and in others a white cross, 
with the colours of the rings reversed. In those crystals 
having two axes of double refraction, a double system of 
rings will be seen. Nitre is a beautiful instance of this kind, 
and a transverse section of a prism of this substance, when 
ground down and polished, will, with polarized light, exhibit 
the double system of rings ; but if the prism be ground in some 
other directions, colour will be produced; hence it becomes 
necessary, in order to exhibit the phenomena of colour, to 
have crystals cut either in the direction of the axis of double 
refraction, or in a plane inclined at certain angles to it. 
But when the same substances, in the state of solution, 
t are crystalized on glass, it frequently happens that many of 
the crystals will be arranged with their axes of double refrac- 
tion in the direction of the beam of polarized light ; all such, 
therefore, will exhibit colours, as will those also in wlrich the 
thickness of the crystal is not below a certain standard, this for 
selenite is the .00046 of an inch, the red colour is always pro- 
duced by the thickest films, the violet by the thirinest. It must, 
however, be borne in mind that the red and green are always 
complementary to each other, or together make white light. 

Some persons, at the suggestion of Sir David Brewster, 
employ a rhomb of Iceland spar for an analyzer, instead of a 
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NicoPs prism ; this should be sd thick (when the selenite is 
placed on the stage) as to separate the red beam from the 
green by double refraction; and in order to protect the rhomb 
from scratches, a plate of thin glass should be cemented to 
two of its surfaces; with this prism as an analyzer, and with 
one of Nicol’s as a polarizer, a film of selenite of uniform 
thickness, and with a brass plate, thrtfe inches by one, pei*- 
forated with aperies of small holes, from the one-sixteenth to 
the one-fotirth of an inch in dictiyeter, a variety of in- 
teresting phenomena may be exhibited, as described by 
Mr. M. S. Legg, in the Transactions of the JMicroscopical 
Society* If the brass plate be placed on the stage, with the 
smallest hole in the field of view, and an inch object-glass 
be employed as the magnifier, the rhomb, when placed 
over the eye-piece, will give two images of the aperture, 

as in fig. 138, a. If 
the eye-piece be now 
turned, the images 
will describe a circle; 
if a larger aperture is 
brought into the field 
of view, the images 
will overlap, as shown 
in fig. 138, b and c. 
If tire NicoPs prism 
be now adapted to the under surface of the stage and 
the eye-piece revolved, it will be found that in certain parts 
of the revolution there will be two images, whilst in others 
there will be only onefig.139, abed. Ifnow the filmof selenite 
be placed underneath the brass plate, the apertures will be 
coloured red and green, fig. 138, a!V c\ and if the eye-piece be 
revolved, at every quarter of the circle the colours will be 
seen to change alternately from red to green, and frohi green 
to red, fig. 139* a! V c! dl . If the brass be again slid along so as 
to bring the two largest apertures into focus, the images will 
overlap, and where they overlap white light will be produced, 
as shown in fig. 138, £V. The experiments may be varied by 
* Vol. II., Part II. 
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employing two doable refracting crystals, placed One Over the 
other, and by removing the Nicol’s prism, bat retaining the 
brass plate on .the stage; two distinct images will then be 



Fig. 139. 


seen, but at twice the original distance from each other. If 
the crystal nearest the eye b© turned from left to right, two 
faint images will appear, as in fig. 140, a. Continuing the revo- 



Fig. 140. 


lotion, four images will be equally luminous, and when the 
crystal has turned round 90°, there will be only two images of 
equal brightness ; continuing the turn, two other faint images 
will appear; further on, four images of equ4 brightness, and 
at 180° they will all coalesce into one bright image c. 

If a film of selenite be placed between the two crystals, we 
shall see three coloured images instead of two colourless ones, 
fig. 140, a'; of the th^e, the two oifter may be greed, the middle 
red. By turning the crystal nearest the evf, the middle image 
will grndualtywHde until* the cOmpietioln of the quarter of a 
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revolution, when four images will appear, as at 6', two being 
red, the other two green ; revolve the crystal another quarter 
of a circle, the three images, as at c', will re-appear, but with 
different properties — the two outer being now red, and the 
middle gr^&u; at another quarter four images will be seen, 
also with their odours reversed, as at d 9 and at the completion 
of the circle, the original appearance will again occur. , 

These experiments of Mr. Legg are the same in principle 
as those feast exhibited on a screen by Mr. Woodward, by the 
gas polariscope, the crystal having been placed within the 
focus of a lens of low power, and a tourmaline.being used as 
an analyzer. Mr. Legg has successfully effected the same 
results by the achromatic compound microscope; and in order 
to afford an additional means of investigating these phenomena, 
he recommends the use of tlfc erector, before described at 
page 110, by which the microscope is converted into a tele- 
scope of low power. When the Nicol’s prism is used as a 
polarizer, the field of view will be too much limited for the 
action of the erector; in these cases it will be advisable to 
employ a^&undle of thin glass plates, placed in such a manner 
that light may foil on them at an angle of 56° 45", when the 
light reflected will be polarized, and a large field illuminated, 
but not with so much brilliancy as by the prism and con* 
cave nfitreft 

The usual mode of exhibiting microscopic objects by polar- 
ized light is to place them on # the stage of the instrument 
with a Nicola prism as a polarizer, adapted below the stage, 
and a similar prism above the eye-picce ; in this way most^ 
crystalline bodies may be shown. Some few vegetable struc- 
tures may also be exhibited in the same manner, amongst the 
latter may be enumerated the hairs on the leaf of the Elocagnus, 
the siliceous cuticle of the' Equisetum, and of some of the 
grasses, together with starch of various kinds, all df which 
are beautiful •objects for the polarizing microscope. Many 
animal structures, such as feathers, slices of quill, horn, hoo£ 
and other cuticular appendages, are best shown by placing a 
thin film of selenite or mica beneath tbem, by which they 
become intensely coloured; the sel&ute or mice should be of 
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unequal thickness, for, accofding to the different degrees 
of thickness, so will its colours vary. A list of those 
objects that will* exhibit the most beautiful series of colours 
will be given in another part of the work. Mr. King, of 
Ipswich, has described, in the Transactions of the Microscopical 
Society ,* a method whereby nearly all structures may be made 
to exhibit colour by polarized light; and as his account of 
the process cannot be well abridged, we will quote his own 
words. A Nicola prism Jmving been adapted to «the under 
surface of the stage as a polarizer : — 

“ Take for.an analyzer a double image prism, of moderate 
separating power, and place it over the eye-piece of the 
instrument. 

“ The field will then appear to be edged by two areas of 
less intensity than the centre, occasioned by the duplication of 
the circle of light. 

“ Next put upon the stage a plate of selenite, which exhibits, 
under ordinary circumstances, the red ray in one position of 
the polarizing prism, and the green ray in another, and each 
arc will assume one of these complementary coldfifs, whilst 
the # centre of the field will remain perfectly colourless. 

€( Into this field introduce any microscopic object ; and, 
whatever its structure, it will exhibit the effects of polarized 
light with great intensity and purity of colour. 

“ In this way many objects which, in the usual arrange- 
ment of the polariscope, undergo no change in colour, are 
made to display the most brilliant effects. 

“ Sections of wood, feathers, Algae and scales, are among 
the objects best adapted to this kind of exhibition. 

“ By substituting selenite that shows a variety of colours, 
the effects are still more gorgeous. 

“ The best power for the purpose, is a^ two-inch object- 
glass, th'e intensity of colour, as well as the separating power 
of the prism, being impaired under much higher amplification, 
although in some few instances, such as in viewing animalculae, 
the inch object-glass is, perhaps, to be preferred. 

“ This phenomenon,” he states, & is attributable to the 
* Vol. ii., Fart ii. 
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double image prism separating *the constituents of the polar- 
ized ray into two planes, and causing them to overlap each 
other, except at the edges where the light is analyzed; and 
whilst the combination of the complementary colours in the 
centre of othe field produces again white light. Any object, 
therefore, placed in the white field, partakes of the character- 
istics of the selenite ; one image bein<£ refracted into the plane 
which exhibits the green ray, assumes that colour, whilst the 
second inf age being refracted into* the plane of the red ray, 
partakes of that tint. Should, however, the object be so 
large that actual separation of the images is not effected, the 
extremities and interstices only will be polarized, whilst the 
middle will remain dark, or present only its natural hue.” 

It may be here stated, that the film of selenite employed to 
give colour to objects, should ho mounted between two glasses 
for protection ; it may be even immersed in Canada balsam, in 
the same manner as an ordinary object. Some persons employ 
a large film mounted in this way between plates of glass, 
with a rajged edge to act as a stage for supporting the object 
on, it is then termed the “ selenite stage”' 

Cause of the Colours of Polarized Light . — In fig. 137 it was 
shown that when a beam of light reflected from a plate of 
glass, at the angle of 56° 45', was received by another plate of 
glass at the same angle, it would* be found (if this second plate 
were capable of being revolved) that in two* positions in one 
revolution the light would be entirely stopped, whilst in two 
others it would be wholly reflected ; in the microscope the 
same effect can be shown by two prisms, one either above tli* 
eye-piece or between it and the object-glass, and the other 
between the object-glass and the mirror. It has been stated 
before, that if a thin plate of a doubly refracting crystal were 
placed between «the prisms (when in the situation # that the 
transmitted ray of polarized light from the lowest prism was 
stopped by the upper prism), it would not only cause the 
light to pass through the first prism, but, according to the 
thickness of the plate of the crystal, so should we have either 
a green or a red colour, or some modification of the same, 
these colours being complemental of each other, or which, 
15 
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together, would make white light. If a thick crystal were 
placed between the prisms, we should have no colour, but if a 
film of the same, we may have it either red or green ; the 
reason of this is stated to be, that in the thick crystal the 
beam is split into two rays that are polarized in directions at 
right angles to each other ; but in thin films of the same* the 
polarized rays are not af right angles to each other. From a 
very early period, philosophers have been employed in the 
investigation of the nature bf light, and two principal theories 
have been advanced, one by Newton, who maintained that 
light is material, and is emitted by all self luminous bodies 
in minute particles ; the other by Iluyghens, who supposed 
that an elastic medium, called ether, fills all space, and occu- 
pies the intervals between the particles of all substances, and 
that luminous bodies excite vibrations in this ether, which 
spread by waves, in the same manner as those formed in 
water when a foreign substance, such as a stone, is dropped 
into it. This latter theory is the one now generally adopted, 
and has received the name of the undulatory theory . Light, 
as is well known, is made up of three colours, each colour 
being produced by a wave or undulation of a particular length ; 
if all vibrate together, white light is formed, but if they are 
placed under other conditions, darkness or colour may result 
from the waves interfering with each other. If the dilference of 
length between two waves be an even number of half undula- 
tions, the two will coincide and produce a colour equal in 
intensity to the two combined ; but if the difference be an odd 
number, darkness will result. Let us now apply this principle 
to the selenite between the two prisms, and let us suppose the 
prisms to be arranged so that no light may be seen when the 
eye is applied to the eye-piece ; the polarized beam, therefore, 
from the first prism not being able to pass through the 
analyzing prism, a plate of a double refracting crystal is intro- 
duced; this has the property of dividing the polarized beam into 
two coloured rays, which are polarized at right angles to each 
other; but at angles of 45° to the original ray, these falling 
on the analyzing prism, and being inclined somewhat nearer 
to its ctystallographical axis than the polarized beam originally 
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was, some of its vibrations will pass through; but as these 
vibrations do not all arrive at the prism at the same time, 
colour is the result from slight interference in the undulations; 
and if, in the first case, the colour is red, then, as the prism is 
turned, tlte green will arrive at the same point of the crystal- 
lographical axis of the prism, and some of its undulations will 
also pass through and, by interference* produce a green colour. 
The red and green colours are, as has been before stated, com- 
plementary, or the one is what the ether wants to form white 
light ; if a double refracting crystal of Iceland spar be used 
instead of the Nicol’s prism, it can be shown that where the 
red and green are super-imposed, white light results. But as 
this subject will be best understood by reference to a diagram, 
the author has selected the following Irom the valuable Intro- 
duction to the Study of Polarized Light , , lately published by his 
friend, Mr. Woodward. Irf order to render the diagram more 
intelligible, it may be as well here to state that ordinary light 
is represented by a cross, which denotes that its vibrations are 
in plane s^at right angles to each other, whereas, when one set 
of such vibrations only is shown, the light is said to be polar- 
ized. Mr. Woodward’s description of the production of colour 
by polarized light being in itself so comprehensive, the author 
has been induced to copy it nearly verbatim. 

Let A B C D, fig. 141, represent the rectangular vibrations 




Fig. 141. 

of common light; E a plate of tourmaline placed with its 
crystallographical axis in a vertical direction; this is called the 
polarizer ; a F beam of polarized light obtained from ABCD 
15* 
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by the stoppage of plane CD; (ia film of selenite of such a 
thickness as to produce red or green light; H the polarized 
beam F split into two planes at 'right angles to *each other ; 
I a second tourmaline or analyzer, with its axis in the same 
direction as that of E ; by this all the vibrations of that are 
not inclined at a greater angle than 45 Q to the axis of the 
analyzer can be transmitted and again be brought together; 
K the waves R° R e of red light, meeting in the same state of 
vibration, and forming a wave of red light of doubled 'intensity; 
L M the waves Y° and Y e and B° B e for yellow and blue 
meeting together, with a difference of an odd number of half 
undulations, and thus neutralizing each other by interference ; 
N the resultant red light. 

Tn the lower diagram, fig. 141 may be seen what takes place 
by turning the analyzing tourmaline one -quarter of a circle. 
It represents the polarized beam split into two rays ; I the 
tourmaline turned so that its axis is at right angles to that in 
the preceding figure ; K the waves R° 1I R of red light destroy- 
ing each other by interference ; L M the waves, Y° Y e and 
B° B e for yellow and blue, meeting together in the same state 
of vibration, and by their coincidences, waves of doubled 
intensity for yellow and blue light; N green light resulting 
from the mixture of the yellow and blue light respectively. 
By substituting N i col’s prisms for the two plates of tourma- 
line, and by the addition of an object-glass and eye-piece, the 
diagrams would then represent the passage of the light through 
an achromatic compound microscope. If, instead of the sele- 
nite, other crystals, such as Iceland spar, quartz, nitre, &c., 
cut in the manner described at page 220, be placed between 
the tourmalines, coloured rings will be produced, which, in 
some cases, may be intersected either by a black or white 
cross, according as the light is stopped or transmitted. All 
substances, whether animal, vegetable, or mineral, which, by 
the unequal arrangement of their particles, possess the 
property of double refraction, will, when placed between the 
prisms, exhibit colours varying according to the otherwise 
unappreciable difference of* density of their various parts, and 
these differences may thus be distinguished and traced out 
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much more satisfactorily thaif by common light. “ Should, 
however,” says Mr. Woodward,* “ the doubly refracting pro- 
perties of the tissue be t&> feeble to produce a sufficient 
difference of colour, the effect may be considerably increased 
by placing the object on a plate of selenite of uniform thick- 
ness, for which purpose a thickness capable of producing a 
bright purple or light blue colour will be found to afford the 
most agreeable contrast, and, as a single plate, to be the most 
generally* useful.” * 9 

In the preceding description of the colours produced by 
polarized light, those of which mention has been chiefly made 
are the red and the green ; it must not, however, be imagined 
that these are the only colours, for, in practice, it will be 
found that not only every colour of the spectrum, but every 
variety of tint of each of tlTese primary colours will be pro- 
duced by variations in the* thickness of the doubly refracting 
substance, through which the polarized light passes; these 
tints may be classified into seven orders, as was done by 
Newton^ when he ascertained the thickness of coloured plates, 
and particles of air, water, and glass. Selenite, from the 
circumstance of its splitting easily into lamina?, may be ob- 
tained of all thicknesses, and films of intermediate thicknesses, 
between *00124 and *01818 will give all tints of colour 
between the white of Newton’s first order and the white 
arising from the mixture of all the colours. • The same variety 
of tints may be produced by t placing the films one over the 
other; for this purpose, Mr. Darker, who has paid considerable 
attention to the subject of polarized light, and to whose inge- 
nuity we are indebted for some of the most beautif ul of our 
apparatus for exhibiting certain phenomena, in connection with 
this subject, has devised the instrument represented by fig. 142. 
It consists of a* plate of brass, four inches long, an inch-and-a- 
half broad, and one-fifth of an inch thick, having a piece of 
raised brass screwed to it, against which objects may 
rest when the microscope is inclined ; in the centre of the 
brass plate* there is a # hole, one inch in diameter, into which is 
fitted a ring of the same metal, with a shoulder on its under 
* Op. Cil., p. 25. 
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side to receive certain cells, intu which j dates of selenite are 
fitted; this ring is capable of being revolved either to the 
right or the left of a central index or dart, by means of an 




endless screw, turned by the small handle seen on the right 
side of the figure. PA}, P A ~, PA}, represent three brass 
cells, into each of which are burnished two plates of thin glass, 
having between them films of selenite of different thicknesses. 
The dart at P A denotes the direction of the positive axis of 
the selenite, and the figures -f, &c., denote the parts of a 
vibration retarded by each disc, which, by their super-position 
and variation in position, by means of the endless screw 
motion, produce all the colours of the spectrum. 

Advantages of Polariztd Jdc/pt to the Microscop? st . — The ap- 
plication of this Modification of light to the illumination of 
very minute structures has not yet been fully carried out, but 
still there is no test of differences in density between any two 
or,moie parts of the same substance that can at all approach 
it in delicacy. All structures, therefore, belonging either to 
the animal, vegetable, or mineral kingdom, in which the 
power of unequal or double refraction is suspected to be 
present, are those tlu^f should especially be investigated by 
polarized light. Some of the most delicate of the elementary 
tissues of animals, such as the tubes of nerves, the ultimate 
fibrilho of muscle, &c., are amongst some of the most striking 
subjects that may be studied w ith advantage .under this 
method of. illumination. It would be impossible, in a work 
like the present, to give a long list of objects that require the 
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aid of polarized light for their exhibition ; every structure 
that the microscopist is investigating should be examined by 
this liglit, as well as by th%t either transmitted or reflected ; 
objects mounted in Canada balsam, that arc far too delicate to 
exhibit apy structure under transmitted, will often be well 
seen under polarized, light ; its uses, therefore, are manifold. 
Those who would wish to enter scientifically into this subject, 
should consult the works of Biot, Brewster, Hcrschel, and 
the excellent Lectures of Dr. Pereira ; the Familiar Intro- 
duction to the Study of Polarized, fjglit, by Mr. Woodward, 
may also be studied with very great advantage. The object 
of the author in the present chapter has been to show the 
nature of the apparatus employed, how it is adapted to the 
microscope, and the method of using it, together with as short 
an explanation as possible of fiome of its most important prin- 
ciples; the mode of preparing such objects as will best exem- 
plify these principles will be fully described in a subsequent 
chapter. 


CHAPTER VII. 

GONIOMETER. 

For the purpose of measuring the angles of crystals, whether 
microscopic or others, a very beautiful instrument has been 
invented by Dr. Lecson, and has been termed by him, a 
Double Refracting Goniometer. A full description of it lia*s 
been given in the Proceedings of the Chemical Society , 
Part XXIII, of which the following is a transcript : — 

“ The goniometer, invented by the author, with a view to 
remove many of the difficulties incident to the instruments 
heretofore in»use, is represented in figs. 143 to 151. Amongst 
the peculiar advantages of this instrument may be enumerated 
its capability of measuring opake and imperfect crystals, also 
microscopic crystals, anti crystals in the interior of transparent 
media. It is equally applicable to the largest crystals, and 
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will measure angles without removing the crystal from a 
specimen, provided only the whole is placed on a suitable 
adjusting stage. The instrument depends on the application 
of a doubly refracting prism, either of Iceland spar or of 
quartz, of such a thickness as will only partially s<jparate the 
two images of the angle which it is proposed to measure. 

“ Premising that tlie^oniometer may be either mounted as 
a separate instrument or attached to a microscope, it is pro- 
posed to describe it as when fitted to a body of the improved 
compound microscopes in common use. The same letters 
will be used for the corresponding parts in figs. 143 to 148, 
which represents the various parts of the goniometer fitted up 
as the eye-piece of a microscope, together with those of the 
adjusting stage to support the crystal which is intended to fix 
upon the traversing stage of the* microscope. 

“ Fig. 1 43 is a perspective view of the goniometer, and fig. 
1 44 is a section of the same. At a is an achromatic prism of 



double refracting Iceland spar — a liochon’s prism of quartz 
-nay bo substituted; h is a brass tube containing the prism, 
with a round aperture ibrming the cap of the eye-piece, and 
sliding stiffly on the tube c attached to the arm d carrying the 
vernier of the graduated circle h. At /is an achromatic eye- 
piece, either Huyghdhian or positive, sliding stiffly or screwing 
into the tube <j which fits into the tubular body, of the micro- 
scope. If the crystal is large, and no maynifying power re- 
quired, this eye-piece may be dispensed with ; a single lens of 
long focus may occasionally be substituted with advantage. 
The vernier has a clamping screw at i and an adjusting screw 
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at k. A reading microscope, placed at e, is attached to the 
vernier. Fig. 145 is the adjusting stage to support the 
crystal whose angles are t\ be measured, and fig. 146 is a 



section of the same. The. crystal may either be attached by 
Canada balsam or wax to a glass, or blackened ivory plate l 
dropping into the ring m, which again fits into the ring n, or 
the crystal may be conveniently held by the clamping arms 
in fig. 1 •ft, attached to a ring, also fitting into the plate n. 
Two of these arms have very small cuj)s at their extremity 
fitted with a piece of India rubber or cork, by means of which 
they can be pressed against a crystal without bruising it. The 
third arm has a small fork at its extremity, which turns round 
on the end of the arm at x in any direction to suit the crystal. 




The arrangement of* screws and guides shown in the drawing 
is for the purpose of sliding the arms to and from the centre 
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where the crystal is to be fixed. Fig. 148 is another ring 
fitting into n with two light springs to hold a slip of glass on 
which to fix a crystal when desi/ed, or to carry one of the 
ordinarily mounted microscopic specimens. 

“ p, figs. 1 45 and 1 46, is a semicircle attached to. the ring 
n, which is centred on two screws, at 1 passing through 
two uprights, so that h may be inclined at any angle and 
fixed by the clamping screw r. This semicircle may be 
graduated, in which case it 1 can also be employed for deter- 
mining the inclination of the optic axes by polarized light. 
Not only can the plate m be revolved in any direction within 
the ring //, and set to any inclination by the semicircle but 
the whole ring o carrying the upright supports may also be 
revolved around the short tube shown in the section at u 
upon the plate s which fits upon the traversing stage of the 
microscope. The ring o may also be graduated, if thought 
useful, and thus rendered convenient for investigations by 
means of polarized light. 

“ When a crystal, or any angle thereof, is viewed through 
the prism attached to the goniometer, two images thereof are 
produced by revolving the prism, which, with respect to each 
other, may be made to occupy various relative positions, as 
shown, for example, in figs. 149, 150, 151. Let a b c, fig. 



149, be the angle to be measured, the crystal being adjusted 
properly, as hereinafter explained. Place thy vernier at zero, 
and there clamp it fast ; then revolve the tube b containing 
the prism until the lines forming one side of the 1 angle to he 
measured coincide in both images, as, for instance, the lines 
a b, a! V, fig. 150; then release the vernier and revolve it on 
the graduated circle, until the two lines forming the other side 
of the angle fn\ // r' also coincide, fig. 151. The amount of* 
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rotation thus obtained is the measure of the angle, or its com- 
plement, according to the direction in which the vernier is 
moved. Instead of starting lYom zero, it is of course suffi- 
cient to take the difference of the readings in the two 
positions. , 

“ There arc two descriptions of angles, the one sort being 
the plane angles produced by the line* forming the edges of 
the planes, the other sort being the angles representing the 
inclination^^ ttie planes themselves to each other. 

u When a plane angle' is to be measured, it is necessary 
that the two lines or edges forming it should be both situated 
in a plane perfectly horizontal, that is perpendicular to the 
axis of vision. The stage, fig. 145, furnishes <ivery facility 
for this adjustment, which may be known to be perfect by 
using a suitable object-glass and observing that every portion 
of both lines remains exactly, in focus on traversing the stage. 

u When the inclination of two planes is to be measured, 
they must be so adjusted that their line of junction is parallel 
to the axis of vision, or, to use a familiar expression, they 
must be tftfeen out of winding, as it is termed. A very little 
practice will satisfy the observer that these adjustments may 
be readily accomplished by the stage in question. 

“ Similar adjustments may be effected, although somewhat 
more difficult, by using the forceps commonly sold with thc # 
compound microscopes, more especially the# three-pronged 
forceps made by Smith. 

“ The author cannot too strongly insist on the importance 
of the microscope in examining the surface of the planes of 
crystals subjected to measurement, convinced as he is that 1 
obliquity in many cases arises not only from conchoidal frac- 
tures, but also from imperfect laminae elevating one portion of 
a plane, and yet allowing a very tolerable reflection when 
mcqgured by the reflective goniometer. Another source of 
error sometimes arises from not observing that the planes 
measured arc those of macled or aggregated crystals, and thus 
furnish angles which would not exist in a distinct crystal/’ 

Mr. Ross has also contrived a very excellent goniometer ; 
it, is constructed somewhat on the same principle as the 
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micrometer eye-piece, shown *at fig. 123, page 192, by placing 
a cobweb in the lower part of the outer tube in the focus of 
the eye-glass, instead of a divided scale, and having the upper 
rim of the same tube divided into 360°. By turning either 
the crystal or the cobweb, so that one of the aides of the 
former may lie in a line parallel with the cobweb, and having 
set the index at zero, or observing the degree it points to, 
and then bringing the cobweb in a line parallel with another 
side of the crystal, the number of the degrees passed over 
will give the angle required. 
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CHAPTER I. 

The microscope, and all the apparatus necessary for the 
investigation of every class of object, having been fully 
described in the preceding pages, it remains now to point out 
the different methods by which these objects may be exhibited, 
as well as mounted and preserved for future examination. 
As this work is chiefly intended to afford information to those 
who are young in microscopical science, and who, therefore, 
cannot be supposed to be familiar with many of the methods 
employed in the preparation of the different kinds of objects, 
the authaf must be excused for entering somewhat in detail 
into a few of the most important processes, as it is requisite 
that the directions given should be sufficiently plain to enable 
even the most inexperienced manipulator to carry them intc 
effect. # 

All structures intended to be 'viewed by transmitted light 
requiring glass of some form or other, either for their support 
whilst being investigated, or when permanently mounted, it 
becomes necessary first to allude to the best mode of cutting 
such glass into the proper shape by a diamond. 

Diamonds for Cutting Glass . — The diamonds required by 
the microscopist are two in number, the plough or glazier’s 
diamond, and the # writing diamond. The former is necessary 
for cutting the thin plate or crown glass for slides,* and for 
cells and boxes to mount objects in, whilst the latter is 
required for cutting the thin glass for covers, and for writing 
the names of the objects on the end of the slides. The 
plough or glazier’s diamond is represented by fig. 152, and 
consists of a shaft or handle, and of an oblong piece either of 
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steel or brass, in which the diamond is set; tins piece of 
metal is connected to the handle by means of a swivel joint 
which works in the * ,nd of a brass ferrule attached 
to the handle of the instrument. The handle is 
generally composed of wood or ivory, the upper 
part is round and slight, whilst the lower part is 
much largei, and flattened on two sides, for reasons 
presently to be assigned. The amateur, when 
taking a diamond in hand for the first time, must 
not be disappointed if lie fail to cut a strip from a 
piece of glass: he may even persevere, and still 
some time elapse before he is certain of making a 
good cut — hence it has been thought that a few 
words of instruction on this point would not here 
be out of place. The diamond should be held in the 
hand thus : — The upper part of the shaft or handle 
should be placed between the fore and middle 
finger, and one of the square sides of the lower 
end pressed upon by the thumb, and the opposite 
square side by the lore-finger. The side of the 
oblong piece of metal in which the diamond is set 
should now be brought against the edge of the 
ruler, and by means of the swivel-joint, it will 
readily accommodate itself to it. And supposing 
we wish to cut a strip from a piece of glass, we 
must first lay the ruler on the glass, in the 
position in which we wish the cut to be made; 
the diamond held as already directed must be 
placed against the edge of the ruler, at the spot 
Fig. 152 . where we wish the cut to commence; and should 
the operator have never cut with the same diamond 
before, he should rest it on its point, and iqove it backwards 
and forwards upon it, making the upper end of the handle de- 
scribe a curve, until the diamond marks or take# readily to the 
glass. When the right position is obtained, the diamond may be 
drawn carefully along the ruler to the opposite end of the 
glass, care being always taken that the pressure exerted 
on it be not great, and that the same degree of inclination of its 
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handle to the ruler be preserved* throughout, else in parts the 
glass will be cut, and in others only scratched. A true cut will 
be known by being very family visible, and by a particularly 
musical sound being produced by the cutting, whereas a scratch 
is known by its jagged edges, and by the rough and harsh sound 
made whilst the diamond is passing : when the glass is held 
towards the light, it will be seen thaff the scratch is inerojy 
superficial ; but the true cut, although faintly seen on the 
surface, will sliow that the glass cracked for some con- 
siderable distance below it. When we try to separate the 
slip which has been cut with the diamond, we shall find that 
it easily breaks off, whilst the scratched portion will be with 
difficulty, if at all, removed. The operation of cutting, 
although at first sight very simple, will be found not 
to be so in practice. The best plan for the tyro is to 
procuro a piece of soft glass, and make a number of 
cuts as near to each other as possible, and try how 
thin a slip can be broken off. 

Writing Diamond . — The writing diamond is repre- 
sented by fig. 153; it is not provided with a swivel, 
neither is the handle squared, but consists for the itiost 
part of a thin, tapering stem of ebony or ivory, and as 
it, like the glazier’s diamond, will only cut or scratch in 
certain positions, it is requisite that the operator should 
ascertain this point, and when once •found, a mark 
should be made on the lyindle, in order to show which 
part of it is to be held in front. Those diamonds 
having a portion of the handle squared on which to, 
place the thumb or forefinger will be found to be by far 
the most convenient; but when the operator has once 
fixed upon the best writing point of the diamond, he 
Tig. 153 . may, if ly) chooses, cut out a pi aye in the handle for 
the reception of the thumb or forefinger. Th’ere are 
two descriptions of writing diamonds, one in which an irregu- 
lar stone has been ground or turned to a fine point, whilst the 
other is formed of a sharp-pointed fragment or splinter. The 
former is to be preferred, although its cost is considerably 
greater. 

16 
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CHAPJ^R IL 

ON CUTTING CLASS. 

Glass . — The best kinds of glass for mounting objects upon, 
a re those known in commerce as thin plate and flatted crown , 
both may be purchased either in sheets or cuf up into slides 
ready for use ; if the former be preferred, it sh&uld be free 
from holes and flaws, whilst, in the latter, veins and air 
bubbles must be avoided ; should the operator wish to cut it 
himself, he must be provided with a diamond of the form 
represented m page 240, and with a piece of apparatus termed 
a cutting-board. 

Cutting-board . — This is represented by fig. 154, it consists 





of a piece of mahogany or deal a h 9 about a foot or eighteen 
inches long by eight or nine broad, and three quarters or one 
inch thick ; upon this, and close to one of the sides, is screwed 
a strip of similar wood c, about an inch broad and one-fourth 
of an inch thick, but not so long as the bottom piece by two 
inches ; upon it may be marked lines, such as efg, to indicate 
the width of the more common sized slides. The rulers are 
generally made of the length of the board, and as broad as 
the sizes of the glass-slides required to be hut, minus the 
thickness of the setting of the diamond ; the wood most suit- 
able for them is from one-eighth to one-fourth of an inch 
thick ; one of these rulers is represented by d. In all, the 
ends should be cut perfectly square, for a purpose presently 
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to be named. Now supposing* we wish to cut the slides of 
the usual size, viz., three inches long by one inch wide, we 
must be provided with two-* rulers, the one not quite one 
inch broad, the other not quite three inches, as no diamond 
will cut close to the edge of the ruler, in consequence of its 
being set in the middle of a piece of steel or brass, therefore 
the distance of the cut, made by the diamond-point from t^e 
edge of the ruler, will be regulated by the thickness of the 
setting ; and as no two are of the dajne thickness, it becomes 
necessary to have the rulers, at first, of the respective 
breadths of one inch and three inches, and .then to have 
one edge planed, until the cut made by the diamond is 
exactly the right measure. When those wlfo use plate- 
glass prefer having the edges of their slides either ground 
or polished, it is as well to ke£p the rulers of the exact size 
of the slide, viz., one of an inch and the other of three inches 
broad, by these the slides will be cut larger than is required, 
but the loss the edges sustain in the grinding will, in all 
probability, bring them down to the proper size. 

Procedfof Cutting . — In the cutting of slides, it is advisable 
first to cut the glass into strips three inches broad, this is 
done in the following manner: — One edge of the glass, if not 
quite straight, is to be made so by cutting a thin strip off'; 
this straight side is to be placed against the thin raised edge 
on the cutting-board, and pressed firmly towaids it ; the broad 
ruler is then to be laid upon, the glass, and also pressed 
against the raised edge, and a cut, made with the diamond in 
the manner previously described ; we shall now have a strip 
of glass three inches broad. The next step is to make one of 
its ends square, this may be done by laying the strip against 
the raised edge of the cutting-board, with one extremity ex- 
tending a little Ijeyond it, the broad rujer, being perfectly 
square at both ends, is now to be placed with one of these 
against the raised edge and a cut made, this will render the 
end of the strip of the glass square ; this Squared end is now to 
be brought against the edge of the cutting-board, and, with 
the narrow ruler, it caA te cut up into as many slides of three 
inches by one as its length will admit of; when these are 
16 * 
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placed in a bundle, they will be found to be all of one size, 
wliich would not be the case were any other plan adopted. 
The small strips cut oft* from j^ate-glass, which are not large 
enough for slides, should not be thrown away, as they will 
be found very useful in making cells or boxes. It will be 
noticed that slides of three inches by one have only been 
spoken of in the preceding description, of course any other 
sizes may be cut by the same process, by having rulers of the 
requisite breadth. ^ 

Edging the Slides . — All glass that has been cut with the 
diamond will present a rough edge, to obviate this, and at the 
same time to improve the appearance of the slide, the edges 
must be ground smooth, this is done by rubbing them on a 
perfectly Hat plate of metal, with fine emery and water. As 
one of these plates will be foulid of great use for other pur- 
poses than that just mentioned, it will be as well here to speak 
of the best form to be adopted. Several metals will answer 
the purpose, but the best is a mixture of lead and pewter; 
cast-iron and brass, especially the former, will answer very 
well, but lead is rather too soft ; in order to get the surface 
flat, it may be planed, or, if the plate be not very large, three of 
the same size should be procured; they may all be kept per- 
fectly true by a process well known to most mechanics, this is 
nothing more than grinding one alternately against the two 
others, and these two against each other, whereby a perfectly 
flat surface may be always ^ept. If cast-iron is employed, 
three plates, about seven or eight inches in diameter, will 
k answer the purpose exceedingly well. The process of grinding 
the edges consists in holding the slide in a vertical position on 
the plate, and rubbing it either round and round, or else 
backwards and forwards, until perfectly flat; if the edges 
require to be ! bcveljed, the slide must thei^ be inclined at an 
angle of 45° with the plate, and be rubbed in the same 
manner. The emery should be fine, and the slide dipped in 
clean water occasionally, and then wiped to see how the grinding 
proceeds. To receive the excess of emery and water, wliich 
is sure to escape over the side of the * plate, a cloth may be 
placed around it, or, what is best, is to have the plate 
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fixed into a block of wood in* the same manner as a hone. 
If the edges require to be polished, after having been ground, 
they may be rubbed upon a*flat piece of wood covered with 
buff leather, that has been impregnated with putty powder, 
water being used in the same manner as with the emery. If 
a large quantity of slides are required, the process of grinding 
will be facilitated by employing a lapidary’s wheel or mjll, 
charged with emery ; the polishing may also be done in the 
same apparatus by using a woodeif wheel charged with putty 
powder. If the slides are intended to be covered with paper, 
the grinding of the edges may be dispensed with, as the paper 
will hide all inequalities of surface. 

ON CUTTING TIIIN GLASS FOR COVERS, ETC. 

The thin glass employed to cover microscopic preparations 
is manufactured only by Messrs. Chance, of Birmingham, it 
may be procured of various degrees of thickness, from the 
one-twentieth to less than the one-hundredth of an inch ; being 
unannealed, it must, on account of its brittleness, be handled 
with care. For cutting it, the board described at page* 242 
for the thick glass may be used, or a smaller one, consisting 
of a piece of mahogany about eight inches long, three broad, 
and a quarter of an inch thick, with a raised edge, as repre- 
sented at c. The lines efg 9 in front of the raised edge, 
should also be present to indicate the length and breadth of 
two slides of the size most commonly used, and to form a 
guide for cutting the covers. As it matters little if the covers 
are not cut exactly of the same size, one narrow ruler will 
generally suffice for all purposes. 

The diamond to be employed must be the writing one, 
having a sharp jjoint, but the pressure pxerted ought to be 
slight, as the thin glass, from not being annealed, is apt* to break 
with the slightest touch ; should the operator, however, not 
be provided with a writing-diamond, the glass may be cut 
with a plough-diamond by the following means, viz., by laying 
it on a piece of plate-glass that has been wetted, this will fill up 
all inequalities and cause an adhesion between them, and, with a 
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little care, the diamond-point Will cut it, but if the first stroke 
fail, the operation must be repeated until a scratch is made ; 
as it often happens that, from the hardness of the surface of 
the unannealed glass, a plough-diamond will not readily 
mark it. 

To Cut Circular and Oval Covers . — This may be done 
either by a machine ifi which a plane surface of wood, on 
which the glass is laid, is made to revolve either in a circle or 
oval underneath a diamond-point, or by the writing-diamond ; 
in which latter case a model of the size of the cover will be 
required. In , order to cut circles, the following plan may be 
adopted : — Discs of metal of various sizes should be selected, one 
of these being laid upon the thin glass, and pressed firmly down 
with the finger, the diamond is to be passed round the margin 
of the disc, care being taken that, in the passing round, it be 
made to revolve on its own axis, otherwise the beginning and 
end of the cut will not join, a little practice will soon over- 
come this obstacle. When a number of discs of the same size 
are required, it is advisable to have the thin glass cut into 
strips a little broader than the circles are to be, the circles 
when cut can then be readily separated from the surrounding 
glass ; but should any difficulty arise, a few strokes made by 
the diamond through the largest and most attached parts, will 
readily cause their separation. Another plan is to select a 
set of sections of glass tubes of different sizes, and to lay one 
of them on the thin glass, the, diamond may then be passed 
either on the outer or inner side of the ring, in the same 
manner as when the metallic disc is used. When oval covers 
are required, we may either use a model, cut out of card- 
board, or select, some of the truest of the oval cells that are used 
for mounting preparations in, and proceed with them as with 
the metal discs and glass rings. Much of tlje thin glass used 
for covers is slightly curved, care, therefore, is required to 
select those pieces that are the flattest, especially when the 
covers are destined for cells containing fluid; if they are not 
flat, the gold-size, or other material employed to cement their 
edges, will be certain to run underneath them. When the 
edges of the covers, whether circular or otherwise, are not cut 
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sufficiently well to allow of the fragments. being separated 
from them readily, but little pieces of glass are left behind, it 
will then be necessary to employ a fine file, this, when rubbed 
over the edges, will make them smooth, and any of the 
cements will adhere more firmly to them. For this purpose 
the cover should be held between the thumb and first finecr, 
and only a small portion of the edge allowed to ‘project abo^e 
the fingers for the file to act on at a time, by these means 
there will be tfut very little risk of •fracture. 


CHAPTER III. 

METHODS OF CEMENTING CELLS. 

There are three principal methods of mounting microscopical 
preparations : — first, in the dry way ; second, in some kind of 
preservative fluid, such as spirit and water, or Goadby’s or 
other soKftion ; and third, in Canada balsam. In the first 
method, all that is generally required is a Slip of glass or a slide 
(as it is commonly termed), and a cover of thin glass ; but, in 
the second method, when the object is of any thickness, the 
fluid requires to be contained in ‘some kind of reservoir, this ip 
most frequently made of glass, and is called by microscopists a 
cell; of these, various shapes and sizes will be found necessary, 
but as all require to be fastened to a slide, by means of some 
kind of cement, it will be as well here to describe the most 
approved methods of conducting the operation. 

Method of Cementing Cells without Heat — The thin glass, 
the tubular, the drilled, and all the other forms of cells pre- 
sently to be described, may be fastened to a bottom glass 
or slide by means of one or other of the following cements, 
viz., a mixture of gold-size and lamp black, or gold-size and 
litharge or red-lead, or a solution of asphaltum in turpentine ; 
in all these cases, the parts of the cell that are to be cemented 
must be simply painte*l % over with a tolerably thick layer of 
one of the above cements, and then be laid on the slide, and 
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be put aside until the cement is sufficiently hard for the cell 
to be used ; this will often require many days. 

Cementing Cells by Heat . — TJie most efficacious plan, how- 
ever, is to employ one of two substances known in commerce 
as Canada balsam or marine-glue, both of which must be 
liquefied by heat, and, to effect this, a simple apparatus, such 
as a small plate of sheet-iron, supported in some way or other 
over a lamp, must be provided. The size of the iron-plate 
should be large enough to hold slides three inches long by 
one wide ; it can be supported in various ways; if the plate be 
about five inches square, it may very well be heated, either 
upon the ring over a chemical argand lamp, or upon one of 
the rings of *u retort-stand, and a spirit lamp used. By far 
the best plan is to have a piece of wrought iron about six 
inches long, two and a half inches broad, and one-eighth thick, 
as shown in fig. 155, with a small wire leg screwed into each 
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corner to support it, about three inches from the table, and 
under this, a small spirit lamp may be placed to heat it. 

Whilst the plate is being made wann, th o cell and the 
slide, to which the cell is to be cemented, are to be laid 
upon it ; and on the sides of the cell small pieces of marine- 
glue, cut either into lumps or shavings, are to be placed*; these 
must be watched, and as soon as they begin to melt, they may 
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be moved one towards the othsr, with a sharp-pointed instru- 
ment, so as to cover the whole of the surface which is to be 
cemented; as soon as this is dope, and the glue is seen to boil, the 
cell may be taken up with a pair of forceps and turned over upon 
the slide, and when it has been adjusted to its right place, the 
cell may then be firmly pressed down upon the slide with 
a piece of flat wood, so that all the superfluous glue, with any 
air bubbles that are present, may be squeezed out. Tlic 
cell may now # be removed from the plate and placed upon a 
piece of wood; before it gets cold the superfluous glue may be 
scraped away easily with a small chisel, such as represented 
by fig. 156, or by a knife; but if this operation be left until the 
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cell is cold, the task then will be more difficult ; as soon as 
the cell is cold, a small quantity either of a weak solution of 
potash, ft? even spirits of wine, may be poured into it, and all 
the small particles of glue removed first* with the chisel,* and, 
secondly, with a chisel-like piece of wood, having a thin 
piece of rag over it, so that the cell may, by these means, be 
freed both from the cement and from any greasy matter that 
may be present (care being always taken that the glass be 
not scratched). The cell inay^now be rinsed out with clean 
water and wiped dry, first with a cloth or an old cambric 
handkerchief, and finished with chamo^ leather; it is now 
ready for use. 

When the glue lias been heated too much, it turns black, 
becomes tough, and will not stick to the glass ; when this has 
happened, it is bgtter always to take away the cell, scrape off 1 
all the old glue, and begin afresh, than to attempt to cement 
it with glue tfiat has been over heated and has lost its fluidity. 
As soon as the glue boils, then no time should be lost in laying 
down the cell in its proper place. Sometimes small black 
gritty^niasses are present in the glue; these should be re- 
moved whilst the melting is going on, as when they are left, 


250 


MANIPULATION. 


unless they can be crushed «by pressure, they will prevent 
the cell from coming down flat on the glass, and often large 
air bubbles will appear when thp pressure is taken off. There 
are many kinds of marine-glue in use, but the best for 
cementing cells is that known in commerce as G. K. 4, this 
melts at a temperature some few degrees higher than that 
of, boiling water, the harder kinds get brittle by keeping, and 
their melting point is much higher. While the plate is warm, 
and all the materials are at hand, it is by far the best plan to 
cement a number of cells, all of which may be cleaned and 
put by ready for use, as it will be found in practice highly 
necessary to have several sizes in store, that an object may be 
mounted speedily, for many valuable tilings are laid by and 
forgotten when the trouble of making and cleaning a cell has 
to be gone through before the mounting can be accomplished. 

To Cement Cells with Canada Balsam . — The iron plate, the 
spirit lamp, and the tools mentioned in the article on cement- 
ing cells with marine-glue, will all be as requisite for the 
Canada balsam as for the former material. The plate is also 
to be warmed, and the cells laid on it, as there described ; but 
upon the sides of the cell some old but semifluid Canada 
balsam is to be placed, as soon as it shows the least symptom 
of boiling, which is known by the disappearance of all air- 
bubbles, it may be taken up with the forceps and laid 
upon the slide, -pressed to get rid of the superfluous balsam, 
and then set aside to cool; the superfluous balsam may be 
removed with the knife or chisel, and the cell may be cleaned 
with a rag, dipped either into turpentine or ether. To get rid 
of these, the potash or alcohol may be substituted, and when 
the cell is rinsed out with clean water, and wiped dry with a 
rag and chamois leather, it is ready for use. Canada balsam 
is not so good for the cementing of cells as e the marine glue, 
in consequence of its getting brittle by age; some conside- 
rable care even is required in handling preparations that have 
been mounted only a few years, as the least jar or bending of 
the slide to which the cell is cemented, is often attended with 
a separation of the balsam. ** 

It should always be borne in mind that the heated slide to 
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which the cell has been cementtd must not be touched with 
a damp hand, neither should it be laid on metal or anything 
wet, as the glass, when suddenly cooled, is very apt to crack. 
Should the upper part of the cell be uneven, it should be 
rubbed on the metal plate described at page 244 until it is 
perfectly level, as the success of the operation of cementing 
down a cover will materially depend upon this point. 


CHAPTER IV. 

METHOD OF MOUNTING OBJECTS IN FLUID. 

• 

All very delicate animal and vegetable tissues, to exhibit 
their structure clearly, should not be mounted in the dry way 
or in Canada balsam, but in some preservative fluid, such as 
spirit and water, Goadby’s solution, or one or other of the 
fluids wlftch will be presently enumerated. 

The most minute structures, such as the vessels of plants, 
the muscular and other tissues of animals, requiring in all 
cases exceedingly high powers for their due exhibition, must 
of necessity be preserved in very thin cells, with a smaJJ 
amount of fluid. # 

The best method is as follows : — Take a slip of thin plate 
glass, of the size adopted by the Microscopical Society, viz., 
three inches long by one broad, or any qther convenient size, 
an#after having cleaned it thoroughly by washing with a 
dilute solution of caustic potash, to remove all grease, let it 
then be laid flat, and a drop of one or other of the preservative 
fluids presently to^be enumerated be placed upon it ; in this the 
object is laid, and after having been properly spread out with 
the needle point, it is ready to receive its cover of thin glass. 
This cover should be selected with care, and should be as 
thin and as flat as possible, and when freed from all grease 
by being rubbed with* caustic potash, it should be wiped 
with a clean cloth or chamois leather, and when finished 
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should be held in the middle, not with the fingers, but with 
forceps. The next part of the process is to touch its edges 
slightly with one or other of the cements presently to be 
enumerated (the simple gold-size will be found to be the best, 
as it is most free from colour), the cover being held with 
the forceps, the brush, with a very small quantity of the gold- 
nay be gently passed along each of its edges. The next 
to be done is to lay the cover upon the object ; this is 
effected by dropping the cover gently upon the fluid, and 
pressing it lightly to exclude all the excess, and to leave only 



& thin stratum intervening between the two 
glasses; the excess may be removed either by 
drawing it away by the sucking tube, fig. 157, or 
by small slips of blotting-paper. After this 
operation is finished, a thin layer of cement is to 
be placed where the -edges of the cover come in 
contact with the bottom glass ; when this is dry, 
another thin layer may be put on, until the angle 
between the two glasses is nearly filled up. The* 
use of anointing the edges of the coveir with the 
cement before laying it on the fluid is two-fold, 
first, to prevent its getting wet, and by that 
means hindering the cement from sticking, and 
secondly, all moisture being repelled by the 
greasy cement, the next layer applied will adhere 
more firmly. Care must be taken to exclude all 
air bubbles from between the cover and bottom 
glass, otherwise the cement will run in, especially 
when the bubbles are near the edge ; shoulcHtoo 
much of the fluid have been drawn out from be- 
tween the glasses, and an air bubble be left, it is 
then necessary to add a little more of the fluid at 
the edge where the bubble is, and it will then run 
in and occupy the place of the bubble, and the ex- 


Fi 157 cess °* ^ Ui< ^ ma J be again taken away in the 
manner before described. Objects mounted in 
this way seldom keep very long, and when once an air bubble 


has made its appearance, it becomes necessary that a watch 
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should be kept upon it, lest tin? cement also run in and spoil 
the specimen. When an object possesses any appreciable 
thickness, it is by far the best plan not to mount it in this way, 
but to adopt one or other of the following methods, in all of 
which a small reservoir is employed to contain both the fluid 
and the preparation; this reservoir is termed a all; various 
forms of these, which will be particularized as the thin gl^s 
cell, the concave, tubular, and drilled cells, with many others, 
here requirt separate mention. 

In order to prevent the cement employed in the flat cell 
from running in to spoil the object, the author’^ late brother, 
Mr. Edwin Quekett, adopted the plan represented by 
fig. 158, which was to take a piece of writing* paper, about 

one-eighth of an 
inch smaller each 
way than the cover 
to be employed, 
and from the mid- 
dle of this to cut 
out a square or 
circular hole suffi- 
ciently large to hold the object. After the fluid had been 
placed on the slide, and the object deposited in it, this paper 
cell was also placed in the fluid, and when adjusted to ths 
centre of the slide, the cover was laid on in the usual manner, 
the paper preventing the cement from running beyond it to 
obscure the object. Following out this principle, Mr. Darker 
has ingeniously contrived a cell of the fore* represented in plan 
byfkB, fig. 159, and in section by C. These cells are cast 

in glass of the size re- 
C presented by A B, and, 

in oi;der to prevent the 
cement from r mining in, 
the sides are constructed 
as shown by G D B. 
B being the outer margin 
of the cell, D a flat sur- 
face for the cover to rest on, and G a groove between it and 
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the inner margin. These ceils are cemented to the slides in 
the usual manner, either with marine-glue or asphaltum 
dissolved in turpentine, the nyithod of cementing down the 
cover is the same as in the other forms, a small quantity 
of gold-size being laid on the flat surface on which the 
cover is destined to rest before the fluid is placed within 
t]>e cell ; should there °be any tendency in the cement to run 
under the cover, it must first fill up the groove before it can 
get into the cavity where the object is. The urder surface 
of this form of cell can be ground sufficiently thin to enable 
a quarter of an inch object-glass to view any object contained 
within it. 

The Thin Glass Cell — This is represented by fig. 160, and 
consists, as its name implies, of a piece of 
thin glass, si&li as is used for covers, about 
three-quarters -of an inch square, out of 
which a round hole, varying from one-half 
to five-eighths of an inch has been drilled. 
In order to make this useful, it is to bet 
cemented to one of the slides "of plate- 
glass with marine-glue, in the manner pre- 
viously described at page 248. After the cell has been 
properly cleaned, as there directed, it is ready to receive the 
intended object, which is to be mounted as follows : — A small 
quantity of gold-size is to be placed upon the margins of the 
cell, and as much as possible wiped off with the finger (taking 
care that the size is wiped away from the hole of the cell and 
not towards it); the fluid in which the object is to be mounted 
must now be placed in the cell (and it is always a good plan 
to put in rather more than is used), and after the object has 
been properly arranged, the cover previously cleaned and 
anointed on its edges, as in the case of the flat cell, is to be 
laid on the fluid and pressed doyvru and the excess removed 
from its edges by the blotting paper or sucking tube, and 
the cement laid on in the manner before described. When 
these cells are not sufficiently thin, they may be readily 
made so by rubbing them down on tlie metal plate described 
in page 244, with some fine emery and water. It is a good 



Fig. 1G0. 
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plan always to give them a riA) on the metal, not only in 
order that they may be rendered flat, which they rarely are, 
but because a ground surface is calculated to give firmer hold 
to the cement than one which is polished. 

The author prefers this form of cell to any other, even for 
the most delicate tissues, and both cell and cover can be made 
so thin, that an eighth of an inch object-glass can be usyl. 
The flat cell, however carefully prepared, is almost certain 
to leak after a time, and, from ii^ containing such a small 
amount of fluid, a very short period will elapse before the 
object within it is found perfectly dry ; but in fhe thin glass 
cell there is more fluid, and any leaking is made evident by 
the formation of an air bubble ; when the bubble gets very 
large, the cover can easily be removed, and the object re- 
mounted without its having fifst been allowed to get dry. 

The Concave Cell . — This consists of a slide of plate-glass, 
rather thicker than ordinary, in the centre of which a concave 
cell or pond has been ground out, and either left in the rough 
*' state or golished, it may be either of the form represented in 
fig. 161, or fig. 162; the method of mounting objects in it is 

the same as in the* flat 
cell, with the exception of 
a thin layer of the gold- 
size or other cement being 
placed around the margin 
of the depression, as in 
the case of the thin glass 
cell, • and wiped off with 
the finger. The fluid is to 
be placed in the concavity, and the cover dropped on as in the 
preceding descriptions, but the cover should be so much larger 
than the cell, as # to leave a margin of oqe-eightli of an inch 
around it. This form of cpll, when polished, does fery well 
for many objects where accurate definition of the surface only 
is required; and, when unpolished, is most useful for thin 
opaque objects, such as pieces of injection, leaves of plants, 
&c., &c., that are too*tliick to be mounted between two flat 
pieces of glass. A very convenient and durable form of cell 



Fig. 162 . 




256 


MANIPULATION. 


may be made by spreading some old white lead, that has been 
ground in oil, on one of the slides that measure three inches 
by one, taking care to leave an /aperture or pond in the centre 
a little larger than the object ; the lead may be laid on of a 
thickness equal to that of the object. Spirit and water, or 
other fluid, is to be placed in the pond, and the object deposited 
ii^ it ; the thin glass c&ver, which should be as large as con- 
venient, is to be put on obliquely, and pressed firmly down 
into the white lead, taking care to exclude all «ir bubbles. 
The author has objects in his possession quite perfect, 
which were mounted eight years ago. Mr. Win. Valentine, 
who has adopted this plan for many years with complete 
success, uses U little trowel, of box or other hard wood, of the 
shape represented by fig. 1 63, to plaster down the white lead 



Fig. 163. 

and press the glass, and a more convenient instrument for the 
purpose cannot be devised. When Mr. Valentine first com- 
menced this plan of mounting, thin glass was not to be met 
with ; lie was, therefore, obliged to use a stout piece of mica ; 
it/ith this his objects have kept perfect for many years. Mr. 
Holland, whose ‘’name has been frequently mentioned as the 
inventor of the triplet object-glass, has recommended* a cell 
of the form represented by fig. 164, as useful for many objects 
“ that require a high power. a b 
exhibits a glass slide, on which is 
a painted, with white lead (worked up 
with one part linseed-oil and three of 
spirit of turpentine), a pond or cell c c, 
enclosing a space d. Glasses so pre- 
pared with cells of “any size or 
shape must be allowed to dry before they are used. The 
method of mounting objects within tjns form of cell is thus 
described : — “ A drop of fluid containing the object is placed 
* Vul. xlviii., Transactions of the Society of Arts, page 123. 
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within the space rf, and a piece of mica of the same size as the 
part painted dropped on the fluid ; but care must be taken 
that the drop be not in sufficient quantity to touch the inner 
margin of the cement. That being accomplished, take some 
almond oil in a hair pencil, and pass it lightly and slowly 
round the edges of the mica : the oil will insinuate itself under 
it, and will surround the object without mixing with Jit. 
When the oil js cleaned off, a coating of the wljiitc lead may 
be laid roilnd the edges of the mi$a, extending about one- 
tenth of an inch within and without it.” 

The two following methods of mounting • very delicate 
objects, such as Desmidieaa, have been recommended by Mr. 
Th waites.* The first consists in marking out on*the glass slide 
a cell of the required shape with gold-size, thickened either 
with litharge, red-lead, or lamp-black : these materials are to be 
mixed together on a slab, and laid on the slide as soon as 
possible, as this mixture quickly becomes hard. In the second, 
where deeper cells arc necessary, marine-glue is used: this 
must be melted and dropped upon the slip of glass, and flat- 
tened when warm with a piece of wet glass, and what is super- 
fluous cut away with a knife, so as to leave only the walls of 
the cell ; these, if they have become loosened, may be made 
firm again by warming the untjer surface of the slip of glass. 
The surfaces of these cells may he made flat by rubbing them 
on the metal plate with emery and water. The plan of laying 
down and of cementing the thirt cover is the same as that for 
the flat and thin glass cell before described. 

•Mr. Topping prepares cells for receiving minute prepara- 
tions in' the following manner : — He takes a slip of glass and 
lays on it two thin pieces of mahogany of* the size of the glass; 
each has a hole of the required figure cut in the centre ; in 
one piece the hold is the size of the onto? margin of the cell, 
in the other of the inner margin. These, when laid over the 
glass, afford the means of marking out with a writing 
diamond the space to be occupied by the cell, which must be 
filled up with japan. J3{he glass is now to be transferred to 
an oven, the heat of which should be gradually raised to 
* Ralfs’ Desmidieie, page 40. 


17 
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prevent the japan from blistering; but if care be taken in 
this part of the process, a cell so constructed will resist the 
action of proof spirit. 

When thicker objects, such as injections or other opaque 
animal structures, require to be mounted, it is necessary to have 
a much deeper form of cell than any of the preceding ; these 
nwjy be made of all depths and diameters, by having trans- 
verse slices cut from glass tubes, and may be denominated the 
tube cells; one of them is shown in fig. 165, and whdft cemented 
to a slide in fig. 166. The tube should be rather thick, at 



Fig. 165. 


least one-eighth of an inch, in order that the cells may hold 
firmly to the bottom-glass. These cells may be ms^le of all 
diameters between the one-fourth of an inch and an inch-and- 
a-half — they may be even made larger, if required; the 
author has had some cut from stout bottles and from the necks 
of decanters, that arc as much as two inclies-and-a-half in 
diameter. 

Some exceedingly good and useful cells may be made from 
glass which has been moulded or cast into rectangular tubes ; 
slices cut transversely from these, of the shapes and sizes 
shown by the following figures, will be found the most 
convenient, figs. 167, 168, 169, being for the glass slides of one 



Fig. 167. Fig. 168. '\ Fig 169. 

inch in width, whilst fig. 170 is intended for the slides, which 






♦METHOD OF MOUNTING OBJECTS IN FLUID. 259 

are one inch-and-a-half or m<$re in width. These cells are 
cheaper than those which are drilled in plate-glass, and are 



quite as neat in appearance. Fig. 171 represents one of* 
this form cemented to a slide and ready for use. 

^ ^ ^ '-? ? 


Fig. 17 If 

Drilled Cells . — These are composed of pieces of plate-glsfss 
of any convenient size, out of the middle* of which either 
a circular or oval hole has been drilled, the depth of the cell 
depending in all cases on the thickness of glass used ; when 
required to be very thick, two or more sells of equal size may 
be cemented together, either with the marine-glue or Canada 
balsam; figs. 172, 173, 174, represent three convenient shapes, 
and figs. 175, 176, 177, one of each cemented to a bottom 
plate of glass or •slide ; these cells have many advantages over 
others, as any number m#y be made of one thickness, they 
may also be # made perfectly square outside, and yet the 
cavity or cell within may be either oval or circular, which is 
often desirable. ^ 

The method of cementing them to the bottom glass is the 
same as that for other forms of cells. Being made of plate-glass 
17* 
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they are very flat and of uiiiform thickness, which is not 
always the case with those cut from tubes, and from not 
being grovnd on their surfaces, they 
will allow light to pass through them, 
when Canada balsam or very thin ma- 
rine-glue is used as the cement, hence 
tlVey may be employed with the 
Lieberkuhn. 

fylilt-up Cells . — These consist of four 




pieces of glass of convenient size, which 
are cemented to form an oblong, or 



Fig. 174. 


Fig. 177. 


square cell. The simplest form, and one which will answer 
the purpose of either the thin glass cell, or the tubular or 
drilled cell, when these are not at hand, may be thus made. 
Take a piece of glass of the required shape and thickness, say 
one inch long and three-fourths wide, and mark out on it, with a 
writing-diamond or ink, the size of* the cell you wish to make, 
as ^ in fig. 178, continue the lines to the edge^A* the glass as 
shown by dots at a b c d. Now, with a cutting-diamond, 
make four cuts in the direction of the, lines ab, ac; bd , cd ; 
reject the middle piece e ; and cement the four outside 
pieces to the slide in the same manner as one of the other 
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forms of cell, taking care always to put the pieces in the order 
in which they were before they were cut off ; this is known 

Hy making little marks or lines in 
each corner, so that, when the 
pieees are separated, one half of the 
mark may be on one side and the 
other half on the opposite, as cjpen 
in the above figure ; this will serve 
as a gfiyde to fit the pieces pro- 
perly together, and when a little 
marine-glue is placed between the joints, the four pieces 
will be held as firmly together as if they were a solid mass. 
Should, however, the pieces not be brought do\$n to a uniform 
level, the cell may be rubbed on the metal-plate with emery, and 
be thus reduced to any convenient thinness. Cells made in 
this way of the thin glass answer uncommonly well, and, 
when properly cemented, will form an excellent substitute for 
any of the other kinds ; they may be made of all thicknesses 
of glas^ from that used for covers up to •the thickest plate 
that the operator can cut slips from with the diamond. 

Thicker cells, as represented by fig. 179, may be “made 
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of four narrow strips of stout plate-glass, cemented together 
as in the preceding specimen, upon a bottom piece of thinner 
plate ; but care must be taken that the ends of the sides c d, 
and the edges of ab be ground fiat, and that the joints be 
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firmly cemented. Strips of plate-glass from one-eighth to 
half an inch may be obtained at the looking-glass makers, or 
may even be cut by the diamond, which will answer for this 
purpose uncommonly well, as all inequalities of surface may 
be ground down on the metal plate. 

When much deeper cells than these are required, we must 
hay<e recourse to the gla&s box, the invention of Mr. Groadby. 

This consists of four pieces of thick plate-glass abed , 
cemented together upon a bottom piece or slide by their edges, 
as seen in fig. 180. The edges are ground flat, and the sides 



Fig. 180 . 


c d made rectangular ; this form of cell is not so easily 
cemented as any of the preceding, and when the marine- 
glue is once melted upon the edges, the pieces should all be 
put together as speedily as .possible, so that one part may not 
be made much hotter than the other, otherwise the glue, when 
overheated, is apt to get thick find dry up. 

These cells or ‘boxes may be made of any size to suit par- 
ticular preparations, but in proportion to the dimensions so 
ought the thickness of the plate-glass to increase; it must, 
however, be borne in <nind, that the box should not be deeper 
than is necessary to hold the preparation, otherwise the latter 
could only be examined with a magnifier of low power. 

Method of Mounting Objects in Deep Cells . — For this pur- 
pose it will be requisite to be provided with g, bottle and glass 
tubes of the shapes represented by, fig. 181 and fig. 182. The 
bottle is required to contain the spirit or other fluid about to 
be used for mounting the preparation ; it should be of the 
shape represented by a, fig. 181, having a wide mouth, into 
which is fitted loosely a cork b 9 with a tube c passed through 
its centre ; the tube should not touch the bottom of the bottle. 
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The cell and thin glass cover having been properly cleaned, 
and the object prepared for mounting, the edges of the former 



Fig. 181. JP'ig. 182. 


are now to be anointed with a small quantity of gold-size, 
the cell is then to be filled with the preservative fluid by 
means of the tube c; if any air bubbles are seen at the bottom 
of the cell, they should be touched with a sharp pointed 
instrument, and be conducted by it to the top, where they 
will burst, and so disappear. The preparation (which we will 
suppose to be a piece of iqjected mucous membrane) having 
been cleaned* and soaked for a little time in a similar fluid to 
that in which it is now about to be mounted, must be placed 
in the cell, and moved about in the fluid, so that all air bub- 
bles may be got rid 1 of, the thin glass cover is then to be 
placed on, and all the superfluous fluid either drawn away by 
the sucking-tube, fig. 182, or by the blotting-paper, as pre- 
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viously described, the use of <the bulb in the tube being to 
prevent the fluid from rushing suddenly to the mouth. When 
both the edges of the cell and cover are dry, a thin layer of 
one of the cements must be applied to them, this layer should 
be allowed tp get hard before another is laid on ; when much 
of the cemj|at is used at first, it is apt to run into the cell, 
wl?ich may be avoided*. by keeping the first layer very thin, 
and adopting the precaution of letting it harden before the 
application of the second.* In order to give fieafness to the 
appearance of the mounting, the last coating may consist of 
black or red sealing-wax varnish, or the edges may be covered 
with bronze powder, or even with gold leaf, both of which 
will adhere i£ applied before the last layer of cement is quite 
dry. The object to be mounted and the preservative fluid 
should be kept as free from particles of dust as possible ; to 
prevent the admission of these into the fluid, the employment 
of the bottle shown by fig. 181 is recommended; should, how- 
ever, some foreign particles have gained entrance, they, in all 
probability, after a little time, will sink to the bottom of the 
bottle, where they will be out of the reach of the eftd of the 
tube* if adjusted as Represented in the figure. 

To prevent the cement from running into the cell, or the 
marine-glue from covering more than 
certain portions of the bottom of the 
same When fastened to a slide, Mr. 
llaincy has contrived the following 
forms. One of these, consisting of a 
%1 plate of glass about one-eighth of an 
inch in thickness, and one inch square, 
with a hole through the centre, is shown 
by fig. 183; around the hole a channel 
or groove is made, the object of which, 
as in Mr. Darker’s, sfiown by fig. 159, 
is the prevention of the entrance of the 
cementing material within it. Another 
form calculated to answer a similar pur- 
pose, is shown b} fig. 184; in this the 
hole does not extend through the glass, 
and the bottom of it may be either 
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polished or rough ; on the unde* surface of the cell there is a 
groove as in fig. 183, so that when marine -glue is employed 
to fasten it to a slide, the g\ue will be all kept outside the 
groove, and an object contained in a cell of this kind can, if 
required, be examined by transmitted light. 

Whilst treating of the different forms of cells and boxes for 
containing large preparations that require the aid of £he 
microscope for their due exhibition, it may be as well here to 
allude to the method employed by *Mr. Dennis, the manufac- 
turer of these boxes for Mr. Goadby and others, to render 
them better fitted to withstand the expansive^ power of the 
fluid they contain ; for this purpose he has found it necessary 
to strengthen the joinings of* the sides and ends by what he 
terms angle-pieces ; these are slips of plate-glass, ground into 
a three-sided prismatic shape, Vhich are cemented to the inside 
of the box, so as to fill up all the angles made by the sides 
and bottom, and the ends and sides, and likewise to strengthen 
the joints on the outside by cementing strips of plate-glass 
over them, in order to prevent the sides from bursting 
outwardS. Although this is a tedious process, the operator, 
nevertheless, will be well repaid for his trouble by the greater 
durability of the work. 

The method of cleaning the inside of the box, and the 
putting on of the cover, is th£ same as has been described ki 
the smaller cells ; to get rid of *air bubbles, it is advisable to 
pour into it much more fluid than is required to fill it, 
the excess will escape at the sides, and if the pouring be kept 
up for a few minutes, all the bubbles and foreign bodies in the 
liquid which may have been washed from the preparation 
will be removed. The cement employed for the cover by 
Mr. Goadby was gold-size and lamp-black, but Mr. Dennis 
adopts the following plan : — In the covers of large boxes he 
drills a small hole, and fits # cork into it, and places the pre- 
paration in the cell with sufficient fluid to cover it, but not 
enough to reach within half-an-inch of the top. He then 
cements on the cover* with marine-glue by means of a hot 
iron, and fills up the box with the perservative solution 
through the hole ; by a little shaking all air bubbles can be 
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got out, the box should now bd allowed to remain a few days, 
and when no more bubbles make their appearance, the cork is 
put in and cut off level with th^ top of the cover, and a thin 
piece of glass is cemented over it to keep it in its place. The 
whole of the joints of the box are now cemented with marine- 
glue, and the cover, being fastened on with the glue, is held 
m^ch more firmly than by any of the other more liquid 
cements. 



Fig. 1 Ho . 

%• 

A small box a b with mitred sides c c, and strengthened both 
with angle pieces in the inside and strips on the outside d, is 
represented by fig. 185 ; this will be found to be a much more 
durable kind than that shown by fig. 1 80. If the preparation 
to be mounted in one of these boxes be required to be kept 
in the middle of the box, or if it be necessary that any part of 
it should be spread out for its better display, the plan adopted 
by Mr. Goadby is to secure it with fine pieces of silk or China 
twist ; for this purpose he employs loops of strong silk, that 
are fastened to *the bottom Or sides of the box either with 
marine-glue or Canada balsapi, to these the fine pieces of 
silk attached to the preparation may be tied ; short loops may 
be cemented to any part of the inside of the box by means of 
a piece of glass and a loop, of the size shown in fig. 186. A 
small quantity of marine-glue placed under the 
glass when it and the loop have been properly 
adjusted, can be readily fixed by the application 
Fig. 186. a mm I tomajee the glass lie more evenly, 
a groove may be filed in it sufficiently large to 
contain the end of the loop, and to prevent the silk from 
being scorched during the operation of cementing, it may be 
covered by another piece of glass, on \Giich the heated iron 
should not be placed. 
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CHAPTER V. 

ON CEMENTS. 

The cements employed to fasten down the covers of cells and 
boxes, for containing microscopical preparations mounted Jin 
fluid* are of many kinds, the most useful of them being as 
follows : — 

Jupanners ’ Gold- Size . — Tliis consists of a mixture of boiled 
linseed-oil, dry red-lead, litharge, copperas, gum animi, and 
turpentine ; the first and last ingredients being its principal 
constituents, it can be purchased at most shops where varnishes 
are sold; but as its drying properties increase with its age, it 
is necessary that it be two Or three years old before it is 
employed. It should be laid on with a camel or sable-hair 
pencil, and be kept in a wide-mouthed or other vial, closely 
corked. A thin coating should be laid on at first, and when 
this is dry, another rather thicker. If the gold-size be very 
thin, a sfliall quantity of lamp-black or litharge may be mixed 
with it on a slab by means of a palette! knife, and as* this 
mixture very soon dries, it should be used quickly. The 
brush employed with cither of the above cements may be 
cleaned with turpentine. 

Sealing-wax Varnish . — This is* made by dissolving sealing- 
wax of any colour in alcohol, it having previously been broken 
into small pieces. Tliis cement is not so good as the gold- 
size, in consequence of not sticking readily to damp surfaces ; 
but it forms an excellent material for giving a shiny coloured 
coating as a finish to the mounting of an object. It is laid 
on with a small brush, and should be tightly corked to pre- 
vent the spirit from evaporating ; the brush may be cleaned 
with alcohol. Some persons prefer shell-lac to sealing-wax 
for a cement ;• but it will be found to be rather too brittle ; 
the method of using and of keeping it is the same as in the 
case of the sealing-wax^ 

Asphaltum. — Tliis, ^hicli forms a very good cement, is made 
by dissolving either Egyptian or other asphaltum in boiling 
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linseed-oil or in turpentine ; 4t answers very well for the first 
coating, but has not sufficient body, unless mixed with some 
solid material, to form the entire mass of cement around the 
covers of objects ; it is of a fine black colour, and as such will 
serve for the last or finishing coating. A solution of this 
substance in turpentine will make a good cement for fastening 
C^lls to the glass slides^ instead of the marine-glue or Canada 
balsam ; having this advantage, that spirit may be employed 
as the preservative fluid without injury to it. 

Canada Balsam . — A solution of this substance, either in 
ether or turpentine, evaporated to such a consistence as is 
sufficient to allow of its being laid on with a cameFs-hair 
pencil, has been recommended by Dr. J. W. Griffith as a very 
good substitute for the gold-size; a mixture of lamp-black 
and white hard varnish, wheii laid on immediately, he also 
recommends as a good cement. 

Marine-Glue . — This most useful cement, the invention of 
Mr. Jeffery, is composed of a mixture of shell-lac, caoutchouc, 
and naptha ; mapy kinds are made, but that known in com- 
merce as G K 4 is the best for microscopic purposes/" a solvent 
for rfc is supplied at the manufactory,* and will be found of 
great service to those who wish to construct any of the larger 
kinds of cells or boxes. When about to be used, the glue 
must be cut into thin slices &nd laid on the glass, and heated 
until it begins to boil ; or a hot iron may be placed on one of 
the surfaces of the glass until the same effect is produced ; if 
any gritty particles are present, they must be removed. To 
ensure a firm connection between two surfaces of glass, both 
must be well warmed, otherwise the glue will stick to one 
and not to the other. The excess may be removed readily 
before it is quite cold by means of the chisel described at 
page 248, and all tface of the remainder by the employment 
of caustic potash, care being taken that none of the latter be 
left in contact with the glue, as it is apt to insinuate itself 
between the two cemented surfaces, and cause their separation 
in a short space of time. 

Electrical Cement . — A very useful cement for some purposes 
* Commercial-road, Limehouse. 
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hereafter to be described, is made by melting together ten 
ounces of resin, two ounces of bees -wax, and two ounces of 
red ochre ; to these may be addled a teaspoonfull of plaster of 
Paris ; this cement is generally employed for fastening brass 
or wood to glass, in all kinds of electrical apparatus ; it must 
be used when hot, and can readily be fashioned into any shape 
before it gets quite cold. Another vfcry excellent but le$s 
brittle cement is made by melting together two ounces of 
black resin, f>ne ounce of bees -wax, ‘•and one ounce of Vermil- 
lion; this will be useful for making the thin flat cells, as 
described at page 257, as well as for many other^purposcs. 

Several other cements will be required occasionally by the 
microscopist, viz., a thick solution of gum arabic in water, to 
which a small quantity of essential oil has been added, to 
prevent it from fermenting And becoming sour ; also, the 
same powdered and dissolved in acetic acid or distilled vinegar; 
as a substitute for these, the liquid sold by Messrs. Ackermann 
as diamond cement will be found of great value, both as a 
cement and as a fluid for mounting some kinds of objects in. 
Mastich varnish will also be found useful for cementing 
opaque objects to discs of cork or leather, or to any of* the 
other kinds of surfaces on which they are intended to be 
mounted. 

White-lead, ground in linseed-oil, will be required fon 
making the cells described at pAge 256 ; this? should be old 
but free from all rough particles^ it may be mixed up on a 
slab with a small quantity of gold-size, and if. a little litharge 
be added, it will dry more readily. In all cases where any of 
the above described cements are used, it should be borne in 
mind that too much should not be laid on at once, a thin 
coating at first, and a thicker when the first is dry. 
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CHAPTER VI. 

r 

ON PRESERVATIVE FLUIDS. 

The preservative fluids, like the cements before described, 
require to be varied according to the nature of the structures 
they maybe employed to conserve; thus, for instance, a solu- 
tion of salt, alum, and corrosive sublimate in waler, that will 
keep most fleshy substances, will destroy others that contain 
bone ; hence ,it becomes necessary to select a different fluid 
for each of these structures, and of' all the various kinds that 
have hitherto been employed, with the single exception of 
spirit, there is no one kind that is universally applicable ; for 
large preparations proof* spirit will answer every purpose ; 
but as this is rather too strong for most of the cements used 
by the microscopist, it has been ascertained that for all delicate 
structures there are certain proportions of alcohol and distilled 
water that will be sufficient to preserve them, and will not 
act in any way either on the marine-glue, gold-size, or asphal- 
tum. The following fluids will be found the most generally 
useful. 

Spirit and Distilled Water . — In the proportion of one ounce 
of alcohol 60° above proof, tef five of distilled water, a fluid 
may be made that is capable' of preserving not only injections, 
but the elementary tissues both of animals and vegetables, 
but all the colours of the latter will be destroyed. 

Acetate of Alumna. — This, when dissolved in distilled 
water in the proportion of one ounce of the former to four of 
the latter, will preserve even very delicate colours, and when 
injected into the blood vessels of animals, is said to prevent 
decomposition, and forms the so called Gcnnal process , em- 
ployed very much on the Continent for the preservation of 
animal structures on a large scale. 

Goadhjs Fluids . — The first of these, and the one for which 
Mr. Groadby was rewarded by the Society of Arts, consists of 
four ounces of bay salt, two ounces of alum, four grains of 
corrosive sublimate, and two quarts of boiling water ; these 
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ingredients are to be well stirred* and the solution very finely 
filtered. These proportions form a strong fluid* but if neces- 
sary a much larger quantity <jf water may be added without 
any diminution of its preservative qualities. Another kind 
consists of three pounds and a half of bay salt, seven grains of 
corrosive sublimate* and six quarts of water ; this fluid* from 
containing no alum* is not vso liable aS the former to act on 
such structures as shell and bone. Another kind, called the 
arsenical solution , is made by mixing together two drachms of 
arsenious acid, three pounds of bay salt, and six quarts of 
water; to dissolve the anenic, it should be boiled with a 
portion of the water in a *’.n saucepan. All the above fluids 
should be carefully filtered before t 1 *iy are used;* 

Solution of Creosote . — Creosote does not readily mix with 
water ; but if in a very minilte state of division* it may be 
suspended in it : one way of getting a solution is to mix it 
with water in a retort and distill ; the water will come over 
highly charged with it. Mr. Tliwaites, of Bristol, re#m- 
mends* a fluid into which creosote enters as, an ingredient for 
the puqlose of mounting preparations of alga? ; it is made as 
follows : — 

Mr. Tliwaites ’ Fluid . — To sixteen part* of distilled water 
add one part of rectified spirits of wine and a few drops of 
creosote* sufficient to saturate stir in a small quantity cf 
prepared chalk* and then filter: V'th this fluid mix an equal 
measure of camphor- w •it e r (vaster saturated with camphor)* 
and* before using, strain off* through a fine piece of linen. For 
the same purpose Mr. Ilalfs recommend# the following, viz.* 
bay salt and alum of each one grain, to be dissolved in an 
ounce of distilled water. Mr. Kulfsf also informs us that 
Mr. Sidebotham employs distilled water alone for mounting 
delicate specimens of algrc in ; and when the last coat of 
cement is nearly dry* he applies a fine bronze with a camel’s- 
hair pencil. 

Glycerine . — This fluid (the sweet principle of fats and oils), 
lately recommended l*y Mr. Warington for preserving deli- 
cate animal and veg* table tissues* has many advantages over 
Halts’ Desmidiece , page 40. f Op . CiL, p. 42. 



272 


MANIPULATION. 


other fluids, not only in keeping the green colours of infusoria, 
but, as it evaporates very slowly, it may be employed in cells 
without so much care being necessary in the cementing of 
their covers. It is miscible with water in all proportions; 
the most convenient strength for use will be one part of 
glycerine to two of distilled water : if made weaker than this, 
conferva} will readily grow in it when exposed to the air ; but 
not when sealed up in cells. If pure glycerine be employed, 
it will act on the marine-^ ue, and from its highly refracting 
properties, many delicate structures will be entirely lost in it, 
as in Canada balsam. The best glycerine is procured in the 
manufacture of lead plaster (the emplastrum plumbi of the 
Pharmacopoeia) ; it also remains in great abundance after the 
formation of soap ; but in this latter case it always is mixed 
with some free alkali, which reilders it unfit for use. 

Chromic Acid is useful for mounting some very delicate 
preparation ; it has been employed by Mr. Bowman and Mr. 
BrSlke to preserve the vitreous humour of the human and 
other eyes, in oilier to detect its real structure. Chromic 
acid may be procured in the crystalline state, and ^nould be 
dissolved in so much water as will render the tint of the 
solution a pale straw colour. A much weaker solution than 
this will keep most animal tissues. 

* Salt and, H ater . — A solution made in the proportion of five 
grains of salt t& an ounce df distilled water will answer for 
keeping very many animal aqd vegetable structures; it was 
first recoininende t d by Dr. Cook more than twenty years ago. 
We are told that Mr t3 J. T. Cooper/ in the course of a series 
of experiments to determine the best fluid for preserving 
coloured tissues, also found that salt and water, to which 
acetic acid had been added, succeeded extremely well for this 
purpose; such a mixture will also answer for most minute 
vegetable tissues. The great objqption to the use of all saline 
fluids is the growth of confervas which takes place in them ; 
this may, in a great measure, be avoided by the addition of 
a few drops of creosote, or a small quantity of camphorated 
water. 


Microscopical Journal, vol. i., p. 184 . 
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Naptha. — This, when mixed iit the proportion of one part 
to seven or eight of water, will make a good preservative 
solution; the author, by accident, having placed in water some 
portions of skin to macerate, that had been coarsely injected 
with a material into which naptha entered rather largely as 
an ingredient, was surprised to find them perfectly free from 
decomposition even after the lapse of nlany weeks; the water 
was impregnated with naptha, and the specimens were in 
excellent condition, having undergone little or no change. 

General Directions . — It may here be stated, that for all large 
specimens, such as injections, the spirit and water, or Goadby’s 
first solution, may be used ; and for others, either the creosote 
or glycerine solutions, as those containing saline matter, when 
placed either between glasses simply, or in the thin glass 
cells, are apt to crystallize slowly, and interfere with the 
objects that are mounted in them. Goadby’s solution, con- 
taining both salt, alum, and corrosive sublimate, will keep 
animal structures that have been injected with size and Ver- 
million exceedingly well ; but those in which, the vessels are 
filled witl^flake- white will have that substance destroyed in a 
few hours ; in these cases either the arsenical or the spirit and 
water only should be employed. The glycerine fluid, when 
kept for some time, is apt to become mouldy, it should, there- 
fore, be mixed in small quantities, # and then only a few hours * 
before it is required. When objects are to toe mounted in 
either of the above fluids, it must be laid down as a rule that 
they should have been soaking for some hdhra in the same 
fluid, or in a fluid of a similar kind ; this should be more par- 
ticularly attended to when the preparation has to undergo 
dissection in water previous to its being mounted. It has 
often happened to the author to find a preparation that had 
been dissected in waiter, and mounted in a ,eell in spirit and 
water immediately after, completely covered over with small 
air bubbles in af few hours, from the slow admixture of the 
two fluids. With Goadby’s solution it does not so often 
happen, but with this a % white sediment will be sometimes 
deposited in the bottom of the cell when the preparation has 
been soaking in spirit for some time previously. When the 
18 
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operator has more than one specimen of* a rare kind, he should 
not confine himself to mounting them all in one fluid, but 
should try such others as in # liis opinion may be likely to 
succeed; a note of this should be made at the time on the 
glass slide, and the date of the mounting also placed thereon ; 
such records will be of great service as guides to future 
operations. 


CHAPTER VII. 

METHOD OF MOUNTING OBJECTS IN CANADA BALSAM. 

Preliminary Directions . — Before any object is mounted in 
Cfinada balsam, it is necessary to see that it is perfectly clean 
and free from all traces of moisture. Those specimens that 
ar# likely to be m<jist should be carefully dried, or if they 
be of such a nature that neither water nor spirit will injure 
them, the best plan is to give them a good wash^in water, 
and" then to put them into proof spirit. After this they 
may be taken out and laid in a proper position for drying, 
which will take place much more speedily and effectually 
* with the spirit than with water. Other structures that are 
greasy may be* cleaned in the same way by the employment 
of sulphuric tether ; this latter plan is especially applicable to 
the cleaning of* hairs of animals that are to be mounted either 
in the dry way o% in Canada balsam. Entire insects, or 
parts of the same, may be cleansed by putting them to soak 
in warm water, and by agitating them in it ; by this means 
most, if not all, of the dust and dirt will be washed off; they 
may then be placed in spirits of wine, and at any convenient 
time laid between glasses to <Jry. A more common plan 
before mounting them in the balsam, especially if they should 
be very opaque, is to allow them to soak for a time in turpen- 
tine, and as this is perfectly miscibje with the balsam, they 
may be taken from one and put into the other, at the conve- 
nience of the operator, without the trouble of drying. The 
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turpentine renders every part of them more transparent in 
two ways ; in the first by lessening refraction, and in the 
second by dissolving fluids and^substanccs of a greasy nature 
and taking their places. 

When very thin and transparent objects arc required to be 
mounted in balsam, they become so indistinct, that their true 
structure cannot be made out, hence some mode of makiiJg 
them dark beepmes necessary; this may be effected in two 
ways, eitherTby charring or dyeing ; tn the case of vegetable 
matter, the charring is readily done by placing the specimen 
between two plates of glass, and holding them Over the flame 
of an argand or spirit lamp until the specimen ^assumes the 
proper tinge ; it may then be taken out and placed in balsam, 
and mounted in the usual manner. Some structures, espe- 
cially those of an animal nature, will not bear the charring 
process ; to these the dyeing only is applicable, and may be 
effected by soaking them for a time in a decoction of fustic 
or logwood, after which they may be taken out and dried. 
A weak Juncture of iodine may be employed for the same 
purpose. 

Necessary Apparatus . — The things necessary for mounting 
preparations in Canada balsam are as follows : — 

Some clear and tolerably fluid balsam, the whiter the 
better ; also, some that is oltjcr and thicker. 

A pair of wooden forceps to hold the glass slides. 

A pair of fine-pointed forceps.* 

A pointed instrument, or, what will answer* the purpose, a 
needle fastened into a wooden handle. 

Glass slides, with covers of thin glass of the required size. 

A small solar oil or a spirit lamp. 

Canada Balsam . — This excellent material was first sug- 
gested by Mr. J. Tt Cooper, and employed about the year 1832, 
by Mr. Bond, an ingenious “preparer of microscopic objects, 
the first, notice of it in print appears in a small book pub- 
lished by Mr. Pritchard, in 1835, entitled A List of Two 
Thousand Microscopic fibjects. The older anatomists were in 
the habit of using varnishes of different kinds to cover their 
injected preparations, which, in course of time, became hard 
18 * 
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and transparent; the objects belonging to the microscopes 
described in page 16 are thus coated. Mr. Pritchard* gives 
the first account of mounting# objects in a fluid which subse- 
quently became hard and rendered the mounting permanent ; 
this is said to have led' to the employment of Canada balsam 
for the same purpose. It will be found convenient to have 
two kinds of balsam, one in a very fluid state, the other much 
older and thicker; these should be kept in wide-mouthed 
bottles that can be sufficiently closed to prevent Ull dust from 
getting in. The best vessels for the purpose arc small glass 
jars with flat rims, upon which a circular piece of plate-glass 
may lie perfectly level. The balsam is taken out of these by 
a small glass rod, which should be of a sufficient length to lie 
across the inside of the jar obliquely, so as to be covered up 
with the balsam ; the jar should not be more than half full, 
the rod will then be sufficiently uncovered to allow of its 
being handled without soiling the fingers, a point that should 
be particularly attended to. 

Wooden Forceps . — For this very useful instrument we are 
indebted to the ingenuity of Mr. Julius Page ; in the upper 
part of fig. 1 87 is shown its application to the holding of a slide. 


b 



Fig. 187. 


whilst in the lower part of the figure is, seen a section of 
it. The entire instrument is composed of wood, with the 
exception of the end piece a , which should be bf brass. For 
holding small slides it should be of the same size and shape as 
that shown in the figure ; but for the larger slides, viz., those 
three inches long and one inch-and-a-half broad, it should be 
* Microscopic Cabinet , p. 230. 
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much stronger ; the two flat plates or blades consist of labur- 
num wood, and are of equal dimensions, a represents a piece 
of brass, bent at right angles ; £he inner part is wedge-shaped, 
and the two pieces of laburnum are firmly rivetted to it, and 
by this wedge the ends of the blades afe brought more accu- 
rately together. The opposite ends of the blades are cut in 
the manner shown in the lower figure* in order to hold tlfc 
slide firmly, whilst two wooden studs b c serve to separate the 
blades one frten the another. When # thcse studs are pressed, 
the blades open, and a slide can then be placed between them. 
The method of using the forceps is as follows After a slide 
has been cleaned and made ready to receive the Canada 
balsam, it is to be placed in the forceps, and aftel* the balsam 
has been dropped on, the slide may be warmed over the spirit 
lamp, and should it now require cooling, the forceps may be 
placed on the table for the purpose ; the piece of brass a and 
the stud c form the supports by which the slide is kept per- 
fectly horizontal, and at the same time raised some little 
distance above the table itself 

Metal fiorceps . — For the purpose of handling delicate ob- 
jects that are to be mounted in balsam, the metal forceps 
figured at page 119 will be found very convenient, or any 
of the others presently to be described with the dissecting 
instruments; in use they are certain to get balsam about their* 
points, this should be cleaned oft* by allowing the points to 
soak for a short time in turpentine. No forceps employed 
for taking up delicate structures should have •teeth at their 
extremities, but should be ground to as fiiK> points as possible, 
as the teeth are apt to mark the specimens that are held by them. 

Needle Point . — For the purpose of destroying air bubbles, or 
moving about the preparations after they have been placed in 
the balsam, and fox various other uses, a needle fastened into 
a handle of wood will answer*; but an instrument constructed 
after the plan of that shown in fig. 188 is much better still. 



Fig. 188 . 
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This, like the forceps, is certain of being coated with balsam, 
all of which may be removed either by heat or turpentine. 
The broad end of the handle jvill serve for pressing down the 
glass cover. By this instrument preparations are adjusted to 
their proper situations in the balsam, air bubbles are drawn 
away from the neighbourhood of the object ; or, if necessary, 
they may be burst by touching them with the point when 
slightly warmed. 

Spirit or Solar Oil Ldmp . — For heating tKe balsam a small 
lamp is required ; this may be cither such a one as is repre- 
sented by fig. 189 to burn spirit, or one constructed on the 
solar principle to burn oil. The former is by 
far the best, as then there is no fear of black- 
ening the balsam, which sometimes happens 
with oil ; but the chance of this is diminished 
by the employment of a solar lamp, sup- 
plied with a glass chimney that extends three 
inches or more above the flame. In some 
eases the iron plate described at page 248 for 
cementing cells will be useful for inciting the 
balsam ; but care must be taken in the appli- 
cation of the heat, lest the balsam be made to boil after the 
specimen is placed in it, especially if it be a portion of a 
soft animal tissue; if, however, it be some hard structure, 
that heat will* not injure, % little boiling will be of no con- 
sequence. # 

An old knife, with a tolerably flat edge, that may be 
warmed in the spirit lamp, will be very useful for scraping 
away superfluous balsam. A small bottle of turpentine and 
a still smaller quantity of sulphuric ether are also necessary, 
the former will be in constant requisition. 

To Mount Sections of Wood . — These ipust be well dried 
before they arc put into balsam, especially such as have been 
cut from green wood; very transparent sections should be 
charred or dyed brown by one of the methods before described: 
we must then proceed as follows : — f) 

The glass slide having been wiped perfectly clean with a 
linen rag or chamois leather, may be taken hold of at one end 
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by the wooden forceps, and be Slightly warmed over the lamp, 
and a small but sufficient quantity of Canada balsam placed 
upon it ; the glass is to be slowly warmed again, until all trace 
of air bubbles in the balsam has entirely disappeared ; it may 
now be put aside for a moment or two, and when the balsam 
is sufficiently cool, the section may be deposited in it, and be 
adjusted to its proper place by the needle point. If there Vre 
no air bubbles, the cover previously warmed on its under 
surface may be laid upon the balsapti and be carefully pressed 
flat with the end of the handle of the needle-holder, to squeeze 
out all the superfluous balsam, care being taken to preserve 
the section, if possible, in the middle of the slide ; it will be 
seen whether, in pressing the cover, the section keeps in its 
place, or shifts from one side to the other, the pressure must 
then be so contrived as to keep it in the middle ; this may 
often be managed by moving the cover first to one side then 
to the other, until the section is brought to the centre of the 
cover, and the cover to the middle of the slide ; when this is 
accomjdishcd, the slide may be put aside to cool in a horizontal 
position. But supposing that numbers of air bubbles are 
present, the balsam fhust be made to boil ; the air b'ubbles 
will then be seen to go from the centre to the circumference, 
where they mostly burst ; if not, the slide may be turned over 
(with the balsam downwards)* upon the flame of the lamp, ahd 
the heat then being applied directly to them/they will speedily 
disappear. When the balsam* is too fluid for the slide to be 
turned over and heated, the bubbles may *bc got rid of by 
drawing them with a clean needle point away from the centre 
towards the circumference, that they may be out of the field 
which the thin glass will cover; the needle point is then to be 
made warm in the lamp and «thc bubbles touched with it, 
when they will •burst and disappear as in the former methods. 

Should the balsam be too hot when the section is put into 
it, the latter will probably curl up and numbers of small air 
bubbles arise; when this is the case, time will be saved if 
the section be removed and placed either in turpentine or 
ether, and a fresh slide taken, new balsam put on it, and the 
process gone over again, instead of using balsam with an 
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infinity of small bubbles in it. c Should the slide on which the 
balsam has been boiled not be wanted again immediately, it 
may be placed in a convenient .vessel with some turpentine, 
which will dissolve all the hard balsam, and the slide will be 
perfectly cleaned and r£ady for use again in a few days. 

Some persons keep their Canada balsam in a tin vessel that 
can be warmed so as to Vnelt the balsam ; a small quantity of 
tills may be taken out when fluid and dropped upon the object 
previously arranged upon t f he slide; this plan is attended with 
little or no risk of air bubbles. The cover should be warmed 
on its under surface before it is laid on the balsam, and, if 
necessary, a small amount of heat may be applied to the 
under side of fhe slide to make the balsam flow more readily. 

Animal Structures . — When animal structures, such as parts 
of insects or injections, have to be mounted, the heating of the 
balsam must be carefully managed, and the balsam itself be 
very fluid to commence with; it should be sufficiently warmed 
to expel all air bubbles, and, when nearly cold, the object 
should be placed in it, and covered over in the usual way ; if 
the heat be great, the object is sure to curl up, and bubbles 
appear in all parts ; it will most likely lie rendered useless, as 
no manipulation, however carefully applied, will restore an 
overheated specimen of animal structure to its former beauty. 

‘It often happens that opaqufi objects, such as the elytra of 
beetles, and thick pieces of injection, require to be mounted 
in one or other of the cells described in page 258 ; when this 
is the ease, it becomes necessary to use very fluid balsam for 
the purpose ; but notr such as has been thinned previously 
with turpentine, as the author has found by experience 
that although the cells be carefully covered over, without any 
trace of air bubbles, these will, nevertheless, appear in a 
few days; and he has ascertained that they are caused by 
mixing turpentine with the Canada balsam to make it more 
fluid ; for although they have all the appearance of bubbles 
of air, that have either gained entrance from without, or have 
escaped from the preparation itself, they are not really such, 
but are little vacuities in the balsam, occasioned by the tur- 
pentine not freely mixing with it at first, but after a time 
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doing so ; and as the two whenmnited occupy less space than 
when separate, these little vacuities are the result. Hence it 
becomes necessary, when objects are mounted in cells with 
Canada balsam, that the balsam should be new and very fluid, 
and that before the cover is put on,* the balsam should be 
allowed to remain in the cell with the object for some hours, 
or even days, if necessary, so that all*air bubbles may rise^to 
the surface and burst ; when tills has taken place, the cover 
having beert warmed on its unde resurface, may be laid upon 
the balsam and pressed in the usual manner, in order to 
exclude all that is superfluous. If the balsam, however, has 
been thinned with turpentine, the chances are that the vacui- 
ties will appear, and to remove them it becomes necessary to 
take off* the cover and fill up the cell with fresh balsam, which 
may be avoided if attention be paid to the above directions. 

In warm weather the vacuities become small, or may even 
disappear entirely; hut when winter approaches they will 
reappear, and according to the amount of cold, so will the 
vacuities increase in size. . 

Fossil Infusoria , 8fc. — These, together with spicula of 
sponges and objects of a siliceous nature, which have* been 
dissolved out by acid from a calcareous or other matrix, may 
be very easily mounted in balsam without air bubbles by pur- 
suing the following plan : — If the objects should be in fluid, a 
small quantity of the sediment* in which thay are contained 
may be taken up by one of thq tubes shown at fig. 75, and 
placed upon a number of slides, and each slide examined by 
the microscope; those containing good •specimens should be 
laid aside for mounting, whilst the others may be cleaned off. 
If one of the slides fixed upon for mounting be held over the 
lamp, the fluid will speedily evaporate and leave the objects 
behind; whilst this is going on, the needle-point may be 
used to stir and keep them .from collecting together ; and so 
large a space ‘should be made on the glass as not to exceed 
the size of the thin glass cover; the objects should be all kept 
as nearly as possible within this space, and not be allowed to 
get near the outer margin. Should many impurities be 
present with the infusoria, they will be almost certain to collect 
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at the margin of the fluid sfo it evaporates. The cover in 
these cases should be only so large as to reach nearly to the 
margin. The ring of impurities may be scraped away after 
the cover is fixed on, the whole field being then left perfectly 
clean. ' 

When all the fluid has evaporated, the balsam may be used 
ds ‘follows : — A small chop of it having been placed upon the 
slide on one side of the spot where the objects are, this is to 
be heated until all air bubbles have disappeared ; *the slide is 
then to be tilted to allow the balsam to run down over the 
infusoria, the cover previously warmed is to be laid upon it 
and pressed, and the object finished in the usual manner. 

When objects of a cellular nature have to be mounted, if 
they are such that heat will not much injure, they may be 
boiled in the balsam, otherwise numbers of air bubbles will be 
left in the cells, and the true structure cannot then be satis- 
factorily made out ; the extra degree of heat will expand the 
air, and cause it to make its escape, whilst the balsam will 
occupy its place.. Some objects of a tubular nature, such as 
the tracheae of insects, arc much better seen if air be contained 
in the tubes, they will then exhibit the spiral fibre in their 
interior ; but a tracheal tube filled with balsam docs not show 
the fibre at all, in consequence of the balsam having rendered 
all the parts so transparent. r ‘Small insects, such as fleas and 
parasites of animals general ty, when not over heated in the 
balsam, exhibit remarkably c well the ramifications of the 
tracheae ; but those which have been soaked for a long time 
in turpentine, or have had the air expelled from the tubes by 
heat, do not exhibit the spiral markings at all, unless under 
polarized light, when they again may be rendered visible. 
These points show the necessity of attending to the manage- 
ment of the heating of the balsam ; when ipr is to be got rid 
of, the heat must be high, and when the air is necessary to 
be preserved, the use of turpentine must be* avoided, the 
heat of the balsam must be as low as possible, and the mount- 
ing accomplished quickly, in order that the air may not have 
time to expand very much. ’ 

Forammifera , Sfc . — Certain chambered shells, of the order 
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foraminifera, and many of the siliceous loricaa of infusoria, that 
also have cavities in their interior, are very difficult to mount 
in balsam, so as to get rid of all the air from their interior, 
even boiling will not always answer ; for this purpose the aid 
of an air pump or exhausting syringe* will be necessary. Mr. 
Matthew Marshall, who has paid considerable attention to this 
subject, employs a very strong square copper vessel, provided 
with a stop-cock ; into this boiling water is poured, and it is then 
placed upofi tlie plate of an air-puftrip, the slides containing the 
objects from which the air is to be abstracted are laid upon 
the copper vessel, the heat of which is sufficient to keep the 
balsam very fluid ; the receiver is then to be placed upon the 
pump plate and exhausted ; air will soon be s«en to make its 
escape in bubbles from the objects and from the balsam, and 
when again it is admitted into the receiver, the bubbles will 
disappear, and the balsam will be found to have run into all 
the cellular parts of the objects, and to occupy the place the 
air originally did. Should all the air not be got rid of by the 
first exhaustion of the receiver, the operation may be repeated 
until flie desired effect is produced. The air-pump is also 
extremely useful for mounting bbjects oh a large scale without 
air bubbles; several of these being placed between glasses, and 
secured in their proper places by string or fine wire, may be 
placed upright in a tin vessel ^containing balsam liquefied J)y 
heat ; the vessel (as soon as thfe objects are adjusted) is to be 
placed under the receiver aqd exhausted, the air confined 
between the glasses, as well as that from all parts of the object, 
will escape, and the hot balsam will occupy its place. When 
the balsam has penetrated every part, the slides may be 
taken out and laid in a horizontal position, and when cold arc 
ready to be cleaned off as follows : — 

Cleaning Ba\sam from the Slides . — For this purpose an old 
knife, some rags, together .with turpentine and a small quantity 
of ether wiH be required. If the balsam be very fluid, it may 
be wiped off with a rag dipped occasionally in turpentine ; but 
if rather hard, the Jflat-bladed knife, warmed in the spirit- 
lamp, will readily ' remove the greater portion, whilst the 
turpentine rag and a thin sharp knife will clean off the 
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remainder. Some persons scrape away every particle of balsam 
from the edges of the cover; the author, however, prefers 
leaving a little there, which he c;its in a sloping direction, at 
an angle of about 45°, as he considers that a little embank- 
ment of this material teiids to secure the cover more firmly to 
the slide, and to prevent the ingress of air. Objects that have 
beqti mounted for some 4 ’ time in balsam should be handled 
with care, as they are very easily damaged, even in being 
wiped, and a sudden bloyr" or jar is nearly always attended 
with a partial separation of the balsam ; this is known by the 
appearance of coloured bands or rings from the thin film of 
air that has gained entrance between the glasses. When this 
has happened, 'heat should be applied both to the cover and 
slide, and as soon as the balsam is melted, the cover should be 
firmly pressed down until the rings have entirely disappeared. 
The risk of this accident will be materially lessened if the 
slides be coated with paper. Ether is the best solvent of 
Canada balsam, but the cost of it prevents its frequent use ; 
in some delicate operations, however, it is indispensable. 

Other points particularly to be attended to in the mounting 
of different classes of objects will be alluded to in the part of 
the work devoted to the description of the mode of preparing 
them ; the rules above laid down will, however, be applicable 
todby far the greatest majority* of objects, and only certain 
modifications of these will require separate mention. 


CHAPTER VIII. 

METHOD OF MOUNTING OBJECTS IN THE DliY WAY. 

• r 

Many very delicate structures, when placed either in fluid or 
in Canada balsam, lose several of their most striking charac- 
ters ; these should be mounted dry. Amongst them may be 
mentioned sections of teeth and bone, and of some kinds of 
wood, hairs of animals, scales of butterflies, and other insects, 
all of which may be best examined in this condition. Various 
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methods have been practised from time to time; one of the 
oldest, perhaps, was that of enclosing the object between two 
circular pieces of talc, which fitted into a hole cut out of wood 
or ivory, and were kept there by a ring of brass wire ; four or 
more of these holes were made in one * strip of ivory, and the 
name given to it was a slider ; this plan is now only adopted 
with the inferior microscopes, and has given place to othert* 
more generally useful. 

First Method , — A thin plate-glass? slide having been selected 
and cleaned, the object is to be laid upon it, and over this is 
placed a cover of very thin glass, a little larger each way than 
the object ; the plan of securing the cover is as follows : — If a 
very liquid cement were used, it would immediately run 
between the glasses and obscure the object ; therefore if gold- 
size be selected, it should be iSie oldest and toughest. Thick 
sealing-wax varnish has less tendency to run in, but the best 
cement of all will be found to be that described at page 269, 
as being used for electrical purposes ; this, when made warm 
in a ladle, can be laid on with a brush, and # afterwards made 
very smooth with a piece of iron wire heated in the spirit 
lamp, and when cold can be trimmed 'off in any way* by a 
knife; as soon as the angle between the cover and slide is 
filled up, the cover may be more securely fastened down by 
employing the gold-size or oncv of the liquid cements ; either 
of these, besides adding to the strength of tlm first coat, may 
be employed as the colouring^ agent, and so improve the 
appearance of the mounting as well. # 

Second Method . — Many persons adopt # the plan of fixing the 
cover to the slide by means of paper pasted over both, a small 
hole is cut out of the centre of the paper for the object to be 
examined; it has, however, been found in practice that all 
preparations so mounted are very liable to the growth of 
confervas about them, occasioned by the moistening of the 
paper by the employment of paste or other cement. A pre- 
paration mounted after the manner of that first described, with 
cement round the edgqp of the cover, will look very neat, and 
be rendered much strdhger by the addition of paper, especially 
such as that employed by Mr. Topping and others for the 
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purpose ; or that of which a specimen is given at the end of a 
recent publication, entitled Microscopic Objects . 

Test objects are generally mounted with a very thin glass 
cover, that is kept on with paper; a much better plan, how- 
ever, has been lately contrived by Mr. W. S. Grillett, whose 
skill in these matters is so well known. In mounting the 
siliceous lorica? of Naoicula hippocampus and angulata , the 
scales of the podura and other insects for test objects, he has 
found it necessary to employ, not only the thiimest kind of 
glass for covers, but for the bottom plates as well; as it 
becomes of the greatest importance that the lens employed 
with the achromatic condenser should be of high power, and 
be brought, therefore, as near the object as possible, the two 
best plans adopted by Mr. Gillett may be here described. 
In the first, two square pieces of the thinnest glass, of unequal 
size, having been provided, the object is to be placed upon the 
under surface of the smaller square, which is intended to form 
the top or cover, a small piece of wax is now to be applied to 
each corner, and _ the top may then be laid upon the bottom 
piece, the wax serving to keep the two glasses together. 
Two thin pieces of some kind of close grained wood, three 
inches long, one wide, and about one-tenth thick, as shown at 

pro vided. Fig. 190 a b 

represents the outer sur- 
face of one of these; in 
the middle there is ail 
aperture, half-an-inch or 
more in diameter, whose 
margin is bevelled off, as 
shown at c. Fig. 191 de 
exhibits the inner surface 
of the corresponding piece, 
and at ff are seen five 
cuts made In it with a 
saw, wlpch do not quite 
go 4 through the wood; 
between these two slices the thin glasses containing the object 
are placed, and the two pieces of wood are firmly fastened 


figs. 190 and 191, are also to be 
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together by four very short brass screws, the saw cuttings 
allowing the two opposed surfaces of the wood to be brought 
into close apposition at the ends; a section of an object so 
mounted is represented by fig. 192, in which ah exliibits the 


l 



Fig. 192. 


— -flOQ-D '■' ! (l 


pieces of Mipod, c the squares of thin glass having the object 
between them, and f f the saw cuts* which allow the ends of 
the wood to be brought into close approximation by the 
screws. The other plan of mounting is shown "in fig. 193, g h 



Fig. 193. 


represents a wooden slide similar to that sh own by fig. 190, 
having a hole about half-an-incli in diameter cut out of the 
middle ; the upper surface of this hole is fiat, but the under 
surfaced very much bevelled away at e. a ; upon the flat sur- 
face the two plates of thin glass; with the* object bet ween .them, 
are laid ; these are kept in proper position by a layer of paper 
i i, which covers the whole of the upper surface of the wood, 
and as much of the thin glgss as may be required. My. 
Gillett has improved upon the first plan *>f mounting by 
introducing between the tw r o plates of wood at each end a 
strip of metal a very little thicker than the # two thin glasses ; 
the saw cuts are present, but the screwg are applied between 
the strips of metal and the thin glass, and not near the ends, 
as seen in fig. 192. The strips of metal keep the ends of the 
wood open, and the screws pinch the middle more firmly 
down on the thin glasses ; they are, therefore, more securely 
fixed than by the former^ method. The wood employed for 
the purpose of making these slides should not be either cedar, 
wainscot, or any other of the kinds that are continually giving 
off some volatile master, but should be some close-grained 
wood that has no sm£ll whatever. In the preceding descrip- 
tion it was stated that the thin glasses were kept together by 
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a little piece of wax at each*corner ; if necessary, however, 
Canada balsam may be employed to mount many of the 
specimens, such as several of the species of navicula? that are 
used as tests, the balsam having the great advantage of ren- 
dering the risk of fracture much less frequent. When thicker 
objects, such as sections of bone, teeth, or wood, require to be 
mounted dry, some thin form of cell should be employed; this 
m&y be made out of writing-paper, or card-board, by selecting 
a piece of the same size m the cover about tcT bn employed, 
and cutting out a hole in it of the shape required, and cement- 
ing this to a slide by sealing-wax varnish; when the spirit 
has evaporated and the cell is firmly fixed to the glass, a 
coating of the same cement may be employed to cover the 
entire upper surface of the cell, and to thoroughly saturate 
the paper. When this coating is dry, the cell is fit for use ; 
the object being laid in it, the thin glass cover may be put on 
by first touching the edges of the cell with some very thick 
sealing-wax cement, and then dropping the cover on it ; the 
cover will be held in its place by the varnish, and the slide 
should now be put away until the varnish is dry, when another 
small quantity of the same material is to be applied round the 
edges of the cover, but not enough to run far under it ; as 
soon as the last coat is dried, then another may be laid on 
until the cover is firmly fixed. Cells may also be made of 
the electrical cement, described at page 2(59, for the reception 
of thin objects, by painting it on the slide in the shape 
required. The object being placed within a cell so formed, 
may be fixed down by making the edges of the cover sufficiently 
hot in a spirit lamp to melt the cement when it is laid upon it. 
Should this be ineffectually performed, a small heated wire 
applied to the glass or to the cement will readily accomplish it. 
If such a cell as this does not look neat, the slide may be 
covered with paper, with a hole in it sufficiently small to hide 
all appearance of the cement. Gutta percha rolled out into 
sheets, and cut out with a knife or with punches of the 
required size, may also be employed as a substitute for the 
paper ; but it is difficult to make it stick xo glass unless some 
solvent of it be used as the cement. Even the small elastic 
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bands made of vulcanized India-ftibber will answer for thicker 
objects, or the glass rings or cells that have previously been 
described to contain objects ^mounted in fluid, will all do 
equally well for such as require to be mounted dry. 

Mr. Darker* s Method . — Objects, such* as sections of wood, 
that do not require a high power for their examination, may 
be mounted in a very neat way after *an excellent plan fii$£ 
practised by Mr. Darker. The following description, abridged 
slightly from # that given in a recent \^ork, entitled Microscopic 
Objects , will convey a good idea of the method to be adopted 
for this purpose : — “ Two slides of equal size Ijeing selected, 
the edges of each should be bevelled off on the metal 
plate, as represented by fig. 194, so that when they are put 



Fig. 194. 

together, a groove or channel is formed, as shown at h in the 
figure. The surfaces having been cleaned, the bevelled parts 
are to be coated with a thin layer of sealing-wax varnish ; 
when this is dry, a label, if required, may be gummed to 
the bottom slide, and then the* objects may also be laid on 
it; if it be necessary to keep tliern in place, the smallest 
possible quantity of gum may bo applied to one corner ; the 
top plate is now to be laid on the specimens, one of the 
edges is then to be heated in the flame <tf a spirit lamp, and 
the groove filled with sealing-wax, as shown at a ; when one 
edge is done, the others are to be heated in the same manner, 
until the entire groove is filled with the wax, which thus acts 
two purposes, one to keep the slides together, and the other 
to prevent the access of air. The excess of wax may be 
cleaned off from the edges by rubbing them upon sand- 
paper laid on a flat board, until they are smooth ; if bright 
edges be required, the}* may be passed quickly through the 
flame of the spirit lamp. It must, of course, be borne in mind 
that all objects mounted in this way should be made perfectly 
19 
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dry before they are sealed ifp. The author, some years ago, 
was presented with a collection of sections of wood by Mr. 
Darker, which have not only Jvcpt in their places, but are as 
perfect and as free from conferva as when they were first 
received. They arc* all labelled after a very excellent plan, 
viz., by having the generic and specific name on one side of 
,x fhe label, and the poptdar on the other. 


CHAPTER IX. 

MOUNTING OPAQUE OBJECTS. 

Opaque objects may be mounted in various ways : — on discs, 
on cylinders, on glass slides, or in cells. 

On Discs . — The discs consist of circular pieces of some soft 
material, through which a pin is passed ; they may vary in 
diameter from a quarter to one inch ; one kind mav be con- 
veniently made by glueing 'together two pieces of card-board, 
with a piece of rather thick chamois leather between them, 
and then cutting out with a punch discs of any required size?. 
Through the chamois leather a long but strong pin is to be 
passed in the direction shown by fig. 195 ; the discs may 
b(f made black with lamp-black (that sold in 
shops in the moist state in little oblong saucers 
will be found the best) ; or with lacker in which 
lamp-black has been mixed; in this latter case 
they should be wanned either before the lacker 
is applied or afterwards, to dry it. The felt 
which is used as gun-wadding, or the pellets that 
are sold already cut out for guns, may be substi- 
tuted for the card-board and chamois leather, or 
even leather itself may be used with advantage. 

Fig. 195 . Transverse slices of small phial corks are very 
good, but to make them look well, thpy should have their cut 
surfaces covered with black paper, which renders their manu- 
facture rather more troublesome. 
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Upon these discs the objects are to be cemented ; this may 
be readily done either with some thick lamp-black or with the 

f lacker and lamp-blatjk, both these cements having 
the advantage of being of* a dull black, and not of a 
shiny aspect as gum or as sealing-wax dissolved in 
spirits of wine, which, on this account, are objec- 
tionable, the darker an object is, the more dari£ 
ought the disc to be ; white discs should be 
avoided, as they reflect th Might and interfere with 
Fig. 196 . correct definition. Objects may be placed upon 
both sides of the discs, or one sidejnay be oc- 
cupied by a number for the sake of reference, and this 
side may be either left white or black; if black, •the number 
may be put on in white, or a printed one with a white margin 
may be used. Five different ways of mounting objects 
on these discs are shown by figs. 195-6-7 ; in the first, where 
the objects are thick, they may be simply 
cemented to the disc ; in the second is 
seem a plan wliich answers very well for the 
capsules of mosses, viz., to glue a small piece 
of cork to the lower surface of the disc, ’and 
to attach the little stems of the capsules to 
this, they can then be arranged in the best 
way for viewing* tjieir mouths ; in the third 
and fourth way tile same thing is shown, but 
a small circle of , cork is employed instead of 
a larger piece. And in the fifth is exhibited 
the method of mounting* so that the side of 
the object as well as the front may be ex- 
amined. 

When it is necessary that both sides of an 
object should be viewed, a disc, an inch or 

Fig. 197. 

more in diameter, may be used, out of which 
# a small disc has been punched, as shown by 
fig. 198, but not exactly in the centre; through the broad 
part the pin is passed, and the object may be cemented to one 
of the sides, or what is* better, if it can be managed, is to 
separate, by means of a penknife, the chamois leather from 
19 * 




292 


MANIPULATION. 


one of the cards, and into tins fissure to place the object, the 
application of a little cement being required to keep it there. 
Supposing the object to be $ portion of fern, this plan will 
enable an observer to view both sides of it, or even look 
through it, and if at any time the disc were laid flat on the 
table, the object would be preserved from 
injury by being situated in a plane inter- 
mediate between the two outer sides. Sup- 
posing very small discs are • required, Mr. 
George Jackson has devised an excellent 
method, whereby with pins and black sealing- 
wax some useful ones may be made in the 
following way : — Take a long pin and slightly 
warm it in the middle, then take a stick of 
black sealing-wax and melt it in the flame 
of a candle or spirit lamp; having put a 
Fig. 198 . small quantity upon the middle of the pin, 
hold the latter either in the flame of the lamp or near 
it, and as the wax melts revolve the pin on its axis; if 
this be done rather quickly,., the sealing-wax will be equally 
distributed about the pin, tiie pin then should be immediately 
removed from the flame, and be placed upon a piece of glass, 
and the wax pressed upon by another piece of glass, so as to 
convert the globule into a -flat disc. Upon these discs the 
objects may be mounted in the usual way. A little practice 
will enable a person to mate them easily, and of a circular 
figure ; they may be also made of an oval shape by spreading 
out the wax on the pin, and being careful that the thicker 
part of it occupies the centre of the pin, and not one of the 
cuds, otherwise irregular shapes, and not true ovals, will be 
the result. The ground upon which the object is to be placed 
is necessarily shiny, but it can easily be ,made to assume a 
dead black hue by scraping it with a knife. Discs so made 
are very durable, and have a neat appearance. 

On Cylinders . — These may be made of cork, wax, or ivory, 
of the shape represented by fig. 192 ; the pin may be passed 
either through the long or the short "axis of the cylinder; so 
that an object may be mounted on the ends of the latter, or 
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on the side of the former. Gutta ^ercha, which is now coming 
into use for lathe bands, and may be obtained of nearly any 
size, can be cut into lengths of half-an-inch or more, and a 
pin heated to a temperature a little above that of boiling 
water may be readily pasSed through them, and 
when cold will be fixed very tightly. 

On Slides . — This is most easily done b/ 
punching out from black paper little circles 
*from the one-fourth to # one inch in diameter ; 
these may be stuck either with gum or paste 
upon the ordinary sized glass slide* as shown by 
fig. 200 ; upon these black discs the objects may 
be fixed with any of the cements before alluded 
to, and in the same manner as on those of card- 
ing. 199. board or leather. They possess this great 
advantage, that they may be arranged in a cabinet with other 
objects, which cannot be done with those on the pins; but 




Fig. 200. 


they are very liable to be injured materially by dust and dirt, 
and only small shells or objects’ that cannot be damaged by 
wiping with a camePs-hair pencil, ought to be mounted in 
this way. 

In Cells . — For this purpose it will be found convenient to 
use cells not exceeding half-an-inch in diiftneter, or the size of 
the largest dark stop ; they may be cut from large barometer 
tubes of any required thickness, and are to be cemented to the 
slides with marine-glut? in the usual manner. After the cell 
has been cleaned* and the cover and object selected, some 
black sealing-wax varnish, rather thick, may be dropped into 
the bottom of the cell; upon this the object may be laid, 
the varnish will serve a two- fold purpose; first, as a cement to 
keep the object in its pjhcc, and, secondly, as a stop to prevent 
the transmission of light. When the sealing-wax has become 
hard, the cover may be laid on; this can be effected in one of 
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two ways, either by the plan recommended for the thin dry 
cells, or by putting a layer of old gold-size upon the walls of 
the cell, and allowing it to get nearly dry, then laying on 
the cover, and after the lapse of a day or two, when the size 
lias become hard, filling up the angle between the cover and 
cell with gold-size laid on in several thin coatings, so that it 
ri/ay not run in and 'interfere with the object. This plan 
will be found highly advantageous for most objects ; they may 
be well seen with the Liebcrkulm ; the black cement acts as a 
stop or dark well, and the small size of the cell allows of the 
light being readily transmitted on all sides of it, so that 
no stop under the stage will be required. The glass cover 
does not at °all interfere 4 with correct definition, unless the 
light be thrown upon it very obliquely, when some pencils 
must necessarily be reflected ; but with the vertical light from 
the Lieberkuhn, nearly as much will pass through as if the 
cover were not present. The elytra of the diamond and other 
beetles which still exhibit their rainbow hues when placed in 
Canada balsam, * can be well seen when mountecj in this 
manner ; but those objects which require the light to fall upon 
them at very oblique angles to show their pl^y of colours, 
must be mounted on discs with the pin, by which means they 
can with facility be turned in every direction and, so display 
their resplendent tints. 

When Canada balsam is used tor mounting the specimens, 
the precautions mentioned in 'page 280 must be attended to ; 
the balsam must be very fluid, but not made so with turpen- 
tine, and the cover ntfust not be put on until all the air bubbles 
have disappeared, otherwise the little vacuities there alluded 
to will occur after the lapse of a few weeks or months. 

A very convenient mode of mountfng opaque objects in 



Fig. 201. 

cells is shown in section by fig. 201, where a represents an 
ordinary glass slide, to which is attached a thin piece of maho- 
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gany b, having a cell c bored ou> in its middle by means of a 
centre-bit; the hole should not extend through the entire 
tliickness of the wood, but aboyt half way, as shown at c ; the 
objects fastened to a disc of paper or card may be secured to 
the bottom of the cell by means of one or other of the cements 
previously described, ant^a cover of thin glass d having been 
placed over the hole, may be firmly fi^ed there by one of tW 
cements or by a layer of paper e, gummed to it and the 
mahogany in*the manner described &t page 285. 

Mr. Julius Page has made some very excellent cells of the 
flattened tin wire employed by cabinet-makers for inlaying, by 
bending it into a square or round shape upon a bar or 
cylinder of wood ; these he fixes to the slide by nAirin e-glue or 
other cement, using a large quantity on the outside of the 
cell to form an embankment/ and to prevent the gold-size 
employed in the fastening down of the cover from entering 
the cell where the two ends of the wire are brought into con- 
tact. Cells so made will answer as well for preparations 
mounted^ in fluid as for those that are dry, tin being a metal 
on which few of the preservative solutions will act. 

In Pill Boxes . — The author’s* late brother, Mr. Edwin 
Quekett, adopted a plan for mounting opaque objects, which 
answered exceedingly well ; this was to select some small but 
well made pill boxes, and to glut Jo the bottom, or to the side 
or cover, a piece of cork, of one or other of tile shapes repre- 



» Fig. 20:2. 

sented by fig. 202. jfn the first three are seen cylindrical 
pieces glued to the cover, in the fourth is shown a semicircular 
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piece fixed to the side, and in the fifth and sixth a cone and a 
cylinder attached to the bottom of the box, all of which plans 


will be found useful for differept kinds of objects. 



In order to hold these boxes, he em- 
ployed a pair of forceps of the shape 
represented by ^fig. 203. a is a piece 
of '’steel wire, haying at each end two 
pieces of main spring b b\ those at b have 
two semicircular pieces of bntss rivetted to 
them to embrace the box as shown at d, 
whilst at V the springs are bent as there 
represented, in order to hold the cover or 
the bottom of the box in a horizontal 
position. The wire a slides through a short 
piece of spring tube attached to a joint c, 
below which is a pin for connecting the 
instrument to the stage of the microscope, 
as in the case of the other forceps described 
at page 113. Mr. Jackson has also adopted 
the plan,, of mounting opaque objects in 
pill boxes; but he makes a hole in the 
bottom of each, by means of which he fits 
them on a sharp-pointed pin attached to 
the ordinary forceps. Objects, so mounted 
possess many advantages: they are pre- 
served fropi dust and injury, and the names 
of each being written on the cover, they 
may be packed away in drawers and easily 
recognised when required. 

Our attention must now be directed to 
the preparation of particular classes of 
objects. 


Fig. 203. 
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CHAPTER X. 

TO MAKE SECTIONS OF BONE AND TEETH. 

The apparatus required to make sections of bone and teeth 
will be as follows : — A fine saw, such as is used for cuttjng 
metal ; two or three flat, safe-edged files, one of them very 
finely cut ; a small hand-vice ; two Jiones of the water of Ayr 
stone ; strips of glass, two-inches-and-a-half long, and half-an- 
inch broad ; some old Canada balsam ; a small bottle of sul- 
phuric ether ; and a strop of buff 1 leather, charged with putty 
powder. 

The first thing to attend to in making a section of recent 
bone, is to select a part perfectly free from grease ; as thin a 
section as possible is to be cut from it by the fine saw, and be 
made flat, and at the same time further reduced by means 
of the file. If the section be not very brittle, it may be held 
by the Jiand-vice, and being rested upon a flat piece of wood or 
cork, may be brought by the fifc nearly # to its proper degree 
of thinness. If one hone only is at hand, the section may be 
laid upon it with some water, and be rubbed backwards and 
forwards by a finger pressed upon it, until both its surfaces 
have acquired a certain amount 4)f polish ; it may be examined 
from time to time by the microscope to see *when it is thin 
enough, arid when this point is»arrived at, we may proceed to 
polish it ; if the section is intended to be mounted in Canada 
balsam, a great amount of polish is ifot necessary; it may 
then be simply rubbed upon a strop of buff or chamois leather, 
until the desired effect is obtained ; if, on the contrary, the 
section is to be mounted dry, the polishing should be 
carefully attended to, a buff leather strop, with putty 
powder and water, must bef employed, and the section rubbed 
upon it until a perfect polish is procured. The excess of putty 
powder about the specimen may be removed by repeated 
washing. If the opgtator be provided with two hones, the 
section may be quickly made very thin by rubbing them 
one upon the other with the section between them; when 
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sufficiently thin, it may be pblished in the above described 
manner. Should, however, the section be brittle, we must 
have recourse to a different method, to effect its being ground 
on the hone without fracture. For this purpose, as thin a 
section as possible haviifg been removed by the saw, it is first 
to be filed and then rubbed down on the lionc, and be polished 
on lone side only. The ^section is next to be dried, and then 
cemented to one of the narrow strips of plate-glass with 
Canada balsam; in order to effect this, some old bdlsam should 
be procured, and a small portion laid upon the centre of one of 
the flat surfaces of a strip of plate-glass, which is then to be 
heated until the balsam is melted and many of the air bubbles 
have disappeared ; the glass may then be removed from the 
flame, and when it has become slightly cool, the section, with 
its polished surface downwards, is to be placed upon the 
balsam, and pressed firmly down until the balsam is quite 
cold, care being taken that the entire surface of the section be 
in contact with the glass. A good deal of the superfluous 
balsam may now be cut away from the sides of the section, 
sufficient being left to hold it firmly to the glass ; if it be very 
thick, the file may be used to reduce it at first, and then it 
may be brought down to a proper degree of thinness by the 
hone ; as the grinding is being proceeded with, the section 
may be from time to time ex aft lined by the microscope, and 
when it has been found to be thin enough, this surface also 
may be polished on the buff leather in the same Way as the 
one first described. The next step is the removal of the 
section from the glass " this is readily effected by dropping the 
slip of glass into the stoppered bottle containing ether, which, 
in a very short space of time, will dissolve all the balsam, when 
the section will drop off; it may then be removed from the 
ether, and when dried is ready for being permanently mounted. 
It will now be seen why a slip of glass of a particular length 
and breadth was recommended in the onset, it has many 
advantages over either longer or shorter strips ; in the first 
place, if the section should be thicker on one side than the 
other, the glass can be tilted a little, so that the side which is 
the thickest may be rubbed the most, and in a short time an 
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uniform degree of thinness wilF be obtained ; secondly, it is by 
far the best plan to keep ether in a bottle with a stopper not 
mucli exceeding half-an-inch in diameter, as in larger bottles 
the stoppers seldom fit so nicely as to prevent evaporation ; 
into the small bottles the slips of glass previously described 
will readily drop, and the ether need not more than half fill 
the bottle, for so long as it reaches* as high as the section, 
the desired object will be obtained ; when, however, the stock 
is reduced so low that it will not resell the section, one end of 
the slip of glass may be cut off* with a diamond, and only a 
small quantity of ether will then be necessary,. 

If it be required to make sections of fossil bones that 
are far too* hard to be cut with a saw, the apparatus employed 
by the lapidary must be had recourse to ; this consists of a 
thin iron wheel, the edge of which is charged with emery, or 
with diamond dust ; after the section has been cut, it is then 
to be cemented to a piece of glass and polished on both sur- 
faces, the material used for the cutting being a fluid known 
avS oil |)f* brick. The ordinary wheel employed by the lapi- 
dary runs horizontally, and is turned by the hand; an appa- 
ratus of the same kind, but used by the jeweller, consists of a 
small steel or copper disc, turned by a foot-wheel ; one or 
both of these will be required by those who wish to devote 
much attention to the structure# of fossil bones and teeth. It 
is usual to mount such sections on pieces of plate-glass, with- 
out any covering of Canada balsam or thin glass over them ; if 
they have a polished surface, their structure *can be admirably 
made out. 

When it is necessary to examine the bone cells of fragments 
of fossil bone, small clippings only are required ; these may 
be procured by striking the bone with the edge of a small 
hammer, then carefully selecting the thinnest of the chips, and 
placing them at once without any grinding in Canada balsam. 

Mounting Sections of Bone . — The next process is that of 
mounting the sections ; this may be done either in the dry 
way, as described in^age 288, in a thin cell in fluid, or in 
Canada balsam. If the section is very thin and transparent, 
and well polished, it ought to be mounted either in fluid or' 
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dry ; if not, then the Canada balsam may be had recourse to. 
The method of doing which is as follows: — After having 
placed some thin Canada balsam on a slide of the required 
size, it must be heated until it boils; it may then be laid 
aside for a moment to °cool, when the section, having been 
previously made dry, is to be placed in it ; if the balsam is 
too,- cold for the section to sink into it, a little more heat 
must be applied, and as soon as the balsam is again fluid 
enough, the section may bf* embedded in it ; should the heat 
be such as to cause air bubbles to appear, it will then be 
desirable to remove them before the thin glass cover is laid 
on; this may be done in two ways, either by drawing them 
from the ilchTin the neighbourhood of the object with the 
pointed instrument, or by heating the balsam again, so as to 
make it boil; when the bubbles are all removed, the thin 
glass cover, with its under surface wanned, may be laid 
upon the balsam, and pressed down so as to exclude at the 
same time all the air bubbles and all the superfluous balsam. 
In some cases the author has found that sections of bone, which 
have been laid in balsam and heated until the balsam has 
boiled, exhibit their intimate structure more beautifully than 
they did before the extra heat had been applied. When a 
section is put into very liquid balsam, the bone cells very 
soon become filled, which makes the structure indistinct; 
hence it is better to mount all bones in the dry way or in 
fluid, except those which are of a very dark colour, and have 
their bone cells tod canals filled with earthy matter. All 
sections of recent and 'greasy bones should be soaked in ether 
for some little time before they are mounted ; this dissolves 
the grease, and makes the bone cells and their canaliculi much 
more distinct. 

Fragments or chippings of fossil bones may be put into 
balsam without any grinding; and as it generally happens 
that in such bones all the cells and canals are full of earthy 
matter, it does not matter if the balsam have been made to 
boil ; it is, perhaps, the better plan that r , this should be done, 
as it makes the intercellular tissue more transparent, and the 
bone cells, therefore, can be seen more distinctly. 



MAKING SECTIONS OF Bt>NE AND TEEllI. 


301 


It may be as well here to state, that the sections should, if 
possible, be made in two or more directions ; thus, for instance, 
if thfe specimen about to be examined be a portion of the 
shaft of a long bone, we should cut the first transversely and 
the other two longitudinally; one of the latter may extend 
through the medullary cavity, and the other merely through 
the outer or periosteal surface. Thfi scales and thin platijjfof 
boric of fishes will rarely require more than grinding down on 
the hone ; if the surface of the scale be enamelled, as in the 
Lepidosteus, the inner surface only may be rubbed down on 
the hone, and the outer left with its natural p # olish of enamel 
on it, the ground surface may be cemented to a slide by 
Canada balsam, and the enamelled will then require no covering 
either of thin glass or of balsam, but be kept in the same 
manner as the fossil woods before described. In order to 
obtain a perfect notion of the structure of bone, one or more 
sections should be soaked in dilute muriatic acid to get rid of 
the earthy matter, and others in caustic potash to destroy the 
animal matter ; these should be mounted in fluid, and will be 
found very instructive. » 

To make Sections of Teeth ,— The teeth of fishes not* being 
supplied with a layer of dense enamel, may be cut in the 
same way as ordinary bone with a fine saw, and then be 
rubbed down between the lmijes, and polished in the usual 
manner; but those of nearly all the highef mammalia being 
coated more or less with enamel of flinty hardness, will require 
a much greater amount of labour to be exponded on them. 

The saw best adapted for cutting through the enamel is 
that used for iron and brass; even this will often become 
blunt before the cutting is completed. It will be almost in 
vain to indulge in the hope of making more than two longi- 
tudinal section^ of one tooth, this can only be effected by 
cutting it down through the middle, and after cementing the 
cut surfaces* to a plate of glass, to reduce them to the proper 
degree of thinness by the file, and finish them on the 
hones. The lapidary’s wheel will be found much more useful 
for teeth than for bone, as a wheel charged with diamond dust 
will speedily cut through a thick layer of the hardest enamel; 
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The operation of laying sections of teeth in the thick balsam 
should be carefully performed, as the enamel very readily 
separates from the dentine or ivory; the grinding and polishing 
should also be carried on with care to prevent the separation. 
The sections, like those of bone, should be made in two 
directions, one transverse and the other longitudinal, and if 
thV structure of the enamel require to be examined, an oblique 
section will be found very instructive, although very difficult 
to make. 

To Mount Sections of Teeth . — These may be mounted in 
the same w ay as the sections of bone ; an examination by the 
microscope will serve to determine whether any particular 
specimen should be placed either in fluid or balsam, or be 
preserved dry; the latter plan will, however, be found on the 
whole to be the most satisfactory, but in this case the section 
should be well polished. Dark coloured fossil teeth will be 
well exhibited in balsam, and may even be boiled in it if 
necessary, as the tubes of the dentine are in most cases filled 
with earthy matter. 


CHAPTER XI. 

TO MAKE SECTIONS OF SHELL AND OTHER HARD TISSUES. 

Eon this purpose nearly *11 the apparatus described for 
making sections of bone and teeth will be required. By 
far the most important instruments, however, will be found to 
be the file and the hone 1 . Shell, although ^.generally much 
softer than bone or tooth, is, nevertheless, very brittle, and 
thin sections require k to be handled with ver^ great care. 
The best plan of proceeding is to make a portion flat on one 
surface, and polish it first on the hone /ind then with putty 
powder, and to cement this surface to tfie slide on which the 
section is intended to be mounted by means of Canada balsam, 
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the file may then be employed to reduce its thickness, and the 
hone to finish it ; the section should be examined from time to 
time by the microscope, to sep when it is thin enough, and, if 
required, the slide may be placed either in ether or turpentine 
to dissolve away the old balsam without, separating it from the 
slide ; but should the specimen be very brittle, it should be 
allowed to remain on the slide on Much it was ground, yfhd 
after having been made as clean as possible, some new balsam 
may be dropped uppn it, and a covqr of thin glass laid over it 
in the usual way ; but if the section be sufficiently strong, it 
may be removed by ether from the slide?, and.be mounted in 
balsam as a fresh object ; the latter plan will be found the 
neatest and best, provided it can be accomplished without 
injury to the specimen. When it is required to investigate 
the arrangement of the animal matter in any section, it should 
be subjected to the action of dilute muriatic acid ; this is 
termed by Dr. Carpenter the decalcifying process ; such speci- 
mens, after soaking in water to get rid of the acid, may be 
mounted with fluid in the thin glass cell.* The structure of 
many sliells of the oyster kind **,an be very well made out by 
selecting some of the thinnest of the flakes or laminae* found 
near the outer margin of the valves of the shell ; these, alter 
having been washed and dried, may be mounted in Canada 
balsam in the usual manner. • $ome shells, also, of the genus 
Pinna, that exhibit a prismatic structure, will separate readily 
into prisms ; these may also be* mounted either in fluid or in 
balsam without any further preparation. The most difficult 
shells to cut are those whose structure is nacreous or pearly — 
the ear shell, Ilaliotis , is the best example of this kind ; these, 
however, will yield to the file and hone; sections of them 
should be decalcified, and it will then be seen (as was dis- 
covered by Dr. Carpenter) that the splendid hues which this 
tribe of shells presents are* due to the plication of the animal 
membrane. Amongst the shelly tissues may be mentioned 
the spines of the Echinodermata, the tegument of the Crus- 
tacea, and the bone of the Cuttle fish. All these may be 
prepared in the same manner as shells, by the file and the 
hone, with the exception of the last, which may be cut 
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sufficiently thin with a very sharp knife. The spines of the 
Echini, after having been cut transversely with a saw, and 
then ground down and polished^ form some of the mostf'beau- 
tiful objects for a microscope of low power; considerable 
difficulty will, however, be found in getting a section perfect, 
and at the same time very thin. A portion of the shell of a 
taken from one off the large claws, also forms a most 
interesting object ; but the author would refer those who wish 
to obtain a knowledge of* these beautiful structures to the 
very valuable papers of Dr. Carpenter in the Reports of the 
British Association for the Advancement of Science , where he 
will also find accurate representations of the most remarkable 
kinds. •' 

To make Sections of hard Vegetable Tissues . — The dense 
structures which compose the stones of some of the pulpy 
fruits, such as the peach, apricot, plum, and cherry, are beau- 
tiful objects for microscopic investigation ; they resemble in a 
very striking manner the osseous tissues of animals, and like 
them require to be cut into thin slices, in order to exhibit 
their true characters. The* principal instruments required 
for this purpose will l>e the saw, the file, and the hone ; those 
stones that arc tough, such as the cherry and plum, can be 
easily made thin ; others that are more brittle will demand 
some care in their preparation, whilst some few, as, for 
instance, the ivofy nut, are so hard, as even to require the aid 
of the cutting-machine or the lapidary’s wheel for their reduc- 
tion to a proper degree of thinness. The method generally 
employed to make sections of these hard tissues for the micro- 
scope is very similar to that of bone before described, viz., to 
cut as thin a slice as possible with the saw, then to reduce 
this nearly to the requisite thinness by the file, and finish 
it with the hones; as all these tissues are mpre or less of a 
dark colour, they will be best displayed in balsam, therefore 
the process of polishing on the buff leather with ^putty powder 
may be dispensed with. The development of some of the 
hard tissues may be very well seen in the scales of the cone 
of firs ; these may be readily cut in the "machine employed to 
make sections of wood presently to be described, and may be 
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mounted in balsam in the usu|il manner. Another form of 
hard tissue may be procured by maceration from the pear 
tribe ; jthls is known to botanists as gritty tissue , and should be 
mounted in fluid, as the balsaiti makes it too transparent. 

To prepare Siliceous Skeletons of Vegetables . — In all plants 
known as grasses, silica or flint is more or less abundant ; its 
presence may be recognised in many \fays, but heat and nitric 
acid are the agents generally employed to separate it frflm 
the other le*=^ durable substances v#ith which it is intimately 
connected. Silica forms a coating tfc the stems of grasses ;#it 
is even found in small masses or concretions in the stems of 
the bamboo, and is then known by the namfc of tabasheer. 
The attention of microscopists was first directed to the siliceous 
skeletons of certain parts of grasses by the llev. #T. 13. Keade, 
in the year 1835 ; the specimens first examined by him con- 
sisted of the husks and parts of the stem of the wheat and 
oat ; they were prepared by subjecting these parts to a very 
high temperature in a platinum crucible, whereby all the 
carbonaceous matter was burnt off, and an ash of silica was 
left ; tlds was removed and mounted in Canada balsam, when 
a perfect cast even of the most minute vegetable structure in 
flint was found on microscopical examination. One of the 
most beautiful specimens for exhibiting the arrangement of 
silica in its stem is an Equisetum, sold in the oil and colour 
shops under the name of the • Jfhitch, rush; ft is used by the 
cabinet-makers as a substitute for sand or glass paper, for 
rubbing down the inequalities in the surface of wood ; this is 
best prepared by cutting the stems into sliort pieces, and 
boiling them in strong nitric acid in a tall vessel; copious 
fumes of gas will be given off as the carbon is being removed, 
the vessel should then be laid aside for a time, and more acid 
added when the effervescence has ceased; if the speci- 
men be not immediately wanted, it may be kept in the acid 
until the. perfect removal of all the other constituents has 
been effected. A portion of this plant, when well prepared, 
should be perfectly free from all foreign matter, and after being 
thoroughly washed, may be mounted either in fluid, in balsam, 
01 even dry. In balsam it forms a beautiful object for polarized 
20 
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light; I >nt. in fluid, its true ^nature is l>est exhibited. The 
pa lea: or hearts of n gross, known as the Festuea pro ten sis, 
exhibit a. beautiful arrangement of silica without any pre- 
paration by acid; they can be shown dry as opaque objects, 
and for the purpose ipay be cemented to one of the discs 
described at page 290; or, if preferred, may be mounted in 
lipid, and then examined by transmitted light. But the paleas 
of the wheat and oat, which are known as chajf from being 
more opaque and less abounding in silica, will require either 
tlw aid of acid or of held. to exhibit the arrangement of it 
in them. 


CHAPTER XII. 

ON MAKING SECTIONS OT WOOD. 

Fou this purpose we must be provided with an instrument 
termed the Catti/a/ machine, which consists of a plate a f metal, 
on which a knife or razor is made to slide, and the wood to be cut 
is firmly wedged into a triangular or oilier tube, and is raised 
above the surface of the tube by a very fine screw, as high as 
the thickness of the section required. The first instrument 
of this kind was invented by' Adams, about the year 1770, and 
was subsequently improved by Mr. Gumming; it is described 
and figured in the microscopical essays of the younger Adams, 
and is of the same kind as that employed by Mr. Cu stance, 
“ who was nnriv; iiied;” says Adams, “in his dexterity in pre- 
paring and accuracy in cutting thin transverse sections of 
wood/’ In subsequent times other instruments have been 
contrived for the same purpose, some provided with knives 
that moved circularly, others with knives fixed in a strong 
frame-work of metal, whilst, in not a few, the cutting was 
performed by a razor of the ordinary kind, or one ground 
perfectly flat on one side. A very excellent machine for this 
purpose, which the author lias been in the habit of using for 
many years, and can, therefore, strongly recommend, is shown 
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three-tentlis of an In<‘li thick, having a raised edge screwed to 
one of* its sides ; to the under surface of the middle of this table, 
and nearly close to the opposite* side to that Iviving the raised 
edge, is screwed a stout tabular piece of brass r, which passes 
through the table and projects about a quarter of an inch 
above its upper surface; into this tubers fitted accurately a 
cylindrical piece of brass f\ having a hole // about five-eighths 
of an inch square, extending throughout its entire length. 
This cylinder is capable of being raised by a screw with forty 
threads in the inch, the head of which b is divided into twenty- 
five parts; the divisions are ^ cut so deep, that a thin wedge- 
shaped pieee of steel may be pressed firmly into any of them 
by the spring a with which it is connected ; this contrivance 
answers two purposes, one as a micrometer for determining 
how high the cylinder *must be raised to cut the finest section, 
imd the other for preventing the screw from being moved. 

20 * 
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A strong brass frame, of the shape shown in the upper part 
of the figure, and of nearly the same thickness as the table, 
has a knife e, ground perfectly flat on its under surface, 1 firmly 
fixed to it by two strong screws dd; this frame, with its knife 
arranged in the manner seen in the figure, is made to slide 
backwards and forwards smoothly upon the upper surface of 
the table. The wood about to be cut is driven very tightly 
into the square hole g in the cylinder^ and should be allowed 
to project about an eighth'* of an inch above it/ ♦The cylinder 
being replaced within the tube c*, it will be found that when 
the frame is pushed forwards the edge of the knife will pass 
obliquely over every part of the surface of the wood, and as 
the screw ha? forty threads in the inch, and its head is divided 
into twenty-five parts, it follows that each turn of the screw 
will raise the cylinder one-fortidch of an inch, and each fraction 
of a turn the one-thousandth of the same quantity. This 
machine has very many advantages, these consist principally 
in the mode in which the knife is fixed, and also in the plan 
of the wood about to be cut being firmly supported on all 
sides by metal, but in such a manner as to keep tHe latter 
withe Ait the reach of the knife, the screw being; so short as not 
to be able to raise the cylinder quite as high as its edge. In 
most machines of this kind the knife rubs upon the brass, by 
which the cutting edge is liable to injury, and the wood is not 
driven tightly into a cylindef, but is raised out of it by the 
screw, consequently it canno^ be kept so firmly against the 
cutting edge, which will be found very inconvenient when 
hair and such other,, soft structures require to be securely 
wedged up before sections of them can be made. 

Mr. Topping has contrived a very convenient and useful 
form of cutting-machine on a plan represented in section in 
fig. 205.* A B is a flat piece of mahogany, t seven inches long, 
and four wide, to the under surface of which is attached, at 
right angles, a piece G, of the same size as A B. ' D represents 
a flat plate of brass, four inches long, and three wide, screwed 
to the upper surface of A B ; to the middle of this plate is 

t 

* This machine, together with a knife, can be obtained of him at the 
low price of sixteen shillings. 
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attached a tube of the same mdtal E I, three inches long and 
half-an-inch in diameter, and provided at its lower end with a 
screw # F, working in a nut, # and having a disc K exactly 



Fig. 205. 


adapted to the bore of the tube ; this disc is connected with 
the upper end of the screw, and is moved up or down by it. 
C is another screw connected v\gith a curved piece of brass II, 
which is capable of being carried to the opposite side of the 
tube by it. The piece of wood about tet be cut is put into the 
tube E, and is raised or depressed by the screw F, whilst, 
before cutting, the curved piece of metal II should be firmly 
pressed against it by the screw C- This instrument is to be 
fastened to the ^dgc of a bench or table, where it may be 
always kept ready for use. • The knife to be employed may 
be one constructed for the purpose, or a razor ground flat on 
one side will be found to answer very well. 

Method of making Sections , — If the wood be green, it should 
be cut to the require <f length, and be immersed for a few days 
hi strong alcohol to get rid of all resinous matters. When 
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this is accomplished, it may Be soaked in water for a week or 
ten days, it will then be ready for cutting. If the wood be 
dry, it should be first soaked 4 in water, and afterwards im- 
mersed in spirit, and before cutting be placed in water again, 
as in the case of the green wood. If the machine to be employed 
be such as described in page 307, the wood (if sufficiently 
l&’ge) should be cut so* as to fit tightly into the square hole, 
and be driven into it by a wooden mallet ; if, on the contrary, 
it be round, and at th? same time too small Yor the hole, 
wedges of deal or other soft wood may be employed to fix it 
firmly; these, will have the advantage of affording support, 
and, if necessary, may be cut with the specimen, from which 
they may afterwards be easily separated. The process of 
cutting consists in raising the wood by the micrometer screw, 
so that the thinnest possible slice may be taken off by the 
knife ; after a few thick slices have been removed to make the 
surface level, a small quantity of water or spirit may be placed 
upon it ; the screw is then to be turned one or more divisions, 
and the knife passed over the wood, until a slice is removed ; 
this, if well wetted, will noticurl up, but will adhere to the 
knife", from which it may be removed by pressing blotting 
paper upon it, or by sliding it off upon a piece of glass by 
means of a wetted finger; the plan the author generally 
adopts, is to have a vessel of.wjater by the side of the machine, 
and to place evfiry section in it, those that are thin can then 
be easily separated from the thick by their floating more 
readily in the water, and all that are good, and not imme- 
diately wanted, maj be put away in bottles with spirit 
and water, and preserved for future examination. If the 
entire structure of any exogenous wood is required to be 
examined, the sections must be made in at least three 
different ways; these may be termed the transverse, the 
longitudinal, and the tangental; * or, as they are sometimes 
called, the horizontal, vertical, and tangental; ‘each of these 
will exhibit different appearances, as may be seen by D E F 
in fig. 206. At A is shown part of tke stem of a coniferous 
plant, and a transverse section of a portion of the same magni- 
fied at D ; in this is exhibited the zones a a , indicating the 
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annual growth of the stem ancKhe radiating lines bb 3 termed 
the medullary rays. A vertical section B, through the pith, 




Fig. 206. 


will exhibit the medullary rays, that are known to the cabinet- 
maker as the silver grain ; and at E, which is a magnified 
view of a part of the same, may be seen the woody fibres c c, 
with their dots d d, and the horizontal lines indicating the 
medullary rays cut lengthwise ; whilst at C, which is the 
tangental section, and F a portion of the same magnified, the 
openings of the medullary rays )'f, and the $oody fibres with 
vertical slices of the dots are* exhibited. Very instructive 
preparations may be made by cutting oblique sections of the 
stem, especially when large vessels are ♦present, as then the 
internal structure of the walls of some of them may oftentimes 
be examined. The diagram above given refers only to sections 
of a pine; all exogenous stems, however, will exhibit three dif- 
ferent appearances, according to the direction in which the cut 
is made ; but in order to arrive at a true understanding of the 
arrangement of the woody and vascular bundles in endogens , 
horizontal and vertical sections only will be required. Many 
specimens of wood that are very hard and brittle may be 
much softened by boiling in water ; and as the cutting-machine 
will answer for other structures besides wood, it may here be 
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stated, that all horny tissues rfiay also be considerably softened 
by boiling, and can then be cut very easily. 

Methods of Mounting Sections /f Wood . — The thinnest and 
most perfect sections having been selected, they may be 
mounted either in fluid, or in Canada balsam* or dry, the 
former plan being by far the best, especially for the vertical 
ariifl tangental sections ; ' the transverse, when mounted either 
in balsam or dry, do not Jose so many of their striking 
characters as the others,, and this is the more to*be remarked 
when the wood has been kept for some considerable time 
previously in q dry state. Vegetable sections will keep very 
well in almost all the preservative solutions ; on the whole, 
perhaps, the ttreak spirit and water and the creosote fluid will 
be found to be the best ; they may be mounted either in the 
thin glass cell, page 254, or in that shown at fig. 158, page 
253, and in the manner described at page 252. If the sections 
be dark, they may be mounted in Canada balsam in the’ 
manner described at page 278 ; but if they become too trans- 
parent when immersed in it, they should be first charred by 
being placed between two plates of glass, and subjected to 
the lieat of an argand lamp \intil they turn brown, or they 
may be dyed with tincture of iodine, or in a decoction of 
fustic or logwood. Transverse sections may be mounted in 
this wajpas they withstand process of charring very well ; 
but all the othfcr kinds, especially those that exhibit large 
spiral vessels and dotted duct& are best mounted in fluid. If 
the sections are to be mounted dry, they may be prepared iij 
the manner before described at page 284, or they may be 
placed between two glasses, with bevelled edges, that are filled 
up with sealing-wax after the plan of Mr. Darker, before 
described in page 289 ; in all these cases, particular attention 
should be paid to the sections being * properly dried before 
they are placed between the glasses, otherwise fungi are apt 
to grow from them. 1 

Chipping s of Wood . — An excellent method of exhibiting 
the medullary rays, and some of the* larger vessels of the 
harder woods, is by making small chippings of them, or by 
tearing short pieces of wood in halves lengthways of the grain, 
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after the beginning of a split h&s been made by a chisel or a 
knife ; these should be mounted on discs as opaque objects, 
and examined with a magnifying power from one hundred to 
two hundred diameters, the Lieberknhn being employed as 
the illuminator. 

Sections of Horns , Hairs , — These may be made with the 

cutting-machine in the same manner is those of wood ; all /he 
very tough kinds, such as the horn of the rhinoceros, will be 
easily cut after having been boiled 'fpr a short time in water; 
they should be placed in the machine and cut whilst warm, 
otherwise the boiling will have no beneficial # cffect. If the 
specimens be too small to be cut to fit the hole in the cutting- 
machine, they may be firmly wedged up by pieces of wood. 
For the purpose of making sections of the porcupine’s quill, 
the spines of the hedgehog, $iose of certain fish, and some of 
the larger kinds of whiskers and hairs, the author has adopted 
with success the plan of making holes in a block of soft wood, 
and of driving short pieces of them into the holes, as if they 
were so many nails ; the block is then placed in the machine, 
and slices cut from it in the ugual manner ; the hairs, from 
being well supported on all sides, will not shrink from the 
edge of the knife, but will be as easily cut as the wood itself. 
The sections of the hairs may readily be separated from the 
wood by laying the wood on $ jjiece of%lass with water, and 
pressing them with a blunt pointed instrument, or tearing 
the section from around them. The substance known as 
M whalebone may also be readily cut in the machine; in order to 
exhibit its structure in the best manner* the sections should be 
transverse like those of hair. The upper and solid parts of 
the horns of the antelope, ox, and other ruminants may also 
be cut in a similar way. Human and other hairs that arc far 
too slender to b<* sliced separately, may be cut in a mass in 
the following manner : — If* the hairs be made into a bundle, 
and be all dipped together into some thick glue and dried, the 
bundle will become as solid as a piece of wood ; this may be 
cut into lengths and* wedged firmly in the machine, when 
transverse sections of the same may be very easily made; 
these should be removed from the knife and mounted in 
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Canada balsam with as little separation as possible. Tendons, 
portions of elastic tissue, and other firm animal structures, 
when dried, may also be cut f in the same manner & the 
Specimens of wood and horn, but, unlike them, they will be 
found to exhibit no important internal arrangement. 

All sections of homy tissues, if of a dark colour, should be 
mounted in balsam; they form, with very few exceptions, 
beautiful subjects for polarized light, besides exhibiting, in 
some instances, a remarkable disposition of their pigment; 
and in the case of human hair, transverse sections are valuable, 
as proving the , cellular arrangement of the interior, which has 
been a matter of dispute with microscopists from the earliest 
times. 


CHAPTER XIIL 

ON THE DISSECTION AND PREPARATION OF VEGETABLE 
AND, ANIMAIf STRUCTURES. 

By far the greater number of the wonderful and highly 
interesting structures which it may fall to the lot of the 
microscopist to examine, are net presented to him in a simple 
and isolated form, but are more or less combined with other 
tissues from which they requirp to be extracted or separated 
by a process termed dissection ; this may be divided into two 
branches, one in which the subject is large and all its parts 
perfectly tangible and visible to the unassisted eye, whilst in 
the other the aid of the microscope and of very delicate 
instruments is requisite for its due performance ; the first is 
called coarse or rough , the second minute anatomy; in both, 
certain cutting and other implements are necessary, which here 
demand our attention. 1 

Dissecting Forceps . — In addition to the forceps already 
described at page 119, two or three* other kinds will be 
necessary for the purposes of dissection : of these the most 
useful are represented at A in fig. 207 ; they should be com- 
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posed entirely of steel, and be*at least five inches in length. 
They may be denominated the straight and the curved; of the 
first find, or that shown at two pairs will be required, one 



Fig. 207. 


having the extremities broad, and the other sharp pointed ; if* 
large dissections be undertaken^ a still stronger pair, with the 
extremities broad, and made rSugh lik£ a file, will also be 
necessary. In dissecting under the microscope, the curved 
pointed pair shown at F will be found most convenient. In 
all these instruments the points should fit accurately together, 
sometimes those that are very sharp are apt to cross ; this may 
in a great measure be prevented by having the branches wide 
at the base where they are rivetted. Thp points may be 
sharpened on a hone, and a magnifier employed to examine if 
they fit closely together. Those that are provided with 
notches at the end should have them alternate, tliat is, the 
hollow of one should be filled up by the elevation of the 
other, without yjhich bodies will slip from between. 

Scissors , — The scissors , required by the microscopist are 
similar to thflse used by the surgeon, the handles should be 
straight, and the ends of both blades either sharp pointed, as 
shown at B in fig. %07, or one may be blunt and truncated ; 
these last should be*bent as in fig. 208; they will be found 
exceedingly useful for cutting open tubular parts, such as the 
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alimentary canal of animals, when they are laid in a horizontal 
position in one or other of the troughs presently to be 
described; the blunt end serving to move aside or gradually 



wedge open certain closed parts without the risk of cutting 
them. Scissors in which the blades arc curved, as shown at 
1) or at E in fig. 207 are also very necessary. 

Cutting Forceps . — This instrument, the invention of Mr. 
William Valentine, is represented by C fig. 207 ; the sides are 
rivetted at the end, as those of the ordinary forceps, but the 
cutting part consists of two scissor-shaped blades, which over- 
lap each other, and are prevented from crossing over too far 
by a small steel pin, the blades are bent at an angle with the 
sides, ‘and by this mfeans the* instrument can be very conve- 
niently employed for dissecting under a lens of half-an-inch 
focus. An instrument constructed somewhat after the same 
principle as the above, is known as the Microtome , the inven- 
tion of M. Strauo Durckheim'; it consists of two sides, like a 
pair of dissecting forceps, buj each terminated by a scissor- 
shaped blade, arranged so that its cutting edge is perpendicular 
to the broad surface o£ the side ; in order to prevent the blades 
from opening too wide, a screw with a fly nut is attached to 
one blade, and the other moves freely upon it ; the screw is 
also provided with another nut situated between the blades, 
the latter may be adjusted so as to prevent ^he blades from 
being closed beyond a certain point, whilst the former serves 
to regulate the space that the blades may be kept open by the 
spring. The sides are not rivetted together as in the dissect- 
ing forceps, but are united by a hinge-jpint, in order that they 
may be separated for the purpose of sharpening the blades# 

Spring Scissors . — These are represented by fig. 208, and 
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consist of a pair of very small scissors, whose blades are 
kept open by a spring a. One of the handles is attached to a 



Fig. 209. 

slender shaft of wood S, whilst the other is curved as at c, in 
order to be pressed upon by the thumb or fore-finger in the 
act of cutting. With an instrument of this kind, Swammer- 
dam is said to have made all his finest dissections. 

Method of Sharpening Scissors . — This may be effected by 
opening the blades and noticing the angle at which the edges 
have been previously ground, and placing them on the hone 
at the same angle, and rubbing them backwards and forwards, 
always keeping them at the same inclinat^n ; a few strokes 
will generally suffice for the purpose, and the blades need not 
be separated one from the otlfer, provided the hone to be 
employed (which should be that known as Turkey stone) have 
a fiat side that will allow of the whole of the cutting part of 
the blade to be rubbed upon it* 

Scalpels . — The name of scalpel is generally given to the 
small knives employed in dissections, each consists of a blade 
firmly ri vetted, as shown in fig. 210, into a flattened handle of 
ebony or ivory, which is made thin a^id spatula-like at its 
extremity. The blade may be of various shapes ; those shown 
by A B C D E F in fig. 210, will be found most generally 
useful, some of them, such as BDE being formed for 
dissecting small # animals, where the point of the blade is 
almost the only part employed, whilst A and F are more fitted 
for making long incisions in larger animals, and C for both 
these purposes, and for transverse sections of soft parts as 
well. In the absence of these, the scalpels employed in the 
medical schools may be used ; these, however, are, generally 
speaking, far too large for all purposes ; the small instruments 
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slit, and can be drawn through it so that the blade seen in 
the front of the figure may be turned away from the other in 
order Jo be sharpened or to allow of the section made by it being 
taken away from between thS blades. The blades are con- 
structed after the plan of a double-e$ged scalpel, but their 
opposed surfaces are either flat or very slightly concave, so 
that they may fit accurately to each pther, which is effected 
more completely by a steady pin seen at the base of the frdnt 
blade. Wh$n this instrument is required to be used, the 
thickness t>f the section about to bfe made will depend upon 
the distance the blades are apart ; this is regulated by sliding 
up or down the rivet a , as the blades, by their 'own elasticity, 
will always spring open and keep the rivet in pjace ; a cut is 
then to be made by it, as with an ordinary knife, and the part 
cut will be found between th<* blades, from which it may be 
separated either by opening them as wide as possible by the 
rivet, or by turning them apart in the manner before described, 
and floating the section out in water. 

Dissecting Needles . — These instruments differ but slightly 
in shape from scalpels ; they are of two kinds, the straight 
pointed and the curved , one of tire former* is shown at fig.. 188, 
page 277, and one of the latter by fig. 212. Both of these 



Fig. £12. 

forms can be made sharp on a hone, and with either of them 
and a delicate pair of forceps, many very excellent dissections 
of small subjects, such as insects, may be made ; when used in 
pairs, they will be found very serviceable in separating or 
tearing asunder tlelicate animal and vegetable tissues under 
the microscope; for this purpose a pair of the curved form 
will be found most convenient. As substitutes for the instru- 
ments just described, various kinds of needle-holders have been 
contrived, three of tbS best of these are shown in fig. 213; 
in all, needles of various shapes and sizes can be held firmly — 
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in the first and third the neetjle is secured by a sliding ring, 
and in the second by two screws ; in the first and third also 



Fig. 213. 


the handle is hollow to contain needles, but in the second it is 
solid. When needles are employed, they may be curved by 
making them red hot in the flame of a spirit lamp, and after 
they have been bent to the proper shape, they may be 
hardened again by heating them a second time, and dipping 
them in cold water or tallow. „ The needles selected should 
not be very long, as they are apt to be too springy ; in these 
cases they should not be allowed to project far beyond the 
holder. Their points may be ground very sharp, or be made 
with a cutting edge like a scalpel, by means of a Turkey 
stone. These instruments are sometimes employed for«jnount- 
ing objects in balsam^ as described at page 277 ; but a more 
common kind will on the whole be quite as convenient, and 
less trouble will be required in keeping them clean.' 

Non-cutting Instruments . — Besides the instruments above 
mentioned, many others will*, lie found necessary for the pur- 
poses of dissection; these consist principally of troughs or 
vessels for holding the subjects to be dissected, of blocks of 
wood for supporting the same, of corks loaded with lead, and 
of supports for the arms and wrists, termed rests ; pins of 
various kinds, braces, a pair of pliers, an old scalpel or two, 
and a small syringe will all be occasionally required. 

Troughs . — As most delicate dissections are conducted under 
water, "some form of vessel, made either of m6tal, earthenware, 
or glass, should be employed. These may be of various sizes, 

* All the various kinds of cutting instruments employed for dissecting 
may he obtained of Mr. Thomas Weedon, Surgical instrument-maker, 
No. 41, Hart-street, Bloomsbury, whose ingenuity, as displayed in their 
construction, is so very well known. ■' ‘ # 
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from a foot to two inches in length, and of a proportionate 
breadth and depth, if made of metal, tin, or zinc, well japanned 
should? be used ; the shape sljpuld be such that the bottom 
may give firm support to a loaded cork. Various descriptions of 
earthenware troughs are kept on sale iif shops, that will answer 
very well for many purposes; these are certain kinds of 
square soap dishes, some provided with covers, others n<ft; 

• saucers of various sizes, small covered jars, in which potted 
meats, pomatum, and substances of q like kind are kept, will 
be found very useful occasionally. Convenient troughs may 
also be made of pieces of stout plate-glass, cemented together 
by marine-glue ; their edges should be ground flat, so that 
another piece of plate-glass may be laid on toTorm a cover. 
Those troughs that are white in the inside may be made 
black with sealing-wax varnish, but in these spirit cannot be 
employed. The most convenient sizes for troughs in which 
injections are to be examined under the compound microscope, 
are three inches square and one inch deep, or three inches 
long, two inches wide, and one inch deep ; much larger sizes 
than these cannot be well supported # on the stage-plate. 
When small objects are necessary to be dissected by trans- 
mitted light, some of the cells described at page 260, may be 
employed, the plate-glass will allow the light to pass through 
readily. Mr. Pritchard supply with his microscopes some 
little brass troughs, with glass bottoms ; these* can be fixed to 
the stage-plate by a bayonet cateli, and will be found exceed- 
ingly useful. 

Loaded Corks . — These consist of flat pieces of cork, of 
various degrees of thickness, that are covered over on their 
under surfaces with sheet-lead of sufficient weight to make 
them sink in fluid. The lead may either be cemented to the 
cork, or it may be cut a little larger than it, and folded over 
the edges rather loosely, s<5 that when the cork is expanded 
by the ftui<J, it may not rise up in the middle. If a loaded 
cork is not at hand, its place may be supplied with a plate of 
the required size, kept** steady by flat weights of lead. Some 
persons employ plates of wax, or some of the same substance 
melted into the bottom of the trough, as a substitute for the 
21 
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loaded cork, but the pins do not hold in it very well. Mr, 
Goadby has described* a plan of securing insects about to be 
dissected by a mixture of whjjte wax, flake white, Venice 
turpentine, and hogs’-lard; into this, when melted in the 
bottom of the trough,* the insect was placed, and when the 
mixture became cold, the insect was fixed in the position 
required. The subject*about to be dissected may be attached 
to the cork by pins, or some .thin braces of cork, with a pin at 
each end, may serve to cpnfine any part too terifler either to 
receive a pin or that would be injured by it. Small hooks, 
made out of pjns, needles of various sizes, and spines of Cacti , 
will all be found of essential service for the purpose of 
securing delicate animals to the cork. 

Rests . — These consist of two inclined planes of deal or other 
wood, as shown at a b, in fig/ 214, for the purpose of supporting 
the arms and wrists of the dissector. They may be made of 
the following dimensions, viz., eighteen inches long, six inches 
wide, and one inch thick; the upright piece to support the 
raised end should *be about six inches high. If the trough in 
which the dissection ,is placed be large and steady, the uprights 
may be dispensed with, and then two plain pieces of wood 
resting on the sides of the trough will answer equally well. 
Blocks 6f wood, of various sizes, will be required to elevate 
the troughs to a particular height for dissection. The pliers 
will be useful /or bending the pins and pressing them firmly 
into the cork, and the small 1 syringe will be necessary for 
washing away particles of fat or other loose kinds of tissue 
that may be found in ‘the interior of small animals. 

* Transactions of the Society of Arts^ Yol. L., Part ii., page 111. 
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CHAPTER XIV. 

METHOD OF DISSECTING VEGETABLE ' AND ANIMAL TISSUES. 

Vegetables . — The process of dissectiAg vegetable tissues *is 
much more easy and less complicated than that of animals, the 
chief operatfbn in the former being the separation of the 
woody and vascular parts from the investing cellular ones; 
this is effected by the combined operations of macerating and 
tearing, little (if any) absolute cutting being required. 

For the purpose of dissecting spiral vessels, and particular 
kinds of woody fibres, either of the simple microscopes before 
mentioned will suffice ; of these, perhaps, that of Mr. Slack, 
described at page 56, will be the best ; but that of Mr. Powell, 
figured at page 52, or those of Mr. Ross, at pages 59 and 61, 
when provided with the arm rests, will be found nearly as 
convenient. A good idea of the structure gf a plant may be 
known Sy sections made in various parts and directions by 
the machine, described at page 3t)7 ; but* the individual* cells 
or vessels must be dissected away from the enveloping tissues 
before their true nature can be properly understood. The 
process consists of making these ^tissues very soft by macera- 
tion, in order that they may easily be separated from others 
that are more durable ; the maceration should be carried on in 
water, which, for the purpose, should not be changed (however 
offensive it may become) until the parte dissected are clean 
enough to be mounted, as the addition of fresh water will 
retard the macerating process. Supposing the objects to be 
dissected out to be spiral or other vessels, and that by 
maceration the surrounding parts are soft, a portion containing 
the vessels must be laid either in a glass trough, or on a glass 
with some wafer, and placed upon the stage of the microscope, 
one part being held with the forceps, whilst another pair of 
forceps, or a dissecting^needle, is employed to separate all the 
cellular tissue from the vessels ; sometimes two of the needles 
may be used for the purpose instead of the forceps. As soon 
21 * 
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as the whole or any of the '’vessels have been ^sufficiently 
cleaned, they may be placed in some fresh water, and the 
process of dissection repeated until they are fit for moifhting, 
which should be done in fluid in a thin glass or other suitable 
cell. When the vegetable matter is very tough, and the 
vessels firmly aggregated together in bundles, as in the edible 
rhubarb and asparagus, 0 they may be easily separated after 
boiling ; this plan will also answer very well for leaves that 
are very thick, and from \\hich the cuticle can only be dissected 
with difficulty. Dilute muriatic acid may also sometimes be 
employed as a macerating fluid ; but if tjie parts are subse- 
quently to be dissected, the vegetable matter should be well 
washed before the steel instruments are used, otherwise they 
will be liable to become rusty. In such plants as the rhubarb, 
and various species of cactus, in which oxalate of lime abounds 
in stellate crystals, termed raphides , caustic potash may be 
employed to decompose the vegetable tissue ; and, to save 
time, the potash may be heated, and, after sundry washings in 
boiling water, the crystals may be obtained perfectly clean. 
The cuticle of the leaves ofc many plants may be very easily 
removed after a little maceration ; a small portion may be 
seized by the forceps and torn off ; much larger pieces may be 
frequently stripped off by means of a scalpel and the thumb, 
the cuticle being first raised, by the former, then firmly kept 
upon the blade* by the latter, and torn in the direction in 
which it is most abundant. * The cuticle of the Pelargonium 
tribe will be found amongst the most beautiful. 

Animal Tissues . — For this purpose all the apparatus described 
under the head of dissecting instruments will be required. 
In the invertebrate series, the process resembles very much 
that of vegetables ; after having laid open the body, the various 
parts may be separated or unravelled by means of the forceps 
and the dissecting needles, but in the higher or vertebrate 
series, the scissors, scalpels, and the other cutting instruments, 
will be in frequent demand. It would be impossible in a 
treatise like the present to give a code of rules applicable to 
all kinds of animals, but our remarks must be confined to those 
most generally useful to the microscopist, as full directions for 
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coarser dissections will be found in works devoted especially 
to the subject. 

The dissections in which the microscope is most frequently 
employed, are those of the nervous system, either in small 
animals or in minute parts of the larger ones ; for this purpose, 
either of the simple forms, especially that of Messrs. Powell 
and Lealand, described at page 52, will be found useful. 'She 
subject to be dissected may be securely fixed to a loaded cork, 
and be placed in a trough containing water, as shown at c in 
fig. 214; where also are represented at ab the two inclined 



Fig. 214. 


supporfs for the arms, termed r$ rests; these, as described at 
page 322, consist of two inclined planes of deal or other wood,, 
placed one on either side of the trough in which the subject 
to be dissected is contained, and giving firm support to 
the arms and wrists of the operator. If the trough be a 
shallow one, it may be raised o& a level with the rests by one 
of the blocks , as shown at d, TJie microscope is to be brought 
over the trough, and the subject adjusted to the focus, an inch 
or a two-inch magnifier may be employed, or even higher, 
according to the delicacy of the dissection ; if the subject be 
very minute, it may be placed in a small trough, and be dis- 
sected upon the stage of such microscopes as those represented 
by figs. 36-7-8, # and 9. These instruments will be found 
particularly useful in the preparation of muscular and nervous 
fibres, and objects of a similar kind, previous to their exami- 
nation under higher powers. The compound microscope, when 
provided with the erector, described at page 109, will answer very 
well for many kinds of dissection, as both the object and the 
dissecting instruments are not inverted) but are seen in their 
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natural position ; the magnifying power of the microscope can 
also be greatly reduced by the employment of the erector . 
M. Oberhauser, of Paris, has constructed a microscope (ki this 
principle, for the purposes of dissection, in which only one 
object-glass is required for all variations in the magnifying 
power, from eight to one hundred and thirty-five diameters. 
This instrument is represented by fig. 215, and consists of a 

circular foot or base ab, four 
inches in diameter^ with which 
is connected a stout tube c, two 
inches high, supporting a stage e, 
the internal part of this F being 
of black marble unpolished; the 
tube c is capable of being turned 
on* the foot a b, and the stage e, 
together with the compound 
body and its support g h, can be 
turned upon it. The tube has 
an oblong opening in front, one 
f inch and a half broad, to allow 
‘the light to fall on the mirror m, 
and by the motion of the tube 
on the foot, this opening can be 
placed in any position to receive 
1 the light without turning either 
f he compound body or the foot 
in the same direction. The 
mirror is inclined at any angle 
Fig. 215 . by means of the milled head d. 

The stage is somewhat like a battledoor in shape, and to the 
narrow part, forming the handle, a strong support g for the 
compound body h is firmly attached. The* compound body 
itself is composed of three tubes h« I K, sliding one within the 
other. The outer one h serving for the attachment of all 
three to the support g> the next tube I carries the object-glass 
o, and is moved up and down by rack «^nd pinion, the latter 
being connected with the milled head L; by means of this 
the focal adjustment is made. The third tube K, carrying the 
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eye-piece n at its upper and* an erector at its lower end, 
is also moved up and down by rack and pinion, by turning 
the tolled head I/. By^the employment of an erector 
at the lower end of the tube K, this microscope becomes, in 
every respect, similar -to the compound instrument described 
at page 69, and objects are not seen by it in an inverted 
position, therefore it can be employed in dissecting. When 
the tube K is turned down closely upon I, the object-glass o 
is farthest ffom the object, and a magnifying power of eight 
diameters is obtained ; but if this tube be turned out as far as 
it will go, the object-glass must then be brought nearer the 
object, and the magnifying power will be as much as one 
hundred and thirty-five diameters. This microscope will be 
found very convenient for many purposes where a great 
amount of defining power is hot required ; and as any variation 
in its magnifying between eight and one hundred and thirty- 
five diameters can be readily obtained by turning the milled 
heads L and L', without the trouble of shifting the object- 
glass, this point alone is sufficient to entitle it to a fair share 
of praise. The author’s attention was first directed to this 
microscope by Dr. John Hugftes Bennett, but the descrip- 
tion was taken from a similar instrument in the possession 
of Mr. C. H. Hallett. 

If the subject to be dissected be a portion of injected 
mucous membrane, it may be panned out on* one of the loaded 
corks, and placed in a trough with water; and if it has 
previously been kept in spirit, it should be well washed in the 
water before examination by the microscope, for this purpose 
the small syringe alluded to in page 322, will be required. 
The subject may either be dissected under a lens, or may be 
from time to time examined by a compound microscope as the 
dissection is beijig proceeded with; for this purpose the instru- 
ment described at page &3 may be employed, or one of the 
kind represented by fig. 216, which the author has found very 
convenient, and is in the habit of keeping always on the table 
whilst dissections ar§» being carried on. It consists simply of 
a tube a 5, forming a compound body, which is capable of 
being moved up or down in an outer tube, supported on a 



328 


MAtUPUBATiON. 


curved arm d by a rack and pinion connected with two milled 
heads, one of which is seen at c; the end of the support d is 
made conical at e, so that it may be fitted into a holi in a 



Fig, 216. 

block of wood g ; this forms the stage* and on it all the smaller 
troughs may be placed. The coippound body so mounted 
will also answer for transparent objects when adapted to a 
stand supplied with a mirror. Such an instrument will be 
found exceedingly useful, and, without the object-glass and 
the eye-piece^ may be procured at a triinmg cost. 
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DISSECTION OF PARTICULAR TISSUES. 

Nerve . — The more delicate *the structure of any tissue, the 
sooner after death should its dissection take place ; thus 
nervous matter, whose peculiar characters are the least perma- 
nent of all, should be examined with as little delay as possible. 
If the ultimate fibrillse be required for inspection, a small 
nerve shoulcLbe selected and be placed on a slide, with a little 
serum of the blood of the animal ; fir, in the absence of this, 
a small quantity of the white of an egg ; and be tom as gently 
as possible with the dissecting needles; a thin* cover may be 
laid over it previous to its being viewed. As sogn as the true 
structure has been well seen, water, ether, and other fluids 
may be added, to show how much they change its original 
appearance. 

Mmcle . — This may be selected from an animal at a later 
period after death than nerve (unless the changes it undergoes 
in contracting require to be examined), as its peculiar charac- 
ters arc* much more permanent. A small portion, freed from 
all cellular tissue, may be removed from the mass, and be 
placed on a slide with some kind of fluid; the slide may then 
be laid on the stage plate of the dissecting microscope, and the 
fibres tom asunder by the needles, as in the case of nerve ; 
if the parts require to be preserved in fluid* as an object for 
future examination, the fibres may be laid on the slide without 
any moisture being present ; and after the separation has been 
carried as far as necessary, then the. preservative fluid may be 
added, and the cover laid on and sealed down with the gold- 
size in the usual way ; when this is done there will be very 
little risk of the preparation shifting its place, which would 
happen if it were remove^ fo another slide. The nerves of 
muscle may be displayed in a thin layer of delicate fibres, 
which form ar portion of the abdominal wall of a frog ; by 
employing the compressor, they may also be seen with the 
capillary blood vessel^ as well in some of the very thin 
recti-muscles of the eyes of small birds ; for this purpose the 
eye should be removed as soon after death as possible, and the 
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most transparent of these nviseles dissected away, and laid 
between glasses, or in one of the forms of compressors 
described at page 121 ; if this be managed carefully, the* blood 
will be seen in the vessels, and a good view will be obtained 
of the comparative sizes of the nervous and muscular fibres, 
of the capillaries, and even of the blood particles them- 
selves. The mode of connection of the muscular fibres with 
those of tendon, may also be very well studied in a prepara- 
tion of this kind. The largest muscular fibres will be found 
in fishes and reptiles, the°smallest in birds. The fibrilk© may 
be well displayed in the muscle of some of the Crustacea, even 
the shrimp and the lobster will show them after they have 
been boiled ; .but the best specimens of all may be obtained 
from the muscle of the pig, the very exquisite specimens, for 
the preparation of which Mr. Lealand has become so justly 
celebrated, are said to be procured from this animal The 
voluntary muscular fibres of all the vertebrate animals have 
transverse striae ; but the involuntary, with the exception of 
those from the heart, are without them. In the invertebrate 
series, according to Mr. Busk, the articulate animals,* such as 
insects, have striae ; But the other classes, such as the mollusca 
and cephalopoda, although higher in the scale, rarely have 
markings at all. The involuntary fibres are best procured by 
being dissected from the muscular coat of some part of the 
intestine or the stomach of animals ; they are more difficult of 
separation than those of voluntary class, and much sooner lose 
their characteristic structure. The fibres of old animals, and 
even of young ones^from want of use, sometimes undergo a 
fatty degeneration ; this is known by a nearly total absence of 
the striae, and by the presence of numbers of oil globules 
instead ; these last may be known (as will be again pointed 
out) by their ready solution in sulphuric ethpr. 

Trachea . — These may be beautifully seen in some of the 
small parasitic insects, when mounted either In fluid or in 
Canada balsam (provided the latter has not gained entrance 
into them, as then they will be more Q£ less indistinct). The 
arrangement of the large branches, and their communication 
with the external orifices, termed spiracles , may be well 
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displayed in the perfect insect ; but for their minute distri- 
bution upon the coats of the various viscera, as well as for 
their ^examination with high powers, the dissection of each 
part separately will be required. For this purpose the insect 
should be placed in one of the small troughs with water, and 
be securely fixed to a loaded cork, or to a plate of wax by 
pins; the body being laid open, next* to the large viscera the 
tracheae will become visible ; the^ stomach or intestinal canal, 
if large and transparent, will exhibit the minute ramifications 
the best; for this purpose after being slit open and well 
washed, they should either be mounted in fluid, or be placed 
upon a slide to dry ; if care be taken in the mounting, they 
will show very well in balsam. The best plan to pursue in 
these cases, in order to prevent the balsam from entering the 
tube, is to drop a little of it When warm upon the preparation, 
and before it gets quite cold, to lay on the cover (with its 
under surface heated), and to press it to exclude all the air 
bubbles and the excess of balsam. When the entire tracheal 
system is required to be dissected from the.larva of an insect, 
all the viscera should be taken out, the main trunks, with their 
tufts of branches, will be then* seen running down on either 
side of the body ; and if care be taken in the dissection, the 
whole system may be removed from the visceral cavity, and 
be laid out on a slide to dry previous to being mounted in 
balsam. By far the most simple method of procuring a perfect 
system of tracheal tubes from, the larva of an insect, is to 
make a small opening in its body, and then to place it in 
strong acetic acid ; this will soften or decompose all the viscera, 
and the tracheae may then be well washed with the syringe, 
and be removed from the body with the greatest facility, by 
cutting away the connections of the main tubes with the 
spiracles, by megns of the fine-pointed scissors ; in order to 
get them upon the slide, this must be put into the fluid and 
the tracheae floated upon it, after which they may be laid out 
in their proper position, then dried and mounted in balsam. 

The Spiracles reqrjire very little dissection, they may be 
cut from the body with a scalpel or a pair of scissors, and be 
mounted either in fluid or in balsam ; very beautiful examples 
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may be seen in the Dyticus* marginalis, in the larvae of the 
Blow-fly, and the Cockchafer, and other equally common insects. 
Large tracheal vessels, when cut across transversely/ will 
sometimes exhibit the fibre unrolling, as is often seen in the 
spiral vessels of plants-; but the two differ in this respect, in 
plants the spiral fibre is situated within a membrane, whilst 
in«insects it is between two membranes. 

Having now given some ^ preliminary directions that may 
be required by the microscopist for the dissectioif of important 
parts of animals in general, it only remains to describe 
the best method of proceeding to procure certain well known 
preparations from particular individuals ; these will be referred 
to separately in that part of the work devoted to the prepara- 
tion of objects of great interest. 


CHAPTER XV. 

METHODS OF EXHIBITING OBJECTS OF INTEREST. 

Circulation of the Blood . — This wonderful phenomenon, 
although insisted on by the immortal Harvey, was never 
witnessed by him: it appears^ to have been first discovered in 
the water newt, by Mr. William Molyneux, in the year 
1683.* Leeuwenhoek, the fatter of microscopical discoveries, 
was cognizant of it, and in his works are given both illustra- 
tions and descriptions of the method of examining it in a 
little fish and in an cel ; it was also the most favourite object 
for exhibition with the older niicroscopists, and every instru- 
ment was provided with its fish pan and its tube for small eels. 
In more modem times the frog has been principally used for 
the purpose; and by the achromatic compound microscope 
the circulation has been witnessed in some of the smaller 
mammalia, in insects, in Crustacea, and even in animals as low 
in the scale as the polypiferous zoophyfes. 

* Philosophical Transactions , Vol. xv., p. 1286 . 
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In certain spiders and insects khe circulation may be shown 
by placing them, without water, in an animalcule cage (which 
will be found to answer the ^purpose of the live box of the 
older microscopists), or they may be held by the forceps ; in 
some spiders it may be seen in the legs; in insects in the 
transparent wings and antennas, and sometimes in the legs: 
according to Mr. Pritchard, it may bfe witnessed in the Pcfla 
viridis and Semblis bilineata , when^they have just emerged from 
the chrysalis!* The most favourable subjects for its exhibition 
are those found in water, viz., certain larvae, together with 
small Crustacea and annelides; these may |>e placed for 
examination either in the animalcule cages, described at 
page 114, or in the water trough, shown at fig! 82, or even 
into any suitable tubular or drilled cell, and be covered over 
with thin glass. Amongst the most beautiful are the larvae 
of the following insects, viz., the Ephemera or day-fly, the 
Plumed gnat, the Hydrophilus caraboides, and a Dragon fly 
named Agrion puella; and amongst the Crustacea may be 
mentioned the ordinary Water-flea, or Monoculus, the Daphnia 
pulex,or arborescent water-flea, fyoth of which are very common 
in stagnant pools, together with the fresh-water shrimp, and 
various species of Oniscus or water-hog, all of which may be 
examined in the water trough, or in a large animalcule cage. 
The circulation in the larva qrf^the Ephemera marginata has 
been accurately described in the first volume? of the Entomo- 
logical Magazine , by Mr. Efbwerbank ; where also may be 
seen a well executed figure of the larva, as shown by the 
microscope. The blood is colourless, and consists of numerous 
oat-shaped cells or particles not contained in vessels, but which 
are sent to all parts of the body by the pulsation of a large 
dorsal vessel or heart, extending nearly the whole length of 
the trunk, and /umished with valves of a peculiar construc- 
tion, about equal in number to the segments of the body. 
Besides the circulation of the blood in this animal, there are 
many otter points of interest which may be seen with the 
half-inch object-glass.* The structure of the valves can only 
be well seen when they move slowly, and then only in the 
three or four last segments of the body, when the vital.powers 
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are nearly exhausted. In the Daphnia pulex, the oval dorsal 
vessel or heart may be seen pulsating rapidly on its least 
convex side or back, and the f corpuscles of blood ntay be 
noticed in its immediate neighbourhood in an active state of 
movement, by a magnifying power of two hundred, or the 
quarter-of-an-inch object glass, when the animal is confined 
in*a large animalcule csO^e. In page 41 of the second edition 
of the Micrographia Illustrated of the elder Adams, published 
in 1747, it is stated that the circulation could b S seen in the 
legs and feet of small spiders, in the legs of bugs ; and the 
movement of a greenish fluid was also to be observed in the 
wings of grasshoppers. Leeuwenhoek, he tells us, discovered 
the circulation in the shrimp, and even in the farthest joints of 
the legs of little crabs, which animals “ ntay be found under 
brickbats and stones on the shores of the river Thames, when 
the tide is out,” Unfortunately for the microscopist, these last 
no longer are to be seen in such localities. The circulation of 
the blood may be readily viewed in many small fishes ; the older 
microscopists employed the eel, the carp, the gudgeon, and 
the flounder, for the purpose of exhibiting it; these were 
either confined in the fish-pan, or placed with water in small 
glass tubes ; but the fish now commonly used is the Stickle- 
back, Gasterosteus. Flounders, when sufficiently small, form 
very beautiful objects, but^ pre much more rarely met 
with than the Stickleback, which is abundant in most ponds 
and ditches. Amongst the rutiles, the newt and frog, and 
the tadpoles of each, are generally employed ; in the former 
the circulation may Ire viewed in the tail, in the feet, and in 
the branchiae, whilst in the latter the web of the foot, the 
tongue, and the branchia and tail in the tadpole, are the parts 
which exhibit it to the best advantage. In the mammalian 
class, it can be seen in the wing of the ba£ and ear of the 
mouse, and in other parts not too opaque. In some of the 
invertebrate animals, it will be noticed that the blood, 
although itself of a red colour, still its discs or corpuscles 
are white, the colour, unlike that in\the vertebrate series, 
being due to the fluid in which the corpuscles float, and not to 
the corpuscles themselves. 
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Method of Viewing the Circulation in the Vertebrata . — The 
tadpoles of the newt, frog, and toad, when about to be 
examined, must be placed either in a large animalcule cage, 
or in the trough described at page 124, where they may be 
subjected, if necessary, to slight pressure. The larva of the 
newt, when about an inch in length, with the branchiae 
external, is, perhaps, one of the most wonderful objects that 
can be seen by the microscope ^ the large blood corpuscles 
may even be*traced as far as the extremities of the toes, but 
the circulation in the branchiae is tlie most striking, as there 
the large capillary vessels are directly under the influence of 
the heart’s action, and the movement of the corpuscles is not 
continuous but synchronous with that of the pulsation of the 
ventricle. In large newts, the circulation can only be 
examined in the tail ; for this* purpose, it will be necessary to 
confine them to a piece of glass or a long cell, by means of a 
bandage of tape ; but the tail being vertical, instead of hori- 
zontal, the body must be kept firmly fixed, otherwise the tail 
cannot well be secured. Some persons plqpe the animal in a 
glass tube with water, but unless there is some contrivance 
under it like Mr. Varley’s dark bhamber 9 \ he vessels camiot be 
seen distinctly. With fish, the plan the author has found 
most convenient is exhibited by figs. 217 and 218 ; in fig. 217, 



Fig. 217. 

a b represents a glate of glass about three inches long, and an 
mch-and-a-half wide, upon* which is cemented a glass cell d, 
having a long\>val cavity c deep enough to contain an ordinary 
sized stickleback; to the under surface of the bottom plate of 
glass, at the comers, ajp cemented, as shown by fig. 218, four 
strips of plate-glass, about a quarter-of-an-inch wide, in the 
manner shown at c; these serve to raise the bottom plate in 
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such a manner that when the ' trough is laid on the stage of 
the microscope, the bandage d will not interfere with its 
standing perfectly flat. The bandage should be from* eight 


o 

Fig. 218. 



inches to a foot in length, and half-an-inch or more in width ; 
a small piece of it should be laid in the bottom of the trough, 
and upon this the fish is to be placed horizontally, the bandage 
may then be wound round the cell and the^body of the fish to 
secure it from kicking very mufh, but not so tight as to stop 
the circulation, taking care that all the turns arc within the 
recess left between the strips of glass, as shown by d in fig. 218. 
Some water is now to be added, so as nearly to fill the cell, 
and the tail of the fish is to be spread out as shown at f in 
fig. 217. In order to prevent the tail from being* flapped 
up against the object-glass, thin piece of brass or other 
metal of either of the shapes represented by a or b in fig. 219, 
is to be placed over the body of the fish. 


— J the large end being turned towards 

the h^ad, and the small so arranged as to 
j cover the commencement of the tail, 
\ as sho^n in fig. 217, at ff, and in fig. 
218 at e. The metal may be secured 
Fig. 219. + by the bandage, but it should not be 

490 long as to cover the entire length of the fish, but only about 
half-an-inch of the caudal extremity, otherwise the movements 
of the body cannot be entirely controlled. In order to prevent 
any of the water from being splashed out of 'the cell, and also 
to secure the object-glass from having any moistjxre condensed 
upon it, that part of the cell immediately over the tail may be 
covered with a piece of thin glass, which will answer both 
purposes ; the cell must be nearly full fahen the glass is laid 
on, otherwise if a stratum of air intervene between the water 


and the thin glass, .correct definition cannot be obtained. 
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stop the circulation ; three short pieces of thread ///are now 
to be passed around the three principal toes, and the bag with 
the frog is to be fastened to *the plate a a by means* of the 
tapes c c. When this is accomplished, the threads /// are to 
be passed either through some of the holes in the edge of the 
plate, three of which are shown by g g g, in order to keep the 
i&cb open, or what answers better, is a series of pegs of the 
shape represented by h , eaoh having a slit i extending more 
than half way down it; f the threads are wound round these 
two or three times, and then the end is secured by putting it 
into the slit a. The plate is now ready to be adapted to the 
stage of the microscope ; the square hole over which the foot 
is placed must be brought over the hole in the stage through 
which the light passes to the object-glass, so that the web can 
be strongly illuminated by the mirror. The magnifying 
power employed should be from fifty to a hundred diameters, 
or the one-inch or the half-inch object-glass. If the individual 
corpuscles of the blood and lymph are required to be seen, the 
quarter-of-an-ineh object-glass should be used. TJjose who 
are not in possession of a brass frog-plate may employ a piece 
of soft wood, or a layer of cork, about six inches long and two- 
and-a-half wide, for the purpose, a hole about an inch long and 
three-quarters-of-an-inch broad, as shown at b in fig. 221, 

being cut through it near 
to one end. The frog 
secured in the bag, and 
tied to the cork in the 
same way as to the brass 
plate, is to have the web 
brought over the hole b; 
small pins ddd may then 
be passed through the web 
into the cork close to the 
toes ccc to keep it open. 
This plan, although more easily managed and attended with 
much less trouble than that represented by fig. 220, is, never- 
theless, generally looked upon by the fair sex as a much 
more cruel act than where the threads are employed. Some 
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persons adopt the plan of tying the bag containing the frog 
to the plate, in the manner shown by fig. 220 ; but instead of 
employing either strings or piijs, they spread out the web of 
the foot upon the glass at the end of the plate; the animal 
will generally keep its foot steady upofl this after a few trials, 
especially if the glass has been previously wetted. A frog so 
mounted is capable of exhibiting many* of the effects of inflaiti- 
mation ; if, for instance, a spot in the web be touched with 
the point of a needle, or a small drop pf alcohol or other stimu- 
lating fluid be placed upon it, the circulation will stop in that 
part for a longer or shorter period, according to the amount 
of injury inflicted, the vessels in the neighbourhood will soon 
become turgid, and even sometimes be entirely clogged up 
with blood ; if no further stimulus be applied, they will be 
seen to rid themselves of their contents as easily as they 
became full, and, after a time, the circulation will be restored 
in every part. For those who are unacquainted with the 
parts which may be observed by the microscope in the foot of 
the frog, it may be as well here to state that the majority of 
vessels in which the blood is seqn to circulate are veins and 
capillaries, the former may be known by their large size and 
by the blood moving in them from the free edge of the web 
towards the leg, also by their increase in diameter in the 
direction of the current ; the latte^r are much smaller than the 
veins, and their size is nearly uniform, the blood also circu- 
lates in them more quickly ; the ^arteries are known by their 
small size, and by the great rapidity with Which the blood 
flows in them ; they are far less numercfhs than either of the 
other vessels, and, generally speaking, only one can be recog- 
nised in the field of view at a time ; in consequence of their 
being imbedded deeper in the tissues of the web than the 
other vessels, the •circulation cannot be so well defined as in 
the latter. The black spot^ of peculiar shapes that occur in 
all parts of the web are cells of pigment, and the delicate 
hexagonal nucleated layer, which, with a power of one hun- 
dred diameters, can be seen investing the upper surface of the 
web, is tesselated epithelium. 

Method of Viewing the Circulation in the Tongue of the 

22 * 
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Frog . — The organ which, on account of the complexity of its 
structure, is the best adapted for examining the circulation of 
the blood, is the tongue of the/rog, for into this enter mearly 
all the anatomical elements, viz., arteries, veins, capillaries, 
muscles, nerves, glands, membranes, &c., representing, in fact, 
almost every kind of organization in a small compass* The 
following method of preparing this organ for examination 
under the microscope, without endangering the life of the 
animal, and which can b$ repeated a great number of times in 
the same frog, has been extracted from the London Physio- 
logical Journal, page 125, being a modification of that recom- 
mended by Dr. Waller: — “A piece of cork, from two to 
three inches In breadth, and six to eight inches in length, is to 
be procured, in which is to be bored a hole of about half-an- 
inch in diameter midway between the sides, and about an 
inch-and-a-half to two inches from one of its ends. In this 
part the piece of cork should be of double thickness, which is 
effected by joining, by means of marine-glue, a small piece of 
cork upon the first piece. Upon this is laid the frog, pre- 
viously enveloped in a line^ band, or fixed to the cork by 
pins thrust through the four extremities, so as to prevent any 
great movements with its body or with its feet ; it is placed 
upon the back, the end of the nose abutting on the border of 
the hole. The tongue, tl^e; free end of which is directed 
backwards, is then to be drawn out of the mouth gently with 
a forceps, and slightly stretched and elongated until it reaches 
a little beyond 'the opposite edge of the hole, where it is to be 
fastened by two pins, the sides are to be fastened over the 
hole in a similar way. In this state, the tongue presents the 
appearance of a semi-transparent membrane, which permits us 
to see through its substance ; and when placed between the 
light and the object-glass of the microscope,, offers one of the 
most beautiful and marvellous spectacles which can possibly 
be witnessed.” The other parts of the frog in which the 
circulation can be viewed, are the lungs and the mesentery ; 
but for both these the abdominal cavity must be opened. In 
many of the works of the old microscopists, especially Adams 
and Ledermuller, are shown various contrivances for exhibiting 
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the circulation in the mesenterjf; the microscope of Lieber- 
kuhn, described at page 17, was contrived for this purpose, 
and for such was employed by.Ledermuller. The plan now 
generally adopted is to dip the frog into water at the tempe- 
rature of 120°, whereby all muscular* action is stopped, but 
the circulation still continues, the animal can then be very 
easily managed ; as soon as the bod/ is opened, the lungs, 
from being full of air, will protrude ; one of these is to be 
taken and bent over on a piece of gl^ss placed on the stage of 
the microscope, and viewed in the ordinary way, the magnificent 
sight then disclosed will baffle all powers of description. If 
the mesentery be required for the same purpose, it may, like 
the lung, be spread upon a plate of glass, and be* examined in 
a similar manner. 

The circulation in the mammalia is to be seen, but not so 
distinctly as in the reptiles, the parts generally selected being 
the wing of a bat and a thin ear of a small mouse ; for this 
purpose the bodies of each animal must be firmly secured, and 
in the case of the former, the wing may *bc held down by 
braces of cardboard; the larges^ vessels will be found in the 
neighbourhood of the bones of the wing, from wliich they may 
be traced into the more transparent parts. The ear of the 
mouse is more difficult to manage ; after securing the body, 
one of the ears, slightly compite|sed by a brace, may then be 
examined; the circulation will be most clearly seen near the 
edge, but at the best of times the fnanagement of this active 
little animal will be found very troublesome. * 


CHAPTER XVI. 

ON THE CIRCULATION IN PLANTS. 

“ As long ago as the year 1774 it was known to botanists,” 
says Dr. Lindley,* “ tfcat a certain Abbe Corti, of Lncca, 
had published some remarkable observations upon the circu- 
* Vegetable Kingdom, page 28. 
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lation of fluid in some aquatic plants, and that the accuracy 
of this statement had been confirmed by Treviranus so far 
back as the year 1817 ; nevertheless, the fact does note seem 
to have attracted general attention until the publication by 
Amici, the celebrated professor, at Modena, of a memoir in 
the eighteenth volume of the Transactions of the Italian 
Society, which was succeeded by another in the nineteenth.” 
The plant employed by all these observers appears to have 
been a species of Chara, o f f which genus every species, whether 
opaque or transparent, will readily exhibit it ; the transparent 
kinds without^ any previous preparation, whilst the opaque, 
from being coated with carbonate of lime, require to have 
this removed? Since the publication of Amici’s papers, the 
circulation of the sap in various plants, now termed by bota- 
nists Cyclosis , has occupied the attention of many individuals 
in this metropolis ; amongst the most noted may be mentioned 
the names of Mr. R. H. Solly, the late Mr. Slack, and Mr. 
Varley; to the latter gentleman we are also indebted for 
many valuable discoveries now about to be published in the 
second volume of the Transactions of the Microscopical Society , 
as well as for important apparatus for viewing the circulation, 
all of which will here demand our attention. 

Chara . — The plant which Mr. Varley has examined so 
carefully is the Chara vulgar^sf an aquatic plant, found either 
in stagnant, sait, or fresh water, always submerged, and 
giving out a most disagreeable fetid odour; its colour is green, 
the stem is branched and surrounded here and there with 
whorls of smaller blanches, generally nine in number; a 
portion of a stem, with its whorls, is seen of the natural size 
in fig. 222, and magnified in fig. 223 ; from the centre of each 
whorl a smaller branch is given off; wherever this takes place, 
some very delicate filaments, called roots, a m found to grow 
from the opposite side. The maid tube, as shown in fig. 223, 
is covered throughout its entire length with eighteen smaller 
tubes, and is coated very thickly in some parts with carbonate 
of lime, which renders the stem both opaque and very brittle. 
Belonging to the same family as the Chara is a genus termed 
Nitella, in which there are several species that exhibit the 
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circulation, amongst them may* be named the N. hyalina and 
flexilis ; the stem of these plants consists of a single transpa- 



Fig. 222. Fig. 223. 

rent glassy tube of a delicate green colour, with transverse 
joints. In these the circulation can be viewed without any 
preparation, but in the Chara vulgaris the stem will often 
require to be freed from its carbonate of lime before any trace 
of it will be visible. A porticfi^of the stem of Nitella flexilis 
is shown of its natural size by fig. 224; whenlthis is compared 
with the Chara vulgaris, the difference is manifest, as the 
joints are not only more delicate, but there is no outer coating 
of small tubes, and the incrustation of "carbonate of lime is a 
rare occurrence. A portion of the upper part of one of the 
stems highly magnified is represented by fig. 225 ; in this the 
arrows denote the direction of the movement, and the letters 
a a the colourless division of the joints which separate the 
ascending and descending currents ; the circulation may even 
be witnessed in the whorl of young leaves at the top and in 
all the other parts indicated by the arrows. 

Method of Viewing the Circulation . — If the Chara or Nitella 
be in abundance, a new piece may be selected each time for 
examination ; but if it be scarce, and especially if it be wished 
to watch its development, then the plan adopted by Mr. 




Fig. 224. 


Fig. 225. 


one a small branch of the plant must be put, then a thin slip 
of glass is to be laid over it, kept in place by two wedges 
of cork, in the rAanner shown in fig. 226 ; water may now be 
added to fill «up the phial, and the plant is 
•then ready to be examined. In order to do 
this, -the phial holder previously described at 
page 127 will be necessary; into the tube, as 
there shown, the phial, previously well corked, 
must be placed with the plant opposite the 
hole; the holder is now to «be fixed to the 
stage of the microscope, and the light reflected 
through the bottom tube, when the Chara 
may be viewed in the same manner as any 
other object. In order to get any part in 
particular into the field of view, the phial 
may be either turned round or slid in and 
out, the spring in the dark chamber will 



Fig. 226. 
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always keep it firmly pressed •against the upper part of the 
tube through which it is passed. This mode of treating 
the €hara has many advantages* not only is it always ready 
at hand, but the growth of any particular part can be 
watched from day to day, as the small specimens will 
frequently keep alive for many months when not exposed to 
too much light, and the water digged occasionally. JMr. 
Varley has contrived a microscope for the express purpose of 
holding the phial ; this instrument is fully described in the 
fiftieth volume of the Transactions of the Society of Arts , and 
will be found exceedingly useful to those about to investigate 
this very interesting subject. 

Soon after the circulation in the Chara and the Nitella had 
become generally known, the attention of microscopists was 
directed to discover the same phenomenon in other plants ; 
amongst the first that yielded to a careful scrutiny was the 
Hydrocharis morsus ranee , or Frog bit , an aquatic plant very 
common in ditches and streams. Mr. Slack has given an 
excellent account of it in the forty-ninth volume of the 
Transactions of the Society of ^ rts , from which figs. 227 and 
228 are taken. Fig. 227, a represents a portion of the plant 




of the natural size; •surrounding the leaf-buds b are very 
transparent scales, as seen at c ; in these the circulation may 
be observed by placing them upon a glass slide with water, 
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and laying a thin glass cover uver them ; when viewed with 
a magnifying power from one hundred to two hundred diame- 
ters, an appearance such as that shown in fig. 228 will present 
itself; a few flattened cells of the cuticle def will then be 
seen with a spiral vessel* a b beneath them. In each cell may 
be observed a motion of oblong green globules creeping round 
and«round in the direction of the arrows ; in some cells a large 
transparent globule or nucleus is seen, as at f; this also will 
sometimes be seen to circulate with the smaller globules. The 
circulation may also be seen in sections of the stems of the 
same plant ; after the section has been made, the circulation 
is deadened or stopped for a time, but on being allowed to 
remain quiet for a short time in the water, it will recover its 
former velocity. 

Tradescantia virginica — Spidenvort — The circulation in the 
jointed hair of the filament of the anther of this plant was 
first discovered by Dr. Eobt. Brown, in 1828, and has since 
that time been seen and described by other botanists, and 
amongst them Mr- Slack, from whose paper the magnified 
drawing of the hair represented by fig. 229 has been taken. 
It is composed of three delicate elongated cells, as shown at 
body which rest upon a broader and shorter cell a, having, in 
the present case, a few flattened cells of the cuticle of the 
calyx attached to it. In all t^hp elongated cells a b <?, except 
dy the circulation ‘can be easily seen with a power from two 
hundred to four hundred diameters ; but in d it can only now 
and then be showfl. Each cell has its large nucleus and its 
accompanying small globules, as in the other plants, some- 
times even many currents are seen in the same cell. 
“ Throughout the plant,” says Mr. Slack, “ the circulation 
may be shown, in the petal even when entire, and in all 
sections made of the stem and leaves.” 

Pentstemon . — Mr. Slack has also described the circulation in 
a species of Pentstemon in the hairs taken from the throat of 
the corolla. One of these is shown by fig. 230, when highly 
magnified, it is one continuous cell projecting from the cuticle. 
In this hair the currents move in various directions, as shown 
by the arrows — some pass to the top, whilst others do not 
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extend half way before they* return, and very often two 
currents unite to form one. Mr. Slack states that he never 
observed a nucleus in any of these hairs. 




Groundsel — The circulation in the delicate hairs found 
upon the leaf stalks of the common groundsel Senecio vulgaris 
was first discovered by Mr. Holland with his triplet micro- 
scope in 1832. The movement of the globules is the same, 
but much more delicate than in the Tradescantia, the nucleus 
also being present; a magnifying power of four hundred 
diameters, at least, should be employed to examine this delicate 
object ; it may be seen dry or in water between glasses. 

Vallisneria spiralis . — This plant is a native of various parts 
of the world, but in the south of Europe, the. East Indies, and 
America), it* appears to grow most abundantly. The name 
spiralis was given to it by Linnaeus ; but in order to distin- 
guish it from an Italian plant of the same genus, it has been 
termed by Sprengel K Jacquiniana . Its natural habitat is 
the still portions of rivers and lakes, and for the beautiful 
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contrivance, displayed in ther mechanism for keeping its 
flowers above the water, it has been the theme of the poet’s 
song. When growing, its appearance is not at all inviting, as 
it very much resembles so much grass in the water, the long 
thin leaves being secured to the mud by numerous white hair- 
like roots. But to compensate for its uninteresting appearance, 
the phenomenon of the circulation disclosed by the microscope 
is, without doubt, the grandest, that has as yet been seen in the 
whole vegetable kingdom. ^ If one of the leaves be laid on a 
glass slide, and a sharp knife be passed along it with its back 
slightly elevated, so that its edge may come in contact with 
the leaf, a thin slice may be cut off ; this, when placed under 
a power of two hundred diameters, will exhibit a number of 
oblong cells, more or less full of green granules; these, 
generally speaking, will be found to be in continued circulation 
round the walls of each cell. If the section should chiefly 
consist of the outer part or cuticle of the leaf, the cells will be 
small, and the green globules, termed chlorophylle , in the 
greatest abundance, but rarely circulating; if the section 
should extend through the middle of the plant, numerous elon- 
gated colourlesg cells will then be seen with green particles 
only present on the margins, and these in active circulation, 
and accompanying them a large, more or less transparent, 
nucleus ; the movement of the^ granules is more plainly seen 
than in the CharaSmd Nitella, on account of the transparency 
of the cells, and also by reason the great contrast between 
the colour of the*cell wall and that of the granules. The 
circulation also will be frequently found to vary in its direc- 
tion in two cells lying side by side, which is another material 
point in which it differs from all the tribe either of Chara or 
Nitella. 

Best method of Viewing the Circulation . — For this purpose, 
in the summer months, when the plant is in its most vigorous 
state, any one of the leaves may be taken, and after having 
been cut in the manner previously described, and laid upon a 
slide with water, and covered with a pi ace of thin glass, or 
placed in an animalcule cage, the chances are that it will 
exhibit the circulation ; if not, a little heat applied to it, either 
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by adding some warm water, or by placing the slide for a few 
seconds over an argand lamp, will often start it off. In the 
winter, the leaves that are turned a little yellow, or even those 
which appear dead, will often show it the best ; these should 
be cut some little time before they are wanted, and be placed 
in warm water immediately; or, what has often succeeded 
with the author, is to place them in af small bottle with water, 
and carry this in one of the pockets of the dress in which there 
is the greatest amount of heat. Whenever the leaf has been 
cut, the circulation will be deadened for a time; but heat 
applied in one of the ways above directed, will generally be 
the means of restoring it to its former state of activity. 

Method of Cultivating Chara , Vallisneria , — Mr. Varlcy, 

who has had great experience in these matters, addressed, in 
1840, a letter to the editor of the Microscopical Journal on 
the subject; and as no better description than this can be 
given, the author has thought proper to transcribe it nearly 
verbatim : — 

“ In cultivating these plants,” says Mr. t Varley, “it is only 
requisite to take notice of the circumstances under which 
Chara naturally thrives, and $o imitate them as nearly as 
practicable. 

“ Firstly. The Chara tribe is most abundant in still waters 
or ponds that never become «*]uite dry ; if found in running 
water, it is mostly met with out of the cufrent, in holes or 
side bays, where the stream hsvs little effect* and never on any 
prominence exposed to the current. If the»Chara could bear 
a current, its fruit would mostly be earned on and be deposited 
in holes ; but it sends out from its various joints very fine long 
roots into the water, and these would by agitation be destroyed, 
and then the plant decays; for although it may grow long 
before roots ar$ formed, yet, when they are produced, their 
destruction involves the death of the plant. In order, there- 
fore, to preserve Chara, every care must be taken to imitate 
the stillness of the water, by never shaking or suddenly turn- 
ing the vessel. It is^lso important that the Chara should be 
disturbed as little as possible, and, if requisite, it must be done 
in the most gentle manner, as, for instance, in cutting off a 
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specimen, or causing it to descend in order to keep the summit 
of the plant below the surface of the water. 

“ Secondly. Imitate the freshness of the water, by having 
an extent of surface, which it is requisite to skim frequently, 
or suffer it to overflow by the addition of more water. These 
precautions being attended to, a clear bright surface is kept. 
It is> also desirable to change a small portion of the water ; but 
this should be done without agitation. The best vessels for 
cultivating this plant in, are either wide pans, hblding three 
or four gallons, or glass jars a foot or more high ; into these 
the Chara may be placed, either with clean water alone, or a 
little earth may be sprinkled over it, so as to keep it at the 
bottom, or the "bottom may be covered one inch with closely 
pressed mould, in order that the water may be put in without 
disturbing it. On this lay the Chara, with a little earth over 
the lower ends, to fix it. By causing the water to overflow 
is the readiest way to skim the surface, though dipping out 
gently will do; but in all cases of pouring in water, hold 
something, such as a saucer or flat piece of wood, to receive 
the pouring, and make it spread instead of allowing it to 
descend at once on the surface. Pans in the open air, nearly 
full of water, will be kept in order by the wind and rain, only 
taking care to supply the deficiency (the effect of evaporation), 
and to change some of the watery if it be considered necessary. 
The vessels kept iii-doors have a film which is always forming 
on the water, and which requires to be frequently removed. 

“ Thirdly. Imitate the equal temperature of its native holes, 
by sinking the pan a dittle within the earth ; but, during 
frosty weather, keep the pan in-doors, and at the lower part 
of the house, as this situation is generally the most uniform 
in its temperature. 

“ The Chara will live in any temperature above freezing, and 
grows quicker as the warmth increases ; but above the earth, 
as outside of a first-floor window, it will not bear the daily 
difference between the mid-day sun and the cold of sun- 
rising. m 

“ The glass jars I keep within the house, as nearly uniform 
in warmth as convenient. 



CIBCULATBON IMPLANTS. 


351 


“ Similar care is requisite fcfr Vallisneria, but the warmest 
and most equal temperature is better suited to this plant. It 
should be planted in the middle of the jar in about two inches 
deep of mould, which has been closely pressed; over this, 
place two or three handsful of leaves, then gently fill the jar 
with water. When the water requires to be changed, a small 
portion is sufficient to change at a tidie. It appears to thpive 
in proportion to the frequency gf the changing of the water, 
taking care lhat the water added rjther increases the tempe- 
rature than lowers it. 

“ The natural habitat of the Frog-bit is op the surface of 
ponds and ditches ; in the autumn its seeds fall, and become 
buried in the mud at the bottom during the*winter; in the 
spring these plants rise to the surface, produce flowers, and 
grow to their full size during summer. In order to keep 
them for microscopic purposes, large pans, with earth at the 
bottom, will preserve them through the winter ; and if left 
out of doors during the cold months, the pans should be sunk 
into the ground to preserve the buds from «the extreme cold.” 

The author has found the following a very convenient way 
of changing the water in the Chara and Vallisneria jars, viz., 
to place the jar occasionally under the tap of a water tank, and 
allow a very gentle stream to flow into it for several hours ; 
by this means, all the impute water and conferva growing 
on the sides of the vessel may be got rid of* 

Habitat — In the neighbourhood of London, the Chara 
vulgaris may be found abundantly in the* Isle of Dogs, in 
ditches near the bank of the Tham^; also in some of the 
ponds on the Hippodrome, at Notting-hill. The Nitella grows 
in ponds at Totteridge and Hendon, whilst the Hydrocharis 
occurs in almost every ditch, and may be known by its flat 
leaf, somewhat like that of a large species of duckweed, floating 
on the surface of the watefr. The Tradescantia and Pentstemon , 
as well as the groundsel, are common in flower gardens; but 
the Vallisneria is principally cultivated by the microscopist ; 
small roots of this plant may, however, be obtained of Mr. 
Topping, and of some nurserymen. 
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CHAPTER XVII. 

METHODS OF PROCURING INFUSORY AND OTHER 
ANIMALCULES. 

The term Infusoria wa^ given by the older microscopists to 
beings which, previous to $heir discovery by magnifying 
powers, had been concealed from observation by 'the minute- 
ness of their size. They were first detected in water contain- 
ing vegetable matter, such as hay and grass in a state of 
decomposition ; it was then supposed that they were peculiar 
to infusions ofi a certain kind, hence their name. The cele- 
brated Ehrenberg, who has devoted himself so entirely to 
their structure and classification, has divided them into two 
orders, Polygastria and Rotifera ; the first being named from 
their having many stomachs, and the last from their being 
provided with vibratile organs resembling wheels. Amongst 
the most remarkable of the Polygastria may be included the 
following genera, viz., Monas, Gpnium, Y olvox Vibrio, Navicula, 
Stcntor, and Vorticella ; whilst amongst the latter may be 
named the Floscularia, Stephanoceros, Bracliionus, and 
Rotifer. 

Localities . — The ordinary forms of Infusoria are to be met 
with in all kinds ctf stagnant and putrid water, whilst the more 
highly organized are only to b$ found in clear ponds and in 
streams where they attach themselves to the stems and under 
sides of the leaves of aquatic plants, or even to small pieces 
of wood or other vegetable matters that are either floating or 
are kept beneath the surface of the water. Some kinds are 
found near the surface, others in the mud at the bottom, all of 
which localities should be carefully searched. * 

Apparatus . — For the purpose of collecting these interesting 
creatures, the following simple apparatus will be required, 
viz., some clear wide-mouthed phials or tubes capable of being 
well corked, a walking-stick or jointed .rod, provided with a 
ring at the end for holding the phials, a small aquatic net of 
muslin strained upon a hoop of wire, and a pocket magnifier. 
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Fig. 231 represents the various instruments that will be found 
necessary ; at a two joints of a fishing-rod of cane are shown, 
the # top joint, for convenience of package, being made to 

sliSe within the lower one. To ti e 
upper end b is screwed a steel ring 
of the shape represented by '&,for the 
purpose of# holding the phial as # seen 
at c; into the same handle may be 
fitted the hoop d, having a bag of 
fine muslin attached to it ; this may 
be of the shape there shown, or 
brought to a fine point. In the 
absence of this apparatus, a stick, as 
exhibited at e, having a split at one 
entl, may be employed ; into this the 
neck of the phial f is to be placed 
and kept firmly fixed by winding a 
string round it, as shown at g . Mr. 
G. Shadbolt, jum, who has paid some 
considerable attention to these mat- 
ters, fias lately recommended to the 
author the following plan of securing 
the phial to the stick, which will be 
fouled worthy of a trial. Fig. 232, A 
is a piece of brass about three-eighths 
of an inch square, with two projecting 
pieces a a, through one of which a screw# with a flat head 
works. One end of the brass piec^ c is made cylindrical, 

about half an inch in diame- 
ter, with a female screw d> 
into which a male screw on 
the stick is made to work. 
Two screw holes e e are made 
in one side of the brass A, 
for the purpose of attaching 
permanently to it by screws 
the spring B, having two 
holes ff, made in it for the purpose. The phial being placed 
23 



Fig. 231. 
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in the loop g 9 and the spring being drawn close by pulling the 
end h between the checks a a , the flat-headed screw is turned, 
and the phial will be firmly held. 

The spring may be made of steel, or of moderately thin 
whalebone, which can be .used in preference, as it will not spoil 
by being wetted, and, for the same reason, the other part may 
be vq ade of brass. 

X tin box h, Fig. 231, containing six or twelve short glass 
tubes, provided either with plain corks, or with corks through 
which a piece of glass tube or quill has been passed in the 
manner shown at i, will be found very convenient for all the 
smaller kinds of infusoria. 

The fishing tubes have already been described at page 118 ; 
these will be useful for separating the large voracious animals 
from the more delicate ones. *’ 

The pocket magnifier may be of either of the forms shown 
by figs. 23 and 24, or the Coddington lens, represented by 
fig. 26, when the infusoria are very minute. Dr. Arthur 
Farre has lately shown the author a convenient form of 
lens, which he finds very useful for most of the marine Polypes ; 
this consists of two double-convex lenses of different focal 
lengths, placed in a setting with an ebony stop between them, 
somewhat in shape like an hour-glass. This lens performs 
like a doublet or Coddington ^ and, although of long focus, 
nevertheless, magnifies consideVably. 

Method of Obtaining Infusorui . — In order to be successful 
in the capture of ihese minute creatures, a knowledge of their 
habits must be first acquired, and upon this matter, as well as 
upon the method of cultivating Chara, Yallisneria, &c., 
the author is indebted to Mr. Yarley for many valuable 
instructions. 

“ The tendency of all infusoria,” says Mr. Varley,* " is 
towards the light, and also to the surface ; a filmy surface 
will hold many. On arriving at a pond, it will be noticed that 
the ‘ off side,’ or that towards which the wind is blowing, will 
be coated with scum, whilst the ‘nearside’ will be bright; 
these sides will differ materially in the quantity of animalcules 
* In a letter to the author. 
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they may contain, the bright *side being often without any ; 
if the wind blows towards the sunny side, that side will be 
espetially prolific. Shallow # parts being warmer than deep, 
will also yield a more abundant supply.” 

u The rod with the phial attached, tis shown in fig. 231, is to 
be carried into the water in such a manner that the phial may 
be kept in an inverted position, ahd when arrived at* the 
proper depth, the rod is to be tyrned, and the mouth of the 
phial will then be in the position tq receive the water, which 
will run in rapidly, and carry both animalcules and weeds in 
with it. The contents of the phial may J>e then either 
viewed with a pocket lens, or poured into another phial 
and then examined ; if any animalcules Tbe present, and worth 
keeping, they may be corked up for further inspection. Dips 
should be made both among confervas and duck-weed, and 
portions of the weed allowed to enter the phial ; a dip also 
among rushes is frequently very rich; the phial should be 
shaken about as it is being turned up to receive the water. 
If the phial be a very wide-mouthed one, a sudden dip 
amongst large weeds will afforc^ very many kinds ; these, after 
examination, may be placed in smaller phials, and corked up 
for further inspection at home. If any larvae, or other vora- 
cious kinds are present, they should be removed with one of 
the fishing tubes, otherwise tjiey will destroy nearly all that 
come in their way before the collector reaches home. For all 
the larger kinds, such as the Monoculus and Cyclops, the net 
shown at d in fig. 231 will be required ; if thh be dipped very 
suddenly under weeds, and be as suddenly lifted up, they will 
be caught; by holding the bottom of the net in the water 
and the ring out, all weeds that are in the way may be 
removed, and the produce then poured into a phial with a 
small quantity ,*>f water, and the voracious ones taken out 
by the fishing tubes in tfie* manner before described. If the 
Water-fleas and Daphniae be very abundant, they may be got 
rid of in the following manner : — as soon as they are placed in 
the phial, they go very quickly to the bottom ; if, therefore, 
the upper water be poured into another phial, the bottom 
containing them may be thrown away ; if, also, the phial be 
23 * 
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shaken about in the water beffrre it be turned over to be filled, 
they will generally have darted away. Small newts, and 
many larvae, should be taken great care of, the former ^spe- 
cially, as, when young, their branchiae are present ; in these 
and in their feet, the circulation of the blood is most beautifully 
seen ; they will also be found of essential service for eating up 
thefDaphnise, Monoculi, and the various larvae that destroy 
the different kinds of vorticellae. The inverted phial should 
be carried to the bottom of shallow ponds, and, whilst laid 
horizontally, the surface of the mud should be scraped, the 
phial, when quite full, may be corked to prevent shaking ; at 
home the mud may be put into a large jar, and filled up with 
water, in a d&y or two the animalcules will have come to the 
surface of the subsided mud, from which they may be taken 
away quite clean by means of a fishing tube. When water 
has quite left a pond, a box or phial full of the surface mud 
should be taken home and treated in the same way as the 
more liquid kind above described. In order to preserve the 
infusoria and other large animalcules at home, the conditions 
under which they have been found should, in all cases, be 
closely imitated. Such plants as will live in water without 
much mould, and not speedily decay, should be selected ; 
these will all tend to keep the water healthy for the animal- 
cules, and also serve as food fpr them ; the plan adopted for 
preserving the plants should be the same as that already 
alluded to in page 349, the larvse of the Ephemera and small 
snails being employed to free them from conferva which will 
be found to interfere ^ith the growth of most aquatic plants.” 

Method of Obtaining and of Keeping Hydras . — One of the 
most extraordinary aquatic animals that the microscopist is 
likely to procure in his searchings in pools and ditches, is that 
known as the Hydra, or fresh-water Polype ; it appears to 
have been first noticed by Leeuwenhoek, in 1703, but it was 
reserved for the inquiring genius of M. Trembley, then 
residing at the Hague, in 1739, to discover its wonderful 
powers of reproduction. In England* there are as many as 
four or five varieties; one of them is of a delicate green 
colour, whilst the others are more or less yellow or brown; 
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each one, when in an expanded state, consists of a long semi- 
transparent tubular body, from one end of which protrude 
several long delicate arms or tentacula, varying in number 
in the different species, six or twelve generally being the two 
extremes. Within these arms is a mouth capable of being 
dilated, so as to receive animals nearly as large as the size 
of the Polype itself. In the contracted state, the animal 
appears like a small round ball, # the arms being drawn in so 
far that they only resemble small papillae. M. Trembley 
thought they were very analogous to vegetables, and, to satisfy 
himself upon this point, he cut several of ^hem in pieces, 
and, to his great astonishment, found that each cut portion 
became a perfect animal. Some of these Polypes having been 
sent to England, the experiments of M. Trembley were tried 
with entire success by many of the learned, but more especially 
by Mr. Henry Baker, who published a book on the subject, 
in 1743, which will well repay an attentive perusal. The 
Hydra are generally found in ponds and rivulets, adhering 
either to portions of weed or sticks ; they may be readily seen 
by the naked eye when placed in a clear glass jar. In order 
to take them home safely, they should be put into clean phials, 
with a small portion of some aquatic plant, and the phial filled 
with water; it should be carefully corked, both to prevent 
the water from being spilt anil the Hydra from being injured. 
At home they should be kept in tolerably lgfrge glass jars, in 
clear river water, with a small ^plant growing in it ; being very 
voracious, they will require to be often fed; # the best animals 
to give them are the small red-blood<*l worms (Naiides) that 
are so common on the banks of the Thames, to the mud of 
which they impart a red colour ; these should be well washed 
in clean water before the Polypes are fed with them, and 
the Polypes themselves placed in pure water after every 
meal ; the common w&ter-fleas, in the absence of Naiides, 
will also serve them as wholesome food. The mode of gene- 
ration of Polypes is by yemmation or budding, and takes place 
very rapidly, as manjj as four or five young ones in a week 
having been known to be produced ; as soon as a young one 
is provided with arms, it will devour the worms with as much 
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eagerness as the older ones. When placed in great numbers 

in one phial, they do not thrive so well as when they are in 

small quantities, hence they should be occasionally moved 

from one jar to another ; this may be readily managed by the 

end of a quill, or a fine^camel’s-hair pencil. They are best 

examined either in one of the troughs shown by figs. 82-3, or 

in a large animalcule cag6 ; and can be easily divided by a pair 

of sharp-pointed scissors, like pilose exhibited at B in fig. 207. 

Those who would wish to know the results of* the various 

( 

operations, should consult the excellent works of M. Trembley 
and Mr. Baker, # which will give them full particulars.* 

Desmidieae . — Another most interesting class of objects for 
the microscope, but now generally considered as belonging to 
the vegetable kingdom, are the Desmidieae, a tribe of lowly 
organized plants, remarkable for* the elegance of their form 
and for being found exclusively in fresh water. They have 
lately been classified and arranged by Mr. Ralfs in an admi- 
rable work on the subject, which should be in the possession of 
every microscopist. , As the mode of collecting them differs 
somewhat from that of the Infusoria, the author has thought 
proper 'to borrow Mr. JEtalfs’ description: — 

“ As the Desmidieae are unattached and very minute, they 
are rarely gathered in streams; nevertheless, interesting 
species may occasionally be obtained where the current is so 
sluggish as to pefmit the thin retaining mucus to elude its 
force. In small shallow pools, ihat do not dry up in summer, 
they are most abundant; hence pools in boggy places are 
generally productive. The Desmidieae prefer an open country. 
They abound on moors and in exposed places, but are rarely 
found in shady woods or in deep ditches. To search for them 
in turbid waters is useless : such situations are the haunts of 
animals, not the habitats of the Desmidieae, and the waters in 
which the latter are present are always clear to the very 
bottom. In the water, the filamentous species resemble the 

* Memoires pour servir a THistoire dun Genre de Polypes d JEau douce . 
Par A. Trembley, de la Societe Royale. A i<eide, 1744. An Attempt 
towards the Natural History of the Polype. By Henry Baker, F.R.S. 
London, 1743. 
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Zygnemata, but their green colour is generally paler and more 
opaque. They often occur in considerable quantity, and, not- 
withstanding their fragility, can generally be removed by the 
hand in the usual manner. When they are much diffused in the 
water, I take a piece of linen, about the size of a pocket-hand- 
kerchief, lay it on the ground in the form of a bag, and then, 
by the aid of a tin box, scoop up the water and strain it through 
the bag, repeating the process as often as may be required. 
The larger ’species of Euastrum, Micrasterias, Closterium, 
&c., are generally situated at the bottom of the pool, cither 
spread out as a thin gelatinous stratum, or collected into 
fingcr-like tufts. If the finger be gently passed beneath 
them, they will rise to the surface in little masses, and with 
care may be removed and strained through the linen, leaving 
only a mere stain or a little *dirt; but by repeated fillings up 
and strainings, a considerable quantity will be obtained. If 
not very gelatinous, the water passes freely through the linen, 
from which the specimen can be scraped with a knife, and 
transferred to a smaller piece ; but in mapy species the fluid 
at length does not admit of being strained off without the 
employment of such force as would cause the fronds also to 
pass through, and in this case it should be poured into bottles 
until they are quite full. But many species of Staurastrum, 
Pediastrum, &c., usually form a greenish or dirty cloud upon 
the stems and leaves of the nliform aquaSic plants, and to 
collect them requires more carp than is necessary in the former 
instances. In this state, the slightest touch will break up the 
whole mass, and disperse it through# the water. I would 
recommend the following method as the best adapted for 
securing them. Let the hand be passed very gently into the 
water and beneath the cloud, the palm upwards and the 
fingers apart, sq that the leaves or stem of the invested plant 
may lie between them and as near the palm as possible ; then 
close the fingers, and keeping the hand in the same position, 
but concave, draw it cautiously towards the surface, when, if 
the plant has been allowed to slip easily and with an equable 
movement through the fingers, the Desmidieae, in this way 
brushed off, will be found lying in the palm. The greatest 
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difficulty is in withdrawing the hand from the surface of the 
water, and probably but little will be retained at first ; practice, 
however, will soon render the operation easy and successful. 
The contents of the hand should be transferred at once either 
to a bottle, or, in case much water has been taken up, into the 
box, which must be close at hand, and when this is full, it can 
be emptied on the linen hs before. But in this case the linen 
should be pressed gently, and a portion only of the water 
expelled, the remainder being poured into the bottle, and the 
process repeated as often as necessary. Sporangia are collected 
more frequently by the last than the preceding methods. 
When carried home, the bottles will apparently contain only 
foul water; but if it remain undisturbed for a few hours, the 
Desmidieae will sink to the bottom, and most of the water 
may then be poured off. If a little fresh water be added 
occasionally to replace what has been drawn off, and the bottle 
be exposed to the light of the sun, the Desmidieae will remain 
unaltered for a long time. I have now before me some speci- 
mens of Euastrum insigne , the fronds of which are in as good 
condition as when I gathered them at Dolgelly five months 

ag °’” 

Localities for Inf usoria , . — All the smaller kinds are found in 
vegetable infusions, or in fluids where either vegetable or 
animal matter is decomposing^, but the larger kinds are only 
to be met with In clear pools and streams, where they are 
either found swimming about, qv else congregated around, or 
attached to the under surfaces of the leaves or to the stems of 
aquatic plants. All tke ordinary ditches and ponds in the 
neighbourhood of the metropolis will yield the more common 
forms, but there are certain localities in which some of the 
more highly organized can only be collected. A pond near 
“ J ack Straw’s Castle,” on Hampstead Heathy is very famous 
for the Volvox globator, the arborescent Vorticella, and for 
many species of Rotifer. According to Dr. Mantell,* in a 
lake behind Grove House , on Clapham Common, in which the 
white water-lily grows, the splendid Stephanoceros, or crowned 

* Thoughts on Animalcules , by G. A. Mantell, Esq., L.L.D., London, 
J846, page 63. 
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animalcule, was found by Mr. Hamlin Lee ; it has since been 
met with in other ponds, but most abundantly in that called 
the piach Sea , on Wandsworth Common, near the railway 
station. A small pond in tlie garden of Mr. B. Edwards, in 
Shoreditch, has been long noted as# having supplied micro- 
scopists, at one time or other, with almost every variety of 
the more highly organized Infusoria. • A large cistern, or* the 
premises of Mr. Rosling, near Southwark-bridge, has afforded 
a great variety of interesting forms, and amongst them two 
kinds of fresh water Zoophytes, viz., Fredericella and Cordy- 
lophora. The Alcyonella, and several species of fresh water 
sponge, are to be met with in the Commercial Docks. The 
Stentor caeruleus has been found abundantly by the author in 
ditches which communicate with a small stream in the Isle of 
Dogs, close to the timber ’dock that opens into the West 
India South Dock. The Daphniae are very abundant in the 
summer months in the dock waters, to the surface of which, in 
the evening, they communicate a red colour, known to the 
common people as spawn . The Branchipijs stagnalis, a highly 
interesting crustacean, is found in small pools of soft water on 
Blackheath : care must be takln in managing it, as it* rarely 
lives more than a day or two. In the mud of many ponds 
may be obtained very interesting forms of Navicula and 
Diatomea; in the mud of the Thames, at various localities, 
such as Lambeth, Woolwich, ^Tilbury, and* G reenhithe, have 
been discovered Xanthidia, an$ a very beautiful genus termed 
Triceratium. In the mud of the Humber* near Hull, have 
been found two beautiful species of JJavicula, termed hippo- 
campus and angulata, the former being an excellent test of 
a quarter-of-an-inch object-glass, the latter of an eighth or 
twelfth ; both these will be shown highly magnified with the 
other test objects at the end of the work. In the white pearly 
matter often seen in peat«bogs, and in the neighbourhood of 
swampy podls, will be found an abundance of loricae or shells 
of Infusoria; the most favourite localities being the bogs of 
Ireland, Scotland, an(J Yorkshire. The sea shore and marine 
plants yield a variety of beautiful forms ; the guano, from 
different parts of the world (as will be again noticed), the 



362 


MANIPULATION. 


stomachs of oysters, scallops, and other Mollusca, all abound in 
some of the most elegant species of a genus named Coscino- 
discus, these being often associated with others in a fos^lized 
state. 

The Locality of the Wheel Animalcule . — Microscopists, from 
the time of Baker, have nearly all stated that the wheel 
animalcule is to be found in a reddish kind of slime deposited 
from water that has been standing in leaden gutters, or even 
in the dust that remains after all the water has bfeen dried up; 
which, when again moistened, will seldom fail to exhibit them. 
Capt. Ford, after having sought in vain to procure them from 
the localities above described, tried several other plans for the 
purpose ; but the following he recommends as the best :* — 
“ Early in the spring he fills a three-gallon jug with pure 
rain-water (not butt-water, because it contains the larvae of 
gnats), from this he takes a sufficient quantity, nearly to 
fill a half-pint jug ; he then ties up a small portion of hay 
or green sage leaves into a bundle, and places the same 
in the mug; abopt every ten days he removes all the 
decayed portions with a piece of wire, and substitutes a 
fresh supply ; a little 1 of the 'deposit scraped from the side 
of the mug near the surface, when placed under the micro- 
scope, will be certain to exhibit them. As the water evapo- 
rates from the mug, the excess of rain-water in the large vessel 
will supply the ^deficiency, '^he sage leaves were found 
to produce the largest numbers* The same mug,” Capt. Ford 
also states, “ for the seven years preceding the date of his note 
(in 1841), had never foiled to yield an abundance.” If the 
animalcules be kept in glass bottles, they should not be 
exposed to a direct light ; in a room they may be placed in a 
dark corner, or upon a table between two windows, so long as 
the light that is allowed to fall on them is diffixsed ; they will 
then thrive very rapidly. • 

Method of Feeding Tnfusoria icith Carmine, — -In order to 
display the currents made by the cilia of these minute animals, 
as well as to exhibit the form of the digestive system, a certain 
amount of colouring matter introduced into the water con- 
* Microscopical Journal, vol. i., p. 96 . 
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taining them will render both more evident. This plan was 
first employed by M. Trembley, without any important 
result ; but Ehrenberg followed it up more carefully, and was 
led to the discovery of the internal structure of those infusoria 
which he subsequently termed Polygastria. 

The method of proceeding is to rub some pure sap green, 
indigo or carmine upon a palette or ablate of glass, and to^idd 
to this a few drops of water ; if the glass be now held on one 
side, a porticfn of the water containing a certain amount of the 
colouring matter may be dropped upon the tablet of an 
animalcule cage, or into the water in which the animalcules 
are contained ; if they be vorticellie or rotifers®, the particles of 
colouring matter will show the vibratile actions of the cilia, 
whilst other particles, when swallowed by the animalcules, 
will give a rich tint to the various compartments of their 
alimentary canal. If the animalcule cage be a large one, a 
very small quantity of the carmine may be rubbed upon one 
part of the tablet, and the water containing the animalcules 
being placed upon it, may be mixed up with the carmine in 
the usual manner. Of the three colours, the sap-green will be 
most easily swallowed by the insects, although the carmine 
shows best in the water, whilst the indigo is not so easily 
managed as the other two. The colours when employed 
should be of the purest kinds* otherwise the animalcules will 
not easily swallow them, or, it* swallowed, «the death of the 
creature will speedily result. 

FOSSIL INFUSORIA. 

An endless variety of Infusoria are met with in the fossil 
state* the siliceous skeletons of which have become aggregated 
together in su<$i immense masses, that not only are vast 
tracts of country and chains of mountains formed of them, 
but even strata, several yards in thickness, upon which 
cities are built. Amongst the first discovered of the infusorial 
strata were the polishing slates of Bilin and Tripoli, then the 
Berg-mehl or Mountain meal, of which almost the entire mass 
is composed of the siliceous skeletons of different species of 
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Navi cula and Bacillaria. In *nore modem times, the Ameri- 
can Continent has, through the researches of Professor Rogers, 
furnished remarkable examples of infusorial sand-ston^,; one 
of these, at Richmond, in Virginia, is many miles in length, 
and, in some places, as much as fifteen feet in thickness. The 
great mass of chalk, as seen in the cliffs and rocks of our coasts, 
is tnade up principally* of minute foraminiferous shells; the 
flints also, which are so* abundant in the chalk, are now gene- 
rally considered to be composed of animal reihains, and in 
them may be found fish scales, bones, spicula of sponges, 
Xanthidia, shells of various kinds, and numerous small 
Zoophytes. 

One remarkable fact, in connection with fossil Infusoria, is 
that most of the forms may be still found in the recent state. 
The beautiful engine-turned discs (Coscinodisci), so abundant 
in the Richmond earth, may be met with in our own seas, also 
in great profusion in the deposits of Guano on the African 
and American coasts, and even in the stomachs of the oyster, 
scallop, and other # moll tiscous animals so common on all our 
shores. 

Method of Preparing Fossil^ Infusoria . — A great number of 
the infusorial earths may be mounted up as objects without 
any previous washing or other preparation, by the method 
described at page 281, but me, such as chalk, must be 
repeatedly washed to deprive the infusoria of all impurities ; 
whilst others, and these by fyr the most numerous, require 
either to be digested for a long time, or even boiled in strong 
nitric or hydrochloric acids for the same purpose. Supposing the 
earth about to be prepared be some of that from Richmond, 
in America, a small portion having been placed in a test 
tube (or other convenient vessel capable of bearing th# heat 
of a lamp), enough diluted hydrochloric acid«.is to be poured 
upon it to about half fill the tube, brisk effervescence will 
now take place, which may be assisted by the application of a 
small amount of heat, either from a sand bath or from a lamp ; 
as soon as the action of the acid has peased, another supply 
may be added, and the same continued until no further effect 
is produced ; strong nitric acid should now be substituted for 
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the hydrochloric, when a further effervescence will take place, 
which also may be greatly aided by heat; after two or three 
freely supplies of this acid, distilled water may be employed to 
neutralize all the remains of the acid in the tube, and this 
repeated until the water comes away perfectly clear, and with- 
out any trace of acidity; the residue of the earth, which con- 
sists of silica, will contain all the iiffusorial forms; some of 
this may be taken up by a fishing-tube, and laid on a slide 
and examined in the usual manner j should perfect specimens 
of the Coscinodiscus, Gallionella or Navicula be present, they 
may be mounted in Canada balsam in the manner described 
in page 281, if not, the slide may be wiped clean, and another 
portion of the sediment taken, and dealt with in the same 
way, or, if good, after being dried, may be mounted in 
Canada balsam. The guano , from containing a large amount 
of animal matter, requires a rather different mode of treatment. 
Mr. Henry Deane, of Clapham, who has paid considerable 
attention to these matters, has recommended the following as the 
best method of proceeding :* — “ Take any convenient quan- 
tity of pure Ichaboe guano, and wash it by repeated ablutions 
of distilled water, until the water is no longer coloured, 
observing after each addition of water, that it must be well 
stirred two or three times, and then allowed to settle for some 
hours. When sufficiently washed, a small quantity of hydro- 
chloric acid is to be added to the water last vfeed : this dissolves 
some portion of it with effervescence, and causes a more perfect 
subsidence of that portion which it does not act upon. After 
this, allow sufficient time for the deposit to become well 
settled down ; then, the clear liquor being poured off as clearly 
as possible without loss of the sediment, a quantity of strong 
nitric acid, in the proportion of about two fluid ounces to 
every ounce by» weight of guano employed, is to be added. 
A strong effervescence takes place, which is to be assisted by 
setting the mixture in a warm place, at the temperature of 
about 200°, for six hours, during which time the greater part of 
the guano is dissolved After allowing it to stand in a cold 
place for twenty-four hours, pour off the acid liquor as closely 
* Transactions of the Microscopical Society, Vol. ii. 
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as possible, and wash the sediment with an abundance of 
distilled water. The finer portions of this sediment will 
contain all the siliceous shells o( t^e guano, perfectly ffreed 
from extraneous matter.” It should be borne in mind, in all 
these cases, that some time should elapse before the acids or 
the distilled water are poured off from the sediment, in 
order that the solid matters may subside, as it has often hap- 
pened that the most beautiful of the infusoria have been 
thrown away with the water employed to wash them. 


CHAPTER .XVIII. 

CLASSIFICATION OF TIIE MOST IMPORTANT MICROSCOPICAL 

OBJECTS. 

For the advantage; of those who are resident in the country, 
as well as for those who may be desirous of investigating any 
of the various branches of natural history, whether for amuse- 
ment or otherwise, it has been deemed advisable to divide 
vegetable and animal structures into different classes. Mr. 
Topping, of No. 1, York- place, Ncw-road, Pentonville, one of our 
most ingenious pffeparers of microscopic objects, has obligingly 
furnished the author with a list of the most important speci- 
mens of the various classes which he is in the habit of supply- 
ing to his customers ; from this, as well as from one which 
has been derived from a variety of other sources, including the 
author’s own experience, the following collection of the most 
interesting subjects for examination has been drawn up. 
Those who may require a more extended list* may consult a 
work published in 1847, entitled Microscopic Objects ; also a 
List of Two Thousand Microscopic Objects , by A. Pritchard. 
London, 1835. A full description of the vegetable and 
animal tissues will also be given in a catalogue of the micro- 
scopical preparations shortly to be published by the Royal 
College of Surgeons. As the structure of vegetables is more 
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easily made out than that of animals, and much less dissection 
and preparation required in the former than in the latter, the 
author has thought proper to commence the classification with 
a few of the most characteristic objects that can be procured 
from the vegetable kingdom, as illustrations of structural 
botany. 


VEGETABLE TISSUES. 

Preparations of vegetable tissues* are principally obtained 
either by tearing, by making sections, by maceration, or by 
dissection, whilst others can be examined in the* natural state. 

Cuticles . — The cuticle of the stem, flower, or leaves, may be 
removed in the manner described at page 324, by taking a 
small portion between the blade of the knife and the thumb, 
and tearing it away in the direction in which the separation is 
most easily effected. Cuticles should be mounted either dry 
or in fluid; when much colouring matter is present, the 
former method, or that in balsam, should be adopted. A few 
of the most illustrative specimens may be obtained from the 
following plants : — 

Pelargonium, Deutzia, Oncidium, 

Geranium, Nepenthes, Opuntia vulgaris, 

Anagallis, Oleander, AgaVe Americana. 

* 

Cellular Tissue . — This tissue enters more largely than any 
other into the composition of vegetable structures ; it may be 
obtained very readily from ripe pulpy fruits, such as the straw- 
berry, raspberry, and peach; from other plants it may be 
procured by maceration, or the shape of the individual cells 
may be shown by vertical and horizontal sections. The 
following list will embrace some of the most interesting 
varieties : — 

Sections of* Pith of Elder, Pulp of Peach, 

— Filix mas, Orange, 

Lilium candidum(leaf), Hair of Tradescantia, 

— — Rice papei* plant, Groundsel, 

Pulp of Strawberry, Cotton plant, 

— Raspberry, Pentstemon. 
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Fibro-cellular Tissue . — This very elegant tissue, consisting 
of a cell, in the interior of which a spiral fibre is coiled up, is 
found readily in a moss termed Sphagnum, or bog mo| ; but 
in some of the orchidaceous *plants, the leaves are almost 
entirely made up of it, from which the cells may be obtained 
either by maceration or by section; the best examples are 
afforded by the following plants : — 

r 

Sphagnum, CobaSa scandens, Pleurothallis angustifolia. 

A modification of thin form of tissue is found in the testa 
of some seeds ; a portion of it from the following seeds, when 
wetted, will Exhibit both the cell and the fibre in a very beau- 
tiful manner: — 

Salvia, Collomia grandifolia, Collomia linearis, Aeanthodium. 

In the Elaters of Jungermannia a similar kind of tissue 
may also be seen. 

Spiral Vessels . — These may be procured either by macera- 
tion and subsequent dissection, or by vertical sections of the 
stems of plants ; in some transparent leaves they may^be seen 
in situ, or may be accidentally separated with the cuticle. 
Very good examples will be found in the following plants: — 


Cactus speciosa, 
Cactus oppntia, 
Rhubarb, 
Mexican Lily, 


Amadou, 

Hyacinth, 

Nepenthes, 

Asparagus, 


Long Leek, 
Lycopodium, 
Canna bicolor, 
Palm. 


Ducts of various kinds . — These, like spiral vessels, may be 
dissected out of soft stems or roots after maceration, or may 
be examined by vertical and horizontal sections of more dense 
structures ; the following plants will exhibit some of the most 
interesting specimens : — 

Pteris nquilina, Elaterium, Phoenix dactylifera, 

Rhubarb, Dahlia, Opuntia vulgaris. 

Woody Fibre, — This, although strictly celTular, is much 
more firm and elastic than the usual forms of that tissue; 
the walls of the cells are for the most part structureless, whilst 
others are covered with minute markings, or with glands, as, 
for example, in the coniferous tribe. The cells of woody fibre 
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may be examined in vertical tad horizontal sections; and 
after long maceration, or by a process termed "hackling, as in 
the c#se of flax and hemp, § may be separated from other 
investing tissues. In the latter plants it may be seen 
in its most simple condition, whilst, in sections, all its 
peculiar modifications can be examined ; the subjoined 
list will afford some of the most characteristic exam- 
ples : — 

Flax, Sections of Araucaria excelsa, 

Flax, New Zealand, Epliodra, 

China grass, Dat® palm, 

Hemp, D rimy s Winteri, 

Sections of Pine, NipaPwood, 

Yew, Cedar. 


The following list of sections of wood, made by Mr. Topping, 
in three different directions, as described in page 311, will 
also serve to illustrate the structure and arrangement of the 
more important tissues, viz. : — 


Oak, 

Elm, 

Dragon palm, * 

Yew, 

Willow, 

China rice-paper. 

Scotch fir, 

Poplar, 

Indian ditto, 

Weymouth Pine, 

Date palm, 

Pith^of elder, 

Pine, 

Cane, 

Root of gooseberry. 

Norfolk Island ditto, 

Dragon -cane, 

— sycamore, 

Mahogany, 

Malacca- c # ane, 

furze, 

Cobaea scandens, 

W anghee-cane, 

— w— vine, 

Alder, 

Bamboo, 

mimosa, 

Grape-vine, 

Sugar-cane, 

elder, 

Lime-tree 

Rush, 

elm, 

Cedar, 

Equisetum, 

oak, 

Cork, 

Pteris aquilina, 

apple. 


Fossil Woods . — Sections of these, made by the lapidary in 
the same direction as the woods last described, will exhibit very 
remarkable structures, the woody fibres, and sometimes the 
vessels, being as perfoft in them as in any recent stems. 
Specimens obtained from the following localities will be found 
amongst the most striking of this class of objects : — 
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Endogens . . East Indies, 

„ Antigua. 

Exogens . . Antigua, 

„ Allen Bank, 

„ Australia, 

„ Craigleith, 

„ Clay cross, Derbyshire, 

„ Cromer, 

» Dudley, 

,, Darleston, 

„ Egypt, 


Exogens . . Harwich, 

„ Honduras, 

„ Isle of Wight, 

„ Lenel Braes, 

„ New Holland, 

„ Oldburg, 

„ Tweed Mill, 

„ Warwick, 

„ Van Dieman’s Land, 

&c. &c. 


Siliceous Cujticles. — These, obtained from the following stems 
and parts of grasses, in the manner before described at 
page 305, by the action of acid, will exhibit the beautiful 
arrangement of silica so constant in this tribe of plants, and 
which forms so splendid an object for polarized light: — 


Equisetum, 
Wheat-straw, 
Wheat, 
Barley -straw, 
Barley, 


Oat-straw, 

Oat, 

Canary-straw, 
Can ary -seed, 
ltye-straw, 


Bye, 

Malacca-cane, 

Dragon-cane, 

Wanghee-cane, 

Bamboo-cane. 


With the above list may be included the following one, which 
consists of the hairs of certain plants, these, like the cuticles 
above described, are provided with a protecting coat of 
silica : — 


Leaf of Deutzia, Djirio, Ela;agnus, Olive. 

Hairs . — These are found principally upon the under sur- 
faces of leaves, upon stems, or upon some .part of the flower; 
they are generally viewed as opaque objects; some of the 
larger kinds may be detached, and then mounted either in 
fluid or in Canada balsam. The following list will exhibit 
a few of the most interesting varieties : — * 

Leaf of Deutzia, Borago officinalis, Durib zebethinus, 

Anchusa tinctoria, Dolichos pruriens, Nepenthes, 

angustifolia, Elaeagnus angustifolia, Dorstenia, 

Althaea, Acanthodium, f Verbascum. 


Pollen . — All the darker kinds may be mounted in Canada 
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balsam, the more transparent* either in fluid or dry; some 
remarkable examples will be found in the subjoined list : — 


Acacia armata, 
Anagallis arvensis, 
Calla iEtkiopica, 
Campanula, 
Convolvulus major, 
minor, 


Fuchsia gfobosa, 
GeraniumRobertianum, 
Guernsey -lily, 

Iris faetidissima, 
Jasmine, 

Lychnis, scarlet, 


Marvel of Peru, 
Polygonum orientals 
Pentstemon, 

Sedum acre, 
Tiger-lily, 

Tulip. 


Starch . — The granules of starch are obtained from a variety 
of plants by repeated washing in cold water ; many kinds are 
sold, but that from wheat, rice, arrow-root, potato, and tous 
les mois (Canna), are amongst the most common ; the speci- 
mens should be mounted dry, in a very thin glass cell, or in 
one made of paper, so as to keep the cover from pressing too 
much on the granules. A knowledge of the appearance of 
the different kinds of starch, when examined by the micro- 
scope, is of great importance in detecting the frauds often prac- 
tised on the public by introducing granules of a common 
kind, and puffing them off* as belonging to* another and more 
expensive plant; they are also# very beautiful objects .when 
examined by polarized light. The following list will give the 
most interesting varieties : — 


Arrow -root, Indian 5 corn, 

Ditto, East Indian, Icelan<j£moss, 

Ditto, West Indian, Potato, 

Bright’s custard-powder, Ilice, * 


Sago, 

Tapioca, 

Tous les mois (Canna), 
Wheat. 


Seeds . — These are generally examined as opaque objects, 
with a low magnifying power ; some from the orchis tribe, and 
those that are termed by botanists “ winged may be mounted 
in Canada balsam, and viewed as transparent objects. The 
following list wijl contain th# names of the most striking 
specimens : — 


Anagallis, 

Anethum, 

— graveolens, 

Carroway, 

Carrot, 

Collomia grandiflora, 
24 * 


Dandelion, 
Eremocarpus, 
Groundsel, 
fiupin, blue, 
Lychnis, scarlet, 
Mignonette, 


Orchis maculata, 
bifolia, 

p °ppy. 

Sorrel, 

Sycamore, 

Verbena. 
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Ferns . — The parts of this curious tribe of plants most in- 
teresting for microscopic examination, are the reproductive 
organs or sporangia that are situated on the under surface of 
the fronds; they consist of yellowish brown masses of capsules, 
in which the seeds or spores are contained. Ferns should be 
gathered before the capsules are quite ripe, otherwise, in 
drying, these delicate structures arc apt to burst, and the 
contained spores are scattered to some distance by the action 
of an elastic spiral spring, which forms a band or zone on the 
upper part of each capsule. After having been carefully 
dried, small portions of the frond containing the sporules 
should be fastened by some cement to any of the large discs 
before described at page 290, or the very flat kinds may be 
mounted between glasses with Qanada balsam. The capsules 
are best examined as opaque objects, with a power varying 
from forty to one hundred diameters, when illuminated by a 
Lieberkuhn, or by the side reflector. As almost every kind of 
fern, whether British or foreign, is more or less beautiful, it 
would be needless' to particularize any individual specimens; 
those,, however, presently to f be enumerated under the head 
of spores, will serve to show both the capsules and their 
contents. 

Spores . — These, which are analogous to seeds in other 
plants, should be examined either as opaque or as transparent 
objects, with a magnifying power from two hundred to three 
hundred diameters ; the list might well include the whole of 
the fern tribe, as all are more or less beautiful, but the 
following may serve as a guide to some of the most interest- 
ing specimens : — 


Adiantum nigrum, 

capillus veneris, 

Aspidium aculeatum, 

Davallia Canariensis, 

Grammitis ceterach, 
Hymenophyllum Tunbridgense, 
Wilsoni, 


Lomaria spicant, 
Lycopodium, 

Pteris elegans, 

hastata, # 

Polypodium vulgare, 
Scolopendrium vulgare, 
Todea Africana. 

f 


Raphides . — These are crystalline bodies found in the 
interior of plants ; sometimes they resemble needles in shape 
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(hence their name), at other tidies they occur in octahedrons, 
or in stellate bundles. Several varieties will be found in the 
following list : — 


Aloe, 

Apple-tree, 
Cactus opuntia, 
Grape vine, 


Hickory, 
Hyacinth, 
Lime bark, 
Onion, 


Rhubarb, Turkey, 

English, 

Squill, 

Tulip. 


Hard Tissues . — These require to be prepared like sections 
of bone and shell, sometimes by ♦the cutting-machine, but 
more frequently by grinding down on a hone thin slices that 
have been cut by a saw; a peculiar kind of gritty tissue 
is found in the pear tribe — this can be obtained either by 
sections or by maceration. The following list* will embrace 
the names of some of the mqpt interesting kinds : — 


Pear, 

Stone of apricot, 

cherry, 

damson, 

date, 

— peach, 

plum, 


Stone of tamarind. 
Shells of Brazil-nut, 

cocoa-nut, 

hazel-nut, 

7 ivory-nut, 

walnut, 

Cofte of Pine. 


Mosses . — Next to ferns, the structure, of mosses is one of 
extreme interest ; the parts most frequently examined are the 
leaves and the theca, or seed-vessel, with its various appen- 
dages, viz., teeth, calyptra and operculum. * Some specimens 
may be mounted in Canada balsam after having been moistened, 
and then properly laid out between sheets of* Plotting paper, 
to dry the thecae ; others, from which \he operculum has been 
removed, may be mounted on discs in the manner shown by 
figs. 195-6-7 ; and one specimen in particular, named the 
Funariahygrometrica, when so mounted, will exhibit the move- 
ment of the toeth, if the moist breath bo allowed to come in 
contact with them. The leaves of Sphagnum, or the bog-moss, 
exhibit a cellular structure, with a spiral fibre wound round the 
interior of each cell. The leaves of some species of Splachnum 
and Hookeria are alsp remarkable for the elegance of their 
appearance. The following genera will be found to include 
the most interesting varieties : — 
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Bryum, 

Dicranum, 

Funaria, 

Gymnostomum, 


Ilookcfia, 

Ilypnum, 

Orthotrichum, 

PolytrichKim, 


Sphagnum, 

Tortula, 

Trichostomum, 

Wcissia. 


Alga. — These are found abundantly both in salt and fresh 
water; many of them form most interesting subjects for 
microscopic examination, the marine species in particular, 
being so often covered' with^ Zoophytes of various kinds, the 
ciliated aims and internal structure of whose* polyps are 
objects of such extreme interest. In a work like the present, 
it would be impossible to point out all the principal varieties 
in either class; the author would, therefore, beg to refer 
those who may be anxious to obtain correct information on 
these subjects, to the excellent work of the Hon. W. H. 
Harvey, termed Phycologia Britannica , or a History of British 
Sea-weeds; and to the British Fresh-water Algce of A. II. 
Hassall, Esq. 

Miscellaneous Structures of a fibrous character . — For the sake 
of comparison of known with unknown vegetable and animal 
fabrics, certain specimens of woody fibre, in the shape of flax, 
hemp, or cotton, and of animal structures, such as silk, hair, 
and wool, should be provided; some of them may be examined 
as opaque objects upon a dark ground, whilst others will require 
to be viewed by transmitted li^ht. Mummy cloths of different 
kinds, have often been matters of dispute with various microsco- 
pists as to the true nature of the material of which they were 
composed. DhSJre first directed attention to the value of the 
microscope in these researches, and demonstrated clearly that 
the material employed by the Egyptians was linen, and by 
the Peruvians cotton ; the former being known by its solid 
and cylindrical character, the latter by being a more or less 
flattened band. The structure of silk and hair are widely 
different from that of cotton or linen, hence, in woven fabrics, 
a knowledge of each becomes of the greatest importance, as 
it can be unequivocally demonstrated, by the microscope, 
whether any of the vegetable matters $>ave been fraudulently 
introduced with those of an animal nature. The most instruc- 
tive specimens will be found in the following list : — 
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Flax, 

New Zealand flax, 
Hemp, 

Imfian hemp, 
Cambric, 

Raw silk, 

Spun silk, 

Silk ribbon, 
Lace-tree-bark, 


Cotton ^rass, 
China grass, 
Cotton, raw, 
Cotton, carded, 
Gun-cotton, 
Muslin, 

Wool, sheep, 
Cloth, 

Felt, 


Mummy cloth, Egyptian, 
Mummy cloth, Peruvian, 
Cloth, Tahitan, 

Cloth, Sandwicli Islands, 
Beavers’ -hair and wool, 
Rabbits’ -hair and wool, 
Goats’ -hair and wool, 
Byssus of a Pinna, • 
Mussel. 


ANIMAL TISSUES. 


Preparations of animal structures are obtained in a variety 
of ways ; but, more or less, dissection will be found necessary 
in almost every case. The subjoined lists will /ifford a few of 
the best examples of the different kinds that may be procured 
from the various classes of animals. 

Siliceous Skeletons of recent and fossil Infusoria . — These may 
be obtained from a variety of sources, and as they are capable 
of resisting the action of strong acids, the method described at 
page 364 will be found necessary in all cases. They may be 
mounted in balsam or in fluid; the very delicate kinds for 
test objects are, however, geneitilly mounted dry. The*follow- 
ing are the localities in which the most remarkable species 
have been found : — 

RECENT INFUSORIA. 


America, seven localities, 
Algoa Bay, 

Thames, at Tilbury, 

„ Woolwich, 

„ Lambeth, 

Southampton. 

Rivers — Tyne, 

» Clyde, 

„ Ilufhber, 

„ Tagus, 

„ Vile, 

„ Mersey, 

„ Orwell, 

„ Indus, 

„ Lea, Essex, 

„ New River, Enfield. 


Ponds at Wandsworth, 

,, Totter idge, 

,, Hampstead, 

„ Ilipgate, 

St. John’s, New Bruns- 
„ St. Vincent’s, [wick, 

„ Petersberg, 

„ Spring Dyke, Hull. 

Ipswich Harbour, 

Charleston Harbour. 

Guano from Ichaboe, 

„ Peru, 

„ Patagonia, 

„ Saldanha Bay. 
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FOSSIL INFUSORIA. 


Localities : — 

Barbadoes, Mount Ilillogughby, 

Springfield, 

Bermuda, 

/Franz enbad, Bohemia, 

Bilin (six varieties), 

Upper Bann, Ireland, 

Ireland, Morn-mountain, 
Lapland, 

Eisen (three Varieties), 
Richmond, North America, 
Blue-hill-pdhd, Maine, 
Petersberg, Virginia, 
Piscataway, Maryland, 
Hollis-cliflT, Virginia, 
Rappenhanock-clifif, America, 
Oregon, 

Cumberland, Rhode Island, 
Wreatham, 

Kritchelberg, 


Localities : — 

Holderness, Yorkshire, 

Lunenberg, 

Leicestershire, 

Germany (five varieties), 
Dolgelly, North Wales, 
Bridgewater, America, 
West Point, New York, 
Tuscany (two varieties), 
Jutland State, 

St. Fiora, 

New Zealand, 

Tripoli (two varieties), 
Tuscany, 

Nova Scotia, 

Mountain Meal, 

Milk, 

Polythalamia, America. 


Many other kinds, of infusoria may be preserved as micro- 
scopic objects, whose bodies are either soft or contain only a 
small trace of silica; they mgr/ be mounted in one of the 
preservative fluid! before described at page 270, but of these 
the Glycerine appears to preserve the colour best, although 
the fluids recorriftiended by Mr. Thwaites and Mr. Ralfs will 
answer for most purpo^bs. The cell to be employed should 
be very thin, either made of the finest glass, or of gold-size, 
in the manner recommended by Mr. Topping, in page 257 ; 
the cover also should be very thin, as high powers will often 
be required for their examination. Many* species of the 
following genera may be preserved In fluid, and some of them 
even in Canada balsam. 

In the list will be found several genera, for splendid speci- 
mens of which English microscopists ^re indebted to a few 
fellow-labourers in America, but more especially to Professor 
Bailey, of West Point : — 
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Achnanthes, 

Actinocyclus, 

Arthrodesmus, 

Sacillaria, 

Brachionus, 

Closterium, 

Cocconema, 

Coscinodiscus, 

Doxococcus, 


Enckefys, 

Euastrum, 

Euglena, 

Fragillaria, 

Gallionella, 

Gomphonema, 

Gonium, 

Hydatina, 

Meridiem, 


Navicula, 

Paramecium, 

Pyxidicula, 

Stentor, 

Synedra, 

Trichoda, 

Vibrio, 

Volvox, 

Xanthidium. 


Sponycs.-^These lowly organized animals are found both in 
salt and fresh water in all parts of* the globe, many of them 
are very minute, and may be examined without much 
previous preparation, whilst others require either to be burnt 
or acted on by acid, in order to display the gmall masses of 
flint termed spicula , which form their rudimentary skeleton, as 
well as other masses of the Same material, which enter largely 
into the frame-work of the young sponges or gemmules. The 
British fresh water sponges abound frequently in gemmules, 
but the spicula are mostly needle-shaped, like the raphides 
in the hyacinth and squill; in some of the marine species, 
especially those from Australia, New Zealand, and Algoa- 
bay, most remarkable specimens of both may be obtained. 
Mr. Bowerbank, who has paid considerable attention to their 
microscopic structure, has discovered a variety of new and inter- 
esting forms ; but as an immense number of*foreign species, 
which possess beautiful spicula* and gemmules, are still unde- 
scribed, it would be impossible, at present, to give the names 
of more than a few of the well known gencra^- 

Geodia Mufleri, Spongilla fluviatilis, 

Ilalichondria panicea, Tetliea cranium, 

Pachymatisma Jolinstoniana, lyncurium. 

Mr. Topping informs the author that he is in the habit of 
supplying no lass than eleven varieties of spicula, and seven 
varieties of gemmules ; also one specimen of siliceous sponge, 
and five different kinds of sponges in flint, together with moss, 
agates, and sections of flints from the chalk and gravel. 

Alcyonium . — Nearly allied to sponges is a family of 
Zoophytes, termed' Alcyonidse, which are often lobed in a 
peculiar manner, the outer skin being tough and studded all 
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over with stellate figures, each of which is divided into eight 
rays, from these the tentacula of the polypes, also eight in 
number, may often be seen to issue. The cells for the polypes 
are situated immediately under the skin, and are the termina- 
tions of long aquiferous* canals, which run through the whole 
polypidom; the space between the tubes is occupied by a 
loose, fibrous net-work, the fibres of which, in some places, 
are more crowded than* in others, and there form small com- 
partments. All the interspaces arc filled up with a transpa- 
rent gelatine, in wnich numerous crystalline irregular spicula 
lie immersed. These' spicula are calcareous, and are mostly 
in the form of a cross, ana toothed on the sides.* They may 
be obtained from thin slices by maceration, or by burning a 
small portion of the animal in a spirit lamp. Three kinds 
found on the British coasts are* admirably described in the 
work just quoted ; these v ; 11 all exhibit remarkable spicula, 
and arc named as follows : — 

Alcyonium cligitatmn, A. glomeratum, Sarcodictyon catenata. 

* 

Mai\y other kinds are met with on foreign shores, in which 
spicula of very peculiar shapes are abundant ; the author has 
in his possession some sea-sand from Java, of which full one- 
third of the buik is composed of the spicula of different species 
of Alcyonium, Gorgonia, anu&ponges, *nd one-third of the 
remainder of foraminiierous shells. 

Gorgonia .— Allied to Alcybnium is another family ol 
Zoophytes, termed Gorgoniadjc, which, liBfc the preceding, 
abound in spicula of various shapes ; these may be obtained in 
a similar manner, either by sections, by maceration, or by 
burning. The British species, according to Dr. Johnston, arc 
five or six in number ; but in other parts of the globe they 
are very abundant. Mr. Topping supplies as many as seven- 
teen varieties of spicula, almost all of which are obtained from 
foreign specimens. They are often of a beautiful pink colour, 
and when mounted in Canada balsam, are objects of great 

r 

* A History of British Zoophytes , by G. Johnston, M.D.,LL,D. Lon- 
don, 1847. 
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interest. The following specios are inhabitants of the British 
seas : — 

Gorgonia verrucosa ; G. piimata ; G. Plaeonius ; G. anccps ; 

Primnoa lepadifera. 

* 

Corals . — These are best examined by horizontal and vertical 
sections ; if the animal matter only ts required, the sections 
may be macerated in hydrochloric acid, to which five or six 
times its bulk of water has been added. Mr. Bowerbank has 
paid considerable attention to the structure of the Corallidse, 
and to his published paper in the volume of tjic Philosophical 
Transactions for 1842, the author would refer those who are 
anxious for information on these points. 

Zoophytes. — Residents, or occasional visitors at the sea-side, 
when provided with a microscope, will have abundant oppor- 
tunities of examining some of these most elegant of animal 
forms. Scarcely a piece of sea-weed or fragment of shell 
will be found, that does not afford a habitation for some member 
of this interesting family. Some choose# for their dwelling- 
place the depths of the ocean, whilst others are found in 
localities that are left, high and dry at every ebb tide. The 
inhabitants of the deep water are procured by an operation 
termed dredging , whilst the otlieiv can be verj well collected 
at low water, as they arc gcne^illy adherent to sea-weeds, or 
to old shells or pebbles; amongst the most* common are the 
various species of Plumularia, Scrtularia, Tubularia, and 
Bowerbankia, alk of which are mc^t beautiful objects for 
microscopic observation; the latter* genus was especially 
abundant at Herne Bay, in September, 1848, where it 
might be picked up in profusion on the beach, being 
attached to a variety of sea-weeds. For a full description of 
the various British species of Zoophytes which may be met 
with either in fresh or ^alt water, the excellent work of 
Dr. Johnston, before quoted, should be consulted. 

Insects. — This division of the animal kingdom affords to the 
microscopist the most numerous and, perhaps, the most beau- 
tiful class of objects for examination, as there is scarcely a part 
of the body of an insect that does not exhibit some remarkable 
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structure. In the following •classified list are enumerated 
some of the insects in which certain parts and organs may 
best be viewed : — 

Cockchafer, 

Cockroach, 

Antenna. 

Gnat, 

Midge-fly, 

Staphylinus, 

Tiger-moth. 

Blow-fly, 

Cabbage-butterfly, 

Cockroach, 

Eggs. 

Field Cricket, 

Lacquey-moth, 

Magpie-moth, 

Privet-moth, 

Spider, 

Water-scorpion. 

Buprestis, 

Cockchafer, 

Cicindela germanica, 
maritima, 

Elytra. 

Dermestes, 

Diamond-beetle, 

Dyticus, 

Mantis, 

Musk-beetle, 

Notonecta, 

Rose-beetle, 

Unicorn-beetle. 


The elytra of the various kinds of diamond beetles are 
amongst the most , brilliant of all opaque objects; some of 
them are much improved by being mounted in a thick cell 
with Canada balsam/ in the manner described at page 280, 
whilst others lose much of their splendour by being so treated. 
In order to ascertain whether an elytron will be improved by 
the balsam, one of the legs, ov some part supplied with a few 
of the iridescent Scales, should be touched with turpentine ; if 
the brilliancy be increa sed, the ^mounting in Balsam should be 
adopted ; if*, bit the contrary, the colours b§ at all deadened, 
it should be mounted •'dry, either on a disc or in a cell, as 
described at page 293. The elytra of some beetles, after 
having been softened in caustic potash, may be mounted 
between flat glasses, as ordinary objects, as in them the 
arrangement of the trachea?, the pits, and elevations on the 
surface, and the short spiny, or branched hairs, may be well 
examined. 

Eyes of Insects , Arachnida , and Crustacea . — These differ in 
very many points from the same organp in the higher classes 
of animals, each eye being composed of an aggregation of 
many hundreds of minute lenses into a single group ; in the 
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majority of insects this holds good, but in spiders each eye 
has only a single lens, and in order to compensate for this 
seeming want, the number of eyes is increased from four even 
to twelve in some species ; a few genera of insects are pro- 
vided with two or three single eyes in? the front of their heads. 
The shape of the lenses is always such as to admit of being 
adapted to each other without lc&s of space; the more 
common form is hexagonal, but in some Crustacea they are 
square. The external form of tlm eye may be seen in situ 
in all insects when viewed as opaque objects, but the layer of 
lenses requires the aid of maceration and dissection to free 
them from a considerable amount of pigment ; these may be 
mounted either dry, in fluid, or in balsam ; in the latter way 
the collection of lenses, if required to be flat, must be made so 
whilst soft, by pressure, otherwise they are liable to split. 

The subjoined list will serve to point out some of the most 
striking specimens : — 

Bee, Cricket, Shrimp, 

B :>at-fly, Dragon-fly, Sphinx ligustri, 

Butterfly, Drone-fly, Spider, 

Cicindela, House-fly, Stag-beetle, 

Cray-fish, Lobster, Water-scorpion. 

Feet of Insects , &fc . — These may be examined as opaque 
objects when mounted on disJfe, or by transmitted light when 
placed in fluid or in Canada balsam ; the latter method is, 
perhaps, on the whole, the boost satisfactor y^ Remarkable 
examples of adaptation of structure to particular purposes 
will be found in the following list : — 


Blow-fly, 

Asilus, 

Diamond-beetle, 

House-fly, 

Bee, 

Dyticus marginalis, male, 

Drone-fly, 

Wasp, 

Acilius sulcatus, male, 

Saw-fly, 

Spider, 

Chrysis ignita. 

Hairs of Insects , 8fc. — These 

may be mounted either in 


fluid or in the dry way; in some spiders the hairs are branched; 
in the larvae of many insects they are covered with spines, and 
in the Crustacea they are provided either with spines, or are 
plumed very like a feather; some of the most interesting 
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specimens of the latter kind wfil be found upon the body and 
legs of all the crab tribe ; but upon the flabella or sweeping 
organs, which are situated within the branchial chamber the 
hairs present the greatest number of peculiarities ; they arc 
mostly scimetar shaped*, and provided with teeth-like pro- 
jections from the convex side, for the purpose of separating the 
lamina? of the branchiae 6ne from the other, in order to admit 

i 

water between them.* 'The remarkable structure exhibited 
in the minute hairs of the^larva of the Dermestes is shown at 
C, fig. 1, 2, 3, in plate 5 ; this, in the early days of achromatic 
microscopes, wqs considered as a “ test object,” and on this 
account has been retained and accurately represented. The 
most interesting specimens are mentioned in the subjoined 
list : — 

Acilius sulcatus, Dermestes larva, Lobster, flabella, 

J3(*e, Diamond beetle, leg, tail, 

Crab, claws, Gnat, wing, Sea-mouse, 

flabella, Hercules beetle, Shrimp, 

Crab (small edible), . Larva, Tiger-moth, Spider, 

flabella, Tussock-moth, Stag-beetle. 

. • « 

Parts about the Mouth of Insects , 8fc. — Some of these, such 
as the jaws of beetles and spiders, and the probosces of the 
Curculionidae, Require little or no preparation, and may be 
mounted on disc? and examined as opaque objects, whilst 
others, such as the probosces and lancets of flies and bees, will 
demand no sn^JJ, amount of skill, in order to display them to 
the best advantage ; wh#n thin and transparent, they should 
be mounted in fluid, but in balsam when they are thick and 
opaque. Previous to being mounted in the latter way, all 
specimens of the proboscis or lancets should be dissected 
whilst soft, and then laid out in a proper position upon a slide 
to dry ; as those that are taken from^ recent insects and placed 
in balsam immediately, generally make it appear milky. The 
list given below will contain the names of some of the most 
important varieties : — 

* Vide a paper by the author, “ On the Structure and Use of the 
Flabella,” in Vol. ii. of the Transactions of the Microscopical Society . 
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Ant, 

Asilus-fly, 

Bee, 

Blow-fly, 

Boat-fly, 

Bug, 

Chameleon-fly, 

Cicada, 


Cricket?, 

Empis-fly, 

Flea, 

Gna^ 

Hornet, 

House-fly, 

Ixodes, 

Proboscis- Moth, 


Proboscis-Butterfly, 

Rhingia, 

Saw-fly, 

Scorpion-fly, 

Spider, 

Tabanus, 

Tick, 

Wasp. 


Parasitic Insects . — These, when caught, should be placed in 
spirit and water, in order to kill them ; those that are very 
transparent may be mounted in fluid, thcj glycerine or 
Goadby’s solution will answer well ; some persons, however, 
prefer castor-oil for the same purpose. If the » specimens be 
very opaque, they may be dried and mounted in Canada 
balsam; some of the large kinds, such as the various species 
of Ixodes, with peculiar instruments for adhering to the skin, 
may be mounted on discs, and examined as opaque objects. 
The term Ejrizoa has been applied to this class of insects, in 
consequence of their being found on the exterior of animals, 
and in contradistinction to those occurring within, which are 
called Entozoa . The species of the former arc exceedingly 
numerous, and but few hitherto have bccyi described, scarcely 
any animal of the higher classes is free from them during 
some part or other of its existence. The subjoined list could 
be carried on almost ad infinitum , but it lias been deemed 
necessary only to include in it such specimens as exhibit some 
interesting points of structure. Those who wSJutd wish to see 
figures and descriptions of a great nuihber of species, should 
consult the Anoplurorum of Mr. Denny, a work devoted 
especially to the subject.* Some of the parasites are claimed 
by the entomologist as belonging to the class Insecta , which 
includes all thafr have six legs, whilst others, having eight, and 
commonly termed Acari , are included in another class termed 
Arachnida . In the present case such a distinction is not neces- 
sary ; they will, therefore, all be termed Parasites or Epizoa, 
and placed in alphabetical order : — 


Monographia Anoplurorum Britannia, by II. Denny. London, 1842. 
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Albatrofis, 

Boa, 

Bug, 

exuvia of, 

Cariama, 

Cat, 

Dog. 

paglc, 

Flea, Bat, 

Bed, 

Cat, 

Dog, 


Flea, Hedgehog, 

Mole, 

Guinea-pig, 
Horse, < 
Harvest-bug, 
•Orn ithorhy nclius, 
Partridge, 
peacock, 

Pediculi humani, 

rig, * 

Pigeon, 

Pheasant, 


Rabbit, 

Rook, 

Snail, 

Snake, 

Stork, 

Swallow, 

Tick of dog, 

ox, 

polecat, 

j sheep, 

Vulture, 

Water-rat. 


Some very minute insects, termed Aphides , are abundant 
on most plants^ the leaves of which they speedily injure and 
destroy; others again, to which the term Cynips has been 
assigned, are thp cause of certaifi excrescences on the leaves 
of plants and trees termed galls. The well known oak-apple 
is produced by an insect termed the Cynips quercus, a most 
exquisite object when examined by reflected light ; the same 
also may be said of the insect from the gall of the rose. In 
order to collect the Cynips from these structures, they Should 
be gathered when ripe, and placed in a box covered with 
gauze ; in a few days or weeks numbers of insects will escape 
from the gall ; from a single oak-apple hundreds have been 
known to makb their appearance, and, perhaps, only one in 
every six will exhibit beautiful colours, the others being 
black ; these may be rejected, as they exhibit no remarkable 
structure. coloured flies from 'galls of the following 

trees may be procured very readily, and are amongst the most 
beautiful of their kind : — 


Cynips of the ash, 

oak, 

rose, 

sycamore. 


Aphis of the geranium, 

hop, 

1 potato, 

» rose. 


Another tribe of minute insects is known by the name of 
Acari; of these the cheese-mite, with its eight legs, is the 
most familiar example ; generally speaking, these burrow into 
the soft parts, and are only occasionally found on the surface ; 
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one species is found peculiar, to the human subject, and 
others to particular animals. With the Acari may be noticed 
another parasite occurring in the sebaceous follicles, that in 
man being called the Entozdon folliculorum. The subjoined 
list will give the names of a few specimens of both kinds : — 

Acarus autumnalis (harvest-bug), Entozoon folliculorum (dog), 

— domesticus (cheese-mite), (horse), 

scabiei (itch-insect), — - (man). 

Method of obtaining the Acarus scabiei or Itch-insect . — 
Many persons having so often failed in procuring the Acari 
from the disease called itch , and those from the little black 
spots about the face, termed acnc, have been led to doubt the 
existence of these minute creatures; on this account it has 
been deemed necessary to give a few hints how they may be 
best obtained. In the case of the itch-insect, Acarus scabiei, 
the operator must examine carefully the parts surrounding 
each pustule, and he will generally find in the early stage of 
the disease a red spot or line communicating with it; this 
part, a?id not the pustule, must be probed, as it were, with a 
pointed instrument, and the insect, if present, turned but of 
its lurking place ; the operator must not be disappointed by 
repeated failures, as, in the best market? cases, it is often 
difficult to detect its haunts ; w^en found, the creature may 
be mounted in some of the preservative fluids, the glycerine, 
perhaps, will answer the best. , 

To obtain the Entozoon folliculorum , it iSHfecessary to 
choose some spot where the sebaceous follicles are very 
abundant — the forehead, the nose, and the angles between the 
nose and lips, being the regions that should be selected; if a part 
where a little black spot or a pustule is seen, be squeezed 
rather hard, the sebaceous or oily matter accumulated unna- 
turally will be forced out ; if this be laid on a slide, and a 
small quantity of oil be added to it, so as to separate the 
harder portions, the insects, in all probability, will be floated 
out ; after the addition of more oil, they may be taken away 
from the sebaceous matter by means of a fine-pointed sable 
pencil-brush, and transferred to a clean slide, where they may 
25 
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be covered over with thin glass, and mounted in the usual 
manner. The Entozoa are more abundant in the skin of some 
persons than of others, but there is rarely an instance where 
many black spots are seen abotit the face or forehead 0 from 
which they may not be .obtained after a careful search. 

Another species of Acarus, termed the A. autumnalis , or 
harvest-bug, is very common in the autumn; these insects 
crawl on the skin, and insinuate themselves into it at the 
roots of the hairs, where they occasion a 1 very painful 
irritation ; if these parts "be examined, a number of minute 
red spots will be seen, from each of which a reddish acarus 
of small size may be dislodged by means of a needle or other 
sharp-pointed instrument; this can be best seen in fluid, but 
the structure of the darker kinds may even be satisfactorily 
made out when mounted in Canada balsam. 

Another Acarus, and one which for very many years has 
been the great source of delight to young observers, is the 
A. domesticus , or cheese mite, this may be well shown 
cither as an opaque or a transparent object; as mites can be so 
readily met with alive, it is hardly necessary to nibunt a 
specimen as an object; if, however, such be required, the 
glycerine will be found the best fluid for the purpose. 

Scales of Insects .— These minute bodies, familiarly known 
as down, werd first discovered and described by Leeuwenhoek; 
in more modern «itimes, the lines on their surfaces have served 
as objects for testing the defining powers of single lenses, 
doublets, ai^acliromatic combinations. The scales having 
the greatest number ofjines in a given space, and, therefore, the 
most difficult to define, are accurately represented in plates 
6 and 7, and a full description of the same will be found under 
the head of test objects. In order to examine them to the 
greatest advantage, they should be mounted in the dry way 
after the plans described at page, 287, and exhibited by figs. 
192-3; the scales are readily removed from ' the wing by 
merely pressing the latter very gently upon an ordinary slide, 
or upon a piece of thin glass, to which they will adhere firmly; 
they may then be covered up and cemented in the manner 
previously described for dry objects, or as shown by figs. 192-3. 
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The scales from the wings* and bodies of the following 
insects will exhibit many varieties of markings, all of which 
may be employed as tests : — - 


Alucita hexadactyla, 
Curculio imperialis, 
Gnat, 

Ilipparchia janira, 
Lasiocampa quercus, 
Lepisma fcaccharina, 
Morpho Menelaus, 
Papilio Paris, 


Podura plumbea, 
Polyommatus Arion, 

Acis, 

Adonis, 

— Alexis, 

Argus, 

Argiolus, 

Tinea vestianella. 


Spiracles and Tracheae of Insects . — The method of preparing 
the tracheae and spiracles of insects has already Tbeen described 
at pages 330-1-2 ; they may be examined in situ in many of 
the parasitic insects, in others the aid of dissection is neces- 
sary for their due display. It must be borne in mind, that if 
they be mounted in balsam they show best when full of air. 
The following larva) and perfect insects will exhibit the 
tracheae and spiracles in a very beautiful manner : — 


Spiracles . 

Bee, 

Blow-fly, 

Centipede, 

Cockchafer, 

Dyticus, 

Larva of blow-fly. 
Wasp, 


Tracheae . 

Blow*fly, 

Centipede, m 
Chameleon-fly, 
Larva of # cockchafer, 

dyticus, 

££• ^motli, 

silkworm. 


Stings . — All the apparatus by which the poisonous matter 
is secreted, and the ducts by which it is conveyed to the sting, 
as well as the sting itself, are best shown in fluid ; but as the 
dissection of thfcse delicate parts requires such considerable 
care, the plan of drying, and then mounting them in balsam, 
is more commonly practised ; the subjoined list will point out 
the best insects for the purpose : — 

Bee, Ichneumon fly, 

Hornet, Wasp. 

25* 
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Stomachs . — In some insects, =such as the bee, the ramifica- 
tions and anastomoses of delicate tracheae may be shown upon 
the thin walls of this viscus ; in others, the glandular struc- 
ture of the organ is well seen, whilst, in a few, the triturating 
apparatus, or gizzard, situated at that part of the junction of 
the stomach with the intestine, called the pylorus, may be 
well- exhibited. The insects named below will show all 
these parts to advantage, and are, therefore, the best for 
dissection : — 

Bee, Cricket (common), Staphylinus, 

Blow-fly, Mole-cricket, Stag-beetle, 

Cockroach, Dyticus marginalia, Wasp. 


Besides the parts of insects just given in the classified lists, 
there are other important organs that require a separate 
mention, such as the ovipositors of various flies, the spinnerets 
of spiders, the jaws of the locust, and other orthoptera, 
together with many remarkable structures that will fall in 
the way of the minute dissector. The insects in which the 
ovipositor can be well seen will be here enumerated, Sa well 
as some other parts of the saihe interesting class of animals, 
that will amply repay a careful examination and dissection: — 


Ovipositor Cicada, 

Cynips querctis,{ 

drone -fly, 

field-cricket, 

1 Ichneumon, 

saw-fly^ 

Spinneret of spider, 


Web of Clubiona atrox, 
Jaw of locust, 

house-cricket, 

mantis, 

Drum of cicada, 

File of cricket, 

grasshopper. 


PREPARATIONS FROM THE HIGHER ANIMALS. 

Blood .* — To examine this vital fluid, it is necessary to place 
upon a glass slide a small drop recently taken from the 

* Those who may wish to learn the comparative sizes of the blood 
corpuscles in the vertebrate animals, should consult the valuable table of 
Mr. Gulliver, published in the CLII. Number of the Proceedings of the 
Zoological Society . 
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animal ; a cover of mica, or of the thinnest glass, should be 
laid over the drop, which is then ready to be viewed with the 
highest powers. If it be required to reserve a specimen for 
future examination, a very small quantity should be spread in 
the thinnest possible layer upon a glass slide ; this last is then 
to be passed rapidly backwards and forwards through the air, 
so as to dry the blood as quickly as* possible, when theVliscs 
or corpusclqp will be found to b#ve altered but little in shape ; 
in order to prevent the preparation from being injured, or 
even rubbed off, a cover of the finest glass should be laid over 
it, and cemented down in the manner described at page 285 ; 
a specimen so mounted may be kept for years. The following 
vertebrate animals will exhibit the most marked peculiarities, 
the corpuscles being larges^in reptiles and fishes and smallest 
in birds and mammals : — 


Fishes . 

Reptiles. 

Mammals . 

Eel, 

Crocodile, 

Camel, 

Perch, 

Frog, 

Dromedary, 

Shimon, 

Green lizard, 

Elephant, 

Skate. 

Newt,# 

Goat, 

Birds . 

Siren, 

Hedgehog, 

Slow -worm, 

Man, 

Common fowl, 

Snake, 

Mouse, 

Goose, 

Toad V| 

Napu musk-deer, 

Ostrich, 

Tortoise. 

£keep, 

Swallow. 

Turtle. 

Sloth (two-toed). 


Bone . — The structure of the osseous skeleton of animals 
can only be satisfactorily examined l5y thin sections, made in 
different directions, and ground down, polished, and mounted, 
according to the directions given at page 297 ; ifj however, it 
be merely required to view the shape of the bone cells in 
fossil bones, sftiall thin chippings, mounted in balsam, will 
suffice. In. order to obtsfln a good general idea of the struc- 
ture of bone in the vertebrate classes, specimens, cut hori- 
zontally and vertically, should be obtained from the following 
animals : — ft 
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Fishes. 


Reptiles . 

Cod, 


Boa (vertebra), 

Conger-eel, 


(rib). 

Eel, common. 


Crocodile, 

Flying-fish, 


Frog, 

Lepidosteus, 


Menopome, 

scale 


Newt, 

Ray (spine), 


Siren, 

Shark (vertebra). 


Snake, 

Silurus (spine), 


Toad, 

Sturgeon, 


Tortoise, 

Sword-fish (sword), 


Turtle, 

Turbot, spipe. 


Carapace. 

Birds . 

Mammals . 

Albatross, 

Bat, 

Lion, 

Common fowl. 

Camel, 

Mouse, 

Ostrich, adult, 

Elephant, 

Ox, 

young, 

Horse, 

Rhinoceros, 

Penguin, 

Human, adult,. 

Stag, 

Swallow. 

foetal, 

Whale. 


Specimens may be taken from the crania of small animals 
so thin/ that they will require ho grinding at all ; these may 
either be mounted dry or in fluid; even in larger animals 
portions of the ethmoid bone will often require no prepara- 
tion, being sufficiently transparent for all purposes of exami- 
nation. « 

Besides the above described, specimens of recent bones, 
there are oth&^found in the fossil state that, when cut and 
polished, will exhibit their intimate structure as well as the 
fresh specimens; they are generally prepared in the same 
manner as the fossil woods before noticed ; others, when very 
opaque, may be entirely mounted in balsam. The subjoined 
list will afford the names of a few animals in which the most 
interesting structures may be found : — 


Bear, 

Dinornis, 

Elk, 

Hippopotamus, 

Hyaena, 


Icthyosaurus, 

Iguanodon, 

Mammoth, 

Mastodon, 

Man, 


Plesiosaurus, 
Pterodactyle, 
Rhinoceros, 
Whale — rib, 
ear-bonc. 
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Teeth . — Like bone, these •require to be made ‘ thin and 
polished, in the manner described at page 301 ; but the 
operation is very difficult, as the majority of teeth are sup- 
plied with a coating of enamel of flinty hardness. As there 
are three distinct elements, viz., the cement, the ivory, and 
the enamel entering into the formation of most teeth, it will 
be necessary that the sections be made in many directions, in 
order to arrive at a true knowledge of the formation of each. 
In the following list will be given the names of a few of the 
animals whose teeth exhibit some well marked points of 
structure : — 


Fishes. 

Reptiles. 

Dugong, 

Cat-fish, 

Alligator, 

Elephant, 

Cod-fish, 

Bofl, 

Fox, 

Conger-eel, 

Crocodile, 

Horse, 

Common eel, 

Iguana. 

Human, adult, 

Halibut, 

* 

fcetal, 

Lepidosteus, 

Mammals. 

Hyaena, 

Myliobates, 

Armadillo, 

Kangaroo, 

Carrot-fish, 

Ass, 

Lion, 

Pike, 

Bear, 

Mouse, 

Pike-Barracuda, 

Beaver, 

Ox, 

Shark, C arch arias. 

Boar, 

Rat, 

Lamna, 

Cat, 

Sheep, 

Saw-fish, 

Deer,- 

*Tiger, 

Wolf-fish. 

Bog, 

Whale. 


Fossil Teeth. — These, like the fossil woods^iM bones before 
named, may be mounted on slides* with or without being 
covered with Canada balsam ; many of them, however, differ 
but little from the recent specimens, but those of extinct races 
of animals exhibit some very remarkable peculiarities, and 
should, in all eases, be carefully examined, as from the struc- 
ture of a tooth alone, the class of an animal has more than 
once been determined. Those who would wish to enter 
minutely into the examination of recent and fossil teeth, 
should consult the ^ admirable Odontography of Professor 
Owen. A few interesting specimens of the teeth of different 
animals are here enumerated : — 
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Bear, Icthyosaurus, Myliobates, 

Dendrodus, Lahyrinthodon, Plesiosaurus, 

Hyaena, Mastodon, Shark (many spqpies). 

Shell . — The structure of shell has only lately attracted the 
attention of microscopists, but since the year 1842 the subject 
has been scientifically investigated by Mr. Bowerbank and 
Dr. Carpenter ; to the latter gentleman, more especially, we 
are indebted for several valuable papers in the Transactions of 
the British Association , to which the author would beg to refer 
those who may wish to enter fully into the subject. The 
method of preparing these interesting structures for examina- 
tion has already been detailed at page 302, it now only remains 
to give a list of the genera and species that should be selected, 
in order to exhibit the principal peculiarities in structure, as 
described by Dr. Carpenter ; these are as follow : — 


Anatina olen, 
Anemia epliippium, 
Avicula margaritacea, 
Etheria, 

Gervillia, 

Ilaliotls splendens, 
Hippurite, 


Luna scabra, 
Lingula anatina, 
Malleus albus, 
Mya arenaria, 
Ostrea edulis, 
Perna ephippium, 
Pinna squamosa, 


Pinna marina, 
Pinna nigrina, 
Pinna, fibres of, 
PleurorhynchuD, 
Terebratula, 
Trigonia, 

Unio occidcns. 


Besides the structure of the shells of the molluscous animals 
before enumerated, there are others belonging to the classes 
of Echinodprmata, Crustacea, and Cephalopoda, that require a 
separate menij^y thin sections of these, in different directions, 
are prepared in the same c manner as those of shell, which they 
have been said somewhat to resemble in their minute struc- 
tural arrangements. The most interesting varieties are men- 
tioned in the following list : — 


Belemnite, 
Cidaris, spine, 
Crab, red part, 

black part, 

Cray-fish, 


Cuttle-bone, 
Echinus, spine 

shell, 

Encrinite, 

Lobster, 


Pontacrinite, 

Prawn, 

Shrimp, 

Spatangus, 

Star-fish. 


The structure of the spines of the Cidaris, and many other 
species of Echinus, are some of the most beautiful objects 
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that have yet been exhibited*by the microscope ; they are so 
very brittle, that the greatest c^re is required in grinding 
thern down ; the method described in page 303 for delicate 
specimens of bone and teeth, should be the one adopted ; and 
to preserve them from injury, and at? the same time to display 
all the peculiarities in their arrangement, they should be 
mounted in Canada balsam; sortie of the very minute colfyired 
spines from # small species of Ecljini are interesting subjects for 
examination when laid flat in balsam, without any previous 
preparation. Transverse sections are the best for exhibiting 
the cellular arrangement ; the longitudinal dg not show much 
more by the microscope than can be seen by the naked eye. 

In all the shell structures, in order to Understand the 
arrangement of the animal matter, one or more sections in each 
direction should be subjected to the decalcifying process, as 
described in page 303, the acid employed being the hydro- 
chloric, diluted with forty times its bulk of water. 

Scales of Fish . — These dermal appendages may be divided 
into ^wo classes ; first, into those that am made up of a horny 
material, such as in the salmon and caij) ; and, secondly, into 
those whose structure is true bone. The scales of the majority 
of fishes belong to the first class, but 'jery few species now 
remain of the second class, almost all are ex^nct ; the Lepi- 
dosteus, or Bony -pike, of No’|th America, the Sturgeon, and 
Paddle-fish, being the most familiar examples. A knowledge 
of the form and structure of seales, like that of teeth, has, by 
the labours of M. Agassiz, been shown to aliorl? an unerring 
indication of the particular class to wRich any fish may belong; 
in fossil fish, the application of this principle has been attended 
with extraordinary results. By Agassiz, the scales have been 
divided into four orders, named Placoid , Ganoid \ Ctenoid , and 
Cycloid; in the first two, the scales -are more or less coated 
with enamel, whilst in tfe others they are of a horny nature. 
To the Placoid order belong the cartilaginous fishes, whose 
skins are either entirely or partially covered with small prickly 
or flattened spines, as Jn the skates, dog-fish, and sharks. Of 
the Ganoid order, once the most numerous, only a few living 
representatives, such as the Lepidostcus, Polypterus, and 
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Sturgeon remain, the others are ‘found in the fossil state alone ; 
their scales present a true bony structure. The Ctenoid scales 
are notched like the teeth of a t comb on their posterior or 
attached borders, the perch and basse are excellent examples, 
whilst to the Cycloid belong those fish whose scales are more 
or less laminated and circular, the majority of our edible fish, 
suc^Tas the carp, roach, fealmon, herring, &c., afford familiar 
illustrations of this ordef. The method of mounting scales of 
various kinds for microscopic examination, is generally in the 
dry way, either on discs or between glasses, the former method 
is the best for Ijiose to be viewed as opaque objects, the latter 
as transparent ones. Their structure, however, is best seen 
in fluid, when* many of them will form splendid objects for 
polarized light, for this purpose they may even be mounted in 
balsam. Fragments of fossil scales of fish are best prepared 
in the latter way ; these may generally be obtained from 
nodules of flint, found in particular localities. According to 
the author of the work entitled Microscopic Objects , “ those 
from the gravel drifts at Gillingham, in Surrey, and thg flint 
nodules in the chalk between Gravesend and Rochester,” 
seldom fail, when broken into flat pieces, to yield an abundant 
supply. A few of /he most striking examples of the four 
orders will be fpund in the subjoined list : — 


Placoid. 

Dog-fish, 

Ray (<flpi*e), 

(shagreen), c 

Shark, Squalus galens, 

Hammer-headed, 

Port Jackson. 

Ctenoid. 

Basse, 

Perch, 

Pike — Barracuda, 

Pope, 

Weaver-fish. 


Ganoid . 
Hassar-fish, 
Lepidosteus, 
Polypterus, 
Sturgeon. 

Cycloid. 

Blenny, 

Carp, 

Conger-eel, 
Eel, commdn, 
Herring, 
Roach, 
t Salmon. 


The scales of the eel tribe arc amongst the most remarkable 
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that can be selected for mfcroscopic examination; many 
persons consider that these fish are without scales* in conse- 
quence of their being firmly imbedded in a thick epidermal 
mucus; in order* therefore* to procure them* a sharp knife 
must be passed underneath the epideimal layer* and a portion 
of this raised in the same manner as was described for tearing 
off the cuticle of plants ; after softie trials a few wiM be 
detached; they are of an oval figure, rather softer than 
the scales o? other fishes* and in some parts of the skin do not 
form a continuous layer. When the skin has been stripped 
off, previous to the fish being cooked, the, scales may be 
obtained from the under surface* by tearing them away either 
with a knife or pair of forceps. The scales of the Viviparous 
Blenny are of a circular figure* and situated under the 
epidermal layer ; they have been described by Mr. Yarrell as 
mucous glands* in consequence of their figure and the small- 
ness of their numbers. The surface of the skin of this fish, 
when fresh* appears covered with follicles; if, however* a 
knife be passed underneath one of these, a delicate circular 
scale will be removed. A portion of the skin, when dried, 
will exhibit the scales to great advantage, and* like those of 
the eel* they form beautiful objects for pplarized light. 

Hairs . — These are very readily obtained from all the higher 
animals* their presence even jnay be detected in the whale 
tribe when young. The smaller kind of haiA may be mounted 
cither dry or in fluid ; when of a dark colour, Canada balsam 
is to be preferred; to obtain a satisfactory vieW bf the struc- 
ture of large hairs and spines, horizontal and vertical sections 
should be made by the machine described at page 307. Pre- 
vious to being mounted* the hairs should be perfectly cleaned, 
as more or less greasy matter is always present about them, 
ether should be employed as the cleansing fluid, the hairs 
being made dry by pressing them between folds of blotting- 
paper. Care should be taken to select both the hair and the 
wool from each animal* as they differ materially in their 
structure, the finer kjpd* or what is known as wool, being 
endued with the property termed felting , which property varies 
in different species of animals* that of the beaver and nutria 
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possessing it in the highest debtee. All hairs are composed 
of an aggregation of epithelium cells, and the colour depends 
upon the quantity of pigment deposited in or about each* cell ; 
on this account, some of the most delicate have been used as 
test objects , specimens of which are figured in Plate V., and a 
description of each given in the chapter devoted to that 
subfect. Hair is employed ’in most cases as a protective 
coating, in others as an 'organ} of touch, whilst in a still fewer 
number, when occurring ip the shape of spines, it serves the 
purpose of a weapon of defence ; of this latter, the horn of the 
rhinoceros, the; quills of the porcupine, the spines of the 
Diodons, arc familiar examples, they, like scales and 
feathers, being modifications of the dermal skeleton. The 
minute structure of the hairs of , different species of the same 
genus or family is so constant, that a practised eye can readily 
discriminate between them; several valuable papers on this 
subject have been published by Mr. Busk, in Yols. I. and II. 
of The Microscopic Journal. A list of many remarkable hairs 
of insects and Crustacea has already been given at page 382. 
The following animals will exhibit the most characteristic 
specimens that may be obtained from the vertebrate classes: — 


Ant-eater, 

Bat (various spfecies), 
Bat, Indian, , 
Beaver, 

Dormouse, 

Echidna, 

Elephant (T.S.), 

Elk, 

Hare, 

Hedgehog (spine of), 


Human, 

(foetal), 

(T.S.), 

Mole, 

Mouse, common, 
Mouse, shrew, 
Mouse, white, 
Musk-deer, 
Nutria, 

Opossum, 


Ornithorhynchus, 

Otter, 

Porcupine (quill), 
Rabbit, 

Rein-deer, 

Seal, 

Squirrel, 

Tiger (whisker), 
Walrus (whisker,), 
Water-rat. 


* In addition to the cuticular appendages above noticed, there 
are others that, although not strictly belonging to the series 
of hairs, are, nevertheless, composed like them of a horny 
material; in this list may be included the various kinds of 
horns, hoofs, scales, quills, and whalebone; all these will 
require to be cut into thin transverse and longitudinal sections 
by the machine ; the darker specimens should be mounted in 
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balsam, the transparent ones, dry ; they all exhibit more or 
less of a cellular structure, and are objects of great beauty 
when examined under polarized light : — 


Horn — Antelope, 

„ Ibex, 

„ Ox, 

„ Rhinoceros, African, 
„ Ditto, Indian, 

„ Sheep. 

Hoof— Ass, 

„ Camel, 

„ Elephant, 

„ Horse, 

„ Ox, 


Hoof — Rhinoceros, 

„ Sheep. 

Quill — Cassowary 
„ • Duck, 

„ i Eagle, 

„ Goose, 
f, Turkey. 

Whalebone — Great whale, 
„ Piked whale. 

Scales — Pangolin, 

„ Turtle. • 


Skin . — In order to understand fully the parts which hair 
and feathers play in the economy of vertebrate animals, it is 
necessary to become acquainted with the structure termed 
skin, in which they grow. Their purpose, in the majority of 
cases, is evidently protective ; in birds, however, many of the 
feathers, especially those of the wings and tail, are employed in 
flight, whilst the spines of the* porcuphie and hedgehog arc 
weapons of defence, and the whiskers of the tiger, cat, and 
other carnivora are organs of touch, and as such are endued 
with both blood-vessels and nerves, which are distributed upon a 
highly organized pulp, like that of the dteeth. In some 
animals, such as fish, the skilly is not very vascular, whilst in 
the mammalia* and, perhaps, in the human stS^j^t, it attains 
the highest state of organization. Th$ hairs which grow from 
the skin are developed from the cuticular layer, and are 
clothed with a horny epidermis; in those skins where the 
sense of touch is very acute, the hairs are absent, their place 
being supplied^ by highly vascular papillae, which, in some 
instances, are covered witji horny matter, in the shape of nails 
and hoofs, fir are merely invested with a delicate epithelial 
layer, as in the case of the lips and mouth. The skin 
perfonhs a function in the animal ^economy second only in 
importance to that of fhe lungs, and for the purpose is supplied 
with ar very rich capillary net-work, and also provided with 



398 


MANIPULATION. 


two or more sets of glands, one for secreting the perspiratory 
fluid, the other an unctuous or sebaceous matter, for lubri- 
cating the skin itself, which last is poured out generally at the 
roots of the hairs, hence the anatomy of the skin presents to 
the inicroscopist an immense field for diligent investigation. 
Taking the human skin as an example, we should commence 
the * study with vertical* sections, made through parts sup- 
plied both with hair and papillie ; the perspiratory glands are 
best seen in that of the soles of the feet and J)alms of the 
hand; the sebaceous glands, on the contrary, should be 
examined in parts about the face or chest, where hairs are 
numerous ; these latter sections will also suffice for showing 
the roots of the hairs, and the hair follicles as well. The 
capillary net-work of the true skin may be seen in injected 
specimens when the cuticle has bfccn removed, which will often 
require the aid of maceration for the purpose; if the skin 
be that of a black man, care should be taken in the removal 
of the cuticle, as in it may be examined the rete mucosum , or 
coloured layer, which consists of a series of minute hexagonal 
cells, containing pigment. The same structure may be seen 
in the skins of animals’ whose hairs are black ; for this purpose 
the lips of a black kitten, when injected, should be selected, as 
in them the mode of growth of the young whiskers, their 
copious supply of blood-vessels^ and nerves, and various other 
points of interest, ‘may be observed. In fishes, the only parts 
of the skin generally prepared ag microscopic objects are those 
more or less fftVtred with scales, hence may be seen, in various 
lists of preparations, theckin of the sole and shark ; in reptiles, 
also, we have the skin of the snake, boa, and some lizards, 
whilst in birds, except when injected, the skin offers but few 
points worthy of examination besides the feathers. In man 
and the higher mammalia, the complicated apparatus of glands 
and papillae are best examined by vertical sections ; but in 
order to render the skin sufficiently firm for the* purpose, it 
should have been previously hardened in a saturated solution 
of carbonate of potash, or in strong nitric acid. The hair 
follicles and sebaceous glands are easily shown, but to display 
the sudoriferous glands is no easy matter, as rarely will a 
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specimen of akin be found thgit will exhibit them and their 
spiral duct in the whole of its course through the dermal and 
epidermal layers; it is by far better to try the skins of 
a number of persons, and select the one that shows them the 
best, than to waste time by cutting a series of slices from 
any one specimen. The papillae are best shown in the extremi- 
ties of the fingers and toes, when iryected ; the cuticle ^liich 
invests them should also be mounted up as an object witlf its 
attached or papillary surface uppermost, as in this the grooves 
for their lodgment, together with the openings of the sudori- 
ferous glands, can be well seen. The following list will 
include a few of the most important specimens : — 

Vertical Sections. Frte Surface. 

Ass (corn), Man (axilla), Man (face), 

Bear (sole of foot), (Negro), (lips), 

Cat (upper lip), Pig, (tips of finger), 

Dog (upper lip), (snout), (cuticle of finger), 

Kitten (upper lip), (ungual phalanx), (back of finger), 

Man (sole of foot), Porpoise (witli cuticle), (cuticle of finger), 

; (palm of hand), (without cuticle), • (Negro), 

(scalp), Tiger (upper lip), Newt, 

(face), (whisker injected). (cuticle).' 

Eyes . — There are many objects of gr<?at interest that may 
be obtained from the eyes of various animals, Especially when 
injected ; amongst these may ?>e enumerated the structure of 
the crystalline lens, the pigment, the ciliary processes, the 
retina, and the membrane of tlacob; but asEbc^reater num- 
ber of specimens cannot be well preserved, so as to show their 
characteristic peculiarities, the present list will only include 
those which do not alter by any of the different modes of 
mounting. The structure of the crystalline lens in fish is best 
seen after the lens itself has been hardened either by drying, 
by boiling, or by long maceration in spirit; after having 
peeled off Ae outside, the more dense interior will be found 
to split up into concentric laminae, and each lamina will also 
be found to be composed of an aggregation of toothed fibres ; 
these are best seen wfien mounted in fluid, but if dyed, they 
will show very well in balsam. The pigment is easily 
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obtained by opening a fresh eyq under water, it may then be 
detached as a separate layer, and portions of it floated on 
glasses to dry, after which they may be mounted in balsam. 
The ciliary processes are best seen when injected; they sHbuld 
be mounted in a convenient form of cell, with fluid, and 
viewed as opaque objects, with a power from thirty to 
forty 4 diameters. The rqtina should be examined in a very 
fresh eye between glassps, and a little serum or aqueous 
humour added, to allow the parts to be well displayed; but 
water must be avoided, as the nervous matter will be found to 
be considerably altered by it ; the membrane of Jacob will 
also require the same precautions to be adopted, but the 
vascular layer of the retina, when injected, may be well seen 
after having been dried. The following list will give the 
names of a few of the eyes from winch the most striking speci- 
mens may be obtained : — 


ry processes. 

Crystalline Lens. 

Pigment. 

Retina. 

Cat, 

Cod, 

Eel, 

Eel, 

Dog, 

Eel, 

Frog, 

Frog, ^ 

Horse, 

Herring, 

Horse, 

Horse, 

Ox, 

Gold-fish, ' 

Man, 

Ox, 

Seal, 

Sole, 

Ox, 

Rabbit, 

Tiger, 

Turbot. 

Sheep, 

Sheep. 


Muscular Fibre . — The mode of preparing this highly in- 
teresting tissue has already been given at page 329, it only 
remains in this jdace to add a lLt of the animals from which 
the most instructive preparations may be procured. The 
capillary vessels of musclfe, as stated at page 330, may be seen 
in the thin muscles of the eyes of birds and small mammalia, 
but they are best studied after injection : — 


Blow-fly, 

Cod, 

Fowlj. 

Cricket, 

Eel, 

Ostrich, 

Dyticus, 

Salmon, 

Swallow,. 

Lobster, 

Skate, 

Deer, Napu Musk, 

Shrimp, 

Frog, 

Elephant, 

Oyster, 

Newt, 

Man, 

Snail, 

Siren, 

' Pig. 

Terebratula, 

Snake, 

Wiale, 
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The above list includes only* muscular fibres of the striped 
kind, or what are termed voluntary, in contradistinction to 
others which are unstriped or involuntary ; amongst the latter 
class, however, are generally mentioned the fibres of the 
heart in different animals; although these have transverse 
stria?, the organ itself, nevertheless, is an involuntary one. 
The muscular coat of the entire alimentary canal, with* the 
exception of the upper part of the oesophagus, is wholly sup- 
plied with involuntary fibres, and from any part of the tract 
specimens may be taken. The fibres, with the exceptions 
above noticed, differ from those of voluntary muscle, in being 
much smaller, and also in the absence of striae. The subjoined 
list will give the localities of both kinds. 


^Esophagus, upper part, 

middle, 

cardiac end, 

Stomach, great end, 

pylorus, 

Duodenum, 


Ileum, 

Caecum, 
Rectum, 
Heart, human, 

ox, 

.turtle. 


Nearly allied to involuntary nfuscular fibre, is a fibrous* tissue 
termed the yellow or elastic ; this is often found in connection 
with another finer and less elastic, and called, from its colour, 
the white fibrous tissue; a mixture of the twb is known to, 
anatomists as the areolar tissue, and is largely used in the 
animal economy; it forms a support for all the vessels, nerves, 
and muscles, from either of which it may be Sleiiy procured ; 
the yellow tissue is found nearly in a*i isolated condition in 
the ligamentum nuchm of the necks of some animals, especially 
those of the ruminating tribe ; it also enters largely into the 
formation of the intervertebral discs ; a portion of the liga- 
ment from the neck of the sheep or calf, even after boiling, 
will exhibit the elastic fibres exceedingly well ; they are of 
nearly uniforfti size, generally curled at their extremities, and 
of a yellowish colour. The following animals will show both 
these tissues to the best advantage : — 


26 
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Areolar tissue. 
Cat, 

Dog, 

Man, 

Rabbit, 

Slieep. 


Yellow Elastic tissue . 
Lig. nuchae of giraffe, 

ox, 

sheep, 

Rings of trachea man, 
Elastic coat of arteries. 


The muscular coat of *arteircs is composed of a tissue very 
like the yellow fibrous above described ; it may be very easily 
procured if an artery be cut across transversely, and the cen- 
tral or thickest part selected and separated into as fine fibres 
as possible by means of the needle-points. If any of the above 
tissues are required to be kept, they should be mounted in 
fluid, the spirit and water, or the creosote liquid, will be found 
to be the most useful for the purpose. 

Mucous Membrane . — Continuous with the skin, or outer 
tegument of the body, is the membrane termed mucous, which 
forms the investment of all the internal parts, as the skin 
does of all the external, and is even continued through the 
ducts of all glands, Jiowever complicated, that open upon any 
part of the surface. This membrane has two surfaces, one 
free and superficial, the other attached or parenchymal ; the 
former is covered with a layer of particles or cells termed 
epithelium , which, according to their situation, and to the 
office they perform, are divide^ into three varieties, the scaly, 
the prismatic, and the spheroidal; of these, the two last kinds 
are sometimes provided with t vibratile cilia i the latter, or 
under surfat!L,^is supported upon a submucous areolar tissue, 
in which both the blood vessels and nerves ramify, but do not 
in any case enter the mucous membrane. Of all the valuable 
discoveries made by the microscope in minute anatomy, none 
can at all equal in importance that by which a true knowledge 
of the structure of the mucous membranes ha$ been obtained, 
for these very important results we are mainly indebted to the 
labours of Henle and Bowman; the latter gentleman has divided 
them into two parts, viz., the basement membrane and 
epithelium; the name of basement membrane has been given 
to the tissue upon which the epithelium rests, and which 
forms the basis of the strength and cohesive power that mucous 
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membrane possesses; in itself tt is structureless, but of various 
degrees of thickness in different parts, and cither it or the 
epithelium is always present where mucous membrane may 
be said to exist. When the skin is compared accurately with 
mucous tissue, they will both be found to be parts of one 
expanded membrane, with certain modifications, according to 
the office which each is destined tef perform; the epithelium 
of skin is the cuticle or epidermis, but the basement membrane, 
though present, is not easily shown, except where the surface 
is raised into papillae. The mucous membrane, and its three 
kinds of epithelium, form by far the largest proportion of the 
preparations which the anatomist will find necessary to 
examine, and the same, when its capillary system is injected, 
becomes one of the most beautiful of any of the classes of 
microscopic objects. 

The Epithelium , as has been already stated, consists of three 
varieties, viz., the scaly, the prismatic, and the spheroidal. 
The first kind is seen most largely developed in the skin, 
where it forms the cuticular layer ; detached scales may be 
obtained from the inner side of the mouth, or viewed in 
situ on the transparent web ot* the frog’s foot, and the entire 
structure of horns, hairs, hoofs, feathers^ and other cuticular 
appendages is made up of it. The prismatic, or, according 
to Dr. Todd, the columnar is abundant throughout the stomach 
and intestines, and even the lungs; each •prism is attached 
end ways to the basement membrane, and is united to its 
fellows by the sides, so that they form a layer, the 

thickness of which depends upon th« length of each prism ; 
the attached extremity is generally pointed, the free one wide 
and flat ; this latter, in some parts, is provided with vibratile 
cilia ; the best situation for the examination of these is the 
villous surface pf the small intestine of animals ; if the ciliary 
movement is desired to be viewed, the upper and back part of 
the Schneiderian membrane, or some portion of the respiratory 
tract, may be selected, as in these spots the prisms are clothed 
with cilia, and may be f observed in rapid movement some little 
time even after the death of the animal. The third variety, 
or spheroidal , is to be met with in all glandular structures ; 

26 * 
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and so constant is its presence in them, that the name of 
glandular has often been applied to it. The parts in which it 
may be readily examined are the tubes of the stomach # and 
kidney ; the secreting structure o\' the liver is also made up of 
it. In the two former situations, the basement membrane, 
upon which the epithelium rests, can be very well seen ; but 
in the, liver, where the cells are most abundant, it cannot be 
detected. • 

The movement of the cilia was known to the old microsco- 
pists, even as far back as the days of Leeuwenhoek, and from that 
time up to the present lias always been viewed with wonder 
and amazement ; it was first discovered in the infusoria, and 
afterwards in some of the small molluscous animals ; in more 
modern times it has been detected in all the higher classes, up 
to man himself. Those who would wish to obtain accurate 
information upon the subject of cilia, should consult the 
articles “ Cilia” and “ Mucous Membrane,” in the Cyclopcedia 
of Anatomy and Physiology. 

Method of Viewing the Ciliary Movement. — If the roof of the 
mouth of a living frog be scraped with the end of a scalpel, 
and the detached mucous matter placed on a glass slide, and 
examined with a power of two hundred diameters, the ciliated 
epithelium celk may be well seen ; when a number of these 
are collected together, the movement is effected with apparent 
regularity; but in 'detached scales, it is often so violent, that the 
scale itself is whirled about in a similar manner to an animal- 
cule provide ^vith a locomotive apparatus of the same 
description, and has frequently been mistaken for such. The 
animals more commonly employed for the examination of the 
cilia are the oyster and the mussel, but the latter is generally 
preferred. To exhibit the movement to the best advantage, 
the following method must be adopted : — Open carefully the 
shells of one of these mollusks, spilling as little as possible of 
the contained fluid ; then, with a pair of fine scissors, remove a 
small portion of one of the gills (branchiae), lay this on a slide or 
the tablet of an animalcule cage, and add to it a drop or two of 
the fluid from the shell, and, by means of the needle-points, 
separate the filaments one from the other, cover it lightly with 
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a thin piece of glass, and it*is ready for examination. The 
cilia may then be seen in several rows beating and lashing the 
wat^r, and producing an infinity of currents in it. If fresh 
water, instead of that from the shell, be added, the movement 
will speedily stop, hence the necessity of the caution of pre- 
serving the liquid contained in the shell. To observe the 
action of any one of the cilia, aftd its form and structure, %ome 
hours shoul$ be allowed to elapse after the preparation of the 
filaments above given, the movement then will have become 
sluggish ; if a power of four hundred linear be used, and that 
part of the cilia attached to the epithelium, scale carefully 
watched, each one will be found to revolve a quarter of a 
circle, whereby a “ feathering movement” is effected,* and a 
current in one direction constantly produced. In the higher 
animals, the action of the cilia can only be observed a short 
time after death. In a nasal polypus, when situated at the 
upper and back part of the Schneiderian membrane, the cilia 
may be beautifully seen in rapid action some few hours after 
its removal ; but in the respiratory and. other tracts where 
ciliated epithelium is found, jt woul<J be almost impossible 
ever to see it in action, unless the body were opened imme- 
diately after death. In some animals, may be seen in the 
interior of the kidney, as was first discovered ]jy Mr. Bowman 
in the expanded extremity of % tubule surrounding the plexus 
of blood-vessels forming the so-called Malpighian body; in 
order to exhibit the ciliary action, the kidney is to have a few 
very thin slices cut from it,* and these are uT^e moistened 
with the serum of the blood of the sime animal, the vascular 
and secreting portions of the organ may then be seen with a 
power of two hundred diameters, and also the* cilia in the ex- 
panded extremity of each tube, as it passes over to surround 
the vessels ; tte epithelium of the tubes themselves is of the 
spheroidal of glandular character. Since Mr. Bowman’s dis- 
covery, the phenomenon has been witnessed in other animals 
in the same situation. 

The Basement Membrane, as before described, is structure- 

* See a paper by the author, in Vol. II. of Transactions of the 
Microscopical Society. 
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less, and not supplied in any way with vessels; the best places 
for viewing it are the tubes of the kidney and stomach, 
and the villi of the small intestine in the skin and other smooth 
surfaces, its presence cannot be so satisfactorily made out. 
The examination of mufcous surfaces and glands, although 
conducted with great care by some of the earliest microsco- 
pist^/did not much advafice the knowledge of their minute 
structure, as the instruments ^employed for the purpose were 
not suited for very accurate or minute investigation. The 
principal point arrived at by them was the arrangement of 
the capillaries, for as long ago as 1736 the art of injecting 
the minute blood-vessels, which was discovered by De Graaf, 
in the year 1668, had been brought to such a high state 
of perfection by Iiuysch and Lieberkuhn, that the fame 
of their productions already extended throughout Europe. 
But however much anatomists had made out by rough dis- 
section and maceration, it might be said with truth, that 
nothing beyond the arrangement of the vessels was satisfac- 
torily known until the time of Boehm, Boyd, and Ilenle ; to 
the latter distinguished anatomist we are chiefly indebted for 
our knowledge of the structure known as epithelium. By 
new modes of examination and dissection, as well as by sub- 
mitting very tjiin vertical and other sections to the high 
powers of the achromatic compound microscope, has our 
present accurate understanding of the structure of mucous 
membranes and glands been obtained. The methods to be 
adopted for ^^examination of mucous membranes in general 
by the microscope vyill litre be given. 

Method of Examining the Surface of Mucous Membranes . — 
Supposing, for example, the specimen to be examined be a 
portion of the mucous membrane of the stomach of an animal 
recently killed, the surface will be found to be covered over 
by a thick layer of more or less viscid mucus ; this should be 
got rid of by as gentle means as possible ; the best plan, on 
the whole, perhaps, is that of allowing a small stream of water 
to flow on it ; or, if the specimen be sma\l, it may be pinned out 
upon one of the loaded corks described at page 321, and well 
washed by means of the small syringe also described at page 
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322 ; if the epithelium be required for examination, a small 
portion of it may be detached from the surface by a scalpel, 
placed on a glass slide, and viewed as a transparent object with 
a power of 200 diameters.* But if the mucous membrane 
itself be required to be examined, it should be done under 
water, the specimen being pinned out on a loaded cork, and 
placed in a tin trough with a s^fficitnt quantity of that* fluid 
to cover its entire surface ; if necessary, the light of an argand 
lamp may he condensed upon*it; the microscope to be em- 
ployed for the examination may be one of the kinds shown by 
figs. 32 and 37 ; and if the trough be too largje to be admitted 
upon the stage of an ordinary compound instrument, that 
represented by fig. 216 will be found the mest convenient; 
this method of examination will answer for specimens either 
injected or not, and should Tbe the one first adopted. In order 
to obtain a correct idea of the external surface, sections, both 
horizontal and vertical, should afterwards be taken and sub- 
mitted to high powers, and when the membrane cannot be 
well cut into thin slices, it may be separated by the needles, 
or by moderate pressure in the compressorium. The plan of 
separation by needles will sucSeed very well when the* tubular 
portion of the stomach is very thick, as in the case of* the 
porpoise ; many tubes may then be detached that could not 
have been so easily separated by thin sections made with the 
scalpel. The above described method of examining a mucous 
membrane, although applied Jo the stomach, will be found to 
answer equally well for that of all other not only of 

the alimentary canal, but all tracts except those in which the 
epithelium is so abundant, as to form a perfect layer of cuticle ; 
in all these latter cases, it must be needless to mention, that in 
order to examine the mucous surface, the layer of cuticle must 
have first beep removed; this cannot often be done in the 
fresh state, the operation of maceration must then be had 
recourse to* for the purpose. If the surface be villous, and 
have been kept in spirit for some time, it should be pinned out 
and well washed, either by a stream of water, allowed to run 
on it, or by a syringe ; if the preparation be then allowed to 
remain in water for a short time, all the villi will float up, ahd 
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their shape be ascertained. In modern times the art of 
injection, which, in this country, had for a long period been 
neglected, began to be again revived, with the employment of 
the achromatic microscope ; and, by its agency, within the last 
few years, numerous most interesting discoveries have been 
made, especially since the invention of thin glass, and the 
mounting of objects in fluid, $nd of viewing them in it, have 
been adopted. The different methods of injecting will be 
given in a subsequent work, m this place it will be merely 
necessary to enumerate some of the objects of the greatest 
interest that may be selected from the mucous membranes, 
either injected or not, that may serve as a guide to the under- 
standing of the, different elements of which it is composed; 
these are as follow : — 


Epithelium. 

Scaly — Skin of Newt, 

„ Web of Frog’s foot, 

„ Mesentery, Rabbit, 

„ Mduse, 

„ , Mouth, Human, , 

„ Cuticle, 

„ Cornea of eye. 

Prismatic — -Villi of small intestine 
„ Gall bladder, 

„ Septum f nasi. 

Spheroidal — Tubuli of Kidney, 

„ — -p Stomach, 

„ Dog, 

„ Pofyoise, 

„ Liver, Man, 

„ Pig. 


Basement Membrane . 

Tubuli of stomach, Dog, 

Porpoise, 

Sudoriferous duct, Man, 
Tubuli of testis, Guinea-pig! 

Ciliated Epithelium , 
Frog’s mouth, 

Infusoria — Leucophrys, 
Rotifer, 

Polypes, 

Branchiae — Oyster, 

1 „ Mussel, 

Back part of nose, 

Bronchial tubes, 

Ventricles of brain, 

Tubuli of kidney. 


The following list of specimens of inj ected .mucous mem- 
branes has been kindly supplied by Mr. Topping : — 


Gall-bladder. 

Intestine. 

Eel, 

Bear, 

Adder, 

Fowl (domestic), 

Cat, 

Boa Constrictor, «■ 

Frog, 

Ox, 

Cat, 

Goose, 

Sheep. 

Dog, 

Guinea-pig, 
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Hedge-hog, 

Horse, 

Human, 

■ — foetal, 

Mouse, 

Pheasant, 

Pig. 

Pigeon, 

Rabbit, 

Rat, 

Sheep, 

Snake, 

Toad, 

Tortoise, 

Turtle. 

Kidney . 

Bear, 

Boa Constrictor, 
Cat, 

Dog, 

Fowl, 

Frog, 

Hedge-hog, 

Human, 

Rabbit, 

Sheep, 


Lifiig. 

Adder, 

Boa Constrictor, 
Baboon, 

Bear, 

Cat, 

Dog, 

Dolphfti, 

Bel, 

Fowl (domestic), 
Frog, 1 
Golden Fugle, 
Guinea-pig, 

Hedge -hog, 

Horse, 

Human, 

— foetal, 

Ichneumon, 

Kitten (3 days old), 
Mouse, 

Pheasant, 

Pigeon, 

© 7 • 
Puppy (4 days old), 

Rabbit, 

Salmon, 

Sheep, 


Toad, 

Tortoise, 

Turtle. 

Liver. 

Boa Constrictor, 
Eel, 

Frog, 

Guiuea-pig, 

Rabbit, 

Rat, 

Oviduct . 

•Fowl (domestic), 
Pheasant, 

ISnake, 

Tortoise. 

Stomach. 

Boa Constrictor, 
Cat, 

Guinea-pig, 

Hedge-hog, 

Human, 

foetal, 

Snake, 

•toise, 


Since the discovery of epithelium upon mucous membranes, 
the same thing has been found upon ifierous and synovial 
membranes, which are supposed now to be only peculiar 
modifications of the former; the layer is a Wgle one, and is 
best seen in the mesentery of small animals, and in the 
synovial fringes of joints. These synovial fringes, when 
injected, are remarkably beautiful objects ; by some persons 
they have been looked on as small masses of fat, but on micro- 
scopic examination, the notion as to their being of a glandular 
nature, as was described by some of the older anatomists, 
will be found to be correct. To examine the epithelium from 
these parts, the mesentery of a small animal, such as a mouse, 
guinea-pig, or rabbi^, should be taken as soon after death as 
possible ; the epithelium may be best seen on the parts that 
are slightly folded, with a power of two hundred diameters. 
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Besides the membranes last* described, the arrangement 
of the capillaries in certain of the elementary tissues, though 
not so numerous a class, yet will form quite as beautiful 
objects for examination. A list of these, most of which are 
supplied by Mr. Topping, is here given for the information 
of those who, though interested in such matters, are, never- 
theless;, out of the way of procuring them : — 


Areolar Tissue, Human, 
Muscle, 

Frog, 

Pig, e 

Human, 

Tendon, Cat, * 

Human, 

Cartilage articular, Human, 

1 % 

Calf, 

Fibre Cartilage, 

Periosteum, Human, 

Pig- 

Bone, Calf, 

• Lamb, 

Sucking-pig, 

Pulp of Tooth, Ilum^n, 

^Kitten, 

rig, 

Cdf, 

Enamel Membrane, Pig, 
“ Human, 


Adipose Tissue, Cat, 

Dog, 

Human, old, 

Nerve, Human, 

rig, 

Kitten, 

Nervous matter, 

white, Human, 

Kitten, 

grey, Human, 

Kitten, 

Eye (Choroid) Cat, 

Fowl, 

Human, 

— Postr. Capsule of Lens, Kitten, 

Pig, 

Membrana Pupillaris, Kitten, 

Puppy, 

~ — (Cornea), 

Cat, 

— D °g, 

Kitten. 


Objects for Polarized Light — The application of the polar- 
izing apparatus to the compound microscope was first made 
by Henry Fox Talbot, Esq., since which it has been much 
employed by Sir David Brewster, Sir John Herschell, and 
other great authorities; and as it now forms #> so important 
an instrument for the determination of the slightest differences 
of density in the most delicate structures, its use to* the anato- 
mist and chemist is indispensable ; but for those who may only 
wish to know the kinds of objects that show the richest tints 
of colour when viewed by polarized light, Mr. Topping has 
supplied the author with the following list. Many of the 



OBJECTS FO^ POLARIZED LIGHT. 


411 


objects contained therein, it will be noticed, have already been 
given under different heads ; but, notwithstanding this, it has 
been deemed the best plan to repeat them, that they may all 
be arranged as objects for* the polarizing microscope. They 
are here, however, for the sake of* convenience, divided into 
three classes, viz., the animal, vegetable, and mineral : — 


Animal. 

Bone ofiCuttle-fish, 

Hoof of Ass, 

Camel, 

Horse, 

Ox, 

Sheep, 

Horn of African Rhinoceros, 

transverse section^ 

vertical section, 

Indian Rhinoceros, 

Antelope, 

Ox, 

Sheep, 

Quill, 

Grey human hair, 

Raw silk, 

Scale of Eel, 

Sole, 

Spicules of Gorgon i a, 

Wing cases of Beetles, 
animal matter of. 

Vegetable ) 

Starch, 

Arrow-root, 

Custard-powder, 

Indian-corn, 

Tous les mois, 

Gun-eottoh, 

Hairs from leaf of Deutzia, 
Elaeagnus, 


Hairg from leaf of Olive, 
•Raw Cotton, 

— f— Flax. 


Mineral . 

• 

Agate, 

Brighton Pebble, 

Crystals of Bichromate of Potash, 

Borax, 

Boracic Acid, 

Borate of Ammonia, 

Borax & Phosphoric Acid, 

Carbonate of Lime, 

Chromate of Potash, 

* Cliolesterine, 

•— Citric Acid, 

Epsom Salts, 

Murexide, 

Nitrate of Barytes, 

Lead, 

ktfitin Spar, 

Sulphate of Cadmium, 

Copper, 

Granite, 

Marlle, 

Rhaphides Hyacinth, 

Onion, 

Rhubarb, 

Sea-sand, 

Tremolite, 

Zeolite, 

Selenite of different thicknesses. 


Selenite . — As before stated at page 219, laminae of this 
mineral, or of mica, will be required of different thicknesses ; 
these may readily be split off from a large crystal by a pen- 
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knife or other sharp instrument ; Ar the purpose of being used, 
the laminae should be placed between two plates of thin glass, 
either with or without Canada balsam. A piece of plate- 
glass, three or more inches long, and an ineh-and-a-half wide, 
with a raised edge, and # having a thin lamina of selenite 
cemented upon it, and covered by a piece of thin glass with 
Canady balsam, is employed by some persons as a selenite 
stage,* and upon this the object that is intended to be examined 
is placed. " * 

Crystals of Salts . — These may be easily prepared by crys- 
tallizing slowly a boiling saturated solution of the salt upon a 
cold glass slide ; the crystallization can be effected very rapidly 
by warming the, under surface of the glass over a lamp. To 
get the finest crystals, the more slowly the solution is allowed 
to evaporate the better ; the uncrystallizable part, or mother- 
liquor, as it is termed, should be removed either with blotting- 
paper or a glass tube. Several specimens of each sort should 
be crystallized on slides, and those that show best, selected ; 
the others may easily be cleaned off If any of the specimens 
are required to be kept, they should be mounted either in the 
dry way* or in Canada 'balsam $ in order to preserve them 
from being injured by the pressure of the cover, a cell of 
paper, cardboard, or gfass, should be placed round them, and 
the cover cemented, as before described at page 285. Ac- 
cording to Mr. Fox^Talbot, a solution of sulphate of copper, 
to which a small portion of nitric ether has been added, will 
crystallize in jrf^gPTorm of rhomboids; these, when viewed 
under polarized light, resemble brilliant rubies, emeralds, and 
other gems ; according to the same gentleman, the oxalate of 
cromium and potash, dissolved in water, and rapidly crystal- 
lized, is a splendid object. Sir David Brewster recommends 
the Faro Apophyllite, when the prisms are complete, as ex- 
hibiting most gorgeous colours. If jt be wished to examine 
the crystals of any salts during their formation, the crystal- 
lization should be carried on in a glass that is slightly concave; 
one of the cells represented by figs. 161-2 will be found to 
answer the purpose, but the best apparatus of all will be the 
small concave discs of glass about a quarter-of-an-inch in 
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diameter, three or more of tvhich, set in a frame of metal, 
were generally supplied with all the old microscopes, and were 
employed for containing infusoria, as well as for viewing the 
crystallization of salts. All those crystals tliat are so thin as 
not to appear light, or to exhibit colours when the field of 
view is made dark by the position of the prisms, may have 
colour given them when placed upon the selenite stage or 
when a film of the same material is laid under them. Many 
organic su&stances also, though they do, to a certain extent, 
appear luminous upon a dark ground, may be made to exhibit 
colours when placed over selenite. If colour only be required 
to be shown by any given object, the method of Mr. King, as 
described at page 224, will be found the best to be adopted, 
as then any preparation, whatever its structure, will exhibit 
the effects of polarized light. The plan of preparing the 
sections of whalebone, horns, hoofs, hairs, &c., has already 
been given at page 313 ; and at page 305, the best method of 
procuring the siliceous skeletons of grasses ; whilst at page 370 , 
the names of the finest specimens to selept for the purpose are 
mentioned. So little being jret known as to what effect is 
produced by polarized light upon many of the most delicate 
organic structures, it should be laid down as a rule, that every 
new variety of tissue be submitted to its action, and doubtless 
many important results wouljl follow. 

Currents in Fluids observed durintj theft evaporation . — Mr. 
Yarley, in the fiftieth volume^ of the Transactions of the Society 
of Arts, first introduced a series of experiments* on this sub- 
ject to the attention of microscopists? The plan recommended 
is as follows : — Take an animalcule cage of moderate size, and 
upon the tablet place a drop of turpentine or spirits of wine, 
&c., then slide over it the thin glass cover, but do not com- 
press the fluid very much, and the microscope being placed in 
the vertical position, ai*l provided with a magnifying power 
from forty to one hundred diameters ; the contents of the cage 
are to be examined in the same way as if animalcules were 
contained in it ; as the evaporation of either of these fluids 
takes place, numerous currents and vortices will be seen, 
especially if a small quantity of finely powdered coal be 
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ground into them ; the particle^ of coal being very light, are 
held in suspension whilst the evaporation is going on, and, by 
the currents, are # whirled about in different directions. Jhe 
following fluids Mr. Varley has given as the best for the 
illustration of the currents*: — 

“ 1. A drop of spirit of wine, or of naptha, exhibits two, 
three, c t>r four vortices or Centres of circulation, according to 
the size of the drop ; and if these vortices are viewed laterally, 
the lines of particles will be t seen forming oblique curves from 
top to bottom of the drop. 

“ 2. Oil of turpentine shows a rapid circulation in two con- 
tinuous spirals, one to the right, the other to the left, around 
the drop. Those meet in the opposite diameter, from which 
the particles are carried slowly across the diameter to the 
place of starting, and this continues while there is fluid enough 
to let it be seen. 

“ 3. If, however, the drop does not exceed one-tenth of an 
inch in diameter, it presents the appearance of particles con- 
tinually rising up in the middle, and radiating in gentle curves 
to the circumference. 

“ 4. If the liquid be put into a very small phial, similar mo- 
tions are perceived, the particles when they have reached the 
side of the phial, going down to rise up afterwards in the 
centre or axis. t 

“ 5 . If a bubble* of air be enclosed in the liquid, motions, 
similar to those described in No. *2, .are observed in the part 
immediately flwSntact with the bubble. 

w 6. In a flat drop of neffr wine laid on the tablet or disc of the 
aquatic live box, but not compressed by the cover, the motion 
was a regular uniform circulation, the particles rising from 
below at one end of the drop, then passing straight across on 
the surface, and descending at the other end.” <> 

Method of Viewing the Spiral Fibres in the Testa of the 
Seeds of Salma , Collomia , 8cc, — For this purpose a full sized 
seed of any of the species of the subjoined genera should be 
taken, and a very thin slice of the outej brown part or testa 
cut off with a sharp knife ; place this on a glass slide, or on 
the tablet of an animalcule cage, and subject it to the micro- 
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scope, which for the purpose ^should be provided with a mag- 
nifying power of about fifty diameters, bring the object into 
focus, and then lay over it a cover of thin glass ; if now a 
drop of water be brought near to either of the edges of the 
cover, it will immediately run underneath it, and spread itself 
over as much space on the slide as the thin glass occupies; if 
the testa be now carefully watched, numbers of transparent 
tubes containing spiral fibres will be found to grow, as it were, 
from all parts of it ; this operation will last for the space of 
two or three minutes, when it will stop. When the animalcule 
cage is used, a drop of water may be placed on one part of the 
tablet, and the portion of testa at some little distance from it ; 
the cover should then be slid on, but not so far down as to reach 
the water, the testa having been adjusted to the focus, and 
when all is ready, the cover may be slid so far down as to 
press the water all over the tablet, and the giving off of the 
cells will take place as before. 

The seeds in which this property resides had been long 
known to become covered with a white flocculcnt matter like 
mould, after having been placed but a very short time in 
water, and the appearance was generally attributed to the 
first act of growth of the seed ; but the microscope shows that 
it is due to the elongation of membraneous cells, by the 
uncoiling of an elastic spiral fibre contained within them. 
The same phenomenon has been observed* by Mr. Ivippist in 
the seeds of the Acanthodim & spicatum , a plant brought from 
upper Egypt by Mr. Holroyd; also in otVc 1 * plants of the 
family Acanthacece , but the presence»of spiral cells is not con- 
stant throughout the whole family. The entire surface of the 
seed of the Acanthedium is covered with whitish hairs, which 
are so compressed as to adhere closely to it in the dry state, 
being apparently glued together at their extremities. On 
being placed in water, these hairs are set free, and spread out 
on all sides, they are then seen to be clusters of from five to 
twenty spiral cells, which adhere firmly together in their 
lower portions, while their upper parts are free, separating 
from the cluster at different heights, and expanding in all 
directions like plumes, forming a very beautiful microscopic 
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object. The free portions of the cells readily unroll, exhibit- 
ing the spire, formed of one, two, or occasionally of three 
fibres, which may sometimes be seen to branch, and not unfre- 
quently break up into rings. Throughout the whole length 
of the cell, the coils arc nearly contiguous ; in the lower part 
they are united by connecting fibrils, and towards the base of 
the adherent portion become*, completely reticulated. The 
testa is a semi-transparent, membrane, formed of nearly regular 
hexagonal cells, whose centre* is occupied by an dpaque mass 
of grumous matter. Those cells which surround the bases of 
the hairs arc considerably elongated, and gradually tapering 
into transparent tubes, appear to occupy the interior of the 
spiral clusters. „ 

Two species of Blepharis are mentioned as possessing a 
structure very similar to that of Acanthodium spicatum , differ- 
ing chiefly in the smaller and more uniform diameter of the 
spiral cells, and in their thicker fibre, which is always single 
and loosely coiled. 

The seed of Ruellia formom , on being placed in water, 
developes from every part of its surface single, short, thick 
tapering tubes, within which, id some cases, a spiral fibre is 
loosely coiled, whilst in others the place of the spiral fibre is 
supplied by distant rihgs. The seeds of the following plants 
should be sclccfed and treated in the manner above de- 
scribed : — « 

Acanthodiunispica»um, Collomia^randifolia, Ruellia formosa, 

Blepliaris, : linearis, Salvia pratensis,. 

Casuarina, !Phaylopsis glutinosa, Salvia 

Besides the objects belonging to the animal and vegetable 
kingdom previously described, there are others which, though 
mineral in their nature, are nevertheless composed largely of 
the remains of organized beings ; they may be classed, first, 
into those that are of animal origin, or contain the* remains of 
animated beings ; and, secondly, into those that are entirely 
of a mineral formation; the former require to be viewed 
either when in a state of minute division, or when cut into 
very thin slices, whilst the latter may generally be examined 
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as opaque objects, with a low fnagnifying power, and without 
any previous preparation. The sand found largely upon the 
sea-s|jfore, in some parts of the world, and that met with in the 
interior of shells and sponges, is exceedingly rich in minute 
foraminifera, and spicules of gorgonia^and sponges ; the bins in 
the shops of merchants who prepare and deal in West Indian 
and Turkey sponges, will afford* a rieh harvest to the micro- 
scopist. The sand from the Calcaite grossiere , of Grrignon, 
near Paris, is exceedingly rich in # very beautiful forms ; so 
also is that from the island of Delos. The shells may be 
picked out from either of these by the employment of a black 
card, a sharp-pointed sable pencil, and one of the single micro- 
scopes represented by figs. 27, 33, and 34; they should be 
mounted either on black discs or in cells ; being of a white 
colour, they will appear to the best advantage upon a black 
ground. The following list of names will include some speci- 
mens that are remarkable for the abundance and elegance of 
form of the animal remains found in them, and others strictly 
mineral, whose gorgeous colours are only p vailed by the bril- 
liant plumage of the humming-bird, or by the splendid hues 
sometimes displayed by polarized light : — 


Sections. 

Granite, 

Limestone, 

foliated, 

magnesian, 

Moss Agate. 

Minerals. .. 
Antimony Sulphuret, 
Avanturine, 

— artificial, 


Bismuth, 

Copper, Pyrites, 

Peacock, 

native, 

Ruby, 

Iron, Elba, 

Pyrites, 

Tabasheer, 

Tin, crystallized, 
Tourmaline, 

Zinc, crystallized, 


Oolites . 

Batfi, 

Caen, 

Doulting, 

Portland. 

Sand. 

Grignon, 

Delos, 

Java, 

Turkey Sponge, 
West Indian Sponge. 


Biniodide of Mercury . — A very interesting object for the 
microscope is the recently sublimed deuto-ioduret, or bin- 
iodide of mercury. “^This salt, when first sublimed,” says 
Mr. Varley,* “is of a bright yellow colour, which rapidly 
* Vol. XLIX. of The Transactions of the Society of Arts , page 194. 

27 
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(changes to red ; the manner in which this change takes place 
being the subject for investigation, and it is well worthy of 
further attention, as indicating, very probably, the structure 
of the crystals. To examine them, place a few grains of the 
deuto-ioduret of mercury in a watch-glass, and invert over it 
another glass of the same size ; apply the heat of a spirit-lamp, 
and when fumes issue frcfm between the glasses, remove the 
lamp, and suffer the glasses to cool a little ; on removing the 
upper glass, it will be found fined with yellow crystals, one of 
which should be rapidly transferred to the stage of the micro- 
scope for examination as a transparent object; lines of a 
beautiful red will be seen shooting through the crystal, until 
it has entirely* changed colour : during the time it is^changing 
colour, it will also be seen to change its form. If it be placed 
on the stage of the microscope very carefully and gently, the 
crystal will sometimes remain a considerable time before it 
begins to change colour ; in that case, if it be touched with 
the point of a pin, the red lines will be seen shooting very 
beautifully from the point of contact. For a knowledge of 
this beautiful microscopic object, Mr. Varlcy states tfiat he 
was indebted to Mr. Morson.”* 

More recently the changes of colour in the biniodide have 
been investigated with great care by Mr. Waring ton, and an 
account of his experiments published in the first volume of 
The Memoirs of* the Chemical Society , to winch the author 
would beg to refer the reader, t as the method of viewing the 
crystals, bo4&Jry # ordinary and polarized light, is rather different 
from that described by fMr. Varley. The paper is also fur- 
nished with illustrative diagrams, and with an account of the 
apparatus employed for the due display of the crystals. 

Tongue of the Whelk and Limpet . — In the] several lists 
of animal structures before described, the tongue of the 
Buccinum or Whelk, and that of the Patella or Limpet, ’’were 
accidentally omitted; and as this organ in these Gasteropoda 
is of great interest to the microscopist, a few hints, on] the 
dissecting and mounting of the same may not be out of place 
here. The tongue of the Whelk is contained within a pro- 
boscis of large size, which is capable of being protruded, and of 
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being again quickly retracted within itself, in the same 
manner as the finger of a glove ; the tongue is of a horny 
structure, covered with spines and hooks of silica, which 
are arranged in parallel rows ; it is sustained by two long 
cartilages, whose extremities form* two lips that can be 
separated or approximated ; or the cartilages can be made to 
move upon each other by the mass of muscles in which 4hey 
are imbedded. When the cartilages move, the spines are 
elevated and depressed alternately ; and by a repetition of 
similar movements, the hardest shells are speedily perforated.* 
The proboscis is easily found when the animal is taken out of 
the shell; it should be slit up with a pair of scissors or a scal- 
pel, and as soon as the tongue is reached, it •may be easily 
separated from the cartilage to which it is attached ; after a 
slight washing, or even maceration in water, it should be laid 
on a slide, with its spiny side uppermost, and pressed quite 
flat, so that in drying it may adhere to the glass ; it should 
then be surrounded with a cell of paper or card-board, and 
the cover cemented down either with sealing-wax or the 
electrical cement ; if required for polarized light, a specimen 
mounted in balsam will answer. A power of forty diameters 
is sufficient for examining this remarkable organ, which can 
be viewed either as a transparent or as an opaque object. 

The tongue of the Patella, or Limpet, though not so beau- 
tiful a structure as that of the Whelk, is, nevertheless, a very 
interesting object ; it is remarkable, also, for its length, being 
often three times that of the body; it is su^orted on two 
cartilaginous pieces, placed on eack side of its root; from 
these arise strong and short muscular bands, which move the 
organ. The surface, like that of the Whelk, is covered with 
spines, or teeth, placed in transverse rows, and arranged in 
three series; each central group has three or four spines, 
but those on the sides contain only two; the anterior part 
should be selected for examination, as there the teeth are the 
firmest. On opening the body of the animal, the tongue is 
seen doubled up upon itself, and folded in a spiral manner, 

* General Outline of the Animal Kingdom. By T. Rymer Jones, 
F.Z.S. London, 1841. 

* 7 * 
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from which situation it can recRlily be detached.* In conse- 
quence of its length, this tongue cannot be mounted in the 
same manner as that of the Whelk ; the best plan to %dopt 
is to coil it up in a tubular cell, and mount it in fluid; 
short lengths may be dried, in order to display the struc- 
ture of the teeth. 

Some of the Gasteropoda «are provided with a muscular 
gizzard, armed with gastric teeth of stony hardness; these 
are also interesting subjects for examination, the larger kinds 
may be ground down thin, and viewed as transparent objects, 
whilst the smaller can be mounted as opaque objects, and 
examined in situ. The principal genera in which the gastric 
teeth may be ft-een, are Bulla, Seyllaea and Aplysia ; but the 
most remarkable forms occur in the last mentioned genus. 


CHAPTER XIX. 

METHODS OF EXAMINING MORBID STRUCTURES, ETC. 

Methods of Exdmining Specimens of Morbid and other Struc- 
tures . — Those whe. devote their attention to the examination 
of morbid structures, viz., members of the medical profession, 
are, perhaps Var the most numerous class of microscopic 
observers, and ccrtainly t ,tlie advancement of the healing art 
is the noblest of all uses to which so powerful an auxiliary 
Nls the microscope can ever be applied* It has, therefore, 
been thought advisable to give a few practical hints on the 
best methods that are now usually adopted of examining any 
fluids or solids, whether morbid or otherwise. For the purpose 
of making a correct microscopic analysis of many fluids, certain 
chemicals will be required ; these should consist of liq. potass®, 

ammonia, aether, and alcohol, acetic, nitric, hydrochloric, and 

« 

* Cyclopedia of Anatomy and Physiology, Vol. II., article “Gas- 
teropoda.” 
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sulphuric acids, both in the concentrated form and diluted, 
together with a few test tubes and watch glasses, and other 
equally simple apparatus, in addition to the curved and straight 
tubes represented by fig. 75. In the case of solids, the various 
kinds of scalpels, dissecting needles, and the Valentin’s knife, 
will all be required. 

If the subject for examination* be of a fluid nature, sueli as 
blood, pus, mucus, &c., the plan generally adopted is to take 
out of the containing vessel a very small quantity of the fluid 
by means of one of the tubes shown at fig. 75, or any other 
convenient instrument, and to lay the sanm upon a slide 
wiped perfectly clean, and to cover it with a piece of thin 
glass; if there be any sediment in the fluid,* it should be 
allowed to subside before the examination takes place, and the 
tube should then be carried to the bottom of the vessel before 
the finger, as shown in fig. 75, is taken off tMb end; the sedi- 
ment can then be transferred to the slide. If it should be 
necessary to apply any re-agent to the fluid or solid under 
examination, a small quantity may be brought in contact with 
one of the sides of the cover, when it will gradually insinuate 
itself between the glasses, and act slowly on what is contained 
there ; in other cases, the cover may be lifted up, and a small 
quantity of the re-agent added, and the cover quickly re- 
placed, care being always taken that no foreign matters gain 
entrance into the fluid from without. In the case of blood, 
the fluids that require to be .added are generally ordinary 
water, serum, and sugar or salt, dissolved in Vafcer ; but in 
the case of pus and mucus, which approach each other so 
closely in many of their characters, it becomes of great im- 
portance to have some test whereby they may be distinguished 
one from the other; the fluid employed for this purpose is 
acetic acid; when this is added to a fluid where pus is present, 
the globules swell up, and several large transparent nuclei 
make their appearance ; but when the same acid is added to a 
fluid where mucus is present, the globules enlarge and show 
their nuclei, but not so plainly as the pus ; and the liquid 
termed liquor muci, in which the globules float, is instantly 
coagulated into a semi-opaque corrugated membrane. The 
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presence of fatty matter is ascertained by sulphuric ether, 
which readily dissolves the oily part, and leaves the mem- 
branous cell walls untouched. Earthy matters require the aid 
of the acids for their solution ; these should not be added in 
too concentrated a forift, in order that their solvent action 
may be the more easily witnessed. Solid parts, such as 
tumours, that are to be examined as transparent objects, with 
higfi powers, require for* the^ purpose to be cut into exceed- 
ingly thin slices, and separated, if necessary, by the needle- 
points ; the sections are to be placed upon a glass slide, and a 
little serum, or, in the absence of it, white of egg, in water, 
should be added, in order to float out certain of the parts, and 
to lessen the infraction of the light at the edges of the object ; 
water will answer the purpose for some of the hard tissues, 
but where nucleated, or other cells and nervous matter are 
present, its us<#is inadmissible, as it is so liable to alter the 
true appearance of these structures. The sections may be 
made with a razor or scalpel; for solid organs, such as the 
liver and kidney, Yalcn tin’s knife, described and figured at 
page 318, will be found exceedingly useful. It is, perhaps, 
as well here to state, that the examination of all morbid struc- 
tures should be made as soon as convenient after their removal 
from the body, as changes of form in the softer substances 
speedily take place ; but if so f me time has elapsed, the part 
from which the Sections are taken should be at some little 
distance from the surface, in order that they may be as little 
altered as posrlble by the action of the air. 


CHAPTER XX. 

« 

TEST OBJECTS. 

For this important class of objects, to which, in a great 
measure, must be ascribed the rapid advancement towards 
perfection of the achromatic compound microscope, we are 
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indebted to the late Dr. Goriftg, who, it is said,* was led to 
adopt them by reading a passage in the works of Leeuwenhoek, 
relating to the examination of the scales from the wing of the 
silk-worm moth, the lines on which could not be seen by the 
draftsman with so low a power as that used by the great 
microscopist himself. At the time of Dr. Goring’s first em- 
ployment of these objects, he ascertained that the structure of 
certain of them could be readily made out by some micro- 
scopes, and not by others; and^ inferring that there were 
some peculiar properties in the lines on the feathers and scales 
of certain insects, which rendered them more difficult of defi- 
nition than others, he was induced to view them through an 
achromatic microscope, and was led to the discovery that in 
it there were two distinct powers, viz., defining and pene- 
trating, and that an object-glass might possess the one almost 
to perfection, and yet be totally devoid of the other, or might 
be perfect in both. He subsequently made the important 
discovery, that the penetrating power depended on the angle 
of aperture of the object-glass ; Dr. Goring communicated the 
result of his labours to the scientific public in the journal of 
the Royal Institution, and, *in 1829, gave a more' practical 
account of the same in the Microscopic Illustrations of Mr. 
Andrew Pritchard, to which the reader is referred. Dr. 
Goring divided test objects ipto two classes. In the first he 
placed those which it was necessary to examine out of focus, 
such as minute globules of ^mercury, called “ artificial stars,” 
by these the aberrations, achromatism, cen&emig, &c., were 
ascertained; and in the second tl#e lined, or other objects, 
which, according as they were well or ill defined, alforded 
sufficient evidence of the merits of the instrument. 

Mr. Pritchard, following Dr. Goring, divides test objects 
into two classes, viz., into those that are tests of the pene- 
trating, and those of the defining power of the instrument; 
the word defining power, according to Dr. Goring, meaning 
nothing more than a destitution of both kinds of abernition, 
considered independently of the aperture of the microscope, 
and that of penetrating power merely a large angle of aper- 
* Microscopic Cabinet , by Andrew Pritchard. London, 1832, p. 137. 
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ture.* Although this distinction of tests was necessary at 
the time when Dr. Goring wrote, such is not the case now; 
the wonderful improvements that have taken place in^the 
construction of achromatic object-glasses within the last fifteen 
years, whereby all the errors of aberration, centering, and 
achromatism have been so correctly balanced, have rendered 
the microscope the most* perfect and efficient instrument 
“ever yet bestowed by art ugon the investigator of nature/’ 
The division of tests, therefore, into those of penetration 
and definition is no longer needed, and the words defining 
power and definition will be the only expressions employed 
to denote the good or bad qualities of any microscope, for 
in order that an object-glass may show the tests enumerated 
by Mr. Pritchard, under the head of “ Penetration,” in 
a perfect manner, its definition or defining power must be 
of the first order, and these terms are, therefore, sufficiently 
explanatory of the principal point to be attended to in 
testing two or more glasses. The objects which have been 
chosen by the author, as illustrations of the definition of 
microscopes as now constructed, are, with few additions, of 
the same nature as those employed by Mr. Pritchard, in 
1832, and published by him in the Microscopic Cabinet 
Plate XII. of that work, although at the date of its publication 
one of the finest Specimens of the kind that had ever been 
executed, when contrasted with Plates V., VI., VII., of the 
present work, will show, better than words can express, 
the rapid improvements that have been made in the construc- 
tion of the object-glass; it* will, however, be readily seen that 
the magnifying powers employed in the latter instance were 
much greater than those used by Mr. Pritchard, consequently 
a greater amount of the detail ought to be shown by the 
one than by the other ; this remark would mere especially 
relate to fig. 4 a in Plate VL, and figs 5, 6, 7, in Plate VII., 
where, the linear magnifying power used was 1,200. Before 
enumerating the # test-objects, of which a full explanation will 
be presently given, it will be as well, in this place, to allude to 
the means employed to ascertain the defects that may be 
* Microscopic Cabinet, p. 173. 
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present in any 'achromatic bbject-glass ; these defects, as 
before stated, are chiefly spherical and chromatic aberration, 
centering, adjustment, achromatism, and want of angular 
aperture. All these, with the exception of the last, are so 
difficult of detection, that very few j/ersons, except those con- 
stantly engaged in the manufacture and testing of object- 
glasses, can be said to be capable of* discovering them. • ^The 
method usually adopted to ascertain the presence of these 
defects, is a minute globule of mercury, spread upon a black 
ground ; this is known by the name of “ artificial star,” and 
presents a minute point of light. Dr. Gorirjg alludes to the 
employment of an enamel dial-plate and wire gauze for the 
same purpose, but only the mercury is now used. Very 
minute globules of this metal, spread upon a blackened sur- 
face, are viewed as opaque objects, being illuminated by ordi- 
nary day-light from a window, or by the light of an argand 
lamp, thrown on them by a condensing lens ; when one of the 
globules is in focus of a single lens object-glass, a strong coma 
surrounds the miniature image of the \vindow seen in the 
globule ; when the globule is within the focus of the object- 
glass, the light of the window will be seen to swell out into a 
circular disc ; these appearances are more or less accompanied 
by prismatic colours. It would be in vain to attempt a de- 
scription of all the changes th^t take place, as the globule is 
brought either within or without the focufe; these have, in 
some measure, been illustrated in one of Dr. Goring’s papers, 
published in the Microscopic Illustrations of Pritchard, to 
which the author would beg to reft* his readers; suffice it 
here to say, that when an achromatic combination, that is per- 
fectly corrected for* spherical and chromatic aberrations, is 
employed, the globule should exhibit similar appearances, both 
within and without the best focus ; and that when at the best 
focus the point of light should be seen as a minute disc, free 
from irradiations and colour, except a general blueness, which 
results from the irrationality of the spectra of the different 
glasses of which the object-glass is composed. 

It would be needless to enter farther into this compli- 
cated subject, as rarely, if ever, will the microscopist find it 
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necessary to have recourse to subh delicate manipulation to try 
the quality of hie magnifying powers, more especially as the 
subjects now employed as tests of their definition are of *such 
value and so manageable, that, in some cases, a simple inspec- 
tion, by a practised eye, Vill at once determine the respective 
merits of any achromatic combinations, as well as the amount 
of s^fll and care displayed in their construction. 

Power of definition dhpegds, in a great measure, upon the 
angle of aperture of the object-glass, and correctness of defini- 
tion upon the balance of the aberrations, and the perfection 
of the workmanship. As it is of the greatest importance 
that the meaning of the term angular aperture should be well 
understood, it # has been deemed right in this place to enter 
into an explanation of the same, as many persons unacquainted 
with the subject are at a loss to conceive how more light can 
pass through a combination of three pairs of lenses, than 
through a single lens of equal magnifying power. 

Angle of Aperture . — The following description of this sub- 
ject, copied from the Microscopic Illustrations of Mr. Pritchard, 
will be found to convey an excellent idea of its nature and 
value. " Let me premise,” says he, " that in order to render 
any object visible, it is necessary that rays of light should 
proceed from if, either by reflection from its surface, or by 
transmission through it, to the, eye. Again, if the number of 
rays be insufficient, the object cannot be seen, notwithstanding 
we employ a microscope for the purpose. Bearing this in 
mind, I wiM endeavour to explain how an increase in angular 
aperture in an object-glfiss, independent of any increase of its 
magnifying power, will admit a greater quantity of light from 
any given point on the surface of an object to pass through 
the lens, so as to render the structure of the object visible. 

"Let A and a represent two objects, in all respects alike, 
and let us employ two microscopes, of equal magnifying 
powers, for the purpose of viewing them. Suppose that we 
are going to look at some spot on the surface of A or a 9 
which we will imagine to be a delicate tissue. By a well 
known law of light, the rays proceed in right lines, in all 
directions from this spot, in the manner shown by the lines in 



TEST OBJECTS. 427 

figs* 233-4. Suppose B B *and b b to be two object-glasses, 
of equal focal lengths ; the former a single lens, of the best 




construction, such as was used in the® old compound micro- 
scope, and the latter a lens of the newesf form, termed an 
achromatic. Now, these object-glasses wilWorm their respective 
images at I and i, and they .will be of equal dimensions. But 
if the number of rays proceeding from A, and falling upon the 
single lens B B, is not enough, when collected at I, sufficiently 
to stimulate the eye, any minute pore, stria, or other marking 
at A, will not be rendered visible ; whilst, from the increase 
of aperture in the achromatic lens bb allowing much more 
light from a % to fall upon it, and to be transmitted through it 
and collected at i, every marking, &c., at a will be clearly 
represented at i, and the eye, being powerfully acted upon 
by this increase of light, will become highly sensible of it. 

“ He angles BAB and bab are the angles of aperture of 
the respective object-glasses ; and the quantity of light col- 
lected and transmitted by each will be as the squares of B B 
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and b b, the focal lengths being eljual. Hence it is that the 
power of a microscope, or that faculty it possesses to render 
the stru<irure of an object visible, depends upon the anglg of 
aperture of its object-glass, and not upon its magnifying power 
alone. 

“But it may be supposed, perhaps, from this reasoning, that 
if we throw a greater quantity of light upon an object, so that 
more may be collected by the object-glass, we shall be the 
better able to define its structure, which would probably be 
the case if the additional light could be thrown only upon 
those minute parts which we wish to examine, and not upon the 
whole object. But as we cannot do tliis, as the increase of 
illumination cannot be made to increase the relative proportions 
of light which proceed from these minute parts, the intended 
advantage will not be derived.” 

Having now pointed out the importance of angular aper- 
ture to an object-glass, when all its aberrations arc correctly 
balanced, it becomes necessary to point out how this angle may 
be measured with accuracy. 

Method of Measuring the Angle of Aperture of Object-glasses. 
— Various plans have been adopted from time to time to 
ascertain this important point ; but by far the best of all is 
that proposed by Mr. Lister, in his paper in the 121st volume 
of the Philosophical Transactions, jp. 191, which is as follows: — 
“ Fix a piece of ptfpcr on a table, and on it place the micro- 
scope, with its body horizontal, and one of the eye-pieces on; 
set a candle #:>n a level with it, a few yards distant ; then 
having directed the body of the instrument so far on one side 
of the candle as that the light from it shall bisect the field 
vertically, leaving half of it dark, trace on the paper a line 
corresponding to the side of one of the legs ; now, taking the 
focus of the object-glass as a pivot, turn the microscope hori- 
zontally to the other side of the candle till the opposite half 
of the field only is illuminated, and mark again on the paper 
the position of the side of the leg. The measure of the angle 
traversed, shown by the two lines, is that of the pencil of 
light.” The makers of the object-glasses do not usually employ 
a microscope for the purpose of measuring the angles, but an 
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instrument of the form represented by fig. 235, for the copy of 
which the author is indebted to Mr. lioss ; it consists of a 



piece of mahogany, or other hard wood, of a semicircular 
figure, about half-an-inch thick, and of sufficient radius to suit 
the length of an ordinary compound body, the curved edge is 
graduated into 180°; upon the flat surface of the semicircle, 
a strip of wood or index, an ihch or ifiore in breadth,* is made 
to turn upon a pin, as seen in the figure; on the upper surface 
of this index two crutches are fastened ft) receive a compound 
body, provided with an eye-piece of the uAial Iluyghenian 
construction; the object-glass, whose angle of aperture is 
about to be measured, is screwed to the opposite end of the 
body to that of the eye-piece, as in the (frdinayy compound 
microscopes. The method of usii^g this instrument is the 
same as that of the microscope described by Mr. Lister; a 
candle is placed a,fcw yards off, and the instrument is so 
arranged, that when the index points to zero, the field of view 
should be vertically bisected ; if now the index be turned so 
far that the opposite half^of the field is illuminated, the number 
of degrees passed over will give the measurement of the angle 
of aperture of the object-glass required. 

In the early days of achromatic combinations, the angle of 
aperture was small, ilnd it is very interesting to observe how 
steadily our first-rate opticians have been progressing towards 
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the utmost limit of conceivable perfection. As the subject 
is so important, the author has thought proper to introduce 
in this ^tcc an account of the progress Mr. Ross has made 
in transmitting angular pencils irf object glasses of different 
foci since the year 1832, for which valuable information he is 
indebted to Mr. Ross himself, who has kept an accurate 
account of the same, ffln^the year 1832 he made for 
R. H. Solly, Esq., an object-glass, consisting of two double 
achromatic combinations, wlfich was of an inch' focus, and 
transmitted a pencil of 14°/ In 1833 he constructed triples 
after the plan of Tullcy, having an angular aperture of 18°. 
In 1 834 he made' an object-glass of one-fourth of an inch focus, 
which transmitted an angular pencil of 55 Q ; this glass is now 
in the author’s possession. In the beginning of the year 
1836 he constructed a triple inen glass, with an angular 
aperture of 15°, with cemented surfaces; and towards 
the end of the same year he made glasses of one-eighth 
and one-tenth of an inch focal length, which transmitted 
angular pencils of 60° and 72°. About this time, in con- 
junction with Mr. Lister, he constructed an inch otfject- 
glass of two combinati6ns, the form of the front lens being 
suggested by Mr. Lister himself; this glass was capable of 
transmitting an angular pencil of 22°. At this time he also 
constructed one-feighths, the front glasses of which were also 
of the form suggested by Mr. Lister ; these had an aperture 
of 63° and 64° ; he continued making these last until the year 
1842, when Jie increased the angle of aperture of the half-inch 
to 44°, of the quarter Jo 63°, and the one-eighth to 74°. 
In the year 1844 Professor Amici visited this country, and 
brought with him an object-glass of onerseventh of an inch 
focal length, with an aperture of 112° ; this combination was 
in part composed of Dr. Faraday’s dense glaps. Mr. Ross 
copied Amici’s construction; but fqund the dense glass so 
exceedingly soft and fragile, as to render it unfif to receive 
the liigh polish, so essential to the correct performance of 
any object-glass: he also noticed *ihat Amici’s glasses were 
much tarnished ; he then devised a new construction, whereby, 
with the ordinary dense glass, he obtained an aperture for 
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pencils in the one-eighth of 8*5°, and in one-twelfth as high 
iis 135 y , the largest angular pencil that can be passed through 
a microscopic object-glass.” As now constructed, th^ angular 
apertures, with the greatest separating magnifying power of 
object-glasses of different focal lengths, arc represented in the 
following table: — 


Focal length. 

Greatest separating njag. 
power. 

* 

Angular aperture. 

* 

Extreme spat% 
separated. ' > 

j 

2 inches, 

* 

40 diameters, , 

12 J dgs. 

i 

20,000 i 

i » 

100 

99 

22 

99 

35,000 

\ » 

300 

99 

43 

” • 

j . L_ i 

• •i.l.OOO ; 

i 99 

500 

99 

63 

99 

i J 1 

| 100, 000 

i » 

650 

99 

80 

99 * 

1 120,000 

i 

T2 

720 

V 

120 

99 

! 1 

' 155,000 


The test objects now generally employed for ascertaining 
the merits of any achromatic combination may be divided 
into three kinds ; viz., hairs of animals, scales from the wings 
and bodies of insects, and the siliceous coatings of recent 
and fossil infusoria, those of the latter *kind being the most 
difficult of all to define. The following list contains all 
those that Mr. Topping is in the habit of furnishing to his 
customers as test objects, they being <x>vcred with the thin- 
nest glass, in order that object glasses of tie highest power 
may be employed upon them*. — , 


Hairs. 

Bat, 

Larva of Dermestes, 
Mole, 

Mouse, 

Rabbit, 

Squirrel. 

fjcales. 

Azure blue, P. argiolus u 

P. argus, 

Pontia brassica, 

Vanessa Io, 

Morplio Menelaus,* 
Alucita pentadactyla, 
Catocala nupta, 


Tinea vestianella, 

Lepisma satieharina, 

Pod ura plumbea, 

— - aquatica, 

Hipparehia janira, 

Plumed Gnat. 

Infusoria . 

Navicula hippocampus, 

Spenceri, 

angulata (Ilumber), 

- — (America), 

Tripoli from Kritchelberg, 


Muscular fibre. 
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From this list the author has#, selected a certain number of 
each class, and highly magnified representations of them are 
given in Plates V., VI., VII., and VIII., which may be looked 
upon as the finest engraved speciiiiens of these minute struc- 
tures that have yet been executed, and reflect the greatest 
credit both on the artist and the engraver, the original drawings 
having been accurately traced yrith Mr. Leonard’s well-known 
skill/ by means of the Camera Lucida applied to the micro- 
scope, the power employed with some of them being as high 
as 2,000 diameters. ? 

Bat's Hair . — This beautiful structure, represented by A, 
figs. 1, 2, and 3/' Plate V., is obtained from a species of bat, 
inhabiting some; parts of India ; it is remarkable as presenting 
a series of scale-like projections, arranged in the form of a 
whorl around the central part or shaft; these are least 
numerous at the base of the hair, as shown at fig. 2, but 
gradually increase in number and size towards the apex, as 
seen in fig. 1, near which they are very abundant, but do not 
project so far beyond the shaft: this may readily be seen by 
contrasting fig. 3 with fig. 1. In some hairs the succession 
of whorls resembles ver^ much k series of conical bags placed 
one within the other ; the principal parts of the hair that form 
a test of the defining power of a half-inch object-glass, arc 
the delicate poiiVts that surround the upper edge of each 
whorl ; these, witlua well-constructed combination, should be 
shown exceedingly sharp, and the whorls themselves made to 
stand boldly />ut 'n*om the shaft; in some of the small species 
of English bats, the whprls arc arranged in a spiral form ; 
but in this specimen there is plainly no such disposition. 

Mouse Hair . — The hair of this common -little animal differs 
materially both in structure and in size from that of the bat 
above noticed ; at B, in Plate V., are shown four parts of a 
large dark hair, whilst at D, in the same plate, corresponding 
portions have been selected from a small flat haif. At B 1 
is shown the base of one of the large hairs, on which are 
certain markings, whilst in 2 and 3 the internal structure is 
seen to be cellular, there being three oir more cells in each 
row, the colour of the hair depending upon the greater or less 
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amount of the black pigment contained in the cells. When 
.viewed with a power of 100 or 200 diameters, all the light 
parts should be shown distinctly from the dark, and the line 
of separation of the two correctly defined. The apex of the 
large hair is seen at 4 ; it is of very* small size as compared 
with the central portion, and exhibits no trace of cell in its 
interior. 

At D are shown four parts of one of the small flat hairs 
from the mmk animal ; the structure of the base and apex, as 
seen at 1 and 4, is similar to that of the larger hair; but the 
internal character of the intermediate portions, gis exhibited at 
2 and 3, is very different; in 3, the dark cells extend entirely 
across the hair, and are arranged at equal distances, whilst 
at 2 a rudimentary form of cell, containing a small quantity 
of pigment, is seen to occupy the central portion of the shaft. 
The figures represented by B and D were drawn by a magnify- 
ing power of 500 diameters; but as a test of the defining 
power of ahalf-inch object-glass they should be chiefly employed. 
When viewed as an opaque object, this hair is very beautiful, 
the dai^c parts will then appear very much more light than 
those that are transparent, and tAe structure will be imagined 
to be quite the opposite of that seen by transmitted light. 

Hair of the Dermestes . — This very remarkabje hair is ob- 
tained from the larva of a small beetle, commonly met with in 
bacon and hams and other dried animal substances ; it is 
covered over with brownish hairs, the longest specimens of 
which should be selected. When one of these is vitAved with 
a magnifying power of 200 diameters, the upper part presents 
the appearance shown at C 1, and may be said to consist of a 
shaft and expanded extremity or head ; the shaft, like that of 
the hairs of some other larvie, is covered with whorls of large 
close-set spines, four or five in number in each whorl ; these 
are closely arranged one above the other, as seen at 2; the 
upper part of tlie shaft, near the head, is provided with several 
larger and more obtuse spines, forming a knob; above this, as 
seen in 1 and 3 the shaft is naked for a very short distance ; 
it then becomes invested with six or seven large filaments or 
spines, which are pointed at their distal extremities, and pro-* 
28 
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vided with a small protuberance at their proximal ends, where, 
by slight pressure, they may be separated one from the other, 
as seen at 3, or they may sometimes be detached at the apex, 
as seen at 1. In the early days*of testing microscopes, these 
hairs were found rather difficult of definition, and no one 
would imagine that fig. 20, in Mr. Pritchard’s twelfth plate, 
before quoted, was of the same nature as C 1, 2, 3, in Plate V. 
of the present work. ‘This very beautiful hair now forms a 
good test of the defining power of a half-inch object-glass. 

We now come to a class of objects much more difficult to 
exhibit than any of the preceding, these will form excellent 
tests of the good qualities of the quarter and one-eighth of 
an inch object-glasses, and consist of scales removed either 
from the wings or the body of insects. 

Ilippar chia Janira. (Common meadow brown butterfly). — 
This test was first shown in this country by Amici, in 1844, 
by his object-glass of large angular aperture, before described 
at page 39. Fig. 1, Plate VI., exhibits one of these scales 
magnified 500 diameters; on it may be seen longitudinal 
stria?, with a number of brown spots of irregular shape ; when 
the magnifying power is increased to 1,200 diameters, the 
brown cells are made more evident, but the striae are, in a 

i 

great measure, obscured by them, as shown in Plate VII., fig. 7. 

Pontia Brassica (Commoq cabbage butterfly). — This scale, 
like that of the SI. janira above noticed, is provided at its free 
extremity withal brush-like appendage ; when magnified 500 
diameter^ it presents the appearance shown by Plate VI., fig. 2 ; 
the stria? seen on it are longitudinal, which, with this power, 
appear to be composed of rows of little squares or beads ; 
when a power of 1,200 is employed upon them, the striae have 
between them elongated dots or cells, probably of pigment. 
Fig. 5, Plate VII., represents a portion of fig. 2 magnified 
1,200 diameters ; and fig. 6, in Plate VII., a jportion of one 
of the coarse scales from the same insect viewed under similar 
circumstances. 

Polyommatus Argiolus (Azure blue). — One of the delicate 
scales from this beautiful insect is shown at fig. 3, Plate VL> 
magnified 500 diameters ; it exhibits under this power both 
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longitudinal and transverse striae, the latter being much more 
delicate and difficult to detect than the former. This scale 
forage a very good test of tfre defining power of a quarter-of- 
an-inch object-glass. 

Scales of Podura (common springtail). — The body and legs 
of these tiny creatures are covered with scales of ^grcat 
delicacy; according to Mr. Pritchard/ their value as test- 
objects, for Jhe high powers of the microscope, was discovered 
by the late Mr. Thomas Carpenter, of Tottenham, whilst 
making sOme experiments with a plano-convex jewel lens, 
adapted as an object-glass to a microscope, provided with a 
JTuyghenian eye-piece; since his time they have been em- 
ployed, even up to the present period, as* tests for the 
higher powers ; but many, persons now use specimens of 
infusoria of the genus Navicula for the same purpose. Two 
of the scales from the body are represented by figs. 4 and 5, 
as seen under a magnifying power of 500 diameters; that 
shown at fig. 4 is one of the largest that could be procured ; 
whilst^tliat at fig. 5 is very small, and its markings exceedingly 
delicate. The surface of each appears .covered with immense 
numbers of delicate wedge-shaped dots or scales, arranged so 
as to form both longitudinal and transverse wavy markings ; 
but when a portion of fig. 4 is magnified 1,240 diameters, it 
presents the appearance shown «at fig. 4 a; tlje scales may then 
be seen to stand out boldly from the surface ; at the upper 
part of the scale they also project beyond *the edge. It 
would appear from Mr. Pritchard’s figure, that at Ihe time of 
the publication of the work above quoted, nothing but longi- 
tudinal and oblique lines could be made out, the powers then 
employed not being able to separate the longitudinal ones into 
a number of very minute elongated dots or scales, and the 
transverse ones hito rows of the same, arranged somewhat in a 
wavy manner r The smaller scale, fig. 5, is very much more 
difficult to exhibit than the larger one, and forms a good test of 
the defining power of a one-twelfth or one-sixteenth; the 
markings are of precisely the same nature as those of the 
larger scale, but are much more difficult to bring out. 


28 * 


Microscopic Cabinet , p. 1 50. 
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These insects abound in damp cellars, where they may be 
seen running or skipping upon the damp walls. Mr. Pritchard 
recommends the following methocj of collecting them, vir. : — 
“ To sprinkle a little oatmeal or flour on a piece of black 
paper, and lay it near their haunts ; after a short time the 
paper may be removed and carefully placed in a glazed bason, 
so that when they leap from tfne paper, on being brought into 
the light, they may falf info the bason, and thus separate 
themselves from the bait. » They should be cautiously handled, 
and placed either in little tubes or boxes, with camphor to 
preserve them from the ravages of other insects.* 

Scales of Lepisma Saccharina . — These are so easily made 
out by the lowest powers, that they can hardly be called by 
the name of tests. Figs. 8 and 9, in Plate VIII., re- 
present two of the scales magnified 500 diameters ; the lon- 
gitudinal striae appear to stand out in bold relief, like the ribs 
on a shell ; they are smallest at the lower part of the scale, 
and increase in breath, and become more prominent as they 
proceed towards tho outer margin; a good glass should* define 
well the contrast between the^triae and the interspaces. 

Scales from the Gnat's Wing . — Two of these are represented 
by figs. 1 and 2, in Plate VII. ; when magnified 500 dia- 
meters, they exhibit very bold longitudinal bands or striae, 
which project beyond the end in the form of spines; in the 
membrane, between the longitudinal striae, there is sometimes 
an appearance Jil .e the watcrirfg of a silk. If one of these 
scales be viewed with a twelfth of 90° aperture, numerous 
striae will be seen; but if, on the same scale, one of 130 p be 
employed, half of the lines will disappear, which proves 
that the first effect was due to interference. 

Battledoor Scale of Polyommatus Argiolus (azure blue). — 

One of these elegant scales is represented ‘at fig. 3, Plate 

« 

* It is said that the French opticians employ as a test the scales of a 
species of Podura, named Petrobius maritimus , which is very abundant on 
the sea coast; the markings on these scales* are very strong and easily 
made out by second-rate instruments, hence some caution is necessary 
that proper scales be selected for examination, the best of all being those 
of the kind shown by fig. 5. 
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VII, as seen under a maghifying power of 500 diameters ; 
when badly defined, its surface appears covered with coarse 
longitudinal striae; but under a good object-glass the strite 
are interrupted by small rings, having a hair-like projection 
from the centre of each ; the rings *are at some little distance 
apart, and are joined together by minute longitudinal stria) ; 
in the lower part of the scale there? is a curved band \$i^h its 
convexity towards the point of ^ttaShment of the scale, which 
consists entirely of minute blaclj dots of pigment ; the stria} 
between this band, and what may be termed the quill of the 
feather, are not interrupted by rings, but, consist of con- 
tinuous lines, having black dots upon them. A good defining 
power should show the dots and the rings witll the connecting 
striae between each very distinctly. 

Scale of Morpho Menelaus . — A scale of this splendid butter- 
fly is shown at fig. 4, Plate VII., magnified 500 diameters ; 
it exhibits strongly marked longitudinal and very delicate 
transverse striai, the former frequently bifurcating. In 
forrqpr times it required a good quarter to exhibit the trans- 
verse stria) ; but the half-inch^ as no\y constructed, will show 
them readily. In taking the scales from the upper surface 
of the wing of this beautiful insect, thq pale blue specimens 
should be selected; many of these have a t thick coating of 
colouring matter, and in examining a series of them, it will 
often happen that scales will be seen having certain spaces or 
parts of their surfaces more* transparent ^han the rest, and 
without any trace of stria) ; this is due to the refhoval of the 
pigment, and with it the striated layer! This object forms a good 
test for the half-inch object-glass, which should show clearly 
the transverse strisfc; and if the scale be perfectly flat, the 
striae should be seen over the whole of its surface; but it 
generally happens that they arc only well defined in certain 
situations. f The pigment, under very high powers, exhibits a 
dotted appearance between the stria}.* 

For many years, several species of siliceous infusoria of the 
genus Navicula have # been employed as tests ; but with im- 

* The structure of certain scales is now being investigated by Mr. 
De La Rue, Mr. Topping having directed his attention to some peculiar 
markings on their surfaces. 
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proved object-glasses the lines of dots on their surfaces can be 
so easily made out, that they are no longer employed ; but in 
more modern times, several new species have been discovered, 
which even now require the aid of the highest powers and 
most careful manipulation to show their true characters; the 
first of these, and the one most easily exhibited, is the Navicula 
Hippocampus. This beautiful species was first brought under 
the notice of the micro'scopists in this metropolis, by Mr. 
Robert Harrison, of Hull„ in June 1841, the longitudinal 
strise, on the surface of which, he was the first to discover. 
After a careful* examination of the same infusoria at a sub- 
sequent period, Mr. Harrison also detected transverse striae as 
well ; but thcs6 he found more difficult to exhibit than the 
longitudinal scries. A representation of this animalcule is 
given in Plate VIII., fig. 1, as seen under a magnifying power 
of 500 diameters, and at fig. 2 under one of 1,200. 

It will be noticed that the so called longitudinal and 
transverse striae are resolved into dots, which are so arranged 
as to present under object-glasses of low power the appearance 
of longitudinal and transverse lines. When viewed by a power 
of 500 diameters, it is readily seen that its surface is convex, 
and that the dots ar$ projections from the surface ; a curved 
structureless lin# runs down the middle of the shell in the 
centre, and at each end the line, is expanded into an oval spot ; 
on the edges, near the central spot, the dots are elongated 
transversely, and appear as so many short bands. This species 
of navicula i's an excellent test for a quarter-of-an-inch object- 
glass, which should sho\V distinctly both sets of lines or dots 
by oblique illumination. 

Navicula angulata . — This exceedingly beautiful species was 
first found upon conferva in the Humber at Hull, and three sets 
of lines discovered on it by some microscopists residing there ; 
since then, its structure has been carefully worked out by Mr. 
Gillctt,by an improved method of illumination and of mounting 
between thin glass ; these supposed lines have been resolved by 
him into minute dots or elevations from the surface, which are 
so arranged as to present both longitudinal, transverse, and 
oblique markings, under certain conditions of illumination. 
Fig. 4, Plate VIII., is an entire specimen seen under a 
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magnifying power of 500 diameters; and fig. 5 a portion 
of the same magnified 1,200 diameters, whilst at fig. 6 is 
represented a still more highly magnified view of a portion 
of another specimen, for wliich the author is indebted to Mr. 
Gillett,from whose microscope it was sketched by Mr. Leonard; 
the angle of inclination of the dots to the sides of the shell 
was found on measurement tojbe 54° in some specimens, and 
nearly 60° in others. Wheneverthese infusoria are viewed 
by means of very oblique light, the appearances presented are 
those shown in figs. 4, 5, 6 ; but under the most favourable 
illumination, either from a white cloud, or a^lamp with direct 
light, and a magnifying power of at least 1,200 diameters, the 
lines are all shown to be dots or elevations from the surface, 
as exhibited as they occur on a small portion of the scale 
by fig. 7. Figs. 1, 2, 4, 5, 6, are all exceedingly useful in their 
way, to show how by very oblique pencils of light, with 
glasses of small aperture, dots closely approximated may be 
converted into lines. 

Another very good test of the defining power of a micro- 
scope is the ultimate structure of voluntary muscular fibre, 
about which many differences of opinion have been raised. 
The most excellent specimens of this beautiful structure 
that have yet been shown, are those prepared by Mr. 
Lealand, from one of which, with his kinS. assistance, figs. 
10, 11, 12, have been drawn by Mr. Leonard. Fig. 10 
represents a portion of a muscular fibre or fasciculus of a pig 
magnified 600 diameters, which has been so far»separated, as 
to exhibit the structure of the ultimate fibres or fibrilke. 
Fig. 11 is a specimen taken from another part of the same 
preparation, but magnified 1,200 diameters ; in this it will be 
seen that each fibril is composed of alternate bands or stripes 
of two distinct structures ; but, on more careful examination, a 
transverse line will be found between each dark band, which 
gives to the fibril an appearance of being composed of a linear 
series of more or less oblong or square cells, with a dark sub- 
stance in the centre of each, as shown in fig. 12. In some 
cases, as in fig. 11, tte transparent cell wall cannot be easily 
seen, the dark substance extending as far as the sides of the cell. 
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Navicula Spenceril — Early in the present year, Mr. Matthew 
Marshall received some specimens of this species from Professor 
Bailey, of West Point, New York, who stated that an object- 
glass, constructed by a young artist of the name of Spencer, 
living in the back woods, ♦ had shown three sets of lines on it, 
when other glasses of equal power, made by the first English 
opticians, had entirely failed tQ define them. Mr. Marshall 
was supplied with the identical specimens on which Mr. 
Spencer’s object-glass had been tried ; these have since been 
carefully examined by Mr. Marshall and Mr. Warren De 
La Rue, and the nature of the markings clearly made out. 
Mr. De La Rue, has obligingly furnished the author with 
Plate IX., in which he has faithfully delineated a specimen 
of N. Spencerii, as viewed under a power of 800 diameters, 
and a portion of the same magnified 1,900 diameters, from 
which it will be plainly seen that the lines discovered by 
Mr. Spencer are in reality dots, and arranged so as to exhibit 
both transverse, longitudinal, and even oblique striae, when 
viewed by an object-glass not capable of separating the^dots 
one from the other. Mr. De La Rue has further made out 
that the dots are not projections from the surface, but are 
either perforations or depressions. The shape of the shell is not 
unlike that of a small kind of N. Hippocampus, wliich the 
markings also very much resemble. 

Nobert' s Tests . — -iVf. Nobert, of Greifswald, having occupied 
himself for some years in the manufacture and the testing of 
a large compound microscope, discovered that the productions 
of nature, which had betm almost exclusively used as test 
objects, were more or less different in the nature and arrange- 
ment of their markings, hence he was led 1 to the employment 
of such objects for comparison as can be reduced to number 
and measurement, as modem philosophy requires in aU its 
parts. The plan adopted by M. Nobert, is to etc,h on glass 
ten separate bands at equal distances from each other, each 
band is composed of parallel lines of some known fraction of 
a Prussian inch part ; in the first band they are Tx ^, and in the 
last YsVtf of the same quantity, whilst the eight intermediate 
groups, with regard to the distance of their parallel lines, 
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form parts of a geometric series, as represented in the follow- 
ing table : — 

o;" 001000 

0 , 000857 
0 , 000735 
0 , 000630 
0 , 000540 
0 , 0Q04fi3 
0 , 000397 
0 , 000340 
0 , 000292 
0 , 000225 


In order to render the object more intelligible, the author, 
through the kindness of his friend. Dr. J. Hughes Bennett, 
has been enabled to give the following representations of 
M. Nobert’s truly wonderful productions. Fig. 236 exhibits 
a piece of glass of the same size as the original, on which 
in the centre are ruled the ten bands or clusters of lines 
before alluded to, the entire numbpr occupying so small a 
space as the one-fourth of a line ; when this glass is placed 

under jj magnifying power of 
about 100 diameters; the bands 
containing the fewest number 
of lines in them will present 
the appcaijfipce shown by fig. 
237, in which hre exhibited 
the f lines as seen in four of the 
coarsest, the other six with so low a power not being visible, 
and even those in the fourth band requiring some care in the il- 
lumination to define them 

satisfactorily. In order 

to use this test, the bands 
are viewed by glasses of 
different focal lengths, in 
the same manner as any 
Fig. 237. other lined objects, and 

the number of the bands with their lines clearly defined, will 





Fig. 236. 
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form a good criterion of the merits of any magnifying power 
from 100 to 2,000 diameters. Thus, for instance, if a quarter 
of an inch object-glass be employed with the best illumina- 
tion, nine of the bands may be seen, and the lines in seven of 
them clearly defined, but still no trace of the tenth band 
visible ; if, however, a twelfth be used, the lines in the tenth 
may be shown ; and these, although the an English inch 

apart, are as perfectly etched ,as those in the first band, which 
are four times as coarse as .those in the tenth. Of all the 
tests yet found for object-glasses of high power, this would 
appear to be the most valuable, and one which comes very 
near to the utmost limit that the position of a line can be 
accurately ascertained. M. Nobcrt’s paper is published in 
Pogcjendorf* s Annalen for 1846; but as it would be foreign 
to the object of this work to enter so scientifically into the 
explanation of the reasons for adopting so valuable a form of 
test glass as M. Nobert has done, the reader is referred to the 
paper itself, which will well repay an attentive perusal, as the 
information it containc is of the highest practical importance. 
Accompanying the test kindly lent to the author by Dr. 
Bennett, was another glass, on which were etched in a similar 
manner a series of lin^s, the Too of a millimetre apart; these 
were, likewise, beautifully ruled, and the surface of the glass 
presented a rich play of iridescent colours. 

Method of Examining Test Objects . — For the purpose of 
examining these most delicate of all structures, considerable 
care and skill°arc required, the more so if two object-glasses 
of equal power are to be ‘ tried one* against the other. The 
usual modes of illuminating transparent objects have already 
been given at page 170, where also will be found the descrip- 
tion of the different kinds of apparatus that are placed beneath 
the stage, in order to increase the brightness, OY cut off the 
outer rays of the illuminating pencil. " The objects for exami- 
nation should be perfect specimens, and mounted either in the 
manner represented by figs. 190-1-2-3, or on a slide of the 
usual size, and covered with the thinnest films of glass ; some 
of the most opaque specimens may be put up in balsam, but 
the majority are far better seen when mounted in the dry 
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way between pieces of thin ^lass. Day light will be found to 
be the best for all examinations, and the light reflected from a 
white cloud, save that of jthe sun, the brightest that can be 
obtained. The microscope having been placed on a firm 
table, in a suitable situation to get* a good light on the mirror, 
and everything ready, the object-glass, if of high power, 
must next be corrected for the tlfickness of the glas£ ^ovcr ; 
as the method of doing this wa^ n&t described at page 159, it 
will be proper to mention it her$. 

Method of Using the Adjusting Object-glass . — As the high 
powers of Messrs. Powell and Ross have, the same kind of 
adjustment, the following directions, drawn up by Mr. Ross, 
will answer for both; but those of Mr. Smith being of a 
different construction, wiJJ. require a separate mention : — 

“ When an achromatic object-glass for a microscope has its 
aberrations corrected for viewing an uncovered object, the 
correction will be nearly the same, whether the object is 
seen by the light reflected from its surface as an opaque, or 
by jts intercepting transmitted light a transparent one, if 
these objects arc properly prepared # and illuminated. But if 
it be necessary to cover the object with glass or talc, or to 
immerse it in a fluid, the aberration caused by the refractive 
and dispersive power of the interposed medium deteriorates 
the performance of the object-glass. 

“ The adjustment which is given to object-glasses of high 
magnifying power, and transmitting largp # angular pencils of 
light, is for the purpose of compensating ilie aberration 
resulting from the various states fti which an object may be 
placed. To effect this there are two lines on the external 
part* of the object-glass; against the upper line 
is engraved uncovered , and against the lower, 
covered ; there is also a small square piece of 
brass, or 'tongue, screwed into a morticed hole, 
with a single line upon it, as shown in fig. 238. 
Immediately above the lines is a projecting milled 
edge,, which may be moved independently of the 
other part of the object-glass, giving motion to the part marked 
uncovered and covered; so that either of the lines may be made 



Fig. 238. 
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to coincide with that on the torfgue. This motion has the 
effect of separating, or bringing nearer together the lenses 
which compose the object-glass. When the line against which 
uncovered is engraved coincides with that 6n the tongue, the 
adjustment is perfect for 'viewing an opaque or uncovered 
object; but when the line against which covered is marked 
coincide with that on the' tongue, the object-glass is in ad- 
justment for viewing an object covered with glass or talc one- 
hundredth of an inch thick. # ,If the glass or talc is less than 
one-hundredth of an inch thick, then the mark on the tongue 
should be betweep the marks covered and uncovered ; and if 
it exceed one-hundredth, then the mark on the tongue should 
be without the * mark against which covered is engraved. 
This adjustment must be tested experimentally by moving the 
milled edge, so as to separate or close together the combi- 
nations, and then bringing the object to distinct vision by the 
screw adjustment of the microscope. In this process the 
milled edge of the object-glass will be employed to adjust for 
character of definition, and the fine screw movement of^the 
microscope for correct focus.” 

The object-glasses of high power, constructed by Messrs. 
Smith and Beck, have^the tube of their front lens moveable, 
and furnished witjj a screw collar, the circumference of which 
is engraved with ten divisions, nuipbered from 0 to 9 ; this, and 
the graduation on the milled head for slow motion, give a 
means of obtaining^ the finest performance under various cir- 
cumstances. ' The following directions are thus given for their 
use : — 

1. When* the tube in the body of the microscope is not at 
all drawn out. 

If the object is uncovered , screw up the collar of the object- 
glass, till 0 stands opposite to the vertical mark* on the tube, 
its two or more horizontal marks, each of which indicates one 
revolution of the collar, being all fully exposed. (This is 
nearly as far as the screw will go without strain.) 

If the object is covered with glass or talc, measure the 
thickness of this, taking advantage of dust or spots on the 
surfaces, by the milled head for slow motion : it has its circle 
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divided like the collar of the object-glass from 0 to 9 ; every 
revolution being ten divisions. 

Jllultiply tlie number of divisions indicating the thickness 
by 0.7, if the T % ihch object-glass is used ; by 0.9 if the \ inch. 
Then set the collar to the number that is the product, screw- 
ing it dotvn from its former position, and pressing up the tube 
of the front lens ; and the adjustment is made. 

2nd. When the tube in the body is drawn out, iilcrcase 
the number to which the collar i§ set, with the inch glass as 
under : — 

For 1 inch drawn out add 2.5 divisions. 

2 inches ... ... 4 ditto. 

3 ditto ... ... 5 ditto. 

5 ditto «... ... 6 ditto. 

The l inch glass is little changed by lengthening the tube, 
but one division may be added for each of the first four inches 
drawn out. 

# 

The milled head for slow motion gives for the depth of 
r J D of an inch in air fifteen ^divisions, in glass ten nearly. 

In order to test the merits of an object-glass, an object 
suitable to its power shouh] be employed ; if below the half- 
inch no achromatic Condenser need be ilsed by day ; the light 
from a white cloud may be reflected by the mirror, or that 
from an argand lamp at night ; direct rays should be first 
employed, and tjie object brought well into focus ; if it be a 
lined one, the concave mirror should be turned in various 
directions, in order that the lines may be distinctly seen ; but 
the light should not be too oblique, as then fallacious appear- 
ances may *be produced; if the achromatic condenser be re- 
quired, the plane miruor should be used ; and when the object 
is in focus, the illuminating lens should be moved up or down 
gently, to see at what point the definition is the best. If the 
power to be tested, be an eighth or a twelfth, and the object a 
very minute one, a half-inch should be first used to find it out 
and bring it into the centre of the field, the high power may 
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then be substituted for the lower me ; and if the axes of the 
two glasses coincide, the object will be found in the centre of 
the field, or very near it. It is always a tedious matter to fyid 
a minute object in a slide with a high power, unless a small 
circle be marked around it>.; but in practice it will be found 
most convenient first to examine the slide with a half-inch or 
inch, av4 to bring into the centre of the field of view the 
object "'required. Mr. Gillett adopts a very excellent method; 
he searches over all the objects contained in a slide, and paints 
a circle around the best specimens, and makes an enlarged 
drawing or chart of the slide on paper with all the circles, and 
within each circle a magnified representation of the objects 
contained in it ; if the slide and the chart be compared, the 
circle within which the best specimens are contained can be 
placed in the field ot view without much difficulty. 

In testing the merits of any two glasses of equal power, the 
same illumination and object should be employed with each, 
and the only way of getting a measure of their relative value 
is to select a test that can be resolved by both, and that glass 
which shows the lines darkest, and all elevations the most 
prominent, and the spaces betweeii them the clearest, may be 
considered to perform the best. Particular care should be 
taken in the management of the illumination, so that the rays 
be not too oblique, as it often happens that projections are 
shown as depressions, Und depressions as projections. Objects, 
the intimate structure of which it if> difficult to define, should 
be examined by two or more observers, especially such as the 
Navicula hippocampus and rngulata, in which an appearance 
of lines is given by dots or projections, arranged in parallel 
rows, or in rows alternating with each other; nothing can 
more plainly illustrate the importance of this proceeding than 
figs. 2, 4, 5, in Plate VIII. ; a number of persons have carefully 
examined these under the power by which they were drawn, 
and have set down on paper what they believed the markings 
to be produced by; some have declared them to be lines, 
whilst others, whose eyes were more practised, could resolve 
each line into a series of dots or elevations, as shown in figs. 

3 and 7. The representations of the several test objects 
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given in Plates V., VI., VIII., and IX., will form ah 
excellent guide to the amateur, as to the amount of definition 
that a good object-glass of equal magnifying power to that em- 
ployed in any given drawing should exhibit, as every specimen 
has been carefully sketched by the camera 1 ucida, and all the 
markings put in as they were best seen, with glasses of great 
or small angles of aperture, the fo^iier exhibiting then^ as dots, 
the latter as lines. 


CHAPTER XXI. 

MISCELLANEOUS HINTS ON THE MANAGEMENT OF THE 
MICROSCOPE AND klCROSCOPIC PREPARATIONS. 

Apartment — In the choice of a room for microscopic obser- 
vation, one on the ground-floor should be selected in which 
there is a window having a northern aspect, and not over- 
shadowed by trees or buildings ; a firifi table is required for 
placing the microscope on,* and in 'order that the latter may 
be at all times ready for use, it should be covered over either 
with a glass or other shade when not eiAployed ; many valuable 
observations will be lost if the labour of poking and unpack- 
ing of the instrument and ‘apparatus have to be frequently 
repeated. A glass shade, especially a stout one of the old 
make, with a knob at the top, will be fofcad ty keep off the 
dust as effectually as any well # constructed box or case. 
Drawers and cupboards, for containing preparations in bottles 
and boxes, will be. found very convenient. A small nest of 
drawers, fitted up under the table, will be useful for keeping 
thin glass cpvers, spare slides, cutting instruments, &c. In 
the winter, when fires 9 are in use, it will be necessary to be 
careful to cover over any preparations that are about to be 
dried before being mounted, as small particles of carbon are 
continually being deposited in all situations ; for this purpose 
small shades, such'as are employed for raising young plants, 
will be found particularly convenient. 
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To Clean the Optical part of tly; Microscope . — In order to 
clean the glasses of the eye-piece, they should be unscrewed, 
and wiped either with a piece of clean lawn or wash leather; 
an old soft cambric handkerchief ^ill be an excellent substi- 
tute for either. In the case of the object-glasses, the wiping 
should be conducted with great care; in the majority of 
instances, a camel’s-hair pencil will remove any dust, but for 
all otter purposes the leather or linen will be required. Some 
persons recommend that the Wash-leather should be impreg- 
nated with putty or crocus powder ; both this and the linen 
should be kept perfectly free from dust in a box, and employed 
for no other purpose. 

Glass Slides may be freed from all grease by washing them 
with potash; the liev. J. B. Keade has recommended an 
infusion of nut galls (which contains a large quantity of tannic 
acid) for the same purpose. In wiping the slides and the 
covers as well, be careful not to employ a substance likely to 
leave any nap or down behind, as coloured filaments, derived 
from table-covers, pocket-handkerchiefs, &c., have, more than 
once, been mistaken for highly organized structures. 

Cabinets and Boxes foY holdin j Microscopic Objects . — The 
slides generally employed by microscopists are of one of the 
sizes recommended by tiie Microscopical Society, viz., three 
inches by one, or fnree inches by one-and-a-half ; the former 
is most commonly us$d. Any number of these may be cut of 
the required dimensions by the board and ruler described at 
page 242. Objects' mounted on slides are often required to 
be carried about ; for this purpose small boxes are used, the 
sides of which are provided with strips of wood, termed racks , 
having a series of grooves cut in them, at equal distances 
apart, to receive the ends of the slides ; when the slides are 
placed in the grooves, they may be kept either in ,a horizontal 
or in a vertical position; some persops prefer the former, 
others the latter method. Boxes capable of containing one or 
two dozen objects can very well be carried in the pocket 
without injury, provided the cover be well padded and pressed 
firmly against the sides of the slides; otners, made in the 
shape of books, and fitted up with racks, look very neat when 
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arranged on shelves, the objects contained in them should be 
kept in the horizontal position, which can readily be done by 
having the box made of sufficient breadth to contain one or 
two slides when placed horizontally. The cliief inconvenience 
in this mode of arrangement is the difficulty of finding any 
required object quickly, hence it will be found in practice, 
where stowage room is not of mjich consequence, t^at the 
plan of keeping them in drawers perfectly flat will be toy far 
the most advantageous ; some persons prefer having the drawers 
divided into compartments, each one of which is only capable 
of holding a single slide, this, besides being an expensive plan, 
is not always necessary ; if the cabinet be lafge, and not often 
moved, the divisions may be dispensed withj the author has 
kept for years a collection of anatomical preparations in 
shallow drawers, each bSing capable of holding nearly one 
hundred slides; no compartment of any kind is employed, and 
in fp single instance has any injury befallen the specimens. 
The author of the work entitled Microscopic Objects , recom- 
mends the following as a convenient size for a fixed cabinet, 
wh&e objects are required to be kept in a horizontal position, 
viz., “ twelve inches long, nine inches wide (from front to 
back), and one quarter-of-an-inch deep. These arc the inside 
measures of each drawer, which will contain thirty-six slides 
of the standard size ; viz., three inches long And one inch wide. 
A cabinet of twenty shallow* drawers of these dimensions, and 
four deep ones for opaque objects, will form an excellent 
museum, capable of containing nearly 2, 0(JO specimens.” The 
following plan of securing the slideg in the drawers of a small 
moveable cabinet, having as many as twelve of the latter in a 
depth of four inches and a quarter, is also worthy of mention, 
the width of the drawers from front to back being six inches : — 
ts Into these shallow drawers the slides containing the objects 
are laid flat in double rpws ; the outer ends of the slides are 
made to fit into a ledge in the front and back of each drawer; 
the inner ends of the slides, meeting in the middle of the 
drawer, are kept down by a very thin slip of wood covered 
with velvet. In this way the slides do not shake when 
the cabinet is moved from place to place ; every object is 
29 



450 


MANIPULATION. 


seen without removal, and thus #uo time is lost in making a 
selection.” 

Opaque objects mounted on discs should be kept in drapers 
or boxes lined with cork, and well ’protected from dust; each 
disc should have either a number or the name of the object 
written on it. 

Labeling Slides , fyc . — The methods of cutting and edging 
glass slides has already been given at pages 243-4. Those 
who employ plate-glass generally have the edge's of their 
slides* either ground or polished; but others, who prefer flatted 
crown, usually cover them with paper, which gives them a neat 
appearance. The slides that are protected with paper are 
generally those leaving objects on them mounted either in the 
dry way or in balsam ; and when the paper is thin, like the 
common blue, it may often be laid bn at one operation, a hole 
having been previously punched out of the centre of the top 
and bottom piece for the object. Mr. Topping and o tilers 
employ green or blue coloured papers, on which some kind of 
pattern is printed in gold. These should be cut of the size 
of the slide, and a hole punched out of the centre of each for 
the objec i; ; strips of thin paper tore then to be pasted around 
the edges, and the upper and under surfaces afterwards 
covered with the figufed paper. Some persons stick white 
labels upon the ^coloured paper ; but the most satisfactory 
method of proceeding, is to paste a piece of white paper upon 
one end of the slide, and to punch out a circular or other 
hole in the cplourdd paper that is pasted over it ; by these 
means there is less risk of,, the label being lost, as it is doubly 
protected. When the slides are not papered, the name should 
be written on them by the diamond described at page 241 ; it 
will be often advisable, when fluid is used, to put down the 
name of it, and the date when the preparation was mounted. 
For the sake of cataloguing the slices, the opposite end to 
that having the name should be employed for the purpose. 
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Recent Improvement in the Stage of the Microscope . — Early 
in the present year, a paper was read at the Microscopical 
Society by Mr. Legg, on an improved stage for the micro- 
scope. In all the stages previously made, the revolving plate 
is placed above the horizontal and vertical movements, there- 
fore, unless these movements are fixed, any object placed upon 
the revolving plate is certain to be lost to the field of view when 
this is turned on its own axis. To remedy this, Mr. Lcgg has 
changed the position of the revolving plate, and placed it 
below the other movements instead of above them. This is 
eff^pted by attaching the revolving apparatus to the foundation 
plate of the stage by means of a strong dove-tailed or conical 
ring working freely but firtnly in it; when in us*c, the re- 
volving plate may be turned with the hand or by an endless 
screw; upon the ring, the plate having the stage actions is 
placed, these last are effected by milled heads seen on each 
side of the stage, the lateral motion consisting of a screw 
working in a collar connected with the sliding plate, and the 
vertical by a pinion fixed on the first sliding plifte, and acting 
upon a rack on the under side of #te top or object-plate ; the 
whole is so contrived, as to traverse the entire extent of the 
circle and pass tinder the arm of the microscope without 
impediment. In fig. 239 is shown the stage as applied to a 
microscope constructed by Messrs. Smith and Beck; a re- 
presents part of the arm supporting the compound body b ; 
c the fine adjustment; d the tube for carrying the object- 
glass; ee the milled heads of the stage actions (which are 
double, so that it matters not which side of the stage is 
nearest the arm a ) ; ff the clips for securing the objects ; g 
the ring which revolves upon the foundation plate lu When, 
29* 
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therefore, the object is fixed between the clips ff it may be 
revolved, and, if the workmanship be correct, it will still be 
kept within the field of view, or only so much out, that Jhe 
most trifling adjustment will bring it ba<$k to the centre. 


Cliinii 



Fig. 239. 

This contrivance Mr. Legg states is useful for examining 
crystals by polarized light, as well as lined objects, whether 
opaque or transparent, when it is desirable to cast a shadow in 
various directions without moving the illuminating apparatus. 

Instrument for Cutting Circular Covers of Thin Glass . — At 
page 246, it was stated that oval or circular covers might be 
cut by a machine in which a plane surface of wood, on which 
the glass is laid, is made to revolve either in a .circle or oval 
underneath a diamond point, or by a model of card-board or 
metal around which the writing diamond is to be passed. 
The little instrument represented by fig. 240, which has 
lately been contrived by Mr. Gr. Shadbolt, jun., to whom the 
author is indebted for the sketch, will be found to answer the 
purpose exceedingly well. It consists of a central stem of 
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steel wire a a , sliding freely in a tube of brass b. To the 
upper end of the wire is attached a disc of ivory c, and to the 
lolfrcr a small cylinder gf box-wood d ; to the lower end of 
the tube b is fastened a piece of brass 
e, through which is made to slide a 
small triangular bar f carrying at one 
end a Semicircular piece of t)£ass //, 
through which slides a steel pin A, armed 
with a diamond point ; the pin niay be 
fixed at any recpiired height by the 
screw i, and the bar ^also, (when regu- 
lated for the size of circle to be cut) by 
the screw j, The use bf the instrument 
is obvious, the cylinder d being placed in 
an upright position upon the piece of 
thin glass, and the arm / adjusted to the 
required size of the cover to be cut, a 
finger of the left hand is to be placed 
upon the disc c*„ and one of the right 
upon the edge pf the larger disc of wood 
It ; if tins last be revolved, it will carry 
with it the arm bearing the diamond, ajid a little practice will 
enable the operator so to regulate the pressure of the latter 
upon the glass, as to make a perfectly even cut. This instru- 
ment will be more fully described in Vof. II. of the Transac- 
tions of the Microscopical Scvieti/. 

Improved Apparatus for Collecting Infusoria .— At page 353 
was described an apparatus for securing a phial to the end of a 
stick, also an ingenious contrivance of Mr. Shadbolt ; since the 
time, however, when he obligingly furnished the author with 
that description, he has much simplified the arrangement ; the 
handle employed consists of two joints of a fishing-rod, as 
shown by jSg. 231 a; btft instead of the upper ferrule being 
provided with a screw to receive the ring A, a piece of brass, 
having an oblong square hole o cut in it, is fastened into the 
ferrule, as shown in §g. 241 AC; through this the ends of a strip 
of whalebone are passed, and, according to the length inserted, 
the loop r may be made larger or smaller to receive the neck 
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of any kind of phial, the screw K serving to keep the whale- 
bone so firm, that the weight of water in the phial may not 

draw the ends out of the brass. 
For convenience of package, the 
whalebone is withdrawn from the 
ferrule, and, when made straight, 
is slid within the hollow top-joint, 
apd this last placed within the 
larger joint ; the whole may then 
be used as a walking stick, the screw B having first been 
properly secured in the lower end of the large joint. 
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A 

Aberration, 

chromatic, 143 
spherical, 143 
Acarus, » * 

scabiei, 385 
folliculorum, 385 
autumnalis, 386 
domes ti cub, 386 
Accessory instruments, 08 
Achromatism, 

discovery of, 32 
Achromatic condenser, 

Powell’s, 101 
Ross's, 101 
Smith’s, 103 

Achromatic microscope, 151 
Adams, George, 

microscope of, 23 
A dams, George, jun. 
microscope of, 24 
micrometer of, 190 
Adjustment of light, 166 
of focus, 167 

Advantages of polarized light, 230 
ASpinus, 

microscope of, 34 
Aleyonium, 

specimens of, 377 
Algae, 374 
Amici, 

reflecting microscope of, 26 
achromatic object-glass of, 35, 20 
Angle of aperture, 420 

method of measuring, 428 
Animal tissues, 
to dissect, 324 
classification of, 375 
Animal objects, • 
classification of, 875 
Animal structures, 

to mount in panada balsam, 280 
Animals, 

hair. of, 395 
horns off 397 
hoofs of, 397 
Antennae of insects, 380 
Apartment, choice of, 447 
Aphides, 384 
Apparatus, 

polarizing, 104 

for collecting inft^oria, 352, 453 


Aquatic plants, 

V « to cultivate, 349 
ristophancs, 1 
Asphaltum cement, 267 
^Author, 

% dissecting microscope of, 
indicator of, 130 

B 

Bacon, Roger, *2 
Baker, 

work of, 21# 

Background illumination, 178 
.Basement membrane, 405 
Bat’s hair, 432 
Blood, 

circulation of to view, 332 
in insects, 333 
in fish, 335 
in frog, 337 
in mammalia, 341 
specimens of in vertebrata, 388 
Bone, 

specimens of, 389 # 

sections of, to make, 297 
to mount, 299 

Bonnani^ 

microscope of, 7 

Bonnet for compound body, 131 
Lister's, 131 
Leonards, 132 
Bottle-holder, 127 
Box cells, 262 . 

method cementing, 265, 
266 

Bonks for objects, 448 
Drews ter, Sir David, 
jewel lenses of, 26 
grooved sphere of, 29 
fluid object-glasses of, 34 
Built up cells, 260 

O 

Cabinets for Objects, 448 
Cages for animalcules, 114 
Camera lucida, 128 

mode of constructing, 210 
method of using, 212 
uses to which applied, 21 3 
method of making diagrams by, 
214 

Campani, 6 



4 56 


INDEX. \ 


Canada balsam, * 

to mount objects in, 274 
to mount sections of wood in, 278 
to mount animal structures, 280 
fossil infusoria, 281 
foraminifera, 282 
Candlestick, 140 
Carmine, 

to feed infusoria with, 362 
Cells, 

fiut/ 3 

E*'J. Quekett’s, 253 
l/ irkcr’s, 253 
tl 4n glass, 254 
concave, 255 
white lead, 256 
Valentine’s, 256 
Holland’s, 256 < 

Topping’s thin, 257 
tube, 258 
drilled, 259 * 

built up, 260 
box, 262 

deep, to mount objects in, 262 
Rainey’ s, 264 
paper, 288 

to mount opaque objects in, 293 
method of cementing, 247 
with and without heat, 248 
with marine-glue, 248 
with Canada balsam, 25’0 
plate for, 248 
apparatus for, 249 
Cellular tissue, vegetable, 367 
Cements, 

japanner’s gold-size, 26‘ 
sealing-wax vamitfi, 267 
asphalt-urn, 267 
Canada balsam, 268 * 
diamond, 269 
electrical, 268 
marine-glues 268 « t 
thick gum, 269 
Chamber, dark, 100 
Chara, 

circulation in, 342 
habitat of, 351 
Charles, M., 
lenses of, 34 
Cheese-mite, 386 
Chevalier, 

microscope of, 36 
achromatic object-glass of, 38 
Chimney of lamp, 137 
to clean, 141 
shade, 137 

Chippings of w r ood, 312 
Chromatic aberration, 143 
Circulation of blood, 
to view, 332 
in fish, 335 


Circulation of blood, 
in frog, 337 
in tongue of frog, 339 
in mammalia, 341 
Circulation in plants, 341 
to view r , 843 
t in Chara, 342 
in Groundsel, 347 
in Hydrocharis, 345 
in Nitclla, 344 
in Penstemon, 346 
in Tradescantia, 346 
in Valisneria Spiralis, 347 
Classification, 

of objects, 366 
of animal tissues, 375 
Cleaning lamps, 138 
slides, 283 

Cobweb micrometer, 195 
Coddingt-on lens, 48 
Collomia seeds, to view, 414 
Colours of polarized light, 225 
Colnpound microscope, 147 
Compound achromatic microscope, 
67, 151 
Varley’s, 94 
Dancer’s, 97 

l*o well and Lcaland’s, 74, 77 

large, 81 

Ross’s, 82, 85 
Smith and Beck’s, large, 88 
smaller, 91 
student’s, 92, 93 
stand, partR of, 68 
object-glasses, 71 
impound body, 

method of mounting, 70 
CompresBorium, 121 
Condenser, 

Wollaston’s, 100 
achromatic, 101, 173 
to use, 173 
Powell’s, 101 
Ross’s, 101 
Smith’s, 103 
Condensing lens, 106 
small, 108 
Corals, list of, 379 
Corks loaded, 321 

Correction of object-glass, Ross’s, 154 
Coventry, 5 

mjerometer of, 191, 209 
Covers of thin glass, 246* 
Crystallization of salts to view, 412 
Cuff, 

microscope of, 20 
micrometer ofj 22, 190 
Culpeper, \ 

microscc le of, 20 
Cultivation oX water plants, 349 
Currents in fluids, to view, 413 
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Cu stance, 

wood sections of, 24 
Cuthbert, 

reflecting microscope of, 35 
Cdticles, 

vegetable, 367 

siliceous vegetable, list of, 370 
Cutting-machine, 306 
Topping’s, 309 
forceps, 316 
board for glass, 242 
method of using, 243 
Cylinders, % 

mounting objects on, 292 
Cynips, 384 

D 

Dancer, 

microscope of, 97 
Dark chamber, 100 
stops, 112, 186 
Darker, Air., 

polarizing apparatus of, 230 * 
method, 289 
cell, 253 
Deep cells, 

to mount objects in, 262 
' Dermcstes, hair of, 433 
Desmidiese, 

to collect, 358 

* method of mounting, Mr. 
Thwaites’s, 257 
Diamond, 
lens, 66 
cement, 269 
glazier’s, 239 
writing, 241 
method of using, 240 
Diaphragm, 99 
French, 109 

. Directions, preliminary, 165 
Direct light, 177 
Discs, 

to mount opaques on, 290 
Dissecting instruments, 314 
forceps, 314 
cutting forceps, <&6 
microtome, 316 
needles, 319 
needle-holders, 320 
non-cutting, 320 
rests, 822, 325 
troughs, 320 
scalpels, 317 
scissors, 315 
spring scissors, 316 
Valentin’s knife, 318 
Dissecting lens, 51 
Dissecting microscope. 

Powell’s, 52 J 
portable, Smith’s, 54 


Dissecting microscope, 
portable, Doss’s, 55 
Slack’s, 57 
lloss’s, 59 
Valentine’s, 60 
Smith and Beck’s, 62 
Raspail’s, 63 
Obcrhauscr’s, 326 
Author’s, 328 

Dissection, 

of nerve, 329 
muscle, 329 
animal tissues, 321 
vegetable tissues, 323 
tracheae of insects, 330 
spiracles of insects, 331 
Divini Eustachio, 
microscope of, 5 
doublet of, 28 
Doll and, ^ 

achromatic telescope of, 33 
Doublet, 

pcriscopie, Wollaston's, 28 
microscopic, Wollaston’s, 30, 65, 
144 

Ilcrschel’s, Sir J., 29 
Draw tube, 69 
Drebbcl, Cornelius, 2 
microscope of, 3 
Drilled cells, 259 

Dry method of mounting objects, 284 

ftillott’s, 286 
paper cell, 288 
Ducts, vegetable, 
list of, 368 
Dutch Ash, 

to prepale, 305 


E 

Edging Glass Slides, 244 
Eggs of insH'fcs, 38 y 
Electrical cement, 268 
E^tra of insects, 380 
^Epithelium, 
scaly, 403 
prismatic, 403 
ciliary, 404 

method of viewing, 404 
classification of, 408 
Erector, 109 

Euler, experiments of, 33 
Eyes, 

parts of, 399 
of insects, 380 
Eye-pi ccc, 

Jluyghenian, 72, 152 
micrometer, 192 
to clean, 448 
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F 

Feet of Insects, 381 
Ferns, 372 

spores of, 372 
Fibre, 

woody, 308 f 

muscular specimens of, 400, 4\ 1 
white and yellow, 402 
Fibro cellular tissue, 368 
Fish, T - : 
ci/ dilation of blood in, to vieyr, 
p35 

anparatus for, 336 
scales of, 393 
troughs, 126 
Fishing tubes, 117 
Flat cell, 258 , 

E. J. Quekett’s, 253 
Fluids, preservative, 270 
acetate of alumind, 270 
chromic acid, 272 
Goadbys, 270 
glycerine, 271 
solution of creosote, 271 
spirit and water, 270 
Thwaites’s, 271 
naptha, 273 
salt and water, 272 
general directions for using, 273 
currents in, to view, 413 * 

Fluid to mount, objects in, 251 , 
Focus, adjustment of, 166 
Fontana, 2 

Foraminifera, to mount, 282 
Forceps, 112 

Varley’s, 119 o 
E. .1. Quekett’s, 120 
dissecting, 314 
cutting, 316 

for holding pill boxes, 296 
Page's, 276 \ 
metal, 277 
Fossil, 

Infusoria, 363 
method of preparing, 364 
list of, 376, 
to mount, 281 
teeth, specimens of, 391 
woods, list of, 370 
Fraunhofer, 

object-glass of, 35 
French diaphragm, 109 
lamp, 135 
Frog, 

circulation of blood in, 337 
tongue of, circulation in, 339 
bit, circulation in, 345 
plate, 125, 337 
Fuss, Nicholas, work of, 33 


G 

Gillett, Mr., 

Method of mounting objects dry, 
286 

Glass, 4 t- 

best for microscopic purposes, 242 
cutting board for, 242 
method of cutting slides, 243 
thin, method of cutting, 245 
)' f thin, covers of, 246, 452 
Glazier’s diamond, 239 
f « Goadby, Mr., 

dissecting microscope of, 58 
fluid of, 270 
Goniometer, 

Leeson’s, 231 
Koss’s, 235 

Gorgonia, specimens of, 378 
Goring, Dr. 

lenses of, 26 

improvement in reflecting mi 
• croscopc, 35 
test objects, discovery of, 38 
Gray, Stephen, 
lenses of, 9 

water microscope of, 10 
simple reflecting microscope of, 
10 

fluid lenses of, 11 
Grindelius, microscope of, 8 
Groundsel, circulation in, 347 
(j uano, to prepare, 365 
(\ im cement, 269 
U ycerine, 271 

II 

Habitat, 

i * of Chara, 351 
Nitella, 351 
Ilydrocharis, 351 
Hairs, 313 

of animals, 395 
of bat, 432 
of insects, 381 
| of mouse, 432 

I of dermestes, 433 

of plants, $70 
Hall, Chester More, Mr., 
object-glass of, 32 
Harvest bug, 386 *- 

Ilersehel, Sir J., 
doublets of, 29 
Hill, Dr., 

work of, 24 

Hints, miscellaneous, 447 
Holder, bottle, 127 
needle, 320 
Holland, Mr., 

triplet of, V\l, 65, 146 
white lead cell of, 256 
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llood, for compound body, 131 
Lister’s, 131 
Leonard’s, 132 
Hoofs of animals, 397 
llofkc, liobert, 3 

micrographia of, £» 
microscope of, 4 
Horns of animals, 397 

to make sections of, 313 ’ 
Ilnyghens, 2 

Huyghenian eye-piece, 152, 160 
" ltamsden’s improvement on, 
160 

TTydras, to examine, 356 
Ilvdrocharis, circulation in, 345 

I 

Illumination, 

of objects, 170 
transparent ditto, 170 
background, 178 
Indicator, 130 
Infusoria, 352 

to procure, 352 
localities for, 352, 360 
apparatus for collecting, 352, 453 
method of collecting, 354 
wheel, 362 

to feed with carmine, 362 
fossil, 363 

•method of preparing, 364 
to mount in Canada balsam, 281 
fossil, list of, 376 
recent, list of, 375 
Injections, Liobcrkulm, 17 

of mucous membranes, 408 
Insects, 

circulation of blood in, 333 
trachea of, to dissect, 330 
spiracles of, to dissect, 331 
preparations from, 279 
antennae, 380 
eggs of, 380 
elytra, 380 
eyes of, 380 
feet of, 381 
hairs of, 381 
mouth of, 382 
parasitic, 383 
itch, 885 
scales of, 396 
spiracles of, 387 
trachea* of, 387 
stings of, 387, 
stomachs of, 388 
miscellaneous parts of, 389 
Instruments, 

dissecting, 314 

for cutting covers, *52 

non-cutting, 320 / 

I » on plate, for cells, 2# 8 


Jackson, Mr., 

micrometer of, 193 
Jansen, Zacliarias, 2 
Jap aimers’ gold-size, 267 
Ja'iropha oil, 138 

K 

Kino, Mr., 

l * experiments of, 224 
\Kyife, Valentin’s, 318 


% Lami», 

French, 135 
reading, 133 
shade, 134 
to clean, 138 
chimney to clean, 141 
spirit., 278* 

Lecson, I)r., 

goniometer of, 231 
Legg, Mr., 

experiments of, 221 
stage of, 451 
Leeuwenhoek, 

’ microscope of, 6 
Lens, method of making, 5 
watchmakers, 50 
distfceting, 51 
single, 64 
doublet, 65 
diamond. 66 
condensing, 106 

Sir I). Brewster's, 26 
Mfc Pritchard’s, 27 
doublet, T)iv ini’s, 28 
Gorina’s, Dr., 26 
periscopic doublet, 28 
Charles’s M., 34 
Codd'n^f^m, 4 
Stephen < iray 'f, 9 
fluid, Stephen Gray’s, 11 
^c&nard, Mr., 

condensing lens of, 108 
hood for compound body, 132 
Lever stage, 

Alfred White’s, 89 
Licbcrkuhii, 110 

to illuminate by, 183 
solar microscope of, 14 
opaque microscope of, 15 
hand microscope of, 16 
injections of, 17 
anatomical injections of, 18 
Light, 

adjustment of, 166 
direct, 177 
oblique, 178 
polarization of, 215 
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Limpet, tongue of, 418 
Lines, 

micrometer, value of, 198 
eye-piece micrometer, value of, 
200 

Lister, Mr., 

achromatic microscope of, 36( 
improvement in object-glass, 
object-glass, 149 
Loaded corks, 321 
Localities 

ioT Ohara, 351 
fa>' Infusoria, 360 
f<V* wheel animalcule, 362 
Luccraal microscope, 24 
Lucida camera, 128 

M % 

Machine Cutting, 306 
Mr. Topping’s, 3J>9 
Magnifying powers, 

Hook’s method to obtain, 207 
linear measure, 205 
superficial measure, 205 
table of, 208 
Mammalia, 

circulation in, 341 
Manipulation, 239 
Marine-glue, 248, 268 
Marshall, 

microscope of, 13 
Martin, Benj., 

microscope of, 13 
Measurement of objects, 

with micrometer eye piece, 198 
with stage micrometer, 1 97 
obtained by carncia lucida, 203 
French table of, 210 
Membrane, basement, 405t 
Mercury biniodide, 417 
Micrographia, 

Hooke’s, 3 
Micrometer, 189 
Adams’s, 190 
cobweb, 195 
cobweb, to use, 203 
CufF’s, 22, 190 
Coventry’s, 191, 209 
eye-piece, 192 
eve-piece, to use, 202 
Jackson’s, 193, 199 
Martin’s, B., 190 
Boss's, 192 
stage, 191 

Micrometer lines, to find value of, 
in cobweb micrometer, 201 
in eyc-piecc micrometer, 200 
in stage micrometer, 198 
M icroscope, 

definition of, 1 
Adams’s, George, 23 


Mr croscope, 

Adams’s, George, jun., 24 

Amici’s reflecting, 26 

anatomical, Lieberkuhn’s, 18 

yEpinus’s, 34 ' 

Bonnani’^, 7 

Culpeper’s, 20 

Cuff’s, 22 

Chevalier’s, 36 

Cuthbert’s reflecting, 35 

Divini’s, 5 

Drebbel’s, 3 

Gray’s, Stephen (w$ter), 10 
Gray’s, Stephen (reflecting), in 
Grindelius’s, 8 
Hooke’s, 4 

hand, Licbcrkuhn’s, 14 
opaque, Lieberkuhn’s, 15 
Leeuwenhoek’s, 6 
lucernal, 24 
Marshall’s, 13 
Martin’s, 22 
* Newton’s, Sir Isaac, 9 
solar, Licbcrkuhn’s, 14 
Salvetti’s, 6 
Scarlett’s, 20 
Wilson’s, J., 12 
Wilson’s, J., opaque, 12 
Wollaston’s, Dr., 30 
compound, 147 
compound achromatic, 151 
Dancer’s, 97 

Powell and Lcaland’s, 74, 77 
Powell and Lealand’s, large, 81 
Powell and Lealand’s, portable, 
79 

Boss’s, 40, 82 
Boss’s portable, 85 
Smith and Beck’s, large, 88 
Smith and Beck’s, smaller, 91 
Smith and Beck’s, for students, 
92, 93 

Varley’s, 94 

improvements in, by II. Powell, 

43 

J. Smith’s, 44 

improvements in, by C. Varley, 

44 

parts of stand, 68 
use of, 162 

number manufactured, 46 
pocket, 48 

simple, 47 4 

simple, magnifying powers of, 65 
eye-pieces of, 72 
object-glasses of, 71 
Dissecting, 

Author’s* 328 
Goadby’s\ 58 
Oberhausdr’s, 326 
Powell ancTLealand’s, 52 
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M icroscope, 

Dissect mg, 

Ross's, portable, 55 
Ross’s, 59 
Raspail’s, 63 
Smith and Beck’f^ 62 
Slack’s, 57 
Valentine’s, 60 
Microscopic objects, 

classification of, 366 
algoe, 374 

animal objects, 375 
ducts, 3, §8 
ferns, 372 

fibro-cellular tissue, 368 
hairs, 370 
hard tissues, 373 
cheese mite, 386 
mosses, 373 
mouth of insects, 382 
raphides, 372 
seeds, 371 

specimens of muscular fibre, $00 
siliceous cuticles, 370 
spiral vessels, 368 
spores of ferns, 372 
vegetable cuticles, 367 
vegetable cellular tissue, 367 
woods, sections of, 369 
woods, fossil, 370 
Microtome, 316 
Minerals, specimens of, 416 
Mirror, 73 
steel, 129 

Miscellaneous objects, 374 
M orbid structures to examine, 420 
Mounting, 

animal structures, 280 
foraminifera, 282 
fossil infusoria, 281 
sections of wood, 278, 312 * 

Mounting objects in Canada Balsam, 
274 

metal forceps for, 277 
necessary apparatus for, 275 
Page’s forceps for, 276 
Mounting objects in the dry way, 284 
Barker’s method, 289 
Gillett’s method, 286 
Mounting opaque objects, 290 
in cells; 29f 
on cylinders, 292 
on disc*?, 290 
iu pill boxes, 295 
on slides, 293 
Mouse hair, 432 
Movement stage, 69 
Mucous membrane, 402 * 

method of examining, 406 
injections of, 408 / 

Muscle, to dissect, 32 W 
classification of, 401 


N 

Navioula Angulata, 438 
hippocampus, 438 
Spencer ii, 440 
Needle, 

2 point, 277 
| dissecting, 319 
holders, 320 
N^rve, . 

to dissect, 329 
Nttwton, Sir Isaac, 

reflecting microscope of, 1 
,Nitclla, 

circulation of, 3-14 
habitat, of, 351 
Noberi’s tests, 440 
N on-cutting instruments, 32o 

• O 

Oberiiausek, 

dissecting microscopes of, 326 
Objects, 

classification of, 366 
measurement of, 197 
vegetable, list of, 367 
misccl 1 anco us, 37 4 
animal, 375 

transparent, to view, 166 
opajpie, 169 
illumination of, 170 
test., 422 

transparent, to illuminate, 17o 
opaque, to illuminate, 180 
method of mounting, 290 
to jftount in fluid, 251 
apparatus for, 252 
to mount, in Canada balsam, 274 
neeessfry apparatus for, 275 
to mount in flat cells, 253 

thin^lass cells, 254 
con/ive celis, 255 
white lead cells, 256 
in the dry way, to mount, 284 
Mr. Gillett’s, 286 
Mr. Darker s, 289 
for polarized light, 41 0 
Object-glass, 

achromatic, Chester More 
Hall’s, 32 

fluid, Sir 1). Brewster’s, 34 
achromatic, Amici’s, 35 
Fraunhofer’s, 35 
Tulley’s, 36, 148 
achromatic, Chevalier’s, 38 
Amici’s, 39 

improvement in, J. J. Lister’s, 
39, 149 

improvements in, ditto, by A. 
Ross, 41 

of microscope, 71 
correction of, 154 



462 


INDEX 


Object-glass, 
triple, 41 

method of adjusting, 443 
to clean, 448 
Oblique light, 178 
Oil for lamps, 138 
Jatropha, 138 
Opaque objects, 

to illuminate, 180 
method of mounting, 200 
ony^scs, 290 
or/cylinders, 292 
or slides, 293 
ii\ cells, 293 
in pill boxes, 2 95 
to illuminate by condensing 
lens, 181 

by condensing Ibns, Hooke’s 
method, 182 
by side reflector, ? 83 
by Lieberkuhn, 183 
Sir D. Brewster’s method, 187 

P 

Page’s Forceps, 276 
Paper cells, 288 
Parasitic insects, 383 
Penstcmon, 

circulation in, 346 
Phial-holder, 127 
Pill boxes, 

to mouqt objects in, 295 
forceps for holding, 296 
Plants, 

hairs of, 370 
circulation in, 341 
Chara, 342 

method of viewing, 343 
Nitella, 344 • 

Hydroeharis, 345 
Groundsel, £47 
Yallisneria \'iralifc/o4 7 
Penstemon, 346 
aquatic, to cultivate, 349 
Pliny, 1 

Pocket microscope, 48 
Pod ura, scales of, 435 
Point, needle, 277 
Portable, microscope, Smith, 54 
lioss, 55 

compound achromatic micro- 
scope, Powell, 79 
ditto, Ross, 85 
lamp, 139 

Polarization of light, 215 
origin of term, 215 
apparatus for, 217 
mode of using ditto, 218 
advantages of, 230 
cause of colours of, 225 
Legg, Mr., experiments of, 221 
King, Mr., experiments of, 224 


Pctfarization of light, 

Darker, Mr., apparatus of, 230 
objects for, 410 
Polarizing apparatus, 104 
Polyj^, troughs for, 124 
Position of microscope, 165 
Powell, H., 

improvements in microscopes, 43 
Powell and Lealand, 

compound achromatic micro- 
* scope, 74, 77 

ditto ditto, large, 81 
dissecting microscope, 52 
achromatic condenser, 101 
Powers, magnifying, 142 
Preliminary directions, 165 
Preparations, animal, list of, 375 
Preservative fluids, 270 
spirit and water, 270 
acetate of alumina, 270 
creosote solution, 271 
Mr. Thwaitcs’s, 271 
* glycerine, 271 
chromic acid, 272 
salt and water, 272 
naptha, 273 
method of using, 273 
Prism, Dujardiifs, 129 
Pritchard, A., 

jewel, lenses of, 27 
works of, 45 
Ptolemy, 2 

Q 

UEKETT, E. J., 
forceps, 120 
flat cells, 253 
, method of mounting opaque 
objeets in pill boxes, 295 
forceps for ditto, 296 

* 

R 

Rainey’s Cells, 264 
Ramsden, 

eye-piece of, 73, 1 60 
i Raphidcs, 372 
l Raspail, 63 ♦. 

Reading-lamp, 133 
lie-agent, 168 
Record, 2 

Rcdi, Dr. Francis, 2 
Reflector, side, 111 
Rests, for dissecting, 322 1 , 325 
Ross, Andrew, 

first microscope of, 40 
object glass of, 41 
improvement in ditto, 41 
compound microscope, 82 
ditto dino, portable, 85 
dissecting microscope, portable, 
55 ^ 

single microscope, 59 
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Ross, Andrew, 

achromatic condenser, 101 
correction of object-glass, 154 
goniometer, 235 
Rotifers, 

to procure, 362 
Rush, Dutch, 

to prepare, 305 

S 

Salts, 

Crystallization of, 412 
Salvctti, 

microscope of, 6 
Scales, 

offish, 393 

of Hipparchia Janira, 434 
of insects, 3S6 
of Vontia brassica, 434 
of Rolyommatim argiolus, 434 
of Pod ura, 435 
of Lepisma, 436 
Gnat’s wing, 436 
Mcnelaus, 437 
Scalpels, 317 
Scarlett, 

microscope of, 20 
Scissors, 

dissecting, 315 
spring, 316 
•to sharpen; 317 

Scaling- wax varnish, cement, 267 
Sections, 

of bone, to make, 297 
teeth, to make, 301 
shell, to make, 302 
wood, to make, 306, 309 
hair, to make, 313 
horn, to make, 313 * 

vegetable tissue, to make, 304 
of wood, list of, 369 
wood, to mount, 278 
bone, to mount, 299 
teeth, to mount, 302 
Seeds, 

testa of, to view, 414 
Collomia, 414 

specimens of, 371* 

Selenite stage, 411 
Seligues, 

experiment# of, 36 
Seneca, 1 
Shadbolt, G, 

apparatus for infusoria, 352, 453 
instrument for cutting thin glass, 
452 

Shade, 

lamp, 134 
chimney, 137 
Shell, 

specimens of, 399f 


Shell, 

sections, to make, 302 
Side reflector, 111 
Siliceous, 

vegetable skeletons, to prepare. 
305 

a cuticles, list of, 370 
Slnple microscope, -17 

magnifying powers of, G4 
Single lenses, 65 
Sfcin, 

► , specimens of, 397 
Slack, 

k dissecting microscope of, 4>7 
* Slides, 

edging of, ‘244 
labelling of, 450 
method ^f cleaning, 283, 448 
mounting objects on, 293 
Smith, J., 

microscojlfc of, 44 * 
portable dissecting microscope, 
54 

Smith and Beck, 62 

achromatic compound micro- 
scope, 88 

ditto ditto, smaller, 91 
student's microscope, 9*2, 93 
achromatic condenser, 103 
Spherical aberrat ion, 143 
Spider, J 

circulation of blood in, 333 
wort, circulation in* 346 
Spiracles of insects, 387 
to dissect, 331 
Spiral vessels, 368 
Spirit lamp, $78 
Spores, of ferns, 372 
Spring scissors, 316 
Sponges, list of, 377 
Stage, 

mov&qp^t, 697 
Legg's, 451 w 
ditto, Turrell's. 76 
lever, Alfred White’s, 89 
| Stand, 

compound microscope, parts 
of, 68 

Starch, 371 
Steel mirror, 129 
Stems, structure of, 311 
Stings of insects, 387 
Stomachs of insect s, 388 
Stops, dark, 112, 186 
Structure of stems, 311 

T 

Table, 

of magnifying powers, 208 
French measures, 210 
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Teeth, 

specimens of, 391 
fossil, specimens of, 391 
sections of, to make, 301 
ditto ditto, to mount, 302 
Telescope, Dollond’s, 33 
Test objects, discovery of, 38 
method of examining 1 , 442 
list of, 431 

Testa of seeds, to view, 413 
Tests, Nojpf t’s, 440 
Thwaita^fMr., 

m/tliod of mounting Desmidieae, 
(257 
Tissues, 

animal, to dissect, 324 
vegetable, to dissect, 323 
hard vegetable, to make sec- 
tions of, 304 
ditto ditto, list of, 373 
Tongue, « • 

of Frog, circulation in, 339 
of Limpet, 418 
of Whelk, 418 
Topping, Mr., 

cutting-machine of, 309 
troughs for dissecting, 320 
thin cells, 257 
Tracheae, 

to dissect, 330 
of insects, 387 
Transparent objects, 
to view, ? 66 
to illuminate, 170 
Triplet, 

Holland’s, 31, 65, 146 
Triple object-glass, 41 
Troughs, 

for polyps, 124 
for fish, 126 
Tube, 

cells, 258 
draw, 69 
fishing, 117 
Tulley, Mr., 

object-glass of, 36 

IT 

Use op Microscope, 162 
V 

Valentin’s Knife, 318 
Valentine, 

dissecting microscope of, 60 
white lead cell, 256 


Vallisneria, circulation in, 347 
* to keep, 349 
Varley, Cornelius, 

improvements in microscopes, 44 
compound microscope of, 94 
fetfeeps, lip 
Vegetable, 

sections of, to make, 304 
skeletons, siliceous, to prepare, 
805 

cuticles, list of, 367 
cellular tissue, 867 
fibro-cellular tissue, 368 
spiral vessels, 368 r 
ducts, 368 
Vegetable tissue, 
to dissect, 323 
Viviani, 3 


W 

Watchmaker’s Lens, 50 
WeVs, dark, 111 
Whalebone, to cut, 313 
Wheel animalcule, 
localities for, 362 
Whelk, tongue of, 418 
White, Alfred, lever stage, 89 
Wilson, J., 

microscope of, 11 
opaque microscope of, 12 
Withering, Dr., 

microscope of, 25 
Wollaston, Dr., 

microscope of, 30 
doublet of, 30, 65, 144 
periscopic doublet of, 28 
Wood, 

• cuttings of, by Custance, 24 
chippings of, 312 

sections of, to make, 306, 309 

* ditto ditto, to mount, 278 
sections of, list of, 369 

Woods, fossil, 369 
Woody fibre, list of, 368 
Woodward, Mr., work of, 227 
Writing diamond, 241 


Z 

Zahn, Jean, 
work of, 8 
Zoophytes, 
list of, 379 


Sleam-press of W. H. C ox , 5, Great Queeu*sa ecu 



A. itoss, 

9 

OPTICIAN, 

• 2, FEATHERSTONE BUILDINGS, HOLBORN, 

Begs to call the attention of observer? with the Microscope to his 
improved Instruments, a Catalogue of tfliich may be liad upon appli- 
cation. 

\ * 'm. 

Among the various advancement' % A. R. lias effected is the extreme 
enlargement jpf the aperture of the Microscope Object Glass, wllich is 
its real effective improvement; also an Achromatic Condenser of Ligfit for 
the Microscope, on a new combination of principles, for the illumination 
of transparent objects, adapted for use, with the several Object Glasses 
from h an inch to of an inch focal length inclusiw. 

The object of this arrangement is to devclope the defining powers of 
Object Glasses, and, by a peculiar adjustment, to adapt the illumination 
to the nature of the object and *>o the mode of mounting, whether dry or 
in fluid, or in Canada balsam, so as to admit a greater quantity of light 
with less glare, and, in consequence, to give a more distinct image with 
less fatigue to the eye. The Microscope Stand, or mechanical part, has 
also been arranged to ensure freedom from tremor and afford facility 
in use. 

A. R. also begs to announce, that from aTaborious practical investi- 
gation of the construction and manufacture of the Achromatic Astro- 
nomical Telescope, he has arranged anew process for their production, 
which ensures the perfection of that important, instrument ; also, that in 
Terrestrial and Naval Telescope^, the contact surfaces of the Object 
Glasses are united by a permanently transparent cement, which obviates 
the loss of light by reflections, and prevents t>at decomposition of tin- 
glass which generally occurs in Marine Telescopes. 

Since the invention of those prospectively itSelul orfs, the Calotype 
and the Daguerreotype, A. R. has investigated the forms of lenses 
necessary to give just representation!? of objects, and has succeeded in 
giving great intensity to the image with fine and correct definition, both 
at the centre and margin of the picture ; also the visual and chemically 
acting foci are made to coincide. 

A. R.’s BIhocular Reading Glass prevents the fatiguing muscular 
exertion of the eyes attendant on the use of Spectacles of the ordinary 
construction, and preserves the eyes in repose during protracted 
application. 


ASTRONOMICAL AND SURVEYING INSTRUMENTS. 

BAROMETER^ HYGROMETERS, THERMOMETERS, &c. 



SMITH AN BECK, 

No. 6, .COLEMAN STREET, CITY, 

LONDON. 


Best Compound Achromatic Microscope, on Double Pillar and 
Cones, Body with Quick andV^low Motions, graduated Sliding 
Tube, and 2 corrected Huyghenian Eye Pieces; Stage with 
Vertical and Horizontal Actions, erven by Hackwork and Screw, 
or I^fver, Sliding and Revolving Plain and Spring Clamping 
PiCcc, Large Double Mirror, Joint and Forceps, Brass Pliars, 

and 2 Glass Plates .V.. 16 16 0 

Solid 'Spanish Mahogany Case for ditto, with Box for Apparatus 

and Drawers Additional 3 10 o 

Best Smaller Microscopes, on Single Pillar, with Actions same as 

above 12 12 0 

Strong Solid Flat Case*for ditto, with drawer Additional 1 16 0 

Student’s Microscope with Uprights and Joints, Actions same as 

the above, 1 Eye Piece, and Mahogany G\se included 9 9 0 

The above, w r ith Plain Stage, consisting of Sliding Piece and 
Clamping Spring, 1 Eye Piece, Concave Mirror, and other 


Actions, as above 6 10 0 

Small Microscope for Travelling, with all the Actions to Stage and 
Body, 2 Eye Pieces, Double Mirror and Packing, in a Case 

10 inches by 4j inches, and 3J inches deep 10 10 0 

The above, with Plain Stage 7 7 0 

Plain Microscope for Hospital Use, with Quick and Slow Motions 

to Body, 1 Eye Piece, and packed in Mahogany Case 2 15 o 


APPARATUS, * 

« £ s. d. 

Extra Eye Piece, from 15.v to 0 17 6 
illuminator for Side Light, 

from 12a* to*. 1 0 

Live Boxes, from... 6a*. 6# T . to 0 14 0 

Achromatic Condensers, 

from 10**. Of/. 3 0 0 

Dark Wells and Fittings, 

from 7s. 0 d. to 0 12 6 

Camera Lucida .V 10 0 

Micrometers 1 5 0 

Polarizing Apparatus 2 10 *0 

Compressor 1 0 0^ 

Erecting Glasses for Dis- 
secting 10 0 


Achromatic Dissecting Microscope, with Power varying from 5 to 

60 linear, and Apparatus complete, packed in a Mahogany €ase 12 12 0 
Barwin’s Improved Single ditto, with 1 Doublet, 3 Single Lenses, 
and 3 Coddington ditto, Dissecting Apparatus, complete,* 
and packed in a Case 10 0 0 


Microscopic Objbcts from 1a*. 6d. each to 5s. 

Mahogany Cases for objects, with Arrangements for placing the Preparations 
Horizontally or in a Perpendicular Position, fr^m 15 s. to £5. 

Glass Slips and Cells } Thin Glass , Canada Balsam , ' Gold Size, dec,, for 
Mounting Objects. v 


ACHROMATIC OBJECT CLASSES 

„ EWJ Unil J.ieberkuhn 


» Focal Length. 


J.ieberkuhn 
Additional . 

i 

£ 

S. 

s. d. 

3 & 1 Jin. Combination 

4 

°l 

15 0 

' ljin. alone 

3 

oj 

1^& fin. Combination 

4 

4 \ 

11 0 

fin. alone 

3 

3/ 

. * in 

5 

5 

10 0 



5 

5 

6 0 



7 

7 




10 

10 




ftnstrumttts for Cutting Discs of Qftivt &kss, raring Biamontrs. , 

Revolving Microscopic Tables, ^5 5*. ; Microscopic Lamps from £\ is to 
£1 8 ; Iron-work of Dredges for Deep Water Fishing, £1 5*. 

Achromatic Telescopes, portable and mounted, for Astronomical Purposes. 
BAROMETERS, THERMOMETERS^hYCROMETERS, ETC. 

SPECTACLES, EYE GLASSES, HAND MAGl^FIERS, & CODR1NGTON LENSES. 

A FAMILIAR INTRODUCTION T^O ?IIE STUDY OF PW A.RIZED 
LIGHT, by Charles*\\ voi*wari>, F.R.S., &c. \ 

^ 

C. M. TOPPING. 

PREPARER OF MICROSCOPIC OBJECTS, 8tc., 

Begs to inform Scientific and Professional Gentlemen, and the Trade, that he 
has Removed from his late Residence in York Place, •Peutonville, to No. 4, 
New W inchest eii Street, Pentonyille Hill. 

N.B. — New Winchester Street is opposite my late Residence. 


MEDICAL PORTRAIT GALLERY. 


Under this Title , a Series of Portraits of 

IMMINENT LIVING MEDICAL MEN 

j 

IS IN COURSE w OF PUBLICATION, 

f Under the Super intendance of Mr. T. M. Stone, of the Royal Coll eye 

of Surgeons), 

PRICE FIVE SHILLINGS. 

Which will furnish to Students i?nd Practitioners interesting memorials 
of their present, or former Coadjutors or Teachers, and most important additions 
to the portfolios of Collectors. t p 

The portraits already published have met with tliifltiglie^ culogiums from 
the press, as will be seen lroin the appended extracts from the Medical Journals 
only. 

Every care is used to render the Portraits as perfect as possible, and even 
as works of art they will be found of high value. 

The Portraits are* drawn on stone and printed on India paper at the 
smallest price which can he remunerative. 

Those already published are Professors William Fergusson and R. 13. 
Todd, M.D., of King’s College, and J. F. South, Esq., of St. Thomas’s Hospital. 
Tlio.se in course of publication are, Professor G. Budd, of King’s College ; Dr. 
John Forbes, Jate Editor of tfie British and Foreign Medical Review; J. II. 
Green, Esq., of St. Thomas’s Hospital, &c. 

“ Striking and Spirited Portraits, the features and expression being 
correctly rendered. Valuable additions to the Medical Portrait Collector.” — 
The Lancet. 

“Not only well executed as works of art, but excellent likenesses.” — 
Medical Gazette. 

“Faithful likcnes^s of the distinguished originals.” — Medical Times. 

H. BA1LLIERE, 219, REGENT STREET. 



A LJST 

OF 

ACHROMATIC MICROSCOPES & APPARATUS 

MADE BY 

J. B. DANCER', 

. (®purian, 

1 $. 43, CROSS STREET, MANCHESTER. 

£ s. d. 

Lecture Table Microscopes, with Hack Adjustments, 1 Eye Piece, 

Large Aperture, 1 inch (or ^ inch Power), Plain and Concave 


Mirrors, with Japanned Iron Pillar and Tripod, from 4 10 o 

Ditto ditto, with Brass Pillar and Tripod 5 6 n 

Single Microscopes, from 2 2 u 


An lm])roved Microscope with Double Pillars and Axis to incline 
the Instrument to any angle. Sliding Stage, Hack Motion, and 
line Adjustment for the Powers, 1 Eye Piece, large Aperture 
1 inch and J inch (or £ inch). Powers, in Brass Boxes, Class 
Condenser, with Jointed Support and Stand, Aquatic or Live 
Object Box, Forceps, Plyers, Knife Point and Brass Key, 
neatly packed in an upright polished Mahogany Case, with a 


Drawer 10 10 0 

The following Apparatus can he supplied to the above Microscope : — 

Extra Eye Pieces, each 1 0 14* c 

Jth inch Power Object Glass 2 10 o 

-1 tli ditto ditto 3 3 o 

Stage Movement, with Adjusting Screws ft 2 2 <> 

Polarizing Prisms (Mounted) , 2 2 0 

Camera Lucida (in lioxfc /• 1 1 

Adjustable Compressor 1 1 

Micrometer for the Eye Pif.cc (in Box) 0 S 

Ditto for the Stage from 6s. to 0 lo 

Mahogany Case, Jilted with 6 additional Drawers 1 1 

The largest siz<klnstry*i,cnt, including aft the above Apparatus, 

packed in a Mahogany Cabinet with 7 Drawers 40 0 <» 


INJECTED MICROsdDPIC PREPARATIONS. 


Mr. HETT, M.R.C.S.E., 

Begs to inform Medical Gentlemen, and others engaged in Microscop : c 
ltesearchcs, that he lias for Sale a variety of Specimens of thU most beautiful 

AND PERFECT INJECTIONS OF VARIOUS PARTS OF T^IE 11 UMAN BODY AND OTHER 

Classes of Animals. « 

Mr. Hett also prepares every variety of Microscopic object required to 
illustrate the more important and interesting facts of Minute Anatomy, 
Physiology, and Pathology. „ 

Parties residing at a distance from London may have a Box of Prepara- 
tions sent for inspection, on giving a respectable tovpi reference, and paying 
carriage both ways ; by this means they are enabled to examine the objects 
before purchasing, and to select such specimens only as they may require. 

.24, BRIDGE STREET, SOUTHWARK. 



STANDARD SCIENTIFIC WORKS 

PUB{,I S H E D B Y. 

HIPPOLYTE BAILLIERE, 219, REGENT STREET. 


AULT. RURAL ECONOMY ; units Relations with Chemistry, Physics, utul 
Meteorology, By J B. Boussingaulf, Mem be/ of the Institute of France. 2nd Edition 
with Notes, carefully revised and corrected, tjfvol. 8vo. cloth boards, Ls.v. London, 1.S45. * 
CAMPBELL. A PRACTICAL TEXT-BOOK of INORGANIC CHEMI.vfHY imluding 
the Preparations of Substances, and th*ir Ifriulitalive and Quamitativ^Analyses with 
Organic Analysis. By Dugald Campbell, Demonstrator of Practical cTunnistry to the 
University College, London. » , * 


CHAPMAN. A BRIEF DESCRIPTION t?£the CHARACTERS of MINERAL^; forming 
a familiar introduction to the Science of Mineralogy. By Edward J. Chapman. 1 vol 
12mo. with 3 plates, 4s. London, 1844. % 1 


PRACTICAL MINERALOGY ; or, a Compendium of the distinguishing Characters of 
Minerals: by which the Name of any Species or Variety in the Mineral Kingdom inav be 
speedily ascertained. By Edward J. Chapman. 8vo. illustrated with lit engravings, 
showing 270 specimens, 7s. London, 1843. 

DUMAS AND BOUSSINGAUIiT. THE CHEMICAL and PHYSIOLOGICAL 
BALANCE of ORGANIC NATURE : an Essay. By J. Dumas and J. B. Bousswigault, 
Members of the Institute of Frmce. I vol. l2mo. 4s. London, 1844. 

GORDON, L. THE STEAM ENIUNE, with every improvement to the present day. By 
L. Gordon, Professor of Engineering in the University of Glasgow. 8vo. Illustrated with 
Wood Engravings. In the Press. .« 


GRAHAM. ELEMENTS of CHEMISTRY} including the Application of the Science in 
the Arts. By T. Graham, F.R.S. L. ft E. ; Professor of Chemistry at University College, 
London, 2nd edition, entirely revised and greatly enlarged, copiously illustrated with wood- 
cuts. London, 1848. Parts I., II. & III. are ready. 

*»* Part 0 and last of 1st Edition, containing Organic Chemistry, 8vo. Us. 
HUMBOLDT. KOSMOS : a General Survey of the Physical Phenomena of the Universe. 
By Baron A. Humboldt. The origiual English Edition, 2 vols. post Hvo. London 
1848. 1 1. 2s. 


*** Vol. II. separately, 1848. 12s. 

KiEftTZ. A COMPLETE COURSE of METEOROLOGY. By L. F. Kmmtz, Professor of 
Physics at the University of Halle. With Notes by Ch. Martins, and an Appendix by 
L. Lalanne. Translated, with Additions, by C. V. Walker, Editor ojj “The Electrical 
Magazine.” 1 vol. post 8vo. pp. 824, v*ith 13 plates, cloth hoards, 12s Ud. l84.'». 
KNAPP. CHEMICAL TECHNOLOGY, or CHEMISTRY applied to the Arts and to Manu- 
factures. By F. Knapp, Professor at the University of Giessen. Edited, with numerous 
Additions, by Dr. E. Ronalds, Lecturer on Chetuis^y at the Middlesex Hospital; and 
Dr. Thomas Richardson, of NewcaiVc-on-Tyne. Illustrated with 300 large woodcuts. 
2 vols. 8vo. London, 1848. Price 21. 2*. Vol. II. separate^ 21s. 

KNIPE. GEOLOGICAL MAP OF THE BRITISH ISLES; in a case. London, 1848. 
41. 4s. * m 


LIEBIG. CHEMISTRY and PHYSICS, In relation to Physiology and Pathology- J*>y 
Baron Justus Liebig, Professor of Chemistry at the University of Giessen. 2nd Edition, 
8vo. 3 s. London, 1847. * r 

MITCHELL, J. MANUAL OF PRACTICAL ASSAYING, intended for the use of 
Metallurgists, Captains of Mines, ami Assayers in General. With " " 1 !1 1 “ 
for the purpose of ascertaining in Assays oL Gold and Silver the precise amount, tn 
Ounces, Pennyweights, and Grains, of Metal contained in one ton of Ore liom 

a given quantity. 1 vol. post Hvo. London, 1848. In*. 8rf. 

TREATISE ON THE ADULTERATIONS OF FOOD, and the Chemical Means employed 
to detect them. Containing Water, Flour, Bread, Milk, Cream, Beer, Cider, W men, 
Spirituous Liquors, Coffee, Tea, Chocolate, Sugar, Honey, Lozenges, Cheese, \megur, 
Pickles, Anchovy, Sauce and Paste, Catsup, OP e (Salad) Oil, Pepper, Mustard. By 
J. Mitchell, K.C.S., Author of” Manual of Practical Assaying.” 12mm London, IMS. <’.v. 
MULLER. PRINCIPLES of PHYSICS and METEOROLOGY. By J. Muller, MR. 

Illustrated with 330 woodcuts, and 2 coloured plates, 8vo. l8.v. London, 184/. 
QUARTERLY (The) Journal of the Chemical Society of London. Edited for the Society, 
by Dr. E»Kouulds, Lecturer on Chemistry at the Middlesex Hospital. Nos L, , lx. 
8vo. 1848. Each 3s. 

QUEKETT, J. PRACTICAL TREATISE on the USE of the MICROSCOPE. Illustrated 
with steel and wood engravings, some of which are coloured. Hvo. London, 1848. u. n 
REGNAULT. AN ELEMENTARY TREATISE ON CRYSTALLOGRAPHY, illustrated 
with 108 wood engravings, printed on black ground, 8vo. London, 1848. ,i,v 
RICHARDSON. GEOLOGY for BEGINNERS; comprising a Familiar Exposition of 
Elements of Geology and its Associate Sciences, Mineralogy, dossil Goncholog>, 
Fossil Botany, and Paleontology. By G. F. Richardson, F.G.S, 2nd Edition, 1 
with 251 woodcuts, 10s. (id. 1843. 
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RICHARDSON AND RONALDS. METALLURGY > and the CHEMISTRY of the 
(METALS: In 3 vols. Hvo. Illustrated witfy numerr- is wood engravings. In the Press. 
STARS AND THE E^RTH. THE .STARS and the EARTH; or, Thoughts upon 
Space, Time, and Eternity. 3rd Edition, Seventh thousand, iHmo. 2s. London, 1847. 
THOMSON. CHEMISTRY of ORGANIC BODIES — VEGETABLES. By Thomas 
Thomson, M.D. F.R.S. L. & E.; Regius Professor of Chemistry in the University of 
Glasgow, Corresponding Member of the Royal Academy of Paris. 1 large vol. 8vo., pp. 
1092, boards. 24s. London, 1838. 

HEAT and ELECTRICITY. 2nd Edition, 1 vol. i!/o. illustrated with woodcuts, 15s. 
London, 1839. + 

THOMSON. BRITISH ANNUAL ai'.l EPITOME of the PROGRESS of SCIENCE. 
By It. 1). Thomson, Assistant Profess r in the University of Glasgow, 3 vols. 18ino. cloth 
boards, lettered, 3s. (id. each. / 

First Year, 1837. 

Contains numerous Practical Tables of , Weights, Measures, and Coins. The Popular 
Papers'are by the Rev. B. Powell ; C. Tomlinson, Esq. ; W. S. B. Wooihouse, Esq. j T. S. 
Davids, Esq.; It. ©.Thomson, M.I). * 

Seennd Year, 1H38. 

The Popular Papers are by T. Thoms n, M.I)., Regius Professor of Chemistry in the 
University of Glasgow; R. K. rant, M.I). Professor of Comparative Anatomy in the 
University College, London * R. «>. Thomson, M.D.; Life of James Wutt, illustrated with 
a Portrait; H. H. Lew? , Esq. 

Third Year, 1839. 

The Popular Papers are by J. S. Russell, Esq. ; Professor R, E. Grant; H. Gamier, Esq. 
R: I). Thomson. 

WEISBACII, J. PRINCIPLES of the MECHANICS of MACHINERY Si ENGINEER- 
ING. Hvo. 2 vols. illu uted with 900 wood engravings, \l. 19s. Vol. II. separately, I8.v. 
Loudon, 1848. 


ANATOMY, MEDICINE, SURGERY, AND NATURAL 
HISTORY. 

CAMPBELL, J. S. OBSERVATIONS on TUBERCULOUS CONSUMPTION; con- 
taining New Views on the Nature, Pathology, and Cure of that Disease: being an attempt 
to found its Treatment on Rational Principles, rivo. with 2 coloured plates, 10s. Lon- 
don, 1813. 

COURTENAY. PATHOLOGY and RATIONAL TREATMENT of STRICTURE of the 
URETHRA in all its Varieties uiui Complications', with observations on the Use and 
Abuse of Li el lira) Instruments. The whole illustrated by numerous Cases. By F. B. 
Cowrtenay, M.K f’.S., Ka*. 1th Edition. 8vo. is. London, 1848. 

PRACTICAL OBSERVATIONS on the CHRONIC ENLARGEMENT of the PROSTATE 
GLAND in OLD PEOPLE: with Mole of Treatment. By Francis B. Courtenay, 8vo. 
with numerous eases and plu&s, boards, 7.«. <»>/ London, 1 839. 

CRUVEILHIER ANJ> BONAMY, A'l LAS of the DESCRIPTIVE ANATOMY of 
the II U M AN BODY. By J. Cruveilhier, Proft .or of Anatomy to the Faculty of Medicine 
Paris. With Explanations by C. Bonainy., Containing 82 plates of Osteology, Syn- 
flcmol igy, and Myology. Plain, 3/ ; coloured, 5 /. 15s. Loudon, 1844. 

QCRBGR AND GULLIVER. ELEMENTS of the GENERAL and MINUTE ANA- 
TOMY of M Aj4 and the 7. A MM A LI A; chiefly after Original Researches. By Professor 
(Berber, Towuch is fitted an Appendix, comprising Researches on the Anatomy of the 
Blood, O’hjle, UJmph, fhymous Fluid, Tubercle, and Additions, by C. Gulliver, F.R S. 
In ! vol. Hvo. Text, and an Atlas of 34 plates., engraved by L. Ahlous. 2 vols. 8vo. cloth 
boards, 1/. 4.s\ 1842. s 

GRANT. GENERAL VIEW of the ‘^H/TRI BUTTON of EXTINCT ANIMALS. By 
Robert E. Grant, M D. F.R.S. L. tk E. ; Professor of Comparative Anatomy at the Uni- 
versity College, London. In the ** British Annual,” 1839. lHino. 3s. 6d. Londou, 1839. 

ON the PRINCIPLES of CLASSIFICATION, as applied to *he Primary Divisions of the 
Animal Kingdom. In the “ British Annual,” 1838. IHino. illustrated with 28 woodcuts, 
3 k. (L/, London, 1838. 

OUTLINES of COMPARATIVE ANATOMY. Hvo. illustrated with 148 woodcuts, boards, 
1/. 8s. London, 1835—41. 

*„* Part VII, with Title-page, Is. (id. 

HALL, MARSHALL. ON the DISEASES and DERANGEMENTS of the NERVOUS 
SYSTEM, in their Primary Forms, and in their modifications by Age, Sex, Constitution, 
Hereditary Predisposition, Excesses, General Disorder nnd Organic Disease. By Marshall 
Hall, M.D. F.R.S. L. & E. Hvo. with 8 engraved plates, 15#. London, 1841. 

•** As an Appendix to the above Work , — 

ON THE MUTUAL RELATIONS BETWEEN ANATOMY, PHYSIOLOGY, PATHO- 
LOGY, THERAPEUTICS, and the PRACTICE of MEDICINE; being the Gulstonian 
Lectures for 1842. 8vo. with 2 coloured plates and 1 plain u 5s. London, 1842. 

NEW MEMOIR on the NERVOUS SYSTEM, TRUE SPINAL MARROW, and its 
ANATOMY, PHYSIOLOGY, PATHOLOGY, and THERAPEUTICS. 4to. with 5 
engraved plates, If. Londou, 1843. 
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KTI0Lof; l^AL, PATHOLOGICAL ami THKKAPEUTI 
HONS on the ASIATIC CHOlftEHA, m OBSERVED In Ift’KOPE, 
and EGYPT. 8vo, 1*. Gd. London, 1848. 

HUFELAND. MANUAL of the PRACTICE of MEDICINE , the Result of Fifty Years' 
Experience. By W. C. Hufeland, Physician to the late King of Prussia ; Professor in the 
University of Berlin. Translated from the Sixth German Edition, by C. Bruch hausen and 
H. Nelson. Svo. bound, 15*. London, 1844. 

LAENNEC. A TREATISE on the MEDIATE AUSCULTATION, and on DISEASES of 
"he LUNGS and HEART. Bp It. T. H. Laennec, Professor to the College of Frame, 
and to the Faculty of *Ietfgne of Paris. With Notes and Additions bv M Laennec, ami 
M. Andrui, Professors to V Faculty of MecUHye, Paris. Translated from the last edition 
by a Member of the College of Physicians. Riited by Theophilus Herbert, M.D. ; with 
Practical Notes, condensed from the LecturesJbf F. H. Ramadge, M.D., Oxon. bvo. with 
plate--, 18*. London, I84fl. 

LEBAUDY, THE ANATOMY of the RE^IO>|S interested in the sURiftM'AL OPERA- 
TIONS performed upon the HUMAN l^C/DY; with Occasional Views ot t ii«- pathological 
Conditions, which render the Interference af ^lie Surgeon necessary. Jn a Series of 24 
plates, the Size of Life. By J. Lebaudy. w’oTio, 1/ l.v. London, !M'». 

LEE. THE ANATOMY of the NERVES of tie UTERUS. By Robert Lee, M.D. F.H.S. 
Folio, with 2 engraved plates, h.v. London, l.s 11. 

MADDOCK. PRACTICAL OBSERVATIONS on the EFFfCWV «,f MEDICATED 
INHALATIONS in the TREATMENT of IM^MnNAHV CONST MPT! ON. Bv 
]>r. Afuddock. flrd Edition, 8vo. with a coloured plate, fix Gif. Lnndun, ISJt! 

CASES of PULMONARY CONSUMPTION, BRONCHITIS, ASTHMA. CHRONIC 
COUGH, and various diseases of the Lungs, sun essfuiiy treated by Mediculed 
Inhalations, Svo. London, 1847. 2.v. * 

MARTIN. A GENERAL INTRODUCTION to the NATURAL HISTORY of MAM- 
MI EERO US ANIMALS: with a particular View of the I’hvMv:: History of Man, and 
the more closely allied Genera of the Order “ Omuii niwinu," <n 'donkey s. lllusi r.itcd 
with 29fi Anatomical, Osteological, # and other eugrivimm on \\ -o-!. and 1" fuilplatc 
Representations of Animals, drawn by W. Harvey. 1 vul Svo. Pi.v London. 1M1. 

OWEN. ODONTOGRAPHY; or, a Treatise on tlie Coicparative J inibnm of tin* Teeth 
tlleir Physiological Relations, Mode of Development, and iilirm.-r ns.-.d St : net ore in !h" 
Vertebrate Animals. By Richard Owen, ELKS. Corn .-p-ouie. ! <m ih< ibc.at \..i'!cni| ot 
Sciences, Paris and Berlin; Hunterian Professor to t!ic Ri val i olb ge of Surgeons, 
London. This splendid Work is now completed, 2 vols. royal -vo. containing id:- plates, 
half bound rnssia, Gt Gs. London, 1840 45. 

A few copies of the plates have been printed on India paper, 2 yds 4»o I'd Id.v, 

PHILLIPS. SCROFULA.* its Nature, its Prevalem •*, its Causes, -uni tin* Piimipb.s ot 
Treatment. By Benjamin Phillips, E.lt S. Suiccou*and Lecturer mi '■iirecry to the 
Westminster Hospital. 1 vol. 8vo. with an engrave;^ plate, 12s. London, Nth. 

“ This is one of the few hooks which may he said to be afL r the t ritic'^own heart H 
is u hook that was wanted ; the object of tit is excellei.f, il bus 1>, cm c;.rr: ully pbir.iml ; the 
investigations required by the plan have been conducicd with tin* ufiim-t ciu-r.;., induory 
and carefulness, in a sufficiently extensive field, and over a m»Hp ieiilly lung period oi time, 
the immense mass of materials thus obtained has beofc examined and weighed with the 
greatest attention and Impartiality - th\ inferences ami re^.s have been lmm Mlv and 
cautiously deduced and elaborated, and Tomlensed into the #nalU"'t possible s; m e con- 
sistent with perspicuity; while the whole style und Manner i-( the composition is such ns 
ought to characterise the production 91 a u ell- educated^ h :u m d, an<l .m ex pci wi.evd 
surgeon .” — British mid Fort iori Jdeniwt Jirrinv. 

PHILLIPS. A TREATISE on the URETHRA ; Its Diseases, c.spc,|dly Stricture, *uid 
their Cure. 8vo. boards. Loudon, Ib.i'4. 8*. 9 

PRICHARD. THE NATURAL HISTORY of MAN ; coiupflsflir Impuric* Into tin* Modi- 
lying Influence of Physical and I\Ioral Agencies on the ddfercnt Tribes of the Hinn.m 
Family. By James Cowles Prichard, MIL K .R S M.R.I.A. Corresponding Member of 
the National Institute, of the Royal Acadcmya-^fedieine, and of the ital>tn <d S.w n i\ of 
France j Member of the American Philosopntral Society, Ac. Nc. flrd Edition, m arg. d, 
with 50 coloured and 5 plain illustrations, engraved on steel, and I>7 engravings on u.iod, 
royal Svo. elegantly bound in cloth. 1/. lfi.v. London, 1818. 

APPENDIX to the Filler and SECOND EDITIONS of the NATURAL HISTORY of 
MAN. Large 8vo. with fi coloured plates, each Gd. London, 1*45, & 1 84*. 

SIX ETHNOGRAPHICAL MAPS, as a Supplement to the Natural History of Alan, mid 
to the Researches into the Physical History of Mankind. Folio, coloured, and 1 sheet 
ofletter-press, 21 a^ bound In cloth boards, 24.v. London, JH45. 

ILLUSTRATIONS to the RESEARCHES into the PHYSICAL HISTORY of MAN- 
KIND. Atlas of 44 coloured atuf 5 plain plates, engraved on steel, large bvo. half hound. 
18*. Loiulmif 1841. 

ON the DIFFERENT FORMS of INSANITY, In relation to Jurisprudence. (Dedie.it. d 
to the Lord Chancellor of England.) 12mo. 5*. London, 1842. 

RAYER. A THEORETICAL and PRACTICAL TREATISE on the DISEASES of the 
SKIN. By P. llayer, M.D., Physician to the H.'.pilal de la Chariti*. Translated by R. 
Willis, M.D. >2nd Edition, remodelled and much enlarged, in 1 thick vol. rvo. ot i:>00 
pages, with atlas, royal 41 o. of 2t» plates, finely engraved, and coloured wilh the gieateM. 
care, exhibiting 400 Varieties of Cutaneous A fleet ion-', 4/. H.v ; the text sepm atcly, 'Vo, h: 
boards, 1/. 8*; the atlas 4to. separately, in boards, M. Kb. London, IsHo, 
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ROBINSON. SURGICAL, MECHANICAL, and MEDICAL TREATMENT of the 
«r TEETH, including Dental Mechanics* with «39 engravings. By James Robinson, 
Surgeon Dentist to the Metropolitan Hospital. Post 8vo. cloth, 10s. London, 1846. 

RYAN. THE PHILOSOPHY of MARRIAGE, Wits Social, Moral, and Physical Relations-, 
with an Account of the Diseases of the Gen i to- Urinary Organs, with the Physiology of 
Generation in the Vegetable and Animal Kingdoms. By M. Ryan, M.D. 4th edition, 
greatly improved, 1 vol. 12mo. 6< i. London, 18411. 

SHUCKARD. ESSAY on the INDIGENOUS FOSSORIAL HYMENOPTERAj com- 
prising a Description of the British Species of arrowing Sand Wasps contamed in 
all the Metropolitan Collections- with their habits as as *.hey have been observed, 8vo. 
with 4 plates. London, 1837. « ( 

Pldte I. is wanting. 

SYNE. PRINCIPLES of SURGERY* By J. Syme, Professor of Clinical Surgery In the 
University of Edinburgh. 3rd edition, much enlarged, and illustrated with 14 plates on 
India leaner, and 64 woodcuts. 1 vol. 8vp. 21s. London, 1842. 

VOGEL AND DAY. THE PATHOLOGICAL ANATOMY of the HUMAN BODY. 
By Julius Vogel, M.D. Translated i«-om the German, with additions, by George K. 
l).*iy, M.D. Illustrated with upwards of 100 plain and coloured engravings, 8vo. cloth, 
18s. London, 1847. 

WARDROP. ON BLOOD-LETTING ;„an Account of the Curative Effects of the Abstrac- 
tion of Blood; with Rules for employing both local and generttl Blood-Letting in the 
treatment of Diseases. 12mo. 4s. London, 183. r >. 

WATERHOUSE. A NATURAL HISTORY of the MAMMALIA. By G. R. Waterhouse, 
Esq., of the British Museum. Vol. 1, containing the Order Marsupiata, or Pouched 
Animals, with 22 illustrations, engraved on steel, and 18 engravings on wood, royal 8vo. 
.elegantly bound in cloth, coloured plates, U. 14s. 6d.; plain, 1/. ‘.tv. 

Vol. IT., containing The OitnKR Kookntia; or, Gnawing Mammalia: with 22 illus- 
trations, engraved of. 1 steel, and engravings onAVood, royal 8tro. elegantly bound in cloth. 
Price, 1/. 9.v. plain ; 1/. 14s. t ul. coloured. Loudon, 1848. 

The Natural History of Mammalia is intended to embrace an account of the structure 
and habits of alt the known species of Quadrupeds, or Mammals ; to which will be added , 
observations upon their geographical distribution and classification. Since the fossil and 
rerent species illustrate each other, it is also intended to include notices of the lending 
characters of the extinct species. 

The Genera , and many of the species are illustrated by engravings on steel , and by 
wondruts. The modifications observable in the structure of the skulls , teeth , feet, and 
other parts, are almost entirely illustrated by steel engravings. 

WILLIAMS. ELEMENTS of MEDICINE: Morbid Poisons. By Robert Williams, M.D. 
Physician to St. Thomas’s Hospital. 2 vols. 8vo. 1/. 8s. (id. London, 1836 — 41. 

*** Vol. II separately, 18s. 1841. 

WILLIS. ILLUSTRATIONS of CUTANEOUS DISEASE: a Series of Delineations of 
the Affections of the Skin, in their more interesting and frequent forms : with a Practical 
Sumniaty of their Symptoms, Diagnosis, and Treatment, including appropriate Formula:. 
By Robert Willis, M.D., Member of the 'loyal College of Physicians. Tne Drawings are 
after Nature, and Lithographed by Arch. Henning. These Illustrations are comprised in 
94 Plates, folio. The Drawings are Originals, carefully coloured. Bound in cloth, 
lettered, 61. London, 184.' 

ON the TREATMENT of STONE in thZ BLADDER by Medical and Mechanical Means- 
8vo. As. Loudon, £843. 

VENABLES. THE NATURE AND TREATMENT OF THE EPIDEMIC OR ASIAT.C 
CHOLERA; with Siujle Directions for'the Suppression and Prevention of the Disease. 
4th Edition. 12mo. London, 1848. 2s. 6d. 

-A. 


BOTANY. 

BABINGTON. PRIMITIVE FLORA" SARNICJE; or an Outline of the Flora of the 
Chaunel Islands of Jersey, Guernsey, Alderney, and Serk. 12mo. 4s. London, 183‘J. 

FIELDING AND GARDNER. SERTUM PLANTARUM; or, Drawings and Ues 
criptions of Rare and Undescribed Plants from the Author’s Herbarium. By H. B- 
Fielding ; assisted by G. Gardner, Superintendent of the Royal Botanic Gardens, Ceylon. 
8vo. 1/. Is. Loudon, 1844. 

HOOKER. ICONES PLANTARUM. By Sir W J. Hooker, Director of the Royal Botanic 
Gardens, Kew. New Series, Vols. I — IV, containing each 100* plates with explanations 
8vo. cloth, each vol. II. 8s. London, 1842—1844. 8s. 

*»* Vol. TV. Part 2. 14$. .London, 1848. 

THE LONDON JOURNAL of BOTANY. Vols. I— VI, with 24 places each, boards, each 
vol. It. 10 s. 1842—47. • 

NOTES on the BOTANY of the ANTARCTIC VOYAGE, conducted by CAPT. JAM1*> 
CLARK ROSS, R N. F.R.S., in H.M.SS. Erebus and Terror; with Observations on the 
Tussac Grass of the Falkland Islands. 8vo. with 2 coloured plates, 4s. London, 1843. 

MATEER (W.) OUTLINES OF BOTANY. Part 1, with 7 plat#, I2mo. cloth boards. 
2$. 6d. London, 1848. c 

MIERS (J.) ILLUSTRATIONS OF SOUTH AMERICAN PLANTS. 4to. with 16 plate* 1 
Loudon, 1847. 14s. 
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SGHLEipEN. THE PLANT j a Biography, in a Series of Popular Lectures on Botany. 
Edited and Translated by A. jHenfre^ E L.S. Svo. with 5*oluured plates, and ft wood- 
cuts, 16*. London, 1848. 

WIGHT. ILLUSTRATIONS of «VDIAN BOTANY j or figures Illustrative of each of the 
Natural Orders of Indian Plants, described in the Author's Prodromus Flora Peninsulas 
Indite Orientalisj but not confined to them. By I)r. R. Wight, F.L.S. Surgeon To the 
Madras Establishment. Vol. 1, published in 13 parts, containing 95 .coloured plates, 
41. 17*. 6a. Madras, 1838—40. 


Vol. 2, Part 1, containing 39 coloured plates, 1/. 6*. Madras, 1841. 

1** Odd Parts can be obtain < to complete sets, 

ICONES PLANTARUM INDITE ORIENT&Lio, or Figures of Indian Plants. By Dr 
Robert Wight, F.L.S. Surgeon to the Mafias Establishment. Vol. 1, 4to. conslstiug of 
16 Parts, containing together 318 plates, fit. Madras, 18:18—10. 

Vol 2, consisting of 4 Parts, containing together 318 plates, hi. 6s. Madras, 1840—42. 
Vol. 3, Parts 1 to 4, with 609 plates, jp/. Madras, 1843 — 47. r 

Vol. 4, Part 1, with 126 plates, 1/. I £s. Madras, 1848. 

*** Odd Parts may be Ybtmined to complete sets. 

CONTRIBUTIONS to the BOTANY oP 5NDIA. By Dr. Robert Wight, F.L.S. Surgeon to 
the Mad>as Establishment. 8vo. 7*.6rL London, 1834. 

SPIC1LEG1UM NEILGHERRENSE } or, a Selection of Neilgherry Plants, Drawn and 
Coloured from Nature, with Brief Descriptions of each; some General Remarks on the 
Geography and Affinities of Natural Families of Plants, and Occasional Notices of their 
Economical Properties and Uses. By Dr. Robert Wight, F.L.S. Surgeon to the Madras 
Establishment. 4to. with 100 coloured plates, HI. 5 s. Madras, 1846. 

PRODROMUS FLO It .E PENINSULAS INDUE ORIENTALIS; containing-Abridged 
Descriptions of the Plants found in the Peninsula of British India, arrurtged according to 
the Natural System. By DrsNJtobert Wight, F.LS., aisl Walker Arnott. Vol. 1, Svo. 
16*. London, 1834. ^ 
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ARNICA AND RHUS, With Directions for their Use in Mechanical Injuries and in 
other Affections. l8mo. 1*. London, 1848. 

BELLUOMINI (J., M.D.) SCARLATINA; its Treatment Homaopathicully. 8vo. l.v. 

_ London, 1843. • 

BCBNNINGHAUSEN. MANUAL of HOMCEOPATHIC THERAPEUTIC, Intended as 
a Guide to the Study of MATERIA MEDICA l*URA. Translated, wtyh Additions, by S. 
Laurie, M.D. Svo. 12*. 1848. ? 

BLACK. THE HOMCEOPATHIC TREATMENT OF CHOLERA. 8vo. 1847. 1*. 

A TREATISE ON THE PRINCIPLES OF HOMCEOPATHY. 8vo. London, 1842. 9*. 
CHEPMELL. A DOMESTIC HOMCEOPATHY, lijfctricted to its Legitimate Sphere of 
Practice ; together with Rules for Ditj and Regimen. l8.*o. London, 1848. 4*. Gd. 
CURIE (P. F., M.D.) PRACTICE of HOMCEOPATHY. *1 vol. 8vo. Os. London, 1838. 
PRINCIPLES of HOMCEOPATHY. »1 vol. Svo. 6s. London, 1837. 

JAHR'S HOMCEOPATHY. New Edition, 2 vols. I2mo*l/. 12*. London, 1847 
*** See J ah a. » 

DUNS FORD (HARRIS.) THE PATHOGENETIC EFFECTS cl SOME of the PRIN- 
CIPAL HOMCEOPATHIC REMEDIES. Bvo. 9s. Loffdfln, WM. 

THE PRACTICAL ADVANTAGES of HOMCEOPATHY, illustrated by numerous Cases. 
Dedicated, by permission, to Her Majesty Chy^n Adelaide. 1 vol. Bvo. 8s. boards. 1841. 
SPPS. DOMESTIC HOMCEOPATHY j or,<*lu!es for the Domestic Treatment of the Mala- 
dies of Infants, Children, and Adults, and for the Conduct and Treatment during Preg- 
nancy, Confinement, and Suckling. 4th Edition, 12mo. 4*. (id. London, 1844. 
RVSREST (T. R.) /• POPULAR VIEW of HOMCEOPATHY; exhibiting the Present 
State of the Science. 2nd Edition, amended and much enlarged. 8vo. 6*. London, 1836. 
A LETTER addressed to the Medical Practitioners oi Great Britain on the Subject of 
Homoeopathy. Svo. 1*. 6 d. London, 1834. 

GUNTHER. NZW MANUAL of HOMCEOPATHIC VETERINARY MEDICINE ; or, 
the Homoeopathic Treatment of the Horse, the Ox, the Dog, and other Domestic Animals. 
Translated from the 3rd German Edition, with considerable Additions and Improvements. 
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